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PREFACE  TO  THE  FIRST  EDITION  OF 

VOLUME  11. 


The  appearance  of  the  second  volume  completes  this  "Text- 
book of  Analytical  Chemistry."  I  had  intended  to  describe  only 
such  methods  as  I  had  found  satisfactory  from  my  own  experience, 
and  this  is  true  of  the  majority  of  the  processes.  A  few  of  them, 
however,  I  have  not  yet  tested. 

For  painstaking  help  in  correcting  the  proof  I  am  greatly 
indebted  to  my  dear  wife  and  to  my  assistant,  0.  Brunner.  For 
most  of  the  drawings  used  in  making  the  illustrations  in  the  text 
I  have  to  thank  Dr.  A.  Hill.  I  also  wish  to  express  my  sincere 
thanks  to  my  publisher,  Franz  Deuticke,  for  the  readiness  with 
which  he  permitted  me  to  make  considerable  changes  that  were 
made  necessary  as  a  result  of  researches  made  while  the  book 
was  in  press. 

I  renew  the  request  which  I  made  of  my  colleagues  and  fellow- 
chemists  in  the  preface  to  the  first  volume,  to  kindly  inform  me 
of  any  errors  or  omissions. 

F.  P.  Treadwell,  Ph.D. 
Zurich,  September,  1901. 
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PREFACE  TO  THE  SECOND  EDITION  OF 

VOLUME  II. 


The  arrangement  of  the  subject-matter  remains  the  same 
as  in  the  first  edition.  On  account  of  nimierous  requests  a  table 
for  the  calculation  of  analyses  as  well  as  tables  of  four-place  log- 
arithms and  antilogarithms  have  been  added.  The  latter  are 
those  compiled  by  Professor  G.  Quincke,  and  I  wish  at  this  place 
to  express  my  sincere  thanks  to  him  for  permitting  me  to  use  them. 

I  am  again  under  obligations  to  my  assistant,  0.  Brunner,  for 
his  help  in  correcting  proof  and  recalculating  the  tables. 

The  methods  designated  with  *  have  not  been  tested  by  the 
author,  but  as  they  are  all  proposed  by  trustworthy  analysts, 
he  believes  that  he  can  reconmiend  them. 

F,  P.  Treadwell,  Ph.D. 

Zurich,  October,  1902. 


TRANSLATOR'S  NOTE. 


This  translation  has  been  made  from  the  second  German 
edition,  but  Professor  Treadwell  has  kindly  indicated  quite  a 
number  of  changes  which  he  intends  to  make  in  the  third  edition. 
Since  it  has  been  my  aim  not  so  much  to  prepare  an  exact,  literal 
translation  as  to  publish  a  book  which  will  be  useful  to  English- 
speaking  students,  I  am  under  great  obligations  to  several  of  my 
friends  and  colleagues  for  suggesting  certain  other  changes.  That 
part  of  the  proof  relating  to  Gravimetric  Analysis  has  been  care- 
fully read  and  criticised  by  Professor  Henry  Fay,  that  relating 
to  Volumetric  Analysis  by  Professor  F.  Jewett  Moore,  and  Pro- 
fessor Augustus  H.  Gill  has  twice  read  the  chapter  on  Gas  Analysis. 
I  have  also  received  valuable  assistance  in  reading  the  proof  from 
Messrs.  R.  S.  Williams,  F.  R.  Kneeland  and  J.  R.  Odell,  all  of  the 
Massachusetts  Institute  of  Technology.  I  am  indebted  to  Mr. 
A.  R.  Jackson,  of  Winthrop,  for  several  drawings. 

WiLUAM  T.  Hall. 
Massachusetts  Institute  op  Tbchnoloqt, 

April,  1904. 
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QUANTITATIVE  ANALYSIS. 


INTRODUCTION. 

The  purpose  of  a  quantitative  analysis  is  to  determine  the 
quantity  of  the  constituents  present  in  a  compound  or  in  a  mix- 
ture. The  methods  to  be  employed  depend  upon  the  nature  of 
the  substances  to  be  determined,  so  that  in  every  case  a  qualitative 
analysis  should  precede  the  quantitative  one.  In  quantitative  analy- 
sis we  distinguish  two  essentially  different  methods  of  procedure: 

I.     Gravimetric  Analysis  (Analysis  by  Weight). 
II.    Volumetric  Analysis  (Analysis  by  Volume). 

In  the  case  of  gravimetric  analysis  we  separate  the  component 
to  be  determined  from  a  solution  in  the  form  of  an  insoluble  com- 
pound of  known  chemical  composition,  and  then  determine  the 
weight  of  this  compound ;  from  this  we  can  calculate  the  amount 
of  the  substance  present. 

Suppose,  for  example,  that  we  have  for  analysis  a  sample 
of  barium  chloride.  The  amount  of  barium  present  can  be 
•  determined  by  dissolving  a  weighed  amount  of  the  chloride  in 
water,  precipitating  the  barium  from  the  solution  by  the  addi- 
tion of  sulphuric  acid  and  weighing  the  insoluble  barium  sulphate 
formed. 

If  we  start  with  a  grams  of  barium  chloride  and  obtain  p  grams 
of  barium  sulphate,  the  amount  of  barium  present  may  be  calcu- 
lated as  follows: 

BaS04:Ba==p:s 

Ba 
;|-— —  .p»  weight  of  barium  in  a  gm.  of  barium  chloride. 


fi  = 
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It  is,  however,  customary  to  express  the  results  in  percentages; 
therefore  in  this  case  we  have 

lOO-Ba  p  XI.. 

x=-— ——-•  —  =  per  cent,  banum. 
i5abU4   a      ^ 

In  the  case  of  volumetric  analysis  the  constituents  are  not 
weighed,  but  they  are  determined  by  measuring  the  amounts  of 
reagents  of  known  strength  which  react  with  them. 

Suppose  that  we  have  a  sample  of  caustic  soda  which  contains 

some  sodium  chloride  as  an  impurity  and  that  we  desire  to  know  how 

much  caustic  soda  there  is  in  100  gms.  of  the  mixture.    A  portion 

of  the  substance  weighing  a  gms.  is  dissolved  in  water,  some  methyl 

orange  is  added  and  hydrochloric  acid  of  known  strength  is  then 

run  into  the  solution  from  a  burette  until  the  alkali  is   just 

neutralized,  this  point  being  reached  when  the  yellow  color  of 

the  solution  changes  to  pink.      If  t  c.c.  of   hydrochloric   acid 

were  necessary,  of    which  1  c.c.  contained   exactly   a  gms.  of 

HCl,  it  is  evident  that  to  neutralize  the  caustic  soda  contained 

in  a  gms.  of  the  mixture  a-t  gms.  of  HCl  were  used  up,  and  it 

follows: 

HCl:NaOH=a-<:« 

NaOH 
g=g   HPl — «*^=g°^-NaOH  in  a  gms.  of  thenMxture;  in  100  gms* 

NaOH       ,     ,^ 
a:    „p.    -«'<  =  100:g 

lOONaOHaf  ^  ,.  ^„ 

x= fjT^i =  per  cent  NaOH. 

HCl-o  ^ 

We  will  first  consider 

A.    Gravimetric  Methods. 

These  are  divided  into 

(a)  Direct  Analyses, 
(h)  Indirect  Analyses. 

In  the  case  of  a  direct  analysis  the  substance  to  be  determined 
is  separated  from  the  solution  in  the  form  of  an  insoluble  com- 
pound and  weighed. 
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The  determination  of  barium  in  barium  chloride  was  an  example 
of  a  direct  analysis. 

The  indirect  method  depends  upon  the  fact  that  when  two  or  more 
substances  are  made  to  undergo  the  same  chemical  treatmerU  they  ex- 
perience a  relatively  different  change  of  weight. 

For  example,  suppose  that  we  have  a  mixture  of  the  chlorides 
of  sodium  and  of  potassium  and  desire  to  determine  the  relative 
amounts  of  each  of  the  two  substances  in  the  mixture.  Fo  this 
purpose  a  portion  of  the  mixture  (a  gms.)  is  weighed,  dissolved 
in  water,  the  chlorine  precipitated  as  silver  chloride,  and  the 
weight  of  the  latter  determined  (p  gms!).  From  these  data  it 
is  possible  to  calculate  the  amount  of  sodium  chloride  and  of  potas- 
sium chloride  that  was  present  in  the  mixture. 

If  we  let  X  represent  the  amount  of  the  sodium  chloride,  y 
the  amount  of  the  potassium  chloride,  a  the  amount  of  silver 
chloride  formed  from  x  gms.  of  sodium  chloride,  and  /?  the 
amoimt  of  silver  chloride  formed  from  y  gms.  of  potassium 
chloride,  then 

NaCl    KCl 
X    +   y  ^  a 

AgCl    AgCl 
a   +    /?  =  p 

We  have,  therefore,  two  equations  with  apparently  four  un- 
known quantities,  but  a  and  /?  can  be  expressed  in  terms  of  x 
snd  y: 

NaCl:AgCl=a;:a  KCl:AgCl=y:^ 

AgCl  ^    AgCl 

{^^\  ftiid  -^r,  however,  are  known  quantities;  they  are  simply 
the  quotients  of  the  molecular  weights  in  question. 

If  we  designate  by  m  the  fraction  ^j^  and  by  n  the  frao- 

tion  ^W'  ^®  ^^^ 

z+  y  =a 
mx+ny=p 
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and  from  this  we  can  calculate 

p  —  n-a        , 
x='i- and  y=a—x 

or 

1  n 

x= -p -a. 

m—n  '^     w  — n 

All  indirect  analyses  may  be  calculated  by  means  of  this  last 
general  equation. 

In  the  above  example 

AgCl     143.38  A^l     143.38 

and 

m-n  =  0.52895 

If  these  values  are  substituted  in  the  above  equations  we 
obtain 

X  =  1.8905 -p- 3.6336  a 

Consequently,  in  order  to  determine  the  amount  of  sodiiun 
chloride  in  the  original  mixture  it  is  only  necessary  to  determine 
the  values  a  and  p,  then  multiply  them  by  the  coefficients  3.6336 
and  1.8905  respectively,  and  subtract  the  last  product  from  the 
first. 

Although  this  method  appears  so  simple  and  attractive  on  paper, 
impossible  values  are  often  obtained  in  practice,  so  that  it  is  always 
necessary  to  be  very  cautious  about  using  an  indirect  method. 

The  experimental  errors  which  are  unavoidable  in  such  an 
analysis  are  multiplied  by  the  value  of  the  coefficients;  thus  in 
the  above  case  the  actual  error  in  the  determination  of  the  weight 
a  is  multiplied  by  3.63  .  .  .  and  the  error  in  determining  the  weight 
of  the  silver  chloride  (p)  is  multiplied  by  1.89  .  . . 

It  is  clear,  therefore,  that  an  indirect  analysis  becomes  more 
accurate  in  proportion  as  the  coefficients  are  small  and  when  the 
error  in  determining  a  and  p  is  slight. 

In  the  above  example  the  coefficients  are  relatively  small  and 
consequently  good  results  are  to  be  expected,  and  experiment 
.shows  this  to  be  the  case. 

Example:  A  mixture  weighing  0.5480  gm.  (a)  and  consisting  of 
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0.4966  gm.  sodium  chloride  {x)  and  0.0514  gm.  potassium  chloride 
(y)  yielded  1.3161  gm.  of  silver  chloride  (p),  but  from  the  values 
of  a  and  p  we  can  calculate  those  of  x  and  y\ 

x=  1.8905. 1.3161 -3.63360.5480 

=0.4969  gm.  sodium  chloride; 
y= 0.0511  gm.  potassium  chloride. 

The  calculated  values,  therefore,  show 

100.06  per  cent,  of  the  true  value  for  the  sodium  chloride, 
99.41  per  cent,  of  the  true  value  for  the  potassium  chloride. 

Although  the  above  results  are  satisfactory,  it  must  be  borne 
in  mind  that  the  above  analysis  was  carried  out  with  chemically 
pure  substances.  If  this  were  not  so,  as  is  usually  the  case  in 
practice,  the  results  would  be  far  less  accurate. 

The  same  analysis  may  be  performed  in  a  much  more  simple 
manner  than  as  above  described,  by  weighing  the  mixture  of  the 
chlorides  in  a  platinum  crucible,  then  changing  them  to  sulphates 
(by  treatment  with  sulphuric  acid  and  evaporating  off  the  excess 
of  the  latter)  and  again  weighing.  In  this  case  the  acl^ual  experi- 
mental error  is  almost  nothing  and  excellent  results  therefore 
might  be  expected. 
We  have 

NaCl      KCl 
X    +    y  =  a 

a     +    i^   ==  p 

^g-  =  1.2150=m    and     ^  =  1.1686=n 

m-n- 0.0461 

Now 

{\)    X  +  y  ^a 

(2)  mx-^ny=p 
and 

/ON  1  ^ 

(3)  x= p a. 
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Substituting  the  values  for  m  and  n  in  equation  (3  we  obtain 

a;=21.547-p-25.181a. 

In  this  case  the  coefficients  are  very  lai^ge^  so  that  the  analytical 
error  is  multiplied  enormously  in  the  calculation,  so  much  so  that 
it  is  impossible  to  obtain  even  approximate  values  except  whe^ 
the  mixture  is  composed  of  about  equal  parts  of  the  two  chlorides. 
Example:  In  a  mixture  containing  about  equal  parts  of  the 
two  salts  there  was  found 

99.64  per  cent,  of  the  sodium  chloride  present; 
100.76  per  cent,  of  the  potassium  chloride  present. 

In  a  mixture  containing  considerable  sodium  chloride  and  little 
potassium  chloride  there  was  found 

(a)    95.0  per  cent,  of  the  sodium  chloride  present; 

148.0  per  cent,  of  the  potassium  chloride  present. 
(6)     96.8  per  cent,  of  the  sodium  chloride  present; 

129.9  per  cent,  of  the  potassium  chloride  present. 

The  values  obtained  are,  therefore,  worthless. 

In  the  case  of  a  direct  anal3rsis  the  small  unavoidable  enois 
exert  a  much  less  influence  upon  the  result,  so  that  a  direct  deter- 
mination should  always  be  preferred. 

Ordy  in  those  cases  where  a  direct  method  is  unknown  shovld  one 
resort  to  an  indirect  analysis! 

Operations. 

The  principal  operations  of  quantitative  analysis  are  those 
of  weighing,  filtration,  and  the  washing,  drying,  and  ignitioiT  of 
precipitates. 

Weighing. 

The  balance,  as  used  for  purposes  of  quantitative  chemical 
analysis,  is  shown  in  Fig.  1. 

It  consists  of  a  horizontal  lever  with  two  arms  of  equal 
length,  and  in  order  to  be  serviceable  it  must  be  accurate  and 
sensitive. 

It  fulfib  the  first  condition  if 

(1)  The  arms  of  the  lever  are  equally  long; 
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(2)  The  point  of  eupport  (the  fulcrum)  liea  above  the  centre 
of  gravity; 

(3)  The  fulcrum  (a  knife-edge)  and  the  knife-edges  from  which 
the  pans  are  suspended  lie  in  the  same  plane  and  are  parallel 
to  one  another. 

The  balance  is  more  sensitive  the  greater  the  displacement 
of  the  position  of  equihbrium  brought  about  by  the  addition  of 
a,  small  weight,  e.g.  one  milligram. 


Fio.  1. 
The  sensitiveness  may  be  expressed  by  the  simple  formula; 

tana*=£4 

q-d 

in  which  p  is  the  weight  added,  /  the  length  of  the  balance-arm, 
q  the  weight  of  the  beam,  aiid  d  the  distance  between  the  centre 
of  gravity  and  the  point  of  support. 

The  sensitiveness  of  the  balance  is  greater,  therefore,  the 
heavier  the  weight  added,  the  longer  the  beam,  the  lighter  the 
beam,  and  the  shorter  the  distance  between  the  centre  of  gravity 
and  the  point  of  support. 

*  a  ia  the  angle  through  which  the  pointer  movee  on  the  addition  of  the 
aniall  Wright. 
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For  convenience  in  determining  the  position  of  the  balance, 
a  pointer  is  fastened  to  the  beam  which,  when  the  equilibrium  is 
established,  rests  at  the  zero  of  a  scale  on  an  ivory  plate  below. 

The  object  to  be  weighed  is  placed  upon  the  left  scale-pan  and 
the  weights  upon  the  right  pan;  the  beam  is  lowered  and  the 
balance  set  in  slight  motion,  by  producing,  with  the  hand,  a 
gentle  draft  of  air  upon  one  of  the  pans.  If  the  correct  weight 
has  been  added,  the  pointer  will  swing  to  the  same  number 
of  scale  divisions  to  the  right  of  the  zero  that  it  does  to  the  left^ 
provided  that  it  does  so  when  there  is  nothing  in  either 
scale-pan,  which  is  usually  not  the  case.  It  is  to  be  noted  that 
when  the  zero-point  of  the  balance,  (i.e.,  the  point  of  the  scale 
at  which  the  pointer  rests  when  the  balance  is  in  equilibrium 
with  nothing  in  either  scale-pan)  coincides  with  the  zero  of  the  scale, 
it  may  change  during  the  course  of  the  day,  so  that  disregard  of 
this  fact  may  lead  to  a  considerable  error. 

The  cause  of  the  displacement  of  the  zero-point  is  that  the 
first  condition  for  the  accuracy  of  a  balance  is  not  fulfiUed.  On 
account  of  unequal  warming  the  arms  become  of  unequal  length. 

In  order  that  accurate  weighings  may  be  obtained,  it  is  necessary 
to  make  them  independent  of  any  inequality  in  the  lengths  of  the 
arms,  which  can  readily  be  done,  as  the  following  consideration 
will  show.  In  the  case  of  a  lever,  equilibrium  takes  place  when 
the  statical  moments  are  equal. 

By  statical  moment  is  understood  the  product  of  the  force 
into  the  length  of  the  lever-arm,  and  the  length  of  the  lever-arm 
is  the  perpendicular  distance  from  the  axis  of  revolution  (the 
fulcrum)  to  the  line  of  action  of  the  force. 

If  an  object,  whose  weight  Q  (Fig.  2)  is  to  be  ascertained,  is 
placed  upon  the  left  balance-pan  and  equilibrium  is  established 
(the  pointer  rests  at  zero)  by  putting  weights  amounting  to  P 
gnis.  in  the  right  balance-pan,  then 

(1)  Ql^Pl,, 

If  now  the  object  Q  is  placed  on  the  right-hand  balance-pan  and 
the  balance  again  brought  to  the  state  of  equilibrium  by  placing 
weights  upon  the  left-hand  balance-pan.  in  this  case  the  weights 
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will  not  as  a  rule  amount  to  P  gms..  but  to  Pj  gms.    Since,  how- 
ever, equilibriiun  has  been  reached,  we  have 


(2)  Qk=^P,L 


V 


V 


jaJ 


1 1  1 1  I  I  I  1 1 


la. 


Fig   2. 


11  equation  1  is  multiplied  by  equation  2,  we  obtain 

Q'll.^P.Pll, 

Q'  =  P,P 
Q=s/PJp. 

The  true  weight  is  obtained,  therefore,  by  taking  the  geometric 
mean  of  the  two  values.  For  practical  purposes,  however,  it  is 
sufficiently  accurate  to  take  the  arithmetical  mean,  in  which  case 
the  true  weight  of  the  object  would  be: 

V         2     • 

This  method  of  obtaining  the  true  weight  independent  of  the 
lengths  of  the  balance-arms  is  known  as  that  of  double  weighing. 
The  same  end  is  obtained  by  Borda's  method  of  substitution. 
According  to  this  method  the  object  to  be  weighed  (Q)  is  coun- 
terbalanced (tared)  by  means  of  shot,  sand,  weights,  etc.,  the 
object  Q  is  then  removed  and  equilibrium  with  the  tare  is  again 
established  by  placing  weights  upon  the  scale-pan.  We  have, 
then,  as  a  result  of  the  first  weighing. 


Ql  =  Tl, 
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and  from  the  second  weighing. 


from  which  it  follows: 


Q-P. 


The  latter  method  is  used  chiefly  in  weighing  large  objects. 

For  ordinary  analytical  work  the  weighing  is  made  by  the 
method  of  swings. 

First  of  all  the  zero-point  of  the  balance  is  determined  by  setting 
the  balance  in  motion  (without  any  load  in  either  pan),  observing 

I I' 


M 


m. 


Fig.  3, 


and  recording  the  turning-points,  or  extreme  positions,  of  the 
pointer  on  the  scale  of  an  uneven  number  of  swings  (say  five*) 
and  taking  the  mean  of  the  readings.  In  order  to  give  the  same 
algebraic  sign  to  all  the  observ^ed  readings  it  is  best  to  number 
the  divisions  on  the  scale  from  left  to  right  from  0  to  20  so  that  the 
zero-point  in  case  both  balance-arms  were  of  equal  length  would 
be  numbered  10. 

The  next  thing  to  be  determined  is  the  sensitiveness  of  the 
balance  for  the  object  to  be  weighed.  For  this  purpose  the  object 
is  placed  in  the  left-hand  balance-pan,  and  by  placing  weights  in 
the  right-hand  pan  equilibrium  is  established  as  nearly  as  possible 


*  The  first  two  swings  are  inaccurate  on  account  of  the  jar  in  shutting 
the  balance-door,  etc.,  so  that  they  are  disregarded. 
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and  the  point  of  rest  of  the  pointer  on  the  scale  is  determined  as 
above.  An  additional  weight  of  1  mgm.  is  added,  or  removed  if 
the  object  was  too  light  before,  and  the  point  of  rest  is  again  deter- 
mined. 

The  diflference  (d)  between  this  and  the  previous  point  of  rest 
gives  the  sensitiveness  of  the  balance.  Assuming  the  zero-point  to 
lie  at  10.22,  the  first  point  of  rest,  obtained  with  a  load  of  19.723 
gms.,  to  be  at  9.80,  and  the  point  of  rest  with  a  load  of  1  mgm.  less 
(i.e.,  with  a  load  of  19.722  gms.)  to  lie  at  12.32,  then  the  sensitive- 
ness of  the  balance  will  amount  to  12.32  —  9.80=2.52  scale  divisions. 

As  the  zero-point  of  the  balance  was  at  10.22  and  the  point 
of  rest  with  a  load  of  19.723  gms.  was  9.80,  it  follows  that  the 
object  was  lighter  than  the  weights  in  the  right-hand  pan,  and 
in  fact  the  excess  of  weights  in  the  pan  was  sufficient  to  move 
the  point  of  rest  10.22  —  9.80=0.42  divisions  on  the  scale.  This 
amount  can  be  calculated  from  the  determination  of  the  sensitive- 
ness of  the  balance  as  follows: 

Since  2.52  of  the  scale  divisions  correspond  to  1  mgm.,  then  0.42 
of  the  scale  divisions  correspond  to  the  weight  which  must  be  sub- 
tracted from  19.723  gms.  in  order  to  obtain  the  true  weight;  there- 
fore 

2.52:l=0.42:x 

0  42 
a:=ir^  =  0.17  mgm.,  or  about  0.2  mgm. 

The  true  weight  of  the  body  in  air  is  consequently 

19.723  -  0.0002  =  19.7228  *  gms. 

In  making  a  weighing  one  should  always  accustom  himself  to 
note  the  observations  methodically,  as  follows: 

Assimae  that  a  platinum  crucible  is  to  be  weighed. 


*As  most  analytical  balances  will  scarcely  detect  with  certainty  less 
than  -^0  mgm.,  the  weight  is  expressed  only  to  the  fourth  decimal.  If  the 
fifth  decimal  place  in  a  calculation  amounts  to  six  or  more,  the  number  in  the 
fourth  decimal  place  is  increased  one. 
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Zero-point. 

I.  Point  of  ReHt  with  Load 
of  12.052  gnriH. 

n.  Point  of  Rect  with  Load 
of  12.053  gms. 

Left. 

Right. 

l^ft. 

Right. 

Left.                 Right. 

4.2 
4.6 
5.1 

17.6 
17.1 
» . . 

5.8 
6.2 
6.6 

18.7 
18.3 

3.5 
3.8 

4.2 

15.8 
15.4 

Sum=13.9 
Mean  =4.63 

34.7 
'     17.35 
4.63 

18.6 
6.2 

37.0 

18.5 

6.2 

11.5 
3.83 

31.2 
15.60 
3.?-3 

Sum  of  both  means  "=  21 .98 

24.7 
12.35 

19.43 

Mean                       » 10.99 

9.71 

Sensitiveness=  12.35  —  9.71  =  2.64  scale  divisions. 

12.35-10.99=  1.36  scale  divisions. 

1.36  : 2.64= 0.5  mgm. 

Weight  of  crucible=  12.052  +  0  0005  =  12.0525  gras. 

The  sensitiveness  of  a  balance  varies  slightly  with  th6  load. 
It  is  simplest  to  determine  once  for  all  the  sensitiveness  for  50 
gms.,  20  gms.,  10  gms.,  5  gms.,  and  2  gms.,  place  a  card  in  the 
balance  with  the  results  obtained  and  use  the  numbers  as  required. 

In  this  way  the  sensitiveness  of  a  balance 


with  a  load  of 

was, found  to  equal 

50  gnis. 

2.23  scale  di^^sions 

20     " 

•  2.28     " 

10     " 

2.64     " 

5     " 

2.66     " 

2  •   " 

2.66     "          " 

The  determination  of  the  zero- point,  however,  must  be  made 
with  every  weighing.  If  a  number  of  weights  are  to  be  made 
one  after  another  it  suffices  to  determine  the  zero-point  at  the 
beginning  and  at  the  end  and  to  use  the  mean  of  the  two  deter- 
minations. In  case  of  very  heavy  loads,  however,  the  zero- point 
should  be  determined  before  and  after  each  weighing  and  the 
mean  value  used. 
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Testing  of  Weights. 

Although  it  is  now  possible  to  buy  nearly  perfect  weights,  yet 
their  accuracy  should  always  be  tested. 

For  almost  all  analytical  purposes  it  matters  not  whether  the 
50  gm.  weight  weighs  exactly  50  gms.,  but  it  is  essential  that  the 
individual  weights  represent  the  corresponding  relations  to  one 
another. 

In  most  sets  of  weights  the  following  are  found :  50  gm.,  20  gm., 
10  gm.,  10'  gm.,  5  gm.,  2  gm.,  1  gm.,  1'  gm.,  V  gm.,  0.5  gm.,  0.2  gm.^ 
0.1  gm.,  O.l'.gm.,  0.05  gm.,  0.02  gm.,  0.01  gm.,  0.01'  gm.;  a  rider 
(weighing  either  10  or  12  mgms.  according  as  to  whether  the  bal- 
ance-arm is  divided  into  10  or  12  equal  parts  between  the  fulcrum 
and  the  point  of  suspension  of  the  right-hand  balance-pan) ;  and 
usually  smaller  weights  weighing  5,  2,  1,  1,  1  mgms. 

The  we'-ghts  may  be  "tested  in  the  following  manner:* 

The  assumption  is  first  made  that  the  sum  of  the  larger  weights 
is  equal  to  100  gms.  =  100,000  mgms.,  and  the  weights  of  the  single 
pieces  obtained  by  the  method  of  double  weighing  are  compared 
with  one  another,  e.g. : 

50  gm.  wt.  against  20+ 10+ 10'+ 5+ 2+ 1+ 1'+ 1" 

and  it  is  found: 

I^ft  Right 

(1)  50gm.+0.31mgm.  =(20+10+10'+...) 

Left  Right 

(2)  (20+ 10+ 10'+ . .  . )  =50  gm.+0.61  mgm. 

from  which  it  follows: 

-^         ,  0.31  mgm. +0.61  mgm.     _.  ,  _  . . 

60  gm.H ^^^—^ ^^ —  =50  gm.+  0.46  mgm. 

=  (20+ 10+ 10'+ . . . ) 
or 

50  gm.  =  (20+ 10+ 10'+ .  . . )  -  0.46  mgm. 


*  Kohlrausch,  Leitfaden  der  prakt.  Phys.,  V.  Auflage,  p.  34.    See  also  T. 
W.  Richards,  Joum.  Am.  Chem.  Soc.  (1900)  XXII,  144. 
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The  other  wdghts  are  compared  in  the  same  way,  obtaining^  for 
example, 

50  gm.  =  (20+ 10+ 10'+ .  • .)  gm.+ A  mgm. 
20  "    =  10+10'  +B    " 

10'  "    -  10  +C    "     ♦ 

(6+2+l+...)«  10  +D    " 

in  which  A,B,C,  and  D  may  be  either  positive  or  negative. 

The  sum  of  the  weights  (50+  20+ 10+ 10'+ . . .)  was  assumed 
to  equal  100,000  mgm.,  and  with  the  help  of  the  preceding  equa- 
tions each  weight  is  expressed  in  terms  of  the  10  gm.  weight;  then 

10XlO+il+2B+4C+2Z)«(50+20+10+. . .)  =  100,000  mgm. 
and  the  10  gm.  weight  itself: 

T*        1  X  o    A+2B+4C+2D  ^,  ,  .  . 

If  we  let  /S= TTT ,  then  we  obtam 

10=10,000-5 
10'=10,000-S+C 
6+2+ 1+1'+1"=  10,010 -S+D 

20=20,000-2S+fi+C 
50=  50,000-55+ A +fi+2C+D 
=  50,000+iA. 

The  sum  ^A+ 3+20+0—58  should  equal  0,  which  serves  as 
a  test  for  the  accuracy  of  the  observations. 

The  5  gm.  weight  is  now  compared  with  the  2+l+l'+l"  in 
exactly  the  same  way,  with  the  result  that 

5=2+l+l'+l"+a 

2  =  1+1'  +b 

l'=l  +c 

1"=1  +d. 


*  It  u  well  to  mark  the  weights  of  the  same  denomination  so  that  they 
may  be  distinguished  from  one  another. 
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IS 


According  to  the  preceding  work 


consequently 


and 


5+2+ 1+ 1'+ 1"= 10,000-S+D 


lOX  1 +a+ 26+ 4c+ 2d  =10,000-5+1) 


1  =  1000- 


a+26+4c+2(i+AS-D 
10 


If  we  let      «=» ztt;^ ,  we  obtain 


1 

V 

V 

2 

6 


10 

1000-8 

1000-8+c 

1000-«+d 

2000-2«+fe+c 

5000  -  5«+ a+ 6+ 2c+ d. 


In  the  same  way  the  smaller  weights  are  tested  mitil  finally 
the  following  correction  table  is  obtained. 


TABLE  FOR  CORRBGTION  OF  WSIOHTB. 


50 

20 
m 

-50.000+iii  mgm. 
-20.000-2iS+B+C 

in  nrwi      o 

6+2+1  +  1'  +  !"- 
10 

0.6+0.2+0.1+0.1' 
+i»- 
1 

0.1 

10'- 10.000 -5+C 

- 10,000 -iS+Z) 

-1000-<5+a 

i-100-«'+tf 

*  1 
2 

1 

1' 

1". 

-ICOOO-iS+Z) 

fi-6000-6«+a+6+ 

+2c,+d 
2-2000-2«+&+c 
l-1000-» 
r  -1000 -•+€ 

r'-iooo-«+d 

0.6  -600-5«'+/?+ 

+  r  +  2«  +  a 
0.2  -200-2i-+r+* 
0.1  -lOO-*' 
0.1'-100-»'  +  a 
J-100-»+« 

0.06-50-6«"+Z+ 

+ni+2n+o 

0.02-20-2«"+iiH-«» 
0.01-10-#" 
0.01' -10 -•"+#» 
Rider-10-»"+« 

Sum  - 100,000  mgm. 

10.000  '8+D 

1000-«+a 

100-»'+« 

*  J  -0.06+0.02+0.01  +0.01'  +  Rider.     (Rider -0.01  gm.) 

The  milligram  weights  may  be  standardized  in  exactly  the  same 
manner.  It  is  much  more  convenient,  however,  and  the  acciu-acy 
attained  is  almost  exactly  the  same  if  instead  of  using  these  very 
small  weights  the  rider  is  hung  upon  the  whole  divisions  of  the 
balance-arm  in  order  to  obtain  the  weight  in  milligrams;  for  the 
estimation  of  the  fractions  of  the  milligram  it  is  better  to  calculate 
them  from  the  sensitiveness  of  the  balance. 
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The  weights  should  never  he  touched  with  the  fingers^  but  should 
always  he  lifted  hy  means  of  the  pincers  provided  with  each  set,  and 
nothing  should  he  "placed  on  or  removed  from  the  balance-pans  with- 
out arresting  the  balance ,  i.e.,  raising  the  mechanical  supports  so 
that  the  beam  no  longer  rests  upon  its  knife-edges. 

Filtration  and  Washing  of  Precipitates. 

How  large  should  the  filter  be  and  how  many  times  should  the 
precipitate  be  washed? 

With  regard  to  the  latter  question  it  is  evident  that  the  pre- 
cipitate should  be  washed  until  the  soluble  matter  is  completely 
removed.  It  is  clear,  however,  that  this  point  will  never  be  reached 
because  a  part  of  the  solution  always  remains  on  the  filter,  but  it 
is  not  difficult  to  make  the  amount  of  the  dissolved  substance 
remaining  so  small  as  to  be  negligible.  When  the  amount  of 
dissolved  substance  remaining  on  the  filter  is  so  small  that  it  could 
not  be  detected  by  our  balance,  we  consider  the  precipitate  to  be 
completely  washed. 

The  aim  should  be  not  only  to  remove  all  of  the  soluble  matter, 
but  to  accomplish  this  with  as  little  wash  water  as  possible. 

No  precipitate  is  absolutely  insoluble,  so  that  it  is  clear  that 
every  unnecessary  excess  of  wash  water  causes  harm  by  removing 
a  fraction  of  the  precipitate,  and  the  greater  the  excess  of  the  wash 
water  the  greater  the  amount  of  the  precipitate  dissolved. 

The  amount  of  wash  water  to  be  used  depends  largely  upon 
the  nature  of  the  precipitate  itself.  Amorphous,  gelatinous  pre- 
cipitates always  require  more  washing  than  crystalline,  granular 
ones.*  As  a  nile,  it  may  be  said  that  the  process  of  washing 
must  be  continued  until  the  substance  which  is  being  washed 
out  can  be  no  longer  detected  in  the  last  filtrate.  In  case  the 
filtrate  must  be  used  for  another  determination,  it  is  obvious  that 
the  filtrate  should  not  be  tested  too  soon.  When  should  the 
filtrate  be  tested? 

Let  us  assume  the  filter  to  hold  10  c.c,  the  solution  to  drain 


*  The  reason  why  some  precipitates  require  more  washing  than  others 
is  due  to  the  fact  that  the  degree  of  adsorption  varies.  (Cf.  Ostwald,  Die 
wissenschaftl.  Grundl.  der  analyt.  Chem.,  p.  19.) 
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to  the  last  drop  from  the  paper,  the  amount  of  the  solution  held 
back  by  the  precipitate  and  filter  to  be  1  c.c.  and  to  contain 
0.1  gm.  of  the  solid  substance  which  is  to  be  removed  by  wash- 
ing. 

The  filter  is  filled  to  the  upper  edge  with  wash  water  and 
allowed  to  drain  to  the  last  drop  n  times,  until  not  more  than 
5/100  mgm.  of  the  substance  to  be  removed  by  washing  remains. 

According  to  our  assumption.  9  c.c.  drain  off  and  1  c.c.  remains 
behind;  we  have  consequently: 

Removed  by  the  There  remains  after  the 

1st  washing,  0.1-9/10  gra.  Ist  washing  0.1  •  1/10  gm. 

2d        "         0.19/10.1/10  gm.  2d        "        0.1- 1/10- 1/10  gm. 

3d        "         0.1. 9/10- (1/10)*  gm.  3d        "        0.1.1/10.(1/10)' gm. 


nth      "         0.1. 9/10.  (l/10)n-igm.    nth       "        0.1.1/10.(l/10)n-i  gm. 

After  washing  n  times,  therefore,  the  amount  removed  by 
washing  is  the  sum  of  the  decreasing  geometric  series  of  which  the 
first  term  is  0.1-9/10  and  the  constant  factor  is  1/10. 

In  case  n  =4,  the  sum  of  the  series  is 

o.ifo[(l^)'-i] 

2-=, i^LLVuv =!  =0.09999  gm, 

lo-i 

After  washing  the  precipitate  four  times,  therefore,  0.09999  gm. 
of  the  impurity  has  been  removed.  According  to  the  assumption 
that  there  was  originally  0.1  gm.  of  this  substance,  there  remains 
in  the  precipitate  only  0.00001  gm.,  or  in  other  words  a  negligible 
amount. 

Consequently,  the  filtrate  should  be  tested  qualitatively  for 
the  substance  to  be  removed  only  after  the  precipitate  has  been 
washed  four  times. 

Of  ten  the  washing  will  be  found  to  have  been  complete  after  the 
fourth  washing,  but  as  a  rule  this  will  not  be  the  case,  and  in  many 
cases  it  will  be  found  necessary  to  repeat  the  operation  for  from 
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twenty  to  thirty  times.  In  the  processes  which  are  described 
the  amount  of  washing  necessary  will  be  stated  in  each  individual 
case. 

Now  with  regard  to  the  second  point,  how  should  a  precipitate 
be  washed  with  the  least  possible  amount  of  wash  water?  Accord- 
ing to  the  above  consideration  it  is  necessary  to  wash  every  pre- 
cipitate at  least  four  times,  in  which  case  thp  filter  should  be  en- 
tirely filled  each  time,  and  it  is  evident  that  the  size  of  the  filter- 
paper  will  influence  the  amount  of  wash  water  used. 

The  filter,  therefore,  should  be  made  as  small  as  possible, 
irrespective  as  to  whether  there  is  little  or  much  liquid  to  filter. 
T?ie  size  of  the  filter  used  should  be  regulated  entirely  by  the  amount 
of  the  precipitate  and  not  at  all  by  the  amount  of  the  liquid  to  be  fUr 
tered.  The  mistake  should  not  be  made,  however,  of  using  too 
small  a  filter.  The  precipitate  should  never  reach  the  upper 
edge  of  the  paper;  about  5  nmi.  should  remain  free,  and  even  in 
this  case  the  filter  should  not  be  so  completely  filled  as  in  Fig.  4,  a. 


Fig.  4. 

It  is  better  to  have  the  filter  filled  about  as  much  as  \b  shown  in 
Fig.  4,  by  in  order  that  sufficient  room  is  left  for  the  wash  water. 

The  use  of  too  large  filters  is  one  of  the  inexcusable  ana- 
l3rtical  errors. 


J 
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The  Drying  and  Burning  of  Precipitates. 

Before  a  precipitate  can  be  weighed  it  must  be  absolutely  dry. 
Those  precipitates  which  do  not  undergo  a  change  of  weight  on 
ignition  are  treated  as  follows: 

(a)   THE  PRECIPITATE  IS  IGNITED  DRY. 

This  method,  in  which  the  precipitate  is  separated  from  the 
filter,  the  filter  burnt  by  itself,  the  ash  added  to  the  main  part 
of  the  precipitate  and  the  mixture  then  ignited  to  constant 
weight,  is  used  in  those  cases  when  the  ignited  substance  will  be 
reduced  by  the  burning  paper,  e.g.,  in  the  case  of  precipitates  of 
silver  chloride,  lead  sulphate,  bismuth  oxide,  etc. 

In  order  to  perform  this  operation  it  is  first  necessary  that  the 
filter  and  precipitate  should  be  completely  dried  at  100*^0.  For 
this  purpose  the  funnel  containing  the  filter  is  carefully  covered 
with  a  piece  of  filter-paper,*  placed  in  a  drying-closet  (preferably 
one  that  is  heated  by  steam)  and  dried  at  100°  C.  When  per- 
fectly dry,  a  weighed  crucible  is  placed  upon  a  piece  of  glazed 
paper  of  about  20  sq.  cm.  (Fig.  6,  left)  and  the  dry  precipitate  is 
carefully  shaken  into  the  crucible  removing  it  from  the  paper  as 
completely  as  possible  by  gentle  rubbing  with  a  platinum  spatula. 
Any  small  particles  of  the  precipitate  which  may  have  fallen 
upon  the  glazed  paper  are  brushed  into  the  crucible  with  the 
aid  of  a  feather  (Fig.  6).  Small  particles  of  the  precipitate  will 
still  always  adhere  to  the  paper  and  these  must  be  weighed. 
In  order  to  accomplish  this,  the  filter  is  burnt  and  the  ash  obtained 
is  either  weighed  by  itself  or  mixed  with  the  main  part  of  the  pre- 
cipitate and  weighed  with  it.f 

♦  Wet  a  common  cut  filter,  stretch  it  over  the  ground  top  of  the  funnel, 
and  then  gently  tear  off  the  superfluous  paper.  The  cover  thus  formed 
continues  to  adhere  after  drying     Fresenius,  Quant  Chem.  Analysis. 

t  By  using  filter-paper  which  has  been  carefully  washed  with  hydro  - 
chloric  and  hydrofluoric  acids,  it  is  permissible  to  neglect  the  weight  of 
the  ash  from  the  filter  itself.  With  an  unknown  paper  it  is  necessary  to 
determine  the  weight  of  the  ash  by  a  separate  experiment  and  then  correct 
the  weight  of  the  precipitate  obtained. 
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The  combustion  of  the  filter,  to  which  small  particles  of  the 
precipitate  still  adhere,  is  best  accomplished  by  the  method  pro- 
posed by  liunsen  as  follows:  The  filter  is  folded  together  so  that 
J  the  precipitate  occupies  the  position  indicated  in  the  shaded  part 
of  Fig.  5,  a,  and  then  it  is  further  folded  as  indicated  by  ^  and  ;•  of 
Fig.  5  to  a  narrow  strip.     The  paper  is  then  rolled  between  the 


^^rn^ 


fingers  as  indicated  by  d,  beginning  at  h.  so  that  the  portion  of 
the  filter  which  is  free  from  the  precipitate  is  on  the  outside.  The 
roll  is  now  enveloped  with  a  previously  ignited  heavy  platinum 
wire,  the  wire  is  supported  (as  indicated  in  Fig.  6)  by  means  of  a 


«ork  in  the  opening  of  a  porcelain  plate  and  the  filter  is  ignited  by 
.  means  of  the  gas-flame.  The  flame  is  at  once  taken  away  and 
the  paper  allowed  to  bum  quietly.  If  carbonizeil  particles  still 
n-ninin,  the  gn.'i-flame  is  applied  repeatedly  until  it  is  no  longer 
pos.-iible  to  make  the  particles  glow  any  more.  (Too  strong  ignition 
should  be  avoide<l.)     The  ash  b  then  added  to  the  contents  of  the 
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crucible  by  gentle  shaking  and  the  final  use  of  the  feather.    The 
cover  is  placed  oq  the  crucible,  and  it  is  heated  at  first  with  a  small 
flame,  the  temperature  being 
gradually  increased  until  the 
prescribed    temperature    of 
ignition  for  the  given  precip- 
itate is  reached.     The  flame 
is  finally  removed,  the  cruci- 
ble  allowed    to   cool  some- 
what, and  while  still  warm, 
but   not   glomng,  is  placed 
in  a  desiccator  (Fig.  7). 
'         After    cooling   (at   least 
three quartere  of  an  hour  for  '^^-  '■ 

porcelain  crucibles  and  20  minutes  for  platinum  ones)  the  crucible 
and  its  contents  are  weighed. 

Many  precipitates  (silver  chloride,  lead  sulphate,  etc.)  are  some- 
what reduced  to  metal  by  the  above  treatment.  As,  however, 
these  metals  are  difficultly  volatile,  there  will  be  no  loss  of  the 
metal,  only  of  the  anion  (chlorine  in  the  case  of  silver  chloride 
and  SOj  in  the  case  of-  lead  sulphate).  ThU  loss  may  be  readily 
replaced.  The  metal  in  the  crucible  is  moistened  with  a  few  drops 
of  nitric  acid  to  dissolve  it,  a  few  drops  of  hydrochloric  acid  (in 
the  case  of  a  silver  chloride  precipitate),  or  of  sulphuric  acid  (in 
the  case  of  lead  sulphate)  are  added,  and  after  evaporating  off  the 
excess  of  the  acid  the  crucible  is  weighed.  The  only  danger  in  this 
method  is  that  in  burning  the  filter  the  ash  is  heated  too  hot,  so 
that  some  of  the  reduced  metal  melts  and  alloys  with  the  platinum 
wire.  If,  however,  the  filter-paper  is  rolled  up  as  was  directed, 
there  is  always  some  paper  free  from  precipitate  between  the  precipi- 
tate and  the  platinum  wire,  j'ielding  an  a-'-h  which,  although  its 
weight  is  inappreciable,  Is  still  sufficient  to  protect  the  wire  and 
prevent  the  reduced  metal  from  coming  in  contact  with  it,  provided 
it  is  not  heated  strongly  enough  to  melt  the  metal. 

Many  precipitates  (Mg(NHJAsO,,  KjPtClg,  etc.)  are  changed 
so  much  by  this  treatment  that  it  would  be  impossible  to  obtain 
correct  results.  In  such  cases  the  filter  cannot  be  burnt,  but 
it  is  previously  dried   at  a  definite  temperature  and  weighed; 
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afterwards  the  precipitate  and  filter  are  again  dried  at  the  same 
temperature  and  weighed  again. 

In  order  to  dry  the  filter  it  is  placed  in  a  drying-closet  *  (Fig.  8a) 
upon  a  watch-glass  and  near  an  open  weighing  beaker,  the  tem- 
perature is  brought  to  the  desired  point  and  kept  at  this  tempera- 
ture with  the  help  of  the  thermo-regulator  T  for  i  to  1  hour.  By 
means  of  tongs  the  filter  is  quickly  placed  in  the  weighing  beaker, 
and  the  latter  in  a  desiccator  filled  with  calcium  chloride  (Fig.  7), 
where  it  is  kept  for  exactly  1  hour.  It  is  then  covered,  removed 
from  the  desiccator,  allowed  to  stand  in  the  air  near  the  balance  for 
20  minutes  and  then  weighed.  The  heating  and  weighing  is  re- 
peated once  more  in  exactly  the  same  way  until  two  consecutive 
weighings  do  not  differ  by  more  than  0.0002-3  gm. 

The  precipitate  is  now  collected  upon  the  filter  and  after  drying 
the  filter  in  the  funnel  at  100°  C.  the  filter  and  its  contents  are 
removed  from  the  funnel  and  dried  in  exactly  the  same  way  as 
before. 

The  same  result  is  much  more  simply  and  accurately  accom- 
plished by  the  use  of  the  Gooch  Crucible, 

This  consists  (as  is  shown  in  Fig.  9)  of  a  crucible  with  a  per- 
forated bottom.  The  crucible  is  provided  with  an  asbestos  filter, 
weighed  after  drying  at  the  prescribed  temperature,  then  the  pre- 
cipitate is  filtered  off  into  the  crucible,  dried,  and  weighed.     The 

♦  The  drying-doeet  shown  in  Fig.  8a  is  fitted  with  six  removable  porce- 
lain plates  which  prevent  any  oxide  falling  from  the  metallic  closet  walls 
upon  the  substance  to  be  dried,  rendering  it  impure.  The  upper  plate  has 
two  holes  bored  in  it  through  which  thermometer  and  thermo-regulator  are 
placed.  This  upper  plate  is  fastened  to  the  top  of  the  closet  as  follows: 
A  glass  rod  provided  with  a  broad  rim  rr  and  bulging  out  at  oa  is  pushed  up 
through  the  opening  P  of  the  porcelain  plate  (Fig.  86)  and  K  of  the  upper 
cloeet  wall,  and  this  is  fastened  by  placing  an  asbestos  ring  A  between  aa 
and  K. 

The  bottom  plate  rests  upon  a  heavy  iron  wire  so  that  it  does  not 
come  directly  in  contact  with  the  bottom  of  the  closet. 

As  the  plates  can  be  easily  taken  out,  it  is  possible  to  clean  them  without 
difficulty.  The  only  part  of  the  apparatus  that  wears  out  is  the  bottom, 
so  that  it  is  best  to  have  the  closet  so  that  it  may  be  renewed  from  time 
to  time  without  taking  the  apparatus  to  pieces. 

The  above  dr3ring-cloeet  was  designed  by  Prof.  Treadwell  and  can  be 
obtained  from  Bender  and  Hobein,  of  Zurich. 
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use  of  these  crucibles  permits  such  accurate  and  rapid  work  that 
it  is  worth  while  to  describe  the  method  of  using  them  more  in 
detail. 

Preparaiion  of  Asbestos  Fillers. 
From  a  long-fibred  sample  of  asbestos  the  softer  fibres  are  chosen, 
cut  into  pieces  i  cm.  long,  and  Iwiled  with  concentrated  hydro- 
chloric acid  for  some  time.     A  good  sample  of  asbestos  will  then 
be  separated  into  very  small  fibres.     The  mass  is  collected  in  a 
funnel  with  a  platinum  cone,  or  upon  a  filter-plate,  and  washed 
with  water.     After  drying,  the  asbestos  may  be  ignited,  but  for 
most  purposes  this  is  not  only  unnecessary  but  disadvantageous. 
For  the  preparation  of  a  Gooch  filter,  a  small  flock  of  the 
material   is   shaken  with  water   in    a 
flask,     so    that    a   thin     emulsion    is 
formed.     A  piece  of  thin  nibber  tubing 
(Fig.   10)   is  stretched  over  a  funnel 
and  the  crucible  T  is  placed  in  the 
opening.     The  funnel  should  be  large 
enough     so     that     the     cnicible     is 
suspended    by    the    rubber    without 
touching    the    sides     of     the     funnel. 
Enough    of    the    emulsion    is    poured 
through    the    crucible    to    produce    a 
layer  of  1  to  2  mm.  thickness,  a  small 
filter-plate  {Fig.  9,  P)  is  placed  upon 
this  layer  and  some  more  of  the  emul- 
sion   is     poured    into    the    crucible. 
Water  must  now  be  passed   through 
the  crucible  until  no   asbestos   fibre? 
run   through,   and    in    order    to    see 
them  the  liquid  is  poured  into  a  small 
beaker.     Usually  such  a  filter  is  pre- 
pared and  used  with  a  gentle  suction,* 
but    in  many    cases    it  filters    more 
rapidly  than  paper  without  it. 

The  crucible  is  now  dried  at  the. 

Fia.  10.  proper    temperature     and     aftem'ards 

"Too  great  a  suction   abould  not  be  employed  during  tbe  filtration,  for 
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weighed.  The  drying  and  weighing  is  repeated  until  a  constant 
weight  is  obtained,  when  about  half  a  liter  of  water  is  once  more 
passed  through  the  crucible  (in  order  to  be  sure  that  no  asbestos 
fibres  run  through)  and  the  crucible  is  again  dried  and  weighed, 
after  which,  if  the  weight  is  constant,  the  crucible  is  ready  for  the 
filtration. 

The  same  crucible  can  be  used  for  a  large  number  of  determina- 
tions. When  the  amount  of  the  precipitate  in  the  crucible  be- 
comes too  large,  the  upper  part  can  be  carefully  removed  and  the 
crucible  again  used. 

If  it  is  desired  to  ignite  a  precipitate  contained  in  a  Gooch 
crucible,  it  is  placed  (as  shown  in  Fig.  11)  within  a  larger  porce- 
lain crucible  and  heated  at  first 
gently  and  finally  more  strongly, 
and  when  necessary  it  can  even 
be  heated  over  the  blast-lamp. 

For  many  purposes  it  is  prefer- 
able to  use  instead  of  the  Gooch 
crucible  a  glass  tube  with  an 
asbestos  filter.  This  is  particu- 
larly desirable  when  it  is  neces- 
sary to  heat  the  precipitate  in  a 
gas-stream. 

(b)    THE   PRECIPITATE  IS  IGNITED   WET. 

Those  precipitates  which  do  not  suffer  any  permanent  change 
by  the  action  of  the  products  of  combustion  of  the  filter  may  be 
ignited  wet.  The  precipitate  is  allowed  to  drain  as  much  as  possible 
and  while  still  moist  the  filter  and  precipitate  are  placed  in  a 
platinum  crucible,  the  paper  being  pressed  down  against  the  sides 
of  the  crucible.  The  crucible  is  placed  in  an  inclined  position 
upon  a  triangle  (Fig.  12*),  while  the  cover  is  inclined  against  the 

in  that  case  the  precipitate  or  even  the  asbestos  itself  will  be  so  compressed 
that  the  filtration  will  be  prolonged  and  the  washing  made  more  difficult. 
By  having  the  crucible  suspended  free  by  the  rubber,  the  possibility  of  em- 
ploying too  much  suction  is  avoided,  for,  as  soon  as  this  has  reached  a  cer- 
tain tension  the  air  is  forced  between  the  rubber  and  the  sides  of  the  crucible, 
fio  that  we  have  the  effect  of  a  safety-valve  to  a  certain  extent. 

*  As  the  figure  shows,  the  crucible  should  not  rest  upon  the  iron  triangle. 


Fig.  11. 
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upper  edge  of  the  crucible  and  the  triangle.  The  flame  of  the 
burner  is  directed  agMnat  the  cover,  which  quickly  dries  the  filter, 
then  scorches,  carbonizes,  and  finally  bums  it.    The  fiame  is  thes 


slowly  moved  backwards  under  the  crucible  until  finally  the  cru- 
cible is  subjected  to  the  whole  heat  of  the  burner,  after  which 
it  can  be  heated  over  the  blast-lamp  if  necessary. 

but  upon  platinum  wire  which  is  itself  supported  bj  the  larger  iron  triangle. 
Platinum  vea^sla  should  never  be  brought  into  contact  with  hot  iron  on 
account  of  Uie  tendency  of  the  two  metals  to  alloy  when  hot,  in  irttich 
case  the  plfttin'""  would  be  strongly  attacked. 
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The  evaporatioit  ofLiquids. 

liquids  are  usually  evaporated  upon  the  water-bath.  '  In 
order  to  prevent  anything  from  falling  into  the  evaporating-dish 
it  is  well  to  cover  it  with  an  evaporation-funnel,  as  shown'  in 
Fig.  13. 


P^ 
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The  funnel  is  suspended  above  the  dish  by^  means  of  a  porce- 
lain fork  fastened  to  the  iron  rod  (covered  with  hard  rubber)  which 
ia  attached  to  the  water-bath. 

In  case  the  laboratory  is  provided  with  a  glass-covered  hood 
flith  a  good  draft  the  use  of  the  funnel  is  unnecessary. 

If,  however,  the  hood  is  directly  connected  with  the  chimney 
it  often  happens  that  on  a  windy  day  a  considerable  amount  of 
dust  falls  into  the  hood. 
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In  order  to  prevent  this,  the  author  has  made  use  of  the  fol- 
lowing contrivance  which  has  worked  very  satisfactorily  for  some 
years.  The  hood  is  provided  with  a  glass  roof,  aa,  Fig.  14,  and  about 
15  cm.  below  there  is  a  second  glass  plate  66  which  does  not  quite 
touch  the  inner  wall  of  the  hood  but  is  about  3  cm.  away  from  it 
throughout  its  whole  length.  Between  the  two  plates  there  pro- 
jects a  clay  pipe  <?,  about  15  cm.  in  diameter,  and  about  5  cm, 
above  the  inner  edge  of  the  lower  glass  plate  and  leads  directly 
into  the  chimney  K,  in  which  there  is  a  small  gas-flame  (not  shown 
in  the  illustration).  Any  dust,  sand,  etc.,  from  the  chimney  falls 
upon  the  plate  M;  none  can  get  into  the  hood. 

In  the  evaporation  of  liquids  on  the  water-bath  in  weighed 
platinum  crucibles  or  dishes,  the  platinum  should  not  come  in 
contact  with  copper  or  glass  rings.  As  a  rule,  porcelain  rings  should 
be  used.  In  case  the  crucible  is  smaller  than  the  ring,  use  is  made 
of  a  truncated  platinum  cone  turned  back  at  the  base  (Fig.  15). 


This  is  suspended  in  the  ring  and  the  crucible  placed  within  the 
cone  (Fig-  15a).  For  this  purpose  the  author  makes  use  of  a 
thick  brass  cone  the  inner  surface  of  which  is  covered  with  thin 
platinum  foil. 

During  the  evaporation  many  substances  have  the  property 
of  "creeping"  over  the  edge  of  the  crucible  or  dish,  often  cau^g 
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a  slight  loss  of  the  substance;  furthermore  there  is  often  "bump- 
ing," so  that  in  some  cases  the  entire  contents  are  thrown  out  of 
the  crucible  (cf.  the  determination  of  boric  acid  according  to  the 
method  of  Gooeh).  Both  of  these  phenomena  can  be  readily 
prevented  as  follows: 

The  crucible,  at  the  most  not  more  than  two-thirds  filled  with 
liquid,  is  placed  in  the  cylindrical  tin  or  brass  spiral  kk  (Fig.  16). 


The  first  two  windings  of  the  metallic  spiral  come  into  close  con- 
tact with  "the  sides  of  the  crucible  above  the  liquid,  while  the  remain- 
ing viTidinga  should  not  Umch  the  crucible.    When  the  steam  is 

passed    through    the    spiral    the  _ 

upper    part   of    the    crucible    is    ^v 

warmed  first,  so  that  there  is  no  ^^^^^^^^^^^.,^^^^^,..-0 
spattering,  and  furthermore  by  ^^^^^^^^^^^^^^^^*""*& 
keeping  the  upper  edge  hot  during  Fio.  17. 

the  whole  of  the  evaporation  all  a— asbestos  ring. 

II  ■       II      i    ii_  u  i.   „  5— asbestos  plate, 

'creepmg     of  the  substance  is  "^ 

avoided.  In  this  way  it  is  possible  to  rapidly  evaporate  off  alcohol 
without  boiling  the  liquid. 

In  case  it  is  desired  to  evaporate  high-boiling  liquids,  such  as 
sulphuric  acid,  amyl  alcohol,  etc.,  the  crucible  is  either  heated 
cautiously  over  the  free  flame  (continually  moving  it  back  and 
forth)  or  else  it  is  placed  in  an  air-bath,  which  can  be  prepared  in 
some  such  way  as  is  represented  by  Fig.  17. 
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Dryiog  Substances  in  Currents  of  Gases. 

Substances  may  be  dried  at  &  high  temperature  in  a  current  of 
air  or  of  carbonic  acid  in  a  number  of  different  ways.  An  oii-bath 
provided  with  a  number  of  copper  tubes  (Fig.  18)  may  be  used. 
The  substance  contained  in  a  small  "boat"  is  placed  in  a  glass 
tube  and  the  latter  in  one  of  the  copper  tubes.  The  gas  ia  now 
passed  through  one  or  more  of  the  empty  tubes  (so  as  to  warm  it), 
and  then  through  the  tube  containing  the  substance. 


Pio.  18. 
£— tub«  with  thennometer  for  measuring  the  temperatuie  of  the  gas-etream. 

In  order  to  heat  a  crucible  in  a  current  of  carbon  dioxide, 
use  can  be  made  of  Paul's  drying  oven  (Fig.  19).  The  crucible 
is  placed  in  the  glass  pipe  R  and  the  pipe  and  copper  cylinder  K 
are  covered  with  watch-glasses.  Dry  carbon  doxide  is  conducted 
through  the  stem  of  the  pipe,  and  the  oven  can  be  heated  to  any 
desired  temperature. 

In  case  it  is  desired  to  evaporate  ofT  a  liquid  in  a  flask  and  to 
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ignite  the  residue  at  a  pven  temperature  it  is  necessary  to  proceed 
somewhat  as  follows: 


The  solution  is  placed  in  the  open  Erlenmeyer  flask  K  and 
evaporated  as  far  ea  possible  over  the  free  flame.    The  flask  is 


32  INTRODUCTION. 

then  placed  in  a  metal  beaker  suspended  in  an  oil-bath  and  dry  air 
is  sucked  through  the  spiral  copper  tube  kk  as  shown  in  the  illustra- 
tion.    Fig.  206  shows  the  single  parts  of  the  apparatus. 

Preparation  of  the  Substance  for  Analysis. 

It  is  very  difficult  to  give  general  rules  for  the  preparation  of 
substances  for  analysis,  for  it  Is  necessary  to  proceed  differently 
in  different  cases.  For  a  scientific  analysis  (i.e.,  one  in  which  it 
is  desired  to  determine  the  atomic  composition  of  a  substance) 
it  is  necessary  to  choose  pure  material  for  the  analysis.  Although 
this  sounds  so  simple  it  is  often  one  of  the  most  difficult  conditions 
to  fulfil.  Many  substances  are  hygroscopic  and  absorb  moisture 
from  the  air,  which  can  be  removed  by  heating  the  substance  or 
by  simply  allowing  it  to  stand  in  a  desiccator  over  calcium  chlo- 
ride, provided  the  substance  itself  undergoes  no  change  by  this 
treatment.  Many  substances  containing  water  of  crystallization 
cannot  even  be  dried  in  a  desiccator,  but  must  be  analyzed  air-dry. 
In  all  cases  it  is  necessary  to  determine  whether  the  substance  to 
be  analyzed  possesses  a  constant  weight. 

For  technical  analyseSy  the  purpose  being  to  determine  the  cost 
or  selhng  price  of  an  article  or  to  control  its  manufacture,  the  sub- 
stance must  be  analyzed  as  it  is.  In  such  a  case  the  sample  should 
represent  as  far  as  possible  the  average  composition  of  the  product. 
For  our  work  we  are  concerned  chiefly  with  scientific  anal3^es 
and  the  first  substances  to  be  analyzed  are  easily  crj'^stalUzed 
from  water. 

Many  commercial  salts  are  prepared  extremely  pure  and  could 
be  analyzed  directly;  in  most  cases,  however,  we  obtain  them  after 
they  have  stood  for  some  time  yi  the  air  and  after  they  have  been 
handled  somewhat,  so  that  they  are  not  so  pure  as  when  freshly 
prepared.  Consequently  in  case  it  is  desired  to  test  the  accuracy 
of  an  analytical  process,  the  purity  of  a  commercial  sample  should 
never  be  taken  for  granted.    The  substance  should  be  purified  by 

Recrystallization. 

Ten  or  fifteen  grams  of  the  commercial  salt  are  dissolved  in 
the  least  possible  amount  of  hot  water  (it  is  best  to  use  not  quite 
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enough  water  to  completely  dissolve  the  substance)  and  the  hot 
solution  is  rapidly  poured  through  a  folded  filter  contained  in  a 
funnel  the  stem  of  which  has  been  broken  off  (Fig.  21).  This 
sen-es  to  remove  all  dust  or  other  insoluble  impurity.  The  filtrate 
is  received  with  constant  stirring  in  an  evaporating-dish  and  is 
rapidly  cooled  by  placing  the  dish  in  a  larger  one  containing  cold 
water. 


FiQ.  21. 

By  means  of  the  rapid  cooling  and  constant  stirring,  the 
salt  is  obtained  in  the  form  of  a  cr>-stalline  powder,*  which  is 
filtered  off  by  pouring  through  a  funnel  provided  with  a  perforated 
platinum  cone.  The  mother-liquor  is  removed  as  much  as  possible 
by  means  of  suction.  The  purity  of  the  substance  is  then  tested 
qualitatively  by  means  of  some  suitable  reaction.  In  case  it  is 
still  not  quite  pure,  the  same  process  of  rocrj^stallization  must  be 
repeated  until  the  presence  of  no  impurity  can  be  detected. 

The  pure  but  still  moLst  substance  is  placed  upon  a  layer  of 
several  thicknesses  of  clean  filter-paper,  covered  with  another  sheet 
of  the  same  and  allowed  to  stand  for  twelve  hours  at  the  ordinary 
temperature.  One  or  two  grams  of  the  substance  are  then  weighed 
upon  a  tared  watch-glass,  placed  upon  a  dry  glass  plate,  covered 
with  another  watch-glass  and  allowed  to  stand  for  several  hours 
more.     If  the  substance  shows  no  change  in  weight  it  is  ready  for 


♦  Large  crystals  would  be  obtained  by  allowing  the  solution  to  cool 
slowly,  but  they  are  not  desirable,  as  they  usually  contain  more  enclosed 
mother-liquor  than  do  the  smaller  crystals. 
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analysis.  Otherwise  it  must  be  dried  in  the  air  until  it  no  longer 
shows  a  change  in  weight.  It  is  not  permissible  to  dry  the  sub- 
stance in  a  desiccator  except  in  those  cases  u^  which  the  substance 
will  not  lose  water  of  crystallization.  Deliquescent  substances 
of  course  should  not  be  allowed  to  remain  exposed  to  the  air  for 
very  long.  Such  substances  must  be  quickly  dried  upon  a  porous 
plate  and  transferred  as  soon  as  possible  to  a  flask  provided  with  a 
closely  titting  groimd-glass  stopper.  Further  rules  for  the  prepara- 
tion of  the  substance  for  anal3rsis  will  be  given  imder  the  special 
cases. 


PART   I. 

GRAVIMETRIC  ANALYSIS. 


METALS  OF  GROUP  V. 

POTASSIUM,  SODIUM,  LITHIUM,  AMMONIUM,  AND  MAGNESIUM. 

POTASSIUM,  K.     At.  Wt.  39.15. 

Fonns:*  KCl,  K^SO^  KjPtCl«,  and  KQO^. 

I.  The  Determination  as  Chloride. 

This  compound  is  chosen  for  the  determination  of  potassium 
when  it  is  already  present  as  such  or  in  case  the  salt  to  be  analyzed 
may  be  changed  to  the  chloride  by  evaporation  with  hydrochloric 
acid.  If  the  potassium  is  present  in  the  form  of  its  sulphate  it 
may  be  transformed  to  the  chloride  by  precipitation  with  barium 
chloride  (see  silicate  analysis);  if  it  is  present  as  the  phosphate. 
the  phosphoric  acid  may  be  precipitated  &s  basic  ferric  phosphate 
(see  Vol.  I,  p.  328) ;  or,  finally,  if  it  is  present  as  chromate  the  Cr04 
ions  may  be  reduced  to  chromic  ions  by  evaporation  with  hydro- 
chloric acid  and  alcohol  and  then  precipitated  by  ammonia  and 
filtered  off. 

In  almost  all  of  these  cases  it  is  a  question  of  separating  the 
potassium  chloride  from  the  aqueous  solution  and  in  most  cases 
of  separating  it  from  the  ammonium  chloride  likewise  present. 

First  of  all  the  solution  is  evaporated  to  dryness  on  the  water- 
bath  in  a  platinum  dish  (or  if  necessary  a  thin  porcela  n  dish  may 

♦  Under  thifl  heading  will  be  given  in  every  case  the  foimulffi  of  the 
compounds  suitable  for  the  determination  of  the  element  in  question. 
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be  substituted),  taking  the  precaution  of  stirring  the  liquid  fre- 
quently with  a  heavy  platinum  wire,  as   soon  as  the  salt  begins 
to    separate    out,  in  order   to    hasten  the  evaporation    of   the 
enclosed   water.      In  spite  of   long-continued  heating   and  con- 
tinual stirring,  however,  it  is  not  possible  to  completely  expel  all 
of  the  water  enclosed  within  the  crystals ;  this  is  effected  by  cover- 
ing the  dish  with  a  watch-glass  and  drying  in  the  hot  closet  for 
an  hour  or  two  at  130°-150°  C.      The  covered  dish  is  then  placed 
upon    a  platinum   triangle    and    cautiously   heated  over   a  free 
flame,  holding  the  burner  in  the  hand  and  imparting  to  it  a  fanning 
motion.     The  dish  is  kept  covered  as  long  as  a  decrepitating  sound 
can  be  heard.     The  cover  is  then  taken  off,  any  animonium  chloride 
on  it  is  removed  by  careful  heating,  and  it  is  then  placed  upon 
another  clean  watch-glass.     The  dish  is  then  heated  again  over  the 
constantly  moving  flame  until  the  vapors  of  ammonium  chloride 
cease  to  be  given  off,  care  being  taken  not  to  heat  the  potassium 
chloride  too  strongly  on  account  of  its  volatility.     Any  potassium 
chloride  remaining  on  the  cover  is  then  washed  into  the  dish  by 
means  of  a  little  water,  the  salt  in  the  dish  is  brought  into  solution 
by  rotating  this  water  in  the  dish  and  the  almost  ever-present 
carbon  particles  (from  the  carbonization  of  pyridine  bases  usually 
present  to  a  slight  extent  in  the  ammonia  and  ammonium  chloride) 
are  filtered  off  through  a  small  filter  into  a  weighed  platinum  cruci- 
ble.    A  few  drops  of  HCl  are  added,  the  contents  of  the  crucible 
evaporated  to  dryness  on  the  water-bath,  again  covered  and  allowed 
to  remain  in  the  drying-closet  for  one  to  two  hours  at  130*^-150°  C. 
and  once  more  heated  over  the  free  flame  until  all  decrepitation 
has  ceased,  when  the  crucible  is  allowed  to  cool  in  a  desiccator  and  is 
weighed.     After  this  the  crucible  is  again  heated  for  a  few  moments 
over  the  free  flame  so  that  the  bottom  of  the  crucible  becomes  a 
dark  red  (the  cover  of  the  crucible  must  not  be  lifted  during  this 
operation) ;  it  is  allowed  to  cool,  and  is  again  weighed.     The  proc- 
ess is  repeated  until  a  constant  weight  is  obtained. 

In  the  case  of  every-  analytical  operatipn  the  heating  and  weigh- 
ing must  always  be  repeated  until  two  consecutive  weights  are 
the  same.  Therefore,  whenever  the  terms  "heated"  (or  "ignited") 
and  "weighed"  are  used  in  this  book, it  is  to  be  always  understood 
that  a  constant  wc!ght  is  to  bo  obtained. 
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This  method  is  capable  of  yielding  exact  results. 

Example:  Determination  of  Potassium  in  Potassium  Bichromate, 
— (Commercial  potassiimi  bichromate  usually  contains  potassium 
sulphate  as  impurity.  The  salt  is  therefore  purified,  as  described 
on  p.  32,  by  recrystallizing  three  times  from  water,  placing  the 
moist  crystals  in  an  evaporating-dish,  heating  on  the  water- 
bath  with  constant  stirring  and  finally  drying  to  constant  weight 
in  an  oil-bath  at  130°  C.  (cf.  p.  31)  in  a  current  of  dry  air. 

The  dry  substance  is  then  weighed  upon  a  tared  watch-glass, 
placed  in  a  300-c.c  porcelain  evaporating-dish,  treated  with  10  c.c. 
of  concentrated  HCl  and  5  c.c.  of  alcohol,  covered  with  a  watch- 
glass  and  warmed  upon  the  water-bath  until  the  solution  becomes 
a  pure  emerald-green.  Any  solution  which  may  have  spattered  up 
on  the  cover-glass  is  washed  into  the  dish  by  means  of  a  stream 
of  water  from  the  wash-bottle  and  the  solution  is  then  evaporated 
to  dryness.  About  2  c.c.  of  concentrated  HCl  and  200  c.c.  of  water 
are  now  added,  the  liquid  is  heated  to  boiling  and  precipitated 
with  the  least  possible  excess  of  ammonia,  filtered  and  washed 
with  hot  water  until  1  c.c.  of  the  filtrate  evaporated  upon  the  cover 
of  a  platimmi  crucible  leaves  no  residue.  If,  however,  on  making 
thi^  test  a  residue  remains,  it  must  be  redissolved  in  water  and 
added  to  the  rest  of  the  filtrate.  After  the  washing  is  found  to 
be  complete,  the  filtrate  is  evaporated  to  drjmess  as  previously 
described,*  the  ammonium  chloride  expelled,  and  the  residue  of 
potassium  chloride  is  weighed. 

If  a  is  the  amount  of  potassium  bichromate  taken,  and  p  the 
weight  of  potassium  chloride  obtained,  the  amount  of  potassium 
present  in  the  potassium  bichromate  may  be  calculated  as  follows: 

KC1:K       =p:s 
74.6:39.15  =  p:s 

39  15 

s=     '      p= weight  of  potassium  in  a  gm.  of  bichromate  and  in 

percentage 

100. 39.15  p  ,  T, 

a;= — =-r7. —  =  percent.  K. 

74.6       a      ^ 

♦Frequently  a  little  CrCOH),  separates  out  during  the  evaporation;  it 
must  be  filtered  off  and  washed  free  from  the  solution. 
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It  is  customary  to  carry  out  the  analysis  in  duplicate  and  to  be 
satisfied  only  when  two  closely  agreeing  results  are  obtained,  of 
which  the  mean  is  taken  as  the  true  value.  According  to  the  above 
method  results  are  obtained  which  are  slightly  lower  than  the  theo- 
retical value,  but  this  should  not  amoimt  to  more  than  0.15  per 
cent,  and  the  two  "check"  determinations  should  not  differ  by 
more  than  0.1  per  cent,  from  one  another. 

2.  Determination  of  Potassium  as  Potassium  Sulphate. 

This  method  is  chosen  when  the  potassium  is  already  present 
in  solution  as  the  sulphate,  or  when  it  is  in  such  a  form  that  it  can 
be  readily  changed  to  sulphate  by  evaporation  with  sulphuric 
acid;  it  is  most  frequently  used  for  determining  the  amount  of 
potassium  in  combination  with  organic  acids. 

Since  the  sulphate  of  potassium  is  much  less  volatile  than  the 
chloride,  it  is  ad  visible  to  choose  this  method  in  case  no  other  metal 
is  present.  On  the  other  hand,  when  it  is  necessary  to  separate 
potassiiun  from  sodium,  it  is  preferable  to  have  the  potassium  in 
the  form  of  the  chloride. 

Example:  Determination  of  Potassium  in  Potassium  Bichromate, 
— About  0.5  gm.  of  the  purified  and  dried  salt  is  weighed,  as  described 
under  1,  into  a  300-c.c.  porcelain  evaporating-dish,  treated  with  20 
c.c.  of  a  freshly  prepared,  saturated,  aqueous  solution  of  sulphur 
dioxide*  and  5  c.c.  of  double-normal  sulphuric  acid.  The  dish  is 
covered  with  a  watch-glass  and  warmed  on  the  water-bath  until 
there  is  no  further  evolution  of  gas  perceptible,  when  the  cover-glass 
is  rinsed  off,  removed  and  the  solution  evaporated  almost  to  dryness. 
About  200  c.c.  of  water  are  now  added  and  the  chromium  is  precipi- 
tated from  the  boiling  solution  by  means  of  the  slightest  possible 
excess  of  ammonia.    The  precipitate  is  filtered  oflf  and  washed 


'^The  solution  of  sulphur  dioxide  may  be  prepared  as  follows:  Into  a 
300-c.c.  Erlenineycr  flask  about  150  c.c.  of  a  saturated  sodium  bisulphite 
solution  are  placed,  and  concentrated  sulphuric  acid  is  slowly  added  from 
a  drop-funnel,  causing  a  lively  evolution  of  SO,  gas.  This  gas  is  passed  first 
into  a  small  wash-bottle  containing  water  and  then  into  another  flask  of 
distilled  water,  which  is  kept  cool  by  placing  it  in  a  larger  vessel  filled  with 
cold  water.  When  the  evolution  of  the  SO,  begins  to  slacken,  it  can  be 
accelerated  by  gentle  wanning. 


DETERMINATION  OF  POTASSIUM  AS  SULPHATE,  39 

until  it  can  be  shown  by  the  test  applied  under  1  that  it  is  com- 
pletely free  from  the  solution.  The  filtrate,  containing  both  potas- 
sium and  ammoniiun  salts,  is  evaporated  in  a  platinum  dish  to  dry- 
ness, the  anmionium  sulphate  is  destroyed  by  gentle  ignition  (the 
salt  melts  and  gases  are  evolved),  the  residue  is  dissolved  in  as  little 
water  as  possible  and  transferred  to  a  weighed  platinimi  crucible. 
After  being  evaporated  on  the  water-bath  to  drjrness  the  bottom 
of  the  crucible  is  heated  by  means  of  a  free  flame  to  dull  redness 
until  SO,  vapors  cease  to  come  off.  The  crucible  is  allowed  to  cool 
in  a  desiccator  and  then  weighed.  A  piece  of  ammonium  carbonate 
the  siz ;  of  a  pea  is  placed  in  the  crucible  (see  below),  which  is 
again  heated  and  weighed,  the  process  being  repeated  until  a  con- 
stant weight  is  obtained. 

If  a  is  the  weight  of  substance  taken  and  p  the  weight  of  the 
K3SO4  obtained,  then  the  percentage  of  potassium  in  the  potassium 
bichromate  may  be  calculated  as  follows: 

K^O,:Ka      =p:« 

174.36: 78.30 =p:s 

78.30 
*"  174.36^ 


and 


^^174:36^  =  ^^=^ 


100-78.30  p  ,   ^ 

^^     An  A  Qft — -^percent.  K. 
174.36      a 


In  order  to  determine  the  amount  of  potassium  in  organic  salts, 
a  weighed  sample  is  placed  in  a  large  platinum  crucible,  moistened 
with  a  little  concentrated  sulphuric  acid,  and  heated  over  the 
free  flame  exactly  as  in  the  case  of  igniting  a  moist  precipitate 
(p.  25),  placing  the  crucible  in  an  inclined  position  and  directing 
the  flame  against  the  cover  of  the  crucible.  Thick,  white  fumes  of 
sulphuric  acid  are  soon  evolved;  as  soon  as  these  begin  to  diminish 
in  quantity  the  flame  is  gradually  brought  toward  the  base  of 
the  crucible,  finally  heating  it  to  a  dull  red  until  no  more  vapors 
are  given  off.  The  mass  remaining  in  the  crucible  now  consists 
of  K^O^  and  KjSjO^.    The  latter  compound  can  be  converted 
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by  stronger  ignition  into  KjSO^  with  loss  of  SO3,  but  as  this  proced- 
ure involves  a  slight  loss  of  potassium  it  is  preferable  to  add  a  little 
solid  ammonium  carbonate,  by  means  of  which  the  excess  of  sul- 
phuric acid  is  converted  into  anmioniimi  sulphate,  which  is  readily 
volatile  and  can  be  driven  ofif  at  a  much  lower  temperature. 

3.  Determination  of  Potassium  as  K^PtCle  and  as  KCIO4. 

These  determinations  are  only  employed  when  it  is  necessary 
to  effect  a  separation  of  potassium  from  sodium.  We  will,  there- 
fore, first  consider  the  determination  of  sodium  itself  and  after- 
wards the  separation  of  the  two  metals. 

SODIUM,  Na.    At.  Wt.  23.05. 

Sodium,  like  potassimn,  is  determined  in  the  form  of  its  chloride 
and  of  its  sulphate,  and  the  same  precautions  which  were  discussed 
under  potassium  hold  in  the  case  of  sodium.  It  may  be  men- 
tioned, however,  that  NaCl  and  NajSO^  are  more  difficultly  fusible 
and  much  less  volatile  than  the  corresponding  potassiimi  com- 
pounds. 

Separation  of  Potassium  from  Sodium. 

The  solution  should  contain  salts  of  no  other  metals  with  the 
exception  of  ammonium  salts.  In  order  to  separate  the  sodium 
and  potassium  they  should  both  be  present  as  chlorides,  the  com- 
bined weight  of  which  being  first  ascertained.  The  mixture  is 
then  dissolved  and  the  potassium  precipitated  out  either  as 
chlorplatinate  or  as  perchlorate.  From  the  weight  of  the  pre- 
cipitate, the  corresponding  amount  of  potassium  chloride  can  be 
calculated,  which  value  is  deducted  from  the  weight  of  the  com- 
bined chlorides;  this  gives  the  weight  of  sodium  chloride  origin- 
ally present.  The  sodiimi,  therefore,  is  determined  by  differ- 
ence. 

A.  Separation  of  the  Potassium  as  K^PtCl^. 

Principle. — ^KjPtCl^  is  practically  insoluble  in  absolute  alcohol, 
whereas  the  corresponding  sodium  salt  is  soluble.  On  the  other 
hand,  sodium  chloride  is  insoluble  in  absolute  alcohol,  so  that  it 
is  absolutely  necessary  to  convert  both  the  potassium  and  the 
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sodium  to  the  form  of  their  chlorplatinates,  as  otherwise  the  KaPtCl^ 
obtained  will  be  contaminated  with  sodium  chloride  and  too  high  a 
value  will  be  found  for  the  amount  of  potassium  present. 

Procedure:  1.  Transformation  of  the  Chlorides  into  ChlorpUUi-^ 
nates. — ^The  assumption  is  made  that  the  weight  of  the  two  chlo- 
rides p  consisted  entirely  of  sodium  chloride,  and  from  this  the 
amount  of  hydrochlorplatinic  acid-  necessary  to  convert  the  chlo- 
ride into  chlorplatinate  can  be  calculated: 

2NaCl:Pt=p:a? 

Pt 
a;  =  ^i^-p|-p  =  weight  of  Pt  in  HjPtCle  required. 

Since  our  reagent  (Vol.  I,  p.  236)  contains  10  per  cent.  Pt,  we  have 

Pt 
10  gm.  Pt:100  c.c.  =  2NaCi^"^ 

x=^^  p,-'P=c.c.  HjPtCl^  required. 

The  solution  of  the  two  chlorides  in  water  (contained  in  a 
platinum  or  porcelain  evaporating-dish)  is  treated  with  a  few 
tenths  more  than  the  calculated  number  of  cubic  centimeters  of 
HaPtCl^  and  is  then  evaporated  to  dryness*  on  the  water-bath 
at  as  low  a  temperature  as  possible  (the  water  should  not  boil). 
After  cooling,  the  residue  is  treated  with  a  few  c.c.  of  absolute  alcohol 
(best  methyl  alcohol  t)>  after  which  the  solid  mass  is  broken  up 
into  a  fine  powder  by  means  of  a  stirring-rod  or  a  platinum  spatula. 
The  liquid  is  then  decanted  through  a  filter  moistened  with  alcohol, 
and  the  treatment  of  the  residue  with  alcohol  together  with  the 
breaking  up  into  powder,  etc.,  is  repeated  imtil  the  alcohol  runs 
through  the  filter  completely  colorless  and  the  salt  remaining 
assumes  a  pure,  gold-yellow  color  without  any  orange-colored  parti- 
cles being  present   (Na^PtCle+GHjO).    The  precipitate  is  then 

*  The  evaporation  to  dryness  serves  to  convert  hydrous  sodium  platinic 
chloride  into  the  anhydrous  salt.  The  latter  salt  is  more  readily  soluble 
in  absolute  alcohol  than  the  former.  Cf.  Precht,  Zeitschr.  f.  anal.  Chem., 
1879,  514,  and  Chem.  Ztg.,  1896,  p.  209. 

t  Dupr^,  Inaugural  Dissertation,  Halle,  1893. 
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carefuDy  transferred  to  the  filter,  the  alcohol  is  allowed  to  com- 
pletely dram  oflf,  and  the  precipitate  is  dried  in  the  hot  closet  at 
80°-90°C.  The  greater  part  of  the  precipitate  is  then  placed 
upon  a  clean  watch-glass,  the  filter  is  replaced  in  the  funnel,  and 
the  precipitate  which  still  adheres  to  it  (and  likewise  any  pre- 
cipitate adhering  to  the  dish  in  which  the  original  precipitation 
took  place)  is  dissolved  off  by  means  of  a  little  hot  water  into  a 
weighed  platinimi  dish  or  crucible.  The  precipitate  is  evaporated 
to  dr3me88  on  the  water-bath  at  as  low  a  temperature  as  possible, 
and  to  it  is  now  added  the  precipitate  from  the  watch-glass.  It  is 
dried  at  160®  C.  and  weighed.  The  calculation  of  the  amount  of 
potassimn  chloride  corresponding  to  the  weight  of  the  precipitate 
is  performed  as  follows: 

The  weight  p  of  the  potassium  platinic  chloride  is  multiplied  by 
0.3056  and  this  gives  at  once  the  weight  of  the  potassium  chloride. 

Remark. — ^The  coefficient  0.3056  is  obtained  from  the  formula 
KjPtCle  in  case  the  old  atomic  weight  for  platiniun  (197.20)  is  used: 

K3=  78.30 

Pt=  197.20 

CU=212.70 

2KC1 

488.20: 149.2  =  l:a; 

x= 0.30561. 

If,  however,  the  value  obtained  by  Seubert  (Pt= 194.8)  is  used,  the 
factor  obtained  has  a  somewhat  higher  value: 

K,=  78.30 
Pt- 194.80 
Ce=212.70 


485.80: 149.2  =  l:a; 
x= 0.30712. 

If,  theref ore,  the  latter  value  for  the  atomic  weight  of  platinum 
is  taken  for  our  computation,  it  is  evident  that  a  higher  value  would 
be  found  for  the  amount  of  potassiiun  chloride  present.  In  spite 
of  the  fact,  however,  that  without  doubt  the  true  atomic  weight  of 
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platinum  is  nearer  194.8  than  it  is  to  the  old  determination  of  Eer- 
zelius^*  yet  we  come  nearer  the  truth  in  the  calculation  of  the  amount 
of  potassium  chloride  if  we  use  the  older,  less  accurate  value.  The 
reason  for  this  lies  in  the  fact  that  the  precipitate  of  potassiiun 
platinic  chloride  does  not  exactly  correspond  to  the  formula  KaPtCle. 
It  contains,  in  fact,  a  little  more  chlorine,  besides  oxygen  and 
hydrogen,  which  are  not  given  off  as  water  at  a  temperature  of 
160®  C.  We  must  assume  that  the  hydrochlorplatinic  acid  is  de- 
composed slightly  on  evaporation,  perhaps  according  to  the  fol- 
lowing equation : 

H,PtCl«+  Ha0^2HCl+ H,PtCl,0 
or 

H,PtCl«+  H,04=tHCH-  HjPtClsOH. 

By  this  hydrolysis  a  mixture  of  the  potassium  salts  of  these  differ- 
ent platinum  acids  is  obtained,  but  fortunately  if  the  work  is  always 
done  in  the  same  way  these  compounds  are  always  formed  in  the 
same  relative  amoimts.  Innumerable  determinations  have  also 
shown  that  correct  results  are  obtained  if  the  older  atomic  weight 
of  platiniun  is  used  in  the  calculations. 

Modification  of  the  Chlorplatinate  Method. 

Instead  of  weighing  the  KjPtCl,,  the  dry  precipitate  may  be 
heated  in  a  stream  of  hydrogen,  when  HCl  and  HjO  will  be  given 
off  and  a  mixture  of  platinum  and  potassiimi  chloride  will  remain 
behind. 

1.  If  the  amount  of  hydrochloric  acid  evolved  is  determined 
(p  gm.)  and  from  this  the  calculation  of  the  potassium  chloride 
made  according  to  the  following  equation, 

K^PtCl«+  4H = 4HCl-h  Pt+  2KC1 
4HCl:2KCl-p:x 
_  KCl 


*  Cf.  Fresenius,  Zeitschrift  fiir  anal.  Chem.,  1882,  p.  234.  Also  F.  Dupn5, 
"Die  Bestimmung  der  Kaliums  als  Kaliumplatinchlorid,"  Inau|2^ural  Dissert., 
Halle,  1893.  Also  W.  Dittmar  and  Mc Arthur,  Joum.  Soc.  Chem.,  Ind.  6, 
799.  and  Berichte.  1888.  Ref.  412. 
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the  result  will  be  too  low  because  less  HCl  is  evolved  than  corre- 
sponds to  the  above  equation. 

2.  If  the  mixture  of  platinum  and  potassium  chloride  remaining 
in  the  dish  is  weighed  (p  gm.)  and  the  amount  of  potassium 
chloride  is  calculated  according  to  the  equation 

(Pt+2KCl):2KCl=p:a? 

2KC1 
^    Pt+2KCr^ 

too  low  a  result  will  be  obtained. 

3.  Finally,  if  the  mixture  of  platinum  and  potassium  chloride 
is  treate4  with  water  and,  on  the  one  hand,  the  weight  of  the  plati- 
num remaining  undissolved  and,  on  the  other  hand,  the  weight  of 
the  potassimn  chloride  which  goes  into  solution  (by  evaporating 
the  solution  and  weighing  the  residue)  is  determined,  then  the 
amount  of  potassium  chloride  calculated  from  the  weight  p  of  the 
platinum 

Pt:2KCl=p:a? 
2KC1 

again  gives  a  result  which  is  too  low;  while  the  amount  of  potas* 
sium  chloride  found  in  the  aqueous  solution  corresponds  to  the 
amount  of  potassium  chloride  originally  present. 

Inasmuch  as  the  precipitate  of  potassium  platinic  chloride 
possesses  a  constant  composition  it  is  possible  to  determine  experi- 
mentally by  working  with  pure  materials  the  exact  ratio  which 
exists  between  (a)  the  amount  of  hydrochloric  acid  evolved,  (6) 
the  mixture  of  potassium  chloride  and  of  platinum  remaining 
after  the  ignition,  (c)  the  weight  of  platinimi  remaining  undissolved 
after  treatment  of  the  residue  with  water  and  the  amount  of 
potassium  chloride  originally  present.  (Correct  results  cannot  be 
obtained  by  using  the  old  atomic  weight  of  platinum.)  Accord- 
ing to  Dupr6,  if  the  amount  of  platinum  determined  according  to  3- 
is  multiplied  by  the  factor  0.76142  the  true  amount  of  potassium 
chloride  will  be  obtained. 
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Determination    of   Small  Amounts  of  Potassium    in   the  Pres- 
ence of  Considerable  Sodium. 

Tiie  solution  may  contain  sodium,  potassium,  calcium,  and  mag 
nesium  in  the  form  of  their  chlorides  or  sulphates,  etc.    Hydro- 
chloric  acid  gas   is   conducted   into   the  ^_   p^ 
solution,  which  has  been  concentrated  as 
much  as  possible,  until  it  has  become  sat- 
urated with  the  gas  (the  lower  end  of  the 
delivery-tube  should  be  enlarged,  as  indi- 
cated in  Fig.  22,  and  should  not  dip  into 
the  liquid).    To  every  100  c.e.  of  the  solu- 
tion 2  c.c.  of  water  are  now  added,  the 
precipitated  sodium  chloritle  is  allowed  to 
settle  and  the  solution  poured  through  a                 yv3.  22. 
funnel  provided  with   a   platinum  filter- 
cone.     The  precipitated  salt  is  washed  three  times  bj-  decantation 
with  95  per  cent  alcohol,  transferred  to  the  funnel,  dried  by  suction 
and  then  washed  three  times  more  with  alcohol. 

In  the  solution  there  remains  al)  of  the  pi)ta.ssium,  some  sodiiun, 
and  possibly  calcium,  magnesium,  and  sulphuric  acid. 

The  solution  is  evaporated  on  tlio  water-bath  to  drj'ness  if  possi- 
ble (or  if  sulphuric  acid  is  present  the  last  traces  of  the  free  acid 
are  removed  by  means  of  the  free  flame),  the  residue  is  weighed,  and 
for  every  decigram  of  the  salt  mixture  3  c.c. of  double-normal  hy- 
drochloric acid  are  addwl  antl  more  hydrochlorplatinic  arid 
than  is  necessarv'  to  precipitate  all  of  the  potassium  when  the 
liquid  is  evaporated  to  a  paste.  It  is  then  treated  with  20  c.c, 
of  absolute  alcohol,  and  well  stirred.  After  standing  five  minutes 
■5  c.c.  of  ether  are  added,  the  mixture  is  allowed  to  stand  half  an 
hour  under  a  bell-jar,  and  then  filteretl.  \ii  the  residue  often  con- 
tains small  amounts  of  other  chlorplati nates,  it  should  be  purified 
as  follows  1  The  precipitate  is  allowe<l  to  dry  in  the  air,  it  is  dis- 
-solved  in  a  little  hot  water,  a  few  drops  of  hydrochlorplatinic  acid 
are  added,  and  the  above  operation  is  repeated.  The  precipitate 
thus  obtained  contains  all  of  the  pota-ssium  in  the  presence  of 
some  sodium  chloride  and  possibly  sodium  sulphate.  It  is  washed 
with  a  mixture  of  ether  and  alcohol  until  the  liquid  runs  through 
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the  filter  completely  colorless,  after  which  the  precipitate  is  dried, 
moistened  with  hot  water,  and  digested  on  the  water-bath  with  a 
few  drops  of  chemically  pure  mercury,*  constantly  stirring  with  a 
glass  rod,  until  the  liquid  appears  perfectly  colorless. 

By  means  of  this  treatment  the  potassium  platinic  chloride  is. 
completely  decomposed  with  separation  of  platinimi: 

KjPtCl.+  4Hg = 2KC1+  2H&CL+  Pt 
or 

K3PtCl,+ 2Hg=2KCl+ 2HgCl,+ Pt. 

The  mixture  is  thoroughly  dried  on  the  water-bath  and  gently 
ignited  until  the  mercury  is  all  volatilized;  the  platinum  is  changed 
at  the  same  time  to  a  denser  form,  which  can  be  readily  washed  by 
decantatipn.  After  cooling,  the  mass  is  treated  with  water,  the 
aqueous  solution  is  decanted  th  ough  a  filter,  and  the  residual 
metal  is  washed  with  hot  water,  dried,  and  cautiously  ignited.  The 
filter  is  ignited  in  a  platinum  spiral,  its  ash  is  added  to  the  main, 
portion  of  the  platinum  in  the  crucible  which  is  now  ignited,  and 
weighed.  The  weight  obtained  p  multiplied  by  0.76142,  gives  the- 
amount  of  potassium  chloride,  or  multiplied  by  0.39960,  gives  the^ 
corresponding  amount  of  potassium. 

The  above  method  serves  excellently  for  the  estimation  of 
small  amounts  of  potassium  in  mineral  waters. 

Separation   of   Potassium   from    Soditun    by   the    Perchlorate^ 

Method. 

Principle, — ^This  separation  depends  upon  the  insolubility  of 
potassium  perchlorate  and  the  solubility  of  sodium  perchlorate  in 
97  per  cent  alcohol. 

Very  little  attention  was  formerly  paid  to  this  method  on  accoimt 
of  the  danger  in  handling  pure  perchloric  acid,  but  since  Casparif 
and  Kreider  J  have  shown  that  an  aqueous  solution  of  perchloric 
acid  not  entirely  pure  suffices  for  the  analysis,  it  deserves  general 
recognition. 

*  Sonnstadt,  Zeit.  f.  Anal.  Chem.,  36,  501. 
t  Zeit.  f.  Angew.  Chem.,  1893,  6S. 
J  Zeit.  f.  Anorg.  Chem.,  Bd.  ix,  342. 
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The  procedure  is  as  follows: 

The  chlorides  of  the  two  metals  (sulphates  must  not  be  present 
on  account  of  the  insolubility  of  sodiiun  sulphate  in  alcohol)  are 
dissolved,  after  weighing,  in  20  c.c.  of  hot  water,  treated  with  1^ 
times  as  much  of  the  perchlorate  solution  and  evaporated  with 
stirring  to  a  S3rrupy  consistency.  A  little  hot  water  is  added  and 
the  liquid  evaporated  with  constant  stirrmg  until  all  of  the  hydro- 
chloric acid  is  expelled  and  heavy  fumes  of  perchloric  acid  are 
given  off,  when  a  little  more  water  is  poured  over  the  residue  and 
the  solution  is  agsdn  evaporated  with  stirring.  The  perchloric 
acid  lost  by  volatilization  is  replaced  from  time  to  time.  After 
cooling,  the  mass  is  treated  with  about  20  c.c.  of  97  per  cent,  alcohol 
to  which  0.2  per  cent,  of  perchloric  acid  has  been  added  and  the 
mixture  is  vigorously  stirred.  It  is  important,  however,  not  to  break 
up  the  crystals  of  potassium  perchlorate  into  too  fine  a  powder  as  the 
latter  would  readily  pass  through  the  asbestos  filter.  After  allow- 
ing the  precipitate  to  settle  the  alcohol  is  decanted  off  through  a 
Gooch  crucible,  the  residue  is  washed  again  with  the  wash-alcohol, 
and  the  excess  of  the  latter  is  removed  by  gentle  wanning  The 
residue  is  dissolved  in  10  c.c.  of  hot  water,  to  which  a  little  per- 
chloric acid  has  been  added  and  the  solution  is  evaporated  with 
stirring  until  fimies  of  perchloric  acid  are  given  off.  One  c.c.  of 
the  wash-alcohol  is  added;  and,  in  order  to  avoid  the  e]liplo3anent 
of  an  excess  of  the  latter,  the  precipitate  is  transferred  by  means  of 
a  rubber  "policeman'*  to  a  Gooch  crucible,  washed  with  50-75  c.c. 
of  97  per  cent,  alcohol,  dried  at  130°  C,  and  weighed.* 

In  case  sulphuric  acid  was  originally  present,  it  is  removed 
by  precipitation  with  barium  chloride.  It  is  not  nesessary  to 
remove  phosphoric  acid,  but,  in  case  this  acid  is  present,  it  is  advisa- 
ble to  allow  the  potassium  perchlorate  to  stand  for  some  time 
with  an  excess  of  perchloric  acid  before  treating  it  with  alcohol. 

Preparation  of  Perchloric  Add  According  to  Kreider, — From 
10(X-300  gms.  of  commercial  sodium  chlorate  (NaClO,)  are  placed 
in  a  round-bottomed  flask  and  heated  until  oxygen  begins  to  be 
evolved  slowly.    This  temperature  is  maintained  \mtil  the  mass 

*  Using  this  method,  R.  Fitzenkam  obtained  in  three  experiments, 
100.11, 100.04, 100.24,  mean  100.13  per  cent,  of  the  potassium  chloride  taken. 
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becomes   solid  (requiring   1^-2   hours),  whereby   the   chlorate  is 
almost  completely  changed  to  perchlorate  and  chloride. 

After  cooling,  the  melt  is  dissolved  in  water,  sufficient  hydro- 
chloric acid  is  added  to  decompose  any  chlorate  remaining,  and  the 
solution  is  evaporated  to  dr}'^ness  (the  liquid  being  constantly 
stirred  from  the  time  crystals  begin  to  separate  out). 

The  dry  mass  is  broken  up  with  a  stirring-rod  and  then  tieated 
in  a  tall  beaker  with  an  excess  of  concentrated  hydrochloric  acid, 
by  means  of  which  sodium  chloride  separates  out  after  a  few  min- 
utes. The  solution  (it  now  contains  perchloric  and  hydrochloric 
acid  in  the  presence  of  small  amounts  of  sodium  chloride)  is  poured 
through  a  Gooch  crucible  and  the  residue  is  washed  once  or  twice 
by  decantation  with  concentrated  hydrochloric  acid.  The  filtrate 
is  evaporated  on  the  water-bath  until  the  hydrochloric  acid  is 
completely  expelled  and  heavy  white  fumes  of  perchloric  acid  are 
evolved. 

Inasmuch  as  commercial  sodium  chlorate  is  often  impure  it  is 
necessary  to  test  the  perchloric  acid  which  has  been  prepared,  for 
potassium.  For  this  purpose  a  small  amount  of  the  solution  is 
evaporated  on  the  water-bath  to  dryness  and  the  residue  is  treated 
with  97  per  cent,  alcohol,  which  will  dissolve  it  readily  in  the  absence 
of  potassium  perchlorate.  If  potassium  is  found  to  be  present, 
the  melt  obtained  by  heating  the  sodium  chlorate  as  above  de- 
scribed is  treated  with  HCl  and  evaporated  to  dr}^ness  in  order  to 
decompose  any  sodium  chlorate  remaining.  The  residue  is  finely 
powdered  and  treated  \^^th  97  per  cent,  alcohol  (1  c.c.  dissolves  0.2 
gm.  NaClO,)  and  filtered  and  the  process  repeated  until  a  little  of 
the  alcoholic  solution  when  evaporated  to  drjmess  leaves  absolute- 
Iv  no  residue. 

The  alcoholic  solution,  which  is  now  free  from  potassium,  is 
distilled  from  a  spacious  flask  until  the  perchlorate  begins  to  crys- 
tallize out.  when  it  is  poured  rapidly  into  an  evaporating- dish, 
evaporated  to  dryness,  and  treated  as  previously  dt  scribed,  with 
hydrochloric  acid.  etc. 

One  c.c.  of  a  potassium  perchlorate  solution  prepared  accord- 
ing to  the  above  directions  gave  a  residue  of  0.0369  gm.  which 
was  completely  soluble  in  97  per  cent,  alcohol,  as  it  should  be. 

In  order  to  ascertain  the  approximate  amount  of  perchloric 
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acid  contained  in  the  solution,  1  c.c.  should  be  treated  with  an 
excess  of  KCl,  evaporated  to  dryness,  treated  with  an  excess  of 
97  per  cent,  alcohol,  filtered  through  a  Gooch  crucible,  and  washed 
until  the  filtrate  shows  no  turbidity  on  being  treated  with  silver 
nitrate  solution.    The  precipitate  is  then  dried  and  weighed. 

LlxmUM,  Li.    At.  Wt.  7.03. 
Forms;  LijSO^  and  LiCl. 

The  determination  of  lithium  in  the  form  of  the  above  salts  is 
carried  out  in  practically  the  same  way  as  in  the  case  of  potassium. 
It  should  be  mentioned,  however,  that  on  evaporating  a  lithium 
salt  with  concentrated  sulphuric  acid  the  acid  salt,  LiHS04,  is 
formed,  which  on  gentle  ignition  (even  without  the  addition  of 
ammoniimi  carbonate)  is  changed  to  difficultly  volatile  LijSO^. 

Since  lithium  chloride  is  a  very  hygroscopic  salt,  it  is  necessary 
to  weigh  it  out  of  contact  with  moist  air.  To  accomplish  this, 
the  platinum  crucible,  after  being  gently  ignited,  is  placed  in  a 
desiccator  which  is  provided  with  a  calcium- chloride  tube,  and 
befflde  the  crucible  is  placed  a  weighing  beaker  with  ground  glass 
stopper.  After  both  crucible  and  beaker  have  assumed  the  tem- 
perature of  the  room,  the  former  is  quickly  placed  within  the 
latter  which  is  then  stoppered.  It  is  allowed  to  stand  for  20  min- 
utes in  the  balance  case  and  then  weighed.  The  salt  is  then  placed 
in  the  crucible  and  the  above  process  repeated. 

Betennination    of    Lithium,    Potassium,   and   Sodium  in    the 

Presence  of  One  Another. 

After  determining  the  weight  of  the  combined  chlorides,  the 
potassiiun  is  determined  in  one  portion  as  KjPtCl,,  and  in  a  second 
portion  the  lithium  is  determined  according  to  one  of  the  following 
methods: 

(a)  Gooch's  Method* 

Principle — ^Anhydrous  LiCl  is  soluble  in  anhydrous  amyl 
alcohol  (15  parts  of  amyl  alcohol  dissolve  in  the  cold  1  part  of 
LiCl.  or  10  c.c.  dissolve  0.66  gm.  LiCl)  while  KCl  and  NaCl  are 

♦  Proceedings  of  the  Am.  Aoad.  of  Arts  and  Sciences.  22  [N.  S.  14],  177. 
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difficultly  soluble  in  this  liquid  (solubility  of  Naa= 1:30,000,  of 
KC1=1:24,000). 

Procedure. — ^The  solution,  after  having  been  concentrated  as 
far  as  possible,  and  which  should  not  contain  more  than  0.2  gm. 
LiCl.  is  placed  in  a  50  c.c.  Erlenmeyer  flask,  5-6  c.c.  of  amyl  alcohol 
(boiling  point  132^  C.)  are  added  and  the  flask  is  placed  upon  an 
asbestos  plate  and  cautiously  heated.  The  aqueous  solution  at 
the  bottom  of  the  beaker  soon  begins  to  boil  and  the  water  vapor 
escapes  through  the  upper  layer  of  amyl  alcohol.*  As  soon  as 
all  the  water  has  been  boiled  oflf,  the  chlorides  of  sodium  and 
potassium  separate  out,  while  the  greater  part  of  the  lithium 
chloride  is  to  be  found  in  the  alcoholic  solution.  During  the 
evaporation  of  the  aqueous  LiCl  solution,  however,  some  LiOH  is 
formed  by  hydrolysis,  and  the  latter  compound  is  insoluble  in 
amyl  alcohol.  In  order  to  bring  this  completely  into  solution, 
the  clear  amyl  alcohol  solution  is  treated  with  2-3  drops  of  concen- 
trated hydrochloric  acid,  boiled  two  or  three  minutes  and  filtered 
while  still  warm  through  a  small  asbestos  filter.  The  crust  which 
remains  is  composed  of  sodium  and  potassium  chlorides  and  is 
washed  with  hot  amyl  alcohol,  which  has  been  boiled.  The  fil- 
trate is  evaporated  to  dryness,  and  the  residue  is  dissolved  in  a 
little  water  after  the  addition  of  some  dilute  sulphuric  acid.  The 
solution  is  filtered  from  the  carbonaceous  residue  into  a  weighed 
platinum  crucible,  evaporated  as  far  as  possible  on  the  water- 
bath,  the  excess  of  sulphuric  acid  is  removed  by  gentle  heating 
over  a  flame  (the  crucible  being  held  in  an  inclined  position)  and 
it  is  then  weighed.  The  lithium  sulphate  thus  obtained  always 
contains  small  amounts  of  potassium  and  sodium  sulphates  in 
case  these  metals  were  present  so  that  from  the  weight  obtained^ 
0.00041  gm.  should  be  deducted  for  every  10  c  c.  of  the  filtrate 
(exclusive  of  the  alcohol  used  in  washing  the  residue)  in  case  only 
sodium  chloride  is  present  or  0  00051  if  only  potassium  chloride  is 
present,  and  0.00092  if  both  sodium  and  potassium  chlorides  are 
present 

*  To  pievent  losa  by  bumping  at  this  po*nt  the  flask  sboald  be  fitted 
with  a  cork  stopper  through  which  two  rods  pass  Tf  air  's  drawn  through 
the  liqu'd  during  the  boiling,  the  water  evaporates  more  quickly  and  without 
bumpmg 
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If  10-20  mgm.  of  lithium  chloride  were  present  in  the  original 
salt  mixture^  then  the  residue  obtained  after  filtering  and  wash- 
ing with  amyl  alcohol  is  dissolved  in  a  little  water  and  the  above 
treatment  is  repeated,  the  lithium  being  determined  in  the  com- 
bined filtrates. 

This  method  is  very  accurate,  and,  in  the  author's  opinion  it 
is  to  be  preferred  to  all  othier  methods  for  the  determination  of 
lithimu. 

(6)  Rammelsberg's  Method. 

Principle. — ^Anhydrous  lithium  chloride  is  soluble  in  a  mixture 
of  equal  parts  alcohol  and  ether  which  has  been  saturated  with 
hydrochloric  acid  gas,  while  the  chlorides  of  sodimn  and  potassium 
are  practicaUy  insoluble  therein. 

Procedure. — ^The  solution  of  the  chlorides  is  evaporated  to  dry- 
ness in  a  small  flask  made  of  Jena  glass  and  provided  with  a 
ground-glass,  two-way  stopper  (p.  31,  Fig.  20a).  During  the  evapo- 
ration a  current  of  dry  air  is  passed  into  the  flask  through  the  long 
tube  a  and  out  through  the  short  tube  b.  As  soon  as  the  resi- 
due has  become  dry  the  flask  is  placed  in  an  oil-bath  and  heated 
for  half  an  hour  at  140-150°  C. ,  during  which  time  dry  hydro- 
chloric acid  gas  is  passed  through  the  flask.  The  flask  and  its  con- 
tents are  aDowed  to  cool  with  the  hydrochloric  acid  still  passing 
through  the  flask,  after  which  the  residue  is  treated  with  a  few 
cubic  centimeters  of  absolute  alcohol,  which  has  been  saturated 
with  hydrochloric  acid  gas,  and  an  equal  voliune  of  absolute  ether 
is  added.  The  flask  is  then  tightly  stoppered  and  allowed  to  stand 
with  frequent  shaking  for  12  hours.  The  solution  is  then  poured 
through  a  filter,  wet  with  the  ether-alcohol  mixture,  and  the  residue 
IS  washed  three  times  by  decantation  with  ether-alcohol.  A  few 
more  cubic  centimeters  of  ether-alcohol  are  added  to  the  contents 
of  the  flask  and  it  is  again  allowed  to  stand  for  12  hours;  the  liquid 
is  then  poured  off  and  the  residue  is  washed  with  ether-alcohol 
until  a  trace  of  the  residue  tested  in  the  spectroscope  shows  the 
complete  absence  of  lithiiun.  The  ether-alcohol  extract  is  care- 
fully evaporated  to  dryness  in  a  water-bath  containing  lukewarm 
water,  the  residue  is  dissolved  (after  the  addition  of  a  little  dilute 
sulphuric  acid)  in  as  little  water  as  possible,  transferred  to  a  weighed 
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platinum  crucible  and  treated  with  sufficient  sulphuric  acid  to 
transform  the  lithiimi  chloride  present  completely  into  sulphate.* 
The  solution  is  evaporated  as  far  as  possible  on  the  water-bath, 
then  cautiously  over  the  free  flame,  after  which  it  is  gently  ignited 
and  the  residue  of  lithium  sulphate  is  weighed. 

Remark. — ^In  the  presence  of  considerable  sodium  and  potas- 
sium salts  it  is  advisable  to  remove  the  greater  part  of  these  by 
precipitation  with  hydrochloric  acid  gas  (cf.  p.  45),  filtering 
through  asbestos  and  washing  the  precipitate  with  concentrated 
hydrochloric  acid  until  the  residue  no  longer  gives  the  lithium 
spectrum.    The  results  obtained  by  this  method  are  satisfactory. 

Besides  the  above  methods  for  the  separation  of  lithium  from 
sodium  and  potassium  there  are  two  other  methods  to  be  men- 
tioned; that  of  W.  Mayer  t  and  that  of  A.  Camot.t  According 
to  Mayer  the  lithium  is  precipitated  in  the  presence  of  NaOH  as 
LijPO^,  which,  after  being  washed  with  ammonia  water,  is  ignited 
and  weighed.  Rammelsberg,  however,  claims  that  the  LijPO^ 
always  contains  some  sodium,  so  that  the  method  is  inaccurate. 
A  great  many  experiments  tried  in  the  author's  laboratory  have 
led  to  the  same  conclusion. 

According  to  Camot  the  lithium  is  separated  as  the  fluoride  and 
then  transformed  to  the  sulphate.  Walter  §  claims  that  this 
method  is  accurate  but  tedious. 

Example  for  practice:  Lepidolite  analysis.   (Seep.  400). 

*  The  above-described  method  has  been  modified  by  the  author.  Ram- 
melsberg evaporates  the  chlorides  in  the  water-bath,  heats  the  residue  till 
it  melts  and  then  after  cooling  extracts  with  ether-alcohol.  By  the  evapora- 
tion and  fusion  of  the  lithium  chloride  there  is  formed  some  lithiimi  hy- 
droxide which  is  changed  by  the  carbonic  acid  of  the  air  to  carbonate. 
Lithium  carbonate  is  insoluble  in  ether-alcohol  so  that  the  extraction  with 
ether-alcohol  is  not  complete. 

t  Ann.  d.  Chem.  u.  Pharm.,  OS,  103,  and  Merling,  Zeitschr.  f.  an.  Oh.* 
18,  663. 

%  Zeit.  f.  Anal.  Chem.  29,  332. 

§  The  Analyst,  16,  209. 
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AMMONIUM  NH^.    Mol:  Wt.  18.08. 
Forms:  NH,,  ira^Cl,  (imjjPtCl,,  Pt,  N. 

We  have  two  cases  to  distinguish: 

1.  The  ammonium  is  present  as  chloride  in  aqueous  solution. 

2.  The  ammonium  is  present  in  solution,  together  with  other 
cathions  and  anions. 

1.  Tfui  solution  contains  only  NH^  and  CI  ions.  In  this,  case  the 
solution  may  be  evaporated  to  dryness  and  the  residue  of  ammo, 
ilium  chloride  weighed ;  or  the  ammonium  can  be  precipitated  a8 
(NH4)3PtCl8  and  the  precipitate  weighed;  or  the  ammonivun  pla- 
tinic  chloride  can  be  ignited  and  the  residue  of  platinum  weighed. 

(a)  Determination  as  ITH^Cl. 

The  aqueous  solution  is  treated  with  concentrated  HCl  and 
evaporated  to  a  small  volume  on  the  water-bath  at  as  low  a  temper- 
ature as  possible,  the  solution  is  transferred  to  a  platinum  crucible 
(or  one  of  porcelain),  evaporated  on  the  water-bath  to  dryness,  and 
the  covered  crucible  is  dried  to  constant  weight  in  a  drying-oven. 
Good  results  are  obtained,  but  they  are  always  too  low.  On 
evaporating  the  aqueous  solution  some  NH^Cl  is  driven  off,  and 
the  amount  lost  increases  in  proportion  to  the  amount  of  water 
used  and  the  temperature  at  which  the  evaporation  takes  place, 
on  account  of  the  NH^Cl  being  partly  decomposed  according  to  the 
equation 

NH,C1^NH3+HC1 

into  NHj  and  HCl,  both  of  which  are  volatile.* 

If,  on  the  other  hand,  a  little  hydrochloric  acid  is  added  to  the 
solution  the  dissociation  is  for  the  most  part  prevented  so  that 
the  loss  is  reduced  to  a  minimum.  The  ammonium  chloride  must 
be  dried  in  a  covered  crucible  as  otherwise  a  small  amount  of  the 

*  In  cold,  aqueous  solution  the  NH^Cl  undergoes  electrolytic  dissociation 
simply: 

NHP4=±NH*+C1'. 
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salt  will  be  lost,  but  this  amount  is  small  in  comparison  with  the 
amount  which  it  is  possible  to  lose  during  the  evaporation. 

(b)  Determination  as  (im^jPtCl^. 

On  heating  (NH4),PtCl,  to  130^  C.  the  salt  is  unchanged;  it 
suffers  no  dissociation,  therefore,  up  to  130^  C.  In  aqueous  solu- 
tion it  undergoes  only  electrolytic  dissociation  so  that  the  above 
salt  loses  no  (NH^)  during  the  evaporation  of  its  aqueous  solution. 

The  aqueous  solution  of  ammonium  chloride,  therefore,  is 
treated  with  an  excess  of  hydrochlorplatinic  acid  and  a  little  hydro- 
chloric acid  and  evaporated  at  as  low  a  temperature  as  possible 
to  dryness.  The  residue  is  taken  up  in  absolute  alcohol  and  fil- 
tered through  a  Gooch  crucible,  dried  at  130°  C,  and  weighed. 
From  thb  weight,  the  amount  of  ammonium  chloride  originally 
p  esent  can  be  correctly  calculated  by  using  the  old  atomic  weight 
of  platinum:  Pt=  197.20.  If  the  new  value  for  the  atomic  weight 
of  platinum  (Pt=  194.8)  is  used,  too  high  a  value  will  be  obtained 
for  the  amount  of  ammonium  present,  as  was  explained  in  the 
case  of  potassium. 

If  the  weight  of  the  (NH4)2PtCl,=p,  then 

pX  0.24001  =  NH4C1 
pX  0.08107  =  NH, 
pX  0.07660  ^NHj. 

(c)  Determination  as  Platinum. 

Instead  of  weighing  the  (NH4)2PtClj  as  such,  it  can  be  decom- 
posed by  ignition*  and  the  weight  of  the  platinum  remaining 
determined.  If  the  old  value  for  the  atomic  weight  of  platinum 
(197.2)  is  used  in  this  determination  the  results  obtained  will  be 

*  As  ammoniuin  platinic  chloride  decrepitates  strongly  on  being  heated, 
the  ignition  must  take  place  in  a  large  porcelain  crucible  which  is  provided 
with  a  close-fitting  cover.  The  precipitate  must  be  heated  gradually  at 
first  to  prevent  loss.  It  is  best  ignited  according  to  the  directions  of  Rose. 
The  precipitate  and  filter  are  placed  in  the  crucible  with  the  filter-paper  on 
top,  the  crucible  is  covered  and  heated  over  a  very  small  flame  until  the 
paper  is  completely  charred  without  allowing  the  vapor  to  escape  visibly 
from  the  crucible.  The  crucible  is  then  strongly  ignited  with  free  access 
of  air  until  the  charred  filter  is  completely  consumed. 
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«bout  0.4  per  cent  too  low,  while  if  the  new  value  (194,8)*  is 
used,  the  results  will  be  about  0.8  per  cent  too  high. 

Correct  results  can  be  obtained  by  multiplying  the  weight  of 
pUfiTiiim  (p)  by  the  following  factors: 

pX0.M527=NH,Cl; 
pXO.  18416= NH^; 
pX0.17388  =  NH,. 

3.  The  Ammonium  is  Present  Together  with  Other  Cathions 
and  Anions  in  Solution  or  in  Solid  Form. 

(a)  The  Bolution  is  distilled  after  the  addition  of  a  atrong  base 
(NaOH — Ca(OH),t),  the  ammonia  evolved  is  absorbed  in  hydro- 
chloric acid  and  the  resulting  solution  is  analyzed  according  to  1. 


Fia.  23. 
Procedure. — ^About  1  gm.  of  the  substance  to  be  analyzed  is  placed 
in  the  400-500  c.c.  Erlenmeyer  flask  K,  it  is  dissolved  in  200  c.e. 
of  water,  a  few  drops  of  litmus  solution  are  added,  and  in  case  the 

*  In  analysing  plalinates  of  organic  bases  (by  weighing  the  platinum) 
correct  results  may  he  obt^ued  by  using  for  the  atomic  weight  of  platinum 
the  value  197  20. 

t  HgO  is  frequently  recommended  for  expelling  the  ammonia.  Accord- 
ing to  a  private  coraraunication  from  Heir  Bormann.  of  Neunkirch,  this 
base  is  absolutely  unsuited  for  this  purpose. 
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solution  reacts  acid,  sodium  hydroxide  solution  (which  has  been 
previously  boiled  to  expel  traces  of  ammonia)  is  slowly  added  at  T 
with  constant  shaking  until  the  solution  changes  to  blue,  after 
which  ten  c.c.  more  of  the  caustic  soda  solution  are  added.*  The 
liquid  is  then  heated  to  boiling  and  100  c.c.  of  it  is  carefully  distilled 
into  the  receiver  V,  which  already  contains  20  c  c.  of  2  N.  hydro- 
chloric acid.  In  order  to  make  sure  that  no  ammonia  escapes 
from  the  receiver  it  is  well  to  connect  it  with  a  smaU  Peligot  tube 
containing  5  c.c.  of  2  N.  hydrochloric  acid  and  some  distilled 
water. 

After  100  c.c.  of  the  liquid  have  distiUed  over,  all  the  ammo- 
nia will  be  found  in  the  receiver  and  can  be  determined  according 
to  1  (a),  or  1  (6);  preferably  the  latter.  The  determination  can 
be  carried  out  much  more  quickly,  however,  if  the  receiver  contains 
a  measured  amount  of  standardized  acid  and  the  excess  is  deter- 
mined after  the  distillation  by  titrating  with  alkali  (cf.  p.  446). 

It  is  also  possible  to  make  an  accurate  determination  9!  the 
amount  of  ammonia  present  by  measuring  the  volume  of  the  gas.f 

.  Colorimetric  Determination  of  Ammonium. 

For  the  determination  of  such  small  amoimts  of  ammonia  as 
occur  in  drinking-water,  the  above  methods  are  not  suited.  In  this 
case  the  procedure  is  the  same  as  was  described  in  Vol.  I,  p.  46. 
(In  the  case  of  mineral  w^aters  it  is  necessary  to  add  more  than  one 
drop  of  the  soda  solution;  the  amount  necessary  is  determined 
by  adding  litmus  to  a  definite  volume  of  the  water  and  then  adding 
the  soda  solution  until  the  litmus  changes  to  blue.)  The  distillate 
is  received  in  50  c.c.  graduated  Nessler  tubes  (in  the  fourth 
one  there  is  usually  no  ammonia  to  be  detected)  and  these  are 
Nesslerized.  The  50  c.c.  of  distillate  is  mixed  with  2  c.c.  of  the 
Nessler-  solution  and  the  yellow  color  produced  is  compared  with 
the  colors  produced  in  the  same  way  from  a  series  of  tubes  contain- 
ing known  amounts  of  ammonia.    When  a  standard  is  found  of 

♦The  separatory  funnel  T  should  be  roughly  calibrated  before  setting 
up  the  apparatus,  by  pouring  water  into  it,  one  cubic  centimeter  at  a  tinie« 
and  marking  with  a  pencil  the  level  of  the  liquid  on  the  glass. 

t  Cf.  Part  III,  Gas  Analysis. 
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the  same  shade  as  the  solution  tested,  then  the  two  solutions  contain 
the  same  amount  of  ammonia. 

The  ammonium  Chloride  solution  necesBary  for  preparing  the 
standards  is  prepared  as  follows: 

3.1365*  gms.  of  ammonium  chloride  which  has  been  dried  at 
100°  C  are  dissolved  in  1  liter  of  water  free  from  ammonia  (cf .  foot^ 
note,  VoL  I,  p.  47).     The  solution  now  contains 

1  mgm.  of  ammonia  (NH^  per  cubic  centimeter; 
this,  however,  is  too  strong  for  most  purpoeee,  so 
that  10  C.C.  of  it  are  taken  and  diluted  to  1 
liter.  Of  this  solution  1  c.c.  contains  0.01  mgm. 
NH^  If  the  water  to  be  analyzed  contiuns 
conaderable  anomonia,  a  smaller  portion  should 
be  taken  for  the  analysis  than  in  ordinary  cases 
(500  c.c.)  as  otherwise  the  first  distillate  (50  c.c.) 
would  give  too  intense  a  color  with  the  Nessler 
solution.  In  such  a  case  only  50  c.c.  of  the 
water  should  be  taken  for  the  analysis  and  this 
should  be  diluted  to  500  c.c.  with  water  free 

from  ammonia  and  then  distilled.  „      n. 

In  order  to  ascertain  how  much  of  the  water 
to  take  for  the  analysis,  the  following  experiment  should  be  made: 
About  100  c.c.  of  the  water  to  be  tested  are  placed  in  a  narrow 
cylinder  (which  is  provided  with  a  ground-glass  stopper),  2  c.c.  of 
a  strongly  alkaline  sodium  carbonate  solution  f  are  added  to  pre- 
cipitate the  calcium  which  may  be  present,  the  mixture  b  vio- 
lently shaken  and  allowed  to  settle.  From  the  clear  supernatant 
Uquid  50  c.c.  are  pipetted  off  into  a  Nessler  tube,  treated  with 

2  c.c.  of  Nessler  solution  and  mixed.}     If  a  strong  yellow  color,  or 

•  The  value  3.147  gms.  is  usually  given,  but  by  emploving  the  more  recent 
atomic  weights  (NH.C1=63.54;  NH,=17.07)  the  value' 3.1365  is  oblained. 

1 50  gms.  NaOH  and  50  gms.  Na,CO,  (calcined)  are  dissolved  in  600  c.c. 
of  pure  diBttlled  water  and  the  aolution  boiled  until  the  volume  ia  only  500  c.c. 

t  In  the  caae  of  mineral  waters  rich  in  magnesium  sulphate,  the  addition 
of  tbe  10  c.c.  of  sodium  carbonate  solution  often  fails  to  prevent  a  turbidity 
on  adding  the  Nessler  reagent,  which  would  render  a  calorimetric  determina- 
tion impoBsible.  In  this  case  10  c.c.  of  a  boiled  BaCI,  solution  (120  gms. 
BaCl,  +  2H,0  in  500  c.c.  H,0)  should  be  added  before  treating  the  water 
with  the  andiiim  carbonate  solution. 
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even  a  precipitate,  is  obtained,  then  only  50  e.e.  of  the  water  should 
be  taken  for  analysis.  If,  on  the  other  hand|  there  is  not  more  than 
a  faint  coloration  apparent,  then  500  c.c.  must  be  taken  for  the 
determination. 

For  the  Nesslerization,  the  three  cylinders  each  containing 
50  c.c.  of  the  distillate  are  placed  over  a  sheet  of  white  paper, 
treated  with  2  c.c.  of  the  Nessler  reagent,  and  mixed.  Beside 
them  are  placed  a  series  of  similar  cylinders  containing  respectively 
0.0,  0.5,  1.0,  1.5,  2.0,  2.5,  3.0  c.c.  of  the  standard  ammonium 
chloride  solution  diluted  to  50  c.c.  These  are  also  treated  with 
2  c.c.  of  the  Nessler  reagent  and  by  matching  the  colors  obtained 
in  the  test  with  those  obtained  from  known  amounts  of  ammonia 
the  amount  present  in  the  water  can  be  easily  estimated. 

The  Nessler  reagent  should  give  a  distinct  coloration  with  500  c.c. 
of  water  containing  0.005  mgm,  NH, ;  if  this  is  not  the  case,  it  must 
be  made  more  sensitive  by  the  addition  of  mercuric  chloride  solu- 
tion. 

For  mixing  the  liquid  in  the  cylinders  it  is  convenient  to  employ 
a  stirrer  such  as  is  shown  in  Fig.  24,  the  diameter  of  the  bulb  on 
the  end  being  only  slightly  less  than  that  of  the  cylinder.  By 
moving  this  stirrer  up  and  down  twice  the  liquid  becomes  thor- 
oughly mixed. 

Kjeldahl's  Method  for  Determining  Nitrogen. 

The  methods  which  have  been  described  thus  far  are  suitable 
only  for  the  determination  of  nitrogen  when  it  is  in  solution  in 
the  form  of  NH4  ions.  It  is,  however,  of  great  importance  to  be 
able  to  determine  nitrogen  when  it  is  present  other  than  as  an 
ammonium  compound  (in  albumen,  coal,  etc.).  Inasmuch  as  it 
is  possible  to  determine  the  amount  of  ammonia  present  very  accu- 
rately, and  by  the  employment  of  volumetric  methods,  very  quickly, 
methods  were  sought  for  the  transformation  into  ammonia  of  the 
nitrogen  originally  present  in  some  other  form.  This  is  readily 
brought  about  by  the  method  of  Kjeldahl  and  its  modifications. 

By  the  oxidation  of  nitrogenous  organic  substances  with  con- 
centrated sulphuric  acid,  potassium  permanganate,  mercuric  oxide, 
etc.,  the  organic  matter  is  destroyed  and  the  nitrogen  is  completely 
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changed  to  ammonium  and  held  as  ammonium  sulphate,  from 
-which  the  anmionia  can  be  readily  distiUed  off. 

Procedure  for  KjddahTs  NUrogen  Determination  (WUfarth^s 
Modification*), — From  1  to  2  gms.  of  the  substance  to  be  analyzed 
■are  placed  in  a  500-600-c.c.  flask,  made  of  difficultly  fusible  potash 
^lass,  and  to  it  are  added  20  c.c.  of  sulphuric  acid  (3  volumes  of  con- 
centrated acid  mixed  with  2  volumes  of  fuming  sulphurip  acid)  and 
a  few  drops  of  mercury.  The  flask  is  then  heated  in  an  iron  dish 
covered  with  asbestos  imtil  its  contents  gently  boil.  It  is  impor- 
tant, however,  to  be  sure  that  the  substance  should  be  thoroughly 
moistened  by  the  sulphuric  acid  before  the  heating,  especiaUy  in 
the  case  of  mealy  substances.  In  order  to  avoid  a  loss  of  nitro- 
genous matter,  it  is  first  heated  for  half  a  minute  over  a  very  small 
flame  and  then  over  a  larger  one,  but  in  no  case  should  the  flame 
touch  the  flask  above  the  part  occupied  by  the  liquid. 

The  heating  is  continued  until  the  solution  becomes  clear  and 
completely  colorless.  In  the  presence  of  iron  compounds,  how- 
ever, the  liquid  is  sometimes  slightly  yellow.  The  decomposition 
is  usually  complete  in  two  or  three  hours.  The  liquid  is  then  allowed 
to  cool,  the  sides  of  the  flask  are  washed  down  and  the  solution  is 
diluted  with  about  250  c.c.  of  water.  After  it  is  thoroughly  cool, 
80  c.c.  of  caustic  soda  solution,  free  from  nitrate,  are  quickly  added 
and  sufficient  potassium  sulphide  solution  (40  gms.  commercial 
potassium  sulphide  to  the  liter)  to  completely  precipitate  the  mer- 
cury and  cause  the  liquid  to  appear  black  (25  c.c.  of  the  potassium 
sulphide  solution  are  usually  sufficient).  A  few  grains  of  powdered 
zinc  are  then  added  and  the  flask  is  quickly  connected  with  the  distil- 
ling apparatus.  The  distilling-tube  dips  into  a  250-300-c.c.  Erlen- 
meyer  flask  containing  a  known  volume  of  normal  sulphuric  acid 
(10-20  c.c.)  and  sufficient  water  to  cover  the  lower  end  of  the  con- 
denser tube.  As  soon  as  a  noticeable  amount  of  water  vapor 
b^ins  to  come  over,  it  is  no  longer  necessary  to  have  the  condenser 
tube  dip  into  the  sulphuric  acid  solution  in  the  receiver.  After 
100  c.c.  of  the  liquid  have  distilled  over,  the  receiver  is  removed 
and  the  excess  of  sulphuric  acid  is  determined  by  titration  with 
one-tenth  normal  barium  hydroxide  solution  using  helianthin  as 
sn  indicator. 

*Chem.  Centralbl.  [3.  F.]  16,  pp.  17  and  113. 
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From  the  amount  of  sulphuric  acid  used;  the  amount  of 
nitrogen  present  may  be  calculated  as  follows:  Let  t  be  the 
number  of  cubic  centimeters  of  normal  sulphuric  acid  neutralized 
by  the  ammonia  evolved  from  a  gms.  of  the  substance,  then  this- 
corresponds  to 

^X 0.01404  gms.  nitrogen, 

and  the  percentage  of  nitrogen  in  the  substance  is 

a:/X0.01404=100:x, 

1.404X^  ^      .^ 

x= =  per  cent,  nitrogen. 

If  the  nitrogen  is  originally  present  to  a  considerable  extent  in 
the  form  of  nitrates,  oxides,  or  cyanides,  the  above  modification  of 
Kjeldahl's  method  will  not  serve  to  change  all  of  the  nitrogen  into 
ammonia.  In  such  cases  it  is  best  to  use  the  modification  proposed 
by  M.  Jodlbauer:* 

From  0.2-0.5  gm.  of  potassium  nitrate  (or  the  corresponding 
amount  of  another  nitrate)  are  treated  with  20  c.c.  of  concentrated 
sulphuric  acid  and  2.5  c.c.  of  phenolsulphonic  acid  (50  gms.  of 
phenol  dissolved  in  enough  concentrated  sulphuric  acid  of  66°  B^. 
to  make  100  c.c.  of  solution)  2-3  gms.  of  zinc  dust  and  5  drops  of 
hydrochlorplatinic  acid  are  added  and  the  mixture  heated.  After 
heating  the  substance  with  this  mixture  for  four  hours,  the  liquid 
becomes  colorless  and  is  ready  to  be  distilled  with  the  caustic  soda 
solution. 

MAGNESIUM,  ]Vrg.     At.  Wt.  24.36. 

Forms:  MgSO,,  MgO,  Mg^P^O,. 

(a)  Determination  as  MgSO^. 

This  method  for  the  determination  of  magnesium  can  always 
be  employed  when  the  magnesium  is  combined  with  an  acid  which 
can  be  volatilized  by  heating  with  sulphuric  acid,  and  when  no 
other  metal  besides  ammonium  is  present.  A  weighed  amount 
of  the  substance  is  placed  in  a  platinum  crucible  and  treated  with 
a  slight  excess  of  concentrated  sulphuric  acid.f  the  mixture  is 

*  Chem.  Centralbl   [3.  F.]  17,  433  and  Zeit.  f  anal.  Chem.    XXVI.  92 
t  Substances  which  react  violently  ^vith  concentrated  H^O,  should  be 
first  treated  with  water,  and  dilute  sulphuric  acid  added  little  by  little. 
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evaporated  on  the  water-bath  as  far  as  possible,  and  the  excess  of 
free  sulphuric  acid  is  removed  by  cautiously  heating  the  crucible, 
held  in  an  inclined  position,  over  a  free  flame.  Finally  the  dry 
mass  is  heated  just  to  redness  in  a  covered  crucible,  and  after  cool- 
ing in  a  desiccator,  is  weighed  as  quickly  as  possible,  as  the 
anhydrous  magnesium  sulphate  is  hygroscopic. 

(b)  Determination  as  MgO. 

This  method  is  seldom  used  in  practice,  and  then  only  in  case 
the  magnesium  is  present  in  a  form  that  can  be  readily  changed  to 
the  oxide  by  ignition — ^i.e.,  as  carbonate,  nitrate*  or  salt  of  an  organic 
acid.*  The  procedure  consists  simply  of  at  first  carefully  heating 
in  a  covered  crucible,  and  finally  with  the  full  heat  of  the  Teclu 
burner  in  a  half-covered  crucible. 

(c)  Determination  as  Magnesium  Pyrophosphate. 

This,  the  most  important  of  all  the  methods  for  the  determina- 
tion of  magnesium,  is  always  applicable  and  depends  upon  the 
following  principles:  If  the  solution  of  a  magnesium  salt  is  treated 
with  an  alkaU  orthophosphate  solution  in  the  presence  of  anmionium 
chloride  and  ammonia,  the  magnesium  is  completely  precipitated 
as  magnesium  ammonium  phosphate,  which  by  ignition  is  changed 
to  magnesium  pyrophosphate: 

2MgNH,P0,  =  2NH3+  H3O+  MgjPjO,. 

According  to  the  method  by  which  the  magnesium  is  precipi- 
tated, the  magnesium  ammonium  phosphate  may  be  obtained  in 
some  cases  contaminated  with  either  small  amounts  of  tribasic 

■ 

magnesimn  phosphate  (Mg^PjOg)  or  with  monomagnesium  ammo- 
nium phosphate  (Mg(NH4)4(P04)2).  In  the  first  case  the  MgjPjO. 
is  uixch.ang.ed  by  ignition  so  that  the  results  obtained  are  too  low; 
in  the  second  case  the  monomagnesium  ammonium  phosphate  is 
changed  to  magnesium  metaphosphate, 

2Mg(NH,),(P0,), = 2Mg(P0,),+  8NH,+  4H,0, 

*  Magnesium  chloride  can  be  changed  to  the  oxide  by  ignition  with  mer- 
curic oxide  in  a  porcelain  evaporating-dish.  Mercu"ic  chloride  and  the  excess 
of  mercuric  oxide  are  volatilized.  In  this  way  magnesium  is  often  separated 
from  the  alka'ies.     (Translator.) 
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SO  that;  if  only  gentle  ignition  is  employed,  too  high  results  will  be 
obtained;  whereas  if  the  mixture  is  heated  to  constant  weight 
over  the  blast-lamp,  correct  results  will  be  obtained,  for  at  thia 
temperature  the  metaphosphate  is  changed  to  pyrophosphate  and 
phosphorus  pentoxide,  and  the  latter  is  gradually  volatilized: 

2Mg(P03),  -  Mg,P  A+ P A. 

From  the  experiments  of  H.  Neubauer  *  we  now  know  the  exact 
conditions  under  which  a  precipitate  of  magnesium  ammonium 
phosphate  will  be  contaminated  by  the  above  salts. 

1.  If  the  precipitation  takes  place  in  a  strongly  ammoniacal 
solution,  particularly  when  the  phosphate  solution  is  slowly 
added,  the  precipitate  always  contains  some  tribasic  magnesium 
phosphate. 

2.  If  the  precipitation  takes  plaqe  in  a  neutral  or  slightly  ammo- 
niacal solution  in  the  presence  of  ammonium  salts,  and  ammonia 
is  added  afterwards,  the  precipitate  then  always  contains  mono- 
magnesium  ammonium  phosphate  [MgCNHJ^CPOJ,]. 

To  insure  a  pure  precipitate,  the  solution  must  be  neutral,  as 
free  as  possible  from  ammonium  salts,  and  ammonia  must  be  added 
after  the  addition  of  the  phosphate  solution. 

The  procedure  recommended  by  Gibbs,  as  well  as  that  of 
Neubauer,  lead  to  equally  good  results. 

I.  Method  of  W.  Gibbs.t 

The  neutral  %  solution,  as  free  as  possible  from  anmionium  salts^ 
is  treated  at  the  boiling  temperature,  drop  by  drop,  with  a  solution, 
of  sodium  ammonium  phosphate  (NaNH4HP044-  ^HjO)  (160  gms. 
of  the  salt  dissolved  in  a  liter  of  water)  §  until  no  further  precipi- 
tation takes  place.    Nearly  90  per  cent  of  the  magnesium  present 

*Cf.  p.  64 

t  Am.  Joum.  Sc  [3]  6.  114 

X  If  the  solution  is  strongly  ammoniacal,  it  should  be  acidified,  evapo- 
rated to  dryness  and  the  ammonium  salts  expelled  by  gentle  ignit'on  The 
residue  is  dissolved  in  a  very  little  dilute  hydrochloric  acid,  the  solution 
made  barely  alkaline  with  ammonia  and  then  treated  as  above  described 

§  For  the  precipitation  of  1  gm.  magnesium,  54  c  c  of  this  solution  are 
necessary,  and  for  1  gm.  of  MgSO^-f  711^0  6  c  c  are  required 
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is   at  once  precipitated  as  amorphous^  dimagnesium  phosphate 
(MgHPOJ: 

NaNH,HPO,  +  MgCl,  =  NaCl  +  NH^Cl  +MgHP04. 
The  solution  is  now  allowed  to  cool,  after  which  about  one- 
third   of  its  volume  of  ammonia  is  slowly  added  with  constant 
stirring,  whereby  the  amorphous  precipitate  is  at  once  changed  to 
the  crystalline  magnesium  ammonium  phosphate: 

MgHPO,  +  NH3 = MgNH^PO^. 

The  10  per  cent,  of  dimagnesium  phosphate  which  remained  in 
solution  is  also  completely  precipitated  by  this  procedure  as  mag- 
nesium ammonium  phosphate. 

After  standing  for  two  or  three  hours  the  supernatant  solu- 
tion is  decanted  off  through  a  filter  and  the  precipitate  is  washed 
three  times  by  decantation  with  2^  per  cent,  ammonia,  finally  trans- 
ferred to  the  filter,  washed  completely  with  2^  per  cent,  ammonia 
and  dried  in  the  hot  closet.  The  dried  precipitate  is  transferred  as 
complete  y  as  possible  to  a  weighed  platinmn  crucible,  the  filter- 
paper  is  burned  in  a  platinum  spiral  and  the  ash  added  to  the  main 
portion  of  the  precipitate.  The  crucible  is  then  covered  and  heated, 
at  first  gently,  until  the  ammonia  is  all  driven  off  and  then  more 
strongly  and  finally  over  the  blast-lamp  *  imtil  the  mass  becomes 
snow-white.  The  crucible  is  cooled  in  a  desiccator  and  weighed. 
By  means  of  the  ignition  the  magnesium  anmionium  phosph^e  is 
changed  into  magnesium  pyrophosphate: 

2MgNH,P0,  -  2NH3+  H,0+ MgjPjO,. 

From  the  weight  p  of  the  latter,  the  amount  of  magnesium 
can  be  calculated  according  to  the  equation, 

Mg,P,0,:2Mg=p:x 

2Mg 
^-Mg,P,0/^' 

The  precipitate  of  MgNH4P04+  GHjO  is  practically  insoluble  in 
2^  per  cent,  ammonia. 

*  It  is  doubtful  whether  it  is  always  advisable  to  heat  this  precipitate  on 
the  blaat-lamp.    Cf.  Hillebrand,  Bull.  176,  U.  S.  Geol.  Survey,  p.  66. 


^ 


64  GRAVIMETRIC  ANALYSIS. 

2.  Formation  of  Magnesium  Ammonium  Phosphate  by  Double 
Precipitation  According  to  the  Method  of  H.  Neubauer.* 

The  slightly  acid  solution  of  the  magnesium  salt  is  treated  with 
an  excess  of  sodium  phosphate,  and  then  one-third  of  the  solu- 
tion's volume  of  10  per  cent,  ammonia  is  added  with  constant  stir- 
ring. After  standing  four  hours  the  solution  is  decanted  through 
a  filter  and  the  precipitate  is  washed  with  a  Uttle  2^  per  cent,  am- 
monia. 

A  little  dilute  hydrochloric  acid  is  now  poured  through  the  filter 
and  allowed  to  run  into  the  beaker  containing  the  magnesium  pre- 
cipitate and  the  filter  is  washed  with  water.  Some  ammonium 
chloride  is  now  added,  a  few  drops  of  sodium  phosphate  solution, 
then  one-third  of  the  Uquid's  volume  of  ammonia,  and  it  is  again 
allowed  to  stand  four  hours.  The  solution  is  poured  through  a 
filter,  the  precipitate  washed  three  times  by  decantation  with  2^ 
per  cent,  ammonia,  transferred  to  the  filter  and  completely  washed 
with  the  dilute  ammonia.  The  dried  precipitate  is  treated  as 
above  described. 

Remark. — In  the  presence  of  ammonium  oxalate,  the  precipi- 
tation of  magnesium  according  to  the  above  methods  is  complete, 
but  requires  very  much  more  time.  In  this  case  the  precipitate  is 
filtered  off  after  standing  twenty-four  hours.  It  is  preferable, 
however,  to  expel  the  ammonium  salts  by  ignition. 

Example, — MgS04+7H,0.  The  commercial  salt  is  recrystal- 
lized  as  described  on  p.  32,  allowed  to  dry  for  twelve  hours  in 
the  air  between  filter-paper,  and  the  magnesium  determined  by 
either  the  method  of  Gibbs  or  of  Neubauer. 

Separation  of  Magnesium  from  the  Alkalies. 

The  methods  of  Gibbs  and  of  Neubauer  serve  to  separate  mag- 
nesium from  the  alkahes  in  those  cases  where  the  determination  of 
magnesium  is  desired. 

If,  however,  it  is  desired  to  separate  magnesium  from  the  alka- 
lies in  order  that  the  latter  may  be  determined,  it  is  necessary  to 

*  Zeit.  f.  angew.  Chem.,  1896,  p.  439.  See  alao  Goooh,  Zeil.  f.  anoi|^. 
Chem  ,  nd.  XX.  p.  121. 
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precipitate  the  magnesium  as  magnesium  hydroxide  from  a  solu- 
tion free  from  ammonium  salts  by  the  addition  of  barium  hydroxide 
solution.*  The  barium  is  then  removed  by  ammonium  carbonate 
and  the  alkalies  determined  in  the  filtrate.  For  the  detailed  descrip- 
tion of  this  method  see  Silicate  Analysis. 

METALS  OF  GROUP  IV. 

CALCIUM,  STRONTIUM,  BARIUM. 

CALCIUM,  Ca.     At.  Wt.  40. 

Forms:  CaO,  CaCO,,  CaSO^. 
/  I.  Determination  as  Calcium  Oxide  (Lime),  CaO. 

For  the  determination  of  calcium  as  CaO  it  is  best  precipi- 
tated as  the  oxalate  and  converted  to  the  oxide  by  strong  ignition. 

Procedure. — ^The  neutral  or  sUghtly  aminoniacal  solution 
which  besides  magnesium  and  the  alkalies  should  contain  no  other 
metal,  is  treated  with  ammonium  chlpride,  heated  to  boiling,  and 
precipitated  by  the  addition  of  a  boiling  solution  of  ammonium 
oxalate.  After  standing  some  time,  the  precipitate  becomes 
coarsely  crystalline  and  settles  to  the  bottom  of  the  beaker,  when 
a  little  more  ammonium  oxalate  solution  is  added  to  make  sure  that 
the  precipitation  has  been  complete.  It  is  allowed  to  stand  twelve 
hours,  when  the  clear  liquid  is  poured  through  a  filter,  the  pre- 
cipitate is  covered  with  boiling  water,  allowed  to  settle,  filtered, 
and  the  operation  repeated  three  times.  Finally  the  whole  pre- 
cipitate is  transferred  to  the  filter  and  washed  with  hot  water 
imtil  free  from  chloride.  The  precipitate  is  warmed  in  the  hot 
closet  mitil  nearly  dry,  when  it  is  placed  together  with  the  filter 
in  a  platinimi  crucible  and  ignited  wet.  It  should  be  heated 
cautiously  at  first  in  order  that  the  too  rapid  evolution  of  carbonic 
oxide  will  not  cause  loss.  After  the  filter  is  burnt  the  crucible  is 
covered  and  strongly  heated  at  first  over  the  Teclu  burner  and 
finally  over  the  blast-lamp  for  twenty  minutes. 

The  crucible  while  still  quite  warm  is  placed,  in  the  desiccator 
shown  in  Fig.  7,  near  an  open  weighing-beaker  and  allowed  to  re- 
main there  for  one  hour.  During  the  cooling,  the  air  enters  the 
desiccator,  through  the  U  tube,  whose  outer  half  is  filled  with 

*  Cf.  foot-note  to  page  61. 
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isoda-lime  and  whose  inner  half  contams  calcium  chloride^  in  a  dry 
condition  and  free  from  carbonic  acid  gas.  The  crucible  is  now^ 
placed  in  the  weighing-beaker,  quickly  covered  and  allowed  to 
stand  for  half  an  hour  in  the  air  near  the  balance,  after  which  it 
is  weighed.  The  crucible  is  again  heated  over  the  blast-lamp  for 
ten  minutes  and  is  cooled  in  exactly  the  same  way  and  weighed. 
Should  the  weight  not  be  found  constant,  the  process  must  be 
repeated.  The  above  directions  when  carefully  followed  usuaUy 
enable  one  to  obtain  a  constant  weight  on  the  second  ignition. 

Example. — Calcite:  0.5  gm.  of  the  finely  powdered  material 
which  has  been  dried  at  100°  is  placed  in  a  300-c.c.  beaker  and 
moistened  with  20  c.c.  of  water.  The  beaker  is  covered  with  a 
watch-glass,  concentrated  hydrochloric  acid  is  added  drop  by  drop^ 
and  the  liquid  is  finally  heated  imtil  all  is  dissolved.  The  solution 
is  then  boiled  for  fifteen  minutes  to  expel  all  carbon  dioxide,  neutral- 
ized carefully  with  ammonia,  diluted  with  150-200  c.c.  of  hot  water^ 
and  precipitated  with  anunoniimi  oxalate  as  above  described. 

Remark, — If  both  solutions  are  not  boiling  hot  during  the: 
precipitation,  the  calcium  oxalate  forms  very  fine  crystals;  it 
then  settles  very  slowly  and  passes  readily  through  the  filter. 

Calcium  oxalate  is  almost  insoluble  in  water  and  acetic  acid^ 
but  readily  soluble  in  mineral  acids. 

2.  Determination  of  Calcium  as  Sulphate,  CaSO^. 

This  method  is  chiefly  used  for  the  analysis  of  calcium  salts 
of  organic  acids.  For  this  purpose  the  calcium  salt  is  ignited  in 
a  weighed  platinum  crucible,  after  which  the  crucible  is  covered 
with  a  watch-glass,  carefuDy  treated  with  dilute  sulphuric  acid 
and  warmed  upon  the  water-bath  until  there  is  no  longer  any 
evolution  of  carbon  dioxide.  The  under  side  of  the  watch-glass, 
is  carefully  washed  and  the  liquid  evaporated  as  far  as  possible 
on  the  bath.  The  excess  of  sulphuric  acid  is  then  carefully  driven 
oflF  by, inclining  the  crucible  and  heating  over  the  free  flame  (or 
in  an  air-bath)  (cf.  Fig.  11,  p.  25).  The  residue  is  gently  ignited 
,and  weighed.    By  strong  ignition,  calcium  sulphate  loses  SO3,* 

*.0.1^52  gm.  CaS04  remained  unchanged  in  weight  after  heating  for  one 
,hour  tQ  dark  redness;  but  on  heating  with  the  full  flame  of  a  Teclu  burner, 
it  lost  0.0004  gm.  in  weight.     On  heating  for  one  hour  over  the  blast  lamp 
it  lost  0.0001  gm.     (J.  Weber.) 
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Calciuih  may  also  be  precipitated  as  calcium  sulphate.  The 
solution,  which  should  contain  as  little  free  acid  as  possible,  is 
treated  with  an  excess  of  dilute  sulphuric  acid,  four  volumes  of 
alcohol  are  added,  and  the  mixture  is  allowed  to  stand  12  hours. 
It  is  then  filtered  off,  washed  with  70  per  cent,  alcohol,  dried, 
separated  from  the  filter  as  completely  as  possible,  the  filter  burned 
in  a  platinum  spiral,  and  the  ash  added,  to  the  main  part  of  the 
precipitate  in  a  platinum  crucible,  gently  ignited  and  weighed. 

3.  Determination  of  Calcium  as  Carbonate,  CaCO,. 

Only  in  rare  cases  is  calcium  precipitated  as  carbonate  by 
ammonium  carbonate  in  the  presence  of  ammonia.  The  filtered 
and  washed  precipitate  is  gently  ignited  and  weighed  as  carbonate. 
After  weighing  it  is  necessary  to  moisten  the  residue  with  a 
little  ammonium  carbonate  solution,  evaporate  to  dryness  on 
the  water-bath,  and  again  ignite  gently.  This  is  done  in  order  to 
change  small  amoimts  of  calcium  oxide,  which  may  have  been 
formed  during  the  burning  of  the  filter-paper,  back  to  carbonate. 

In  the  presence  of  considerable  ammonium  chloride  the  pre- 
cipitation of  calcium  by  means  of  ammonium  carbonate  is  not 
quite  complete,  whereas  the  precipitation  with  ammonimn  oxalate 
alwa3n9  is.  Consequently  it  is  advisable  in  all  cases  to  precipitate 
the  calcium  as  oxalate  and  weigh  it  as  the  oxide. 

Strontium,  Sr.   At.  Wt.  87.6. 

Forms:  SrSO,,  SrCO,,  SrO. 

The  deteimination  as  the  sulphate  is  the  most  accurate. 

Determination  of  Strontium  as  Sulphate,  SxSO^. 

Procedure, — ^To  the  neutral  solution  containing  strontium,  a 
considerable  excess  of  dilute  sulphuric  acid  is  added  and  as  much 
alcohol  as  there  is  volume  of  solution.  After  stirring  well,  the 
mixture  is  allowed  to  stand  twelve  hours,  filtered  and  washed  at 
first  with  50  per  cent,  alcohol,  to  which  a  little  sulphuric  acid  has 
been  added,  and  finally  with  pure  alcohol  until  the  wash  water 
no  longer  gives  the  sulphuric  acid  reaction.    The  precipitate  is 
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dried  and  ignited  as  described  under  the  determination  of  cal- 
cium as  sulphate. 

SolvbUity  of  Strontium  Snlphate  according  to  Fresemus, 

6895  parts  of  water  at  the  ordinary  temperature  (17-20**)  dis- 
solve 1  part  of  SrS04. 

9638  parts  of  boiling  water  dissolve  1  part  SrSO^. 

The  sulphate  is  less  soluble  in  water  containing  sulphuric  acid: 

12,000  parts  of  water  containing  sulphuric  acid  dissolves  1  part 
SrSO,. 

In  cold,  dilute  hydrochloric  or  nitric  acid,  strontium  sulphate  is 
considerably  more  soluble,  and  also  in  solutions  containing  acetic 
acid,  magnesium  chloride,  or  alkali  chloride. 

If,  therefore,  considerable  free  acid  is  present,  it  should  be 
removed  by  evaporating  the  solution  to  dryness  and  dissolving 
the  residue  in  water.  The  strontium  is  then  precipitated  as  above 
described. 

Determination  of  Strontium  as  Oxide,  SrO. 

The  strontium  is  precipitated  as  carbonate,  or  in  some  cases 
as  oxalate,  and  changed  by  ignition  to  the~  oxide  as  described 
under  calcium. 

Solubility  of  Strontium  Carbonate  in  Waier  according  to  Fresenius, 

18,045  parts  of  water  dissolve  at  ordinary  temperatures  1  part  of 
SrCOj. 

In  water  containing  ammonium  carbonate  the  salt  is  much 
less  soluble,  while  ammonium  chloride  and  ammonium  nitrate 
increase  its  solubility. 

In  case  calcium,  strontium,  magnesium  and  alkali  salts  are 
present  together,  as  in  minerals  and  in  mineral  waters,  the  calcium 
and  strontium  are  both  precipitated  as  oxalates  and  transformed 
.by  ignition  into  the  oxides.    Cf.  p.  72. 

SolvbUity  of  Strontium  Oxalate  in  Water. 

12,000  parts  of  water  at  ordinary  temperatures  dissolve  1  part 
%>{  SrC,0,+  2iH30. 
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The  solubility  is  very  much  less  in  water  containing  ammonium 
oxalate. 

Barium,  Ba.    At.  Wt.  137.40. 

Forms:  BaSO^,  BaCr04,  BaCO,. 

I.  Determination  as  Barium  Sulphate. 

The  solution,  slightly  acid  with  hydrochloric  acid,  is  heated  to 
boiling  and  precipitated  by  the  addition  of  an  excess  of  hot,  dilute 
sulphuric  acid.  It  is  allowed  to  stand  on  the  water-bath  until  the 
precipitate  has  settled,  the  solution  is  then  poured  through  a  filter, 
and  the  precipitate  is  washed  four  times  with  50  c.c.  of  water  to 
which  a  few  drops  of  sulphuric  acid  have  been  added.  The  pre- 
cipitate is  transferred  to  the  filter  and  washed  with  hot  water 
until  the  wash  water  ceases  to  give  the  sulphuric  acid  reaction. 
It  is  then  dried  somewhat,  ignited  wet  in  a  platinum  crucible,  and 
weighed  without  previous  heating  over  the  blast-lamp. 

Remark. — ^By  the  combustion  of  the  filter-paper  there  is  always 
a  partial  reduction  of  the  barium  sulphate  to  sulphide,  but  the 
latter,  on  being  gently  ignited  in  an  inclined  crucible,  is  readily 
changed  back  to  sulphate,  so  that  there  is  no  loss  to  be  feared. 

The  procedure  for  the  determination  of  barium  as  carbonate  is 
the  same  as  was  described  under  calcium. 

SdybUity  of  Barium  Sulphate  in  Water, — 833,000  parts  of  water 
dissolve  1  part  of  BaS04. 

2.  Determination  of  Barium  as  Chromate. 

The  neutral  solution  of  the  barium  salt  is  diluted  to  about  200 
c.c,  treated  with  4-6  drops  of  acetic  acid  (sp.  gr.  1.065),  heated  to 
boiling,  precipitated  with  a  slight  excess  of  ammonium  chromate 
(prepared  by  adding  ammonia  to  a  solution  of  ammonium  bichro- 
mate free  from  sulphate,  until  the  color  becomes  yellow),  and 
allowed  to  cool.  The  precipitate  is  filtered  off  through  a  Gooch 
crucible  and  washed  with  hot  water  until  20  drops  of  the  filtrate 
give  scarcely  any  reddish-brown  coloration  with  a  neutral  solution 
of  silver  nitrate.  The  precipitate  is  dried  in  the  hot  closet,  after 
which  the  crucible  is  fastened  to  a  larger  porcelain  crucible  by 
means  of  an  asbestos  ring,  so  that  there  remains  a  space  of  about 
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i  cm.  between  the  two  crucibles  (cf.  p.  25),  and  the  open  crucible 
is  ignited  over  the  free  flame  until  the  precipitate  becomes  a  bright 
yellow.* 

SolvhUity  of  Barium  Chromale.lf 

86,957  parts  of  water  at  ordinary  temperatures  dissolve  1  part  BaCrO^. 

23,000    "      "  boiling  water  dissolve  1  part  BaCrO^. 

49,381]  "      "  a  0.75  per  cent,  ammonium  acetate  solution  (at  15^)  dissolve 

1  part  BaCrO,. 
45,152  parts  of  a  0.5  per  cent,  ammonium  nitrate  solution  (at  14**)  dissolve 

1  part  BaCrO^. 
23,555  parts  of  a  1.5  per  cent,  ammonium  acetate  solution  (at  15^)  dissolve 

1  part  BaCrO^. 
22,988  parts  of  0.5  per  cent,  ammonium  nitrate  solution  dissolve  1  part 

BaCrO^. 
3,670  parts  of    1  per  cent,  acetic  acid  solution  dissolve  1  part  BaCrO^. 
2  618      ''       ''      ^    **       **  ''  "  "  "  1      "  " 

1,986     "      "  10   "      "  "        "  "  "         1     "        " 

1,813     "      "  10   "      "      chromic  acid  solution  dissolve  1  part  BaCrO^. 

The  solubility  of  barium  chromate,  therefore,  increases  con- 
siderably with  increasing  concentrations  of  either  acetic  or  chromic 
acids ;  the  solubility  is  affected  to  a  much  less  degree  by  solutions 
containing  neutral  ammonium  salts.  By  the  additions  of  small 
amounts  of  neutral  ammonium  chromate  the  solubility  becomes 
lessened  to  nearlv  zero. 

Separation  of  the  Alkaline  Earths  from  Magnesium  and 

FROM  the  Alkalies. 

I.  Separation  of  Calcium  from  Magnesium  (and  Alkalies). 

The  separation  depends  upon  the  different  solubilities  of  the 
two  oxalates.  Calcium  oxalate  is  imctically  insoluble  in  hot 
water,  whereas  magnesium  oxalate  is  relatively  soluble. 

1500  parts  of  cold  water  dissolve  1  part  of  MgC204+ 211,0. 

1300  parts  of  boiling  water  dissolve  1  part  of  MgC204+2H20. 

*  Oftentimes  small  amounts  of  the  precipitate  are  reduced  to  chromic 
oxide  by  traces  of  organic  matter,  whereby  it  appears  slightly  greenish. 
By  long-continued  ignition  in  an  open  crucible,  the  chromic  oxide  is  changed 
back  to  chromate,  when  the  precipitate  appears  a  homogeneous  yellow 
throughout. 

t  P.  Schweizer,  Zeit.  f.  anal.  Chem.,  1890,  p.  414,  and  R.  Freaenius,  Zeit.f. 
anal.  Chem.,  1890,  p.  418. 
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Magnesium  oxalate  is,  however,  much  more  soluble  in  water 
containing  an  excess  of  ammonium  oxalate,  owing  to  the  formation 
-of  complex  salts. 

From  this  is  derived  th^'  following  rule:  The  separation  must 
take  place  in  a  very  dilute  soltUion  and  in  the  presence  of  an  excess 
of  ammonium  oxalate. 

If,  however,  the  amount  of  magnesium  present  is  large,  a  single 
precipitation  of  the  calcium  does  not  insure  a  complete  separation, 
but  a  double  precipitation  is  necessary. 

1.  Procedure  in  the  Presence  of  Litde  Magnesium. — ^The  solu- 
tion, which  should  contain  about  1  gm.  of  CaO  but  less  than  0.01 
gm.  of  MgO,  is  treated  with  20  c.c.  of  ammoniiun  chloride  solution 
(in  case  it  is  not  already  present)  diluted  to  a  volume  of  350-400 
c.c,  heated  to  boiling  and  precipitated  with  a  considerable  excess 
of  boiling  ammonium  oxalate  solution.  After  standing  twelve 
hours,  the  precipitate  of  calcium  oxalate  is  filtered  off,  washed,  and 
ignited,  as  described  on  p.  65.  In  order  to  determine  the  mag- 
nesium in  the  filtrate,  it  is  evaporated  to  dryness  (in  either  a 
platinmn  or  porcelain  dish),  the  ammonium  salts  are  removed  by 
gentle  ignition,  the  residue  is  warmed  for  some  time  on  the  water- 
bath  with  a  little  hydrochloric  acid,  and  the  carbonaceous  residue 
is  filtered  off.  The  magnesium  is  then  precipitated  as  magnesium 
ammonium  phosphate  and  weighed  as  magnesiimi  pyrophosphate 
according  to  the  directions  on  p.  62.* 

*  Bemark. — It  may  not  be  superfluous  to  imagine  a  mistake  here  which 
is  often  made  by  beginners.  If  an  insufficient  amount  of  ammonium  oxa- 
late was  added,  the  filtrate  will  contain  calcium  as  weU  as  magnesium,  an4 
both  will  be  precipitated  together  on  the  addition  of  sodium  anunoniimi 
phosphate  and  ammonia,  but  on  account  of  the  amorphous  consistency  of 
the  calcium  phosphate  its  presence  is  usually  noticeable.  In  order  to  sepa- 
rate out  the  calcium  from  the  mixture  of  the  two  phosphates,  the  precipi- 
tate (after  ha\dng  stood  twelve  hours)  is  filtered,  washed,  and  dissolved  in 
as  little  hydrochloric  acid  as  possible,  after  which  ammonia  is  added  until 
the  solution  is  alkaline.  The  solution  is  then  strongly  acidified  with  acetic 
acid,  heated  to  boiling,  and  the  calcium  precipitated  by  means  of  a  boiling 
solution  of  ammonium  oxalate.  After  standing  twelve  hours,  the  calcium 
oxalate  is  filtered  off,  washed  with  hot,  dilute  acetic  acid,  ignited  wet,  and 
weighed  as  the  oxide.  The  filtrate  is  evaporated  to  dryness,  the  anunonium 
-kMs  again  expelled,  the  residue  dissolved  in  a  little  dilute  hydrochloric 
acid,  and  the  magnesium  precipitated  in  the  usual  way. 
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2.  Procedure  in  the  Presence  of  Large  Amounts  of  Magnesium. — 
The  first  precipitation  of  the  calcium  is  performed  as  just  described. 
After  standing  twelve  hours,  the  clear  supernatant  liquid  is  poured 
through  a  filter,  the  residue  is  washed  four  times  by  decantation 
with  100  c.c.  of  hot  water,  the  beaker  containing  the  precipitate  is 
then  placed  under  the  funnel,  and  the  small  amoimt  of  calciiun 
oxalate  on  the  filter  is  removed  by  first  filling  the  funnel  with  hot, 
distilled  water  and  then  pouring  on  the  filter  some  concentrated 
hydrochloric  acid  (if  the  hydrochloric  acid  were  added  first,  the  filter- 
paper  would  be  destroyed),  and  then  finally  washing  thoroughly  with 
hot  water.  The  solution  which  is  usually  turbid  is  heated  to  boilings 
adding,  if  necessary,  more  of  the  acid  to  effect  complete  solution. 
The  clear  solution  is  treated  with  2-3  c.c.  of  ammonium  oxalate 
solution,  and  ammonia  is  added  in  slight  excess,  and  after  being 
allowed  to  stand  for  twelve  hours  the  calcium  oxalate  is  filtered  off, 
washed,  and  converted  to  oxide  by  ignition. 

The  two  filtrates  are  combined  and  treated  as  described  under 
1  for  the  magnesium  determination. 

n.  Separation  of  Strontium  from  Magnesium. 

This  separation  finds  practical  application  in  the  analysis  of 
almost  all  mineral  waters  and  of  minerals  containing  strontium. 
In  all  of  these  cases,  however,  strontium  occurs  in  relatively  small 
amounts  in  the  presence  of  large  amounts  of  calcium  and  varying 
amounts  of  magnesium,  so  that  it  is  a  question,  first,  of  separating^ 
calcium  and  strontium  from  magnesium.  This  separation  i& 
effected  by  the  precipitation  of  the  calcium  and  strontium  as 
oxalates  as  described  on  pp.  65  and  68. 

The  filtrate  containing  magnesium  may  also  contain  traces  of 
strontium;  hence,  after  the  removal  of  the  ammonium  salts  by 
ignition,  the  residue  is  dissolved  in  hydrochloric  acid,  sulphuric 
acid  and  alcohol  are  added,  and  the  solution  is  allowed  to  stand 
for  twelve  hours.  Any  resulting  precipitate,  consisting  of  stron- 
tium or  barium  sulphate,  is  filtered  off  and  weighed.  From  this 
filtrate  the  magnesium  is  precipitated  as  magnesium  ammonium 
phosphate  as  described  on  p.  62,  and  weighed  as  the  pyrophos- 
phate. 
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m.  Separation  of  Barium  from  Magnesium. 

In  case  it  is  desired  to  separate  only  barium  from  magnesium, 
the  solution  (which  must  be  free  from  nitric  acid)  is  acidified 
with  hydrochloric  acid,  heated  to  boiling,  and  the  barium  precipi- 
tated by  the  addition  of  boiling,  dilute  sulphuric  acid  (cf.  p.  69). 
The  magnesium  is  precipitated  from  the  filtrate  as  magnesium 
ammonium  phosphate  in  the  usual  way.  In  most  cases,  however, 
a  separation  of  barium,  strontium,  and  calcium  from  the  magnesium 
is  involved.  For  this  purpose  the  three  alkaline  earths  are  pre- 
cipitated as  oxalates,  and  any  barium  or  strontium  remaining  in 
the  filtrate  is  precipitated  as  described  imder  II.  The  magnesiiun 
is  determined  in  the  final  filtrate. 

IV.  Separation  of  the  Alkaline  Earths  from  One  Another. 

Principle. — ^The  mixture  of  the  dry  nitrates  is  treated  with 
ether-alcohol,  which  dissolves  calcium  nitrate  alone.  The  residue 
is  taken  up  in  water,  the  barium  is  precipitated  as  chromate,  and 
the  strontium  is  determined  in  the  filtrate  as  sulphate. 

PROCEDURE. 

(a)  Separation  of  Calcium  from  Strontium  and  Barium  accord- 
ing to  Rose-Stromeyer-Fresenius. 

The  three  metals  are  assumed  to  be  present  together  in  solution 
in  the  form  of  their  nitrates.  The  solution  is  evaporated  in  a 
small  Erlenmeyer  flask,  as  described  under  lithium,  p.  51,  in  an 
oil-bath,  meanwhile  passing  a  stream  of  dry,  warm  air  through  the 
flask.  When  all  the  water  is  evaporated,  the  temperature  of  the 
bath  is  raised  to  140°  C.  and  maintained  at  this  temperature  for 
one  to  two  hours,  still  passing  the  current  of  warm  air  through 
the  flask.  After  cooling,  the  dry  residue  is  treated  with  ten  times 
its  weight  of  absolute  alcohol,  corked  up,  and  allowed  to  stand 
\idth  frequent  shaking  for  one  to  two  hours.  An  equal  volume 
of  ether  is  now  added,  the  flask  closed,  shaken,  and  again  allowed 
to  stand  twelve  hours.  It  is  then  filtered  through  a  filter  moist- 
ened with  ether-alcohol  and  washed  with  ether-alcohol  until  a  few 
drops  of  the  filtrate  evaporated  on  platinimi-foil  leave  no  residue. 
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The  filtrate  is  evaporated  to  dryness  in  a  lukewarm  water-bath» 
the  calcium  nitrate  is  dissolved  in  water,  precipitated  as  the  oxalate, 
and  after  ignition  is  weighed  as  the  oxide. 

Remark, — ^In  case  only  a  small  amoimt  of  calcium  is  present 
(not  more  than  about  0.5  gm.)  the  above  separation  is  complete. 
With  large  amoimts  of  calcium,  the  residue  of  strontium  and 
barium  nitrates  almost  always  contains  some  calcium.  In  this 
case  the  aqueous  solution  is  again  evaporated  to  dryness  in  the 
same  way  as  before  and  the  treatment  with  alcohol  and  ether  re- 
peated.    The  calcium  is  then  determined  in  the  combined  filtrates. 

This  separation  finds  application  in  the  analysis  of  most  min- 
eral waters. 

(b)  Separation  of  Barium  from  Strontium  according  to 

Fresenius. 

Requiremenis, — 1.  A  solution  of  (NHJjCr04  (1  c.c.  of  the  solu- 
tion should  contain  0.1  gm.  of  the  salt).  The  solution  is 
prepared  by  adding  ammonia  to  a  solution  of  ammonium 
bichromate  (free  from  sulphate)  until  the  color  of  the  solution 

becomes   yellow.    The  solution  should  be  left  acid  rather  than 

alkaline. 

2.  A  solution  of  ammonium  acetate  (1  c.c.  containing  0.31  gm. 
of  the  salt). 

3.  Acetic  acid  of  sp.  gr.  1.065. 

4.  Nitric  acid  of  sp.  gr.  1.20. 

Procedure. — ^The  residue,  consisting  of  strontiimi  and  barium 
nitrates,  is  dissolved  in  a  little  water  and  diluted  until  the  concen- 
tration corresponds  to  300  c.c.  of  solution  for  every  gram  of  the 
salt  mixture.  The  solution  is  heated  to  boiling,  six  drops  of  acetic 
acid  and  about  10  c.c.  of  ammonium  chromate  solution  are  added 
(this  should  be  an  excess  over  the  theoretical  amoimt  necessary) 
and  allowed  to  stand  one  hour.  The  precipitate  of  barium  chromate 
is  washed  by  decantation  with  water  containing  ammonium  chro- 
mate until  the  wash  water  no  longer  gives  a  precipitate  with  ammo- 
nia and  ammonium  carbonate;  it  is  then  washed  with  pure  hot 
water  until  the  last  washing  gives  only  a  slight  reddish-brown 
coloration  with  neutral  silver  nitrate  solution.  The  precipitate 
on  the  filter  still  contains  a  little  strontium.    It  is  carefully  washed 
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back  into  the  vessel  in  which  the  precipitation  took  place,  while 
any  precipitate  remaining  on  the  filter  is  dissolved  in  a  little  warm 
dilute  nitric  acid  and  washed  into  the  dish,,  finally  adding  enough 
nitric  acid  to  the  precipitate  so  that  it  dissolves  completely  on 
warming  (about  2  c.c.  of  nitric  acid  being  usually  necessary).  The 
^solution  is  then  diluted  to  200  cc,  heated  to  boiling,  treated  with 
5  c.c.  of  ammoniiun  acetate  solution,  added  little  by  little,  and 
finally  with  enough  ammonium  chromate  to  cause  the  disappear- 
iuice  of  the  odor  of  acetic  acid  from  the  solution  (usually  about 
10  c.c.  are  necessary).  After  standing  one  hour  the  liquid  is 
poured  through  a  Gooch  crucible,  the  residue  is  treated  in  the  dish 
with  hot  water,  allowed  to  cool,  then  filtered  and  washed  with  cold 
water  until  the  filtrate  gives  only  a  slight  opalescence  with  neutral 
silver  nitrate.  The  precipitate  is  dried,  ignited  gently  in  an  air- 
bath  (cf.  p.  69),  and  weighed. 

The  results  obtained  according  to  this  method  are  very  satis- 
factory. Experiments  performed  in  this  laboratory*  completely 
confirm  the  results  obtained  by  Fresenius. 

Remark, — ^In  the  opinion  of  the  author,  all  other  methods  for 
the  separation  of  the  alkaline  earths  give  incorrect  results;  for 
that  reason  they  will  not  be  discussed  in  this  book. 

METALS   OF   GROUP  m. 

ALUBflNIUM,  CHROMIUM,  TITANIUM,  IRON,  URANIUM,  NICKEL, 

COBALT,    ZINC,    AND    MANGANESE. 

A.     DIVISION  OF  THE  SESQUIOXIDES. 

ALUMINIUM,  CHROMIUM,  IRON,  AND  TITANIUM. 

ALUMINIUM,  Al.     At.  Wt.  27.1. 

Form:  AljO,. 

In  order  to  determine  aluminium  in  this  form,  the  metal  is  pre- 
cipitated as  its  hydroxide  and  converted  to  its  oxide  by  ignition 
of  the  precipitate. 


*  The  results  of  seven  experiments  gave  (a)  for  the  percentage  of  barium 
<?hromate  obtained:  99.9,  99.9,  100.3,  100.4,  100.7,  100.6;  mean,  100.3  per 
cent.;  (6)  for  strontium  sulphate,  100.9,  99.73,  99.86,  99.84,  99.47,  99.77, 
j99.6;  mean,  99.75  per  cent.    (H.  Schmidt.) 
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It  must  not  be  forgotten,  however,  that  aluminium  hydroxide 
exists  in  a  soluble  form  (hydrosol)  and  in  an  insoluble  form  (hydro- 
gel)  ;  and  further  that  the  hydrosol  is  not  completely  changed  by 
boiling  into  insoluble  hydrogel.  To  accomplish  this  the  presence  of 
salts  in  solution  (preferably  ammonium  salts)  is  also  necessary. 
Since,  however,  ammonium  salts  become  acid  on  long  boiling  (due 
to  the  escape  of  ammonia)  there  is  danger  of  the  aluminium  hy- 
droxide being  redissolved .  Furthermore,  it  is  true  that  the  hydrogel 
gradually  changes  over  into  hydrosol  by  standing  in  a  solution 
containing  only  a  small  amount  of  dissolved  salts,  or  by  remaining 
in  a  hot  solution  containing  only  a  small  amount  of  dissolved 
salts. 

From  these  facts  the  following  procedure  is  derived: 

The  solution  containing  the  aluminium  (but  no  phosphoric 
acid,  or  anything  but  aluminium  that  is  precipitated  by  ammonia) 
is  treated  with  considerable  ammonium  chloride,  or  anunonium 
nitrate,  heated  to  boiling  in  a  platiniun  or  porcelain  vessel,  and 
a  slight  excess  of  ammonia  is  added.  The  precipitate  is  allowed  to 
settle,  after  which  the  clear  solution  is  poured  through  a  filter 
which  rests  on  a  platinum  cone,  but  without  applying  suction. 
The  precipitate  is  washed  three  times  by  decantation  with  hot  water 
to  which  a  drop  of  ammonia  and  a  little  ammonium  nitrate  has  been 
added,  and  finally  transferred  to  the  filter.  The  precipitate  is 
now  washed  as  quickly  as  possible  with  the  hot  wash  liquid 
(so  that  the  precipitate  is  thoroughly  churned  up  each  time) 
until  the  filtrate  ceases  to  give  a  test  for  chlorine.  The  pre- 
cipitate is  then  dried  as  completely  as  possible  by  the  applica- 
tion of  suction  and  ignited  wet  in  a  platinum  crucible.  After  the 
precipitate  and  ash  have  become  white,  the  covered  crucible  is 
heated  over  the  blast-lamp  for  about  ten  minutes,  cooled  in  a  desic- 
cator and  weighed.  The  process  is  repeated  until  a  constant 
weight  is  obtained. 

Example:  Alum. 

If  the  solution  contains  only  aluminium  in  the  form  of  its  chlo- 
ride, nitrate,  or  sulphate,  it  can  be  determined  by  evaporating  the 
solution  in  a  platinum  crucible  on  the  water-bath  with  the  addi- 
tion of  a  little  sulphuric  acid,  the  excess  of  the  latter  being  finally 
removed  by  cautious  heating  over  the  free  flame  in  an  inclined 
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crucible.     The  residue  of  aluminium  sulphate  is  then  changed  by- 
strong  ignition  over  the  blast-lamp  to  the  oxide. 

In  the  case  of  oi^ganic  salts  of  oi^aic  acids,  the  oxide  is  readily 
obtained  by  careful  ignition  of  the  salt  in  a  platinum  crucible. 

IROH,  Fe.     At.  Wt.  56. 
Forms:  Ferric  Oxide,  FCjO,,  and  Metallic  Iron. 

DetenninatioD  as  Fe,0,. 
This  is  the  form  chiefly  used  for  the  gravimetric  determination 
of  iron.     The  solution  containing  the  ferric  salt  in  the  presence 
of  ammonium  chloride  is  heated  to  about  4 
70°  C.  in  a  porcelain  dish  or  Jena  beaker 
and  precipitated  by  means  of  a  slight  excess 
of  ammonia.     The  precipitate  is  washed  by 
decantation  with  hot  water  and  finally  with 
a  strong  stream  of  hot  water  from  the  wasb- 
bottle.*     It  is  ignited  gradually  at  first  in 
a  covered  platinum  crucible  and  finally  in 
the  half-covered   crucible   over  the  Teclu 
bumer.f    The  ferric  oxide  obtained  varies 
in  its  appearance  according  to  the  tempera- 
ture to  which  it  has  tieen  heated.     Gently 
ignited  ferric  oxide  is  reddish  brown,  whereas 
when  strongly  ignited  it  has  almost  the 
appearance  of  graphite.    Both  forms  are 
difficultly   soluble   in   dilute   hydrochloric  - 

acid,  but  can  be  readily  dissolved  by  digest- 
ing with  concentrated  hydrochloric  acid  on  the  water-bath. 


•  For  this  purpooe  a  waeb^Mltle  such  aa  is  shown  in  Fig.  25  is  useful. 
By  blowing  through  the  long  arm  of  the  U  tube  (which  is  provided  with  a 
Bunsen  valve)  and  placing  the  thumb  over  the  short  arm  a  continuous 
■treani  of  water  is  maintained  which  can  be  stopped  at  any  time  by  removing 
the  thumb. 

t  It  is  not  advisable  to  beat  over  the  blurt  on  account  of  the  danger 
of  forming  waw»  Fe^,. 
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If  the  iron  is  in  solution  either,  as  the  ferrous  or  ferric  salt  of  a 
volatile  acid,  it  can  be  readily  converted  into  ferric  oxide  by  evapo* 
ration  with  sulphuric  acid  and  ignition  of  the  residue. 

2.  Determination  as  Metallic  Iron. 

Iron  may  be  determined  by  electrolysis,  but  this  method  offers 
no  advantages  over  the  gravimetric  method  just  described  or  the 
following  volumetric  process,  so  that  it  will  not  be  discussed  in  this 
book. 

In  the  case  of  the  analysis  of  oxide  iron  ores  or  of  mixtures  of 
considerable  iron  oxide  with  comparatively  little  alumina,  titanium 
dioxide,  or  silica,  the  following  method  is  accurate  and  rapid. 

The  thoroughly  ignitcki  substance  contained  in  a  porcelain 
boat  is  introduced  into  a  tube  of  difficultly  fusible  glass  and  heated 
to  redness  in  a  stream  of  dry  hydrogen  until  no  more  drops  of 
water  condense  on  the  cool  front  end  of  the  tube.  By  this  means 
the  ferric  oxide  is  reduced  to  metallic  iron: 

Fe20,+  3H, = 3HjO+ Fe,. 

After  cooling  in  the  stream  of  hydrogen,  the  boat  and  its  cont^t» 
are  again  weighed.  The  loss  in  weight  p  represents  the  amount 
of  oxygen  originally  combined  with  the  iron,  from  which  the  amount 
of  mn  can  be  calculated: 

30:Fe,-j):a; 

#    « 

The  result  may  be  confirmed  by  passing  the  aqueous  vapor 
through  a  calcium-chloride  tube  and  determining  the  gain  in  weight 
of  the  tube.  From  the  weight  of  water  involved  p  the  amount 
of  iron  may  be  calcinated : 

,  3H,0:Fe,=p:« 
*    3H,0  P- 
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It  is  still  more  accurate  to  dissolve  the  metallic  iron  produced 
in  dilute  sulphuric  acid  out  of  contact  with  the  air  and  determining 
the  amount  present  volumetrically  by  titrating  with  potassiimi 
permanganate  solution. 

3.  Volumetric  Determination  of  Iron,  according  to  Margueritte.* 

Although  the  volumetric  methods  are  discussed  in  the  second 
part  of  this  book,  this  determination  is  so  important  and  is  so 
often  used  to  test  the  purity  of  the  iron  oxide  produced  by  a  gravi- 
metric analysis  that  it  seems  proper  to  discuss  it  at  this  place. 

Principle  of  the  Method, 

Ferrous  salts  are  oxidized  by  potassiiun  permanganate  in  acid 
solution  to  ferric  salts: 

2KMnO,+  lOFeSO^+SH^SO,  -  KjS04+ 2MnS04+8HaO+5Fea(S04)3. 

If,  therefore,  a  potassium  permanganate  solution  of  known 
strength  is  slowly  added  to  the  solution  of  a  ferrous  salt,  it  will 
be  decolorized  as  long  as  there  remains  ferrous  salt  to  react  with 
it.  As  soon  as  all  of  the  ferrous  salt  has  been  oxidized,  the  next 
drop  of  the  permanganate  will  impart  a  permanent  pink  color  to 
the  solution,  whereby  the  endr-point  of  the  reaction  is  determined. 

Preparation  and  Standardization  of  the  Permanganate  Solution* 

In  most  cases  a  ^V  i^ormal  solution  of  potassium  permanganate 
is  suitable,  i.e.  one  which  contains  in  one  liter  enough  oxygen  to 
oxidize  ^  oi  sl  gram-atom  of  hydrogen  (1.01  gm.  of  hydrogen). 

Potassium  permanganate  in  acid  solution  reacts  according 
to  the  equation 

KjO,  Mn,07=KjO+2MnO+50, 

^ ^ »• 

2KMnO, 

80  that  from  two  molecules  of  permanganate  five  atoms  of  oxygen 
(V 19 AtojBSQf. hydrogen)  are  available,  thus: 


v* 


♦  Ann.  de  chim.  et.de  phys.  {3],  18  (1846),  p.  244. 
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2JCMnO,^  KMn0^^15|15^3jg3  ^   KMnO,=i  gm.-atom  of 

oxygen  =  1  gm.-atom  of  hydrogen. 

Consequently  it  is  necessary  to  take  ^V  ^^  *  gram-molecule  of 
potassium  permanganate  (3.163  gms.)  for  a  liter  of  ^V  normal  solu- 
tion. 

Although  it  is  possible  to  purchase  very  pure  potassium  per- 
manganate, it  is  not  advisable  to  take  the  trouble  of  weighing 
out  just  this  amoimt  of  the  substance  and  dissolving  it  in  exactly 
the  right  amount  of  water,  for  although  we  might  in  this  way  obtain 
the  correct  strength  of  solution,  yet  on  the  following  day  its  value 
would  be  different,  for  the  distilled  water  in  which  the  perman- 
ganate is  dissolved  almost  always  contains  traces  of  organic  matter 
oxidizable  by  the  permanganate.  Consequently  we  weigh  out 
on  a  watch-glass  approximately  the  right  amount  of  permanganate 
3.1-3.2  gms.),  dissolve  it  in  a  liter  of  water,  and  allow  it  to  stand 
eight  to  fourteen  days*  before  using  it.  After  this  time  all  of  the 
oxidizable  matter  in  the  water  will  have  been  completely  destroyed. 
The  solution  is  now  ready  to  be  standardized. 

Standardization  of  the  Potassium  Permanganate  Solution, 

It  is  possible  to  standardize  the  solution  by  a  number  of  differ- 
ent methods,  as  will  be  discussed  in  detail  under  volumetric  analysis. 
In  this  case  we  are  concerned  with  the  determination  of  iron  only, 
so  that  the  most  natural  way  for  us  to  standardize  the  solution  will 
be  by  means  of  chemically  pure  iron.  An  accurately  weighed  por- 
tion of  iron  is  dissolved  in  dilute  sulphuric  acid  out  of  contact  with 
the  air  and  permanganate  solution  is  added  from  a  glass-stoppered 
burette  until  the  solution  remains  pink  for  one-half  minute  after 
thoroughly  stirring  or  shaking. 

If  for  the  oxidation  of  a  grams  of  iron  t  cubic  centimeters  of  the 
permanganate  solution  were  necessary,  then 

-  a 

1  c.c.  =  —  gm.  iron. 


*  The  same  end  may  be  accomplished  by  heatuig  the  strong  KMnOf  solu- 
tion, filtering  through  asbestos  and  diluting.  Cf.  Morse,  Hopkins,  and 
Walker,  Am.  Chem.  Jour.,  18  (1896),  p.  401. 
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The  value  j  represents  the  titration  value  of  the  solution. 

The  chief  difficulty  in  the  above  standardization  is  in  obtaining 
chemically  pure  iron.    Such  an  iron  cannot  be  found  commercially. 
The  purest  iron  wire  that  can  be  bought  contains  99.6-99.9  per 
cent-  Fe,  and  formerly  such  an  iron  was  used,  assuming  a  mean 
value  of  99.7  per  cent,  for  the  calculation  of  the  analysis.     If,  how- 
ever, the  wire  contains  exactly  99.7  per  cent,  of  pure  iron,  it  would 
still  be  unsuited  for  very  accurate  work,  for  a  value  too  low 
would  always  be  found  for  the  strength  of  the  potassium  perman- 
ganate.   The  0.3  per  cent,  of  impurity  consists  of  carbon,  sulphur, 
silicon,  phosphorus,  and  traces  of  manganese.    The  first-named 
elements   exist  in  the   wire  in  the  form  of   carbides,  sulphides, 
ailicidcs,  and  phosphides,  which,  on  being  dissolved  in  sulphuric  acid, 
produce    hydrocarbons  (partly  liquid)  and  hydrides  of  sulphur, 
silicon,  and  phosphorus,  all  of  which  are  oxidizable  by  potassium 
permanganate  and  remain  partly  in  solution  on  dissolving  the  iron 
wire  in  sidphuric  acid.    Consequently  more  potassium  perman- 
ganiat<^  solution  will  be  reduced  than  corresponds  to  the  amount  of 
iron  present,  and  the  iron  value  for  the  solution  will  be  too  small. 
This  error  sometimes  amounts  to  0.5-1  per   cent.,  but  can  be 
avoided  by  using  pure  electrolytic  iron  for  the  standardization. 

Preparation  of  Chemically  Pure  Iron  by  Electrolysis. 

For  this  purpose  we  start  with  commercial  ferric  sulphate. 
This  salt  almost  always  contains  traces  of  lead  and  copper,  which 
would  also  be  deposited  with  the  iron.  It  is,  therefore,  necessary 
to  purify  the  ferric  sulphate  before  subjecting  its  solution  to  elec- 
trolysis. 

About  100  gms.  of  the  commercial  salt  are  dissolved  in  600 
c.c.  of  water  with  the  addition  of  5  c.c.  of  dilute  sulphuric  acid  in  a 
liter-flask  *  (Fig.  29,  p.  85)  and  heated  to  boiling,  meanwhile  passing 
a  rapid  current  of  hydrogen  sulphide  through  the  solution  at  a. 
The  flask  is  then  closed  by  introducing  a  glass  rod  into  the  rubber 


*The  flask  is  heated  over  the  free  flame,  not   in  the  water-bath    as 
shown  in  Fig.  29. 
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tubing  at  h,  and  at  the  same  time  the  fiame  is  removed  and  the 
flask  placed  in  a  dish  of  cold  water,  shaking  until  no  more  hydro- 
gen sulphide  gas  is  absorbed  (no  more  bubbles  pass  through  the 
interposed  wash-bottles*),  this  point  being  usually  reached  in 
from  five  to  ten  minutes.  By  this  means  all  of  the  lead  and 
copper  are  precipitated  as  sulphides.  The  solution  is  quickly 
filtered  through  a  folded  filter  into  a  second  flask  of  the  right  size, 
to  replace  the  first  one  in  the  apparatus  just  used.  The  solu- 
tion is  again  heated  to  boiling  as  quickly  as  possible,  meanwhile 
passing  a  rapid  stream  of  carbon  dioxide  f  through  the  appa- 
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ratuB  until  no  trace  of  hydrogen  sulphide  can  be  detected  at  h. 
The  fiaak  is  then  closed  at  fe  as  before  and  the  solution  allowed 
to  cool  in  an  atmosphere  of  carbon  dioxide. 

In  addition  it  is  also  necessary  to  provide  a  solution  of  am- 
monium oxalate,  saturated  at  the  room  temperature. 

For  the  electrolysis,  two  electrodes  K  (Fig.   26)  are  prepared 

*  The  hydrogen  sulphide  is  washed  bj  paarang  through  nater  in  the 
bottl«a  A  and  B  (Fig.  29)  and  is  then  passed  through  the  tower  C,  which  is 
filled  with  cotton. 

t  For  the  geneistion  of  c^arlion  dioxide,  an  apparatus  amilar  to  that 
shown  in  Fig.  29  is  used,  only  the  nash-bottle  A  is  fiUed  with  permanganate 
solution,  and  the  tower  C  contains  pumice  soaked  with  copper  Bulphate- 
solution,  above  which  ia  a  plug  of  cotton. 

The  potassium  permanganate  and  copper  sulphate  both  serve  to  remove 
H^  from  the  CO,. 
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by  taking  two  pieces  of  platiaiun^oil  about  25  sq.  cm.  surface  and 
fastening  a  piece  of  fairly  heavy 
platinum  wire  to  eacb ;  they  are 
bent  ao  that  they  will  conven- 
iently pass  through  Uie  neck  of 
a  lit«r-flask.  The  electrodes  are 
cleaned  by  boiling  in  concen- 
trated hydrochloric  acid  and 
finally  igniting  them  over  the 
free  Same.  To  accomplish  the 
latter  purpose,  it  is  convenient 
to  ..hang  them  upon  a  heavy 
pUtinum  wire  which  is  itself 
placed  on  an  iron  ring;  they 
are  then  heated  over  the  non- 
luminous  flame  of  the  Teclu 
burner  (Fig.  27). 

After  the  ignition  the  elec- 
trodes are  allowed  to  cool  in  a 
desiccator  and  weighed  as  accu- 
rately as  possible  (weighing  by 
swings.  Cf.  p.  10).  About  250 
c.c.  of  the  ammonium  oxalate 
solution   are    now  placed    in   a  Fio.  27. 

350-c.c.  beaker  and  15  c.o.  of  the  iron  solution  (about  0.5  gm.  Fe) 
are  added.  The  beaker  is  covered  with  a  glass  plate  containing  three 
holes  (Fig.  28).  At  the  ends  of  the  plate  are  fastened  two  corks 
which  serve  to  support  the  two  heavy  platinum  wires  a  and  6, 
Through  the  two  side  holes  are  passed  from  below  the  bent  pla- 
tinum wires  of  the  cathodes  K.  leaving  them  suspended  from 
a;  while  through  the  middle  hole  the  end  of  the  spiral  anode 
passes  and  is  suspended  from  the  cross-wire  b.  The  wire  a  is  now 
connected  with  the  negative  and  wire  b  with  the  positive  pole  of 
a  battery,  and  the  cold  solution  is  electrolyzed  for  from  one  and 
one-half  to  two  hours  with  a  current  of  0.5-0.7  ampere.  At  the 
end  of  this  time  there  will  be  firmly  attached  to  each  of  the 
cathodes  about  0.15-0.17  gm.  of  a  bright,  steel-gray  deposit. 
The  circuit    is    broken,    one   of  the   electrodes   is  removed,  and 
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the  circuit  again  closed.  The  electrode  which  has  been  removed  is 
at  DDce  plunged  into  a  beaker  of  dbtilled  water,  taken  out,  the 
bottom  edge  touched  with  a  piece  of  filter-paper  to  remove 
the  greater  part  of  the  adhering  water,  and  then  washed  with  a 
liberal  quantity  of  absolute  alcohol  that  has  been  distilled  over  lime. 
The  lower  edge  is  again  touched  with  filter-paper,  then  washed 
with  ether  which  has  been  distilled  over  potash,  after  which  it  is 
dried  in  the  hot  closet  until  the  ether  has  evaporated  (this  takes 


about  half  a  minute).  It  is  tlien  placed  in  a  desiccator.  The  sec- 
ond electrode  is  now  removed  from  the  circuit  and  subjected  to 
precisely  the  same  treatment.  After  the  electrodes  have  been  in 
the  desiccator  for  fifteen  minutes  they  are  weighed. 

While  the  solution  is  being  electrolyzcd  the  solvent  for  the  iron 
should  be  prepared,  ^n  the  liter-fiask  K  (Fig.  29)  are  placed 
500  c.c,  of  water  and  50  c.c.  of  chemically  pure  concentrated  sul- 
phuric acid.  The  contents  of  the  flask  are  heated  to  bailing, 
while  a  stream  of  carbon  dioxide  is  passed  through  the  flask.  After 
the  liquid  has  boiled  vigorously  for  ten  minutes  the  flask  is 
close<l  at  ft,  removed  from  the  flame,  placed  in  cold  water,  and 
allowed  to  cool  in  an  atmosphere  of  carbon  dioxide. 

In  this  manner  a  solution  of  sulphuric  acid  is  obtained  com- 
pletely free  from  air,  so  that  there  is  no  danger  of  its  oxidizing  any 
of  the  ferrous  salt. 

One  of  the  weighed  electrodes,  on  which  the  iron  has  been  de- 
podted,  is  thrown  into  the  flask  containing  the  sulphuric  acid;  the 
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flask  is  immediately  closed  and  gently  heated  on  the  water-bath, 
carbon  dioxide  being  passed  continuously  through  the  apparatus. 
The  iron  dissolves  very  quicidy,  leaving  no  residue.  The  flask  is 
then  closed  at  b,  placed  in  cold  water,  and  when  cold  is  titrated 
with  permanganate  solution  added  from  a  glass-stoppered  burette 
provided  with  a  Key's  float  *  to  facilitate  the  reading  of  the  meniscus. 
After  noting  the  burette  reading,  the  permanganate  is  added  drop 
by  drop  and  the  flask  is  constantly  rotated  to  insure  thorough  mix- 
ing of  the  permanganate  with  the  ferrous  solution.  When  the  solu- 
tion ]K)6Be6ses  a  slight  pink  color,  permanent  for  half  a  minute,  the 


Fio.  29. 
end-point  ia  reached,  and  after  the  burette  has  drained,  a  second 
reading  is  taken.  A  blank  test  is  made  with  another  portion  of 
500  c.c.  of  water  and  50  c.c.  sulphuric  acid  solution  (boiled  free  from 
air  in  the  same  way  and  allowed  to  cool  in  a  stream  of  carbon 
dioxide),  to  see  how  much  permanganate  is  necessary  to  impart 
this  pink  color  in  the  absence  of  iron.  This  amount  should  be 
subtracted  from  the  total  number  of  cubic  centimeters  of  the  per- 
manganate solution  used  in  titrating  the  iron. 

The  results  obtained  by  this  procedure  are  excellent. 

After   the  strength  of  the  permanganate  solution  has  been 
accurately  determined   by  the   above  method  the  apparent  iron 
*  See  under  Volumetric  Analysis. 
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value  of  the  iron  wire  may  be  determined.  After  this  is  kno\m 
it  is  possible  to  determine  accurately  the  strength  of  a  new  per- 
manganate solution,  or  of  the  same  solution  at  a  future  date,  by 
titrating  against  a  solution  of  the  wire. 


Determination  of  the  Apparent  Iron  Value  of  Iron  Wire. 

The  wire  is  cleaned  by  rubbing  with  a  piece  of  emery  paper  imtil 
it  is  perfectly  bright.  It  is  then  passed  through  filter-paper  until 
it  no  longer  leaves  a  gray  mark  on  the  paper.  The  wire  is  wound 
roimd  a  dry  glass  rod  making  a  spiral,  and  a  portion  of  0.15-0.2  gm. 
is  weighed  out.  This  is  dissolved,  in  the  same  way  as  the  electro- 
lyzed  iron,  in  550  c.c.  of  dilute  sulphuric  acid  that  has  been  boiled 
in  a  current  of  carbon  dioxide.  The  ferrous  sulphate  solution 
thus  obtained  is  titrated  as  above  described  with  permanganate 
and  the  apparent  iron  value  calculated. 

The  following  results  of  determinations  made  with  great  care 
by  B.  Schudei  in  the  author's  laboratory  illustrate  the  process: 


I.  Standardization  of  KMnO^  Solvtion  by  means  of  Electrolytic  Iron. 

(a)  0.1650  gm.  iron  required  30.14  c.c.  KMnO^  solution 
(6)  0.1650   "      "         "        30.17    "         "  *' 


Mean  30.16   " 
~    0.08    "  * 


30.08 


1  c.c.  KMn04  solution,  therefore,  corresponds  to 

0.1650 


30.08 


=  0.0054853  gm.  Fe. 


*  This  amount  of  KMnO^  solution  was  necessary  to  impart  a  pink  color 
to  the  solution. 
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II.  Determination  of  the  Iron  Value  of  Iron  Wire, 

ia)  0.20541  gm.  iron  wire  required  37.64    c.c.  KMnOi  solution 
(fe)  0.20046    "     "      "  "       36.74*  c.c. 

According  to  I,  1  c.c.  KMnO^  solution =0.0054853  gm.  Fe 
0.20541  gm.  wire:  37.64x0.0054853=0.20646  gm.  Fe 

Apparent  iron  value  =  100.51  per  cent. 
0.20046  gm.  wire:  36.74x0.0054854=     0.20153  gm.  Fe 

Apparent  iron  value  =  100.53  per  cent. 

Mean  =  100.52  per  cent. 

The  iron  wire,  therefore,  apparently  contains  100.52  per  cent  Fe. 
Obviously,  then,  an  incorrect  value  for  the  strength  of  the  per- 
manganate solution  would  be  obtained  if  we  were  to  use  for  the 
computation  the  real  iron  value  of  99.7  per  cent. 

Every  time  a  new  supply  of  iron  wire  is  obtained  its  apparent 
iron  value  shoidd  be  determined. 

Analysis  of  Ferric  Compounds  according  to  the  Method  of 

Margueritte. 

From  what  has  already  been  said,  it  is  evident  that  in  order  to 
determine  the  amoimt  of  iron  present  in  a  solution  by  titration 
with  potassium  permanganate,  it  is  necessary  for  the  iron  to  be 
present  entirely  in  the  ferrous  condition.  In  order,  therefore, 
to  apply  this  method  to  the  analysis  of  ferric  compounds,  it  is 
first  necessary  to  reduce  them  completely. 

To  effect  the  reduction  of  a  ferric  sulphate  solution  we  can 
proceed  as  follows :  The  solution  is  placed  in  a  200-c.c.  flask,  acidified 
with  one-tenth  its  volume  of  pure,  concentrated  sulphuric  acid, 
the  flask  is  closed  with  a  stopper  provided  with  two  tubes  through 
which  gas  can  enter  and  leave  the  flask,  the  contents  of  the  flask 
are  heated  to  boiling  and  hydrogen  sulphide  is  passed  through  the 
solution  until  it  is  perfectly  colorless.  The  boiling  is  continued 
and  carbon  dioxide  is  now  passed  through  the  solution  until  the 
excess  of  hydrogen  sulphide  is  completely  removed.  The  solu- 
tion is  then  allowed  to  cool  in  an  atmosphere  of  carbon  dioxide 

*  After,  deducting  the  amount  of  KMnO^  necessary  to  impart  a  pink  color 
to  the  solution  (0.08  c.c). 
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and  titrated  exactly  as  in  the  standardization  of  the  solution  of 
permanganate. 

If  t  c.c.  of  permanganate  were  necessary  to  completely  oxidize 
the  solution  and  1  c.c.  of  the  permanganate  corresponds  to  a  gm. 
of  iron,  then  the  titrated  solution  evidently  contains  a  •  i  gm.  of 
iron. 

Besides  hydrogen  sulphide,  a  great  many  other  substances 
can  be  used  to  reduce  the  ferric  salt,  e.g.,  zinc,  sulphurous  acid, 
stannous  chloride.  The  use  of  these  substances  will  be  discussed 
in  the  portion  of  this  book  devoted  to  Volumetric  Analysis. 

Remark. — The  titration  of  a  solution  by  means  of  potassium 
permanganate  takes  place  preferably  in  a  sulphuric  acid  solution; 
in  the  case  of  hydrochloric  acid  too  high  results  will  be  obtained 
(due  to  the  fact  that  the  permanganate  oxidizes  some  of  the  acid), 
unless  the  oxidation  takes  place  in  a  dilute  solution  in  the  presence 
of  a  large  excess  of  manganous  sulphate.    See  Volumetric  Analysis. 

TITANIUM,  Ti.     At.  Wt.  48.1. 

Titanium,  when  present  in  large  amounts,  is  determined  as  its 
dioxide,  TiOj;  but  if  only  small  amounts  are  to  be  determined, 
as  in  the  case  of  many  rocks  and  iron  ores,  the  colorimetric 
method  is  preferable. 

(a)  Determination  as  Titanium  Dioxide. 

The  titanium  is  precipitated  from  solution  either  by  means  of 
ammonia,  or  by  boiling  a  solution  strongly  acid  with  acetic  acid 
and  containing  considerable  anmionium  acetate;  or,  finally,  by 
boiling  the  slightly  acid  solution  of  the  sulphate.  In  all  these 
cases  it  is  precipitated  as  titanic  acid,  from  which  it  is  changed  by 
ignition  into  TiO^. 

The  two  former  methods  are  preferable  to  the  third.  See 
separation  of  titanium  from  aluminium. 

(b)  Determination  of  Titanium  Colorimetrically ;  Method  of 

A.  Weller.* 
(Suitable  for  small  amounts  of  titanium.) 

This  determination  depends  upon  the  fact  that  acid  solutions 
of  titanium  sulphate  are  colored  intensely  yellow  when  treated 
with  hydrogen  peroxide;    the  yellow  color  increases  with  the 

*  Be.ichte,  lo,  p.  2593. 
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amount  of  titanium  present  and  is  not  altered  by  an  excess  of 
hydrogen  peroxide.  On  the  other  hand,  inaccurate  results  are 
obtained  in  the  presence  of  hydrofluoric  acid  (Hillebrand) ;  con- 
sequently it  is  not  permissible  to  use  hydrogen  peroxide  for  this 
determination  which  has  been  prepared  from  barium  peroxide  by 
means  of  hydrofluosilicic  acid.  Furthermore,  chromic,  vanadic, 
and  molybdic  acids  must  not  be  present,  since  they  also  give 
colorations  with  hydrogen  peroxide.  The  presence  of  small  amounts 
of  iron  does  not  affect  the  reaction,  but  large  amoimts  of  iron  cause 
trouble  on  account  of  the  color  of  the  iron  solution.  If,  however, 
phosphoric  acid  is  added  to  the  colored  ferric  solution  it  becomes 
decolorized,  and  from  such  a  solution  the  determination  of  titanimn 
offers  no  difficulty.  The  solution  in  which  the  titaniimi  is  to  be 
determined  must  contain  at  least  5  per  cent,  of  sulphimc  acid; 
an  excess  does  not  influence  the  reaction.  The  reaction  is  so 
delicate  that  0.00005  gm.  of  TiO,  present  as  sulphate  in  50  c.c. 
of  solution  give  a  distinctly  visible  yellow  coloration. 

For  this  determination  a  standard  solution  of  titaniimi  sulphate 
is  required.  This  can  be  prepared  by  taking  0.6000  gm.  of  po- 
tassium titanic  fluoride  which  has  been  several  times  recrystal- 
lized  and  gently  ignited  (corresponding  to  0.2  gm.  of  TiOj).  This  is 
treated  in  a  platinum  crucible  several  times  with  a  little  water 
and  concentrated  sulphuric  acid,  expelling  the  excess  of  acid  by 
gentle  ignition,  finally  dissolving  in  a  little  concentrated  sulphuric 
acid  and  diluting  with  5  per  cent,  sulphuric  acid  to  100  c.c.  One 
cubic  centimeter  of  this  solution  corresponds  to  0.002  gm.  TiO,. 

The  determination  proper  is  carried  out  in  the  same  way  as 
described  on  p.  56,  under  the  colorimetric  determination  of  am- 
monium. 

50  c.c.  of  the  solution  which  has  been  brought  to  a  definite 
and  accurately  measured  volume  is  placed  in  a  Nessler  tube  be- 
side a  series  of  other  tubes,  each  containing  a  known  amount 
of  the  standard  titanium  solution,  filled  up  to  the  mark  with 
water  and  each  treated  with  2  c.c.  of  3  per  cent,  hydrogen  per- 
oxide* (free  from  hydrofluoric  acid).  The  color  of  the  solution 
in  question  is  compared  with  the  standards.     This  method  is 

♦The  hydrogen  peroxide  solution  is  prepared  shortly  before  using  by 
disBolving  commerciid  potassium  percarbonate  in  dilute  sulphuric  acid. 
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only  suitable  for  the  estimation  of  small  amounts  of  titanium,  as 
the  shades  of  strongly  colored  solutions  cannot  be  compared 
accurately. 

CHROHIXTM,  Cr.     At.  Wt.  52.1. 
Forms;  Chromic  Oxide,  CrjO,;  Barium  Chromate,  BaCrO^. 

(a)  Chromic  Cknnpaunds. 
Determination  as  Chromic  Oxide. 

K  the  chromium  is  present  in  solution  as  chromic  compound 
it  can  be  precipitated  exactly  as  described  imder  aluminium,  by 
means  of  a  slight  excess  of  ammonia  in  the  presence  of  consider- 
able ammonium  salts  (or  better  still,  by  the  addition  of  freshly 
prepared  ammonium  sulphide  solution  to  the  boiling  solution). 
The  precipitated  Cr(OH),  is  washed  with  dilute  ammonium  nitrate 
solution  and  ignited  wet  in  a  platinum  crucible,  being  thereby 
changed  to  the  oxide,  CrjOj.  The  results  obtained  are  always 
a  few  tenths  of  a  per  cent,  too  high  on  account  of  the  formation 
of  small  amounts  of  alkali  chromate  even  though  the  entire  opera- 
tion takes  place  in  platinum  vessels.  The  alkali  comes  from  the 
reagents.  It  can  be  shown  that  the  ignited  product  contains 
a  little  chromate,  as  the  aqueous  extraction  always  possesses  a 
slight  yellow  color  and  gives  with  silver  nitrate  a  red  precipitate 
of  silver  chromate. 

If  phosphoric  acid  is  present,  it  will  be  foimd  in  the  precipitate. 
In  this  case  the  dried  precipitate  is  fused  in  a  platinum  crucible 
with  sodium  carbonate  and  potassium  nitrate,  whereby  sodium 
chromate  and  sodium  phosphate  are  obtained.  The  melt  is  dis- 
solved in  water,  acidified .  with  nitric  acid,  and  the  phosphoric 
acid  precipitated  by  means  of  ammonia  and  magnesia  mixture, 
as  described  under  Phosphoric  Acid.  From  the  filtrate  the 
chromium  is  determined  as  barium  chromate  in  acetic  acid  solu- 
tion as  described  below. 

(b)  Chromates. 

If  the  chromium  is  present  in  solution  in  the  form  of  an  alkali 
chromate,  free  from  chloride  and  large  amounts  of  sulphuric  acid, 
it  may  be  determined  very  accurately  by  precipitation  with  mer- 
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curous  nitrate  flolution  as  mercurous  chromate;  on  ignition  the 
latter  is  changed  to  0,0,. 

Procedure. — The  neutral  or  weakly  acid  solution  is  treated 
with  a  solution  of  pure*  mercurous  nitrate  whereby  brown,  basic 
mercurous  chromate,  (fflgjOjSCrO,),  is  formed.  On  heating  to 
boiling,  the  precipitate  becomes  a  beautiful,  fiery  red,  being  con- 
verted into  the  neutral  salt  HgjCrO^.  This  red  salt  settles  very 
■quickly,  and  if  the  precipitation  is  complete  the  solution  above  the 
precipitate  will  be  colorless.  After  cooling,  the  precipitate  is  filtered 
■ofif,  washed  thoroughly  with  water  containing  a  little  mercurous 
nitrate,  dried  and  separated  from  the  filter  as  completely  as  possible. 
The  filter  is  biuned  in  a  platinum  spiral  and  ignited  with  the  main 
portion  of  the  precipitate,  gently  at  first  and  finally  strongly,  in 
a  platiniun  crucible  imder  a  hood  with  a  good  draft,  afterwards 
weighing  the  residue  as  CrjO,. 

The  purity  of  the  mercurous  nitrate  must  be  tested  before  using 
it.    5  gms.  of  the  salt  should  leave  no  residue  after  being  ignited. 

This  excellent  method  for  the  determination  of  chromium 
unfortimately  permits  of  only  a  very  limited  application.  If 
the  solution  contains  any  considerable  amoimt  of  chloride, 
mercurous  chloride  will  be  precipitated  with  the  mercurous  chro- 
mate, which,  although  volatile  on  ignition,  renders  the  precipitate 
too  bulky  and  the  method  inaccurate. 

If,  therefore,  it  is  necessary  to  determine  chromium  present 
as  chromate  in  a  solution  containing  chloride,  two  other  methods 
are  at  our  disposal.  The  chromate  may  be  reduced  by  boiling 
with  sulphurous  acid  (or.  by  evaporating  with  concentrated  hydro- 
chloric acid  and  alcohol)  and  analyzed  according  to  (a),  or  it 
may  be  just  as  accurately,  and  much  more  conveniently,  deter- 
mined by  precipitating  as 

Barium  Chromate 

and  weighing  this  after  gentle  ignition. 

Procedure. — ^The  neutral  solution,  or  one  weakly  acid  with  acetic 
acid,  is  treated  at  the  boiling  temperature  with  a  solution  of  barium 
acetate  added  drop  by  drop,*  and  after  standing  for  some  time, 


*  If  the  barium  acetate  solution  is  added  too  quickly  some  of  it  will  be 
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is  filtered  through  a  Gooch  crucible  (without  using  very  strong 
suction,  as  otherwise  the  filter  will  soon  get  stopped  up  and  the 
solution  will  filter  extremely  slowly).  The  precipitate  is  washed 
with  dilute  alcohol  and  dried  in  the  hot  closet.  The  crucible  is 
suspended  in  a  larger  one  of  porcelain  by  means  of  an  asbestos 
ring  (cf,  page  25)  and  heated,  at  first  gently,  and  finally  over  the 
full  flame  of  a  good  Bunsen  burner.  After  five  minutes  the  cover 
is  removed  and  the  heating  is  continued  until  the  precipitate 
appears  a  imiform  yellow  throughout,  when  it  is  cooled  in  a  desic- 
cator and  weighed. 

Sometimes  the  precipitate  appears  green  on  the  sides  of  the 
crucible  owing  to  a  slight  reduction  (by  means  of  dust,  traces 
of  alcohol,  etc.)  of  chromic  acid  to  chromic  oxide.  The  latter 
gradually  takes  on  oxygen  from  the  air  during  the  long-continued 
heating  of  the  open  crucible,  so  that  the  green  color  gradually 

disappears. 

If  a  grams  of  chromate  were  taken  for  analysis,  and  the 
barium  chromate  precipitate  weighed  p  grams,  then  the  amount 
of  chromium  present  may  be  calculated  as  follows: 

BaCrO^ :  Cr=p  :  s 

Cr 

*"BaCrO,  *^' 

and 

,      100  Cr  p  ^  n- 

Example  for  practice:  Potassium  bichromate,  K,Cr,0„  purified 
and  dried  as  described  on  page  37. 

Chromium  present  as  chromate  may  be  very  accurately  deter- 
mined by  volumetric  methods,  as  will  be  shown  imder  Volumetric 
Anal3rsis. 

carried  down  with  the  barium  chromate,  so  that  too  high  results  will  be 
obtained. 
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UEIANIUM,  U.     At.  Wt.,  239.5- 
Forms:  Vfl^  and  UOj. 

(a)  Determination  as  T5fi^. 

Uranium  is  almost  always  precipitated  by  means  of  ammonia 
as  ammonium  uranate  and  changed  to  UjOg  by  gentle  ignition 
in  a  platinum  crucible  with  free  access  of  air.  According  to 
Zimmerman  *  this  transformation  is  only  complete  when  the 
precipitate  is  ignited  in  a  stream  of  oxygen;  the  error  is,  however, 
so  small  that  for  ordinary  purposes  it  can  be  neglected. 

According  to  the  temperature  of  ignition,  the  U,Og  appears 
dirty  green  or  black,  and  is  difficultly  soluble  in  dilute  hydro- 
chloric or  sulphimc  acids;  in  nitric  acid  it  dissolves  gradually. 
By  heating  with  dilute  sulphuric  acid  (I  vol.  cone.  HjSO^+G  vol. 
HjO)  m  a  closed  tube  at  150°-175^  C.  for  a  long  time  (W.  F. 
Hillebrand),t  the  UgOg  is  completely  dissolved  with  the  formation 
of  uranous  and  uranyl  sulphate: 

U30g+4HjS04=2UO,(SO,)+  (USO,)3+4H,0. 

U,Og  is  also  readily  soluble  in  dilute  sulphuric  acid  in  the 
presence  of  potassium  bichromate.  These  two  last  facts  are  taken 
advantage  of  in  the  volumetric  determination  of  uranium  (which 
see^. 

(b)  Determination  as  UO,. 

The  ignited  precipitate,  obtained  in  exactly  the  same  way 
as  before,  is  heated  over  a  good  Teclu  burner,  or  over  the  blast- 
lamp,  in  a  current  of  hydrogen,  until  a  constant  weight  is  obtained 
whereby  it  is  quantitatively  changed  to  UOj.  This  is  the  most 
accurate  method  for  the  determination  of  uranium. 

The  UOj  thus  obtained  is  a  brown  powder,  insoluble  in  dilute 
hydrochloric  and  sulphuric  acids,  but  soluble  in  concentrated 
sulphuric  acid  after  long  heating,  best  in  a  closed  tube.  This 
oxid^  is  also  soluble  in  nitric  acid. 

*  Ann.  d.  Ch.  und  Ph.,  282  (1886),  p.  287. 
t  Bull.  U.  S.  Geol.  Survey,  78,  p.  90. 
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Separation  of  Iron,  Aluminium,  Chromium,  Titanium,  and 
Uranium  from  Calcium,  Strontium,  Barium,  and  Magne- 
sium. 

The  solution  containing  the  above  substances  in  the  presence 
of  considerable  ammonium  chloride  is  placed  in  an  Erlenmeyer 
flask  and  treated  with  a  slight  excess  of  freshly  prepared  ammo- 
nium sulphide  free  from  sulphate  and  carbonate.  After  stand- 
ing overnight  the  precipitate  is  filtered  ofif  and  washed  with 
water  containing  anmionium  sulphide.  It  contains  the  iron  and 
uranium  as  sulphideS;  the  aluminiimiy  chromium,  and  titanium 
as  hydroxides.  In  case  large  amoimts  of  magnesium  are  present, 
some  of  it  is  almost  always  present  in  the  precipitate,  so  that  it 
is  then  necessary  to  dissolve  the  precipitate,  after  filtration  ^  in 
hydrochloric  acid  and  to  reprecipitate  with  ammonium  sulphide. 

Separation  of  Iron  from  Aluminium. 

(1)  The  solution  is  treated  in  a  porcelain  dish  vnth  pure 
potassium  hydroxide  solution  imtil  strongly  alkaline,  boiled, 
diluted  with  hot  water,  and  filtered.  The  precipitate  contains 
the  iron  as  hydroxide,  while  the  solution  contains  the  aluminium 
as  aluminate.*  For  the  iron  determination  the  precipitate  is 
dissolved  in  hydrochloric  acid,  reprecipitated  with  ammonia,t 
dried,  and  weighed  as  FcjO,  (see  page  77).  The  aluminium  is 
precipitated  as  hydroxide  from  the  filtrate  by  acidifying  with 
nitric  acid  and  then  adding  ammonia. 

(2)  The  acid  solution  is  treated  with  tartaric  acid  (three  parts 
of  tartaric  acid  for  each  part  of  the  mixed  oxides  (^^2'^^'^  A]/)^) , 
hydrogen  sulphide  is  passed  into  the  solution  until  it  is  saturated, 
as  slight  an  excess  as  possible  of  ammonia  is  added,  and  the  sulphide 
of  iron  is  allowed  to  settle  in  a  closed  Erlenmeyer  flask.  It  is  then 
filtered,  washed  with  water  containing  ammonium  sulphide,  dis- 
solved in  hydrochloric  acid,  oxidized  with  a  little  potassium  chlorate 
or  nitric  acid,  and  precipitated  as  ferric  hydroxide  by  the  addition 

*  If  the  precipitate  is  large,  it  should  be  dissolved  in  hydrochloric  acid 
and  again  precipitated  with  KOH. 

t  It  is  very  hard  to  wash  the  KOH  precipitate  free  from  alkali  so  that  the 
first  precipitate  should  not  be  weighed. 
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of  ammoma.  The  aluminium  is  detennined  in  the  filtrate  by 
evaporating  to  dryness  with  the  addition  of  a  little  sodiimi  carbo- 
nate and  potassimn  nitrate.  The  residue  is  gently  ignited  in  a 
platinimi  dish  in  order  to  destroy  the  tartaric  acid,  after  which 
it  is  dissolved  in  dilute  nitric  acid,  the  carbon  filtered  off,  and  the 
aluminium  precipitated  from  the  solution  by  the  addition  of  am- 
monia. 

(3)  Both  of  the  metals  are  precipitated  with  ammonia,  filtered, 
washed,  dried,  ignited  in  a  platinimi  crucible,  and  the  weight  of  the 
combined  oxides  determined.  The  mixture  is  then  digested  with 
concentrated  hydrochloric  acid  to  which  a  little  water  has  been 
added  (lOHClilHjO)  in  a  covered  crucible  until  the  iron  is  com- 
pletely dissolved.  If  ferric  oxide  predominates,  as  is  frequently 
the  case,  the  solution  is  effected  in  one  or  two  hours.  If,  on  the 
other  hand,  a  relatively  large  amoimt  of  alumina  is  present  (as  is 
usually  the  case  with  silicates),  and  which  can  be  detected  by  the 
color  of  the  precipitate  produced  by  ammonia,  the  precipitate 
then  dissolves  very  slowly  and  in  many  cases  only  incompletely. 

In  the  latter  case  the  ignited  oxides  are  brought  into  solution 
by  fusing  with  12-15  times  as  much  potassium  pyrosulphate^ 
KjSjO,  (cf.  Vol.  I,  p.  73).  The  decomposition  of  the  oxides  is 
usually  complete  in  2-4  hours.  The  crucible  together  with  its  cover 
is  placed  in  a  beaker,  water  and  a  little  sulphuric  acid  are  added, 
and  the  melt  is  dissolved  by  warming  gently,  and  passing  a  current 
of  air  through  the  solution  in  order  to  keep  the  liquid  in  motion. 
A  small  amount  of  platinum  is  always  dissolved  by  this  treatment. 
After  removing  the  crucible  and  its  cover,  the  solution  is  heated 
to  boiling  and  saturated  with  hydrogen  sulphide.  The  solution 
is  then  filtered  into  a  flask  and  carbon  dioxide  is  passed  through 
it  until  the  excess  of  hydrogen  sulphide  is  completely  removed. 
The  contents  of  the  flask  are  then  cooled  by  placing  the  flask  in 
cold  water,  the  carbon  dioxide  still  passing  through  the  flask. 
The  iron  is  then  titrated  with  potassium  permanganate  solution 
as  described  on  page  79.  The  aluminium  is  determined  by  differ^ 
ence  from  the  weight  of  the  combined  oxides.  For  the  determina- 
tion of  iron  in  silicates  the  above  process  is  most  suitable  (Hille- 
brand).  The  reduction  of  the  ferric  salt  to  ferrous  salt  by  means  of 
hydrogen  sulphide  possesses  great  advantages  over  the  reduction 
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by  meanfi  of  zinc,  for  in  the  fonner  case  no  foreign  element  is  intro- 
duced, and  furthermore  zinc  serves  to  reduce  the  titanic  acid 
that  is  almost  always  present  in  rocks,  and  this  will  be  again  oxidized 
by  the  permanganate,  so  that  too  high  an  iron  value  will  be  ob- 
tained. 

If  the  iron  is  all  dissolved  by  treating  the  oxides  with  hydro- 
chloric acid,  the  solution  is  evaporated  to  dryness  and  the  residue 
is  treated  with  a  few  cubic  centimeters  of  dilute  sulphuric  acid, 
evaporated  on  the  water-bath  as  far  as  possible,  and  then  heated 
over  the  free  flame  until  fumes  of  sulphuric  acid  are  evolved. 
After  cooling,  the  product  is  dissolved  in  water  and  the  ferric 
sulphate  reduced  to  ferrous  sulphate  by  introducing  a  piece  of 
zinc,  free  from  iron,  into  the  crucible  and  covering  the  latter  with  a 
watch-glass.*  The  reduction  is  complete  in  20-30  minutes.  The 
slight  residue  of  platinum  f  is  filtered  off  with  the  excess  of  zinc 
into  a  flask  already  filled  with  carbon  dioxide.  The  residue  is 
washed  with  water  that  has  been  boiled,  and  the  solution  is  titrated 
with  potassium  permanganate  solution. 

The  latter  method  is  to  be  recommended  for  the  determination 
of  small  amounts  of  iron  in  the  presence  of  still  less  aluminium,  as 
is  the  case  in  the  analysis  of  mineral  waters. 

The  following  procedure  leads  to  the  same  end,  but  the  results 
are  not  qilite  so  reliable: 

The  solution  from  which  the  iron  and  aluminium  are  to  be 
determined  is  diluted  to  a  definite  volume  (e.g.,  250  c.c.)  and  two 
aliquot  portions  are  taken  by  means  of  a  pipette  (usually  100  c.c). 

In  one  portion  the  weight  of  the  combined  oxides  of  iron  and 
aluminium  is  determined  by  precipitation  with  ammonia  and  ignition 
of  the  precipitate,  while  in  the  other  the  iron  is  determined  by 
titration.  If  the  solution  contains  hydrochloric  acid,  as  is  usually 
the  case,  the  iron  is  first  precipitated  with  ammonia,  filtered. 


*  If  titanium  is  present,  the  solution  is  reduced  by  means  of  hydrogen 
sulphide. 

t  Platinum  is  perceptibly  attacked  by  long  digestion  with  ferric  chloride 
solution: 

4FeCla  +  Pt + 2HC1«  H,PtCU  4-  4FeCl,. 
The  hydrochlorplatinic  acid  is  reduced  to  platinum  by  the  action  of  zinc. 
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washed,  and  dissolved  in  dilute  sulphuric  acid.     The  solution  is 
then  reduced  and  titrated  as  previously  described.* 


Separation  of  Iron,  Aluminium,  and  Phosphoric  Acid. 

Although  the  determination  of  phosphoric  acid  has  not  yet 
been  considered,  we  will  describe  its  determination  in  the  presence 
of  iron  and  aliuninium  because  this  highly  important  separation  is 
necessary  in  the  analysis  of  almost  all  minerals  containing  iron 
and  aluminium  as  well  as  in  the  analysis  of  many  mineral  waters. 
Two  cases  are  to  be  distinguished: 

1.  The  solution  contains  only  a  small  amount  (a  few  centigrams 
or  less)  of  iron,  aluminium,  and  phosphoric  acid. 

2.  The  solution  contains  large  amounts  of  these  substances. 

1.  In  the  first  case  the  determination  of  all  three  constituents 
must  be  imdertaken  in  the  same  portion,  as  otherwise  errors  would 
be  introduced  on  account  of  the  small  amounts  to  be  determined. 
The  solution  is  first  treated  with  ammonia  whereby  the  iron,  alu- 
minium and  phosphoric  acid  are  precipitated.f 

The  precipitate  is  ignited  in  a  platinum  crucible  and  weighed; 

Fe,(),+  Al,03+PA  =  A. 

The  product  is  then  fused  with  six  times  its  weight  of  a  mixture 
consisting  of  four  parts  anhydrous  sodium  carbonate  and  one  part 
pure  silica.  The  mixture  is  heated  over  the  blast-lamp,  the  melt 
is  extracted  with  water,  to  which  a  little  ammonium  carbonate 
has  been  added,  and  filtered.  The  filtrate  contains  all  of  the  phos- 
phoric  acid  and  a  very  little  silicic  acid,  while  the  residue  contains 
all  of  the  iron  and  aluminium  and  considerable  silica. 

P^or  the  determination  of  the  phosphoric  acid,  the  filtrate  is 
evaporated  with  hydrochloric  acid  on  the  water-bath  to  dryness, 

*  It  is  necessary  to  get  rid  of  the  hydrochloric  acid  on  account  of  its  action 
upon  potassium  permanganate  (cf.  Vol.  Anal.,  under  Iron). 

t  The  phosphoric  acid  is  usually  present  in  such  small  amounts  that  the 
iron  and  aluminium  are  more  than  sufficient  to  effect  the  precipitation  of  all 
the  phosphoric  acid,  on  the  addition  of  ammonia,  as  phosphates  of  these 
metals. 
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in  order  to  remove  the  silica,  the  residue  is  moistened  with  hydro- 
chloric acid,  taken  up  in  a  little  water,  filtered,  and  the  phosphoric 
acid  precipitated  in  the  filtrate  by  the  addition  of  ammonia  and 
"magnesia  mixture."  The  precipitate  of  magnesium  ammonium 
phosphate  is  changed  to  magnesium  pyrophosphate  by  ignition  and 
from  its  weight  p  the  amount  of  phosphoric  anhydride,  P2O6,  is 
calculated  (=B): 

Mg2P20,:PA=p:B, 

Mg,P,0,  P- 

By  subtracting  B  from  A  the  combined  weight  of  the  iron  and 
aluminium  oxides  is  obtained,  in  which  the  iron  is  determined 
volumetrically  and  the  aluminium  by  difference.  For  the  deter- 
mination of  the  iron,  the  insoluble  residue,  obtained  after  treating 
the  product  of  the  fusion  with  water  and  ammonium  carbonate, 
is  digested  with  hydrochloric  acid  in  a  small  porcelain  crucible 
until  the  iron  oxide  is  completely  dissolved.  The  solution  is  treated 
with  dilute  sulphuric  acid,  evaporated  on  the  water-bath  as  far 
as  possible,  and  then  over  a  free  flame  until  fumes  of  sulphuric 
anhydride  are  evolved.  After  cooling,  water  is  added  and  after 
digesting  on  the  water-bath  for  a  long  time  the  silica  is  filtered 
off,  the  solution  reduced  by  means  of  hydrogen  sulphide  (cf.  p. 
95,  sub.  3),  and,  after  removing  the  excess  of  hydrogen  sulphide, 
the  iron  is  titrated  with  permanganate  solution.  From  the  amount 
of  permanganate  used,  the  amount  of  ferric  oxide  (C)  can  be  cal- 
culated, and  by  deducting  this  amount  from  the  weight  of  the 
combined  oxides,  the  weight  of  the  AljOj  is  ascertained: 

A~(B+C)=Al203. 

2.  In  case  the  solution  contains  large  amounts  of  iron,  alu- 
minium, and  phosphoric  acid,  it  is  divided  into  three  aliquot  por- 
tions and  in  one  the  value  of  "A"  is  determined  by  precipitation 
with  ammonia;  in  the  second  the  phosphoric  acid  is  determined 
by  the  molybdate  method;  and  in  the  third  the  iron  is  determined 
by  titration. 
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Separation  of  Iron  from  Chromium. 

1.  The  chromium  is  oxidized  in  alkaline  solution  by  means  of 
chlorine  or  bromine  to  a  soluble  chromate  and  the  insoluble  ferric 
hydroxide  is  filtered  off. 

Procedure. — ^The  solution  of  the  chlorides,  which  should  be 
placed  in  an  Erlenmeyer  flask  of  Jena  glass  provided  with  a 
ground-glass  stopper  and  tubes  by  which  gas  may  enter  and  leave 
the  flask,  is  treated  with  potassiimi  hydroxide  solution  until 
strongly  alkaline,  warmed  on  the  water-bath  and  chlorine  gas  is 
conducted  through  the  liquid,  or  bromine  water  is  added,  until 
it  becomes  distinctly  yellow  and  the  ferric  hydroxide  has  as- 
sumed its  characteristic  reddish-brown  color.  When  the  oxidation- 
is  performed  by  chlorine  gas,  0.5  gm.  of  the  mixed  oxides  will  be 
completely  oxidized  in  fifteen  to  twenty  minutes.  The  solution  is 
diluted  with  water  and  filtered.  The  filtrate  is  carefully  acidified 
with  acetic  acid,  the  chromium  precipitated  by  the  addition 
of  barium  acetate,  and  the  precipitate  of  barium  chromate  is 
treated  as  described  on  p.  91.  The  ferric  hydroxide  is  dissolved 
in  hydrochloric  acid,  reprecipitated  with  ammonia  and  weighed 
as  ferric  oxide. 

Remark, — If  the  chromate  is  to  be  determined  as  barium  chro- 
mate, the  solution  must  contain  no  sulphuric  acid.  If  the  latter  is 
present,  the  chromate  is  reduced  by  evaporating  with  hydrochloric 
acid  and  alcohol;  the  solution  of  chromic  chloride  thus  obtained 
is  precipitated  with  ammonia  and  the  chromium  determined  as 
chromic  oxide. 

In  the  case  of  a  precipitate  containing  iron  and  chromic  oxides, 
it  is  fused  with  sodium  carbonate  and  a  little  potassium  chlorate, 
the  melt  is  extracted  with  water,  and  the  chromium  is  determined  in 
the  solution  by  precipitating  with  barium  acetate.  The  insoluble 
residue  from  the  aqueous  extraction  of  the  fusion  is  dissolved  in 
hydrochloric  acid,  precipitated  with  ammonia,  and  the  iron  deter- 
mined as  ferric  oxide. 

If  it  is  desired  to  precipitate,  the  chromium  as  mercurous 
chromate,  the  precipitate  containing  the  iron  and  chromic  oxides 
is  fused  with  sodium  carbonate  and  potassium  nitrate,  the  melt 
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extracted  with  water,  the  solution  neutralized  with  nitric  acid  and 
precipitated  with  mercurous  nitrate  solution,  as  described  on  p.  91. 

2.  It  has  been  proposed  to  analyze  the  mixture  of  ferric  and 
chromic  oxides  by  strongly  igniting  them  in  a  stream  of  hydrogen 
whereby  the  ferric  oxide  is  reduced  to  metallic  iron,  while  the 
chromic  oxide  is  unchanged.  The  iron  could  then  be  determined 
by  the  loss  of  weight.  This  method,  although  theoretically  very 
simple,  seems  from  experiments  carried  out  in  the  author's 
laboratory  to  be  absolutely  inadequate,  for  the  ferric  oxide  is  so 
enveloped  in  chromic  oxide  that  it  is  not  even  approximately  re- 
duced even  when  heated  over  the  blast-lamp. 

3.  Iron  may  be  separated  from  chromium  by  precipitating 
the  former  with  ammonium  sulphide  from  a  solution  containing 
sufficient  ammonium  tartrate  to  prevent  the  precipitation  of  the 
chromium.  The  separation  is  the  same  as  was  described  under 
aluminium,  p.  94,  sub.  2. 


Separation  of  Aluminitun  from  Chromitun. 

If  the  chromium  is  present  as  chromic  salt,  it  is  oxidized  by 
means  of  chlorine  or  bromine  in  a  solution  made  strongly  alkaline 
with  potassium  hydroxide.  The  solution  is  then  acidified  with 
nitric  acid,  and  the  aluminium  precipitated  by  ammonia  as  hydrox- 
ide, being  weighed  as  the  oxide.  In  the  absence  of  sulphuric  acid 
the  chromium  may  be  determined  in  the  filtrate  as  barium  chro- 
mate  (cf.  p.  91).  If  sulphuric  acid  is  present,  the  chromate  is 
reduced  to  chromic  salt  again  by  the  action  of  concentrated  hydro- 
chloric acid  and  alcohol,  precipitated  with  ammonia,  and  weighed 
ais  the  oxide 

If,  however,  the  chromium  is  already  present  as  chromate,  the 
aluminium  is  at  once  precipitated  with  anmaonia  as  hydroxide. 


Separation  of  Iron  from  Titanium. 

It  is  frequently  necessary  to  determine  both  iron  and  titanium 
in  a  precipitate  produced  by  ammonia  consisting  of  a  mixture  of 
these  two  oxides  alone,  but  it  is  more  often  necessary  to  determine 
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titanium  in  the  presence  of  iron,  aluminium,  and  phosphoric  acid, 
all  of  which  are  precipitated  by  anunonia  in  the  analysis  of 
rocks. 

For  the  separation  of  titanium  from  iron  in  the  absence  of 
alumina,  the  following  methods  are  suitable: 

1.  The  precipitate  produced  by  ammonia  is  ignited  and  then 
fused  with  15-20  times  as  much  of  previously  dehydrated  potas- 
sium pyrosulphate  over  a  small  flame  until  completely  attacked. 
After  cooling,  the  melt  is  dissolved  in  cold  water  containing  sul- 
phuric acid,  and  the  solution  is  hastened  by  keeping  the  liquid  in 
motion  by  means  of  a  current  of  air  passed  through  it. 

The  solution  thus  obtained  is  diluted  to  a  definite  volume,  and 
after  being  thoroughly  mixed  is  divided  into  two  portions,  one  being 
used  for  the  determination  of  titanium  and  the  other  for  the  deter- 
mination of  iron.  For  the  iron  determination,  the  acid  solution  is 
saturated  wdth  hydrogen  sulphide  in  the  cold,  heated  to  boiling,  and 
the  precipitate  of  platinum  sulphide,  sulphur,  and  a  little  titanium 
is  filtered  ofif  into  a  flask  filled  with  carbon  dioxide,  and  washed 
thoroughly  with  hot  water.  The  filtrate  is  heated  to  boiling  and 
carbon  dioxide  is  passed  through  the  solution  until  the  excess  of 
hydrogen  sulphide  is  completely  removed,  when  it  is  cooled  in  an 
atmosphere  of  carbon  dioxide  and  then  titrated  with  perman- 
ganate. For  the  titanium  determination,  the  other  part  of  the 
solution  is  treated  with  sodium  carbonate  solution  until  a  slight 
precipitate  is  formed;  this  is  dissolved  in  as  little  sulphuric  acid  as 
possible,  saturated  with  hydrogen  sulphide  in  the  cold  and  5  gms. 
of  sodium  acetate  which  has  been  neutralized  with  acetic  acid  *  is 
added.  Carbon  dioxide  is  conducted  through  the  solution,  it  is 
heated  to  boiling,  filtered  hot,  washed  with  water  containing  hydro- 
gen sulphide,  ignited  wet  in  a  platinum  crucible,  and  weighed  as 
TiO,. 

Remark. — ^If  considerable  iron  is  present,  the  titanic  oxide  thus 
obtained  is  likely  to  contain  iron.  It  is  brought  into  solution 
again  by  fusing  with  potassium  pyrosulphate  and  the  precipitation 
is  repeated  exactly  as  before.  In  this  way  a  precipitate  free  from 
iron  is  obtained. 

2.  The   Chancel-Stromeyer  method  is  also  satisfactory.    The 
solution  from  the  pyrosulphate  fusion,  in  this  case  after  being 

♦  Cf.  foot-note  to  page  123. 
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neutralized  with  sodium  carbonate,  is  treated  with  an  excess  of 
sodium  thiosulphate,  diluted  to  about  400-500  c.c.  and  boiled  for 
some  time.  In  this  way  metatitanic  acid  and  sulphur  are  precipi- 
tated, while  iron  remains  in  solution.  During  the  filtration,  how- 
ever, the  finely  divided  sulphur  passes  through  the  filter,  so  that 
the  first  method  is  preferable.  In  the  presence  of  considerable 
iron  the  metatitanic  acid  obtained  by  this  method  is  also  contam- 
inated with  iron,  so  that  the  separation  must  be  repeated. 

Separation  of  Aluminitun  from  Titanitun. 

It  has  been  proposed  to  effect  this  separation  by  diluting  to  a 
considerable  volume  the  slightly  acid  solution  of  the  melt  obtained 
by  the  potassium  pyrosulphate  fusion  and  boiling  for  some  time, 
thereby  precipitating  the  titanium  and  leaving  the  aluminium  in 
solution.  This  method,  however,  is  useless,  for  alumina  is  pre- 
cipitated with  the  metatitanic  acid  unless  the  solution  contains 
enough  acid  to  prevent  this  hydrolysis,  in  which  case  a  considerable 
amount  of  titanic  acid  remains  in  solution. 

The  best  separation  is  that  of  Gooch;*  it  consists  of  boiling  a 
solution  of  the  two  elements  containing  considerable  free  acetic 
acid  and  alkali  acetate ;  by  this  means  all  of  the  titanium  and  none 
of  the  aluminium  is  precipitated.  If,  however,  the  amount  of 
aluminium  present  is  large  (as  is  usual  in  rock  analysis),  the  pre- 
cipitate will  contain  some  aluminium,  so  that  the  separation  must 
be  repeated.  In  no  case  is  there  danger  of  the  precipitation  of  the 
titanium  being  incomplete. 

In  practice  it  is  almost  always  necessary  to  separate  the  titanium 
not  from  aluminium  alone,  but  from  iron  and  aluminium,  so  that 
the  method  of  Gooch  will  be  described  for  this  more  general  case. 

The  solution  obtained  by  dissolving  the  pyrosulphate  melt  in 
cold  water  is  treated  wdth  three  times  as  much  tartaric  acid  as 
the  weight  of  the  oxides,  is  saturated  with  hydrogen  sulphide 
gas,  and  then  made  slightly  ammoniacal.  By  this  means  all  of  the 
iron  is  precipitated  as  ferrous  sulphide,  while  the  aluminium  and 
titanium  remain  in  solution.  The  ferrous  sulphide  is  filtered  off, 
the  filtrate  is  acidified  with  sulphuric  acid,  heated  to  boiling,  and 
the  precipitate  of  sulphur  and  platinum  sulphide  (the  latter  from 
the  platiniun  crucible  in  which  the  fusion  with  pyrosulphate  waa 

*  Chemical  News,  52,  pp.  bb  and  68. 
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made)  is  filtered  off.  The  filtrate  is  boiled  to  expel  the  last  traces 
of  hydrogen  sulphide  and  the  tartaric  acid  is  destroyed  by  adding 
2i  times  as  much  potassium  permanganate  as  the  amount  of  tar- 
taric acid  present.  Sulphurous  acid  is  then  added  until  the  precipi- 
tated manganese  dioxide  is  redissolved,  after  which  a  slight  excess 
of  ammonia  is  added  and  then  7-10  c.c.  of  glacial  acetic  acid  for 
each  100  c.c.  of  solution.  The  solution  is  boiled  for  one  minute, 
the  precipitate  is  allowed  to  settle,  and  the  filtrate  is  decanted 
through  a  filter,*  transferred  to  the  filter,  washed  with  7  per  cent, 
acetic  acid  and  finally  with  hot  water.  The  dried  precipitate  is 
ignited  over  a  Bunsen  burner  for  from  fifteen  to  twenty  minutes 
and  then  weighed. 

The  precipitate  contains  manganese  and  aluminiimi,  so  that  it 
is  fused  with  three  times  as  much  sodium  carbonate.  The  melt 
(colored  green  by  the  manganese)  is  leached  with  cold  water,  leaving 
sodium  metatitanate  and  some  alumina  undissolved.  The  precipi- 
tate is  filtered  off  by  means  of  a  small  filter,  is  ignited  in  a  platinum 
crucible,  and  fused  again  with  a  little  sodium  carbonate.  After 
cooling,  the  contents  of  the  crucible  are  dissolved  in  1.9  c.c.  of 
sulphuric  acid  (1  vol.  cone.  HjSO^:!  vol.  HjO)  diluted  to  about 
150-200  c.c.  and  treated  with  6  gm.  sodium  acetate  and  one-tenth 
of  its  volume  of  glacial  acetic  acid.  After  boiling  one  minute  and 
allowing  to  stand  until  settled,  the  precipitate  is  filtered  off,  washed 
with  7  per  cent,  acetic  acid,  then  with  water,  dried,  ignited,  and 
weighed.  This  precipitate  usually  contains  aluminium,  so  that 
it  is  again  fused  with  sodium  carbonate  and  the  melt  again  treated 
wdth  sulphuric  acid,  etc.,  exactly  as  described  above.  This  time 
the  precipitate  is  usually  free  from  aliuninium.  but  the  process 
should  be  repeated  imtil  a  constant  weight  is  obtained. 

This  analysis  does  not  require  much  time,  for  usually  the 
amount  of  titanium  present  is  so  small  that  the  precipitates  filter 
and  wash  quickly. 

For  the  determination  of  very  small  amounts  of  titanium,  it  is 
advisible  to  use  the  colorimetric  method  proposed  by  Weller. 
Under  the  analysis  of  silicates  will  be  discussed  a  practical  ex- 
ample of  this  determination. 

♦  Schleicher  &  SchuU's  filter-paper  No.  589  is  satisfactory  for  this  pur- 
ix)8e 
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Separation  of  Uranium  from  Iron  and  Aluminium. 

The  slightly  acid  solution,  containing  considerable  quantities 
of  ammonium  salts,  is  treated  with  an  excess  of  anunoniiun  car- 
bonate and  then  with  ammonium  sulphide,  allowed  to  stand  for 
some  time  in  a  closed  flask,  finally  filtered  and  washed  ^mth.  water 
containing  ammonium  sulphide. 

The  precipitate  contains  the  iron  as  ferrous  sulphide  and  the 
aluminium  as  hydroxide ;  in  the  filtrate  is  found  all  of  the  uranium 
as  U02(COj)8(NH^)^.  The  precipitate  is  dissolved  in  hydrochloric 
acid,  its  solution  freed  from  hydrogen  sulphide  by  boiling,  the 
ferrous  salt  oxidized  to  ferric  salt  by  the  addition  of  potassiimi 
chlorate,  and  the  iron  and  aluminium  determined  by  one  of  the 
methods  described  on  page  94. 

The  filtrate  containing  the  uraniimi  is  evaporated  almost  to 
dryness,  acidified  with  hydrochloric  acid,  boiled,  and  the  uranium 
precipitated,  by  the  addition  of  ammonia,  as  ammonium  uranate. 
The  precipitate  is  filtered  off,  washed  with  2  per  cent,  ammonium 
nitrate  solution  to  which  a  little  ammonia  has  been  added,  dried, 
ignited,  and  weighed  as  Vfi^, 

The  result  obtained  is  verified  by  heating  the  residue  repeat- 
edly in  a  current  of  hydrogen  in  a  Rose  crucible  (see  Copper  Deter- 
mination) until  a  constant  weight  is  obtained;  weighing  as  UOj. 
The  purity  of  the  precipitate  may  also  be  tested  volumetrically 
(see  Volumetric  Analysis). 

B.  DIVISION  OF  THE  MONOXIDES. 

MANGANESE,  NICKEL,  COBALT,  ZINC. 

Manganese,  Mn.    At.  Wt.  55.0. 

Forms:  MnSO^,  MnS,  Mn^O^. 

I.  Determination  as  Manganous  Stilphate,  MnSO^. 

This  method,  first  proposed  by  Volhard,*  has  recently  been 
tested  bv  Gooch  and  Austin.t  and  has  been  found  strictlv  accurate. 
Experiments  performed  by  Schudel  in  the  author's  laboratory 

*  Ann.  d.  Chem.  u.  Pharm.,  198,  p.  328. 
t  Zeit.  f.  anorg.  Chem.  (1898),  17,  p.  264. 
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completely  confirm  Gooch's  results;  the  method  is  to-day  the  best 
known  for  the  determination  of  manganese. 

Procedure, — The  oxide  obtained  by  the  ignition  of  the  car- 
bonate^  sulphide,  or  of  manganous  manganite,  is  dissolved  in  as 
slight  an  excess  of  sulphuric  acid  as  possible  in  a  porcelain 
crucible,  evaporated  as  far  as  possible  on  the  water-bath,  after 
which  the  excess  of  acid  is  removed  by  heating  in  an  air-bath. 
A  porcelain  crucible  provided  with  an  asbestos  ring  (see  Fig.  11, 
p.  25)  serves  for  the  air-bath.  The  walls  of  the  smaller  crucible 
should  be  separated  from  those  of  the  larger  one  by  about  1  cm. 
After  the  sulphuric  acid  has  been  removed,  the  two  crucibles 
are  covered  and  heated  to  redness  over  a  good  Bunsen  burner, 
aDowed  to  cool  in  a  desiccator  and  weighed.  From  the  weight 
of  the  manganous  sulphate,  the  amount  of  manganese  present 
may  be  calculated  as  follows: 

MnS04:Mn=p:3; 

Mn 
MnSO,  *^' 


x= 


(a)  Separation  of  Manganese  as  Carbonate, 

This  method  for  the  separation  of  the  manganese  permits  only 
a  limited  application,  because  no  other  metal  that  is  precipi- 
tated by  alkali  carbonates  can  be  simultaneously  present.  The 
method,  therefore,  is  only  suitable  for  the  determination  of  man- 
ganese in  solutions  of  pure  manganese  salts  containing  nothing 
else  except  alkali  and  anmionium  salts. 

According  to  H.  Tamm,*  the  precipitation  is  best  accomplished 
by  means  of  ammonium  carbonate.  For  this  purpose  the  neutral 
solution  (which  may  contain  other  ammoniimi  salts)  is  treated 
with  a  slight  excess  of  ammoniimi  carbonate,  warmed  gently,  and 
the  beaker  containing  the  solution  is  allowed  to  remain  in  a  luke- 
warm water-bath  until  the  precipitate  has  settled  and  the  upper 
liquid  has  become  clear. 

The  precipitate  is  filtered  off,  washed  with  hot  water,  dried, 
ignited,  and  weighed  either  as  sulphate  according  to  1  or  as  MujO^ 
according  to  2. 

♦Ch.  News,  26  (1872),  p.  37,  and  Zeit.  f.  anal.  Chem.,  11  (1872),  p.  425. 
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Remark. — If  either  sodium  or  potassium  carbonate  is  used  to 
precipitate  the  manganese,  the  precipitate  will  always  contain 
alkali  carbonate  that  cannot  be  removed  by  washing.  After  the 
precipitate  has  been  ignited,  however,  the  alkali  carbonate  can  be 
easily  extracted  by  water.  Furthermore,  the  precipitation  is  not 
quite  quantitative;  the  filtrate  always  contains  small  amounts  of 
manganese.  In  order  to  remove  this,  it  is  necessary  to  evapo- 
rate the  aqueous  solution  to  dryness,  whereby  the  manganous  car- 
bonate is  completely  decomposed  hydrolytically  into  carbonic  acid 
and  manganous  hydroxide,  and  the  latter  in  contact  with  the  air 
changes  to  brown  manganic  oxide,  MujOg.  The  residue  obtained 
after  the  evaporation  is  treated  with  water,  the  small  amount 
of  brown  manganese  compound  filtered  oflf,  ignited,  and  added  to 
the  main  part  of  the  precipitate. 

(6)  Separation  of  Manganese  as  Sulphide. 

This  method  is  employed  when  it  is  necessary  to  separate  man- 
ganese from  calcium,  strontium,  barium,  and  magnesium. 

We  will  distinguish  between  two  different  cases: 

(a)  The  solution  contains,  besides  manganese,  large  amounts 
of  the  alkaline  earths  or  magnesium. 

(/?)  The  solution  contains  only  small  amounts  of  the  alkaline 
earths  or  magnesium. 

(a)  In  case  large  amounts  of  the  alkaline  earths  or  magnesium 
are  present,  the  manganese  sulphide  must  be  precipitated  in  the 
cold  in  the  presence  of  considerable  ammonium  salts. 

The  solution  is  placed  in  an  Erlenmeyer  flask  of  Jena  glass  and 
about  5  gm.  of  ammonium  chloride  or  ammonium  nitrate  are  added. 
In  case  the  solution  reacts  acid,  anunonia  is  added  until  it  is  slightly 
alkaline,  and  a  slight  excess  of  freshly-prepared,  colorless  ammo- 
nium sulphide  solution  is  added.  The  flask  is  now  nearly  filled 
with  cold  distilled  water  that  has  been  boiled,  corked,  and  allowed 
to  stand  twenty-four  hours,  or,  better,  still  longer.  After  this  time 
the  flesh-colored  precipitate  will  have  settled.  The  clear  upper  liquid 
is  carefully  decanted  through  a  filter,*  taking  pains  not  to  disturb 
the  precipitate  and  to  keep  the  filter  filled  with  liquid  all  the  time. 


*  Schleicher  &  Schiill's  filter-paper  No.  600  can  be  used  to  advantage. 
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If  the  precipitate  is  at  all  bulky,  it  is  washed  three  times  by  decan- 
tation  with  a  5  percent,  solution  of  ammonium  nitrate  to  which  has 
been  added  1  c.c.  of  ammonium  sulphide.  The  precipitate  is  then 
transferred  to  the  filter  and  washed  with  dilute  ammonium  sul- 
phide water  imtil  20  drops  of  the  filtrate  evaporated  to  dryness  on 
a  crucible-cover  leave  no  residue.  Now  for  the  first  time  the  filter 
is  allowed  to  drain  completely  and  is  dried.  As  much  of  the  pre- 
cipitate as  possible  is  transferred  to  a  small  thin-walled  porcelain 
crucible,  the  filter-paper  is  burned  in  a  platinum  spiral,  and  the  ash 
added  to  the  main  portion  of  the  precipitate  in  the  crucible.  The 
uncovered  crucible  is  heated  over  a  small  flame  until  the  greater 
part  of  the  sulphur  has  been  burned  off,  when  the  flame  is  increased 
and  the  crucible  is  finally  heated  over  the  flame  of  a  Teclu  burner, 
cooled,  and  weighed  as  MUjO^  (cf.  p.  109,  sub.  3).  The  heating  is 
repeated  imtil  a  constant  weight  is  obtained.  Manganous  sulphide 
is  readily  changed  to  MujO^  if  the  amount  of  sulphide  is  compara- 
tively small.  In  case  more  than  0.2  gm.  are  present  there  is  danger 
of  getting  a  too  high  result  on  account  of  some  manganous  sulphate 
not  being  decomposed.  In  this  case  it  is  advisable  to  dissolve  the 
washed  precipitate  of  manganous  sulphide  in  dilute  hydrochloric 
acid,  to  evaporate  the  solution  to  dryness  in  order  to  remove  all 
hydrogen  sulphide,  to  dissolve  the  residue  in  a  little  water  and  to 
precipitate  the  manganese  as  carbonate  according  to  1;  or  the 
manganous  sulphide  can  be  weighed  as  such.     (See  p.  108.) 

(^)  In  case  only  small  amoimts  of  alkaline  earths  are  present, 
the  following  procedure  can  be  used:  The  neutral  solution  is  heated 
to  boiling,  an  excess  of  ammonia  and  some  anunonium  sulphide 
is  added  and  the  boiling  is  continued  until  the  manganous  sulphide 
has  become  a  dirtv  green.  The  precipitate  is  allowed  to  settle  for 
some  minutes  and  is  then  filtered  and  washed  with  water  contain- 
ing a  little  ammonium  sulphide.  From  this  point  the  procedure 
is  the  same  as  described  under  (a). 

(c)  Separation  of  Manganese  as  Manganese  Dioxide. 

If  a  slight'y  acid  or  neutral  manganous  solution  is  treated  with 
bromine  water  until  it  becomes  dark-brown  colored,  a  considera- 
ble excess  of  ammonia  added  *  and  the  solution  heated  to  boil- 

*  The  addition  of  ammonia  is  not  necessary  in  an  acetic  or  dilute  nitric 
acid  :  olrtion  when  ammcnium  salts  are  absent. 
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ing,  the  manganese  will  be  precipitated  in  the  form  of  an  oxide  of 
varying  composition.  The  excess  of  bromine  is  taken  up  by  the  am- 
monia, forming  ammonium  bromide  and  ammonium  hypobromite: 

2Br  -f  2NH,0H  =  NH,Br  -f  NH.BrO  +  H,0. 

Ammonium  hypobromite,  however,  immediately  oxidizes  ammo- 
nia with  evolution  of  nitrog  n : 

2NH, + 3NH,BrO = 3H,0  -f  3NH,Br + N„ 

so  that  the  beaker  must  be  kept  covered  during  the  boiling. 

When  the  precipitate  has  collected  together  in  large  flocks  the 
boiling  is  discontinued,  the  precipitate  allowed  to  settle,  filtered, 
and  washed  with  hot  water,  taking  pains  not  to  break  up  the  pre- 
cipitate during  the  washing.  The  dried  precipitate  is  ignited  and 
weighed  as  Mn^O^. 

Instead  of  bromine,  chlorine,  hydrogen  peroxide,  hjT)ochlorites, 
etc..  may  be  used;  they  possess,  however,  no  advantages  over 
bromine. 

This  method  of  precipitating  manganese  from  solutions  pos- 
sesses disadvantages  which  make  it  useless  in  many  cases.  If 
the  solution  contains,  besides  manganese,  calcium,  zinc,  etc.,  man- 
ganites  of  these  metals  are  precipitated  with  the  manganese.  In 
this  case  the  precipitate  must  be  dissolved  in  hydrochloric  acid 
and  the  precipitation  repeated  several  times,  but  even  then  it  is 
not  possible  to  obtain  a  precipitate  altogethier  free  from  these 
metals.  If  the  other  metals  are  present  only  in  small  amounts,  the 
results  obtained  by  this  method  are  sufficiently  accurate.  The 
precipitation  of  manganese  as  sulphide  in  the  presence  of  other 
metals  is  always  satisfactory  and  should  be  used  in  almost  all  cases. 

2.  Determination  of  Manganese  as  Sulphide. 

If  the  manganese  has  been  precipitated,  as  described  on  p. 
106,  as  sulphide,  the  precipitate  is  separated  from  the  filter  as 
completely  as  possible,  placed  in  a  Rose  crucible  (of  unglazed 
porcelain),  the  filter  is  burned  in  a  platinum  spiral,  and  the  ash 
added  to  the  main  portion  of  the  precipitate.  Some  pure  sulphur 
which  has  been  crystallized  from  CS,  is  added,  after  which  the 
crucible  and  its  contents  are  heated  in  a  current  of  hydrogen  by 
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means  of  a  Bunsen  burner  exactly  as  described  under  the  Deter- 
mination of  Copper  as  Sulphide.  After  the  excess  of  sulphur  has 
distilled  off  and  been  burned,  the  crucible  is  cooled  in  a  stream 
of  hydrogen  and  the  precipitate  is  weighed  as  MnS. 

3.  Determination  of  Manganese  as  Hn^O^. 

Inasmuch  as  all  the  oxides  of  manganese,  as  well  as  those 
compoimds  which  are  converted  into  oxide  on  ignition  (manga- 
nous  salts  of  volatile  organic  and  inorganic  acids,  with  the  ex- 
ception of  the  halogen  salts),  are  converted  into  Mn304  on  being 
ignited  in  the  air,  it  follows  that  this  method  for  the  determination 
of  manganese  is  quite  generally  applicable.  It  is,  indeed,  not 
so  accurate  as  the  methods  described  under  1  and  2,  because  the 
composition  of  the  ignited  product  is  not  quite  constant;  some- 
times it  contains  MnO,,  sometimes  Mn^O,.  If  it  has  been  heated 
at  too  low  a  temperature,  it  contains  MnO^,  while  it  is  likely  to 
contain  Mn^O,  in  case  it  is  heated  with  free  access  of  air  at  a  high 
temperature.  Very  good  results  are  obtained  if,  as  recommended 
by  Gooch,*  the  porcelain  crucible  (containing  the  carbonate, 
manganous  manganite,  or  sulphide)  is  entirely  surrounded  by  the 
oxidation  flame  of  a  Teclu  burner,  whereby  a  moderately  high 
heat  is  obtained  without  too  much  free  access  of  air.f 

After  the  ignition,  the  crucible  and  its  contents  are  cooled  in 
a  desiccator  and  then  weighed.  From  the  weight  p  of  the 
oxide,  the  amount  of  manganese  can  be  calculated  according  to 
the  equation 

Mn304:3Mn=p:x 
3Mn 

♦  Zeit.  f.  anorg.  Chem.,  XVII  (1898),  p.  268. 

t  To  illustrate  the  accuracy  of  the  three  methods  just  described  for  the  de- 
termination of  manganese,  the  following  results  obtained  by  H.  Weitnauer 
are  given.  He  obtained  after  making  six  determinations  by  each  method 
the  following  mean  values:  50  c.c.  of  a  pure  manganese  sulphate  solution 
treated  with  ammonium  carbonate  and  changing  the  precipitate  to  sulphate 
gave  0.1025  gm.  Mn;  by  precipitating  as  sulphide  and  weighing  as  such. 
0.1027  gm.  Mn;  and  by  changing  the  sulphate  to  Mn^O^,  0.1029  gm.  Mn. 
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Manganese  can  be  detennined  very  accurately  by  volumetric 
methods  (see  Volumetric  Analysis). 

Small  amounts  of  manganese  may  be  accurately  and  quickly 
determined  by  the  colorimetric  method.  This  is  chiefly  used  for 
the  estimation  of  the  manganese  present  in  iron  and  steel.  If 
more  than  1.5  per  cent,  of  manganese  is  present,  the  results  are 
unreliable.  The  method  depends  upon  the  oxidation  of  the 
manganese  to  permanganic  acid,  bringing  the  solution  to  a  definite 
volume  and  comparing  its  color  with  another  solution  containing 
a  known  amount  of  manganese.  If  the  solutions  are  colored 
exactly  the  same  shade,  then  the  amounts  of  manganese  which 
thev  contain  are  the  same. 

Procedure. — A  standard  solution  of  potassium  permanganate 
is  first  prepared  by  dissolving  0.072  gm.  of  the  crystallized  salt  in 
500  c.c.  of  water;  1  c.c.  of  this  solution  contains  0.05  mgm.  of 
manganese. 

Exactly  0.2  gm.  of  the  iron  or  steel  is  dissolved  in  15-20  c.c. 
of  nitric  acid  (sp.  gr.  1.2)  in  a  100-c.c.  measuring-flask.  The  acid 
is  heated  to  boiling  to  effect  complete  solution,  after  which  the 
solution  is  allowed  to  cool  and  diluted  up  to  the  mark  with  w^ater. 
After  thoroughly  mixing,  10  c.c.  of  the  liquid  are  brought  by  means 
of  a  pipette  into  a  small  beaker,  2  c.c.  of  nitric  acid  (sp.  gr.  1,2) 
are  added,  and  the  liquid  is  heated  until  it  begins  to  boil,  when  the 
flame  is  removed,  0.5  gm.  of  lead  peroxide  is  added,  the  mixture 
is  shaken  and  then  heated  for  two  minutes  to  boiling.  After 
standing  some  time,  the  warm,  violet-colored  solution  is  filtered 
through  a  small  asbestos  filter*  into  a  glass-stoppered  test-tube 
about  20  cm.  high,  and  graduated  in  cubic  centimeters.  The 
filter  is  washed  with  as  little  water  as  possible,  the  tube  is  stoppered 
and  shaken  imtil  the  solution  is  thoroughly  mixed.  Into  a 
second  tube  of  the  same  size,  and  also  graduated  in  cubic  centi- 
meters, is  placed  1-5  c.c.  of  the  standard  manganese  solution, 
and  this  is  carefully  diluted  with  water  until  the  two  liquids  have 
exactly  the  same  shade  when  viewed  horizontally.  The  height 
of  the  liquid  in  each  tube  is  then  carefully  read. 

Assuming  that  t  c.c.   of  the  standard  solution  were   placed 


*  The  asbestos  must  have  been  previously  ignited,  treated  with   KMnO^ 
solution,  and  finally  washed  with  water. 
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in  the  cylinder  and  diluted  to  T  c.c.  in  order  to  obtain  the  same 
shade  produced  by  ^  c.c.  of  the  other  solution,  then  as  the  con- 
centrations of  the  two  liquids  are  directly  proportional  to  their 
heights, 

^:<^=^0.05  mgm.:a: 

_  <i-t0.05  mgm. 

This  amount  of  manganese  is  contained  in  0.02  gm.  of  the 
iron,  so  that  the  percentage  of  manganese  present  is 

0.02:^-'^y^Q^=100:x 

a:=  ^^  =  per  cent.  IVin. 

Rather  more  accurate  results  are  obtained  if,  instead  of  using 
a  standard  solution  obtained  from  potassium  permanganate,  a 
sample  of  steel  is  used  containing  a  known  amount  of  manganese 
and  treated  in  exactly  the  same  way  as  the  sample  to  be  analyzed, 
a  fresh  standard  being  prepared  for  each  analysis. 

ITICKEL,  Ni.    At.  Wt.  58.7. 
Forms:  Nickelous  Ozidey  NiO,  Nickel,  Ni. 

I.  Determination  as  Nickelous  Oxide. 

(a)  The  nickel  solution  is  heated  in  a  porcelain  dish  with  an 
excess  of  pure  potassium  hydroxide,  with  the  addition  of  bromine 
water,  whereby  the  nickel  is  precipitated  as  brownish-black  nickelic 
hydroxide^  Ni(OH)y  The  precipitate  is  filtered  off,  washed  by 
decantation  with  hot  water,  dried,  and  after  burning  the  filter,  is 
ignited  and  weighed  as  NiO.  The  gray'sh-green  oxide  thus  ob- 
tained almost  always  contains  traces  of  silica  (but  no  alkali).*  It 
is  necessary,  therefore,  to  determine  the  amoimt  of  silica  present 
in  order  to  obtain  correct  results.  For  this  purpose  the  oxide  is 
treated  in  the  porcelain  crucible  with  hydrochloric   acid,  evapo- 


*  Or  at  least  only  traces.     Auerbach  found,  at  the  most,  ^  mgm.  alkali 
in  precipitates  weighing  0.1-0.2  gm. 
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rated  completely  to  dryness,  the  dry  residue  is  moistened  with 
concentrated  hydrochloric  acid  and  then  with  hot  water,  filtered 
through  a  small  filter,  washed  with  hot  water,  and  the  filter  together 
with  the  residue  is  ignited  wet  in  a  platinum  crucible. 

It  is  easier  still  to  determine  the  amount  of  nickel  present  by 
igniting  the  weighed  mixture  in  a  current  of  hydrogen  over  the 
blast-lamp.  By  this  means  the  nickel  oxide  is  reduced  to  metallic 
nickel,  while  the  silica  is  unaffected.  After  allowing  to  cool  in 
an  atmosphere  of  hydrogen,  the  crucible  is  again  weighed;  the 
loss  of  weight  corresponds  to  the  weight  of  the  oxygen  originally 
combined  with  the  nickel.  If  the  loss  of  weight  amounted  to 
p  gm.  the  corresponding  amount  of  nickel  may  be  calculated  as 
follows: 

•     O    Ni 

16:58.7=p:x 

58.7 
^=  -16-p. 

(&)  If  the  nickelous  salt  is  precipitated  by  caustic  potash 
solution  without  the  addition  of  bromine,  apple-green  nickelous 
hydroxide  Ni(0H)2  is  precipitated,  which  is  very  difficult  to  filter, 
for  after  long  washing  a  turbid  filtrate  is  obtained,  which  is  not  the 
case  with  nickeUc  hydroxide.  Furthermore  the  precipitate  always 
contains  alkali  as  well  as  silica;  this  cannot  be  reihoved  by  wash- 
ing. The  precipitate  is,  therefore,  ignited,  the  alkaH  is  then  dis- 
solved out  by  treatment  with  water,  the  precipitate  is  again  ignited 
and  weighed,  and  the  amount  of  silica  present  determined  as  above 
described. 

2.  Determination  of  Nickel  as  Metal  by  Electrolysis. 

From  acid  solutions  nickel  is  not  deposited  by  a  current  of 
1-2  amperes. 

From  neutral  solutions  nickel  is  partly  deposited,  but  even  a 
small  amount  of  free  acetic  acid  prevents  this. 

From  alkaline  solutions  nickel  is  readily  deposited  and  on 
account  of  its  simplicity  and  accuracy  this  method  is  to  be  pre- 
ferred over  all  others  for  the  determination  of  nickel. 
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Method  of  Gihbs. 

Nickel  sulphate  or  chloride  (but  not  the  nitrate)  is  dissolved  in 
an  ammoaiacal  solution  of  ammonium  sulphate  and  electrolyzed, 

RequiremenU  and  Procedure. — For  this,  bb  well  as  for  all  other 
electrolytic  determinations,  the  apparatus  shown  in  Fig,  30  may 
beustd. 


Fio,  30. 
B  represents  a  storage-battery,  which  is  found  to-day  in  almost 
an  analytical  laboratories.  The  current  is  led  first  through  the 
resistance  W,  from  here  to  the  decomposition  cell,  then  through 
the  known  resistance  S  (a  resistance  of  1  ohm  is  most  convenient 
to  use),  and  finally  back  to  the  battery.  In  order  that  the  strength 
of  the  current  can  be  measured  at  all  times,  the  two  binding-posts 
of  the  resistance  5  are  connected  with  the  mercury  cups  aa  of  the 
commutator  Q,  while  the  cups  iiii  are  connected  with  the  sensitive 
voltmeter  V.    Since,  according  to  Ohm's  law,  the 

„,       _,     ,            ,      Electromotive  force 
strength  of  current^ feistancj ' 

then  if  the  strength  of  the  current  is  expressed  in  amperes,  the 
electromotive  force  in  volts,  and  the  resistance  in  ohms,  we  have 
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In  case  W^  1  ohm,  then 

and  the  voltmeter  will  show  du^ctly  the  strength  of  the  current 
(amp^es).  If  we  wish  to  know  the  dififerenoe  in  potential  between 
the  two  electrodes  of  the  electrolytic  cell,  it  is  only  necessary  to  con- 
nect the  wires  g  and  p  with  the  anode  and  the  cathode  respectively, 
and  with  the  mercury-cups  cc,  then  by  reversing  the  commutator 
the  voltmeter  wiU  show  the  difference  in  potential  desired. 

The  resiMance  W  is  prepared  by  taking  about  10  meters  of 
nickel  wire  of  about  i  mm.  diameter,  stretching  it  on  a  board 
and  connecting  each  two  neighboring  lengths  by  means  of  a  wide 
brass  hook.  In  Fig.  30  only  one  such  hook  is  shown,  6.  By  moving 
this  connecting  hook  up  or  down  almost  any  desired  resistance 
may  be  obtained. 

The  electrolytic  cell,  according  to  Classen,  should  consist  of  a 
200-c.c.  platinum  dish  with  its  inside  surface  unpolished,  to  serve 
as  the  cathode.  A  platinum  spiral,  such  as  is  shown  in  Fig.  26,  is 
usually  used  for  the.  anode,  or  else  Classen's  "disk-electrode/* 
made  out  of  a  circular  piece  of  platinimi  foil  about  3.5-4  cm.  in 
diameter  and  riveted  to  a  piece  of  heavy  platinmn  wire. 

The  determination  of  nickel  is  carried  out  as  follows:  For  every 
0.26-0.30  gm.  nickel,  present  as  sulphate  or  chloride,  but  not  as 
nitrate,  5-10  gm.  of  ammonium  sulphate  and  30-40  c.c.  of  concen- 
trated ammonia  are  added,  and  the  solution  diluted  with  distilled 
water  to  a  volume  of  150  c.c.  This  solution  is  electrolyzed  at  the  room 
temperature  with  a  cmrent  of  0.5-1.5  amperes  and  an  electromotive 
force  of  2.8-3.3  volts.  The  electrolysis  is  finished  after  three  hours. 
If  the  solution  is  kept  at  a  temperatm^e  of  from  50-60*^  C.  only  about 
one  hour  is  necessary  for  the  deposition,  but  the  author  prefers  to 
work  with  cold  solutions.  The  deposited  metal  adheres  firmly  to  the 
electrode,  is  bright,  and  possesses  almost  the  color  of  platinum. 
After  the  current  has  passed  through  the  cell  for  about  three  hours, 
a  little  of  the  solution  is  removed  by  means  of  a  capillary  tube  and 
tested  with  ammoniimi  sulphide  to  see  if  all  the  nickel  has  been 
deposited.  If  a  black  precipitate  is  not  formed,  the  nickel  is  shown 
to  be  absent. 

The  circuit  is  then  broken,  the  liquid  poured  off,  and  the  plat- 


COBALT.  X15 

inum  dish  is  washed  first  with  water  and  then  with  absolute  alcohol 
(distilled  over  lime)  and  finally  with  ether,  allowed  to  remain  in 
the  hot  closet  at  95^  C.  for  one  minute  and  then  weighed.  The 
results  are  accurate. 

(b)  Method  of  Classen. 

As  electrolyte,  Classen  chooses  nickel-ammonimn  oxalate. 

For  each  0.26-0.3  gm.  of  the  metal  as  sulphate,  5-6  gm.  of 
ammonium  oxalate  are  added  and  150  c.c.  of  water  and  the  solu- 
tion is  electrolyzed  with  a  current  of  1  ampere  at  a  temperature  of 
50-60°  C.  and  with  a  difference  in  potential  of  2.8-3.3  volts.  The 
metal  is  completely  deposited  in  four  hours,  or  if  the  solution  is 
kept  at  the  room  temperature,  in  about  six  hours.  If  a  weaker 
current  is  used,  the  nickel  is  deposited  equally  well,  but  it  is  advisar 
ble  in  this  case  to  increase  the  current  at  the  end  to  1-1.5  amperes 
in  order  to  remove  the  last  traces  of  nickel. 

The  deposited  nickel  is  bright  steel-gray  with  a  slight  reddish 
tinge.  It  is  washed  and  dried  exactly  as  described  xmder  (a). 
The  results  are  excellent. 

COBALTy  Co.     At.  Wt.  59. 
Forms:  Co,  C0SO4. 

I.  Determination  as  Metal. 

The  cobalt  solution  is  heated  to  boiling  in  a  porcelain  evaporat- 
ing-dish,  and  the  cobalt  is  precipitated  as  black  cobaltic  hydroxide 
by  the  addition  of  caustic  potash  and  bromine  water.  The  pre- 
cipitate is  filtered  off,*  dried,  and  ignited.  After  cooling  it 
is  treated  with  water  in  order  to  remove  the  small  amount  of 
alkali  which  is  always  present,  after  which  the  residue  is  ignited 
in  a  stream  of  hydrogen  and  weighed  as  metal.  After  weighing, 
the  metal  is  dissolved  in  hydrochloric  acid,  evaporated  to  dryness, 
the  dry  mass  moistened  with  hydrochloric  acid,  then  treated  with 
water,  and  the  small  residue  of  silicic  acid  is  filtered  off.    This  resi- 

♦  Cobaltic  hydroxide,  unlike  nickelic  hydroxide,  has  the  tendency  of 
giving  a  turbid  filtrate  on  washing.  If,  however,  Schleicher  &  Schiill's 
filter-paper  No.  5S9  (blue  band)  is  used,  none  of  the  precipitate  passes 
through. 
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due  is  ignited  and  its  weight  subtracted  from  that  obtained  after  the 
Ignition  in  hydrogen.  Cobalt  may  also  be  precipitated  as  cobaltous 
hydroxide  by  caustic  potash  alone,  but  the  resulting  precipitate 
is  not  so  easy  to  filter  and  wash  as  the  cobaltic  hydroxide.  The 
precipitation  by  means  of  sodium  carbonate  is  not  so  satisfactory. 
The  oxides  of  cobalt  when  ignited  in  air  yield  a  mixture  of  CoO 
and  C03O4  m  varying  proportions,  so  that  they  are  not  suited  for 
Hie  quantitative  determination  of  cobalt. 

2.  Electrolytic  Determination  of  Cobalt. 

The  electrolytic  determination  of  cobalt  is  very  satisfactory 
and  the  method  of  procedure  is  exactly  as  was  described  imder 
Nickel. 

3.  Determination  as  Sulphate. 

The  method  is  the  same  as  was  described  under  Manganese 
(p.  104). 

ZINC,  Zn.    At.  Wt.  65.4. 
Forms:  ZnO,  ZnS,  Zn. 

I.  Determination  as  Zinc  Oxide. 

The  carbonate,  nitrate,  acetate,  and  oxalate  of  zinc  are  readily 
and  quantitatively  changed  to  zinc  oxide  by  ignition  in  the  air; 
in  the  case  of  the  sulphate,  when  present  in  relatively  large  amounts, 
the  transformation  into  oxide  is  difficult.  Small  amounts  of  the 
sulphate  may  be  changed  to  oxide  by  igniting  over  the  blast-lamp. 
It  is  advisable,  however,  in  case  the  zinc  is  present  as  sulphate,  to 
precipitate  it  from  the  aqueous  solution  as  sulphide  and  weigh  it 
as  such  according  to  2;  or  to  dissolve  the  sulphide  on  the  filter  in 
dilute  hydrochloric  acid,  receiving  the  solution  in  a  weighed  plati- 
num dish,  evaporating  to  dryness  on  the  water-bath,  and  changing 
to  oxide  by  the  method  of  Volhard  as  described  below,  and  weigh- 
ing as  such. 

The  chloride  is  readily  changed  to  oxide,  according  to  Volhard, 
by  gentle  ignition  with  pure  mercuric  oxide.  The  process  is  as 
follows:  The  neutral  solution  of  the  chloride,  contained  in  a 
platinum  dish,  is  treated  with  a  large  excess  of  pure  yellow  mer- 
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curie  oxide*  suspended  in  water  and  evaporated  to  dryness  on 
the  water-bath,  whereby  mercuric  chloride  and  zinc  oxide  are 
formed, 

ZnClj  +  HgO  =  ZnO  +  HgClj, 

both  of  which  are  white  substances.  Enough  mercuric  oxide 
should  be  used  so  that  the  residue  obtained  after  the  evaporation 
is  noticeably  yellow. 

The  dry  mass  is  ignited  under  a  hood  'wdth  a  good  draft  (on 
account  of  the  mercury  vapors  being  poisonous),  at  first  gently  and 
finally  strongly,  and  the  residue  of  zinc  oxide  is  weighed,  both 
mercuric  chloride  and  oxide  being  volatile.  The  results  are 
excellent. 

If  the  solution  contains,  besides  zinc,  also  alkalies,  the  zinc  can 
be  precipitated  as  carbonate  and  changed  to  oxide  upon  ignition. 
The  precipitation  of  the  zinc  carbonate  should  take  place  in  a 
porcelain  dish  and  the  sodium  carbonate  solution  should  be  added 
drop  by  drop  to  the  cold,  barely  acid  solution  free  from  ammonium 
salts.  The  sodiimi  carbonate  is  added  imtil  the  zinc  solution 
becomes  turbid,  when  it  is  heated  to  boiling,  whereby  the  greater 
part  of  the  zinc  is  precipitated  as  granular  zinc  carbonate.  Two 
drops  of  phenol-phthalein  solution  are  then  added  and  enough 
sodium  carbonate  solution  to  impart  a  distinct  pink  color.  In 
this  way  a  precipitate  of  zinc  carbonate  is  obtained  free  from,  alkali, 
which  is  not  the  case  if  the  hot  solution  is  at  once  precipitated 
by  the  addition  of  an  excess  of  sodium  carbonate.t  The  precipitate 
is  filtered  from  the  hot  solution  and  washed  with  hot  water  until 
20  drops  of  the  filtrate  leave  no  residue  on  evaporation.  The  pre- 
cipitate is  dried,  the  greater  part  transferred  to  a  weighed  porce- 

*  The  mercuric  oxide  is  prepared  by  precipitating  a  solution  of  mercuric 
chloride  with  pure  caustic  potash.  The  precipitate  is  allowed  to  settle, 
washed  by  decantation  with  water  imtil  free  from  chloride,  and  kept  sus- 
pended in  water  in  a  bottle  with  a  wide  neck.  A  considerable  amount  of 
the  mercuric  oxide,  say  5-10  gm.,  should  leave  no  weighable  residue  after 
ignition. 

f  In  case  considerable  amounts  of  ammonium  salts  are  present  there 
may  be  no  precipitation.  Sodium  carbonate  should  then  be  added  until 
the  solution  is  slightly  alkaline  and  the  solution  boiled  imtil  all  the  anmionia 
18  expelled. 
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.lain  crucible,  the  filter  burned  by  itself  in  a  platinum  spiral,  and 
the  ash  added  to  the  main  part  of  the  precipitate  in  the  crucible, 
which  is  ignited,  at  first  gently  and  finally  strongly,  over  a  Teclu 
burner  and  weighed*  after  cooling  in  a  desiccator. 

2.  Determination  as  Sulphide. 

This  determination  is  chosen  when  the  zinc  is  present  in  a 
solution  containing  ammoniiun  salts,  or  when  it  is  necessary  to 
separate  zinc  from  alkaline  earths,  alkalies  or  metals  of  this  group. 
Zinc  sulphide  may  be  precipitated  from  ammoniacal  solutions,  or 
from  solutions  containing  free  acetic,  formic,  citric,  or  sulphocyanic 
acids. 

Precipitation  of  ZnS  from  Ammoniacdl  SoliUions. 

The  slightly  acid  solution  is  placed  in  an  Erlenmeyer  flask 
and  treated  with  sodium  carbonate  solution  imtil  a  permanent 
precipitate  is  obtained.  This  is  dissolved  by  the  addition  of  a 
few  drops  of  ammonia,  after  which  for  every  100  c.c.  of  the  solution 
5  gms.  of  ammonium  acetate  (or,  better,  ammoniiun  thiocyanate) 
are  added,  followed  by  a  slight  excess  of  freshly  prepared  ammo- 
nium sulphide,  the  flask  is  nearly  filled  with  boiled  water,  stoppered 
and  allowed  to  stand  twelve  to  twenty-four  hours.  Without  dis- 
turbing the  precipitate,  the  clear  upper  liquid  is  poured  through  a 
Schleicher  &  Schiiirs  filter  No.  590.  The  precipitate  is  covered 
with  a  solution  containing  in  every  100  c.c.  5  gms.  of  ammonium  ace- 
tate (or  ammonium  thiocyanate)  and  2  c.c.  of  ammonium  sulphide 
solution,  shaken,  allowed  to  settle,  and  the  turbid  upper  liquid  is 
poured  through  the  filter,  taking  care  to  receive  the  filtrate  in  a 
fresh  beaker;  in  case  it  comes  through  turbid  it  is  poured  through 
the  filter  again.  The  decantation  is  repeated  three  times,  after 
which  the  precipitate  is  transferred  to  the  filter  and  washed  com- 
pletely with  the  above  solution,  taking  pains  to  keep  the  filter  full 
of  the  wash  liquid  during  the  entire  operation,  finally  washing  with 
water  containing  ammonium  sulphide  only.    The  precipitate  is 


*  If  the  solution  contains  sulphate,  the  precipitate  produced  by  sodium 
carbonate  always  contains  more  or  less  basic  zinc  sulphate,  which  may  easily- 
lead  to  high  results.  In  the  presence  of  sulphates,  therefore,  it  is  adviaable 
to  precipitate  the  zinc  as  sulphide  and  determine  it  as  such  according  to  2. 
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then  dried,  transferred  as  completely  as  possible  to  a  weighed  Booe 
crucible,  the  filter  burned  by  itself  and  the  ash  added  to  the  main 
portion  of  the  precipitate.  The  precipitate  is  now  mixed  with  the 
aid  of  a  platinum  wire,  with  one-third  as  much  pure  sulphur,  covered 
with  a  layer  of  sulphur  and  heated,  as  described  under  Manganese 
(p.  108)  in  a  current  of  hydrogen.  The  crucible  is  finally  allowed 
to  cool  in  the  stream  of  hydrogen  and  from  the  weight  of  the 
zinc  sulphide  the  weight  of  zinc  present  is  calculated, 

ZnS:Zn=p:S 

and  if  a  is  the  amount  of  the  original  substance,  then  the  per  oent. 
of  zinc  is 

Zn  -^v^ 

100  Zn   p     ^    . 

g=    ^  Q    •-"%  zmc. 
ZnS     a 

3.  Electrolytic  Determination  of  Zinc* 

Zinc  may  be  determined  dectrolytically  from  a  solution  of  the 
complex  alkali  cyanides,  as  well  as  from  a  solution  of  the  am- 
monium double  oxalate.  It  is  difficult,  however,  to  obtain  good 
deposits,  so  that  the  author  hesitates  to  reconunend  the  method. 
For  further  details  consult  "Theorie  und  Praxis  der  analytischen 
Electrolyse  der  Metalle,"  by  B.  Neumann. 

Separation  of  Manganese,  Nickel,  Cobalt,  and  Zinc  from 

THE  Alkaline  Earths. 

The  separation  depends  upon  the  insolubility  of  the  sulphides 
of  the  metals  of  this  group  and  the  solubility  of  the  sulphides  of 
the  alkaline  earths. 

Procedure, — ^The  neutral  solution  of  the  chlorides,  contained 
in  an  Erlenmeyer  flask,  is  treated  with  ammonium  chloride  (in 
case  it  is  not  already  present)  and  freshly-prepared  colorless 
ammonium  sulphide  solution  is  added  drop  by  drop  imtil  no 
further  precipitation  takes  place  and  the  liquid  has  a  distinct 
odor  of  ammonium  sulphide.    The  flask  is  then  almost  completely 
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filled  with  boiled  water,  corked,  and  allowed  to  stand  twelve  hours. 
The  precipitate  is  then  filtered  and  washed  as  described  in  the 
Determination  of  Zinc  (p.  118). 

If  only  a  small  amount  of  alkaline-earth  metals  are  present  and 
the  ammonimn  sulphide  solution  is  entirely  free  from  ammonium 
carbonate,  the  separation  is  usually  complete  after  one  precipita- 
tion; in  the  presence  of  considerable  calcimn,  strontium,  barium, 
or  magnesium  the  sulphide  precipitate  will  always  be  more  or  less 
contaminated  with  these  substances,  so  that  the  precipitation 
must  be  repeated.  For  this  purpose  the  washed  precipitate  is 
dried,  transferred  as  completely  as  possible  to  a  porcelain  crucible, 
the  filter-paper  burned  in  a  platinum  spiral  and  the  ash  added  to  the 
main  part  of  the  precipitate  in  the  crucible,  which  is  now  covered 
with  a  watch-glass,  treated  with  dilute  hydrochloric  acid,  and 
heated  to  boiling  after  the  evolution  of  hydrogen  sulphide  has 
ceased,  in  order  to  remove  all  of  the  hydrogen  sulphide.  A  very 
little  concentrated  nitric  acid  is  now  added  and  the  mixture  warmed 
until  the  precipitate  is  completely  dissolved;  the  solution  is  evapo- 
rated to  dryness,  treated  with  a  little  concentrated  hydrochloric 
acid,  and  again  evaporated  to  dryness  in  order  to  change  to  chloride 
any  nitrate  that  may  have  been  formed.  The  dry  mass  is  moistened 
with  a  few  drops  of  concentrated  hydrochloric  acid,  dissolved  in  hot 
water,  and  the  slight  residue  of  sulphur  filtered  off,  which,  in  case 
barium  is  present,  always  contains  a  small  amount  of  bariimi 
sulphate,  and  is  therefore  washed  with  hot  water,  dried,  ignited 
in  a  porcelain  crucible,  and  weighed.  The  filtrate  is  then  precipi- 
tated exactly  as  before  by  the  addition  of  ammonium  sulphide. 

In  case  nickel  is  present,  a  too  great  excess  of  ammonium 
sulphide  must  be  carefully  avoided,  as  otherwise  the  nickel  sulphide 
will  pass  through  the  filter  (cf .  Vol.  I,  p.  129).  In  all  cases,  how- 
ever the  filtrate  should  be  tested  for  nickel  by  acidifying  with 
acetic  acid,  heating  to  boiling,  and  passing  hydrogen  sulphide  into 
the  solution.  If  a  slight  black  precipitate  is  produced  by  this 
treatment,  it  is  filtered  off  and  combined  with  the  main  precipi- 
tate (cf.  p.  125).  The  filtrate  containing  the  alkaline -earth 
metals  is  freed  from  anmaonium  salts  by  evaporating  to  dryness^ 
dissolved  in  hydrochloric  acid,  and  examined  as  described  on  p. 
70  et  seq. 
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Remark. — ^The  ammonium  sulphide  solution  used  in  the  above 
separation  must  be  free  from  ammonium  carbonate.  As,  however, 
all  conmiercial  ammonia  contains  this  salt,  it  must  be  freed  from 
carbonate  before  being  used  for  the  preparation  of  ammonium 
sulphide  solution.  For  this  purpose,  about  10  gms.  of  freshly- 
slaked  lime  are  added  to  500  c.c.  of  concentrated  ammonia  con- 
tained in  a  liter  flask  that  is  connected  with  a  condenser.  The 
condenser  is  closed  by  means  of  a  tube  containing  soda-lime,  and 
the  contents  of  the  flask  are  allowed  to  stand  for  a  day  with  fre- 
quent shaking.  After  this,  from  300-400  c.c.  of  water  are  placed 
in  a  flask  and  boiled,  meanwhile  passing  through  the  water  a  current 
of  air  that  has  been  freed  from  all  traces  of  carbon  dioxide  by 
passing  through  concentrated  caustic  potash  solution  and  then 
through  a  tower  filled  with  soda-lime.  The  water  is  allowed  to  cool 
in  this  air-stream.  The  flask  containing  the  anunonia  is  then 
placed  on  the  water-bath  in  such  a  position  that  the  condenser- 
tube  is  inclined  slightly  upwards,  and  this  is  connected  with  the 
delivery-tube,  through  which  the  air  previously  passed  into  the 
flask  of  boiling  water.  By  warming  the  water-bath  the  ammonia 
is  now  distilled  over  into  the  flask  containing  the  boiled  water, 
by  which  it  is  completely  absorbed.  By  saturating  a  part  of  this 
ammonia  with  hydrogen  sulphide,  a  solution  of  anunoniiun  sul- 
phide is  prepared  suitable  for  the  above-described  separation. 

SEPARATION  OF  THE  BIVALENT  FROM  THE  TRIVALENT  METALS 

OF  THE  Ammonium  Sulphide  Group. 

This  separation  is  often  designated  as  that  of  the  protoocides 
from  the  sesquioxides;  this  designation  is  not  applicable  in  the 
case  of  titanium  and  uranyl  derivatives. 

I.  The  Barium  Carbonate  Method. 

This  method  depends  upon  the  fact  that  ferric,  aluminium,  and 
chromic  salts  (as  well  as  titanic  and  uranyl  salts)  are  precipitated 
in  the  cold  by  barium  carbonate,  while  manganese,  nickel,  cobalt, 
zinc,  and  ferrous  salts  are  not.  The  trivalent  metals  are  strongly 
decomposed  hydroly tically : 

FeCa, + HOH?:t(HCl) + Fe(OH)Ca,. 
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Free  acid  and  a  basic  salt  are  formed  by  this  hydrolysis,  the  com- 
position of  the  latter  depending  upon  the  mass-action  of  the  water 
and  the  temperature.  If  the  free  acid  is  removed  by  the  addition 
of  barixun  carbonate,  the  equilibrium  is  disturbed  and  the  hydrolysis 
goes  further  until  finally  the  insoluble  hydroxide  is  formed: 

Fe(OH)ci,+2HOH=2Hci+Fe(OH)3. 

The  barium  carbonate,  then,  serves  only  to  neutralize  the  acid 
set  free  by  the  hydrolysis,  and  the  total  reaction  is  expressed 
by  the  following  equation: 

2F;ci3+6H6H+3BaCO,^3BacU2Fe(OH),+  gg  q'^cO  ' 

The  salts  of  the  bivalent  metals  are  not  subject  to  this  hy- 
drolysis in  the  cold,  consequently  they  are  not  precipitated  by 
the  addition  of  barium  carbonate.  On  warming,  however,  they 
are  hydrolyzed  to  an  appreciable  extent  and  are  then  precipitated 
by  barium  carbonate. 

Procedure. — Sodium  carbonate  solution  is  added  drop  by  drop 
to  the  slightly  acid  solution  of  the  chlorides  or  nitrates,  but  not 
the  sulphates,*  of  the  metals,  in  an  Erlenmeyer  flask  until  a  slight, 
permanent  turbidity  is  produced,  which  is  then  redissolved  by 
the  addition  of  a  few  drops  of  dilute  hydrochloric  acid.  The 
solution  is  diluted  and  treated  with  pure  barium  carbonate  t 
(suspended  in  water)  until  after  thoroughly  shaking  an  excess  of  the 
latter  remains  on  the  bottom  of  the  flask.  The  flask  is  closed 
and  allowed  to  stand  for  several  hours  with  frequent  shaking.  The 
clear  liquid  is  then  decanted  off,  the  residue  treated  with  cold 
water  and  again  decanted.  This  decantation  is  repeated  three 
times,  after  which  the  precipitate  is  transferred  to  the  filter  and 
completely  washed  with  cold  water.  The  precipitate  contains  all 
of  the  iron,  aluminium,  chromium,  titanium,  and  uranium  in  the 
presence  of  the  excess  of  barium  carbonate.  The  filtrate  contains 
the  bivalent  metals  and  barium  chloride. 

The  precipitate  is  dissolved  in  dilvie  hydrochloric  acid,  boiled 

*  Barium  carbonate  will  precipitate  the  bivalent  metals  when  sulphates 
are  present,  e.g. : 

ZnSO,  +  BaCO, = ZnCO,+  BaSO^. 

t  The  barium  carbonate  must  be  free  from  alkali  carbonate. 
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to  remove  the  carbon  dioxide,  and  the  iron,  ahiminium,  chromium 
(titaniiim  and  uraniimi)  are  separated  from  the  barium  *  by  double 
precipitation  with  ammoniiun  sulphide  as  described  on  p.  119. 
The  iron,  aluminium,  chromixun  (titaniiun  and  uranium)  are  sepa- 
rated from  one  another  as  described  on  pp.  99  and  100. 

The  filtrate  from  the  bariiun  carbonate  precipitation  is  freed 
from  barium  by  the  addition  of  sulphuric  acidf  to  the  boiling 
solution  after  it  has  been  made  acid  with  hydrochloric  acid.  The 
barium  sulphate  is  filtered  off  and  the  monoxides  are  separated 
from  one  another  as  described  on  p.  125. 

Remark. — ^The  above  separation  of  the  sesquioxides  from  the 
protoxides  is  not  absolutely  certain  in  the  presence  of  nickel  and 
cobalt.  In  this  case,  particularly  when  considerable  iron  is  pres- 
ent)  the  precipitate  produced  by  barium  carbonate  contains  small 
amounts  of  nickel  and  cobalt.  This  difficulty  can  be  overcome, 
however,  by  adding  ammonium  chloride  to  the  solution  (3-5  gms. 
for  each  100  c.c.  of  solution)  before  precipitating  with  bariiun 
carbonate;  the  separation  is  then  satisfactory. 

SEPARATIOF  of  iROFy  ALUMimXTM    AND  TITANIUM  (BUT  NOT 

Chromiuh  and  uranixtm)  from  Manganese,  nickel,- 
Cobalt,  and  Zinc. 

2.  Basic  Acetate  Method. 

The  slightly  acid  solution  of  the  chlorides,  contained  in  a  large 
beaker,  is  treated  with  sodiiun  carbonate  solution  in  the  cold  imtil 
a  slight  permanent  opalescence  is  obtained,  which  is  then  redis- 
solved  by  the  addition  of  a  few  drops  of  dilute  hydrochloric  acid. 
About  5  gms.  of  sodium  J  or  ammonium  acetate  are  added,  the  solu- 
tion diluted  to  600-700  c.c.  for  each  0.3-0.5  gm.  Fe,  after  which 
it  is  boiled  for  one  minute,  the  flame  removed  (the  precipitate 


*Mo6t  authorities  reoommend  precipitating  the  barium  first  with  sul- 
phuric acid  and  then  separating  the  iron,  aluminium,  etc.  The  precipitate 
of  barium  sulphate  always  contains  small  amoimts  of  the  heavy  metals, 
so  that  the  author  prefers  the  above  procedure. 

t  Or,  better,  by  double  precipitation  with  ammonium  sulphide. 

X  Sodiimi  acetate  often  contains  sodiima  carbonate  and  its  solution  tkea 
reacts  alkaline.  In  this  case  it  should  be  dissolved  in  water  and  made 
slightly  acid  with  acetic  acid  before  adding  it  to  the  solution. 
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becomes  slimy  on  long  boiling),  the  precipitate  allowed  to  settle 
and  filtered  hot,  being  washed  three  times  by  decantation  with 
boiling  water  containing  ammonium  or  sodium  acetate.  The  pre- 
cipitate is  then  dissolved  in  as  little  hydrochloric  acid  as  possible 
and  the  above  process  repeated.  The  second  precipitate  after 
being  filtered  and  washed  is  dissolved  in  hydrochloric  acid  and 
the  iron  and  aluminium  separated  as  described  on  p.  94.  The 
combined  filtrates  containing  the  monoxides  are  acidified  with 
10-20  c.c.  of  concentrated  hydrochloric  *  acid,  evaporated  almost 
to  dryness,  dissolved  in  a  little  water,  the  manganese,  nickel,  cobalt, 
and  zinc  precipitated  by  ammonium  sulphide  as  described  on 
p.  119,  and  analyzed  according  to  p.  125. 

Remark. — ^This  procedure  requires  practice.  It  is  especially 
suited  for  the  separation  of  iron  and  titanium  from  the  protoxides; 
the  separation  is  usually  less  satisfactory  with  aluminium,  so  that 
in  case  considerable  amounts  of  the  latter  are  present,  the  barium 
carbonate  separation  is  to  be  preferred. 

SEPARATION    OF    IROF    AND    ALUMINIUM    FROM    MANGANESE, 

NICKEL)  Cobalt,  and  Zinc. 

3.  Sodium  Succinate  Method. 

This  method,  applicable  for  the  separation  of  large  quantities 
of  iron  from  small  quantities  of  manganese,  nickel,  etc.,  is  based 
upon  the  fact  that  ferric  iron  is  quantitatively  precipitated  from 
neutral  solutions  as  light-brown  ferric  succinate  by  the  addition  of 
neutral  alkali  succinate  solution,  while  manganese,  nickel,  etc., 
remain  in  solution. 

Procedure, — In  case  the  solution  contains  free  acid  and  all  the 
iron  is  in  the  ferric  form,  it  is  neutralized  with  ammonia  imtil  a 
reddish-brown  coloration  is  formed,  when  sodium  or  ammonium 
acetate  is  added  imtil  the  color  becomes  a  deep  brown,  and  then  the 
solution  of  alkaU  succinate,  after  which  the  mixture  is  warmed 
gently,  allowed  to  cool,  filtered,  and  washed  at  first  vnih  cold  water, 
then  with  warm  water  containing  anunonia,  until  20  drops  of  the 


*  In  order  to   prevent  precipitation  of  difficultly  soluble  manganese 
dioxide. 
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filtrate  leave  no  residue  when  evaporated  to  dryness  on  platinum. 
By  means  of  the  washing  with  ammonia^  the  ferric  succinate  is 
changed  to  ferric  hydroxide  which  is  dried  and  weighed  as  ferric 
oxide  after  ignitioa  in  a  porcelain  crucible.  If  aliuninium  is  present, 
the  ignited  residue  is  lurther  analyzed  as  described  on  p.  94.  The 
bivalent  metals  in  the  filtrate  are  best  precipitated  by  the  addition 
of  anmionium  sulphide  and  analyzed  as  follows: 

Separation  of  the  Bivalent  metals  of  the  Ammonium 
Sulphide  Group  from  One  Another. 

Separation  of  Zinc  from  Nickel^  Cobalt,  and  Manganese. 

All  methods  for  this  separation  rest  upon  the  slight  solubility 
of  zhic  sulphide  and  the  ready  solubility  of  the  remaining  sulphides 
in  their  «tate  of  formation.*  At  this  point  it  may  be  well  to  say 
a  few  words  with  regard  to  the  most  recent  explanation  of  the 
process  that  takes  plac&  in  the  solution  of  electrolytes. 

Solubility  Product. 

Inasmuch  as  no  substance  is  absolutely  insoluble  in  water,  it 
follows  that  in  every  case  where  a  precipitate  is  produced  the  solu- 
tion is  saturated  with  the  substance  and  (according  to  Ostwald)  in 
the  case  of  difficultly  soluble  substances  the  dissolved  portion  is 
practically  completely  dissociated  electrolyticaUy.  The  binary  sub- 
stance A  J  consisting  of  the  elements  B  and  C,  is  decomposed  in 
aqueous  solution  according  to  this  scheme: 

If  the  concentrations  of  the  ions  B  and  C  are  designated  by  h  and 
c,  and  that  of  the  undissociated  portion  by  a,  then  according  to 
the  mass-action  law  the  following  relation  holds  for  any  given 
temperature: 

h'C 


a 


=  constant. 


*  Nickel  and  cobalt  sulphides  when  onoe  formed  are  insoluble  in  dilute 
acids.  These  substances  probably  exist  in  two  allotropic  modifications, 
of  which  one  is  soluble  and  the  other  insoluble.  The  soluble  form  has 
never  been  isolated. 
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Every  increase  of  6  or  c  causes,  therefore,  an  increase  of  a,  and, 
as  the  solution  is  already  saturated  with  A,  this  will  produce 
precipitation  of  the  substance. 

This  product  (6-c),  which  if  exceeded  causes  a  supersaturation 
of  the  solution,  and  consequently  precipitation,  is  caUed  the  aolu- 
bility  product.  If,  therefore,  in  any  solution  the  solubility  product 
is  already  reached,  then  the  solution  is  sat\u*ated  with  respect  to 
the  substance  A,  and  if  the  solubility  product  is  not  reached  then 
the  liquid  exerts  a  solvent  action  upon  the  solid  substance. 

Explanation  of  the  Solution  of  Sulphides  in  Acids. 

According  to  the  above  theor}'^,  the  solution  of  a  sulphide  (e.g.^ 
zinc  sulphide)  in  acid  is  conceived  to  take  place  as  follows: 

On  treating  the  solid  sulphide  with  water,  a  part  of  the 
salt  is  dissolved  until  the  solubility  product  is  reached.  This, 
almost  inappreciable  amount  is  practically  completely  dissociated 
into  ions.  On  adding  acid  to  the  solution,  the  positive  hydrogen 
ions  unite  with  the  n^ative  sulphur  ions  to  form  neutral  hydrogen 
sulphide,  which  being  a  very  weak  acid  is  only  dissociated  to  a 
slight  extent,  so  that  sulphur  ions  d  sappear  from  the  solutii  n 
and  the  solubility  product  of  zinc  sulphide  is  no  longer  reached: 

I.  ZnS+2Hci  =  H,S-f  ZnCi,. 

The  liquid,  therefore,  dissolves  more  of  the  solid  zinc  sulphide  and 
the  above  reaction  again  takes  place  and  this  process  is  repeated 
until  all  of  the  zinc  sulphide  is  brought  into  solution.  The  solu- 
bility of  a  sulphide  in  acid,  therefore,  is  proportional  to  its  solubility 
product  and  to  the  concentration  of  the  hydrogen  ions.  If  we, 
then,  desire  to  precipitate  zinc  by  means  of  hydrogen  sulphide 
from  a  neutral  solution  of  an  inorganic  compound,  the  following 
consideration  shows  us  how  this  may  be  accomplished:  If  hydro- 
gen sulphide  is  conducted  into  a  solution  containing  zinc  com- 
bined with  a  mineral  acid,  the  zinc  is  indeed  precipitated,  but  as 
the  amount  of  zinc  sulphide  formed  increases,  there  is  an  increase 
in  the  concentration  of  the  hydrogen  ions: 

SH* 
II.  ZnCl,+2H8H  =  Zn<^        +2HC1. 

sSH 


*  The  Zn(SH),  is  at  once  decomposed  into  ZnS  and  H^. 
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The  precipitation  is,  therefore,  incomplete.  It  can  be  made 
complete,  however,  if  we  can  avoid  this  increase  in  the  concentra- 
tion of  the  hydrogen  ions.  This  can  take  place  by  replacing  the 
mineral  acid  formed  by  a  weaker  acid,  i.e.  one  which  is  only  slightly 
dissociated,  so  that  the  solution  will  contain  fewer  hydrogen  ions. 

The  following  methods  depend  upon  this  principle. 

Method  of  Smith  and  Brunner.'i' 

Procedure. — ^The  hydrochloric  acid  solution  of  the  four  metals 
is  treated  with  sodium  carbonate  until  a  permanent  precipitate  is 
formed,  which  is  redissolved  by  the  addition  of  a  few  drops  of  very 
dilute  hydrochloric  acid.  Into  this  almost  neutral  solution  hydro- 
gen sulphide  is  passed  for  five  minutes,  then  a  few  drops  of  a  very 
dilute  solution  of  sodium  or  ammonimn  acetate  are  added  and  the 
solution  is  saturated  with  hydrogen  sulphide,  allowed  to  stand 
overnight,  filtered,  and  washed  with  hydrogen  sulphide  water  which 
contains  in  every  100  c.c.  2  gms.  of  ammoniimi  salt  (either  the  chlo- 
ride, sulphate,  or  sulphocyanate).  The  zinc  is  then  determined 
either  as  oxide  or  sulphide  according  to  the  methods  described 
on  pp.  116  and  118. 

Remark, — Inasmuch  as  the  exact  amount  of  acid  to  be  set  free 
is  imknown,  it  is  impossible  to  tell  exactly  how  much  alkali  acetate 
is  necessary,  and  herein  lies  the  chief  difficulty.  If  too  much  alkali 
acetate  is  added,  some  nickel  or  cobalt  sulphide  may  be  precipitated 
(shown  by  the  gray  color  of  the  zinc  precipitate).  If  not  enough 
alkali  acetate  is  added,  the  zinc  will  not  be  completely  precipitated* 
The  following  separation  is  more  certain. 

Method  of  CI.  Zimmerman.f 

Procedure. — ^The  weakly  acid  solution  is  treated  with  sodiima 
carbonate  solution  until  a  permanent  precipitate  is  formed,  which 
is  redissolved  by  the  addition  of  a  few  drops  of  very  dilute  hydro- 
chloric acid,  then  for  everj'^  80  c.c.  of  the  solution  10,  or  at  the  most 
15,  drops   of   double-normal    hydrochloric   acid,t  and  10  c.c.  of 


*Chem.  Centralbl.,  1895,  26. 

t  Ann.  d.  Chem.  u.  Pharm.,  199  (1879),  p.  3;  204  (1880),  p.  226. 

X  The  addition  of  hydrochloric  acid  is  in  all  cases  necessary,  because  other- 
wise nickel  sulphide  will  be  precipitated  with  the  zinc  sulphide,  especially 
when  considerable  nickel  and  little  zinc  are  present. 
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ammonium  sulphocyanate  (1:5)  solution  are  added,  after  which  the 
solution  is  heated  to  about  70°  C.  and  is  saturated  with  hydrogen 
sulphide.  At  first  the  solution  becomes  only  slightly  turbid,  but 
after  some  time  pure  white  zinc  sulphide  is  thrown  down  in  clouds, 
constantly  becoming  denser.  After  the  solution  has  become  sat- 
urated with  hydrogen  sulphide,  the  beaker  is  covered  and  aUowed 
to  stand  in  a  moderately  warm  place  until  the  precipitate  has  set- 
tled and  the  upper  liquid  is  clear,  after  which  the  precipitate  is 
filtered  and  washed,  as  described  in  the  method  of  Smith  and 
Brunner. 

From  the  filtrate  nickel,  cobalt,  and  manganese  are  precipitated 
by  means  of  ammonium  sulphide,  filtered  and  separated  according 
to  the  following  methods. 

Remark. — ^What  is  the  part  played  by  the  ammonium  sul- 
phocyanate in  this  determination?  Certainly  it  cannot  act  the 
same  as  the  ammonium  acetate  in  the  Smith-Bnmner  method,  for 
sulphocyanic  acid  is  not,  like  acetic  acid,  a  weak  acid,  but  a  very 
strong  one,  almost  as  strong  as  hydrochloric  acid  itself,  and  the 
dissociation  of  strong  acids  is  only  slightly  influenced  by  the  ac  j- 
tion  of  their  neutral  salts. 

Ammonium  sulphocyanate  probably  simply  "salts  out"  the 
zinc  sulphide  (cf.  Vol.  I,  p.  71). 

By  the  action  of  hydrogen  sulphide  upon  the  zinc  salt,  zinc  sul- 
phide is  produced  both  in  the  hydrogel  and  hydrosol  forms  and  the 
ammonium  sulphocyanate  changes  the  latter  into  the  insoluble 
hydrogel.  If  this  explanation  is  correct,  the  separation  of  zinc 
from  nickel,  etc.,  will  succeed  equally  well  if  the  ammoniiun  sul- 
phocyanate is  replaced  by  ammonium  chloride  or  ammonium  sul- 
phate.   That  this  is  the  case  is  shown  by  the  following  method. 

<<  Salting-out  Method." 

Experiments  were  performed  by  G.  H.  Kramers  in  order  to 
determine  whether  the  separation  of  zinc  from  nickel  and  cobalt 
could  be  accomplished  in  weakly  acid  solutions  by  hydrogen  sul- 
phide after  the  addition  of  any  ammonium  salt  of  a  strong  acid.* 
The  results  obtained  showed  this  to  be  possible. 

Procedure, — ^The  solution  containing  the  nickel  and  zinc  either 

-"■ —^—^ 

*  Or  any  other  salt,  e.g.,  a  potassium  salt. 
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in  the  form  of  siilphate  or  chloride  (the  sum  of  the  oxides  present 
amountmg  to  about  \  per  cent,  of  the  weight  of  the  solution)  is 
treated  with  8-10  drops  of  double-normal  hydrochloric  acid  and 
about  2  per  cent,  of  ammonium  sulphate  (referred  to  the  total 
amount  of  liquid)  and  the  solution  is  saturated  at  50°  C.  with 
hydrogen  sulphide;  the  warm  solution  is  allowed  to  stand  until  the 
pure  white  precipitate  of  zinc  sulphide  has  settled  out  and  is  then 
treated  exactly  as  described  under  the  Method  of  Zimmerman. 

ResvUs, — In  the  following  experiments  a  zinc  sulphate  solution 
containing  5.890  gms.  zinc  to  the  liter  and  a  solution  of  nickel  sul- 
phate containing  5.320  gms.  nickel  to  the  liter  were  used. 
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ion  of  Manganese  from  Nickel  and  Cobalt. 

The  solution  of  the  chlorides  or  sulphates  is  treated  with  an 
excess  of  sodium  carbonate,  strongly  acidified  with  acetic  acid, 
and  for  each  gram  of  nickel  or  cobalt  present  5  gms.  of  ammonium 
acetate  are  added,  the  solution  is  diluted  to  100-200  c.c,  heated  to 
70-80**  C,  saturated  with  hydrogen  sulphide^  filtered,  and  washed 
with  hot  water.  The  manganese  is  in  the  filtrate,  and  the  nickel 
and  cobalt  are  in  the  precipitate. 

Remark. — ^The  filtrate  often  contains  small  amounts  of  nickd 
and  cobalt.  In  order  to  remove  these  metals,  the  solution  should  be 
concentrated  and  colorless  ammonium  sulphide  added.    It  is  then 
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made  slightly  acid  with  acetic  acid,  warmed,  and  filtered.  In 
case  a  precipitate  of  nickel  or  cobalt  sulphides  is  formed  by 
this  treatment,  the  filtrate  is  again  tested  in  the  same  way  and  the 
process  repeated  until  no  further  precipitation  is  produced. 

Separation  of  Cobalt  from  Nickel. 

(a)  Fisher^s  Potassium  Nitrite  Method.* 

•The  concentrated  solution  containing  salts  of  both  metals  is 
treated  with  pure  potassium  hydroxide  to  alkaline  reaction,  made 
slightly  acid  with  acetic  acid,  and  to  this  a  concentrated  solution 
of  pure  potassium  nitritet  that  has  been  made  slightly  acid  with 
acetic  acid  is  added.  After  vigorous  stirring,  the  mixture  is 
allowed  to  stand  twenty-four  hours  in  a  warm  place.  Before  filter- 
ing, a  little  of  the  clear  solution  is  pipetted  off  and  treated  with 
more  potassium  nitrite  to  see  if  the  precipitation  of  the  cobalt 
has  been  complete.  If  a  precipitate  is  formed,  the  whole  solution 
is  treated  with  more  potassium  nitrite  and  again  allowed  to  stand 
until  complete  precipitation  is  effected.  The  precipitate  is  then 
filtered  and  washed  with  a  barely  acid  5  per  cent,  solution  of  potas- 
sium nitrite  J  until  1  c.c.  of  the  filtrate  after  being  boiled  with 
hydrochloric  acid  and  treated  with  caustic  potash  and  bromine 
water  no  longer  gives  a  black  precipitate  of  nickelic  hydroxide. 
The  cobalt  precipitate  is  then  transferred  by  means  of  a  spatula 
to  a  porcelain  dish,  covered,  and  hydrochloric  acid  is  gradually 
added  until  there  is  no  further  evolution  of  nitric  oxide,  after  which 
the  cobalt  is  precipitated  by  means  of  caustic  potash  and  bromine 
water  and  determined  as  described  on  p.  115. 

*  Pogg.  Annal.,  72,  477;  see  also  Freseniua,  Quantitative  Analysis. 

t  CJommercial  95  per  cent,  potassium  nitrite  often  contains  small  amounts 
of  potassium  silicate,  and  on  acidifying  with  acetic  acid  flocks  of  silicic  acid 
are  precipitated,  which  must  be  filtered  off  before  using. 

X  It  is  usually  stated  that  the  precipitate  should  be  washed  with  a  10  per 
cent,  potassium  acetate  solution  to  which  a  little  potassium  nitrite  has  been 
added.  Potassium  acetate  is  chosen  because  it  can  be  afterwards  removed 
by  washing  with  alcohol,  which  is  necessary  according  to  the  method  of 
Brauner,  Zeit.  f.  anal.  Chem.,  16,  195  (potassium  acetate  is  readily  soluble 
in  alcohol,  but  potassium  nitrite  only  difficultly  so).  If,  however,  the  above- 
described  proced\u«  is  used  it  is  not  necessary  to  remove  the  excess  of  the 
potassium  salt. 
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The  filtrate  containing  the  nickel  is  treated  with  hydrochloric 
acid  until  the  nitrite  is  completely  decomposed,  and  the  nickel  is 
then  precipitated  as  black  nickelic  hydroxide  by  caustic  potash 
and  bromine  water,  filtered,  washed,  and  changed  to  the  metal  as 
described  on  p..  111. 

Remark. — ^This  method  gives  reliable  results  provided  the 
solution  is  free  from  alkaline  earths.  In  the  latter  case  the  nickel 
and  alkaline-earth  metals  are  precipitated  with  the  cobalt.  (Cf. 
Vol.  I,  p.  131.) 

{f>)  Liebig's  Potassium  Cyanide  Method* 

This  method  is  based  upon  the  different  behavior  of  the  com- 
plex cyanogen  compounds  of  both  metals  towards  bromine  or 
chlorine  in  alkaline  solution.     (Cf.  Vol.  I,  pp.  130  and  135.) 

Procedure. — The  neutral  solution,  which  may  contain  only 
nickel,  cobalt,  and  the  alkalies,  is  treated  with  an  excess  of  purest 
98  per  cent,  potassiiun  cyanide  and  5  gms.  of  pure  potassium  hy* 
droxide,  after  which  bromine  water  is  added,  with  constant  stirring, 
until  no  more  nickelic  hydroxide  is  precipitated.  Care  must  be 
taken  that  the  solution  remains  strongly  alkaline  until  the  end 
of  the  process;  upon  this  point  depends  the  success  of  this  excellent 
method.  When  the  precipitation  is  complete,  the  solution  is 
diluted  with  cold  water  and  the  nickel  determined  as  metal,  as 
described  on  p.  112. 

The  cobalt  remains  in  the  filtrate  as  potassium  cobalticyanide. 
After  the  addition  of  dilute  sulphuric  acid,  the  solution  is  evapo- 
rated as  far  as  possible  on  the  water-bath,  a  little  concentrated 
sulphuric  acid  is  added,  and  the  residue  is  heated  over  a  free  flame 
imtil  dense,  white  fumes  are  evolved  and  the  effervescence  has 
ceased: 

2K,Co(CN),-f  12H2SO,+  12H20  = 

2CoS0, 4-  3KjS0,  + 1  ICO  +  CO^ + 6(NH,),S0, + SO3. 

After  cooling,  the  residue  is  dissolved  in  water,  the  cobalt  pre- 
cipitated by  the  addition  of  bromine  water  and  potassium  hydrox- 
ide, filtered,  dried,  and  determined  as  metal  according  to  p.  115. 


*  Ann.  d.  Chem.  u.  Pharm.,  66,  244;  87,  128. 
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(c)  Liebi^s  Mercuric  Oxide  Method. 

In  this  method  advantage  is  taken  of  the  fact  that  potassium 
nickelocyanide,  like  almost  all  other  complex  cyanogen  compounds, 
is  decomposed  by  mercuric  oxide,  whereas  potassium  cobalticyanide, 
on  the  contrary,  is  unaffected: 

K,Ni(CN), + 2HgO  4-  2H,0  =  Ni(OH), + 2K0H + 2Hg(CN),. 

Procedure, — ^A  slight  excess  of  pure  potassium  cyanide  is  added 
to  the  neutral  solution,  which  is  then  heated  on  the  water-bath 
for  at  least  one  hour  in  order  to  change  the  potassium  cobaltocyanide 
to  potassium  cobalticyanide  (cf .  Vol.  I,  p.  135).  The  solution  is  then 
treated  with  a  suspension  of  mercuric  oxide  in  water  and  heated 
for  a  long  time,  with  frequent  stirring,  upon  the  water-bath.  The 
decomposition  is  complete  after  one  or  two  hours.  The  solution 
is  diluted  somewhat  with  hot  water,  and  the  precipitate,  consisting  of 
nickelous  hydroxide  and  the  excess  of  mercuric  oxide,  is  filtered 
off,  dried,  ignited  under  a  hood  with  a  good  drafts  and  the  residue 
of  nickel  oxide  is  changed  to  metal,  according  to  p.  112,  and 
weighed  as  such.  The  filtrate  containing  potassium  cobalticya- 
nide and  mercuric  cyanide  is  treated  with  sulphuric  acid  exactly 
as  described  under  (b)  and  the  cobalt  determined  as  metal. 

The  author  has  also  tested  and  found  satisfactory  the  method  of 
ninsky  and  Knorre*;  but  it  seems  to  have  no  advantages  over 
the  above-described  procedures. 

Recently  Rosenheim  and  Huldschinskyf  have  applied  Vogel's 
qualitative  test  for  cobalt  (cf.  Vol.  I,  p.  137)  to  the  quantitative 
separation  of  this  metal  from  nickel,  and  have  obtained  exoeUent 
results. 

*  Berichte,  18,  669.  t  ^bid.,  84,  205a 
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METALS  OF  GROUP  H. 

MERCURY,  LEAD.  BISMUTH,  COPPER,  CADMIUM,  ARSENIC, 
ANTIMONY,  TIN  (PLATINUM,  GOLD,  SELENIUM,  TELLURIUM, 
MOLYBDENUM,  GERMANIUM,  TUNGSTEN,  AND  VANADIUM). 

A.    SULPHO-BASES. 
MERCURY,  LEAD,  BISMUTH,  COPPER,  CADMIUM. 

MERCURY,  Hg.     At.  Wt.  200.3. 

Forms:  HgS,  HgjCl,,  and  Hg. 

Determination  as  Sulphide. 

(a)  By  Precipitation  with  Hydrogen  Sulphide, 

The  solution  containing  no  oxidizing  substances  (FeClj,  CI, 
much  HNOj,  etc.)  and  the  mercury  entirely  as  mercuric  salt  is 
saturated  with  hydrogen  sulphide  in  the  cold,  the  precipitate 
allowed  to  settle,  filtered  through  a  Gooch  crucible,  washed  with 
cold  water,  dried  at  105°-110®  C.  and  weighed. 

Remark, — ^This  method  affords  excellent  results  and  should  be 
used  whenever  possible.  Unfortunately,  however,  it  is  not  always 
applicable,  for  in  most  cases  the  solution  to  be  analyzed  contains 
strong  nitric  acid  (obtained  by  the  solution  of  impure  mercuric 
sulphide  in  aqua  regia,  by  the  decomposition  of  organic  mercury 
compounds  by  the  method  of  Carius,  or  by  the  oxidation  of  mercurous 
salts).  It  is  not  possible  to  expel  the  excess  of  nitric  acid  by 
evajxjrating  the  solution  with  hydrochloric  acid,  because  consider- 
able amounts  of  mercuric  chloride  are  thereby  volatilized  with 
the  escaping  steam.  Thus  50  c.c.  of  a  mercuric  chloride  solution 
containing  0.5235  gm.  of  the  salt,  treated  with  10  c.c.  of  nitric 
acid  and  evaporated  on  the  water-bath  five  times  almost  to  drjmess, 
with  the  addition  each  time  of  50  c.c.  concentrated  hydrochloric 
acid,  yielded  in  separate  experiments  0.3972  gm.  mercuric  sulphide 
« 88.56  per  cent,  and  0.3695  gm.  mercuric  sulphide  =  82.39  per 
cent.,  or,  in  other  words,  a  loss  of  1 1-17  per  cent.  In  such  a  case  the 
following  procedure  suggested  by  Volhard  should  be  used: 
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(b)  By  Precipitation  with  Ammonium  Sulphide. 

The  acid  solution  of  the  mercuric  salt  is  almost  neutralized 
with  pure  sodium  carbonate  and  is  treated  with  a  slight  excess  of 
freshly-prepared  ammonium  sulphide.  Pure  sodium  hydroxide 
solution  (free  from  Ag,  Al^Oj,  and  SiOj)  is  then  added,  meanwhile 
rotating  the  solution  until  the  dark  liquid  begins  to  lighten,  when 
it  is  heated  to  boiling  and  more  sodiiun  hydroxide  is  added  until 
the  liquid  is  perfectly  clear.    The  solution  now  contains  the  mei^ 

cury    as   sulpho-salt,    Hg<^  SNa*      Ammonium    nitrate    is    then 

added  and  the  solution  boiled  until  the  ammonia  is  almost  entirely 
expelled,  and  th'e  precipitate  is  allowed  to  settle,  which  it  will 
do  much  more  quickly  than  if  it  were  produced  by  hydrogen 
sulphide  directly.  By  means  of  the  boiling  ^ith  anmionium 
nitrate,  the  sulpho-salt  is  decomposed  according  to  this  equation: 

Hg(SNa), + 2NH,N0, = 2NaN03 + (NH  J^S + HgS. 

The  clear  liquid  is  poured  through  a  Gooch  crucible,  and  the 
precipitate  washed  by  decantation  with  hot  water  until  the 
wash  water  no  longer  reacts  with  silver  nitrate  solution.  The 
precipitate  is  then  transferred  to  the  crucible,  dried  at  110°  C,  and 
weighed.  In  case  the  precipitate  contains  free  sulphur,  it  should 
be  boiled  with  a  little  sodium  sulphite  before  filtering.* 

H.  Rauschenbach  tested  this  method,  analyzing  pure  mercuric 
chloride  with  the  addition  of  nitric  acid,  and  obtained  as  a  mean  of 
two  experiments  73.80  per  cent.  Hg  instead  of  the  theoretical  value, 
73.85  per  cent. 

A  still  better  way  of  removing  free  sulphur  from  the  precipitate 
consists  of  extracting  with  carbon  bisulphide.  In  this  case  the 
mercuric  sulphide,  together  with  the  sulphur,  is  filtered  through 
a  Gooch  crucible,  completely  washed  with  water  and  then  three 
times  with  alcohol.  The  crucible  is  now  placed  upon  a  glass 
tripod  in  a  beaker  containing  some  carbon  bisulphide  (Fig.  31)  ;t 

*  By  boiling  with  sodium  sulphite,  the  sulphur  is  changed  to  sodium 
thiosulphate,  NajSOj + S  =«  NajS^Oj. 

t  G.  Vortmann,  Uebungsbeispiele  aus  der  quantitativen  cheznischen 
Analyse,  p.  28,  Vienna,  1899. 
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the  beaker  is  supported  over  a  vessel  filled  with  hot  water  and 
<»vered  with  a  round-bottomed  flask  con- 
taining cold  water  which  serves  as  a  condenser. 
After  about  an  hour  the  sulphur  will  be  com- 
pletely extracted.  The  carbon  bisulphide  is 
removed  from  the  precipitate  by  washing 
•once  with  alcohol  and  once  with  ether.  The 
ether  is  driven  off  by  gently  warming,  and 
the  precipitate  then  dried  at  110*^  C.  and 
weired. 

H.  Rauschenbach  analyzed  pure  mercuric 
H^loride  by  this  method  and  obtained  as  a 
mean  of  eight  experiments  73.79  per  cent. 
Hg  instead  of  73.85  per  cent.,  and  in  the  case 
of  eight  further  experiments  made  without 
removing  the  sulphur  he  obtained  74.17  per 
cent,  instead  of  the  theoretical  value,  73.84  per  cent. 

If  it  is  desired  to  determine  mercury  in  an  organic  non-electro- 
lyte, the  compound  is  decomposed  by  the  method  of  Carius  (see 
Elementary  Analysis)  by  heating  in  a  closed  tube  with  concen- 
trated nitric  acid,  and  the  mercury  precipitated  as  sulphide  by  the 
method  of  Volhard;  or  the  acid  solution  is  treated  with  pure  sodiiun 
-hydroxide  solution  to  alkaline  reaction  and  then  with  pure  potas- 
sium cyanide  imtil  the  mercuric  oxide  has  dissolved,  after  which 
the  solution  is  saturated  with  hydrogen  sulphide,  ammonium 
acefate  added,  the  solution  boiled  until  the  ammopia  is  almost 
entirely  expelled,  the  precipitate  allowed  to  settle,  filtered,  and 
washed  first  with  hbt  water,  then  with  hot  dilute  hydrochloric  acid, 
and  finally  with  water.  After  drying  at  110°  C.  the  precipitate  of 
mercuric  sulphide  is  weighed. 


Fig.  31. 


Determination  as  Mercurous  Chloride. 

For  the  analysis  of  a  solution  containing  a  mercurous  salt,  the 
solution  is  treated  with  sodium  chloride,  diluted  considerably  with 
water,  filtered,  after  standing  twelve  hours,  through  aGooch  cruci- 
ble, dried  at  105®  C,  and  weighed.  If  the  solution  contains  a  mer- 
curic salt,  it  is  first  reduced,  by  the  method  of  H.  Rose,  by  means 
-of  phosphorous  acid  in  the  presence  of  hydrochloric  acid. 
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Procedure, — ^The  mercury  solution  (which  ahnost  always  con- 
tains nitric  acid)  is  treated  with  hydrochloric  acid,  diluted  con- 
siderably with  water,  an  excess  of  phosphorous  acid  is  added,  and 
after  standing  for  twelve  hours  the  precipitate  is  filtered  through 
a  Gooch  crucible,  dried  at  105®  C,  and  weighed. 

Remark, — ^The  results  obtained  by  this  method  are  always 
about  0.4  per  cent,  too  low,  but  in  spite  of  this  fact  the  method  is 
to  be  recommended. 

The  phosphorous  acid  necessary  for  this  method  is  obtained  by 
the  oxidation  of  phosphorus  in  moist  air  or  by  the  decomposition 
of  phosphorous  trichloride  with  water,  evaporating  the  solution 
to  remove  the  hydrochloric  acid  and  dissolving  the  residue  in  water. 

Determination  as  Metal. 

Almost  all  mercury  compounds  are  quantitatively  decomposed 
on  heating  with  lime  according  to  the  equation 

HgX+CaO=CaX+Hg+0. 

The  iodide  alone  is  not  readily  acted  upon. 

To  carry  out  this  determination,  a  glass  tube  60  cm.  long  and 
1.5  cm.  wide,  open  at  both  ends,  is  taken  and  in  one  end  an  asbes- 
tos plug  is  pliaced,  followed  by  8  cm.  of  pure  lime,  then  an  intimate 
mixture  of  a  weighed  amount  of  substance  with  lime,  finally  a  layer 
of  lime  30  cm.  long  and  at  the  other  end  of  the  tube  another  asbes- 
tos plug.  After  the  tube  has  been  filled,  the  end  nearest  this  sec- 
ond asbestos  plug  is  drawn  out  until  it  is  only  4  cm.  wide,  and  is 
connected  by  means  of  rubber  tubing  with  the  empty  narrower 
arm  of  a  P^ligot  tube.  The  other  wider  end  of  the  P^ligot  tube  is 
loosely  filled  with  pure  gold-leaf.  The  glass  tube  is  placed  in  a 
combustion-furnace  and  illuminating-gas  (carbon  dioxide  is  less 
suited)  is  passed  through  it  for  half  an  hour.  The  tube  is  heated, 
at  first  where  the  30  cm.  layer  of  lime  is,  then  the  other  burners  are 
lighted  one  after  another  until  finally  the  entire  contents  of  the 
tube  is  subjected  to  gentle  ignition.  During  the  whole  of  the  opera- 
tion illuminating-gas  is  being  passed  through  the  apparatus  at  the 
rate  of  about  three  bubbles  a  second.  The  greater  part  of  the 
mercury  collects  in  the  lower  empty  end  of  the  P6ligot  tube  and 
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the  mercury  vapors  that  are  carried  further  amalgamate  with  the 
gold.  A  small  amount  of  the  mercury  condenses  m  the  drawn-out 
tube.  After  cooling  the  apparatus  (in  a  current  of  illuminating-gas) 
the  narrow  part  of  the  tube  is  cut  off  both  sides  of  the  condensed 
mercury  and  weighed.  It  is  then  heated  gently  while  air  is  passed 
through  it  to  volatilize  the  mercury  and  again  weighed.  The  dif- 
ference in  weight  gives  the  amount  of  mercury  condensed  in  the 
tube.  The  Pfligot  tube  is  usually  moist;  dry  air  is,  therefore,  con- 
ducted through  it  for  some  time,  after  which  it  is  weighed. 

The  results  obtained  by  this  method  *  are  perfectly  satisfactory. 
Winteler  found  in  the  analysis  of  pure  mercuric  chloride  73.81, 
73.88,  73.74  per  cent,  instead  of  the  theoretical  value,  73.85  per 
cent. 

Experiments  made  attempting  to  condense  the  mercury  under 
water  invariably  gave  too  low  values  (about  1-2  per  cent.). 

Although  it  is  easy  to  obtain  good  results  by  this  method,  it 
can  be  dispensed  with,  for  the  sulphide  method  affords  just  aa 
exact  results  in  much  less  time. 

In  case  it  is  desired  to  determine  the  amount  of  mercury  vapor 
present  in  a  given  space,  it  is  only  necessary  to  aspirate  the  gas 
through  a  calcium-chloride  tube  filled  with  gold-leaf.  The  gain 
in  weight  of  the  latter  shows  the  amount  of  mercury  present  in 
the  gas. 

It  is  also  possible  to  determine  mercury  electrolytically,  but 
this  method  has  no  advantages  over  the  methods  already  described. 

Lead,  Pb.    At.  Wt.  206.9. 

Forms :  PbO,  PbS04,  PbO„  and  in  rare  cases  PbCl^.f 

I.  Determination  as  Lead  Oxide,  PbO. 

If  the  lead  is  present  as  carbonate,  nitrate,  or  peroxide,  it  is 
only  necessary  to  ignite  a  weighed  portion  in  a  porcelain  crucible 
over  a  small  flame  and  weigh  the  residue.  The  treatment  of  the 
nitrate  requires  care,  because  on  rapid  ignition  the  mass  decrepi- 
tates. 

*  First  proposed  by  Erdmann  and  Marchand,  Joum.  f.  prakt.  Ch.,  31.  385. 
t  See  Analysis  of  Vanadinite. 
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2.  Detennination  as  Lead  Sulphate,  PbSOf. 

If  the  lead  is  present  in  solution  in  the  form  of  its  chloride  or 
nitrate,  it  is  placed  in  a  porcelain  dish,  an  excess  of  dilute  sulphuric 
acid  is  added  and  the  mixture  evaporated  on  the  water-bath  as 
far  as  possible,  then  over  a  free  flame  until  dense  white  fumes  of 
sulphuric  acid  are  evolved,  and  afterwards  allowed  to  cool.  A  little 
water  is  added,  the  mixture  stirred,  allowed  to  stand  some  hours, 
filtered  through  a  Gooch  crucible,  washed  at  first  with  water  contain- 
ing sulphuric  acid,  then  with  alcohol,  and  dried  at  100°  C.  The  dried 
precipitate  is  placed  in  a  larger  porcelain  crucible,  provided  with 
an  asbestos  ring,  and  ignited  over  the  full  flame  of  a  Teclu  burner. 

If  it  is  desired  to  use  an  ordinary  filter,  the  precipitate  is  finally 
washed  with  alcohol  until  the  wash  liquid  no  longer  gives  the  sul- 
phuric acid  reaction,  dried,  as  much  of  it  as  possible  is  transferred 
to  a  weighed  porcelain  crucible,  the  filter  ignited  in  a  platinum 
spiral  (p.  20),  and  the  ash  added  to  the  contents  of  the  crucible. 
By  means  of  the  reducing  action  of  the  burning  filter,  some  of  the 
lead  sulphate  adhering  to  it  is  always  reduced  to  lead,  which  must 
be  changed  back  to  sulphate  before  weighing.  For  this  purpose 
the  precipitate  in  the  crucible  is  moistened  with  dilute  nitric  acid, 
evaporated  on  the  water-bath  to  dryness,  a  few  drops  of  concen- 
trated sulphuric  acid  added  and  the  crucible  heated  over  a  free 
flame  until  no  more  fumes  are  given  off,  when  it  is  gently  ignited  and 
weighed. 

In  case  the  lead  is  originally  present  as  acetate,  the  solution 
is  treated  with  an  excess  of  dilute  sulphuric  acid  and  twice  its 
volume  of  alcohol,  filtered  after  standing  some  hours,  and  the 
precipitate  of  lead  sulphate  treated  exactly  as  described  above. 

In  order  to  determine  the  amount  of  lead  present  in  organic 
compounds,  the  substance  can  be  placed  in  a  large  porcelain  crucible, 
treated  with  an  excess  of  concentrated  sulphuric  acid,  and  very 
cautiously  heated  in  the  covered  crucible  over  a  free  flame  until 
the  sulphuric  acid  is  completely  expelled.  The  crucible  is  then 
gently  ignited,  and  if  the  residue  is  white  it  is  ready  to  be  weighed; 
otherwise  more  sulphuric  acid  is  added  and  the  process  repeated 
until  finally  a  white  residue  is  obtained. 

In  case  the  organic  lead  compound  is  soluble  in  water,  it  is 
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preferable  to  first  precipitate  the  lead  by  means  of  hydrogen 
sulphide,  filter  off  the  lead  sulphide,  dry  it,  transfer  the  greater 
part  of  the  precipitate  and  the  ash  of  the  filter  to  a  large  porcelain 
crucible,  and  then  oxidize  it  by  means  of  fuming  nitric  acid, 
keeping  the  crucible  well  covered.  When  the  gas  evolution  has 
•ceased,  anything  which  has  spattered  upon  the  cover-glass  is 
washed  into  the  crucible,  and  the  contents  of  the  latter  are  evap- 
orated to  dryness,  treated  with  an  excess  of  concentrated  sul- 
phuric acid,  evaporated  to  dryness  in  an  air-bath  and  weighed. 

If  the  lead  is  present  in  an  organic  compound  which  is  not 
<»pable  of  dissociation,  the  compound  should  be  decomposed  in  a 
<dosed  tube  with  strong  nitric  acid  according  to  the  method  of 
Carius  (see  page  247),  finally  washing  out  the  contents  of  the  tube, 
adding  sulphuric  acid,  and  treating  the  precipitate  as  above  de- 
scribed. 

3.  Electrolytic  Detennination  of  Lead  as  Peroxide  (PbO,). 

Many  neutral  solutions  of  complex  lead  salts,  a  neutral  solu- 
tion of  lead  acetate,  also  alkaline  lead  solutions  yield  deposits  of 
metallic  lead  on  the  cathode  when  subjected  to  electrolysis;  but 
lead  is  never  determined  this  way,  partly  because  of  the  round- 
about process  necessary,  and  partly  on  account  of  the  fact  that 
the  deposited  lead  is  oxidized  so  readily.  If  a  neutral  or  slightly 
acid  (nitric  acid)  solution  of  lead  nitrate  is  electrolyzed,  the 
lead  is  deposited  partly  as  metal  upon  the  cathode  and  partly  as 
brown  peroxide  on  the  anode.  If,  however,  the  solution  contains 
sufficient  free  nitric  acid,  it  is  easily  possible  to, deposit  the  lead 
quantitatively  upon  the  anode  as  firmly-adhering  lead  peroxide. 

Procedure. — ^The  solution  of  lead  nitrate,  containing  not  more 
than  0.2  gm.  lead,  is  placed  in  a  platinum  dish  whose  inner  sur- 
face is  impolished  (as  recommended  by  Classen),  15  c.c.  of  pure 
nitric  acid,  sp.  gr.  1.4,  are  added,  the  solution  is  diluted  to  100  c.c. 
and  electrolyzed  in  the  cold  with  a  weak  current  of  about  0.5 
ampere  for  from  twelve  to  fourteen  hours.  The  apparatus  is 
arranged  exactly  as  described  under  Nickel  (p.  113)  except  that  the 
platinum  dish  now  serves  as  the  anode  and  should  be  connected 
with  the  positive  pole,  the  spiral  with  the  negative  pole  of  the 
battery. 
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It  is  customary  to  start  the  electrolysis  at  night  and  on  the 
following  morning  the  solution  is  tested  to  see  if  the  deposition  is 
complete  by  filling  the  dish  with  water  and  noticing  whether  a 
yellowish-brown  coating  is  formed  on  the  upper  part  of  the  dish 
in  half  an  hour.  If  all  the  lead  is  deposited,  which  should  have 
been  tlie  case  if  the  directions  were  carefully  followed,  the  dish 
is  washed  with  water  without  interrupting  the  current.  To  accom- 
plish this,  the  acid  solution  is  siphoned  off  while  distilled  water  is 
added.  It  is  important  in  this  operation  to  keep  the  deposit  of 
lead  peroxide  completely  covered  with  liquid.  When  the  solution 
that  is  being  siphoned  off  no  longer  reacts  acid,  or  at  least  only 
barely  acid,  the  washing  is  complete  and  the  circuit  can  be  broken. 
The  dish  is  finally  washed  once  more  with  distilled  water,  dried  at 
180®  C,  and  weighed.  The  results  obtained  are  always  slightly 
high  on  account  of  the  lead  peroxide  not  being  completely  an- 
hydrous when  dried  at  this  temperature,  so  that  it  seems  to  the 
author  to  be  advisable  to  gently  ignite  the  dish  before  weighing, 
thereby  readily  converting  the  peroxide  into  lead  oxide.  The 
results  obtained  in  the  author's  laboratory  leave  nothing  to  be 
desired. 

ResuUs. — (a)  10  c.c.  lead  nitrate  solution  containing  0.0631 
gm.  lead  yielded  deposits  of  PbO,  weighing  0.0734,  0.0731,  0.0735, 
0.0733  gm. ;  mean  0.07332  corresponding  to  0.0635  gm.  lead.  After 
ignition  the  lead  monoxide  formed  weighed  respectively  0.0679, 
0.0678,  0.0679.  0.0681;  mean  0.0679  gm.  corresponding  to  0.0630 
instead  of  0.0631  gm.  lead. 

(b)  10  c.c.  gf  a  lead  nitrate  solution  containing  0.1898  gm. 
lead  yielded  deposits  of  PbO,  weighing  0.2202,  0.2200,  0.2203, 
0.2202;  mean  0.2202  corresponding  to  0.1907  gm.  lead.  After 
ignition  the  weights  of  lead  oxide  obtained  were  0.2042,  0.2046, 
0.2043,  0.2044;  mean  0.2044  corresponding  to  0.1897  gm.  Pb  instead 
of  0.1898  gm.    These  experiments  were  performed  by  M.  Stoffel. 

Remark, — By  employing  a  stronger  current  and  keeping  the 
solution  warm  during  the  electrolysis,  the  deposition  is  complete 
in  much  less  time,  but  according  to  the  author's  experience  the 
results  obtained  are  not  so  satisfactory. 

Besides  the  above-mentioned  forms,  lead  is  also  determined 
as  the  chromate  and  as  the  chloride,  but  these  methods  possess 
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no   particular   advantages   and   consequently   will   not    be   de« 
scribed. 

BISMUTH,  Bi.    At.  Wt.  208.5. 

Forms :  BiA*  Bi^S,,  Bi. 

z.  Determination  as  Bismuth  Oxide,  BijO^ 

Solid  bismuth  nitrate  or  carbonate  is  readily  changed  to  the 
oxide  by  gentle  ignition.  When  bismuth,  however,  is  present  in 
-9€lvii(m  as  the  nitrate  it  should  be  first  precipitated  as  the  basic 
<»irbonate  and  this  changed  by  ignition  to  the  oxide. 

Procedure, — ^The  solution  is  diluted  with  water  (if  a  turbidity 
<en8ues  it  makes  no  difference)  a  slight  excess  of  ammonium 
carbonate  is  added,  and  after  heating  to  boiling  the  precipitate 
is  filtered  off.  washed  with  hot  water,  dried,  ignited,  and  weighed 
jis  BijO,.  If  the  solution  from  which  the  bismuth  is  to  be  pre- 
cipitated contains  besides  nitric  acid  other  acids  (HCl,H^04,etc.), 
the  precipitate  produced  by  ammonium  carbonate  always  con- 
tains basic  salts  of  these  acids  which  cannot  be  converted  to  the 
oxide  by  ignition.  In  this  case,  which  is  most  frequent  in  analysis^ 
the  bismuth  should  be  determined  according  to  one  of  the  follow- 
ing methods. 


2.  Determination  as  Sulphide,  x«3wr,. 

The  slightly  acid  solution  is  saturated  with  hydrogen  sulphide, 
filtered  through  a  Gooch  crucible  (or  a  filter  that  has  been  dried 
at  100®  C.  and  weighed),  washed  with  hydrogen  sulphide  water, 
tlien  with  alcohol  to  remove  the  water,  and  afterwards  with  freshly- 
distilled  carbon  bisulphide  *  to  remove  any  sulphur  that  may  be 
mixed  with  the  precipitate. 

The  washing  with  carbon  bisulphide  is  continued  until  a  few 
drops  of  the  filtrate  leave  no  residue  on  being  evaporated  to  dry- 
ness on  a  watch-glass.  The  precipitate  is  then  washed  with 
alcohol  to  remove  the  carbon  bisulphide  and  finally  with  ether, 
dried  at  \(Xf  C,  and  weighed  as  Bi^S;. 

The  distillation  of  the  carbon  bisulphide  should  be  performed 


*  As  described  on  p.  134,  or  on  p.  169. 
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as  follows:  Ordinary  commercial  carbon  bisulphide  is  placed  in 
a  long-necked,  round-bottomed  flask;  provided  with  a  closely  fit* 
ting  cork  (not  rubber)  stopper  which  is  bored  once.  Through  the 
hole  in  the  cork  is  placed  a  glass  tube  bent  twice  at  right  angles, 
whose  further  end  leads  into  a  dry  flask  (without  using  a  stopper 
for  this  receiver).  Two  large  beakers  are  placed  upon  the  table^ 
one  filled  with  water  at  about  60-70*^  C.  and  the  other  with  cold 
water.  If  the  flask  containing  the  carbon  bisulphide  is  placed 
in  the  beaker  containing  the  warm  water,  and  the  other  flask  in  the 
beaker  of  cold  water,  the  carbon  bisulphide  will  distil  rapidly  from 
one  flask  to  the  other.  Care  must  be  taken  dining  this  operation 
that  there  is  no  lighted  gas-burner  in  the  immediate  vicinity,  for 
otherwise  there  is  danger  of  the  vapors  of  carbon  bisulphide  taking 
fire. 

3.  Determination  as  Metal.    Method  of  H.  Rose.* 

The  bismuth  is  first  precipitated  as  basic  carbonate  as  described 
under  1,  and  the  dried  precipitate,  together  with  the  ash  of  the  filter^ 
is  placed  in  a  porcelain  crucible  and  ignited  gently.  Five  times 
as  much  of  98  per  cent,  potassium  cyanide  is  added  to  the  con- 
tents of  the  crucible  and  the  .mixture  is  fused,  whereby  the  oxide 
and  basic  salt  are  changed  to  metallic  bismuth: 

Di  A + 3KCN = 3KCNCK  Bi, 
2Bi(X!l + 4KC1N -2KCNO  f  2KC1+ (CN), -h  Bi,. 

Since  bismuth  melts  at  268"*  C,  but  bofls  at  1600°  C,  it  is  possi- 
ble to  perform  this  operation  with  a  Bunsen  flame  of  about  half  the 
usual  height  without  running  any  risk  of  losing  some  of  the  bismuth 
by  volatilization.  The  reduction  is  usually  complete  at  the  end  of 
twenty  minutes.  After  cooling,  the  melt  is  treated  witn  water» 
which  dissolves  the  salts  and  leaves  the  metallic  bismuth  behind 
in  the  form  of  a  fused  metallic  globule.  Frequently,  however,  the 
fusion  will  have  loosened  some  of  the  glaze  of  the  porcelain  crucible 
which  will  remain  behind  with  the  bismuth  after  the  treatment 
with  water.  Consequently  the  aqueous  solution  is  filtered  through 
a  filter  that  has  been  dried  at  100®  C.  and  weighed  with  the  empty 

♦Pogg.  Ann.,  110,  p.  425. 
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crucible.  After  washing  first  with  water,  then  with  absolute 
alcohol  and  ether  and  drying  at  100®  C,  the  filter  is  again  placed 
in  the  crucible  and  weighed.  The  gain  in  weight  represents  the 
amount  of  metallic  bismuth. 

Bismuth  sulphide  can  also  be  reduced  by  potassium  cyanide, 
but  in  this  case  a  longer  and  stronger  heating  is  necessary. 

4.  Detennination  as  Metal.     Method  of  Vanino  and  Treubert.* 

In  this  method  the  bismuth  is  precipitated  as  metal  by  means  of 
formaldehyde  in  alkaline  solution.  The  slightly  acid  bismuth  solu- 
tion is  treated  with  formaldehyde  and  a  considerable  excess  of  pure 
10  per  cent,  caustic  soda  solution  and  warmed  on  the  water-bath  until 
the  Uquid  above  the  precipitate  has  become  perfectly  clear;  more  for- 
maldehyde and  caustic  soda  solution  are  then  added  and  the  mixture 
heated  over  a  free  flame,t  decanted  repeatedly  with  water  to  which 
a  little  aldehyde  has  been  added^  again  boiled,  and  by  pressing  with 
a  glass  rod  the  partly  spongy,  partly  pulverulent  precipitate  is  made 
to  collect  together.  The  precipitate  is  then  filtered  through  a  fil- 
ter that  has  been  previously  dried  at  105°  C.  and  weighed,  washed 
with  absolute  alcohol,  dried  at  105®  C.  and  weighed. 

Remark, — ^Results  obtained  in  the  author's  laboratory  by  this 
method  were  as  a  rule  too  high.  Thus  W.  Urech  obtained  from 
pure  bismuth  nitrate  solution,  as  a  mean  of  four  experiments,  100.78 
per  cent,  instead  of  100  per  cent. 

The  high  results  are  caused  by  the  difficulty  in  removing 
the  last  traces  of  alkali.  Absolutely  accurate  results  may  be 
obtained  by  dissolving  the  precipitated  bismuth  in  nitric  acid, 
precipitating  by  ammonia  and  ammonium  carbonate  and  weighing 
as  the  oxide  according  to  (1).  Naturally  this  roundabout  process 
would  only  be  chosen  when  the  bismuth  solution  contained  other 
acids  (HQ,  HjSO^,  or  H3PO4) ;  the  necessity  of  fusing  with  potas- 
sium cyanide  would  then  be  avoided. 

The  electrolytic  determination  of  bismuth  does  not  yield  relia- 
ble results. 


♦  Bcrichte,  31  (1898),  1303. 

t  Frequently,  particularly  on  long  boiling,  the  liquid  becomes  colored 
yellow  or  brown.    This  has  no  influence  upon  the  results. 


I  144  GRj4yiMETRlC  ANALYSIS, 


I 


COPPER,  Cu.    At.  Wt.  63.6. 
Forms:  CuO,  Cu,S,  Cu,  Cu,(CNS),. 

z.  Detennination  as  Copper  Oxide,  CuO. 

The  solution,  which  must  be  free  from  organic  substances  and 
ammonium  salts,  is  heated  to  boiling  in  a  porcelain  dish  and  pure 
caustic  potash  solution  is  added,  drop  by  drop,  imtil  the  precipi- 
tate becomes  dark  brown  and  is  permanent,  while  the  solution 
itself  shows  an  alkaline  reaction  towards  litmus-paper.  After  the 
precipitate  has  settled,  the  upper  liquid  is  carefully  poured  through 
a  filter  and  the  precipitate  washed  by  decantation  with  hot  water 
until  the  wash  water  no  longer  shows  an  alkaline  reaction,  when  the 
precipitate  is  transferred  to  the  filter  and  completely  washed. 
Usually  a  small  amount  of  copper  oxide  adheres  to  the  porcelain 
dish  so  firmly  that  it  can  be  removed  only  by  vigoroxis  rubbing 
with  a  glass  rod  covered  at  the  end  wdth  a  piece  of  rubber 
tubing,  and  finally  when  the  precipitate  is  removed  from  the  dish 
some  will  then  remain  on  the  rubber.  Consequently  it  is  better  to 
proceed  as  follows :  As  much  of  the  precipitate  as  possible  is  removed 
by  a  stream  of  water  from  the  wash-bottle,  then  two  drops  of  dilute 
nitric  acid  are  added,  and  by  inclining  the  dish  and  rubbing  with 
the  glass  rod,  the  whole  of  the  precipitate  remaining  on  the  dish  is 
moistened  with  the  acid.  Two  drops  of  the  acid  are  sufiicient,  with 
correct  manipulation,  to  dissolve  all  of  the  copper  oxide.  A  small 
fresh  filter  is  prepared  and  the  dish  is  held  in  an  inclined  position, 
so  that  the  liquid  remains  near  its  Up,  the  sides  are  washed  once 
with  hot  water  and  the  contents  of  the  dish  (which  is  continually 
maintained  in  this  inclined  position)  are  heated  to  boiling  over  a 
small  flame  and  precipitated  by  the  addition  of  caustic  potash, 
drop  by  drop.  (A  large  excess  of  alkali  is  to  be  avoided  on  account 
of  its  solvent  action  upon  the  precipitate.)  *  The  whole  contents 
of  the  dish  are  then  quickly  poured  through  the  small  filter  and 
the  dish  is  immediately  washed  once  with  water.  The  copper  oxide 
is  now  all  on  the  filter.  The  precipitate  is  washed  with  hot  water, 
both  filters  are  dried,  and  the  most  of  the  precipitate  transferred 
to  a  porcelain  crucible,  the  filters  ignited  in  a  platinum  spiral,  and 

*C^.  Vol.  I,  p.  171,  foot-note. 
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the  ash  added  to  the  contents  of  the  crucible.  The  crucible  is  cov- 
ered and  ignited,  at  first  gently,  and  finally  with  the  full  heat  of  the 
Bunsen  burner,  then  weighed.  If  the  process  is  carried  out  care- 
fully, the  results  obtained  are  almost  the  theoretical  values  but 
as  a  rule  they  are  a  trifie  high. 

2.  Determination  as  Cuprous  Sulphide,  CujS. 

The  solution,  which  contains  for  every  100  c.c.  about  5  c.c.  of 
concentrated  acid  (best  sulphuric  acid),  is  heated  to  boiling  and 
hydrogen  sulphide  is  introduced  until  the  solution  becomes  cold. 
If  the  right  amount  of  acid  was  present,  the  precipitate  settles 
quickly  in  large  flocks  and  the  upper  liquid  appears  completely 
colcJrless.  Before  filtering,  the  wash  liquid  is  prepared  by  passing 
hydrogen  sulphide  through  the  long  tube  of  a  wash-bottle  for  one 
minute,  then  closing  the  short  tube  with  a  piece  of  rubber  tubing 
and  shaking  vigorously.  As  soon  as  no  more  bubbles  pass  through 
the  liquid,  the  water  is  satiu-ated;  this  takes  about  a  minute  at  the 
most. 

A  filter  is  now  placed  in  a  funnel  containing  a  platinum  cone, 
the  funnel  is  fitted  to  a  suction-bottle  and  the  filtration  is  begun 
at  first  without  using  suction,  taking  care  that  the  filter  is  con- 
stantly kept  full.  When  all  the  precipitate  is  on  the  filter,  it  is 
washed  with  the  hydrogen  sulphide  water,  and,  at  this  point  also, 
the  filter  must  be  kept  full  of  liquid.*  The  washing  is  continued 
until  1  c.c.  of  the  filtrate  shows  no  pink  coloration  wdth  methyl 
orange.  The  filter  is  now  for  the  first  time  allowed  to  drain  com- 
pletely, and  it  is  dried  as  much  as  possible  by  means  of  gentle 
suction,  then  completely  by  heating  in  the  drying  closet  at 
90-100^  C. 

As  much  of  the  precipitate  as  possible  is  now  transferred  to 
a  weighed  Rose  crucible  (of  imgla^ed  porcelain),  the  filter  is  burned 
in  a  platinum  spiral  and  the  ash  allowed  to  fall  at  first  upon  an 
unglazed  crucible  cover  where  it  is  heated  gently  till  it  glows,  in  order 
to  make  sure  that  it  contains  no  unburned  carbonaceous  matter; 
the  ash  is  then  added  to  the  main  portion  of  the  precipitate  in  the 
crucible.    A  little  sulphur  that  has  been  recrystallized  from  carbon 

*  The  copper  sulphide  may  be  washed  also  with  pure  water  if  the  filter 
18  kept  filled  with  CX),  during  the  operation. 
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bisulphide  is  added  to  the  contents  of  the  crucible^  the  perforated 
cover  is  now  placed  on  the  crucible  (Fig.  32),  a  stream  of  hydrogen 
is  passed  through  it  (the  wash-bottle  shown  contains  concen- 
trated sulphuric  acid),  and  the  crucible  is  heated  at  first  over  a  small 
flame  and  finally  over  the  full  flame  of  a  Teclu  burner,  at  which 
temperature  the  cupric  sulphide  is  changed  to  cuprous  sulphide: 

2CuS=Cu^+S. 

When  the  excess  of  sulphur  has  been  driven  off  (which  can  be 
readily  ascertained  by  removing  the  cover  of  the  crucible  and 
finding  no  blue  flame  to  be  perceptible  and  no  odor  of  burning 
sulphm-),  the  current  of  hydrogen  is  increased  so  that  eight 
bubbles  per  second  pass  through  the  wash-bottle  (at  first  not 
more  than  four  bubbles  per  second  should  have  been  the 
rate),  and  the  flame  is  removed.  The  crucible  is  allowed  to 
cool  in  the  current  of  hydrogen  and  weighed  after  remaining 
in  the   desiccator  for  fifteen   minutes.     The    cuprous  sulphide 


Fia.  32. 


should  be  brownish  black  or  black,  and  should  show  no  reddish- 
brown  stains  (due  to  Cu  or  CujO);  this  is  the  case  if  the 
current  of  hydrogen  was  too  slow  during  the  cooling.    In  this  case 
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a  little  sulphur  must  be  added  to  the  precipitate  and  the  process 
repeated. 

Remark, — It  is  evident  that  the  sulphur  used  for  this  experi- 
ment should  leave  on  ignition  no  weighable  residue.  This  is  why 
the  sulphur  used  should  be  recrystaliized  from  carbon  bisulphide. 

The  reason  why  it  is  necessary  to  keep  the  funnel  filled  with 
liquid  during  the  filtration  and  washing  of  the  cupric  sulphide  is  this : 
If  moist  copper  oxide  is  exposed  to  the  air  it  is  quickly  oxidized 
and  the  hydrogen  sulphide  wash  water  acts  upon  the  salt  formed  by 
the  oxidation,  (CuSjOj-CuSOJ,  and  transforms  it  into  colloidal 
cupric  sulphide,  which  forms  a  pseudo-solution,  passes  through  the 
filter,  and  on  coming  in  contact  with  the  acid  filtrate  is  coagu- 
lated. If,  however,  the  precipitate  is  not  exposed  to  the  air  during 
the  filtration  there  is  no  oxidation  and  the  filtrate  remains  clear. 

Instead  of  changing  the  cupric  sulphide  into  cuprous  sulphide, 
it  has  been  proposed  to  convert  it  to  oxide  by  ignition  in  the 
air  and  weighing  the  copper  in  this  form.  If,  however,  the  highest 
degree  of  accuracy  is  desired,  this  should  not  be  done,  for  the 
ignited  product  always  contains  some  sulphate.  When  this 
method  is  chosen,  the  cupric  sulphide  should  be  heated  in  a  glazed 
porcelain  crucible,  at  first  over  a  small  flame,  so  that  the  mass 
does  not  melt,  and  the  heat  gradually  increased  until  finally  a 
blast-lamp  is  used  and  the  copper  weighed  as  CuO.  The  results 
are  about  0.1  per  cent,  too  high  when  not  more  than  0.2  gm.  of 
precipitate  is  present.  Holthof  states  that  copper  oxide  abso- 
lutely free  from  sulphate  can  be  obtained  if  the  precipitate  is 
ignited  wet  in  an  inclined  porcelain  crucible. 

3.  Determination  as  Cuprous  Sulphocyanate,  Cu2(CNS)2. 

Method  of  Rivot.* 

The  solution,  slightly  acid  with  sulphuric  or  hydrochloric  acid 
(oxidizing  agents  must  not  be  present),  is  treated  with  an  excess 
of  sulphiu*ous  acid,t  after  which  ammonium  sulphocyanate  is 
added  drop  by  drop  with  constant  stirring,  whereby  at  first  a 

♦  Compt.  Rend.,  88,  868;  see  also  R.  G.  van  Name,  Zeit.  f.  anorg.  Chem., 
26,  230,  and  Busse,  Zeit.  f.  anal.  Chem.,  17,  53,  and  30,  122. 

t  Instead  of  gulphurous  acid,  ammonium  bisulphite  may  be  used.  The 
latter  is  prepared  by  saturating  aqueous  ammonia  with  SO,. 
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greenish  precipitate  of  cuprie  and  cuprous  sulphocyaniate  is  pre- 
cipitated, which  after  stirring  becomes  pure  white.  The  precipitate 
is  allowed  to  settle  completely  (this  requires  several  hours);  it  is 
then  filtered  and  washed  with  cold  water  until  the  filtrate  shows 
only  a  slight  reddish  coloration  when  ferric  chloride  is  added, 
after  which  it  is  washed  several  times  with  20  per  cent,  alcohol, 
dried  at  110-120°  C,  and  weighed.  Th.  Hock  tested  this  method 
and  obtained  99.74, 100.05,  and  100.1  instead  of  100  per  cent,  copper. 
The  cuprous  sulphocyanate  can  be  dried  at  a  temperature  as  high 
as  160°  C,  but  at  180°  C.  it  begins  to  decompose.  Instead  of  weigh- 
ing the  copper  sulphocyanate  as  such,  it  can  be  converted  to  sul- 
phide and  then  weighed,  but  this  possesses  no  advantages  over 
the  direct  weighing.  If,  however,  it  is  desired  to  do  this,  the  dried 
precipitate  is  placed  in  a  Rose  crucible,  the  filter  ash  added,  and 
it  is  roasted  until  the  sulphocyanate  is  decomposed,  when  sulphur 
is  added,  the  contents  of  the  crucible  ignited  in  a  current  of  hydro- 
gen and  weighed  as  cuprous  sulphide.  It  is  advisable  to  roast  the 
sulphocyanate  because  otherwise  a  very  difficultly  volatile  subli- 
mate is  formed. 

4.  Electrolytic  Determination  of  Copper. 

This  most  accurate  and  most  convenient  of  all  methods  for  the 
determination  of  copper  was  first  proposed  by  W.  Gibbs  in  1864.* 

Copper  may  be  deposited  by  means  of"  the  electric  current  from 
.acid,  alkaline,  and  neutral  solutions,  but  for  analytical  purposes 
only  the  use  of  acid  solutions  is  of  importance.  The  deposition  from 
;a  nitric  acid  solution  is  best,  but  the  amount  of  free  nitric  acid 
.should  not  exceed  8-10  per  cent. 

Procedure. — The  solution  of  the  nitrate  or  sulphate  (but  not 
the  chloride)  is  placed  in  a  platinum  dish  whose  inner  surface 
.should  be  unpolished  and  absolutely  clean,  and,  in  case  the  solution 
is  neutral,  10  c.c.  of  nitric  acid,  sp.  gr.  1.20,  are  added.  The  solu- 
tion is  diluted  to  100-150  c.c.  and  electrolyzed  with  a  current  of 
0.2  ampere  and  2-2.5  volts.  After  twelve  hours  the  deposition 
is  complete ;  this  must  be  shown  by  adding  more  water  and  observ- 
ing whether  there  is  any  copper  deposited  on  the  newly  wet  surface 


*  Zeit.  f.  anal.  Chem.,  3.  334. 
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within  half  an  hour.  All  of  the  copper  should  be  deposited  at 
this  time  if  not  more  than  0.3  gm.  is  present.  The  copper  is 
now  washed,  exactly  as  was  described  under  Lead,  without  break- 
ing the  current,  until  no  more  bubbles  are  set  free  at  the  positive 
electrode.  The  circuit  is  now  broken  and.  the  metal  washed  as 
quickly  as  possible  with  water,  then  with  absolute  alcohol  (dis- 
tilled over  lime), and  finally  with  pure  ether  (distilled  over  potash). 
It  is  dried  lor  a  short  time  at  80°  C,  cooled  in  a  desiccator,  and 
weighed. 

Remark. — Copf)er  when  deposited  from  nitric  acid  solutions  is 
of  a  light-red  color,  possesses  a  crystalline  structure,  and  adheres 
closely  to  the  platinum.  The  strength  of  the  acid  diminishes 
during  the  electrolysis  owing  to  its  reduction  to  ammonia.  If  too 
little  acid  is  present,  so  that  the  solution  finally  becomes  alkaline, 
the  copper  deposits  as  a  brown,  spongy  coating  which  does  not 
adhere  w-ell  to  the  platinum,  so  that  some  of  it  is  likely  to  be 
washed  off.  An  especially  beautiful  deposit  of  copper  can  be 
obtained  by  adding  1-2  c.c.  of  pure  alcohol  to  the  solution  before 
electrokzing  it. 

If  the  original  copper  solution  contains  considerable  free  nitric 
acid  it  is  evaporated  to  dryness,  the  prescribed  amount  of  nitric 
acid  is  added,  the  solution  diluted  to  100-150  c.c,  and  electro- 
lyzed.  K,  however,  the  original  solution  contains  nmch  free 
sulphuric  acid,  it  is  either  neutralized  with  ammonia  and  the 
nitric  acid  added  or  the  sulphuric  acid  solution  is  diluted  with 
water  and  electrolyzed  as  above.  The  deposits  of  copper  obtained 
from  sulphuric  acid  solutions  are  not  so  reddish  in  color  as  those 
obtained  from  nitric  acid  solutions;  the  results  are  equally  good. 
It  may  be  mentioned  that  the  duration  of  the  electrolysis  may 
be  considerably  shortened  by  keeping  the  solutions  warm,  but  the 
deposits  are  not  so  good  as  when  produced  from  cold  solutions. 
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Cadmium,  Cd.    At.  Wt.  112. 

Forms:   Cd,  CdSO^  CdO. 

z.  Electrolytic  Determination  of  Cadmium. 

Of  all  the  methods  for  the  determination  of  cadmium  the  electro- 
lytic method  is  not  only  the  most  convenient,  but  by  far  the  most 
accurate,  and  of  the  many  methods  that  have  been  proposed  for 
the  electrolysis  of  this  metal  only  that  of  Beilstein  and  Jawein*  can 
be  recommended.  From  the  experience  obtained  in  the  author's 
laboratory  the  best  procedure  is  as  follows:  To  the  solution  of  the 
sulphate  a  drop  of  phenolphthalein  is  added  and  then  pure  caustic 
soda  solution  until  a  permanent  red  color  is  obtained.  A  solution 
of  98  per  cent,  potassium  cyanide  is  now  added  with  constant  stir- 
ring until  the  precipitate  of  cadmium  hydroxide  produced  by  the 
caustic  soda  has  completely  dissolved  (an  excess  of  potassium  cya- 
nide should  be  scrupulously  avoided),  the  solution  is  diluted  with 
water  to  100-150  c.c.  and  electrolyzed  in  the  cold  for  from  five  to 
six  hours  with  a  current  of  0.5-0.7  ampere  and  an  electromotive 
force  of  4.8-5  volts ;  at  the  end  of  this  time  the  current  is  increased 
to  from  1-1.2  amperes  and  the  solution  is  electrolyzed  for  one  hour 
more.  If  these  directions  are  followed,  all  of  the  cadmium  (if  not 
More  than  0.5  gm.  is  present)  will  be  deposited  as  a  firmly  adher- 
ing dull  deposit  of  almost  silver-white  metal.  The  current  is  then 
stopped,  the  liquid  is  quickly  poured  off  t  and  the  deposited  metal 
washed  first  with  water,  then  with  alcohol  and  finally  with  ether; 
it  is  dried  and  weighed.  Experiments  performed  by  von  Girsewald 
gave  faultless  results. 

Remark. — If  for  the  electrolysis  a  current  of  0.5  ampere  were 
used,  the  cadmium  will  not  be  all  deposited  at  the  end  of  twelve 
hours;  if,  however,  the  current  is  increased  at  the  end,  as  above 

*  Berichte,  12,  446. 

t  The  solution  should  always  be  tested  for  cadmium.  For  this  purpose 
it  is  acidified  with  hydrochloric  acid  (under  the  hood),  warmed  until  the 
hydrocyanic  acid  is  all  driven  off,  when  hydrogen  sulphide  is  passed  into 
it.  A  yellow  coloration  or  a  precipitate  shows  cadmium.  It  is  not  advis- 
able to  pass  the  hydrogen  sulphide  directly  into  the  alkaline  S3lution,  as  in 
that  case  a  yellow  color  is  often  produced  when  no  cadmium  is  present. 
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stated,  to  1  ampere,  the  electrolysis  will  be  surely  finished  in  six 
to  seven  hours.  To  work  with  the  stronger  current  from  the 
beginning  is  not  to  be  recommended,  for  in  that  case  the  metal  is 
deposited  in  a  spongy  form  and  on  washing  some  of  it  is.  likely  to 
be  lost. 

2.  Determination  as  Cadmium  Sulphate,  CdSO^. 

Next  to  the  electrolytic  method,  the  determination  of  cadmimn 
as  the  sulphate  is  the  best.  If  the  cadmiiun  is  combined  with  a 
volatile  acid,  the  compound  is  treated  in  a  weighed  porcelain  cru- 
cible with  a  slight  excess  of  dilute  sulphuric  acid,  the  solution  evapo- 
rated on  the  water-bath  as  far  as  possible,  and  finally  the  excess 
of  sulphuric  acid  is  removed  by  heating  in  an  air-bath  (the  crucible 
is  placed  in  a  larger  crucible  that  is  provided  with  an  asbestos  ring).* 
The  heat  is  applied  at  first  slowly,  and  the  temperature  is  raised 
gradually  imtil  finally  no  more  fumes  of  sulphuric  acid  are  evolved. 
The  outer  crucible  can  even  be  heated  with  the  full  flame  of  a  Teclu 
burner  without  running  any  risk  of  decomposing  the  cadmium  sul- 
phate; it  is,  however,  not  necessary  to  heat  it  so  strongly.  As  soon 
as  the  fumes  of  sulphuric  acid  cease  to  come  off  the  operation  is 
ended  and  the  crucible  and  its  contents  are  weighed  after  cooling 
in  a  desiccator.  The  cadmium  sulphate  should  be  pure  white 
and  should  dissolve  in  water  to  form  an  absolutely  clear  solution. 

If  the  cadmium  has  been  precipitated  from  a  solution  as  the 
sulphide,  the  greater  part  of  the  precipitate  is  placed  in  a  large 
porcelain  crucible,  covered  with  a  watch-glass,  and  treated  with 
hydrochloric  acid  (1:1)  on  the  water-bath.  After  the  precipitate 
has  dissolved  and  the  evolution  of  hydrogen  sulphide  has  ceased, 
the  lower  side  of  the  watch-glass  is  washed,  the  crucible  is  placed 
under  the  funnel,  and  the  precipitate  which  adhered  to  the  filter- 
paper  is  dissolved  by  dropping  hot  hydrochloric  acid  (1 : 1)  upon  it, 
finally  washing  the  filter  with  hot  water,  evaporating  the  solution 
upon  the  water-bath,  and  proceeding  as  above  described. 

The  results  obtained  by  this  method  are  excellent. 

The  Precipitation  of  Cadmium  as  Sulphide. 

The  frequently  recommended  determination  of  cadmium  as  the 
sulphide  must  be  rejected;  it  is  useless.    It  is  not  possible  to  precipi- 

♦«.  Fig.  11,  p.  25] 
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tate  pure  cadmium  sulphide  from  acid  solutions  by  means  of  hydro- 
gen  sulphide;  the  precipitate  is  always  contaminated  with  a  basic 
salt  (CdjCljS— Cd2S04S,  etc.)  wl^ether  the  precipitation  takes  place 
in  cold  or  hot  solutions,  whether  imder  atmospheric  pressure  or 
under  increased  pressiu-e  (in  a  pressure-flask),  and  in  fact  the  amount 
of  basic  salt  formed  increases  with  the  amount  of  free  acid  present. 
Results  are  obtained  as  much  as  5  per  cent,  too  high.  FoUenius  * 
attempted  to  make  the  method  possible  by  igniting  an  aliquot  part 
of  the  dried  and  weighed  precipitate  in  a  stream  of  hydrogen  sul- 
phide. If  the  sulphide  was  contaminated  with  sulphate,  he  suc- 
ceeded in  changing  it  all  to  sulphide  and  obtained  results  that  w^ere 
acceptable.  If,  however,  chloride  was  present,  a  considerable 
part  was  lost  by  sublimation,  so  that  the  results  obtained  were  too 
low.  It  is,  furthermore,  not  possible  to  ignite  the  cadmium  sul- 
phide with  sulphur  in  a  current  of  hydrogen,  as  was  described 
under  Zinc  and  Copper,  for  cadmium  sulphide  is  so  volatile  that 
some  of  it  is  lost. 

On  the  other  hand,  the  method  of  precipitating  the  cadmium  as 
sulphide  from  solutions  containing  2-7  c.c.  of  concentrated  sul- 
phuric acid  in  100  c.c.  is  to  be  recommended,  for  by  this  means  a 
precipitate  is  obtained  which  can  be  readily  filtered  and  which  by 
solution  in  hot  hydrochloric  acid  (1:1)  and  evaporation  with  sul- 
phuric acid  can  be  changed  without  loss  to  the  sulphate  and  weighed 
as  such. 

Determination  as  Cadmium  Oxide,  CdO. 

Cadmium  carbonate  and   cadmium  nitrate  can  be  changed  to- 
the  oxide  by  strong  ignition. 

The  cadmium  is  precipitated  from  its  solutions  at  the  boiling 
temperature  by  the  addition  of  a  slight  excess  of  potassium  car- 
bonate, and  after  standing  for  some  time  on  the  water-bath,  and 
when  the  precipitate  has  completely  settled,  it  is  filtered  off,  washed 
with  hot  water,  and  dried.  As  much  of  the  dried  precipitate  as 
possible  is  transferred  to  a  watch-glass  and  set  aside  for  the  time 
being.  The  filter  is  washed  with  dilute  nitric  acid  to  dissolve 
the  small  amount  of  the  precipitate  which  still  adheres  to  it  and 

*  Zeit.  f.  anal.  Chem.,  XIII,  422. 
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the  solution  is  received  in  a  weighed  porcelain  tjrucible  and  evap- 
orated to  dryness.  The  main  portion  of  the  precipitate  is  now 
added,  and  the  crucible  is  at  first  very  gently  heated  by  placing 
the  open  crucible  high  above  a  small  flame  from  a  Teclu  burner, 
until  the  whole  mass  has  become  a  uniform  brown  throughout. 
The  temperature  is  now  gradually  raised  until  finally  the  full  heat  of 
the  burner  is  reached.  It  is  important  during  this  operation  to 
take  care  that  the  inner  flame-mantle  does  not  touch  the  cruci- 
ble, for  otherwise  reducing  gases  may  enter  the  crucible  and  reduce 
a  part  of  the  oxide  to  metallic  cadmium,  which  is  volatile  at  this 
temperature.  The  cadmium  oxide  is  obtained  as  a  brown  powder 
which  is  infusible,  insoluble  in  water,  but  readily  soluble  in  dilute 
acids. 

Remark.^-lt  is  not  advisable  to  precipitate  the  cadmium  by 
means  of  sodium  carbonate  solution,  for  in  that  case  it  is  difficult 
to  wash  the  precipitate  free  from  alkali. 

Separation  of  the  Sulpho-bases  from  the  Metals  op 

THE  Preceding  Groups. 

Hydrogen  sUlphide  precipitates  only  the  metals  of  the  "hydro- 
gen  sulphide  group"  from  acid  solutions.  It  is  to  be  noted  that 
zinc  precipitates  with  this  group  if  the  solution  is  not  acid  enough; 
while  if  the  solution  is  too  acid  lead  and  cadmium  are  often 
incompletely  precipitated.  A  suitable  concentration  is  20-30  c.c. 
of  double-normal  hydrochloric  or  sulphuric  acids  to  100  c.c.  of 
liquid. 

Example. 

Analysis  of  Brass  (Alloy  of  Copper  and  Zinc  with  Small 
Amounts  of  Lead,  Iron,  and  Nickel). 

About  0.4-0.5  gm.  of  the  alloy,  in  the  form  of  borings,* 
is  dissolved  in  about  20  c.c.  of  nitric  acid,  sp.  gr.  1.2,  in  a  200-c.c. 
casserole  which  is  covered  with  a  watch-glass.  After  the  reaction 
begins  to  slacken,  complete  solution  is  effected  by  warming  on  the 
water-bath.  The  solution  is  then  evaporated  to  complete  dryness, 
moistened  with  a  little  nitric  acid,  dissolved  in  about  50  c.c.  of 


*The  borings  are  usually  somewhat  greasy.    They  should  be  washed 
with  ether  before  weighing.    Cf.  p.  178,  foot-note. 
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hot  water,  and  the  ever-present  metastannic  acid  is  allowed  to 
settle;  it  is  filtered  off,  washed  with  hot  water,  dried,  and  the 
tin  determined  according  to  p.  172.  To  the  cold  filtrate  3  c.c. 
of  pure,  concentrated  sulphuric  acid  are  added,  the  solution  is 
evaporated  on  the  water-bath  as  far  as  possible,  and  then  heated 
cautiously  over  a  free  flame  until  dense  white  fumes  of  sulphuric 
acid  are  evolved.  After  cooling  the  residue  is  treated  with  50  c.c. 
of  water  and  15  c.c.  of  alcohol,  stirred  well,  filtered,  washed,  and 
the  lead  sulphate  determined  according  to  p.  138.  The  filtrate 
is  evaporated  until  the  alcohol  is  completely  removed,  100  c.c.  of 
water  are  added,  the  solution  is  heated  to  boiling,  and  hydrogen 
sulphide  is  conducted  into  it  until  it  becomes  cold,  when  the  copper 
sulphide  is  filtered  off,  washed  first  with  hydrogen  sulphide  water 
containing  in  every  100  c.c.  20  c.c.  of  double-normal  sulphuric  add 
and  at  the  end  with  pure  hydrogen  sulphide  water.  The  copper 
is  determined,  according  to  p.  145,  as  Cu^S. 

The  filtrate  froni  the  copper  sulphide  is  evaporated  to  a  small 
volume  in  order  to  remove  completely  the  excess  of  hydrogen 
sulphide,  the  iron  is  then  oxidized  by  the  addition  of  bromine 
water,  precipitated  by  ammonia,  and  filtered.  In  order  to  make 
sm-e  that  the  precipitate  of  ferric  hydroxide  contains  no  zinc,  it 
is  dissolved  in  a  little  hydrochloric  acid  and  the  precipitation  with 
ammonia  is  repeated.  The  filtered  and  washed  precipitate  is 
ignited  in  a  porcelain  crucible  and  weighed  as  ferric  oxide  (cf. 
p.  77). 

The  combined  filtrates  from  the  ferric  hydroxide  are  acidified 
>  with  a  little  sulphuric  acid,  heated  to  about  50°  C,  and  the  zinc  de- 
termined as  zinc  sulphide  according  to  the  "salting-out"  method 
described  on  p.  128.  For  the  determination  of  nickel,  the 
filtrate  from  the  zinc  sulphide  precipitation  is  evaporated  to 
dryness,  the  ammonium  salts  expelled  by  gentle  ignition  of  the 
residue,  which  is  afterwards  dissolved  in  as  little  nitric  acid  as 
possible,  and  the  nickel  precipitated  as  Ni(OH)a  as  described  on 
p.  Ill,  and  determined  either  as  oxide  or  as  the  metal  itself. 
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Separation  of  the  Sulpho-bases  from  One  Another. 

J.  Separation  of  Mercury  from  Lead,  Bismuth,  Copper, 

and  Cadmium. 

Method  of  Gerhard  v.  Rath. 

Principle. — ^This  separation  is  based  upon  the  insolubility  of 
mercuric  sulphide  in  boiling,  dilute  nitric  acid  (sp.  gr.  1.2-1.3) 
and  the  solubility  of  the  remaining  sulphides. 

Procedure, — ^The  solution  (containing  the  mercury  entirely  in 
the  mercimc  form)  is  precipitated  by  means  of  hydrogen  sulphide, 
the  precipitate  filtered  off,  washed  with  hydrogen  sulphide  water, 
transferred  to  a  porcelain  dish  and  boiled  for  a  considerable  length 
of  time  with  nitric  acid  of  the  above  concentration,  then  diluted 
with  a  little  water  and  washed  with  water  containing  nitric  acid. 
The  residue  of  mercuric  sulphide  thus  obtained  always  contains 
sulphur,  and  in  case  considerable  lead  were  present  it  will  also 
contain  lead  sulphate.  It  is,  therefore,  dissolved  in  a  little  aqua 
regia,  diluted  with  water,  filtered  from  the  separated  sulphur  and 
lead  sulphate  and  the  mercury  precipitated  according  to  the  method 
of  Volhard,  with  ammonium  sulphide  (cf.  p.  134).  If  some  of  the 
lead  sulphate  should  go  into  solution  with  the  mercury  on  treating 
with  aqua  regia,  it  will  be  converted  by  the  ammonium  sulphide 
and  potassium  hydroxide  into  insoluble  lead  sulphide,  while  the 
mercury  will  be  in  the  form  of  its  soluble  sulpho-salt.  In  this 
case  the  lead  sulphide  is  filtered  ofif,  washed  with  dilute  potassium 
hydroxide  solution,  and  the  mercury  then  precipitated  as  sulphide, 
as  described  on  p.  134. 

2.  Separation  of  Bismuth  from  Lead. 

(a)  Method  of  Lowe, 

Principle, — ^Bismuth  nitrate  is  changed  by  the  action  of  water 
into  an  insoluble  basic  salt,  while  lead  nitrate  undergoes  no  such 
transformation. 

Procedure. — ^The  solution  of  the  two  metals  in  nitric  acid  is 
evaporated  on  the  water-bath  imtil  it  reaches  a  syrupy  consist- 
ency, water  is  added,  and  after  thorough  stirring  with  a  glass 
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rod  the  evaporation  is  repeated  and  the  process  continued  until 
the  addition  of  the  water  fails  to  produce  any  further  turbidity; 
a  sign  that  the  bismuth  has  been  completely  converted  into  the 
basic  salt  Bi202N080H.  A  cold  solution  of  ammonium  nitrate 
(1  NH^NOgiSOO  H3O)  is  now  added,  and  after  standing  some  time, 
with  frequent  stirring,  in  order  to  make  sure  that  the  lead  nitrate 
has  completely  gone  into  solution,  the  solution  is  filtered.  The 
precipitate  is  washed  with  the  dilute  ammonium  nitrate  solution 
and  dried.  As  much  of  it  as  possible  is  transferred  to  h  weighed 
porcelain  crucible  and  together  with  the  ash  of  the  filter  is  ignited, 
at  first  gently,  and  finally  with  the  full  flame  of  a  Bunsen  burner. 
It  is  weighed  as  BijO,. 

From  the  filtrate  the  lead  is  precipitated  according  to  p.  138, 
as  sulphate,  and  weighed  as  such.  It  is  less  satisfactory  to  pre- 
cipitate the  lead  as  sulphide  and  weigh  it  in  this  form  after 
gentle  heating  with  sulphur  in  a  Rose  crucible. 

(6)  Method  of  Jannasch* 

Principle, — ^The  separation  depends  upon  the  different  vola- 
tility of  the  two  bromides.  Bismuth  bromide  is  fairly  readily 
volatile;  lead  bromide  is  only  difficultly  so. 

R 


Fig.  33. 

Procedure. — The  solution  of  the  nitrates  is  evaporated  to  dry- 
ness, 100  c.c.  of  water,  sufficient  hydrochloric  acid  to  afford  a 
clear  solution,  and  a  few  drops  of  fuming  nitric  acid  are  added,t 
after  which  hydrogen  sulphide  is  introduced.  The  precipitated 
sulphides  are  immediately  filtered,  the  precipitate  is  dried  at  100**  C. 
in  a  stream  of  carbon  dioxide,  after  which  as  much  of  the  precipitate 

*  Praktischer  Leitfaden  der  Grewichtsanalyse,  p.  155. 

t  By  the  addition  of  the  fuming  nitric  acid  the  precipitated  sulphide 
is  contaminated  with  considerable  sulphur;  such  a  precipitate  is  more  readily 
decomposed  by  the  action  of  bromine. 
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as  possible  is  placed  in  an  agate  mortar  and  the  ash  of  the  filter  added 
to  it.  The  whole,  of  the  precipitate  is  ground  fine  and  transferred 
without  loss  to  a  weighed,  porcelain  boat,  which  is  then  introduced 
into  the  decomposition  tube  R  *  (Fig.  33),  made  of  difficultly-fusible 
glass.  At  first  a  stream  of  dry  carbon  dioxide  is  passed  through  the 
apparatus  and  the  substance  is  gently  heated  by  means  of  a  small 
flame,  in  order  to  completely  dry  it.  The  water  condensing  in  the 
front  part  of  the  tube  is  driven  over  into  E  by  careful  heating. 

The.  bottle  A  containing  bromine  t  is  now  connected  with  the 
apparatus  and  the  stream  of  carbon  dioxide  is  passed  through 
it;  the  gas,  carrying  bromine  vapors  with  it,  is  passed  through 
the  vertical  calcium  chloride  tube  filled  with  pieces  of  calcite, 
then  through  the  concentrated  sulphuric  acid  contained  in  B,  after 
this  through  the  tube  C  containing  glass  beads  moistened  with 
sulphuric  acid,  and  finally  through  the  tube  D  filled  with  glass 
wool,  and  from  this  the  dry  bromine  vapors  reach  the  sub- 
stance. The  latter  is  heated  over  a  small  flame  (kept  in  con- 
stant motion)  and  the  yellow  bismuth  bromide  distils  ofif  and 
condenses  partly  in  the  narrow  part  of  the  tube  and  partly  in  the 
receiver  E,  which  contains  dilute  nitric  acid:  1  HN03:2  HjO.  The 
substance  is  heated  hotter,  whereby  more  bismuth  bromide  is  vola- 
tilized, and  this  is  again  distilled  as  completely  as  possible  into  the 
receiver.  Finally  the  substance  is  heated  more  strongly  still,  until 
the  lead  bromide  begins  to  melt.  When  no  n)ore  of  the  yellow 
sublimate  is  formed,  the  decomposition  is  shown  to  be  complete 
and  the  substance  is  allowed  to  cool  in  a  stream  of  carbon  dioxide. 
The  bromine  that  escapes  from  the  tube  K  is  passed  into  alcohol 
contained  in  the  beaker  F,  When  the  apparatus  has  become  cold, 
the  bromine  bottle  is  removed,  and  the  bromine  is  removed  from 
the    apparatus  by  passing  carbon  dioxide  through  it  for  some 

♦  In  this  determination,  the  bulb  of  the  "tube  is  unnecessary;  it  should 
be  replaced  by  one  such  as  is  shown  in  Fig.  33 »  //.  For  other  analyses  it 
is  better  to  have  the  bulb. 

t  For  this  experiment  the  bromine  used  must  be  absolutely  free  from 
■chlorine  and  b  prepared  as  follows:  50-60  c.c.  of  commercial  bromine 
are  treated,  in  a  tightly-stoppered  separate ry  funnel,  with  a  10  per  cent, 
potassium  bromide  solution.  The  funnel  is  shaken  vigorously,  and  the 
bromine  separated  from  the  aqueous  alkali  solution  After  washing  two  or 
three  times  with  water,  it  is  ready  for  use. 
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time.  The  boat  filled  with  lead  bromide  is  then  weighed,  and 
from  the  weight  of  the  PbBrj  that  of  the  lead  is  computed.  To 
check  this,  the  lead  bromide  is  dissolved  in  freshly-prepared 
chlorine  water,  an  excess  of  dilute  sulphuric  acid  is  added,  and 
the  solution  is  evaporated  to  remove  the  hydrochloric  acid,  at 
first  on  the  water-bath  and  finally  over  a  free  flame  until  dense 
firnies  of  sulphuric  acid  are  evolved. 

After  cooling,  water  and  alcohol  are  added,  the  precipitate 
filtered  off  and  the  weight  of  the  lead  sulphate  determined  a& 
described  on  p.  138.  For  the  bismuth  determination,  the  nitric 
acid  solution  contained  in  E  and  K  is  poured  into  a  beaker,  filtered 
if  necessary  from  any  sulphur,  evaporated  to  a  small  volume,  and 
the  bismuth  precipitated  by  the  addition  of  ammonium  carbonate 
and  determined  as  metal  as  described  on  p.  142. 

There  have  been  many  other  methods  proposed  for  the  separa- 
tion of  lead  and  bismuth,'*'  all  of  which  are  less  satisfactory  than 
the  two  methods  just  described,  so  that  they  will  not  be  discussed 
in  this  book. 

Separation  of  Bismuth  from  Copper. 

The  solution  is  treated  with  an  excess  of  anunonium  carbonate,, 
warmed  gently,  and  filtered.  The  precipitate  of  basic  bismuth, 
carbonate  almost  always  contains  small  quantities  of  copper,  so 
that  it  is  dissolved  in  nitric  acid  and  the  separation  by  means  of 
ammoniiun  carbonate  is  repeated.  The  basic  bismuth  salt  ia 
fused  with  potassium  cyanide  and  weighed  as  metal,  according 
to  p.  142. 

For  the  copper  determination,  the  two  filtrates  are  combined, 
evaporated  to  remove  the  excess  of  ammonium  carbonate,  acidified 
with  sulphuric  acid,  and  the  copper  precipitated  by  means  of 
hydrogen  sulphide,  being  determined  as  cuprous  sulphide  accord- 
ing to  p.  145,  or  the  sulphuric  acid  solution  is  subjected  to  elec- 
trolysis as  described  on  p.  148. 

According  to  Fresenius  and  Haidlin,  bismuth  can  be  separated 
from  copper  very  nicely  by  means  of  potassium  cyanide.  For 
this  purpose  the  acid  solution  is  precipitated  by  the  addition  of  a 

♦  Cf.  O.  Steen.  Zeit.  fiir  angew.  Chem.,  1895,  p.  530 . 
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slight  excess  of  sodium  carbonate,  potassium  cyanide  is  added, 
and  the  solution  warmed  and  filtered.  All  of  the  copper  is  found 
in  the  filtrate,  while  the  precipitate  contains  bismuth  oxide  con- 
taminated with  alkali.  The  residue  is,  therefore,  dissolved  in 
nitric  acid,  the  bismuth  precipitated  by  means  of  anmionium  car- 
bonate and  determined  as  metal  according  to  p.  142.  The 
filtrate  containing  the  copper  is  evaporated  with  nitric  acid,  in 
order  to  destroy  the  cyanide,  and  the  copper  determined  electro- 
lyticaUy  according  to  p.  148. 

Separation  of  Lead  from  Copper  by  Means  of  Electrolysis. 

This  separation  depends  upon  the  fact  that  lead  is  deposited 
quantitatively  as  PbOj  upon  the  anode  from  solutions  containing 
a  definite  amount  of  nitric  acid  by  means  of  a  weak  current, 
while  the  copper  is  either  not  deposited  at  all  under  these  conditions 
or  is  found  upon  the  cathode  to  some  extent.  After  the  lead  is 
completely  deposited,  the  copper  solution  is  poured  into  a  second 
weighed  platinum  dish,  the  excess  of  the  acid  is  neutralized  with 
ammonia,  and  the  solution  again  electrolyzed.  The  copper  will 
now  deposit  quantitatively  upon  the  cathode. 

Procedure. — ^The  solution  of  the  two  nitrates  is  placed  in  a 
platinum  dish  (of  the  form  recommended  by  Classen)  with  the 
inner  surface  unpolished,  and  20  c.c.  of  nitric  acid  (sp.  gr.  1.35-1.38) 
are  added,  after  which  the  solution  is  diluted  to  150  c.c.  and 
electrolyzed  at  50-60®  C.  with  a  current  of  1.-1.5  amperes  and 
an  electromotive  force  of  1.4  volts.  Usually  three  or  f oiu*  hours 
are  sufficient  to  deposit  all  the  lead  upon  the  anode  (the  dish)  in 
the  form  of  a  firmly-adhering,  brown  coating  of  peroxide.  The 
deposit  is  washed  without  breaking  the  circuit  as  described 
on  p.  140.  The  siphoned  solution  is  evaporated  to  a  volume 
of  about  130  c.c.  and  ammonia  is  added  until  the  precipitate 
which  is  at  first  formed  redissolves  to  a  dark-blue  solution; 
10  c.c.  of  nitric  acid  (sp.  gr.  1.20)  are  now  added  and  the 
solution  once  more  electrolyzed  with  a  current  of  1  ampere  and 
an  electromotive  force  of  2.2-2.5  volts.  The  platinimi  dish 
now  serves  as  the  cathode,  while  an  unpolished  platinum  disk- 
electrode  serves  as  the  anode;  in  case  traces  of  lead  remain  in 
solution   after    the    first    electrolysis,  it  will  now  be  deposited. 
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When  the  electrolysis  is  complete  the  electrodes  are  washed 
without  breaking  the  circuit  and  the  weight  of  the  copper  and 
PbOj  is  determined. 

Remark, — This  method  aflfords  remarkably  accurate  results.  In 
case  large  amounts  of  lead  are  present  it  is  advisable  to  start  with 
a  weaker  current  than  is  above  given  (about  0.5  ampere)  and 
after  an  hour  to  increase  it  to  1.5  amperes.  In  this  way  a  deposit 
of  peroxide  is  obtained  which  will  adhere  firmly  to  the  electrode, 
whereas  if  the  stronger  current  were  used  at  first  some  of  the 
deposit  is  likely  to  drop  off. 

If  only  small  amounts  of  lead  and  copper  are  present,  the 
electrolysis  should  take  place  under  the  conditions  described  on 
p.  148,  except  in  this  case  a  weighed  disk-electrode  should  be 
employed  as  the  anode.  Under  these  conditions  the  lead  will  be 
deposited  as  the  peroxide  upon  the  anode,  while  the  copper  will 
separate  out  upon  the  dish. 

Separation  of  Lead  from  Copper  and  Cadmium. 

(From  Bismuth  less  satisfactorily,) 

The  solution  of  the  nitrates  or  chlorides  is  treated  with  an  excess 
of  sulphuric  acid,  evaporated  to  remove  the  nitric  or  hydrochloric 
acid,  and  the  lead  determined  as  sulphate  as  described  on  p. 
138. 

Separation  of  Copper  from  Cadmium, 

1.  Method  of  A,  W,  Hofmann,* 

.  A.  W.  Hofmann  states  that  copper  and  cadmium  can  be  sepa- 
rated from  one  another  by  boiling  their  sulphides  with  sulphuric 
acid  (1:5)  whereby  cadmium  sulphide  is  dissolved  while  copper 
sulphide  is  unacted  upon.  Hofmann  seems  to  have  tested  this 
separation  only  qualitatively  and  not  quantitatively,  but  neverthe- 
less this  method  is  given  in  all  early  text-books  without  submitting 
any  analyses  to  prove  its  accuracy.  Experiments  performed  in  the 
author's  laboratory  showed  that  in  the  form  proposed  by  Hofmann 


*  Ann.  d.  Chcm.  und  Pharm.,  115,  286. 
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this  method  cannot  be  used  for  the  quantitative  separation  of 
the  two  metals;  on  the  other  hand,  if  it  is  carried  out  according  to 
the  following  modifications,  excellent  results  are  obtained. 

Procedure, — Sufficient  sulphuric  acid  is  added  to  the  solution 
of  the  sulphates  so  that  one  part  of  the  acid  is  contained  in  four 
parts  of  the  solution.  The  latter  is  now  heated  to  boiling,  and 
during  the  boiling  hydrogen  sulphide  is  passed  through  it  for 
twenty  minutes,  after  which  the  solution  is  boiled  for  fifteen 
minutes  longer.  The  solution  is  filtered  while  hot  through  a 
funnel  kept  filled  with  carbon  dioxide  and  the  precipitate  is  washed 
with  boiled,  hot  water  to  the  disappearance  of  the  acid  reaction. 
The  copper  sulphide  thus  obtained  is  easy  to  filter  and  wash;  it 
however,  always  contains  small  amounts  of  cadmium,  so  that  the 
separation  must  be  repeated.  The  copper  sulphide  is,  therefore, 
transferred  to  a  porcelain  dish  by  means  of  a  stream  of  water  from 
the  wash-bottle,  where  it  is  dissolved  in  nitric  acid,  the  solution 
evaporated  to  dryness,  the  dry  mass  treated  with  sulphuric  acid 
(1:4)  and  again  evaporated  on  the  water-bath  as  far  as  possible 
to  remove  the  greater  part  of  the  nitric  acid.  After  this,  without 
regard  to  the  separated  sulphur,  the  mass  is  washed  with  as  little 
water  as  possible  into  an  Erlenmeyer  flask,  for  every  0.3-0.5  gm. 
of  copper  about  150-200  c.c.  of  sulphuric  acid  (1:4)  are  added, 
and  the  separation  by  means  of  hydrogen  sulphide  is  repeated 
exactly  as  above  described.  The  pure  copper  sulphide  that  is 
finally  obtained  is  dried  and  the  copper  determined  as  cuprous 
sulphide  as  described  on  p.  145,  or  it  is  dissolved  in  nitric  acid 
and  the  solution  electrolyzed  as  described  on  p.  148. 

For  the  cadmium  determination,  hydrogen  sulphide  is  passed 
into  the  cold  filtrate,  the,  precipitated  cadmium  sulphide  after 
being  washed  is  transferred  by  means  of  a  spatula  to  a  porcelain 
dish,  hydrochloric  acid  (1:3)  is  poured  over  it,  the  dish  covered 
with  a  watch-glass  and  heated  on  the  water-bath  until  the  precipi- 
tate is  dissolved  and  until  the  hydrogen  sulphide  is  all  expelled. 
The  dish  is  now  placed  under  the  funnel  and  the  cadmium  sulphide 
which  remained  upon  the  filter  is  dissolved  by  dropping  hot  hydro- 
chloric acid  (1:3)  upon  it,  finally  washing  the  filter  with  water. 
The  contents  of  the  dish  are  evaporated  to  dryness,  the  dry  mass 
<lissolved  in  a  little  sulphuric  acid,  washed  into  a  weighed  porcelain 
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crucible,  1  c.c.  of  concentrated  nitric  acid*  and  a  little  more- 
sulphuric  acid  added,  after  which  the  contents  of  the  crucible  are 
evaporated  as  far  as  possible  upon  the  water-bath,  the  excess  of 
sulphuric  acid  removed  by  heating  in  an  air-bath,  and  the  cadmium 
determined  as  sulphate  according  to  p.  151. 

The  above  method  was  tested  by  Oberer  in  the  author's  labora- 
tory and  the  following  results  obtained: 


Amount  Taken. 

Found. 

DiflFerenoe. 

Amount  Found  in 

Per  Cent,  of  the 

Theoretical  ValuB. 

1,   Cu«0.3126gm 

Cd«0.2504    "     

0.3130  gm. 
0.2506    *' 

+  0.0004 
+  0.0002 

100.12 
100.08 

2.   Cu=0.3126    "     

Cd-0.2504    "     

0.3125    " 
0.2501    " 

-Q.OOOl 
-0.0003 

99.97 
99.88 

3.   Cu=0.3126    "     

Cd=0.2504    "     

0.3134    " 
0.2496    " 

+0.0008 
-0.0008 

100.25 
99.68      - 

4.   Cu«0.3126    "     ...... 

Cd=0.6259    "     

0.3120    " 
0.6252    " 

-0.0006 
-0.0007 

99.81 
09.88 

5.   Cu«0.3142    "     

Cd-0.C259    "     

0.3157    " 
0.6248    '* 

+  0.0015 
-0.0011 

100.50 
99.82 

6.    Cu=0.3142    "     

Cd=0.6259    "     

0.3150    " 
0.6240    " 

+  0.0003 
-0.0019 

100.25 
99.69 

2.  Method  of  Rivot-Rose. 

The  copper  is  precipitated  as  sulphocyanide  according  to  p. 
147,  and  from  the  filtrate  the  cadmium  is  precipitated  as  sulphide 
by  means  of  hydrogen  sulphide  and  determined  as  sulphate  ac- 
cording to  p.  151.    The  results  are  good. 

3.  Method  of  Freaenius  and  Haidlen, 
(The  Potassium  Cyanide  Method.) 

The  neutral  solution  containing  salts  of  both  metals  is  treated 
with  potassium  cyanide  until  the  precipitate  that  is  first  formed 
redissolves,  after  which  more  potassium  cyanide  is  added  (about 

♦The  nitric  acid  is  added  to  oxidize  the  fibres  of  filter-paper;  if  these 
are  not  destroyed  they  will  cause  a  partial  reduction  of  the  cadmium  sul- 
phate. 
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three  times  as  much  as  was  necessary  for  the  precipitation  and 
solution  of  the  precipitate)  and  either  ammonium  or  hydrogen 
sulphide  is  added  to  the  cold  solution.  The  cadmium  is  pre- 
cipitated as  the  yellow  sulphide^  while  the  copper  remains  in 
solution.* 

The  cadmium  sulphide  thus  precipitated  shows  a  great  tendency 
of  passing  through  the  filter-paper  even  when  a  "hardened"  filter 
is  used,  so  that  it  is  "salted  out."  A  considerable  amount  of  piu-e, 
solid  potassium  chloride  is  stirred  into  the  solution,  the  precipitate 
is  allowed  to  stand  overnight,  and  in  the  morning  it  is  filtered 
through  a  Schleicher  &  Schiill  "hardened  filter."  The  precipi- 
tate is  washed  first  by  decantation  with  concentrated  potassium 
chloride  solution,  it  is  then  transferred  to  the  filter  and  washed 
with  the  same  solution.  For  the  cadmiimi  determination  thai 
precipitate  cannot  be  used  on  account  of  the  potassium  chloride 
which  adheres  to  it,  and  it  is  not  advisable  to  wash  the  salt  out 
with  water,  for  in  this  case  a  turbid  filtrate  will  be  obtained.  It  is, 
therefore,  dissolved  in  hot  hydrochloric  acid  (1:3)  from  a  wash- 
bottle,  the  solution  is  evaporated  to  dryness,  the  residue  dissolved 
in  water,  filtered  if  necessary  from  separated  sulphur,  and  for 
every  100  c.c.  of  the  solution  5-7  c.c.  of  concentrated  sulphuric 
acid  are  added,  and  the  cadmium  is  precipitated  by  passing  hydro- 
gen sulphide  into  the  cold  solution.  This  time  the  cadmium 
sulphide  is  easily  filtered.  The  cadmium  is  determined  as  sulphate 
according  to  p.  151. 

The  filtrate  is  evaporated  with  nitric  acid  until  the  odor  of 
hydrocyanic  acid  can  no  longer  be  detected,  and  the  copper  is  most 
conveniently  determined  according  to  p.  145  as  cuprous  sulphide. 

Remark. — ^The  results  obtained  by  this  method  are  good,  but 
considerable  time  and  patience  are  required. 


♦  The  copper,  however,  remains  entirely  in  solution  only  when  moce  than 
enough  potassium  cyanide  is  present  than  is  required  to  form  the  complex  salt 
KjCuCCN)^.  If  the  piure  potassiimi  cuprocyanide  is  dissolved  in  consider- 
able water  and  hydrogen  sulphide  passed  into  the  solution,  there  is  a  partial 
precipitation  of  Cu^S;  the  more  dilute  the  solution,  the  more  the  precipi- 
tation. By  the  addition  of  an  excess  of  potassium  cyanide,  the  precipitation 
is  prevented.  A  cold,  concentrated  solution  of  the  above  salt  is  not  precipi- 
tated by  hydrogen  sulphide  (v.  Girsewald,  Zurich,  1902) 
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B.  DIVISION  OF  THE  SULPHO-ACIDS. 
Arsenic,  Antimony,  Tin. 

(SELENIUM,  TELLURIUM,  GOLD,  PLATINUM,  TUNGSTEN, 

MOLYBDENUM,  VANADIUM.) 

Arsenic,  As.    At.  Wt.  75. 

Forms:  As,S„  ASjS^,  Mg2As307. 

X.  Determination  as  Arsenic  Trisulphide,  ASjS,. 

For  the  determination  of  arsenic  in  this  form,  it  must  be  present 
in  its  trivalent  state,  i.e.,  as  arsenious  acid  or  as  arsenite. 

The  solution  is  made  strongly  acid  with  hydrochloric  acid  and 
the  arsenic  precipitated  in  the  cold  with  hydrogen  sulphide.  The 
excess  of  the  latter  is  removed  by  passing  a  stream  of  carbon 
dioxide  through  the  solution,  which  is  then  filtered  through  a 
Gooch  crucible  that  has  been  previously  dried  at  105**  C.  The 
precipitate  is  washed  with  hot  water,  dried  at  105®  C.  to  constant 
weight,  and  weighed  as  AsjS,. 

2.  Determination  as  Arsenic  Pentasulphide,  As^Ss,  according  to 

Bunsen.* 

Modified  by  Fr.  Neher,^ 

The  solution,  which  must  contain  all  of  the  arsenic  as  arsenic 
acid,  is  treated  with  hydrochloric  acid  little  by  little  (it  is  best  to 
keep  the  solution  cooled  by  surrounding  the  flask  with  ice)  until 
the  solution  contains  at  least  two  parts  of  concentrated  hydro- 
chloric acid  for  each  part  of  water.  A  very  rapid  stream  of  hydro- 
gen sulphide  is  conducted  into  this  solution  (contained  in  a  large 
Erlenmeycr  flask)  imtil  it  is  saturated  with  the  gas,  after  which 

*  Ann.  d.  Chem.  und  Pharm.,  192,  305. 

fZeit.  f.  anal.  Chem.,  32,  45;  see  also  Bninner  and  Tomicek,  Monats- 
hefte,  8,  607;  McCay,  Zeit.  f.  anal.  Chem.,  27,  6S2,  and  J.  Thicle,  Ann.  d 
Chem.  u.  Pharm.,  265,  65. 
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the  flask  is  stoppered  and  allowed  to  stand  two  hours.  The  arsenic^ 
pentasulphide  is  then  filtered  through  a  Gooch  crucible  which  has 
been  dried  at  105®  C,  and  the  precipitate  is  washed  completely 
with  water,  then  with  hot  alcohol  (to  hasten  the  subsequent  dry- 
ing). After  drying  at  105°  C.  the  precipitate  is  weighed  as  As^Sj. 
It  is  not  necessary  to  wash  it  with  carbon  bisulphide. 

Remark, — If  the  above  directions  are  conscientiously  followed, 
this  method  gives  faultless  results.  If,  on  the  other  hand,  the 
directions  are  deviated  from  in  the  slightest  respect,  the  precipitate 
is  likely  to  contain  some  arsenic  trisulphide,  whereby  low  results 
will  be  obtained.  If  the  solution  is  not  kept  cool  and  the  hydro- 
chloric acid  is  added  too  rapidly,  the  heat  of  the  reaction  suffices 
to  change  a  part  of  the  arsenic  chloride  (this  compound  probably 
exists  in  solution)  to  arsenious  chloride  and  chlorine,  so  that 
on  passing  hydrogen  sulphide  into  the  solution  a  mixture  of  arsenic 
trisulphide  and  arsenic  pentasulphide  will  be  obtained. 

3.  Determination  of  Arsenic  as  Magnesium  Pyroarsenate, 

according  to  Levol. 

The  solution,  which  must  contain  all  of  the  arsenic  as  arsenate, 
is  treated  with  from  10-20  c.c.  of  double-normal  ammonium 
chloride  solution  for  each  50  c.c.  of  solution,  after  which  20  c.c. 
of  "  magnesia  mixture  "  *  are  added  drop  by  drop  with  constant 
stirring.  One-third  the  solution's  volume  of  strong  ammonia  is 
then  added,  and  the  mixture  allowed  to  stand  twelve  hours.  After 
this  time  it  is  filtered  through  a  Gooch  crucible  and  washed  with  2\ 
per  cent,  ammonia,  first  by  decantation  and  finally,  after  the  precipi- 
tate is  in  the  crucible,  until  the  filtrate  no  longer  gives  the  test  for 
chlorides.  The  precipitate  is  dried  at  110°  C.  and  then  the  crucible 
is  placed  in  an  air-bath  (cf.  Fig.  11,  p.  25),  having  the  bottom  of 
the  Gooch  crucible  come  within  about  2-3  mm.  of  the  bottom  of 
the  outer  crucible.    A  small  crystal  of  anmionium  nitrate  f  is  added 

*  Prepared  by  diasolving  55  gms.  crystallized  magnesium  chloride  and 
70  gms.  ammonium  chloride  in  650  c.c.  water  and  diluting  this  to  a  volume 
of  one  liter  with  ammonia,  sp.  gr.  0.96. 

t  Instead  of  using  ammonium  nitrate,  the  crucible  may  be  provided  with 
a  perforated  cover  and  then  heated  in  a  current  of  oxygen. 
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to  the  precipitate,  which  is  then  heated,  at  first  gently,  gradually 
increasing  the  temperature  until  a  light-red  glow  on  the  outer 
crucible  is  obtained,  after  which  the  precipitate  is  allowed  to  cool 
in  a  desiccator  and  is  weighed  as  Mg^AsjOy.  The  results  obtained 
are  excellent. 

Remark. — ^The  precipitate  produced  by  the  magnesia  mixture 
has  the  formula  MgNH4As04+ 6H3O  and  loses  5^  molecules  of  water 
at  102®  C. ;  it  has,  therefore,  been  proposed  to  dry  the  precipitate 
at  this  temperature  and  to  compute  the  amount  of  arsenic  present 
as  follows: 

(MgNH,AsO,  +  iH  jO] :  As = p :  X. 

It  is,  however,  impossible  to  obtain  a  constant  weight  at  this 
temperature,  so  that  the  procedure  is  not  to  be  recommended. 
If  the  precipitate  is  dried  at  105-110°  C.  the  salt  is  obtained  almost 
entirely  free  from  water  and  at  a  slightly  higher  temperature  it 
begins  to  decompose.  The  only  form  in  which  the  precipitate 
should  be  weighed  is.  as  magnesium  pyroarsenate. 


Solubility  of  Magnesium  Ammonium   Arsenate,  according 

to  LevoL 

600  parts  of  water  dissolve  1  part  of  the  salt. 

In  2\  per  cent,  anmionia  it  is  almost  entirely  insoluble. 


Colorimetric  Determination  of  Arsenic. 

By  a  suitable  application  of  the  Gutzeit  reaction  (cf.  Vol.  I, 
p.  197)  the  author  and  P.  Comment  have  succeeded  in  working  out 
a  colorimetric  method  for  the  determination  of  arsenic  which  per- 
mits the  quantitative  determination  in  a  short  time  and  at  any 
place  of  very  small  amounts  of  arsenic,  such  as  are  found  in  many 
mineral  waters. 

Procedure. — ^From  1-5  c.c.  of  the  water  to  be  tested,  contain- 
ing not  more  than  15  mgm.  arsenic  to  the  liter,  are  placed  in 
the  15  c.c.  tube  G  (Fig.  34)  and  a  strip    of    chemiically   pure 
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line  *  is  added.  The  funnel-tube  T,  filled  with  concentrated 
sulphuric  acid  nearly  up  to  the  circular  bend  of  the  inner 
capillary  tube,  is  then  connected  with  G. 
A  small  glass  cylinder  g  is  hung  upon 
this  capillary  tube,  as  shown  in  the  illustra- 
tion, and  upon  the  cylinder  Is  placed  a  thin, 
even  wad  of  ^aas  wool  w.  A  piece  of  silver- 
nitrate  paper  (prepared  as  described  below)  ia 
placed  upon  the  upper  rubber-covered  edge 
of  the  funnel-tui>e  T  and  this  is  held  in  place 
by  the  weight  of  a  lead  ring.f 

After  this  10  e.c.  of  sulphuric  acid  (1,5  c.c. 
concentrated  sulphuric  acid  and  8.5  c.c.  of 
wat«r)  are  added  at  one  time  through  the  side- 
am,  of  the  test-tube  by  means  of  a  long- 
stemmed  funnel  whose  lower  end  is  repre- 
sented in  the  drawing.  A  steady  gas  evolution 
at  once  ensues.  If  only  l/lOOmgm.of  AsjO,is 
present,  the  silver-nitrate  paper  will  be  colored 
a  distinct  yellow  at  the  end  of  s.  few  minutes; 
after  twenty  minutes  the  reaction  will  be  coin-  '*"' 

plete.  The  silver-nitrate  paper  is  immediately  placed  in  a  desic- 
cator and  left  there  for  the  time  being.  The  clamp  between  the  side- 
arm  and  the  funnel  end  is  now  opened,  the  tube  T  bremovedbut  not 
cleaned  (it  can  be  used  repeatedly  for  any  number  of  determina- 
tions), the  test-tube  is  cleaned  and  the  experiment  repeated,  using 
different  arsenic  solutions  containing  known  amounts  of  arsenic. 
In  this  way  a  number  of  disks  of  silver-nitrate  paper  are  obtained 
of  varying  shades  and  they  are  all  allowed  to  remain  in  the  desic- 
cator, which  is  placed  in  the  dark  for  one  to  two  days.  By  com- 
paring the  shade  obtained  from  the  solution  that  was  analyzed 
with  those  produced  by  known  amounts  of  arsenic,  the  amount  of 
arsenic  present  is  easily  determined. 

For  the  standard,  a  solution  is  used  which  contains  20  mgm.  of 


*The  Bine  HtripB  are  prepared  by  rolling  together  zinc  that  has  been 
heated  to  150°  C.  and  hainmered  out. 

f  ClampB,  as  shown  in  the  figure,  are  useful  but  not  absolutely  necessaty. 
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arsenic  trioxide  dissolved  in  a  liter,  and  for  the  preparation  of  the* 


scale 


0.05  c.c.  =0.001  mgm.  AsjOj 
0.10    "  =0.002      " 
0.15    "  =0.003      " 


1.00    "  =0.02 

The  results  obtained  by  this  method  are  satisfactory.  Com* 
ment  found: 

I.            II.  III. 

Calculated . . .  14.08        28.1  52.18  mgm.  As,0,  per  liter 

Determined ..  15.0          27.5  50.        "         "       "     " 

For  the  determination  of  the  arsenic  in  a  mineral  water,  usually 
100  c.c.  are  sufficient.  This  amount  is  evaporated  in  a  porce- 
lain dish  to  as  small  a  volume  as  possible  and  neutralized  with 
sulphuric  acid.  The  solution  thus  obtained  is  carefully  washed  into 
the  test-tube  of  the  apparatus  and  the  above  process  carried  out. 

For  the  preparation  of  the  silver-nitrate  disks  a  cold,  concen- 
trated solution  of  potassium  chlorate  is  saturated  with  silver  nitrate ; 
the  pieces  of  pure  filter-paper  are  dipped  into  this  solution  and  then 
dried  in  a  vacuum  over  calcium  chloride.  The  dried  paper  is  once 
more  dipped  in  the  silver-nitrate  bath  and  again  dried.  When 
prepared  in  this  way  the  disks  can  be  kept  in  the  dark  for  an  imlim- 
ited  length  of  time. 

If  the  potassium  chlorate  is  not  added  to  the  silver-nitrate 
solution,  it  is  impossible  to  obtain  pure  white  disks;  they  are 
colored  grayish  violet  and  the  sharpness  of  the  reaction  is  dimin- 
ished to  a  considerable  extent. 

AlfTIMOirY,  Sb.     At.  Wt.  120. 
Forms:  SbjS,,  SbjO^,  and  Sb. 

I.  Determination  as  Trisulphide,  SbjS,. 

Hydrogen  sulphide  is  passed  for  twenty  minutes  into  the  cold 
solution  of  an  antimonite  or  antimonate,  then,  without  stopping 
the  current  of  hydrogen  sulphide,  the  solution  is  heated  to  boiling 
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and  the  gas  passed  through  it  for  fifteen  miuntes  morei  after  which 
the  now  dense  precipitate  is  filtered  through  a  Gooch  crucible, 
and  washed  with  50  to  75  c.c.  of  hot,  very  dilute  acetic  acid  into 
which  hydrogen  sulphide  has  been  passed.  The  dried  precipitate 
is  heated  gradually  in  a  Paul's  *  drying-oven  (cf.  Fig.  19,  p.  31)  to 
230°  C,  meanwhile  passing  a  stream  of  dry  carbon  dioxide  t 
through  the  apparatus.  The  sulphur  contaminating  the  pre- 
cipitate is  volatilized  by  this  treatment  and  collects  upon  the 
watch-glass  over  the  glass  pipe  (Fig.  19).  The  antimony  penta- 
sulphide  present  is  also  decomposed  into  graphite-colored  antimony 
trisulphide  and  sulphur.  As  soon  as  all  the  sulphur  is  removed  the 
crucible  is  allowed  to  cool  and  is  weighed. 

Remark. — By  long-continued  heating  a  small  amount  of  anti- 
mony trisulphide  is  volatilized;  it  should  never  be  heated  more  than 
half  an  hour  at  one  time.  The  operation  is  complete  when  two 
successive  weighings  do  not  differ  from  one  another  by  more  than 
i  mgm.  With  regard  to  the  precipitation  of  the  antimony  sulphide 
it  is  important  that  the  above  directions  should  be  followed.  If 
the  antimony  is  precipitated  from  cold  solutions  it  is  Ukely  to  pass 
through  the  filter  on  washing.  If  the  hydrogen  sulphide  is  passed 
at  once  into  a  boiling  solution,  a  large  amount  of  the  precipitate 
adheres  so  firmly  to  the  glass  sides  of  the  beaker  that  it  cannot  be 
removed  by  rubbing  with  a  rubber-covered  stirring-rod. 

2.  Determination  as  Tetroxide,  Sb,04  (Bunsen). 

This  method  was  first  proposed  by  Bunsen,t  but  later  given  up 
because  he  believed  it  to  be  inaccurate.  §  The  experiments  of 
Brunck  \\  and  Rossing,^"  however,  have  shown  that  the  method 
when  carried  out  correctly  yields  reliable  results.  In  the  majority 
of  cases  it  is  desired  to  determine  the  amount  of  antimony  present 

«  Zeit.  f.  anal.  Chem.,  XXXI,  540. 

f  If  the  precipitate  is  contaminated  with  considerable  sulphur  it  is  ad- 
visable to  remove  it  at  once.  For  this  purpose  the  precipitate  is  washed 
three  times  with  alcohol,  then  with  a  mixture  of  equal  parts  carbon  bisul- 
phide and  alcohol,  then  twice  with  carbon  bisulphide,  and  finally  with  alcohoL 

X  Ann.  d.  Ch.  u.  Pharm.,  106,  3. 

§  Ibid,,  192,  316. 

g  Zeit.  fur  anal.  Chem.,  XXXIV,  171. 

If  Ibid.,  XLI,  9. 
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in  a  mixture  of  its  tri-  and  pentasulphides,  or  in  a  mixture  of  one  or 
the  other  of  the  two  compounds  with  sulphur.  According  to  Ros- 
sing  it  is  best  to  proceed  as  follows:  The  sulphide  of  antimony,  pre- 
cipitated from  a  hot  solution,  is  washed  at  first  with  hot  water, 
then  with  alcohol,  afterwards  with  a  mixture  of  alcohol  and  carbon 
bisulphide  (in  order  to  remove  the  sulphur),*  again  with  alcohol, 
and  finally  with  ether,  afterwards  drying  the  precipitate  by  warm- 
ing slightly.  The  bulk  of  the  precipitate  is  separated  from 
the  filter,  placed  upon  a  watch-glass,  and  the  portion  remaining 
upon  the  filter-paper  is  dissolved  in  a  little  hot  amonium  sul- 
phide, evaporated  in  a  weighed  porcelain  crucible  to  dr3mes8,  and 
heated  gently  over  the  free  flame.  The  main  part  of  the  precipi- 
tate is  then  added,  the  crucible  is  covered  with  a  watch-glass,  and 
fuming  nitric  acid  cautiously  added.  After  the  first  violent 
action  is  over  the  crucible  is  heated  on  the  water-bath  until  the  gas 
evolution  has  entirely  ceased,  the  watch-glass  is  then  removed,  and 
the  contents  of  the  crucible  evaporated  to  dryness.  This  opera- 
tion is  repeated  until  all  of  the  sulphur  is  oxidized.  The  sulphuric 
acid  formed  is  eventually  driven  oflf  by  careful  heating  over  a  free 
flame,  the  open  crucible  is  placed  in  the  opening  of  an  inclined  disk 
of  asbestos  board,  and  the  temperature  is  gradually  increased'  until 
finally  the  full  heat  of  the  Teclu  burner  is  obtained.  The  precipi- 
tate suffers  no  decomposition  at  this  temperature;  it  is  important, 
however,  to  take  care  that  none  of  the  reducing  gases  from  the  gas- 
flame  enter  the  crucible,  as  in  that  case  there  will  be  an  immediate 
reduction  to  the  volatile  trioxide  and  a  considerable  loss  can  be 
occasioned. 

The  results  obtained  by  this  method  are  perfectly  satisfactory. 

3.  Determination  of  Antimony  as  MetaL 

Antimony  may  be  deposited  from  acid  solutions  by  means  of 
the  electric  current;  the  metal,  however,  does  not  adhere  well  to 
the  electrode,  so  that  this  methpd  cannot  be  used  for  ite  quantita- 
tive determination.  Parrodi  and  Mascazzini,  and  afterwards 
Classen  and  his  students,  have,  notwithstanding,   succeeded   in 

*  Thiele.  Ann.  d.  Chem.  und  Pharm.,  263,  372. 
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tisoertaining  under  what  conditions  antimony  can  be  satbfactorily 
deposited. 

If  a  solution  of  sodium  or  ammonium  sulphoantimonite  or 
antimonate  is  subjected  to  electrolysis  with  a  current  of  0.2-1 
ampere,  the  antimony  will  be  deposited  upon  the  cathode  as  steel- 
gray,  metallic  antimony,  and  the  deposit  adheres  so  firmly  that  it 
can  be  dried  and  weighed  without  loss.  The  chief  condition  for 
the  success  of  this  operation  is  the  absence  of  polysulphides.  In 
case  these  substances  are  present  the  antimony  is  incompletely 
deposited  and  in  some  cases  not  at  all. 

Procedure. — The  precipitate  of  antimony  sulphide  obtained 
in  the  usual  course  of  analysis,  and  which  is  usually  contaminated 
with  sulphiu"  to  a  considerable  extent,  is  dissolved  in  as  little  as 
possible  of  a  concentrated  solution  of  sodium  sulphide;*  75  c.c.  of 
a  freshly  prepared  20  per  cent,  solution  of  sodiiun  sulphite,  (Na^SOj 
-f  THjO),!  are  added  and  the  solution  heated  until  completely  decol- 
orized. It  is  allowed  to  cool,  30-40  c.c.  more  of  sodium  sulphide 
solution  are  added,  the  mixture  is  diluted  to  a  volimie  of  100  c.c. 
with  distilled  water  and  this  solution  is  electrolyzed  in  the  cold  in 
an  unpolished  platinum  dish  with  a  current  of  0.25-0.5  ampere.  If 
the  electrolysis  is  started  in  the  evening  it  will  usually  be  complete 

*  To  prepare  the  sodium  sulphide  solution,  the  following  procedure  is 
necessary:  Sodium  hydroxide  (purified  by  alcohol)  is  dissolved  in  water 
until  a  solution  b  obtained  of  1.35  specific  gravity.  This  solution  is  placed, 
in  a  flask  with  a  long  neck  of  such  a  size  that  the  solution  reaches  the 
lower  part  of  the  neck  and  a  rapid  stream  of  hydrogen  sulphide  is  passed 
into  the  solution,  keeping  it  out  of  contact  with  the  air  as  much  as  possible, 
using  a  double-bored  cork  stopper.  When  there  is  no  further  increase  in  the 
volume  of  the  solution,  the  clear  yellow  liquid  is  filtered  quickly  (to  remove 
any  sulphide  of  Fe,  Ni,  Ag,  etc.)  into  a  platinum  or  thin  porcelain  dish,  and 
is  evaporated  until  a  film  of  crystals  begins  to  form,  when  the  hot  solution 
is  poured  into  a  30-c.c.  glass-stoppered  bottle.  The  bottle  is  stoppered  and 
then  sealed  with  paraffin.  .  On  cooling  long  crystals  of  Na^S  +  QHjO  sepa- 
rate out.  When  prepared  in  this  way  the  solution  can  be  kept  indefinitely 
in  the  air-tight  bottle. 

t  The  sodium  sulphite  serves  to  change  any  polysulphide   present   into 

monosulphide : 

Na^. + 4NajS0,=  4Na,S,0, + Na^. 

Lecrenier  suggested  this  procedure;    hydrogen   peroxide  also   accomplishes 
the  same  end* 
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the  next  morning.  The  deposited  metal  is  washed,  without  break- 
ing the  circuit,  as  described  in  the  copper  determination,  with  water 
and  finally  with  absolute  alcohol  and  ether,  after  which  it  is  dried 
and  weighed.  The  anode  will  always  be  colored  slightly  yellow 
with  a  little  deposited  sulphur.  If  the  solution  contained  an  insuf- 
ficient quantity  of  sodium  sulphide  the  anode  will  show  a  film  of 
orange  antimony  sulphide.  In  this  case  a  few  cubic  centimeters 
more  of  sodiiun  sulphide  solution  should  be  added  (which  is  usually 
sufficient  to  dissolve  it). 

If  a  hot  solution  is  electrolyzed  (at  70-80**  C.)  and  a  current  of 
from  1-1.5  amperes  is  used  with  an  electromotive  force  of  2.5-3.2 
volts,  0.35  gm.  of  antimony  will  be  deposited  in  one  and  one-half 
hours. 

Remark. — F.  Henz  *  has  recently  shown  that  instead  of  adding 
sodium  sulphite  to  the  bath,  potassium  cyanide  may  be  used. 
This  reagent  reduces  polysulphides  with  ease  to  monosulphides: 

KCN + Na^,= KCNS + Na^. 

Potassium  cyanide  has  the  advantage  that  1  gm.  will  do  as 
much  work  as  4  gms.  of  sodium  sulphite,  and  it  is  much  more  solu- 
ble. One  or  two  grams  of  the  cyanide  added  to  the  bath  are  suf- 
ficient to  keep  it  colorless  during  the  electrolysis  of  0.1  gm.  of  anti- 
mony. 

For  cleaning  the  electrodes  from  deposited  antimony  Hens 
recommends  the  use  of  nitric  acid  saturated  with  tartaric  add. 

Tnr,  Sn.    At.  Wt.  118.5. 
Forms :  SnO,)  Sn. 

X.  Determination  as  Tin  Dioxide,  Sll(V 

Two  cases  are  to  be  distinguished : 

(a)  The  Tin  is  Present  as  Metal  {in  an  ASojf), 
(6)  The  Tin  is  Present  in  Solution. 

(a)  The  Tin  is  Present  in  an  Alloy, 

In  case  the  tin  is  present  in  an  alloy  it  may  be  treated  acoord- 
ing  to  the  method  of  Busse  f  as  follows : 

*  Inaug.  DiBsertation,  Zurich,  1903.         t  Zeit.  f.  anal  Chem.,  17, 63. 
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About  0.5  gm.  of  the  alloy,  in  the  form  of  borings,  is  treated  in 
B  beaker  with  6  c.c.  of  nitric  acid  (sp.  gr.  1.5),  3  c.c.  of  water  are 
slowly  added  and  the  beaker  is  then  quickly  covered  with  a  watch- 
glass.  As  the  water  is  mixed  with  the  acid  a  violent  reaction  takes 
place.  When  the  evolution  of  nitric  oxide  (brown  vapors  on  coming 
in  contact  with  the  air)  has  ceased,  the  solution  is  heated  to  boiling 
and  diluted  with  50  c.c.  of  boiling  water;  the  precipitate  is  allowed 
to  settle  completely,  then  filtered,  washed,  and  dried.  After  burning 
the  filter,  moistening  the  ash  with  nitric  acid  and  drying  on  the 
water-bath,  the  precipitate  is  ignited,  at  first  gently  and  finally 
strongly,  over  the  Teclu  burner  or  blast-lamp.  It  is  weighed  as 
SnO,.  "      . 

The  tin  dioxide  thus  obtained  is  never  pure;  it  always  contains 
small  amounts  of  other  oxides  and  must  be  purified  as  follows: 
After  weighing,  the  precipitate  is  mixed  with  six  times  as  much  of  a 
mixture  consisting  of  equal  parts  calcined  sodium  carbonate  and 
pure  sulphur,  and  this  mixture  is  heated  in  a  covered  crucible  over 
a  small  flame  until  the  excess  of  sulphur  is  almost  entirely  removed. 
This  point  is  easily  recognized  by  there  being  no  longer  any  odor 
of  SO2  and  no  blue  flame  of  burning  sulphur  evident  between  the 
cover  and  the  crucible.  After  cooling  the  melt  is  treated  with  a 
little  hot  water,  whereby  the  tin  goes  into  solution*  as  sodium 
sulphostannate  (cf.  Vol.  I,  p.  222),  together  with  some  copper  and 
iron.  The  deep-brown  liquid,  therefore,  is  treated  with  sodium 
sulphite  t  solution  until  it  becomes  only  slightly  yellow  in  color,  after 
which  any  iron  or  copper,  etc.,  will  be  quantitatively  precipitated 
as  sulphides.  The  latter  are  filtered  off  and  washed,  first  with  water 
to  which  a  little  sodium  sulphide  has  been  added  and  finally  with 
hydrogen  sulphide  water.  As  a  rule  the  amount  of  insoluble  sul- 
phide formed  by  this  treatment  Is  so  small  that  after  drying  it  can 
be  ignited  in  the  air  and  changed  to  oxide  without  introducing  any 
appreciable  error.    If  this  weight  is  subtracted  from  the  original 


*  Frequently  a  single  fusion  with  sodium  carbonate  and  sulphur  is  insuf- 
ficient; this  is  recognized  by  obtaining  a  sandy  residue  insoluble  in  water. 
In  this  case  the  residue  is  filtered,  washed,  dried,  and  the  fusion  repeated 
until  all  the  tin  is  brought  into  solution. 

f  The  sodium  sulphite  changes  the  sodium  polysulphide  to  monosulphide, 
in  which  copper  and  iron  sulphides  are  insoluble. 
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amount  of  impure  stamiic  oxide,  the  weight  of  pure  stamiic  oxide 
will  be  obtained.  If,  however,  the  amount  of  impurity  present 
with  the  residue  of  metastannic  acid  should  be  large,  the  different 
metals  must  be  separated  according  to  one  of  the  methods  for  the 
separation  of  the  sulpho-bases  and  the  weight  of  each  oxide  deter- 
mined separately  and  the  sum  of  their  weights  subtracted  from  the 
original  weight  of  the  tin  dioxide.  Instead  of  determining  the 
amount  of  impurity  present  with  the  tin  dioxide,  the  filtrate  from 
the  insoluble  sulphides  can  be  acidified  with  acetic  acid  and  the  tin 
precipitated  as  yellow  stannic  sulphide,  which,  after  it  has  com- 
pletely settled,  is  filtered  off  and  changed  by  careful  ignition  into 
tin  dioxide,  as  described  on  p.  175,  and  weighed  as  such. 

(6)  Tin  is  Present  in  SoliUion. 

(a)  The  Solution  Contains  Tin  only. 

If  the  solution  contains  tin  in  the  form  of  stannic  salt  (chloride 
or  bromide),  a  few  .drops  of  methyl  orange  are  added  and  then 
ammonia  solution  until  the  pink  color  of  the  indicator  is  changed 
to  yellow.  Ammonium  nitrate  (obtained  by  the  neutralization  of 
20  c.c.  of  concentrated  ammonia  with  nitric  acid)  is  added  and  the 
solution  is  diluted  to  a  volume  of  300  c.c,  heated  to  boiling,  filtered 
after  the  precipitate  has  settled,  washed  with  hot  water  containing 
ammonium  nitrate,*  dried,  ignited  in  a  porcelain  crucible,  and 
weighed  as  SnO,. 

Remark. — If  the  solution  contains  non-volatile  organic  acids, 
this  method  cannot  be  used  for  the  determination  of  tin.  In  this 
case  the  tin  must  be  first  precipitated  as  sulphide  by  means  of 
hydrogen  sulphide  (cf.  p.  175).  If  the  tin  is  not  in  solution  as 
stannic  salt,  but  as  stannous  salt,  the  solution  must  be  first  oxidized 
by  the  addition  of  bromine  water  until  a  permanent  yellow  color  is 
obtained,  after  which  the  solution  is  neutralized  with  ammonia  and 
treated  as  above  described. 

According  to  J.  Lowenthal,  tin  may  be  precipitated  from  slightly 
acid  stannic  chloride  or  bromide  solutions  in  the  presence  of  ammo- 
nium nitrate.    Methyl  orange  is  added  to  the  solution  and  then 

*  The  ammonium  nitrate  prevents  the  formation  of  soluble,  amorpkoua 
stannic  acid;  it  ''salts  out''  the  precipitate  (cf.  Vol.  I,  p.  71). 
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ammonia  until  a  yellow  solution  is  obtained;  *  dilute  nitric  acid  is 
now  added,  drop  by  drop,  imtil  the  solution  just  becomes  pink  again, 
more  ammonium  nitrate  solution  is  added  (20  c.c.  of  concentrated 
anmionia  exactly  neutralized  with  nitric  acid),  the  solution  is 
diluted  to  300  c.c,  boiled  for  some  time,  filtered,  washed  with  water 
containing  ammonium  nitrate,  dried,  ignited,  and  weighed  as  SnO,. 
This  method  is  employed  when  the  solution  contains  small  amoimts 
of  alkaline  earths;  they  remain  in  solution.  Sodium  sulphate  can 
be  used  instead  of  ammonium  nitrate  to  "salt  out"  the  tin  precipi- 
tate, but  although  the  tin  will  be  quantitatively  precipitated,  some 
sodiiun  sulphate  will  be  also  thrown  down,  so  that  high  results  will 
be  obtained. 

(fi)  The  Solution  Contains,  besides  Tin,  Metals  of  the  Preceding 

Groups  or  Organic  Substances, 

In  this  case,  independent  of  whether  the  tin  is  present  in  the 
form  of  stannic  or  stannous  salts,  hydrogen  sulphide  is  conducted 
into  the  dilute  solution  until  it  is  saturated  with  the  gas;  the  solu- 
tion is  allowed  to  stand  imtil  the  odor  of  hydrogen  sulphide  has 
almost  disappeared  and  thetL  filtered.  The  precipitate  is  washed 
with  a  solution  of  ammonium  nitrate  (or  ammonium  acetate),, 
dried,  transferred  as  completely  as  possible  to  a  porcelain  crucible, 
and  the  ash  of  the  filter  added.  The  tin  sulphide  is  at  first  gently 
heated  in  a  covered  crucible  to  avoid  loss  by  decrepitation,  and  after- 
wards in  an  open  crucible  until  the  odor  of  sulphur  dioxide  is  no 
longer  perceptible.  The  temperature  now  is  raised  gradually  until 
finally  the  full  heat  of  a  good  Teclu  burner  is  obtained  or  the  cruci- 
ble is  heated  over  the  blast-lamp.  As  tin  dioxide  holds  fast  to 
some  sulphuric  acid  with  great  tenacity,  after  cooling  the  crucible 
somewhat  a  piece  of  ammonium  carbonate  the  size  of  a  pea  is  added, 
the  crucible  covered  and  again  heated,  after  which  it  is  weighed  as 
SnOj.  The  heating  with  the  addition  of  ammonium  carbonate  is 
repeated  until  a  constant  weight  is  obtained. 


*  The  excess  of  acid  cannot  be  removed  by  evaporation  on  account  of  th& 
volatility  of  stannic  chloride. 
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2.  Determination  of  Tin  as  Metal. 

Like  antimony,  tin  can  be  deposited  electrolytically  from  a  solu- 
tion of  ammcmium  sulphostannate,  but  on  the  other  hand  it  is  not 
deposited  from  a  solution  of  sodium  sulphostannate,  if  the  solution 
contains  a  large  excess  of  sodium  sulphide  and  a  weak  current  is 
used.  This  property  is  made  use  of  in  the  electrolytic  separation 
of  antimony  from  tin.* 

In  the  course  of  analysis  it  is  usually  a  question  of  determining  the 
amount  of  tin  present  in  a  precipitate  of  sulphide  of  tin  (SnS,  SnSj, 
or  a  mixture  of  both  produced  by  the  action  of  hydrogen  sulphide), 
or  in  a  solution  of  sodium  sulphostannate  (obtained  by  the  fusion 
of  tin  dioxide  with  sodium  carbonate  and  sulphur).  If  the  tin  is 
present  as  sulphide  it  is  dissolved  in  ammonium  sulphide  (obtained 
by  saturating  ammonia  with  hydrogen  sulphide)  to  which  a  little 
sulphur  has  been  added  in  order  to  dissolve  any  SnS  present.  After 
this  70  c.c.  of  a  20  per  cent,  solution  of  sodium  sulphide  are  added 
and  5  c.c.  more  of  ammonium  sulphide,  the  solution  is  diluted  to 
150  c.c.  and  electrolyzed  cold  with  a  current  of  0.5-0.7  ampere. 
Six  or  seven  hours  suffice  to  deposit  0.2  gm.  tin.  If  the  solution 
is  kept  at  a  temperature  of  from  50-60*^  C.  and  electrolyzed 
with  a  current  of  from  1-2  amperes  and  an  electromotive  force 
of  from  3.5-4  volts,  the  same  amount  of  tin  will  be  deposited  in 
one  hoiu*. 

Remark. — ^When  more  than  0.2  gm.  of  tin  is  present  in  the  solu- 
tion, the  metal  is  likely  to  deposit  in  a  spongy  condition,  particularly 
when  too  strong  a  current  is  used  at  the  start.  Consequently,  care 
should  be  taken  that  the  solution .  does  not  contain  more  than 
this  amount,  and  a  current  of  not  more  than  0.5  ampere  should 
be  used  at  first.  The  tin  then  will  be  obtained  usually  in  the 
form  of  a  bright  deposit ;  sometimes  it  will  be  somewhat  spong}'', 
but,  nevertheless,  it  will  adhere  strongly  enough  to  the  electrode 
so  that  it  can  be  washed  and  weighed  without  loss. 

The  presence  of  polysulphides  is  said  to  cause  no  harm;  on 
the  contrary  it  has  been  reconmiended.     From  experiments  per- 


*  Cf.  B.  Neumann,  Theorie  und  Praxis  d.  anal}*!.  Electrolyse  der  Metalle. 
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formed  in  the  author's  laboratory,  however,  it  can  be  said  that 
the  separation  without  polysulphides  takes  place  very  satis- 
factorily. 

Beautiful  deposits  of  tin  were  obtained  by  EngeFs  *  method 
of  electrolyzing  stannous  chloride  from  warm  solutions  contain- 
ing hydroxylamine,  tartaric  acid,  and  ammonium  acetate;  it  is 
very  difficult,  however,  to  remove  the  last  traces  of  tin  by  this 
method. 

Separation  of  Arsenic,  Antimony,  and  Tin  from  the  Members  of 

the  Ammonium  Sulphide  Group. 

The  separation  is  effected  by  passing  hydrogen  sulphide  into 
the  acid  solution  of  the  above  metals  whereby  arsenic,  antimony, 
and  tin  are  precipitated  as  sulphides,  while  the  remaining  metals 
remain  in  solution. 

From  an  alloy,  or  the  solid  sulpho-salts  of  the  above  metals, 
arsenic,  antimony,  and  tin  may  be  readily  volatilized  by  heating 
in  a  stream  of  chlorine;  the  chlorides  of  these  three  metals  are 
readily  volatile,  while  those  of  the  remaining  metals  are  only 
difficultly  so. 

Separation  of  Arsenic,  Antimony,  and  Tin  from  Mercury,  Lead, 

Copper,  Cadmium,  and  Bismuth. 

If  the  metals  are  all  in  solution,  they  are  precipitated  by  means 
of  hydrogen  sulphide  and  the  precipitated  sulphides  after  being 
filtered  and  washed  are  treated  with  alkali  sulphide  solution. 
If  mercvuy  is  present,  anunonium  sulphide  should  be  used,  but 
m  the  absence  of  this  metal  colorless  sodium  sulphide  works 
better  (cf.  Vol.  I,  p.  151). 

If  the  metals  of  this  group  are  in  the  form  of  an  alloy  (arsenic 
and  merciuy  are  seldom  met  with  to  any  extent),  the  antimony 
and  tin  are  separated  from  the  remaining  metals  on  treating 
the  alloy  with  nitric  acid.  The  tin  is  left  behind  as  meta- 
fitannic  acid,  insoluble  in  dilute  nitric  acid,  with  the  antimony 


*  Neumann,  Theorie  und  Praxis  der  anal ytischen  Electrolyse  der  Metalle. 
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as  nearly  insoluble  antimonic   acid.     The  small  amount  of  the 

latter   (and   the   remaining   metab   of   this   group)   are   precipi- 

_  tated  by  hydrogen  sulphide  and  separated  from 

the  copper  group  by  means  of  alkaline  sulphide 

solution. 

The  separation  of  tin  from  the  remaining 
metals  of  the  group  can  be  illustrated  by  a 
practical  example. 

Analysis  of  Bronzes. 

A  bronze  is  an  alloy  of  tin  and  copper  in 
varying  proportions.  It  almost  always  con- 
tains besides  these  metals  more  or  less  lead, 
aluminium,  iron,  manganese,  zinc,  and  phos- 
phorus. 

Procedure. — About  0.5-1  gm.  of  the  alloy  in 
the  form  of  borings  *  b  placed  in  a  beaker, 
treated  with  6  c.c.  of  nitric  acid,  sp.  gr.  1.5,  and 
3  c.c.  of  water  are  added,  after  which  the 
beaker  is  immediately  covered  with  a  watch- 
glass.  When  the  reaction  begins  to  diminish, 
the  liquid  is  heated  to  boiling,  until  no  more 
brown  fumes  are  evolved,  when  50  c.c.  of 
boiling  water  are  added;  the  precipitate  {con- 
Fic.  35.  tainingalt  the  tin,  the  phosphoric  acid,  and  always 

small  amounts  of  copper  oxide)  is  allowed  to  settle  completely^ 

*  The  borings  are  ueually  Bomewhat  oily,  in  wliich  case  they  should  be 
washed  with  ether  that  has  been  distilled  over  potash,  dried  at  about  80°  C, 
and  weiRhed  after  cooling  in  a  desiccator.  The  washing  with  ether  ia  best 
accomplished  in  a  Soxlilet's  fat-extraction  apparatus,  as  shown  in  Fig.  35. 
The  borings  are  placed  in  the  extraction-tube,  which  is  filled  with  ether  nearly 
up  to  tlie  Iwnd  b  of  tlie  siphon-ami.  The  tul>e  is  then  connected  with  the 
condenser  K.  After  this  from  20  to  30  c.c.  of  ether  are  added  to  the  flask 
and  this  is  heated  gently  on  the  water-bath.  The  ether  vapora  pass  through 
the  wide  side-arm  to  the  condenser  K,  where  tliey  are  condensed  and  drop 
upon  the  borings.  As  soon  as  the  ether  in  the  tulie  liaa  reached  the  height 
6,  it  is  siphoned  back  \nUt  the  flask,  where  it  ia  again  distilled.  All  the  frt 
will  be  removed  from  the  borings  in  from  half  an  hour  lo  an  hour. 
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is  filtered,  washed  with  hot  water,  dried,  ignited  in  a  porcelain 
crucible,  and  weighed.  In  this  way  the  weight  of  the  SnOjH-  P3O5+ 
foreign  oxide  is  obtained.  In  order  to  obtain  the  weight  of  foreign 
oxide  (chiefly  copper  oxide)  the  precipitate  is  fused  with  a  mix- 
ture of  sodium  carbonate  and  sulphur  as  described  on  p.  173. 
The  sulphides  remaining  after  the  solution  of  the  melt  in  hot 
water  are  filtered  ofif,  converted  into  oxides  by  ignition  in  the 
air,  and  weighed.  By  subtracting  this  weight  from  that  pre- 
viously obtained,  the  weight  of  SnOj-f-PjOa  is  obtained.  In  order 
to  obtain  the  weight  of  the  SnO,  a  separate  portion  is  analyzed 
according  to  the  method  of  Oettel  as  described  below  for  phos- 
phoric acid,  and  the  amount  of  phosphoric  anhydride  subtracted 
from  the  weight  of  SnOa+PaOj. 

The  oxides  obtained  by  the  ignition  of  the  insoluble  sulphides 
are  dissolved  in  a  little  nitric  acid  (in  case  FcjO,  is  present  a 
little  hydrochloric  acid  is  also  necessary)  and  the  solution  of  the 
nitrates  is  added  to  the  first  filtrate  from  the  impure  metastannic 
acid.  To  this  solution  an  excess  of  dilute  sulphuric  acid  is  added, 
and  it  is  evaporated  on  the  water-bath  as  far  as  possible  and  then 
heated  over  a  free  flame  until  dense,  white  fumes  of  sulphuric 
acid  are  evolved.  After  cooling,  50  c.c.  of  water  and  20  c.c.  of 
alcohol  are  added,  the  precipitate  of  lead  sulphate  is  filtered  off 
and  its  weight  determined  as  described  on  p.  138.  The  filtrate 
from  the  lead  sulphate  is  heated  to  remove  the  alcohol  and  the 
copper  precipitated  by  means  of  hydrogen  sulphide  and  weighed 
as  CujS  according  to  p.  145.  In  the  filtrate  from  the  copper  sul- 
phide the  iron,  aluminium,  and  zinc  (also  manganese)  will  be 
found.  It  is  evaporated  to  a  small  volume  in  order  to  expel  the 
hydrogen  sulphide,  oxidized  by  the  addition  of  a  few  drops  of 
concentrated  nitric  acid,  and  the  iron  and  aluminium  separated 
from  the  zinc  by  means  of  a  double  precipitation  with  anunonia,* 
whereby  the  iron  and  aluminiimi  are  left  behind  as  hydroxides 


*  If  considerable  zinc  is  present,  the  above  separation  is  inexact.  In  this 
case  the  filtrate  from  the  copper  sulphide  is  treated  with  sodium  acetate, 
heated  to  60**,  saturated  with  hydrogen  sulphide,  and  the  iron  and  aluminium 
determined  in  the  filtrate,  the  zinc  in  the  precipitate.  If  manganese  is 
present  in  the  alloy,  it  should  be  separated  from  iron  and  aluminium  as 
deflcribed  on  pp.  121  to  125. 
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and  are  separated  and  determined  according  to  p.  94.  The 
zinc  is  precipitated  from  the  filtrate  after  acidifying  with  acetic 
acid,  by  passing  hydrogen  sulphide  into  the  boiling  solution.  The 
precipitated  zinc  sulphide  is  filtered  off,  dissolved  in  hydrochloric 
acid,  evaporated  to  dryness  in  a  weighed  platinum  dish,  and  trans- 
formed to  oxide  by  heating  with  mercuric  oxide  by  Volhard's 
method  (cf.  p.  116). 

For  the  phosphorus  determination  Oettel  *  recommends  the 
following  procedure:  From  2-5  gms.  of  the  substance  are  dissolved, 
as  before,  in  nitric  acid,  and  the  impure  metastannic  acid  with  all 
the  phosphorus  is  filtered  off,  dried,  and  transferred  as  com- 
pletely as  possible  to  a  porcelain  crucible.  The  ash  of  the 
filter  is  added,  and  the  contents  of  the  crucible  ignited.  After 
cooling,  the  substance  is  mixpd  with  three  times  as  much  solid 
potassium  cyanide,  the  crucible  covered,  and  the  contents  fused; 
the  stannic  oxide  is  reduced  to  metal, 

SnO,  -h  2KCN = 2KCN0 + Sn, 

while  the  phosphoric  acid  is  converted  into  potassium  phos- 
phate. 

By  skilfully  rotating  the  crucible  during  the  fusion,  it  is  possi- 
ble to  unite  the  small  particles  of  molten  tin  into  a  larger  button 
whereby  the  subsequent  filtration  is  greatly  facilitated.  After 
cooling,  the  melt  is  treated  with  water  and  filtered.  The  filtrate 
is  cautiously  treated  with  hydrochloric  acid  under  a  good  hood 
and  boiled  to  remove  the  hydrocyanic  acid.  It  is  then  saturated 
with  hydrogen  sulphide  in  order  to  remove  traces  of  copper  and 
tin  which  almost  always  remain  in  the  solution.  The  filtrate  is 
freed  from  hydrogen  sulphide  by  boiling,  made  ammoniacal,  and 
the  phosphoric  acid  precipitated  as  magnesium  ammonium  phos- 
phate by  the  addition  of  magnesia  mixture.  After  standing  for 
twelve  hours,  the  latter  is  filtered  off,  washed  yn\h  2i  per  cent, 
ammonia  water,  dried,  and  changed  by  ignition  to  magnesium 
pyrophosphate,  in  which  form  it  is  weighed. 

An  excellent  method  for  the  analysis  of  ordinary  bronzes  is 
the   following:    The   alloy    is   treated   with    nitric   acid   as   de- 

*  Chcmikcr-Zeitune  (1?96),  p.  19. 
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scribed  above,  the  metastannic  acid  filtered  off,  and  the  filtrate 
electrolyzedy  using  a  dull  platinum  dish  as  cathode  and  a  dull 
disk-electrode  as  anode,  both  being  previously  weighed.  The 
solution  is  electrolyzed  in  the  cold  with  a  current  of  0.2-0.25 
ampere  and  at  the  end  of  twelve  hours  the  electrodes  are  washed 
without  breaking  the  circuit.  On  the  cathode  all  the  copper  is 
found,  and  on  the  anode  all  the  lead  as  PbOj.  The  siphoned 
solution  contains  the  iron,  aluminium,  and  zinc,  which  are  analyzed 
as  above  described.  The  phosphorus  is  determined  in  a  separate 
samp>le  as  before. 

Remark, — ^This  method  affords  exact  results  only  when  the 
copper  oxide  that  is  left  with  the  metastannic  acid  is  removed,, 
as  described  in  the  previous  method,  by  fusion  with  sodium  carbo- 
nate and  sulphur,  dissolving  the  residual  copper  sulphide  in  nitria- 
acid  and  adding  it  to  the  main  solution. 

Separation  of  the  Sulpho-acids  from  One  Another* 

I.  Arsenic  from  Antimony. 
(a)  Method  of  Bunsen* 

Principle. — If  a  slightly  acid  solution  of  an  alkali  arsenate 
and  antimonate  is  treated  with  hydrogen  sulphide  in  the  cold 
and  the  excess  of  the  latter  immediately  removed  by  conducting 
air  through  the  solution,  the  antimony  is  quantitatively  precipi- 
tated as  pentasulphide,  while  the  arsenic  remains  in  solution. 

Procedure. — ^Assume  the  arsenic  and  antimony  to  be  present 
in  the  solution  as  arsenious  and  antimonous  acids.  Both  ele- 
ments are  precipitated  by  hydrogen  sulphide,  filtered,  and  washed 
with  water.  The  greater  part  of  the  precipitate  is  transferred 
by  means  of  a  spatula  to  a  200-c.c.  porcelain  casserole,  and  the 
precipitate  remaining  on  the  filter  is  dissolved  into  the  casserole: 
by  dropping  a  solution  of  hot  dilute  pure  caustic  potash  upon  it. 
From  3-5  gms.  of  pure  solid  caustic  alkali  are  added,  and  the 
precipitate  dissolves  to  a  clear  solution.f 


*  Ann.  d.  Chem.  und  Pharm.,  192,  305. 

t  If  alkaline  earths  were  the  only  metals  present  besides  the  arsenic  and 
antimony,  the  first  precipitation  with  hydrogen  sulphide  would  be  omitted. 
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The  casserole  is  now  covered  with  a  perforated  watch-glass. 
It  is  placed  upon  the  water-bath,  and  chlorine  is  conducted  into 
the  solution  until  all  the  alkali  is  decomposed;  this  takes  from 
one-half  to  three-quarters  of  an  hour.  By  this  operation  the 
arsenite  and  antimonite  are  oxidized  to  arsenate  and  antimonate 
and  a  small  amount  of  potassium  chlorate  is  formed.  Concen- 
trated hydrochloric  acid  is  now  added  to  the  warm  solution  drop  by 
drop  from  a  pipette  until  all  the  chlorate  is  decomposed  and  no 
more  chlorine  is  evolved.  The  watch-glass  is  removed,  the  solu- 
tion is  evaporated  to  half  its  volume,  and  then  an  equal  amount  of 
concentrated  hydrochloric  acid  is  added  and  the  solution  again 
evaporated  to  half  its  volume.  The  contents  of  the  casserole 
are  washed  by  means  of  dilute  hydrochloric  acid  into  a  large  beaker, 
diluted  with  water  to  a  volume  of  600  c.c.  and  for  every  decigram 
or  less  of  the  antimony  100  c.c.  of  freshly  prepared  hydrogen 
sulphide  water  are  added.  An  orange  precipitate  of  antimony 
pentasulphide  is  formed  at  the  end  of  a  short  time.  A  strong 
current  of  air  (filtered  through  a  wad  of  cotton)  is  then  passed 
through  the  solution  without  delay  until  the  excess  of  hydrogen 
sulphide  is  completely  removed;  this  usually  requires  about 
twenty  minutes.  In  order  to  avoid  loss  during  this  operation 
a  large  beaker  should  be  used  to  contain  the  solution  and  it  should 
be  covered  with  a  perforated  watch-glass.  The  precipitate  of 
antimony  pentasulphide  is  likely  to  contain  traces  of  arsenic 
pentasulphide  so  that  it  is  dissolved  once  more  in  caustic 
potash  and  the  above  operation  repeated.  The  precipitate  now 
obtained  will  be  pure  antimony  pentasulphide.  It  is  filtered 
through  a  Gooch  crucible,  dried  at  230^  C.  in  a  stream  of  car- 
bon dioxide  in  a  Paul's  drying  oven  (Fig.  19,  p.  31),  and  weighed 
as  SbjSg.* 

For  the  arsenic  determination,  the  combined  filtrates  are  con- 
centrated somewhat  by  evaporation,  a  few  drops  of  chlorine 
water  are  added  and  hydrogen  sulphide  is  passed  into  the  warm 

*  Bunsen  weighed  the  antimony  as  pentasulphide  after  washing  with  car- 
bon bisulphide.  As,  however,  antimony  pentasulphide  is  likely  to  be  changed 
to  the  trisulphide  on  treating  with  carbon  bisulphide,  the  above  procedure 
is  better.  According  to  Braun,  Sb^S,  is  reduced  to  Sb^Sj  on  long-continued 
treatment  with  CS,. 
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solution  (being  kept  on  the  water-bath)  for  from  six  to  eight 
hours,  after  which  it  is  allowed  to  cool  in  a  rapid  stream  of 
hydrogen  sulphide.  After  allowing  the  precipitate  to  settle  for 
twenty-four  hours,  it  is  filtered  through  a  Gooch  crucible,  washed 
with  water,  then  three  times  with  alcohol,  four  times  with  a  mix- 
ture of  pure  carbon  bisulphide  and  alcohol  (cf.  p.  141),  and 
finally  three  times  with  pure  alcohol.  After  drying  at  110°  C, 
the  precipitate  is  weighed  as  AsjSj. 

Remark. — If  the  solution  contains  no  very  large  excess  of 
hydrogen  sulphide,  the  precipitate  will  always  contain  trisulphide, 
so  that  it  is  safer  to  dissolve  it  in  ammoniacal  hydrogen  per- 
oxide* and  then  to  precipitate  the  arsenic  with  magnesia  mix- 
ture as  magnesium  ammonium  arsenate,  as  described  on  p.  165, 
weighing  it  as  MgjAsjOy. 

Remark, — ^The  method  gives  very  acciu-ate  results,  but  con- 
sumes considerable  time. 

(6)  Method  of  Fred.  Neher.'\ 

This,  in  the  author's  estimation,  the  best  method  for  the  separa- 
tion of  arsenic  and  antimony,  depends  upon  the  fact  that  arsenic 
is  precipitated  from  a  solution  strongly  acid  with  hydrochloric 
Bcid  by  a  rapid  stream  of  hydrogen  sulphide,  while  antimony  is 
not. 

Procedure. — Starting  with  a  precipitate  consisting  of  the  tri- 
sulphides  of  arsenic  and  antimony,  this  is  dissolved  in  caustic 
potash  solution  and  oxidized  exactly  as  described  under  the 
previous  method.  When  free  from  chlorate,  the  acid  solution 
is  washed  into  an  Erlenmeyer  flask  and  cooled  by  surround- 
ing the  flask  with  ice.  In  another  flask  some  concentrated 
hydrochloric  acid   (sp.  gr.   1.2)   is  likewise  cooled.    When  both 

*  For  this  purpose  as  much  of  the  precipitate  as  possible  is  placed  in  a 
beaker,  the  portion  adhering  to  the  filter  is  dissolved  by  hot  ammonia  into 
the  same  beaker,  and  this  is  warmed  until  the  precipitate  has  entirely  dis* 
solved.  After  this,  for  every  0.1  gm.  of  As^Sj,  30-50  c.c.  of  pure  3  per  cent. 
H^O,  are  added,  the  solution  heated  for  some  time  on  the  water-bath  and  then 
boil^  ten  minutes. 

t  Zeit.  f.  anal.  Chem.,  32,  45. 
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solutions  are  at  0**  C,  the  arsenic  antimony  solution  is  diluted 
with  twice  its  volume  of  the  strong  hydrochloric  acid.  Into 
this  cold  solution  a  rapid  stream  of  hydrogen  sulphide  is  passed 
for  one  and  one-half  hours.  The  flask  is  stoppered  up  and  allowed 
to  stand  one  to  two  hours.  The  AsjSj  is  filtered  through  a  Gooch 
crucible  and  washed  with  hydrochloric  acid  (1  vol.  water,  2  vols,  con- 
centrated hydrochloric  acid)  until  1  c.c.  of  the  filtrate  after  being 
considerably  diluted  with  water  and  tested  with  hydrogen  sul- 
phide shows  no  precipitation.  It  is  then  washed  with  water,  and 
finally  with  hot  alcohol.  After  drying  at  110**  C,  the  precipitate 
is  weighed  as  AsjSg.* 

The  filtrate  from  the  arsenic  sulphide  is  diluted  largely  with 
water  and  saturated  with  hydrogen  sulphide.  The  Sb^Sg  is  filtered 
through  a  Gooch  crucible,  dried  at  230**  C.  in  a  Paul's  drying  oven 
and  weighed. 

(c)  The  Tartaric  Acid  Method, 

Principle, — ^The  separation  is  based  upon  the  fact  that  if 
magnesia  mixture  is  added  to  a  solution  of  an  alkali  arsenate 
and  antimonate  containing  tartaric  acid,  only  arsenic  will  be  pre- 
cipitated. 

Procedure. — ^Th©  sulphides  are  oxidized  as  described  under 
(a)  by  solution  in  aqueous  caustic  potash  and  introduction  of 
chlorine.  The  solution  thus  obtained  is  made  acid,  treated  with 
tartaric  acid  and  an  excess  of  ammonia  added.  This  should 
not  cause  any  turbidity.  If  a  precipitate  is  formed,  it  shows  that 
an  insufficient  amount  of  tartaric  acid  is  present.  In  this  case 
the  clear  solution  is  decanted  off,  the  precipitate  is  dissolved  by 
warming  with  tartaric  acid,  and  the  two  solutions  are  mixed. 
To  the  clear,  a'himoniacal  solution,  magnesia  mixture  is  added 
slowly  with  constant  stirring  (cf.  p.  165,  foot-note).  After  stand- 
ing   twelve    hours,    the    precipitate    of    magnesium    anunonium 


*  If  the  solution  was  not  cold,  some  arsenic  trisulphide  would  be  formed 
and  low  results  obtained.  For  the  greatest  pos.sible  accuracy,  it  is  advisable 
to  dissolve  the  precipitate  in  ammoniacal  hydrogen  peroxide  or  in  fuming 
nitric  acid,  afterwards  precipitating  the  arsenic  as  li^NH^AaO  ,  as  described 
on  p.  165. 
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arsenate  is  filtered  off  (it  usually  contain::;  a  little  basic  mag^ 
nesium  tartrate),  washed  a  few  times  with  2^  per  cent,  ammonia^ 
dissolved  in  hydrochloric  acid,  and  reprecipitated  by  the  addi- 
tion of  an  excess  of  ammonia.  After  standing  for  twelve  hours 
more,  the  precipitate  is  filtered,  washed  with  2^  per  cent, 
ammonia,  and  weighed  as  magnesium  pyroarsenate  as  described 
on  p.  165. 

Remark, — ^Arsenic  can  also  be  separated  from  tin  according 
to  the  above  method,  except  that  more  tartaric  acid  is  necessary 
to  prevent  the  precipitation  of  the  tin  than  is  the  case  when  an- 
timony alone  is  present  (cf.  p.  189). 

(d)  Method  of  E,  Fischer* 

Principle, — ^This  separation  depends  up)on  the  ready  vola- 
tility of  arsenic  trichloride  in  a  current  of  hot  hydrochloric  acid 
gas,  under  which  conditions  antimony  chloride  is  not  volatile.  If 
the  arsenic  is  present  as  arsenic  acid,  which  is  usually  the  case, 
the  distillation  must  take  place  in  the  presence  of  some  reducing 
agent,  best  a  ferrous  salt. 

Procedure. — ^The  apparatus  shown  in  Fig.  36  is  used  for  this 
determination.  In  the  course  of  analysis,  the  arsenic  and  anti- 
mony, as  a  rule,  are  obtained  first  in  the  form  of  the  sulphides,  and 
these  are  dissolved,  as  described  imder  (a),  in  caustic  potash 
solution  and  oxidized  by  chlorine.  Instead  of  using  chlorine, 
the  alkaline  solution  may  be  boiled  with  hydrogen  peroxide  or 
potassium  percarbonate.  If  the  latter  method  is  used  for  the 
oxidation,  the  boiling  must  be  continued  until  there  is  no  further 
evolution  of  oxygen. 

The  oxidized  solution  is  treated  with  hydrochloric  acid  and 
transferred,  by  means  of  a  long-stenamed  funnel,  to  the  400-600-c.c. 
distilling-flask  X,  in  which  has  been  placed  25  gms.  of  powdered 
ferrous  ammonium  sulphate;  the  solution  is  diluted  in  the  flask  to 
about  200  c.c.  The  apparatus  is  then  put  together  as  shown  in  the 
drawing.  The  3-liter  flask.  E,  is  filled  with  750  c.c.  of  concen- 
trated hydrochloric  acid.    If  concentrated  sulphuric  acid  is  con- 


*  Zeit.  f.  anal.  Chezn.,  21,  266. 
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tinually  dropped  into  the  flask  from  the  separatory  funnel  above, 
a  steady  stream  of  hydrochloric  acid  will  be  evolved,  which 
is  passed  through  the  flask  W  containing  concentrated  sulphuric 
acid,  and  from  thence  into  the  distilling-flask  K.    The  receiver  A 


FiQ.  36. 

consists  of  a  liter  Erlenmeyer  flask  contaming  400  c.c,  of  water 
and  kept  cool  during  the  entire  operation  by  a  steady  stream 
of  cold  water  flowing  around  it. 

A  rapid  current  of  hydrochloric  acid  is  passed  through  the 
apparatus  until  the  solution  in  the  flask  K  is  saturated  with  the 
gas;  this  usually  requires  about  three-quarters  of  an  hour  to  one 
hour.  The  solution  is  then  heated  to  boiling  and  distilled,  while 
the  hydrochloric  acid  is  continually  passing  through  the  apparatus, 
until  about  100  c.c.  of  the  solution  have  passed  over.  If  the  re- 
ceiver A  is  kept  cool,*  there  will  be  no  loss  of  arsenious  chloride 
by  volatilization. 

For  the  arsenic  determination,  the  contents  of  the  beaker  B 
are  poured  into  the  flask  A,  the  whole  solution  is  saturated 
with  hydrogen  sulphide,  and  the  arsenic  determined  as  trisulptiide 
(see  p.  164). 

For  the  antimony  determination,  the  solution  in  the  flask 
is    diluted   considerably   with    water,    saturated   with    hydrogen 

♦  It  18  best  to  surround  the  receiver  with  ice-water. 
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sulphide,  and  the  antimony  determined  as  the  trisulphide  (see 
p.  168). 

(c)  Method  of  0.  PUoty  and  Alfred  Stock* 

This  method  is  very  similar  in  principle  to  the  previous  one, 
except  that  in  this  case  the  arsenic  acid  is  reduced  by  means  of 
hydrogen  sulphide  t  instead  of  ferrous  sulphate.  The  appara- 
tus necessary  is  shown  in  Fig.  37. 


Fig.  37. 

Procedure. — ^The  solution  containing  the  arsenic  and  antimony 
in  either  the  trivalent  or  pentavalent  form  is  placed  in  the  300-c.c. 
flask  K,  diluted  to  175  c.c.  with  pure,  concentrated  hydrochloric 
acid  and  the  flask  connected,  as  shown  in  the  figure,  with  the 
Erlenmeyer  flask  E  containing  about  100  c.c.  of  quite  dilute  hy- 
drochloric acid.  Thp  screw-cock  a  is  now  closed  and  a  slow,  steady 
current  of  hydrochloric  acid  gas  is  passed  through  the  appara- 
tus from  b  until  the  contents  of  K  are  saturated  with  the  gas. 
The  solution  is  then  heated  to  boiling  and  a  slow  current  of  hy- 
drogen sulphide  (not  more  than  two  bubbles  a  second)  is  passed 
through  the  flask  from  c,  while  the  contents  of  K  are  kept  boiling. 
If  arsenic  acid  is  present,  sulphur  will  separate  out  in  the  flask 
K,  while  arsenious  chloride  will  distil  over  and  be  changed  by 
the  hydrogen  sulphide  in  the  receiver  to  arsenic  trisulphide,  which 
separates  out  in  the  cold  liquid.  The  distillation  is  continued 
until  100  c.c.  have  distilled  over.  Then  a  is  closed,  but  the 
hydrochloric  acid  is  passed  through  until  the  hydrogen  sulphide 

♦  Berichte,  80, 1649.  t  C£.  Vol.  I,  p.  183  (ioot-note). 
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has  been  expelled  from  X;  this  will  be  effected  when  20  c.c» 
more  of  the  solution  have  distilled  over.  Now,  while  the  liquid 
in  iiC  is  still  boiling,  the  receiver  E  is  lowered  so  that  the  delivery- 
tube  no  longer  dips  in  the  liquid,  the  flame  is  removed,  and  the 
current  of  hydrochloric  acid  stopped.  All  of  the  arsenic  will  now 
be  found  in  £  as  arsenious  sulphide  mixed  with  sulphur,  while 
the  antimony  will  be  present  in  X  as  the  trichloride.  For  the 
arsenic  determination,  the  precipitate  in  £  is  filtered  off,  washed 
completely  with  water,  and  placed  in  a  large  beaker  together 
with  the  filter.  It  is  treated  with  fuming  nitric  acid  until 
completely  dissolved,  and  the  arsenic  is  determined  as  magne- 
sium pyroarsenate  as  described  on  p.  165. 

Remark, — Instead  of  oxidizing  the  arsenious  sulphide  with 
nitric  acid,  an  ammoniacal  solution  of  pure  hydrogen  peroxide 
may  be  used  (cf.  p.  184,  foot-note). 

For  the  determination  of  antimony,  the  contents  of  the  flask  K 
are  diluted  considerably  with  water  and  the  antimony  precipi- 
tated by  means  of  hydrogen  sulphide  (see  p.  168). 

Remark, — ^This  method  yields  satisfactory  results  if  the  above 
directions  are  carefully  followed.  G.  Senn  found  in  two  experi- 
ments, using  0.1235  gm.  arsenic  and  0.1820  gm.  antimony,  0.1230 
and  0.1232  gm.  arsenic,  corresponding  to  99.67  per  cent,  of 
the  total  arsenic,  and  0.1813  and  0.1809  gm.  antimony,  the  mean 
representing  99.5  per  cent,  of  the  antimony.  If  the  distillation  ia 
carried  further  than  above  directed,  small  amounts  of  antimony 
chloride  "will  be  carried  over. 

Separation  of  Antimony  from  Tin. 

(a)  F.  W.  Gierke* 8*  Method,  as  modified  by  F.  Henz,f 

Of  all  the  present  known  methods  for  the  separation  of  anti- 
mony from  tin  this  is  probably  the  most  accurate.  It  depends 
upon  the  fact  that  antimony  is  completely  precipitated  from  a 
solution  containing  oxalic  acid,  while  stannic  salts  are  not.  Stan- 
nous sulphide,  however,  is  decomposed  by  oxalic  acid,  forming  an 
■ ■    —     ~ 

*  Chem.  News,  Vol.  21,  p.  124.    Cf.  also  Roaung,  Zeitschr.  fur  anaL  Chem.^ 

XU,  1. 

t  Inaugural-Dissertation,  Zurich,  1903. 
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insoluble  crystalline  stannous  oxalate,  so  that  the  tin  must  be  in 
the  stannic  form. 

According  to  the  original  method  it  was  necessary  to  repeat 
the  precipitation  of  the  antimony,  but  Henz  has  shown  that  an 
even  better  separation  can  be  accomplished  by  a  single  precipi- 
tation if  certain  precautions  are  taken. 

Procedure. — In  the  majority  of  cases  it  is  a  question  of  sepa- 
rating antimony  from  tin  after  these  metals  have  been  separated 
from  the  members  of  the  copper  group  by  means  of  alkaline  poly- 
sulphide;  i.e.,  the  tin  and  the  antimony  are  in  the  form  of  their  • 
soluble  sulpho-salts.  Henz  prefers  the  use  of  potassium  poly- 
sulphide  for  this  separation. 

The  solution  of   the  sulpho-salts,  containing  not  more  than 
0.3  gm.  of  the  two  metals,  is  placed  in  a  500-c.c.  Jena  beaker  and 
treated  with  a  solution  of  6  gms.  of  the  purest  caustic  potash 
(one-third  the  sum  of  the  weights  of  tartaric  and  oxalic  acids  to 
be  added)  and  3  gms.  of  tartaric  acid  (ten  times  the  maximum 
weight  of  the  two  metals).    To  this  mixture  twice  as  much  30  per 
cent,  hydrogen  peroxide  is  added  as  is  necessary  to  completely  de- 
colorize the  solution,  and  the  latter  is  now  heated  to  boiling  and 
kept  there  untU  the  evolution  of  oxygen  is  over,  in  order  to  oxi- 
dize the  thiosulphate  formed.    All  of  the  excess  of  peroxide  can- 
not be  removed  successfully  at  this  point.    The  solution  is  cooled 
somewhat,  the  beaker  covered  with  a  watch-glass,  and  a  hot  solu- 
tion of  15  gms.  pure  recrystallized  oxalic  acid  is  cautiously  added 
(5  gms.  for  1  gm.  of  the  mixed  metals).    This  causes  the  evolu- 
tion of  considerable  carbon  dioxide.    Now,  in  order  to  completely 
remove  the  excess  of  hydrogen  peroxide  the  solution  is  boiled 
vigorously  for  ten  minutes.    The  volume  of  the  liquid  should 
amount  to  from  80  to  100  c.c.    After  this  a  rapid  stream  of  hy- 
drogen sulphide  is  conducted  into  the  boiling  solution,  and  for 
some  time  there  will  be  no  precipitation,  but  only  a  white  tur- 
bidity formed.    At  the  end  of  five  or  ten  minutes  the  solution 
becomes  orange  colored  and  the  antimony  begins  to  precipitate, 
and  from  this  point  the  time  is  taken.    At  the  end  of    fifteen 
minutes  the  solution  is  diluted  with  hot  water  to  a  volume  of 
250  C.C.,  at  the  end  of  another  fifteen  minutes  the  flame  is  removed, 
and  ten  minutes  later  the  current  of  hydrogen  sulphide  is  stopped. 


190  GRAyiMETRIC  ANALYSIS. 

The  precipitated  antimony  pentasulphide  is  filtered  off  through: 
a  Gooch  crucible  which,  before  weighing  and  after  drying,  has- 
been  heated  in  a  stream  of  carbon  dioxide  at  300®  C.  for  at 
least  one  hour.  The  precipitate  is  washed  twice  by  decantation 
with  1  per  cent,  oxalic  acid  and  twice  with  very  dilute  acetic 
acid  before  bringing  it  in  the  crucible.  Both  of  these  wash 
liquids  should  be  boiling  hot  and  saturated  with  hydrogen 
sulphide. 

The  crucible  is  heated  in  a  current  of  carbon  dioxide  (free  from 
air)  to  constant  weight  and  its  contents  weighed  as  SbjSj, 

The  filtrate  is  evaporated  to  a  volume  of  about  225  c.c,  trans- 
ferred to  an  impolished  platinum  dish,  and  electrolyzed  at  60®  to 
80®  C.  with  a  current  of  0.2  to  0.3  ampere  (corresponding  to  2  to  3 
volts).  For  very  small  amoimts  of  tin,  a  current  of  not  over  0.2 
ampere  should  be  used.  At  the  end  of  six  hours  8  c.c.  of  sulphuric 
acid  (1:1)  are  added,  and  at  the  end  of  twenty-four  hours  the 
solution  is  transferred  to  another  dish.  The  deposited  tin  has  a 
beautiful  appearance,  similar  to  silver. 

(6)  Method  of  H.  Rose, 

Principle. — This  method  is  based  upon  the  insolubility  of 
sodium  metantimonate  and  the  solubility  of  sodium  stannate 
in  dilute  alcohol. 

Procedure. — Both  metals  are  assumed  to  be  present  in  the  form 
of  an  alloy.  The  alloy  is  treated  with  nitric  acid,  whereby  the 
antimony  and  tin  are  left  in  the  form  of  their  oxides  (cf .  p.  192, 
Analysis  of  Bearing  Metal).  The  residue  is  filtered  off,  washed  ^ith 
ammoniiun  nitrate  water,  dried,  as  much  as  possible  transferred 
to  a  large  silver  crucible  and  the  ash  of  the  filter  added,  aft-er 
which  the  precipitate  is  gently  ignited.  From  ten  to  twelve 
times  as  much  solid  sodium  hydroxide  and  a  little  sodium  nitrate, 
or  better,  sodium  peroxide,  is  added  and  the  silver  crucible 
is  placed  within  a  larger  porcelain  one  in  order  to  protect  it  from 
the  flame  when  the  contents  are  fused  and  kept  liquid  for  twenty 
minutes.  After  cooling,  the  crucible-  is  placed  in  a  large  porce- 
lain dish  and  its  contents  treated  with  hot  water  until  the  molt 
has  disintegrated,  leaving  the  insoluble  part  in  the  form  of  a  fine 
meal.    One-third  of  the  solution's  voliune  of  alcohol  (sp.  gr.  0.833> 
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is  now  added,  the  mixture  is  well  stirred  and  filtered  after  stand- 
ing twelve  hours.  The  residue  remaining  on  the  sides  of  the  dish 
is  washed  off  with  dilute  alcohol  (1  vol.  alcohol +2  vols,  water). 
The  sodium  metantimonate  is  washed  first  with  a  mixture  of 
1  vol.  alcohol  +  2  vols,  water,  then  with  1  vol.  alcohol  + 1  vol. 
water,  and  finally  with  3  vols,  alcohol +1  vol.  water,  until  the 
filtrate  when  acidified  with  hydrochloric  acid  and  tested  with 
hydrogen  siilphide  no  longer  gives  a  yellow  coloration  (tin 
sulphide). 

If  considerable  tin  and  little  antimony  were  originally  present^ 
a  single  fusion  of  the  oxides  with  caustic  soda  does  not  afford  a 
complete  separation,  as  the  residue  of  sodium  pyroantimonate 
always  contains  some  tin.  It  is,  therefore,  dried,  separated  from 
the  filter  and  placed  in  a  silver  crucible.  The  filter  is  treated 
repeatedly  in  a  porcelain  crucible  with  fuming  nitric  acid  until 
the  paper  is  completely  destroyed  and  the  excess  of  acid  is  then 
removed  by  heating  in  an  air-bath.  The  contents  of  the  porce- 
lain crucible  are  subsequently  dissolved  in  a  little  caustic  soda 
solution  and  washed  into  the  silver  crucible;  the  water  is  then 
removed  by  heating  the  silver  crucible  at  first  on  the  water- 
bath  and  finally  in  an  air-bath.  Ten  grams  of  solid  caustic  soda 
are  now  added,  the  mixture  fused,  and  the  melt  treated  in  the 
same  way  as  before. 

The  second  residue  of  sodium  metantimonate  is  free  from 
tin.  It  is  dissolved  from  off  the  filter  by  a  mixture  of  hydro- 
chloric and  tartaric  acids,*  in  which  it  is  readily  soluble.  From 
this  solution  the  antimony  is  precipitated  by  hydrogen  sulphide 
and  determined  as  described  on  p.  168.  For  the  tin  determina- 
tion, the  alcoholic  filtrate  is  gently  heated  to  remove  the  alcohol, 
acidified  slightly  with  hydrochloric  acid,  and  the  tin  precipitated 
as  sulphide  by  hydrogen  sulphide  and  determined  according  to 

p.  175,  ^. 

Retnark. — If  the  oxide  residue  which  was  first  ftised  with 
sodium  hydroxide  and  nitre  consisted  solely  of  tin  and  antimony 
oxides,  this  method  gives  very  good  results.  As  a  rule,  however, 
'most  antimony  and  tin  alloys  contain  lead  and  other  metals  whose 


♦  A  mixture  consisting  of  equal  volumes  dilute  hydrochloric  acid  (1 : 4) 
and  5-10  per  cent  tartaric  acid  is  used. 
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oxides  remain  to  a  small  extent  with  the  tin  and  antimony  on 
treatment  of  the  alloy  with  nitric  acid,  so  that  the  sodium  metan- 
timonate  is  subsequently  rendered  impure  by  the  presence  of  these 
metals.  The  antimony  determination  therefore  gives  too  high  re- 
sults.   In  this  case  the  method  of  W.  Hampe  *  should  be  used. 

The  alloy  is  dissolved  in  aqua  regia  (as  described  below  in 
the  analysis  of  bearing  metal)  and  the  tin  and  antimony  sepa- 
rated from  the  remaining  metals  by  means  of  coloriess  sodium 
sulphide.  From  the  solution  of  the  sulpho-salts  the  tin  and  anti- 
mony are  precipitated  by  making  barely  acid  with  dilute  sulphuric 
Ecid;  the  precipitate  is  washed  and  dissolved  in  a  Uttle  warm 
sodium  sulphide.  After  cooling,  sodium  peroxide  is  added  to 
the  concentrated  solution  in  small  amounts  until  the  liquid 
becomes  coloriess,  and  when  treated  with  more  sodium  peroxide 
a  distinct  evolution  of  oxygen  takes  place.  By  this  treatment 
sodiimi  antimonate  is  formed;  this  separates  out  to  some  extent, 
while  the  tin  remains  in  solution.  In  order  to  completely  pre- 
cipitate the  antimony  from  the  solution,  one-third  as  much  alcohol 
(sp.  gr.  0.833)  is  added,  after  which  the  precipitate  is  filtered  oflE 
«nd  treated  as  above  described. 

Analysis  of  Bearing  Metal.     Method  of  RSssing.f 

This  alloy  contains  tin,  antimony,  lead,  copper  (zinc).  About 
2  gms.  of  the  borings  (or  turnings)  are  dissolved  in  an  Erlenmeyer 
flask  in  as  little  aqua  regia  as  possible,  a  little  potassium  chlorate 
is  added  and  the  contents  of  the  flask  heated.  After  the  addi- 
tion of  a  little  tartaric  acid,  the  solution  is  diluted  with  water, 
made  slightly  alkaline  with  sodium  hydroxide,  and  treated  with 
ammonium  sulphide,  using  as  slight  an  excess  as  possible. 
The  liquid  is  heated  on  the  water-bath  and  frequently  shaken. 
The  precipitate  is  then  allowed  to  settle,  the  solution  is  decanted 
through  a  filter,  and  the  residue  washed  with  hot  water  contain- 
ing a  v&ry  little  sodium  sulphide. 

The  filtrate  contains  all  of  the  tin  and  antimony,  the  pre- 
cipitate all  the  lead  and  copper. 

♦  Chem.  Ztg..  18,  p.  1900. 

t  Zeit.  f.  anal.  Chem.  (1902),  41,  p.  1. 


SEPARATION  OF  ARSENIC  FROM  TIN.  193 

DetermincUion  of  Antimony  and  Tin, — ^The  filtrate  is  diluted 
to  the  volume  of  1  liter,  thoroughly  mixed,  and  200  c.c.  ( =  .4  gm. 
of  the  alloy)  are  taken  for  the  determination  of  tin  and  antimony, 
according  to  Clarke's  method  (see  p.  188). 

Determination  of  Copper  and  Lead. — ^The  precipitate  contain- 
ing the  sulphides  of  these  metals  is  dissolved  in  nitric  acid,  a  little 
sulphiuic  acid  is  added,  and  the  solution  is  evaporated  until  fumes 
of  sulphuric  acid  are  evolved,  when  water  and  alcohol  are  added 
and  the  lead  determined  as  lead  sulphate,  according  to  p.  138. 
In  the  filtrate  from  the  lead  sulphate  the  copper  is  precipi- 
tated at  the  boiling  temperature  as  copper  sulphide  and  deter- 
mined as  cuprous  sulphide  according  to  p.  145.  If  iron  and  zinc 
were  present  in  the  alloy,  they  will  be  found  in  the  filtrate  from 
the  copper  sulphide  and  can  be  determined  as  described  under 
the  Analysis  of  Bronzes  (p.  178). 

Separation  of  Arsenic  from  Tin. 

(a)  Method  of  Fred.  Neher.* 

The  moist  sulphides  are  dissolved  in  freshly-prepared  ammo- 
nium sulphide,  evaporated  in  an  Erlenmeyer  flask  nearly  to  dry- 
ness and  oxidized  with  hydrochloric  acid  and  potassium  chlorate. 
From  this  solution  the  arsenic  is  precipitated  as  sulphide  under  the 
conditions  described  on  p.  184.  In  the  filtrate  from  the  arsenic 
pentasulphide  all  of  the  tin  is  f  oimd  and  can  be  precipitated  as  sul- 
phide after  diluting  largely  with  water  and  passing  in  hydrogen  sul- 
phide.   It  is  finally  changed  to  the  oxide  as  described  on  p.  175,  fi. 

(b)  Method  of  W.  Hampe.f 

The  precipitated  sulphides  are  dissolved  as  soon  as  possible  in 
freshly-prepared  ammonium  sulphide,  the  solution  is  evaporated 
almost  to  dryness  and  oxidized  with  hydrochloric  acid  and  potassium 
chlorate  in  a  flask  connected  with  a  return-flow  condenser.^  Tar- 
taric acid  and  ammonia  are  then  added  and  the  arsenic  precipi- 
tated with  magnesia  mixture  as  magnesium  ammonium  arsenate,  as 


*  Zeit.  f.  anal.  Chem.  (1893),  32,  p.  45. 

t  Chem.  Ztg.  (1894),  18,  p.  1900. 

J  So  that  no  arsenic  trichloride  will  be  lost  by  volatilization. 


x= 
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described  on  p.  165.  After  standing  twelve  hours,  the  precipitate 
is  filtered  oflF,  washed  with  2^  per  cent,  ammonia,  and,  in  order 
to  remove  a  little  magnesia,  the  precipitate  is  dissolved  in  hydro- 
chloric acid  and  reprecipitated  by  the  addition  of  anmionia.  After 
standing  another  twelve  hours,  the  precipitate  is  filtered  off  and 
again  washed  with  2^  per  cent,  ammonia. 

This  precipitate  can  be  converted  into  magnesium  pyroar- 
senate  and  weighed  in  this  form  as  described  on  p.  165.  This 
transformation  is  somewhat  tiresome,  however,  so  that  Hampe 
prefers  to  dissolve  the  precipitate  in  hydrochloric  acid  once  more, 
to  precipitate  the  arsenic  by  means  of  hydrogen  sulphide,  and 
then  to  determine  the  magnesium  in  the  evaporated  filtrate  as 
magnesium  pyrophosphate  according  to  p.  62  or  p.  64.  From 
the  weight  of  the  latter  the  amount  of  arsenic  can  be  computed 
as  follows: 

2As 

or 

X = 0.6735  •  p  gm.  arsenic. 

Separation  of  Antimony  from  Arsenic  and  Tin. 

(a)  Method  of  Rose. 

If  the  metals  are  present  in  solution,  they  are  precipitated  as 
sulphides  with  hydrogen  sulphide,  heated  with  fimiing  nitric  acid 
in  a  large  covered  beaker  until  the  sulphur  is  completely  oxidized^ 
washed  into  a  porcelain  dish,  and  the  excess  of  acid  removed  by 
evaporation  on  the  water-bath.  The  almost-dry  residue  is  treated 
with  concentrated  sodium  hydroxide  solution  and  the  contents 
of  the  dish  are  transferred  to  a  silver  crucible,  after  which  a  Uttle 
solid  sodium  hydroxide  is  added  and  the  contents  of  the  crucible 
dried  in  an  air-bath.  It  is  then  fused  *  and  kept  liquid  for  about 
twenty  minutes  by  heating  over  a  Teclu  burner.  After  cooling, 
the  melt  is  disintegrated  with  water,  one-third  as  much  alcohol 
(sp.  gr.  0.833)  is  added  in  order  to  completely  precipitate  the 
sodium    metantimonate,   and   after   standing  twelve   howrs   the 

*  The  silver  crucible  is  placed  in  a  larger  porcelain  one  so  as  to  avoid 
contact  with  the  flame. 
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precipitate  is  filtered  and  subjected  to  the  treatment  described  on 
p.  191.  The  filtrate  containing  all  the  arsenic  and  tin  is  acidified 
with  hydrochloric  acid,  whereby  stannic  arsenate  is  precipitated. 
Without  filtering,  hydrogen  sulphide  is  conducted  into  the  liquid, 
the  precipitated  sulphides  of  tin  and  arsenic  are  filtered  off,  oxi- 
dized with  hydrochloric  acid  and  potassium  chlorate,  and  the 
arsenic  separated  from  the  tin  as  described  on  p.  193,  a. 

if))  Method  of  Hampe. 

The  moist  sulphides  are  oxidized  as  described  on  p.  193, 6,  and 
the  arsenic  determined  in  the  same  way. 

In  the  combined  filtrates  from  the  magnesium  anmioniimi 
arsenate  the  antimony  and  tin  are  precipitated  by  hydrogen 
sulphide,  after  making  the  solution  acid.  These  are  separated 
either  according  to  the  method  of  Clarke  (p.  188)  or  that  of  Rose 
(p.  190). 

SUPPLEMENT  TO  THE  HYDROGEN  SULPHIDE  GROUP 

GOLD,    PLATINUM,  SELENimi,  TELLURIUM,    VANADIUM, 

MOLYBDENUM,  TUNGSTEN. 

GOLD,  Au.    At.  Wt.  197.2. 

Gold  is  always  determined  as  the  metal  itself.  We  have  three 
cases  to  distinguish: 

1.  The  gold  is  present  in  solution. 

2.  The  gold  is  alloyed  with  copper  and  silver. 

3.  The  gold  is  present  in  an  ore. 

I.  Gold  is  Present  in  Solution. 

In  almost  all  cases  gold  is  deposited  as  metallic  gold  from 
its  solutions  and  weighed  after  filtering  and  washing. 

For  the  deposition  of  gold  the  following  reducing  agents  are 
to  be  considered:  ferrous •  sulphate,  oxalic  acid,  formaldehyde, 
and  hydrogen  peroxide.  If  the  gold  is  to  be  precipitated  by  means 
of  either  ferrous  sulphate  or  oxalic  add,  there  must  be  no  free 
nitric  acid  present  in  the  solution.  If  some  is  present,  it  must 
be  removed  by  repeated  evaporation  with  concentrated  hydro- 
chloric acid  and  the  solution  then  diluted  with  water.      To  this 
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dilute  solution  a  large  excess  of  clear  ferrous  sulphate  solution 
is  added,  the  beaker  is  covered  and  its  contents  are  heated  for 
several  hours  on  the  water-bath.  The  precipitate  is  then  filtered 
off,  washed  first  with  water  containing  hydrochloric  acid  until  the 
iron  is  completely  removed,  and  then  with  pure  water.  The  pre- 
cipitate is  dried,  transferred  as  completely  as  possible  to  a  porce- 
lain crucible,  the  ash  of  the  filter  added,  and  the  gold  is 
ignited  and  weighed.  In  this  way  gold  can  be  separated  from 
almost  all  metals,  even  platinum,  but  not  from  silver.  If  silver 
is  present,  which  is  of  course  never  the  case  in  a  dilute  hydrochloric 
acid  solution,  it  is  first  removed  by  the  addition  of  hydrochloric 
acid,  the  precipitated  silver  chloride  filtered  off,  and  the  filtrate 
treated  as  above  described. 

For  the  precipitation  of  gold  by  means  of  oxalic  acid,  the 
slightly  acid  solution  is  diluted  with  water,  oxalic  acid  or  ammo- 
nium oxalate  is  added  with  a  little  sulphuric  acid,  and  the  covered 
beaker  is  allowed  to  stand  forty-eight  hours  in  a  warm  place. 

The  yellow  scales  of  the  deposited  gold  are  filtered  off  and 
washed,  as  above  described,  with  hydrochloric  acid  and  then  with 
water.     It  is  then  ignited  and  weighed. 

Deposition  of  Gold  by  Means  of  Hydrogen  Peroxide  (L.  Vanino  and 

L.  Seeman)* 

If  a  gold  solution  is  treated  with  potassium  or  sodium  hy- 
droxide solution  and  then  with  formaldehyde,  or,  better  still, 
hydrogen  peroxide,  the  gold  is  soon  precipitated  quantitatively, 
even  in  the  cold.  By  boiling,  the  finely-divided  gold  collects 
together  and  assumes  a  reddish-brown  color.  The  reaction  takes 
place  according  to  the  following  equation: 

2  AuCla + 3H2O, + 6K0H  -  6KC1  +  eH^O  +  3O3 + Au,. 

If  the  gold  is  deposited  by  this  method  from  very  dilute  solu- 
tions it  is  obtained  in  such  a  finely-divided  condition  that  it 
passes  through  the  filter.  If,  however,  the  solution  .is  boiled 
until  the  excess  of  hydrogen  peroxide  is  completely  destroyed, 
and  it  is  then  acidified  with  hydrochloric  acid,  the  gold  can 
be  readily  filtered.  Gold  can  be  separated  from  pliatinum  by 
this  method. 

*  Berichte  (1899),  32,  p.  1968. 
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2.  The  Gold  is  Alloyed  with  Copper  and  Silver,  r 

When  gold  is  present  in  alloys  it  is  most  rapidly  and  most  j 
accurately  determined  in  the  dry  way.  The  principle  pf  the ' 
method  is  very  simple. 

If  a  gold-silver  alloy  is  melted  in  the  air  with  lead  upon  a 
'* cupel"  (a  very  porous  vessel  made  of  bone-ash)  the  lead  and 
copper  are  oxidized,  the  oxides  fuse  and  are  absorbed  by  the 
cupel,  while  aU  the  gold  and  silver  are  left  behind  in  the  form  of 
a  metallic  button,  whose  weight  is  obtained.  The  silver  is  after- 
wards separated  from  the  gold  by  the  action  of  nitric  acid  which 
dissolves  the  silver  but  leaves  the  gold  behind.  If  the  weight 
of  the  gold  that  is  left  undissolved  is  deducted  from  the  weight 
of  the  gold-silver  button  the  weight  of  the  silver  is  obtained. 

In  order  to  obtain  accurate  results  a  number  of  precautions 
must  be  taken.  By  the  cupellation  of  the  alloy  some  noble 
metal  is  always  lost  and  the  amount  lost  increases  in  proportion 
to  the  amount  of  lead  used  and  the  higher  the  temperature. 
Furthermore,  small  amounts  of  the  noble,  metal  are  absorbed  by 
the  cupel  and  this  amount  is  greater  the  smaller  the  amount  of 
lead  used.  This  second  loss  amounts  to  much  less  than  the  former 
one  occasioned  by  the  use  of  too  much  lead.  Consequently,  in 
every  gold  cupellation  an  unnecessary  excess  of  lead  must  be 
avoided. 

EJxperience  has  shown  that  the  richer  a  gold-silver  alloy  is 
in  base  metal  the  more  lead  is  necessary  for  the  cupellation. 
Furthermore,  in  the  separation  of  gold  from  silver  by  means  of, 
nitric  acid  it  is  necessary  to  remember  that  the  separation  is  only 
quantitative  when  the  alloy  consists  of  three  or  more  parts  of 
silver  to  one  part  of  gold.  If  less  than  three  parts  of  silver  are 
originally  present  for  one  part  of  gold,  it  is  necessary  to  add  pure 
silver  imtil  this  proportion  is  reached.  This  operation  is  known 
as  quartalion  or  inquartation.  The  separation  of  the  silver  from 
the  gold  by  means  of  nitric  acid  is  spoken  of  as  parting.  If  a 
gold-silver  alloy,  in  the  form  of  foil,  which  consists  of  three  parts 
of  silver  to  one  of  gold,  is  treated  with  nitric  acid,  the  latter  metal 
remains  behind  as  a  brownish  scale;  if  more  silver  is  present,, 
it  is  left  as  a  fine  powder,  unless  the  acid  is  made  extremely  dilute^ 
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From  what  has  been  said,  it  is  dear  that  accurate  results  can 
be  obtained  only  when  the  correct  amount  of  lead  is  present  in 
the  alloy  that  b  cupelled,  and  when  the  gold  and  silver  are  present 
in  the  proper  proportion;  i.e.,  it  is  necessary  to  know  the  approxi^ 


Fig.  38. 
mate  composition  of  the  alloy  before  an  accurate  determination 
can  be  made.     This  is  determined  by 

The  Preliminary  Aasay. 

For  this  purpose  the  muffle  shown  in  Fig,  38  is  heated  to  & 
cherry-red  heat,  a  cupel  weighing  from  6  to  7  gms.*  is  placed  in 
the  back  part  of  it,  the  muffle  door  is  closed,  and  the  cupel  heated 
until  it  has  acquired  the  same  color  as  the  muffle.  After  this 
5  gms.  of  lead  are  placed  upon  the  cupel,  the  muffle  is  closed  until 

•  A  good  cupel  will  absorb  ita  own  weight  of  lithftrgc.  Dunng  the  cupel- 
lation  about  one-tenth  of  the  litharge  fomied 
is  last  by  volatilisation,  flo  that  the  weight  ot 
litharge  absorbed  by  the  cupel  it  practically 
that  ot  the  original  lead  button.  Fig.  39  repre- 
■enta  a  cupel,  togethi^r  with  lis  cross-aection.  Fia.  39. 
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the  lead  is  melted  and  then  0.25  gm.  of  the  accurately-weighed 
alloy  is  enveloped  in  a  small  piece  of  lead-foil,  placed  in  the 
molten  lead  (with  the  help  of  a  pair  of  tongs),  and  the  muffle  closed 
until  the  alloy  has  melted  and  shows  a  bright  upper  surface.  With 
the  help  of  an  iron  hook  the  cupel  is  now  carefully  advanced  to 
about  the  middle  of  the  muffle  and  the  door  should  be  left  open 
-so  that  there  is  a  ready  access  of  air  into  the  muffle. 

After  about  twenty  minutes  the  lead  will  be  all  absorbed, 
which  is  shown  by  the  "blick."  *  The  hot  cupel  is  then  removed 
from  the  muffle  and  after  cooling,  the  color  of  the  button  is  ob- 
served. 

(a)  //  the  biUton  is  greenish  yellow  or  darker,  it  contains  less 
than  three  parts  of  silver  to  one  part  of  gold,  in  which  case  from 
four  to  six  parts  of  "fine  silver"  are  added  (the  proper  amoimt 
can  be  usually  told  by  the  practised  eye)  and  the  button  is  cupelled 
in  a  new  cupel  with  1  gm.  of  lead.  The  button  now  obtained  is 
treated  with  nitric  acid  and  the  residual  gold  weighed. 

(6)  If  the  button  is  pure  white,  then  three  or  more  parts  of 
silver  are  present  to  one  part  of  gold.  In  this  case  it  is  imme- 
diately "parted"  and  the  residual  gold  weighed. 

After  the  approximate  amount  of  gold  present  has  been  ascer- 
tained,t  the  analysis  proper  is  made,  using  the  amount  of  lead  as 
indicated  in  the  following  table: 

LEAD  TABLE. 

Amount  of  Gold  Amount  of  Lead  Necessary  for  the 

Present  in  the  Alloy.  Cupellation  of  0.25  gm.  of  Alloy. 

1000  thousandths 0.25  gm. 

900  "  2.50  gms. 

800  "  4.00 

700  "  5.50 

600  "  6.00 

500  "  6.50 

400  or  less  "  8.50 

*  The  blick  is  the  brightening  of  the  metal  which  appears  when  the  outer 
layer  of  lead  oxide  that  is  constantly  becoming  thinner  finally  bursts  and  the 
bright  noble  metal  shines  through.  Just  before  the  blick  there  is  a  distinct 
iridescence,  so  that  the  point  can  never  be  mistaken. 

t  In  assay  laboratories  the  approximate  gold  contents  of  the  alloy  is  deter- 
mined by  its  streak.  A  fine-grained  piece  of  silicate  is  blackened  with  char- 
coal.    The  alloy  to  be  tested  is  rubbed  upon  it  and  the  color  produced  com- 
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The  Final  Assay. 

For  the  definite  determiimtion  of  the  gold  and  silver,  two 
portions  weighing  exactly  0.25  gm.  are  taken;  the  one  to  serve 
for  the  silver  determination  and  the  other  for  the  gold.  The 
former  is  cupelled  with  the  correct  amount  of  lead  and  the  weight 
of  the  gold-silver  button  is  determined. 

If  the  original  alloy  was  very  white,  it  contains  more  than 
500  thousandths  fine  of  silver. 

If  the  alloy  was  greenish  yellow,  it  contains  550-750  thou- 
sandths of  noble  metal,  and  silver  is  present  to  a  considerable 
extent. 

If,  however,  the  alloy  was  a  beautiful  yellow  or  reddish  yellow, 
it  contains  more  than  700  thousandths  of  noble  metal  and  the 
gold  predominates. 

If,  therefore,  the  alloy  was  white,  once  again  as  much  pure  silver 
is  weighed  out  as  the  amount  of  gold  found  to  be  present  by  the 
preliminary  assay  (inquartated  with  one  part  of  silver),  and  this 
mixture  is  cupelled  with  the  same  amount  of  lead  as  the  first  portion. 

If  the  original  alloy  was  greenish  yellow,  it  is  inquartated* 
with  two  parts  of  silver;  if  it  was  distinctly  yellow  or  reddish 
yellow  it  is  inquartated  with  2^  parts  of  silver. 

Treatment  of  the  Quartered  Gold-Silver  BiUton, 

The  gold-silver  button  is  removed  from  the  cupel  with  the 
"button  tongs,"  cleaned  with  a  stiff  brush  ("button  brush"), 
and  hammered  upon  an  anvil  to  a  roimd  disk  about  1  mm.  thick 
(Fig.  40,  a).  This  is  heated  upon  a  fresh  cupel  and  quickly  cooled 
by  placing  it  upon  a  piece  of  brass  foil  and  rolling  it  between  two 
steel  rollers  to  a  long  strip  (Fig.  40,  b) ;  it  is  again  heated  and 
rolled  t  up  as  shown  in  Fig.  40,  c.     This  little  roll  is  placed  in  a 

pared  with  that  obtained  from  alloys  containing  known  amounts  of  gold. 
Afterwards  these  streaks  are  tested  with  dilute  aqua  regia;  alloys  containing 
the  same  amounts  of  gold  are  attacked  equally  readily. 

*  Cf.  p.  197. 

t  By  hammering  the  gold-silver  alloy,  the  metal  becomes  so  brittle  that 
it  cannot  be  converted  to  a  smooth-margined  roll,  and  on  the  subsequent 
treatment  with  nitric  acid,  little  pieces  would  probably  drop  off.  By  again 
heating  the  metal  and  then  quickly  cooling,  it  regains  its  original  softness. 
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little  flask  (Fig.  41, /),  covered  with  30-40  c.c.  of  nitric  acid  (sp. 
gr.  1.188)  free  from  chloride,  heated  to  boiling  and  kept  so  for 
ten  minutes.    The  acid  is  then  poured  off  and  replaced  by  the 


• 


a^ 


Fig.  40.  Fio.  41. 


same  amount  of  stronger  acid  (sp.  gr.  1.295)  and  the  above  treat- 
ment repeated.  After  this  acid  is  poured  off,  the  button  is 
washed  by  decanting  three  times  with  distilled  water.  The  flask 
is  filled  with  water,  covered  with  an  annealing  cup  (or  lack- 
ing this  an  ordinary  porcelain  crucible  may  be  used),  and  is 
then  quickly  inverted  (Fig.  41,  11),  when  the  gold  will  pass 
into  the  cup.  The  flask  is  removed  by  first  raising  its  mouth 
to  the  level  of  the  water  in  the  crucible  and  then  sliding  it 
off  at  right  angles.  The  water  is  poured  off  from  the  gold  and 
the  crucible  is  placed  in  the  back  part  of  the  muffle  for  a 
short  time,  whereby  the  gold  is  dried  and  is  changed  from  its 
former  brown  and  soft  condition  into  a  harder,  beautiful  yellow 
substance.  After  cooling,  it  is  weighed.  By  subtracting  the 
weight  of  the  gold  from  the  weight  of  the  gold  and  silver  together, 
the  amoxmt  of  silver  is  obtained. 

Determination  of  Gold  in  Ores. 

Princvjple. — ^The  very  finely  ground  and  sifted  ore  is  mixed  in 
a  No.  9  French  crucible  with  lead  oxide,  charcoal,  and  some  suit- 
able slag-forming  material.  The  charcoal  reduces  a  part  of  the 
lead  oxide  to  metal  which  alloys  with  the  noble  metal  and 
sinks  to  the  bottom  in  the  form  of  a  button,  while  the  foreign  sub- 
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stances  should  pass  into  the  slag.  After  cooling,  the  crucible  is 
broken,  the  slag  is  hammered  off,  the  lead  button  cupelled  and 
the  silver-gold  button  parted  in  the  same  way  as. before.  The 
noble  metal  should  be  extracted  with  as  little  lead  as  possible, 
for  with  an  unnecessarily  large  amount  of  lead  some  gold  is  lost 
during  the  cupellation. 

The  amount  of  lead  reduced  from  the  litharge  depends  largely 
upon  the  nature  of  the  ore.  Sulphide  ores  act  strongly  reducing, 
as  is  shown  by  the  following  equations: 

PbS+2PbO  =  SO,+3Pb, 

FeS, + 5PbO = 2S0, + FeO + 5Pb. 

In  such  cases  less  charcoar(or  in  some  cases  none  at  all)  should 
be  added  than  would  be  otherwise  necessary  to  produce  the  right 
amount  of  lead,  or  in  case  considerable  sulphide  is  present,  it  is 
sometimes  necessary  to  neutralize  its  action  by  the  addition  of 
oxidizing  agents. 

Reducing  ores  are  recognized  by  their  color:  they  are  gray, 
bluish-black,  or  yellow  (pyrite,  etc.).  Reddish-brown  ores  (Fe,OJ 
usually  act  oxidizing: 

Fe,Os+C-CO+2FeO, 

in  which  case  more  charcoal  must  be  added  to  the  chai^. 

The  best  results  are  obtained  when  the  lead  button  weighs 
about  18  gms.  when  obtained  from  30  gms.  of  ore.*  In  order 
that  such  a  button  may  be  obtained,  it  is  usually  necessary  to 
make  a  preliminary  assay  of  the  ore.  But  above  all,  it  is  neces- 
sary that  the  purity  of  the  reagents  used  should  be  tested. 

Testing  the  Reagents. 

The  ordinary  reagents  necessary  for  a  gold  assay  are: 

I.  Litharge  (PhO). 

Litharge,  the  most  important  reagent,  is  a  basic  flux,  for  it 
forms  with  the  silicic  acid  of  the  ore  a  readily  fusible  silicate; 

*  This  amount  is  usually  sufficient;  with  very  rich  gold  ores  10-16  gms. 
is  enough,  while  with  very  poor  ores  as  much  as  120  gms,  may  be  used  to 
advantage.     Cf .  Ricketts  and  Miller,  Notes  on  Assaying,  New  York,  1807. 
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at  the  same  time,  however,  it  is  a  desulphurizing  agent,  as  is  shown 
by  the  above  reaction. 

The  litharge  used  must  be  dry  and  free  from  minium,  for 
the  latter  oxidizes  silver,  carrying  it  into  the  slag,  so  that  low 
results  would  be  obtained  in  the  silver  determination.  The 
litharge  should  be  free  from  silver  (which  is  almost  never  the.  case), 
or  its  silver  contents  must  be  known;  this  is  determined  once  for 
all  by  the  following  experiment: 

Litharge 120  gms. 

Sodium  bicarbonate  (NaHCO.) 60    " 

Argols  (crude  KHC,H,Oe) 2    " 

are  mixed  thoroughly  upon  a  sheet  of  glazed  paper  and  the  mix- 
ture placed  in  a  No.  9  French  crucible  and  covered  with  a  layer 
of  finely-powdered,  dry  common  salt.  The  covered  crucible  is 
placed  in  a  glowing  coke-oven. 

As  soon  as  the  contents  of  the  crucible  have  reached  the  state 
of  quiet  fusion,  the  crucible  is  removed  from  the  fire,  its  walls  are 
gently  tapped  by  the  tongs,  and  it  is  lightly  tapped  upon  its 
bottom  in  order  to  knock  down  any  smaU  particles  of  lead  adher- 
ing  to  the  sides  and  to  make  all  of  the  free  metal  collect  together 
on  the  bottom  in  the  form  of  a  button. 

After  cooling  the  crucible  is  broken,  the  slag  removed  from 
the  lead  button  by  hammering  it  upon  an  anvil,  and  it  is  cupelled 
upon  a  cupel  weighing  only  a  few  grams  more  than  the  button 
itself.  The  resulting  silver  button  is  weighed.  The  amount  of 
silver  obtained  must  be  deducted  whenever  the  corresponding 
amount  of  litharge  is  used  in  an  assay. 

2.  Sodium  Bicarbonate  (NaHCO,). 

3.  Anhydrous  Borax  (Na^B^Og). 
2  and  3  require  no  testing. 

4.  Charcoal. 

The  reducing  power  is  determined  as  follows: 

Litharge 60  gms. 

Sodium  bicarbonate 15    " 

Charcoal 1  gm. 
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are  mixed,  as  in  the  testing  of  litharge,  in  a  French  crucible  No.  9 
with  a  cover  of  ordinary  common  salt  and  fused.     After  cooling, 
the  weight  of  the  lead  button  obtained  is  determined  and  this  ex- 
presses in  terms  of  lead  the  reducing  power  of  the  charcoal. 
1  gm.  of  charcoal  should  reduce  about  30  gms.  lead. 

5.  Nitre  (KNO,) 

serves  as  an  oxidizing  agent.     Its  oxidizing  power  expressed  in 
tenns  of  lead  is  determined: 

Nitre 3  gms. 

Litharge 60    " 

Charcoal 1  gm. 

Sodium  bicarbonate 15  gms. 

are  mixed  and  fused  as  before  and  the  weight  of  the  lead  button  de- 
termined. If  under  (4)  it  was  found  that  1  gm.  charcoal  would 
reduce  P  gm.  lead,  and  if  p  gm.  of  lead  were  obtained  in  this  ex- 
periment, then  the  difference  P—p  shows  the  amount  of  lead  that 
was  oxidized  by  3  gms.  nitre^  or  the  oxidizing  power  of  the  nitre. 
1  gm.  nitre  oxidizes  about  4  gms.  lead. 

6.  Common  Salt. 

Ordinary  table  salt  is  heated  in  a  large  Hessian  crucible  until 
it  melts,  and  the  contents  of  the  crucible  are  poured  into  a  shal- 
low iron  mould  with  a  raised  edge.  The  solidified  crust  is  finely 
powdered  and  preserved  iri  a  stoppered  flask. 

After  the  reagents  have  all  been  tested  the  next  step  is  the 

Preliminary  Assay. 

Five  grams  of  the  finely-powdered  and  sifted  ore  are  weighed 
out  and  mixed  with; 

Litharge 80  gms. 

Sodium  bicarbonate 20    " 

Borax 5    " 

placed  in  a  crucible  and  covered  with  a  layer  of  common  salt.  After 
fusing,  cooling,  and  hammering  off  the  slag,  the  lead  button  ob- 
tained is  weighed. 

Since  in  an  ordinary  assay  we  start  with  30  gms.  of  ore,  the 
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\veight  of  the  lead  button  now  obtained  multiplied  by  6  will  give 
the  weight  of  the  button  from  the  real  assay.  We  will  distinguish 
four  cases: 

(1)  The  lead  button  weighs  3  gms. 

Consequently  the  button  obtained  from  30  gms.  of  ore  would 
weigh  18  gms.  In  this  case  the  ore  is  assayed  with  the  following 
proportions  of  flux : 

Ore 30  gms. 

Litharge.. 80    " 

Sodium  bicarbonate 20    " 

Borax 5    " 

(2)  The  lead  button  weighs  less  than  3  gms. 

Evidently  the  ore  acts  reducingly,  but  not  enough  so  to  yield  a 
button  weighing  18  gms.  when  30  gms.  of  ore  are  used;  it  is, 
therefore,  necessary  to  add  charcoal  to  the  flux. 

Example. — Let  us  assume  that  the  lead  button  obtained  by  the 
preliminary  assay  weighed  1  gm.,  then  the  button  obtained  from 
30  gms.  of  ore  would  weigh  6  gms.  In  order  to  obtain  a  button 
weighing  18  gms.  it  is  necessary  to  add  enough  charcoal  to  supply 
12  gms.  of  lead.  If  1  gm.  of  charcoal  was  found  to  reduce  30  gms. 
of  lead,  then  it  is  necessary  to  add  12-^30  gms.  =  0.4  gms.  of 
charcoal. 

(3)  The  lead  button  weighs  more  than  3  gm^. 

In  this  case  the  ore  has  a  strong  reducing  power,  and  to  obtain 
the  lead  button  of  the  right  weight  it  is  necessary  to  add  some  nitre. 

Example. — Suppose  the  button  to  weigh  6  gms.;  this  would 
mean  a  36-gm.  button  when  30  gms.  of  ore  were  used ;  i.e.  18  gms. 
too  much  lead  would  be  produced.  We  must  add,  therefore, 
enough  nitre  to  oxidize  this  18  gms.  of  lead.  If  the  oxidizing  power 
of  1  gm.  of  nitre  was  found  to  be  4  gms.  of  lead,  then  18^4=4.5 
gms.  of  nitre  must  be  added  to  the  flux. 

Remark, — Ores  which  have  a  very  strong  reducing  power  would 
frequently  require  the  addition  of  enough  nitre  to  cause  the  con- 
tents of  the  crucible  to  boil  over.  In  such  a  case,  about  40-50  gms. 
are  placed  in  a  ^'roasting-dish"  and  roasted  in  a  muflle,  and  from 
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this  roasted  ore  the  portions  are  taken  for  the  preliminary  and 
final  assays.  The  results,  however,  must  be  expressed  in  terms  of 
the  unroasted  ore. 

(4)  There  is  no  lead  button  formed. 

The  ore  is  either  neutral  or  possesses  an  oxidizing  action.  The 
assay  is  repeated,  using  1  gm.  of  charcoal,  and  from  the  results 
now  obtained  the  final  assay  is  based. 

Final  Assay. 

For  the  final  assay  from  30-120  gms.  of  ore  are  taken  (according 
to  the  amount  of  gold  present)  and  the  corresponding  amount  of 
sodium  bicarbonate  is  added.  The  amount  of  litharge  also  varies 
with  the  amount  of  ore,  and  in  some  cases  as  much  as  240  gms.  are 
necessary,  although  as  a  rule  80  gms.  are  sufficient.  Otherwise  the 
procedure  is  exactly  the  same  as  in  the  preliminary  assay.  The 
lead  button  is  cupelled  and  the  weighed  silver-gold  button  is 
parted  as  described  on  p.  201. 

Platinum,  Pt.    At.  Wt.  194.8. 

Platinum  is  best  determined  as  metallic  platinum. 
The  following  three  cases  will  be  considered: 

1.  The  platinum  is  present  in  a  hydrochloric  acid  solution, 
either  alone  or  together  with  other  metals,  but  other  platinum 
metals  are  absent. 

2.  The  platinum  is  present  alloyed  with  gold  and  silver. 

3.  The  platinum  is  alloyed  with  small  amounts  of  the  plati* 
num  metals  together  with  small  amounts  of  base  metals. 

I.  The  Platinum  is  Present  in  Hydrochloric  Acid  Solution  Either 

Alone  or  Together  with  Other  Metals. 

The  platinum  is  either  precipitated  from  the  solution  as  ammo- 
nium chloroplatinate,  (NH4),PtCle,  which  is  decomposed  by  ignition, 
and  the  residual  platinum  weighed;  or  the  platinum  is  precipi- 
tated as  metal  by  the  addition  of  reducing  agents  to  the  solution  j 
or  finally  the  platinum  is  precipitated  as  sulphide  by  conducting 
hydrogen  sulphide  into  the  hot  solution  and  changed  to  platinum 
by  ignition.    The  two  former  methods  serve  to  separate  platinum 
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from  most  other  metals,  while  the  latter  serves  to  separate  plati- 
num only  from  the  metals  of  the  alkali,  alkaline  earth,  and  ammo- 
nium sulphide  groups,  and  not  from  members  of  the  hydrogen  sul- 
phide group. 

(a)  Precipitation  of  Platinum  as  Ammonium  Chloroplatinate. 

The  solution,  concentrated  as  much  as  possible,  is  nearly^  neu- 
tralized with  ammonia,  an  excess  of  ammonium  chloride  and  consid- 
erable alcohol  are  added,  and  the  mixture  allowed  to  stand  twelve 
hours  under  a  glass  bell-jar.  It  is  then  filtered  through  an  asbestos 
filter  tube  10-15  cm.  long,  washed  with  80  per  cent,  alcohol  until 
a  few  drops  of  the  filtrate  leave  no  residue  on  being  evaporated 
to  dryness  on  a  platinum  foil.  The  precipitate  is  dried  by  con- 
ducting a  stream  of  air  warmed  to  about  90*^  C.  through  the  tube. 
After  cooling  the  tube  is  weighed,  a  plug  of  ignited  asbestos  *  is 
introduced,  and  the  tube  is  again  weighed;  in  this  way  the  weight 
of  the  asbestos  plug  is  found.  A  stream  of  dry  hydrogen  is  now 
conducted  through  the  tube,  and  the  latter  is  heated  at  as  low  a 
temperature  as  possible  until  no  more  hydrochloric  acid  is  evolved 
and  all  the  anmionium  chloride  has  been  driven  oflf,  after  which  the 
tube  is  cooled  in  a  desiccator  and  weighed. 

Instead  of  filtering  the  precipitate  upon  asbestos  an  un- 
weighed  paper-filter  may  be  used.  The  moist  precipitate  is 
placed  together  with  the  filter  in  a  large  porcelain  crucible 
so  that  the  apex  of  the  filter-paper  points  upward,  and  the 
covered  crucible  is  then  ignited.  This  ignition  must  be  performed 
with  great  care,  as  otherwise  there  can  be  a  considerable  loss  dur- 
ing the  process.  At  first  the  precipitate  is  dried  by  gently  warm- 
ing the  covered  crucible,  and  when  the  odor  of  alcohol  has  disap- 
peared, the  temperature  is  raised  very  slowly  until  the  crucible  is  at 
a  strong  red  heat.  During  the  whole  operation  there  must  be  no 
visible  escape  of  vapors  from  the  crucible.  The  decomposition  is 
complete  when  there  is  no  longer  a  penetrating  odor  arising  from 
the  covered  crucible.  When  this  point  is  reached,  the  cover  (whose 
under  side  will  be  covered  with  carbon)  is  removed  for  the  first 
time  and  leaned  against  the  crucible  and  the  contents  of  the  latter 


*  Ammonium  chloroplatinate  decrepitates  during  the  heating.     To  pre- 
vent loss  of  substance  it  is  heated  between  two  asbestos  plugs. 
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are  ignited  with  free  access  of  air  until  the  carbon  from  the  filter- 
paper  is  completely  burned.  Often  a  slight  deposit  of  platinum  * 
will  be  found  in  the  upper  part  of  the  crucible  and  upon  the  cover, 
so  that  the  latter  must  always  be  weighed  with  the  crucible. 

Remark, — If  it  seems  likely  that  the  precipitate  of  ammonium 
chloroplatinate  is  contaminated  with  other  substances  (e.g.  so- 
dium chloride,  etc.)  the  precipitate  can  be  dissolved  in  water  after 
it  has  been  washed  with  alcohol  and  dried.  The  platinum  may 
then  be  determined,  as  described  on  p.  46,  by  precipitating  with 
mercury,  washing  with  dilute  hydrochloric  acid  and  then  with 
water,  and  finally  weighing. 

The  results  obtained  by  this  method  are  satisfactory  but  some- 
what lower  than  the  true  values;  the  following  process  is  more 
accurate: 

(6)  Precipitation  of  Platinum  by  Reducing  Agents, 

The  solution  is  freed  from  any  excess  of  acid  by  evaporation, 
placed  in  an  E:  lenmeyer  flask  into  the  neck  of  which  is  groimd 
to  fit  a  return-flow  condenser.  The  solution  is  neutralized  with  am- 
monia, an  excess  of  formic  acid  and  a  little  ammonium  acetate  are 
added,  and  the  contents  of  the  flask  after  being  diluted  to  a  volume 
of  200  c.c.  are  heated  to  about  80°  C.  on  the  water-bath  until  the 
evolution  of  carbon  dioxide  has  nearly  ceased.  The  flask  is  now 
connected  with  the  return-flow  condenser,  and  its  contents  boiled  for 
twenty-four  hours.  The  precipitated  metal  is  filtered  off,  washed 
with  dilute  hydrochloric  acid,  then  with  water,  dried,  ignited,  and 
weighed. 

2.  The  Platinum  is  Alloyed  with  Gold  and  Silver. 

An  alloy  is  seldom  found  which  contains  only  the  above  three 
noble  metals;  usually  copper  is  also  present.  The  first  step,  then, 
is  to  separate  the  noble  metals  from  the  others  by  cupellation  with 

,  -  — ■  ■  -  ■ 

*  By  means  of  the  dry  distillation  of  the  filter,  carbonic  monoxide  is  formed, 
and  by  the  decomposition  of  the  anmionium  chloroplatinate  chlorine  is  set 
free.  These  two  gases  act  upon  the  metallic  platinimi  and  form  volatile  com- 
pounds (PtCl,.CO,  PtCl3.2CO,  and  2PtCl,.3CO),  which,  however,  are  later 
decomposed  by  the  aqueous  vapor.  This  causes  the  deposit  of  platinum  in 
the  upper  part  of  the  crucible.  In  order  to  avoid  loss,  a  large  crucible  should 
be  used. 
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lead  as  described  on  p.  197,  after  which  the  hammered  and  rolled 
button  is  treated  with  pure  concentrated  sulphuric  acid.  [Nitric 
acid  cannot  be  used,  for  some  platinum  would  be  dissolved  with 
the  silver.]  After  boiling  for  ten  minutes,  the  silver  will  be  com- 
pletely dissolved,  provided  at  least  two  parts  of  silver  are  present 
for  each  part  of  platinum,  which  is  usually  the  case.  If  more 
platinum  is  probably  present  than  corresponds  to  the  above  ratio, 
pure  silver  should  be  added,  and  the  mixture  cupelled  once  more 
with  1  gm.  of  lead. 

After  the  alloy  has  been  boiled  for  ten  minutes  with  sulphuric 
acid  it  is  allowed  to  cool,  filtered,  and  the  treatment  with  sulphuric 
acid  repeated  once  again.  The  metal  remaining  behind  (in  the 
form  of  a  roll  or  as  a  powder)  is  washed  three  times  by  decantation 
with  water,  ignited,  and  weighed  as  described  under  gold.  This 
gives  the  weight  of  the  gold  and  the  platinum  together,  and  by  sub- 
tracting this  amount  from  the  original  weight  of  the  noble  metals 
obtained  after  cupellation,  the  weight  of  the  silver  is  obtained. 

Separation  of  Gold  from  Platinum. 

Principle. — If  an  alloy  of  gold  and  platinum  is  treated  with 
nitric  acid,  neither  metal  is  attacked.  If,  however,  the  alloy  con- 
tains three  parts  of  silver  to  one  of  gold  and  platinum  taken  to- 
gether, and  the  alloy  is  treated  at  first  with  acid  of  sp.  gr.  1.16  and 
then  with  acid  of  sp.  gr.  1.28,  the  platinum  gradually  goes  into 
solution  with  the  silver. 

Procedure, — ^The  gold-platinum  alloy  is  cupelled  with  three  times 
its  weight  of  pure  silver  and  1  gm.  of  lead,  the  resulting  button  is 
hammered  and  rolled,  after  which  it  is  treated  with  nitric  acid  (of 
the  strength  stated  above),  and  the  residual  metal  weighed.  It  is 
again  cupelled  with  three  parts  of  pure  silver,  and  the  same  proc- 
ess repeated.  This  is  continued  until  a  constant  weight  is  finally 
obtained  for  the  residual  gold;  the  third  operation  usually  accom- 
plishes this. 

Instead  of  effecting  the  separation  of  the  gold  from  the  platinum 
in  this  way,  the  two  metals  may  be  dissolved  in  aqua  regia,  and 
the  gold  precipitated  by  means  of  ferrous  sulphate,  as  described  on 
p.  195.    This  is  a  good  method. 
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According  to  Vanino  and  Seeman,*  the  separation  is  effected 
much  more  quickly  by  precipitating  the  gold  from  an  alkaline 
solution  by  means  of  hydrogen  peroxide.  In  order  to  determine 
the  platinimi,  it  is  precipitated  from  the  boiling  acid  filtrate  by 
hydrogen  sulphide  and  weighed  as  metal  after  ignition  in  a  porce- 
lain crucible. 

Analysis  of  Commercial  Platinumi  according  to  Deville  and  Stas. 

Five  grams  of  the  platinum  alloy  f  are  heated  for  five  hours 
at  a  temperature  of  about  1000®  C.  with  ten  times  as  much  lead 
in  a  crucible  of  purified  gas-carbon ;  this  crucible  is  embedded  in 
one  of  clay  which  is  filled  with  charcoal.  After  cooling,  the  lead 
button  is  treated  with  very  dilute  nitric  acid  until  there  is  no 
longer  any  gas  evolved. 

In  this  way  a  solutioOi  A,  is  obtained,  containing  about  98.4 
per  cent,  of  the  lead  used,  all  the  palladium  and  copper,  and  small 
amounts  of  platinum,  rhodium,  and  iron,  and  a  residue,  B,  consist- 
ing of  a  black  metallic  powder,  which  is  filtered  off,  and  will  contain 
the  remainder  of  the  platinum  and  rhodium  with  all  of  the  iridium 
and  ruthenium. 

1.  Treatment  of  the  Nitric  Add  Solniion  A. 

The  lead  is  precipitated  by  the  addition  of  slightly  more  than  the 
theoretical  amount  of  sulphuric  acid,  and  filtered.  If  the  lead  sul- 
phate is  pure  white,  it  is  washed  with  dilute  sulphuric  acid.  If  it 
is  not  absolutely  white,  it  is  washed  with  a  solution  of  ammonium 
carbonate  until  it  becomes  so ;  small  amounts  of  lead  are  dissolved 
by  this  operation.  This  last  wash  liquid,  therefore,  is  concen- 
trated, to  precipitate  the  lead  carbonate,  filtered,  and  after  making 
acid  with  hydrochloric  acid,  added  to  the  main  filtrate. 

The  solution  is  evaporated  to  about  100  c.c,  and  when  cold  is 
poured  into  a  saturated  solution  of  ammonium  chloride.  The 
mixture  is  heated  to  boiling  and  allowed  to  cool  again.  The  am- 
monium chloroplatinate  is  filtered  off  and  washed  with  a  saturated 
solution  of  ammonium  chloride;  in  this  way,  the  greater  part  of 
the  platinum  is  obtained. 

*  Berichte  1899,  p.  1971. 

t  All  commercial  platinum  contains  other  platinum  metals,  especially 
iridimn.* 
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The  filtrate  from  the  platinum  precipitate  is  boiled  with  formic 
acid  and  ammonii^m  acetate  as  described  on  p.  208^  6.  In  this  case 
the  remainder  of  the  platinum,  the  palladium,  and  the  rhodium  will 
be  precipitated.  These  metals  are  filtered  off,  and  the  copper  and 
iron  are  determined  in  the  filtrate  in  the  usual  way.  The  formic 
acid  precipitate  (consisting  of  a  black  metallic  powder)  is  dried  and 
fused  with  potassium  bisulphate  in  a  porcelain  crucible.  The  melt 
is  treated  with  water,  the  solution  decanted  from  the  unattacked 
platinum  and  washed  alternately  with  ammonium  carbonate  and 
nitric  acid  (to  remove  traces  of  lead  sulphate),  then  with  dilute 
hydrofluoric  acid,  and  finally  with  water;  it  is  then  dried  and 
weighed.  The  filtrate  from  the  platinum  contains  palladium  and 
rhodiiun.  The  former  is  precipitated  by  the  addition  of  mercuric 
cyanide,  and  boiling  until  the  odor  of  hydrocyanic  acid  has  disap- 
peared. The  voluminous,  yellowish-white  precipitate  of  palladous 
cyanide  is  washed  first  by  decantation,  then  upon  the  filter,  dried-,  and 
ignited  at  first  cautiously  and  then  strongly  over  the  blast  until  the 
paracyanide  is  completely  destroyed;  finally  heating  in  a  current 
of  hydrogen  (as  in  the  case  of  copper  sulphide,  p.  146)  in  order  to 
reduce  any  palladium  that  has  been  oxidized  by  the  previous  treat- 
ment. As  soon  as  the  flame  is  removed,  the  supply  of  hydrogen  is 
at  once  cut  off  in  order  to  prevent  its  being  absorbed  by  the  metal. 
The  palladium  is  weighed  after  cooling. 

The  rhodium  is  precipitated  from  the  filtrate  by  means  of  formic 
acid,  as  before,  and  the  deposited  metal  is  dried,  ignited  in  a  stream 
of  hydrogen,  allowed  to  cool  in  the  gas,  and  then  weighed. 

2.  Treatment  of  the  Residue  B. 

The  washed  residue  is  warmed  with  dilute  aqua  regia  (in  this 
case  2  vol.  nitric  acid,  8  vol.  hydrochloric  acid,  and  90  vol.  water), 
and  in  this  way  solution  C  is  obtained,  which  contaiag  the  rest  of 
the  lead,  platinum,  and  rhodium,  and  residue  D,  consisting  of 
lamelke  of  iridium  and  ruthenium. 

3.  Treatment  of  the  Solution  C. 

After  evaporating  to  a  small  volume,  the  lead  is  removed  by  sul- 
phuric acid,  •the  solution  again  evaporated,  taken  up  in  hydro- 
chloric acid,  and  the  platinum  present  is  precipitated  by  pouring 
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into  a  cold  saturated  solution  of  ammonium  chloride  exactly  as 
described  under  1,  p.  210.  The  platinum  precipitate  contains  a 
little  rhodium,  and  after  washing  it  with  a  saturated  solution  of 
anunonium  chloride,  it  is  placed  at  one  side  for  the  time  being. 

The  filtrate,  together  with  the  wash  water,  is  evaporated  until 
more  platinum  and  rhodium  separate  out  on  cooling,  and  this  pre- 
cipitate is  filtered  off  and  washed  as  before. 

Both  filters,  together  with  the  precipitates,  are  now  placed  in  a 
small,  weighed  porcelain  dish,  dried,  and  reduced  at  as  low  a  tem- 
perature as  possible,  in  a  stream  of  illuminating  gas,  and  heated 
somewhat  in  a  muffle  so  as  to  remove  the  carbon  from  the  filter. 
The  metal  thus  obtained  (platinum  +  rhodium)  is  weighed.  For  the 
separation  of  the  rhodium  from  the  platinum,  the  spongy  metal  is 
heated  in  the  same  dish  with  potassium  bisulphate,  gradually  rais- 
ing the  temperature  until  a  dull-red  heat  is  obtained.  After  cool- 
ing, the  melt  is  extracted  with  water,  the  unattacked  platinum  (it 
may  still  contain  small  amounts  of  rhodium)  is  filtered  off,  washed, 
and  again  fused  with  potassium  bisulphate.  This  operation  is 
repeated  until  the  rhodium  is  completely  extracted,  which  is  known 
by  the  melt  showing  no  yellow  color  after  ten  minutes. 

The  platinum  is  washed,  ignited,  and  weighed  as  described 
under  1. 

The  combined  filtrates  from  the  platinum  contain  rhodium  and 
still  a  little  platinum.  Ammonia,  acetic  and  formic  acids,  there- 
fore, are  added  once  more,  and  the  solution  boiled  for  a  long  time. 
The  precipitated  metal  is  filtered  off,  ignited,  weighed,  afterward 
fused  at  a  distinct  red  heat  with  potassium  bisulphate,  and  the 
cold  melt  extracted  with  water.  If  a  residue  remains  after  this 
treatment,  it  is  filtered  off,  weighed,  and  treated  with  dilute  aqua 
regia.     If  it  dissolves,  it  is  platinum ;  if  it  does  not,  it  is  rhodium. 

The  filtrate  from  the  ammonium  chloroplatinate,  which  con- 
tained some  rhodium,  is  diluted,  formic  acid  and  ammonium  ace- 
tate are  added,  and  it  is  gently  boiled  for  two  or  three  days  in  an 
Erlenmeyer  flask  connected  with  a  return-flow  condenser.  The 
liquid  evaporates  somewhat  in  spite  of  the  condenser,  and  the  evap- 
orated part  is  replaced  from  time  to  time  with  a  dilute  solution  of 
ammonium  formate.  In  this  way  small  amounts  of  platinum  and 
rhodium  are  precipitated,  which  are  filtered  off  and  separated  by 
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fusion  with  potassium  bisulphate  as  before.     In  the  filtrate  there 
are  likely  to  be  present  traces  of  platinum,  rhodium,  and  iron. 

The  iron  is  first  removed  by  the  addition  of  chlorine  water  and 
afterward  ammonia;  the  ferric  hydroxide  is  filtered  off,  ignited, and 
weighed.  In  order  to  remove  the  last  traces  of  platinum  and  rho- 
dium, this  last  filtrate  is  evaporated  to  dryness,  the  residue  heated 
with  nitric  acid  in  order  to  remove  the  anunonium  chloride  com- 
pletely, and  then  boiled  for  a  long  time  with  formic  acid  and  am- 
monium acetate.  The  traces  of  metal  thus  obtained  are  washed 
with  hydrofluoric  acid  and  added  to  the  main  portion  of  platinum 
and  rhodiimi. 

4.  Treatment  of  the  Residue  D. 

The  undissolved,  gray  lamellae  consisting  of  iridium,  ruthenium, 
and  small  amounts  of  iron  obtained  by  the  action  of  dilute  aqua 
regia,  are  filtered  off,  dried,  ignited  in  an  atmosphere  of  hydrogen 
or  illuminating  gas,  and  weighed. 

The  weighed  metal  is  then  fused  in  a  pure  gold  crucible  with 
potassium  nitrate  and  carbonate.  For  this  purpose,  a  previously 
melted  mixture  of  3  gms.  potassium  nitrate  and  10  gms.  potassium 
carbonate  is  placed  in  the  crucible,  the  metal  added,  and  the  mix- 
ture heated  for  two  hours  at  a  dull-red  temperature.  In  this  way 
the  ruthenium  is  changed  completely  into  water-soluble  potassium 
ruthenate,  K^RuO^,  and  the  iridium  is  oxidized  to  IrjO,;  the  latter 
forms,  to  some  extent,  a  soluble  compound  with  the  alkali. 

The  melt  is  treated  with  water,  and  the  solution,  together  with 
the  suspended  IrjOj,  is  poured  into  a  stoppered  cylinder,  the  pre- 
cipitate allowed  to  settle,  and  the  clear  liquid  decanted  off  into  a 
retort. 

The  residue  remaining  in  the  cylinder  is  covered  repeatedly  with' 
a  dilute  solution  of  sodium  hypochlorite  and  sodium  carbonate,, 
until  the  yellow  color  is  completely  removed.  The  decanted  liquid 
is  added  to  the  main  solution  in  the  retort.  This  solution  con- 
tains all  the  ruthenium  and  a  part  of  the  iridium.  It  is  saturated 
with  chlorine  in  the  cold,  distilled,  and  the  distillate  received  in  a 
mixture  of  alcohol  (distilled  over  potassium)  and  pure  hydro- 
chloric acid. 

After  the  distillation  is  complete,  the  alcoholic  distillate  is  evap- 
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orated  to  dryness,  and  the  ruthenium  chloride  thus  obtained  is  re- 
duced to  metal  by  heating  in  a  stream  of  hydrogen.  After  weigh- 
ing, the  purity  of  the  ruthenium  is  tested.  It  must  dissolve  com- 
pletely in  a  concentrated  solution  of  sodium  hypochlorite. 

The  liquid  remaining  in  the  retort  is  evaporated  to  a  small  vol- 
ume, the  insoluble  residue  remaining  in  the  cylinder  (that  was 
washed  with  sodium  hypochlorite  and  sodium  carbonate)  is  added, 
and  the  mixture  boiled  with  caustic  soda  solution,  with  the  addi- 
tion of  a  little  alcohol,  until  all  of  the  iridium  is  precipitated. 

The  dark-blue  precipitate,  consisting  of  iridium  oxide  and  small 
amounts  of  ferric  hydroxide,  is  filtered  off,  washed,  and  strongly 
ignited.  The  ferric  oxide  contained  in  it  is  then  extracted  with 
hydrochloric  acid  containing  some  ammonium  iodide,  and  the  re- 
sidual iridium  oxide  is  washed  successively  with  water,  chlorine 
water,  and  hydrofluoric  acid  in  order  to  remove  gold  that  came 
from  the  crucible  and  silicic  acid  from  the  caustic  soda.  It  is  then 
ignited  in  hydrogen  and  the  iridium  weighed. 

The  iron  present  in  the  hydrochloric  acid  extract  is  precipitated 
as  ferric  hydroxide,  ignited,  and  weighed.  Its  purity  is  tested  by 
heating  in  a  stream  of  hydrogen  and  hydrochloric  acid,  to  see  if  it 
can  be  completely  changed  to  ferrous  chloride  and  volatilized  as 
such. 

F.  Mylius  and  F.  Forster*  have  recommended  that  platinum 
be  tested  for  small  amounts  of  impurity  by  taking  three  separate 
portions  each  weighing  10  gms.  The  first  portion  is  tested  for 
palladium,  iridium,  and  ruthenium  according  to  the  lead  pro- 
cedure just  described  of  Deville  and  Stas.  The  second  portion 
serves  for  the  iron  determination ;  the  metal  is  dissolved  in  aqua 
regia,  the  platinum  metals  precipitated  by  formic  acid,  and  the 
iron  determined  in  the  filtrate.  In  the  third  portion,  rhodium, 
silver,  copper,  and  lead  are  determined  by  volatilizing  the  plati- 
num as  PtCljCO  at  238°  C.  (temperature  of  boiling  quinoline)  in 
a  stream  of  carbon  monoxide  and  chlorine,  and  determining  the 
above  substances  in  the  residue. 

Remark, — The  determination  of  the  iron  in  a  separate  portion  is 
to  be  recommended,  for  in  the  lead  procedure  some  iron  is  always 
obtained  from  the  carbon  crucible. 


*  Berichte  1892,  p.  665. 
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Selenium,  Se.    At.  Wt.  70.1. 

Selenium  is  usually  determined  as  the  element  itself. 
Three  cases  are  to  be  considered: 

• 

I.  The  selenium  is  present  as  alkali  selenite  or  as  seleinous  acid. 
II.  The  selenium  is  present  as  alkali  selenate  or  as  selenic  acid* 
III.  The  seleniiun  is  present  as  potassium  selenocyanide. 

I.  The  selenium  is  present  as  selenite  or  as  free  seleinous  add, — 
The  solution  is  acidified  with  hydrochloric  acid,  saturated  with 
sulphur  dioxide  gas,  boiled,  filtered  through  a  Gooch  crucible,  and 
washed  first  with  water,  then  with  alcohol.  The  residue  is  dried 
at  105®  C.  and  weighed. 

Remark. — ^The  precipitation  of  selenium  by  sulphur  dioxide  is 
always  quantitative  whether  the  solution  is  concentrated  or  dilute, 
whether  it  contains  much  or  little  free  acid.  This  latter  fact  is  of 
importance  in  the  separation  of  selenium  from  tellurium,  for  the 
latter  element  is  not  precipitated  by  sulphur  dioxide  when  consid- 
erable hydrochloric  acid  is  present  (cf.  p.  219). 

Phosphoric  acid  does  not  precipitate  selenium  from  cold,  dilute, 
strongly  acid  solutions;  this  fact  is  made  use  of  in  the  separation 
of  selenium  from  mercury  (cf.  p.  218). 

II.  The  selenium  is  present  as  alkali  selenate  or  as  free  selenic 
acid. — Aa  selenium  in  the  form  of  selenic  acid  is  not  precipitated 
by  sulphur  dioxide,  phosphoric  acid,  or  hydrogen  sulphide,  it  must 
be  first  reduced  to  selenous  acid  by  long-continued  boiling  with 
hydrochloric  ^cid  (cf.  Vol.  1,  p.  443);  the  above  procedure  is  then 
followed. 

III.  The  selenium  is  present  as  potassium  selenocyanide. — ^The 
solution,  concentrated  as  much  as  possible,  is  treated  with  hydro- 
chloric acid,  boiled,  allowed  to  settle,  and  the  precipitate  filtered 
through  a  Gooch  crucible,  dried  at  105°  C,  and  weighed. 

Remark. — From  very  dilute  solutions  of  potassium  selenocy- 
anide, selenium  separates  out  only  very  slowly  according  to  this 
method;  it  is  therefore  advisable  to  concentrate  the  solution  as 
much  as  possible,  but  when  this  cannot  be  done,  the  boiling  with 
hydrochloric  acid  should  be  continued  for  some  time  and  the  liquid 
allowed  to  stand  before  filtering. 
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In  practice;  selenium  is  obtained  usually  in  none  of  the  above 
forms,  but  as  impure  selenium  (selenium  sponge)  or  as  selenide, 
and  by  the  treatment  of  these  substances  one  or  the  other  of  the 
above  selenium  compounds  is  obtained. 

If  the  selenium  or  selenide  is  acted  upon  by  concentrated  nitric 
acid,*  or  aqua  regia,  all  of  it  is  dissolved  in  the  form  of  selenous  acid 
(not  selenic  acid).  After  evaporating  the  solution  several  times 
with  hydrochloric  acid  in  order  to  remove  the  excess  of  nitric 
acid,  the  selenium  is  precipitated  by  sulphur  dioxide  as  described 
under  1. 

If  the  finely  powdered  selenium  or  selenide  is  intimately  mixed 
with  two  parts  sodium  carbonate  and  one  part  potassium  ni- 
trate, placed  in  a  nickel  crucible,  covered  with  a  layer  of 
sodium  carbonate  and  potassium  nitrate  and  heated  gradually 
until  it  fuses,  all  the  selenium  forms  alkali  selenate  and  on  ex- 
tracting the  melt  with  water  it  goes  into  solution;  in  this  way  it 
is  separated  from  most  of  the  remaining  oxides.  The  solution, 
however,  often  contains  small  amounts  of  lead.  In  order  to  re- 
move the  latter,  the  filtrate  is  treated  with  hydrogen  sulphide^ 
and  again  filtered;  the  solution  is  freed  from  hydrogen  sulphide 
by  boiling,  strongly  acidified  with  hydrochloric  acid,  boiled  until 
no  more  chlorine  is  evolved  and  the  selenium  is  precipitated  by 
sulphur  dioxide  according  to  II. 

Remark  1. — The  mixture  must  be  heated  very  slowly,  as  other- 
wise some  selenium  is  likely  to  be  lost  by  volatilization. 

Selenium  and  very  many  selenium  compounds  may  be  satisfac- 
torily determined  as  follows:  The  dry,  finely  powdered  sponge  is 
fused  at  as  low  a  temperature  as  possible  in  a  current  of  hydrogen  f 
with  twelve  times  as  much  potassium  cyanide.  After  the  mass 
has  fused  quietly  for  about  fifteen  minutes  it  is  allowed  to  cool  in 
hydrogen.  It  is  then  extracted  with  water,  the  solution  is  heated 
to  boiling,  and  analyzed  according  to  III. 

*  Mercury  cyanide  is  unacted  upon  by  nitric  acid,  but  is  dissolved  by 
aqua  regia. 

•j-  A  Rose  crucible  (Fig.  32,  p.  146)  is  used,  or  a  round-bottomed  flask 
with  a  long  neck  made  of  difficultly  fusible  glass,  from  which  the  air  is  replaced 
by  hydrogen.  In  the  latter  case  the  delivery-tube  must  be  so  wide  that  the 
neck  of  the  flask  is  nearly  flUed  with  it. 
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Remark  2. — ^It  is  necessary  to  boil  the  solution  of  potassium  se- 
lenocyanide  before  acidifying  it,  for  small  amounts  of  potassium 
selenide  (K,Se)  are  almost  always  present,  and  on  acidifying  with 
hydrochloric  acid  this  is  decomposed  with  evolution  of  hydro- 
gen selenide.  On  boiling,  the  potassium  selenide  is  changed  to 
potassium  selenocyanide  ficcording  to  the  equation: 

K:jSe-hKCN-hH,0+0==2K0HH-KCNSe. 

Tellurium,  Te.    At.  Wt.    127.0. 

Tellurium  is  usually  determined  as  the  element  itself. 

If  sulphur  dioxide  is  conducted  into  a  hydrochloric  acid  solu- 
tion containing  tellurous  acid,  black  tellurium  is  quantitatively 
precipitated,  provided  the  solviion  does  not  contain  too  miLch  add. 
If  tellurous  acid  is  dissolved  in  200  c.c.  of  hydrochloric  acid,  sp.  gr. 
1.175,  no  tellurium  will  be  precipitated  on  passing  sulphur  dioxide 
into  the  cold  solution.  If,  however,  the  solution  is  diluted  with 
an  equal  volume  of  water  and  sulphur  dioxide  is  passed  into  the 
boiling  solution,  all  the  tellurium  will  be  precipitated.  The  pre- 
cipitate is  filtered  off,  washed  with  water  until  free  from  chlorides, 
then  with  alcohol,  dried  at  105*^  C.  and  weighed.  The  oxidation  of 
the  tellurium  during  the  drying  is  so  slight  that  it  can  be  disre* 
garded. 

Separation  of  Selenium  and  Tellurium  from  the  Metals  of 

Groups  in,  IV,  and  V. 

By  conducting  sulphur  dioxide  into  the  solution  fairly  acid  with 
hydrochloric  acid,  the  selenium  and  tellurium  will  be  quantita- 
tively precipitated  while  the  other  metals  remain  in  solution. 

Separation  of  Selenium  and  Tellurium  f  rona  the  Metals  of  Group  n. 

(a)  From  Copper,  Bismuth,  and  Cadmium, 

Sulphur  dioxide  is  passed  into  the  boiling  solution,  acid  with 
hydrochloric  acid,  whereby  all  of  the  selenium  and  telltmum  and 
usually  some  of  the  bismuth  are  precipitated.  The  precipitate 
after  being  washed  is  dissolved  in  nitric  acid,  the  solution  evapo- 
rated to  dr3mess,  taken  up  in  concentrated  hydrochloric  acid, 
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diluted  with  a  little  water  and  precipitated  with  hydrogen  sul- 
phide. The  precipitate,  consisting  of  the  three  sulphides,  is  washed 
and  then  treated  with  sodium  sulphide  solution  whereby  selenium 
and  tellurium  pass  into  solution  while  the  bismuth  remains  behind 
as  its  brown  sulphide  and  is  filtered  ofT. 

The  solution  containing  the  selenium  and  teUurium  is  acidified 
with  nitric  acid,  carefully  evaporated  to  dryness  and  the  residue 
boiled  with  200  c.c.  of  hydrochloric  acid,  sp.  gr.  1.175,  tmtil  there 
is  no  longer  any  evolution  of  chlorine.  The  deposited  sulphur  is 
then  filtered  off  through  a  Gooch  crucible,  and  the  filtrate  satu- 
rated with  sulphur  dioxide  gas;  all  the  seleniimi  is  in  this  way  pre- 
cipitated. The  latter  is  filtered  off  through  a  Gooch  crucible  and 
washed  successively  with  a  mixture  of  90  vol.  HCl  (sp.  gr.  1.175) 
and  10  vol.  water,  dilute  hydrochloric  acid,  and  finally  absohite 
alcohol.  The  precipitate  is  dried  at  105°  C.  and  weighed.  The 
filtrate  is  diluted  with  an  equal  volmne  of  water  and  the  tellurium 
precipitated  by  passing  sulphur  dioxide  into  the  boiling  solution. 
This  precipitate  is  washed  with  water  until  free  from  chlorides, 
then  with  absolute  alcohol,  after  which  it  is  dried  at  105*^  C.  and 
weighed. 

Remark. — ^The  above  method  is  suitable  for  the  separation  of 
selenium  and  tellurium  from  small  amounts  of  bismuth,  but  does 
not  effect  the  separation  of  selenium  (and  tellurium)  from  copper. 
In  this  case,  more  or  less  copper  selenide  is  formed  according  to 
the  conditions,  and  this  compoimd  is  not  decomposed  quantita- 
tively by  sodium  sulphide.* 

(6)  From  Antimony,  Tin  and  Arsenic. 

If  considerable  antimony  is  present,  tartaric  acid  is  added  to  the 
solution,  and  the  selenium  and  tellurium  are  then  precipitated  by 
boiling  with  sulphur  dioxide. 

(c)  From  Mercury. 

The  mercury  selenide,  or  telluride,  is  dissolved  in  aqua  r^a,  chlo- 
rine water  is  added,  and  the  solution  is  diluted  largely  with  water. 

Phosphorous  acid  is  ad(ied,t  and  after  twenty-four  hours  standing, 

-  ■ 

♦  Cf.  K.  Keller,  Jour.  Amer.  Chem.  Soc.  19,  771. 

t  Selenous  and  tellurous  acids  are  not  precipitated  by  phosphorous  add 
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the  mercury  is  precipitated  completely  as  mercurous  chloride,  and 
is  determined  as  such  according  to  p.  135. 

The  filtrate  containing  selenium  and  tellurium  is  concentrated, 
taken  up  in  water,  and  the  selenium  separated  from  the  tellurium 
according  to  the  method  of  Keller  (see  below.) 

id)  From  Gold  and  Silver. 

% 

The  separation  of  seleniimi  and  tellurium  from  silver  offers  no 
difficulty,  inasmuch  as  the  latter  can  be  precipitated  by  hydro- 
chloric acid  and  determined  as  the  chloride. 

The  gold  is  precipitated  as  described  on  p.  196  by  oxalic  acid 
and  the  selenium  and  tellurium  in  the  filtrate  by  means  of  sulphur 
dioxide.  The  three  metals  may  also  be  precipitated  together  by 
sulphur  dioxide,  weighed,  and  the  selenium  and  tellurium  after- 
ward volatilized  by  roasting,  leaving  the  gold  behind. 

Tellurium  may  be  separated  from  gold  by  precipitating  the  lat- 
ter with  ferrous  sulphate.  In  the  case  of  selenium,  however,  it  is 
also  precipitated  quantitatively  by  ferrous  sulphate  from  solutions 
strongly  acid  with  hydrochloric  acid. 

Separation  of  Selenium  from  Tellurium. 
A.    Method  of  E.  Keller.* 

Keller's  method  is  based  upon  the  fact  that  tellurous  acid  is  not 
precipitated  from  solutions  strongly  acid  with  hydrochloric  acid 
while  selenium  is  precipitated  quantitatively. 

Procedure. — The  mixture  of  the  *two  elements  precipitated 
by  sulphur  dioxide  is  dissolved  in  nitric  acid  and  carefully 
evaporated  to  dr3mess.  The  dry  mass  is  treated  with  200  c.c.  of 
hydrochloric  acid  (sp.  gr.  1.175),  boiled  to  remove  the  nitric  acid 
and  saturated  with  sulphur  dioxide.  The  precipitated  selenium 
is  filtered  through  a  Gooch  crucible,  washed  first  with  a  mixture 
of  90  vol.  HCl  (sp.  gr.  1.175)  and  10  vol.  water,  then  with  dilute 
hydrochloric  acid,  then  with  water  until  free  from  chloride,  finally 
with  absolute  alcohol.  The  selenium  is  then  dried  at  105°  C.  and 
weighed.     The  filtrate  is  diluted  with  an  equal  volume  of  water, 

from  dilute  hydrochloric  acid  solution,  but  are  precipitated  from  hot  con- 
centrated solutions. 

*  Jour.  Amer.  Chem.  Soc.  19,  771. 
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heated  to  boiling,  and  the  tellurium  precipitated  by  sulphur  diox- 
ide and  treated  in  exactly  the  same  way  as  the  selenium. 

According  to  Keller,  this  method  gives  thoroughly  satisfactory' 
results,  as  long  as  the  amount  of  tellurium  present  does  not  exceed 
5  gms.  Even  then  the  separation  can  be  effected  by  increasing  the 
amount  of  acid  to  450  c.c. 

B.    The  Potassium  Cyanide  Method. 

The  precipitate  of  selenium  and  tellurium  produced  by  sulphur 
dioxide  is  fused  with  twelve  times  as  much  of  pure  (98  per  cent.) 
potassium  cyanide,  in  an  atmosphere  of  hydrogen,  as  described  on 
p.  216.  The  tellurium  is  almost  wholly  changed  to  potassium 
telluride,  KjTe  (a  small  amount  of  potassium  tellurocyanide  is 
probably  formed),  while  the  selenium  is  changed  for  the  most  part 
into  potassium  selenocyanide,  and  to  a  slight  extent  into  potassium 
selenide. 

The  brown  melt  is  dissolved  in  water,  and  a  slow  current  of  air  is 
conducted  through  the  solution  whereby  the  K^Te  is  quantitatively 
decomposed  according  to  the  equation 

KaTe^  H,0+ O  =  2K0H+  Te. 

After  standing  twelve  hours  the  tellurium  is  filtered  off  through  a 
Gooch  crucible,  washed  with  water,  then  with  absolute  alcohol, 
dried  at  105*^  and  weighed. 

The  colorless  filtrate  is  heated  to  boiling  *  in  order  to  change  any 
potassium  selenide  into  the  double  cyanide;  it  is  then  acidified 
with  hydrochloric  acid  under  a  good  hood  {hydrocyanic  acid  I), 
filtered,  and  the  selenium  determined  according  to  p.  215. 

Remark. — ^This  method  gives  slightly  low  results  for  telluriuni 
and  high  values  for  selenium.  This  is  due  to  the  fact  that  a  little 
potassium  tellurocyanide  is  formed  by  the  fusion  and  this  com- 
pound is  not  decomposed  by  the  current  of  air,  but  is  subsequently 
precipitated  with  the  selenium  on  acidifying  the  solution. 

Determination  of  Selenium  and  Tellurium  in  Crude  Copper. 

Many  copper  ores  contain  selenium  and  tellurium,  so  that  the 
crude  copper  obtained  from  such  ores  always  contains  these  ele- 

i__l__    . . - X 

*  a.  p.  217,  Remark  2. 
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ments.  The  amount  present  may  be  determined,  according  to 
Keller,*  as  follows:  According  to  the  amounts  of  selenium  and 
tellurium  present,  from  5  to  100  gm.  of  the  copper  are  taken  for 
the  analysis  The  sample  is  dissolved  in  nitric  acid  and  an  excess 
of  ammonia  is  added  whereby  the  phosphorus,  arsenic,  antimony, 
tin,  bismuth,  selenium,  and  tellurium  are  precipitated  together  with 
the  ferric  hydroxide,  while  the  copper  is  held  in  solution  by  the 
excess  of  ammonia.  The  precipitate  is  filtered  off  and  washed  with 
dilute  ammonia- water  until  the  copper  is  completely  removed.  The 
precipitate  is  dissolved  in  hydrochloric  acid  and  this  solution  satu- 
rated with  hydrogen  sulphide  in  the  cold,  whereby  selenium  and 
tellurium  together  with  arsenic,  antimony,  tin,  and  bismuth  are 
thrown  down  as  sulphides  and  are  separated  by  filtration  from  the 
iron  and  phosphorus.  The  precipitate  thus  obtained  is  treated 
with  sodium  sulphide  and  filtered.  The  filtrate  containing  all  the 
^lenium  and  telluriiun  in  the  presence  of  arsenic,  antimony,  and 
tin  as  sulpho  salts  is  acidified  with  nitric  acid  and  carefully  evapo- 
rated to  dryness.  The  residue  is  dissolved  in  200  c.c.  of  hydro- 
chloric acid  (sp.  gr.  1.175)  and  treated  as  described  on  p.  219,  A. 

MOLYBDENUM,  Mo.     At.  Wt.  96.0. 
Form:  Molybdenum  Triozide,  M0O3. 

If  the  molybdenum  is  present  as  ammonium  molybdate,  a 
weighed  portion  is  heated  in  a  spacious  porcelain  or  platinum 
crucible,  at  first  carefully  and  later  to  a  dull  red  heat;  this  leaves 
the  molybdenum  trioxide  behind  in  the  form  of  a  dense  powder, 
appearing  yellow  when  hot  and  almost  white  when  cold. 

There  is  no  danger  of  losing  any  of  the  molybdenum  by  volatili- 
zation, provided  the  dull  red  heat  is  not  exceeded. 

If  the  molybdenum  is  present  as  alkali  molybdate,  it  is  changed 
to  mercurous  molybdate  or  to  its  sulphide,  and  then  analyzed  as 
described  below. 

Precipitation  of  Molybdenum  as  Mercurous  Molybdate. 

In  the  course  of  analysis  it  is  frequently  necessary  to  determine 
molybdenum  in  alkali  molybdates  obtained  by  fusion  with  an  alkali 
carbonate. 

^^^^^^^^^^^^^^^W^^*^^^^^^^*^*^^^^^^—  ■     —   ■  ■        !■    ■—      ■■■■-.■■■  ■■^-■l  ■■■■  ■  ■  _  ■■_  I,  ^  ^.^■^^^^^■^P^^— ^i^—< 

*  Jour.  Amer.  Chem.  Soc.  22,  241. 
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The  greater  part  of  the  alkali  is  neutralized  with  nitric  acid^ 
and  to  the  slightly  alkaline  solution  a  barely  acid  solution  of  mer- 
curous  nitrate  is  added  until  no  further  precipitation  is  effected. 
The  liquid  is  then  heated  to  boiling,  the  black  precipitate,  consisting 
of  mercurous  carbonate  and  mercurous  molybdate,  is  allowed  to  set- 
tle, is  filtered  and  washed  with  a  dilute  solution  of  mercurous 
nitrate.  The  precipitate  is  dried,  transferred  as  completely  as  pos- 
sible to  a  watch-glass,  and  the  precipitate  remaining  on  the  filter  is 
dissolved  in  hot  dilute  nitric  acid  into  a  large  porcelain  crucible. 
The  solution  is  then  evaporated  to  dryness,  the  main  portion  of  the 
precipitate  added  to  the  residue,  and  the  whole  is  heated  very  care- 
fully over  a  low  flame  until  the  mercury  is  completely  volatilized, 
after  which  the  residual  molybdenum  trioxide  is  weighed. 

Remark. — It  was  formerly  customary  to  add  a  slight  excess  of 
mercurous  nitrate  solution  and  then  to  add  mercuric  oxide  to  neu- 
tralize the  excess  of  nitric  acid  (the  solution  of  mercurous  nitrate 
contains  free  nitric  acid).  According  to  the  above  procedure  of 
Hillebrand,  the  addition  of  mercuric  oxide  is  wholly  superfluous, 
for  the  basic  mercurous  carbonate  suffices  to  remove  the  slight 
amoimt  of  free  nitric  acid. 

Precipitation  of  Molybdenum  as  Molybdenum  Sulphide. 

The  precipitation  of  molybdenum  as  the  sulphide  can  take  place 
in  two  different  ways:  either  the  acid  solution  may  be  precipitated 
by  hydrogen  sulphide  gas,  or  the  solution  of  ammonium  sulpho- 
molybdate  may  be  acidified  with  dilute  acid. 

(a)  Precipitaiion  of  Molybdenum  Sulphide  from  Add  Solutions. 

The  molybdenum  solution,  slightly  acid  with  sulphuric  acid,*  is 
placed  in  a  small  pressure-flask  and  saturated  in  the  cold  with 
hydrogen  sulphide.  The  flask  is  closed,  heated  on  the  water- 
bath  until  the  precipitate  has  completely  settled,  and  filtered 
after  it  has  become  cold.  The  precipitate  is  washed  with  very 
dilute  sulphuric  acid  and  finally  with  alcohol  until  the  acid  has 
been  completely  removed.  The  moist  filter  is  placed  in  a  large 
porcelain  crucible  and  dried  upon  the  water-bath.    The  crucible 

*  In  many  cases,  e.g.  for  the  separation  of  Mo  from  Ba,  Sr,  and  Ca,  it  i» 
necessary  to  replace  the  sulphuric  with  hydrochloric  acid. 
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is  then  covered  and  very  carefully  heated  over  a  small  flame  until 
no  more  hydrocarbons  are  expelled.  The  cover  is  then  removed^ 
the  carbon  burned  from  the  sides  of  the  crucible  at  as  low  a  tem- 
perature as  possible,  and,  by  raising  the  temperature  gradually^ 
the  sulphide  is  changed  to  oxide.  The  operation  is  finished  when 
no  more  sulphur  dioxide  is  formed.  After  cooling,  a  little^krcuric 
oxide  suspended  in  water  is  added  to  the  contents  of  the  crucible, 
the  mixture  is  well  stirred,  evaporated  to  dryness  on  the  water- 
bath,  the  mercuric  oxide  is  removed  by  gentle  ignition,  and  the  resi- 
due of  molybdenum  trioxide  is  weighed.  The  mercuric  oxide  is 
added  in  order  to  remove  particles  of  unburned  carbon. 

It  is  much  easier  to  transform  the  molybdenum  trisulphide  into 
the  oxide  as  follows:  The  sulphide  is  filtered  through  a  Gooch  cru- 
cible, washed  with  water  containing  sulphuric  acid,  and  then  with 
alcohol,  and  dried  at  100*^  C.  The  crucible  is  placed  within  a  larger 
nickel  one,  covered  with  a  watch-glass,*  and  carefully  heated  over 
a  small  flame  whereby  the  sulphide  is  for  the  most  part  changed 
to  the  oxide.  As  soon  as  the  odor  of  sulphur  dioxide  can  no  longer 
be  detected,  the  watch-glass  is  removed  and  the  open  crucible 
heated  imtil  it  is  brought  to  a  constant  weight.  The  molybdenum 
oxide  thus  obtained  always  contains  traces  of  SOj,  and  consequently 
has  a  bluish  appearance.    The  results,  nevertheless,  are  excellent. 

(6)  Hydrogen  Sulphide  is  Passed    into    the  Ammoniacal  Molyb- 
denum Solution 

until  it  assumes  a  bright-red  color,  when  it  is  acidified  with  sul- 
phuric acid  and  the  precipitate  treated  as  described  imder  (a). 

The  Separation  of  Molybdenum  from  the  Alkalies 

can  take  place  by  precipitation  as  mercurous  molybdate  or  as  sul- 
phide, as  described  above. 

Separation  of  Molybdenum  from  the  Alkaline  Earths. 

The  substance  is  fused  with  sodiimi  carbonate,  the  melt  ex- 
tracted with  water  and  filtered.  The  solution  contains  all  the 
naolybdeniun  as  alkali  molybdate,  while  the  alkaline  earths  remain 

*  To  avoid  loss  by  decrepitation. 


«24  GR^y [METRIC  ANALYSIS, 

undissolved  as  carbonates.     From  the  aqueous  solution  the  molyb- 
denum is  determined  as  previously  described. 

Separation  of  Molybdenum  from  the  Metals  of  the  Ammonium 

Sulphide  Group. 

Th^fciolybdenum  is  precipitated  as  sulphide  (preferably  from  a 
sulphunc  acid  solution)  by  treatment  with  hydrogen  sulphide  under 
pressure  (see  p.  222).  If  the  solution  contains  titanium,  it  is  better 
to  first  add  ammonia  and  ammoniiun  sulphide,  whereby  the  metals 
of  Group  III  will  be^  precipitated  and  the  molybdenum  will  remain 
in  solution  in  the  form  of  its  sulpho  salt.  After  filtration,  the 
molybdenum  is  precipitated  as  sulphide  by  the  addition  of  acid 
(see  p.  223,  fc). 

Separation  of  Molybdenum  from  the  Metals  of  Group  U. 

(a)  From  Lead,  Copper ,  Cadmium,  and  Bismuth, 

The  solution  is  treated  with  caustic  soda  and  then  with  sodium 
sulphide,  digested  some  time  in  a  closed  flask,  and  filtered.  The 
molybdenum  remains  in  solution  as  its  sulpho  salt,  while  the  other 
metals  are  precipitated  as  sulphides.  After  filtering,  the  solution 
is  acidified  with  sulphuric  acid  and  heated  in  a  pressure-flask  until 
the  precipitate  has  settled  and  the  supernatant  liquid  appears  col- 
orless. After  allowing  .to  cool,  the  molybdenum  sulphide  is  fil- 
tered off  and  converted  to  oxide,  as  described  on  p.  222,  a, 

(b)  From  Arsenic, 

The  solution,  which  must  contain  the- arsenic  as  arsenic  acid,  is 
treated  with  ammonia,  the  arsenic  precipitated  by  magnesia  mix- 
ture (see  p.  165)  and  filtered  off.  The  filtrate  is  acidified  with  sul- 
phuric acid  and  the  molybdenum  precipitated  as  sulphide  by  means 
of  hydrogen  sulphide. 

Separation  of  Molybdenum  from  Tungsten. 

(a)  The  Sulphuric  Acid  Method. 

This  method,  proposed  by  M.  Ruegenberg  and  E.  F.  Smith,* 
depends  upon  the  fact  that  unignited  molybdic  acid  is  readily  dis- 

*  Jour.  Amer.  Chera.  Soc,  22,  772. 
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solved  by  warming  with  sulphuric  acid  (sp.  gr.  1.378),  while  tung- 
stic  acid  is  not. 

W.  Hommel  tested  this  method  in  the  author's  laboratory,  and 
could  not  obtain  good  results  except  by  digesting  the  moist  oxides 
with  concentrated  sulphuric  acid,  and  afterward  diluting  with  three 
times  as  much  water. 

Procedure. — (a)  Both  acids  are  present  in  a  moist,  freshly 
precipitated  state. 

The  mixture  is  covered  with  concentrated  sulphuric  acid  in  a 
porcelain  dish  and  heated  over  a  free  flame.  By  this  means,  usu- 
ally a  small  amount  of  the  tungstic  acid  is  oxidized  to  the  blue 
oxide,  so  that  the  yellow  precipitate  of  tungstic  acid  is  tinted  with 
green.  On  adding  one  or  two  drops  of  dilute  nitric  acid,  the  green 
color  disappears  and  the  tungstic  acid  is  of  a  pure  yellow  color. 
After  digesting  for  half  an  hour,  the  separation  is  complete. 
After  cooling,  the  liquid  is  diluted  with  three  times  its  volume  of 
water,  filtered,  washed  with  water  containing  sulphuric  acid,  then 
two  or  three  times  with  alcohol,  ignited  (after  burning  the  filter  by 
itself)  in  a  porcelain  crucible,  and  weighed  as  WOj. 

The  molybdenum  is  precipitated  from  the  filtrate  by  passing 
hydrogen  sulphide  into  the  sulphuric  acid  solution  in  a  pressure- 
flask,  and  the  precipitate  is  treated  as  described  on  p.  222. 

If  only  a  little  sulphuric  acid  is  used  for  the  separation,  the 
filtrate  from  the  tungstic  acid  can  be  evaporated  in  a  platinum 
dish,  the  sulphuric  acid  driven  off  for  the  most  part,  and  the  residue 
washed  into  a  weighed  platinum  crucible  with  ammonia,  and  then 
evaporated,  ignited,  and  weighed.  In  case  large  amounts  of  molyb- 
denum are  present,  however,  it  is  always  safer  to  precipitate  the 
molybdenum  as  sulphide. 

(j9)   Tungsten  and  Molybdenum   are  Present  in  the  Form  of  their 

Ignited  Oxides. 

These  ignited  oxides  cannot  be  separated  by  treatment  with 
sulphuric  acid.  According  to  W.  Hommel,  they  can  readily  be 
brought  into  solution  by  heating  for  half  an  hour  on  the  water-bath 
with  concentrated  ammonia  in  a  pressiu'e-flask,  shaking  frequently. 

After  cooUng,  the  contents  of  the  flask,  whether  dissolved  or 
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not,  are  washed  into  a  porcelain  dish,  evaporated  to  dryness,  and 
treated  as  described  under  (a). 

It  is  still  better  to  fuse  the  ignited  oxides  with  four  times  as 
much  sodium  carbonate,  and  treat  the  melt  as  described  under  (a). 

(6)  Sublimation  Method.* 

K  a  mixtin^  of  the  trioxides  of  tungsten  and  molybdenum , 
or  of  their  alkali  salts,  is  heated  at  250-270*^  C.  in  a  current  of 
dry  hydrochloric  acid,  the  molybdenum  is  volatilized  completely 
as  M0O8.2HQ,  which  collects  on  the  cooler  parts  of  the  tube  as  a 
beautiful,  white,  woolly  sublimate,  while  the  tungsten  trioxide  re- 
mains behind  in  the  boat. 

Procedure. — ^The  oxides  of  the  two  elements,  or  their  sodium 
salts,  are  weighed  into  a  porcelain  boat,  and  the  latter  is  placed  in  a 
tube  made  of  difficultly  fusible  glass,  of  which  one  end  is  bent  verti- 
cally downward  and  is  connected  with  a  P^ligot  tube  containing  a 
little  water.  The  horizontal  arm  of  the  tube  is  passed  through  a 
drying-oven  (to  serve  as  an  air-bath)  (see  Fig.  18,  p.  30),  and  is 
connected  with  apparatus  for  generating  hydrochloric  acid  gas. 
The  hydrochloric  acid  before  reaching  the  tube  is  slowly  passed 
through  a  flask  containing  concentrated  hydrochloric  acid,  and 
then  through  sulphuric  acid.  As  soon  as  the  temperature  has 
reached  about  200°  C.  the  sublimation  of  the  molybdenum  begins. 
From  time  to  time  the  sublimate  collecting  in  the  tube  is  driven 
toward  the  Pfligot  tube  t  by  carefully  heating  with  a  free  flame,  so 
that  it  will  be  possible  to  see  whether  any  more  molybdenum  is  being 
volatilized.  After  heating  for  an  hour  and  one-half  or  two  hours, 
the  operation  is  usually  complete.  The  boat,  now  containing  tung- 
sten trioxide,  or  the  latter  with  sodium  chloride,  is  removed,  and  in 
case  only  the  former  is  present,  it  is  weighed  after  drying  in  a  desic- 
cator over  caustic  potash.  In  case,  however,  sodium  chloride  is 
present  (when  the  tungsten  was  originally  present  as  sodium  tung- 
state)  this  is  removed  by  treatment  with  water,  and  the  filtered 
WO3  is  weighed. 

*  Comptes  rendus,  114,  p.  173,  and  46,  p.  1101. 

t  By  the  absorption  of  the  Mo08.2HCl  in  the  water  of  the  P61igot  tube,, 
the  brick-red  acid  chloride,  MogO^jClg,  is  often  formed: 

3[MoO,.2HCl] + 2HC1 «  4H,0 + Mo,0,C  ^ 
This  substance  is  insoluble  in  hydrochloric  acid,  but  readily  soluble  in  nitric  aci<L 
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For  the  determination  of  the  molybdenum,  the  sublimate  in  the 
tube  is  washed  out  by  means  of  water  containing  a  little  nitric  acid, 
and  finally  the  nitric  acid  solution  of  the  entire  sublimate  is  care- 
fully evaporated  to  dryness  in  a  porcelain  dish.  The  residue  is 
dissolved  in  ammonia,  washed  into  a  porcelain  crucible,  evaporated 
to  dr3mess,  and  changed  to  the  oxide  by  gentle  ignition. 

(c)    The  Tartaric  Acid  Method  of  H.  Rose. 

The  alkali  salts  of  the  two  metals  are  dissolved  in  considerable 
tartaric  acid,  an  excess  of  sulphuric  acid  is  added,  and  the  molyb- 
denum precipitated  according  to  p.  222,  by  hydrogen  sulphide  in 
a  pressure-flask.  The  molybdenum  sulphide  is  filtered  off  and 
changed  by  roasting  in  the  air  to  the  trioxide.  For  the  determi- 
nation of  the  tungsten,  the  tartaric  acid  is  first  destroyed  by  re- 
peated evaporation  with  nitric  acid,  and  the  precipitated  tungstic 
acid  is  finally  filtered  off  and  changed  by  ignition  to  the  trioxide. 

Remark. — This  method  gives  correct  results,  but  is  not  so  satis- 
factory as  the  preceding  one  on  account  of  the  time  consumed  in 
removing  the  tartaric  acid. 

Separation  of  Molybdenum  from  Phosphoric  Acid. 

The  phosphoric  acid  is  precipitated  from  the  ammoniacal  solu- 
tion as  magnesium  ammonium  phosphate  (see  phosphoric  acid) 
and  the  molybdenum  is  precipitated  as  sulphide  from  the  filtrate 
(cf.  p.  222,  a). 

TUKGSTEW,  Wo.     At.  Wt.  184.0. 

Tungsten  is  determined  as  its  trioxide,  WoO,. 

If  the  tungsten  is  present  as  ammonium  tungstate,  as  mercu- 
rous  tungstate,  or  as  tungstic  acid,  it  is  readily  changed  by  ignition 
in  the  air  to  yellow  tungsten  trioxide.  Since  the  trioxide  is  not 
volatile  there  is  no  loss  to  be  feared  during  its  ignition.  It  is  even 
advisable  to  heat  the  crucible  finally  over  a  good  Teclu  burner  or 
over  the  blast-lamp. 

If  the  tungsten  is  present  as  alkali  tungstate,  the  tungstic  acid 
may  be  precipitated  as  such,  or  by  means  of  mercurous  nitrate  as 
mercurous  tungstate;  by  ignition  the  yellow  trioxide  is  obtained 
and  weighed. 
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Precipitation  of  Tungstic  Acid 

The  aqueous  solution  of  the  alkali  tungstate  is  treated  with  an 
excess  of  nitric  acid,  evaporated  on  the  water-bath  to  dryness,  a 
little  more  of  the  nitric  acid  is  added,  and  the  solution  again  evap- 
orated. This  operation  is  repeated  three  times;  finally  the  resi- 
due is  heated  in  a  drying-oven  at  120°  C,  then  moistened  with 
concentrated  nitric  acid,  and  after  digesting  for  twenty  minutes 
longer  it  is  treated  with  a  hot  5  per  cent,  solution  of  anmionium 
nitrate,  filtered,  and  washed  with  ammonium  nitrate  solution  to 
which  a  few  drops  of  nitric  acid  have  been  added,  until  all  the  alkali 
is  removed.  The  residue  Is  then  washed  once  or  twice  with  very 
dilute,  hot  ammonium  nitrate  solution,  the  precipitate  is  dried 
and  ignited  in  a  platinum  crucible  (after  burning  the  filter-paper 
in  a  platinum  spiral  and  adding  its  ash  to  the  main  portion  of  the 
precipitate)  until  the  oxide  is  changed  from  its  original  greenish 
tinge  to  a  pure  yellow  color;  it  is  then  weighed  as  WOj. 

Remark, — ^The  washing  with  an  acid  salt  solution  is  necessary' 
in  order  to  prevent  the  formation  of  hydrosol. 

Precipitation  of  Tungsten  as  Mercurous  Tungstate,  according 

to  Berzelius. 

In  the  majority  of  cases  it  is  a  question  of  separating  tungstic 
acid  from  a  solution  obtained  after  fusing  with  sodium  carbonate. 
The  greater  part  of  the  alkali  is  neutralized  with  nitric  acid  (being 
careful  to  leave  the  solution  slightly  alkaline),  mercurous  nitrate 
is  added  until  no  further  precipitation  takes  place,  the  liquid  is 
heated  to  bqiling,  the  precipitate  allowed  to  settle,  and  it  is  then 
filtered  off,  washed  with  water  containing  mercurous  nitrate, 
dried,  ignited  under  a  good  hood,  and  weighed  as  WOj. 

Analysis  of  Wolframite  (Wolfram). 

The  monoclinic  Wolframite  is  an  isomorphous  mixture  of 
Ferberite,  FeW04,  and  Hiibnerite,  MnW04,  but  often  contains 
small  amounts  of  silicic,  niobic,  tantalic,  and  stannic  acids,  be- 
sides calcium  and  magnesium. 

About  1  gm.  of  the  extremely  finely-powdered  mineral  is  fused 
with  4  gms.  sodium  carbonate  in  a  platinum  crucible  over  a  good 
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burner  for  from  one-half  to  three-quarters  of  an  hour.  After  cool- 
ing, the  melt  is  boiled  with  water  and  filtered.  The  residue  con- 
tains iron,  manganese,  calcium,  and  magnesium,  and  sometimes 
small  amounts  of  niobic  and  tantalic  acids.  The  solution  contains 
all  the  tungstic  acid,  and  silicic  acid  (stannic  acid). 

The  timgstic  acid  is  separated,  as  above  described,  either  by 
evaporating  wdth  nitric  acid  or  by  precipitating  with  mercurous 
nitrate.    The  precipitate  is  ignited,  and  weighed  as  impure  WOj. 

The  oxide  obtained  in  this  way  almost  always  contains  silicic 
acid  and  sometimes  stannic  acid.  To  remove  the  former  the  resi- 
due is  heated  with  hydrofluoric  and  sulphuric  acids,  first  on  the 
water-bath  and  finally  over  a  free  flame,  and  the  residue  is  weighed. 
The  difference  shows  the  amount  of  silicic  acid  present.  Stannic 
acid  IS  usually  present  in  such  small  amounts  that  it  is  not  usually 
determined. 

The  separation  of  timgsten  from  tin,  however,  may  be  effected 
(according  to  Ranunelsberg)  by  repeated  ignition  with  pure,  dry 
ammonium  chloride.  The  tin  is  volatilized  as  stannic  chloride, 
while  the  tungsten  remains  behind. 

This  last  operation  is  conducted  as  follows:  The  residue  obtained 
after  the  treatment  with  hydrofluoric  acid  is  mixed  with  six  to  eight 
times  as  much  ammonium  chloride,  the  crucible  is  placed  within 
a  second  larger  crucible,*  and  the  latter  is  covered  and  ignited 
until  the  ammonium  chloride  is  cofnpletely  expelled.  This  opera- 
tion is  repeated  three  times.  The  inner  crucible  is  then  heated 
with  ready  access  of  air  until  its  contents  become  of  a  pure-yellow 
color,  after  which  it  is  cooled  and  weighed.  The  ignition  with 
ammonium  chloride  and  weighing  of  the  residue  is  repeated  until 
a  constant  weight  is  obtained. 

Remark, — For  the  determination  of  niobiiun  and  tantalum,  a 
larger  portion  of  the  substance,  about  5  gms.,  must  be  taken.  The 
finely-powdered  material  is  treated  with  hydrochloric  acid  to  which 
about  one-fourth  of  its  volume  of  nitric  acid  has  been  added,  and 
digested  on  the  water-bath  until  the  residue  is  colored  a  pure  yel- 
low.    The  latter  is  filtered  off,  washed  with  water  containing  acid 


*  This  is  to  prevent  any  stannic  oxide  from  collecting  on  the  outside  of 
the  crucible;  this  is  formed  when  the  tin  chloride  comes  in  contact  with 
moist  air. 
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until  the  iron  reaction  can  no  longer  be  obtained,  when  the  residue 
is  taken  up  in  ammonia  and  filtered ;  in  this  way  the  tungstic  acid 
is  removed.  The  residue  is  usually  dark-colored  and  consists  of 
enclosed  mineral  as  well  as  silicic,  stannic,  niobic,  and  possibly 
tantalic  acids.  It  is  treated  with  aqua  regia  again,  water  is 
added,  and  the  filtered  residue  is  once  more  treated  with  ammonia. 
The  final  residue  is  now  free  from  tungsten;  it  is  ignited,  weighed, 
and  freed  from  silica  by  treatment  with  sulphuric  and  hydrofluoric 
acids.  The  residue  of  tin  dioxide  and  niobium  pentoxide  (and 
perhaps  tantalum  pentoxide)  is  placed  in  a  porcelain  boat  and 
ignited  in  a  current  of  hydrogen.  The  metallic  tin  is  extracted 
with  hydrochloric  acid,  and  the  residue,  consisting  of  NbjOgCTa^Os), 
is  weighed. 

Iron  alloys  rich  in  tungsten  are  acted  upon  only  slowly  by 
aqua  regia.  If,  however,  they  are  first  roasted  in  the  air,  they  are 
comparatively  easily  brought  into  solution.* 

Vanadium,  V.    At.  Wt.  51.2. 

Vanadium  is  determined  as  the  pentoxide,  VjOg. 

The  most  convenient  method  for  determining  vanadium  is  a 
volumetric  process,  and  will  be  discussed  in  the  chapter  on  volu- 
metric analysis. 

If  vanadium  is  present  as  ammonium  or  mercurous  vanadate, 
it  can  be  easily  changed  to  the  pentoxide  by  ignition;  the  latter 
is  a  reddish-brown  fusible  substance  which  solidifies  as  a  radiating, 
crystalline  mass.  If  vanadic  sulphide  is  carefully  roasted  in  the 
air,  it  is  also  changed  quantitatively  to  the  pentoxide. 

In  the  analysis  of  most  minerals  containing  vanadium,  the 
vanadium  is  separated  from  the  other  metals  present  by  fusing  with 
a  mixture  of  six  parts  sodium  carbonate  and  one  part  potassium 
nitrate.  After  cooling,  the  melt  is  extracted  with  water,  whereby 
the  sodium  vanadate  goes  into  solution  while  most  of  the  metals 
are  left  behind  in  the  form  of  oxides  or  carbonates.  If  phosphorus, 
arsenic  (molybdenum,  tungsten),  and  chromiimi  are  present, 
these  elements  also  dissolve  on  treating  the  melt  with  water  in 
the  form  of  the  sodium  salts  of  the  corresponding  acids. 


*  Preusser.    Zeit.  f .  anal.  Chem.  1889,  p.  173. 
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In  practice,  therefore,  the  vanadium  is  usually  met  with  as 
the  sodium  salt  of  vanadic  acid,  and  it  is  a  matter  of  separating  it 
from  the  aqueous  solution  obtained  after  fusing  with  sodium 
carbonate  and  potassium  nitrate,  and  of  separating  it  from  the 
other  acids  which  are  likely  to  accompany  it  (phosphoric,  arsenic, 
and  chromic  acids). 

Precipitation  of  Vanadic  Acid  from  the  Solution  of 

Sodium  Vanadate. 

There  are  two  good  methods  for  the  separation  of  vanadic 
acid  from  a  solution  of  an  alkali  vanadate:  the  Rose  method, 
according  to  which  the  vanadium  is  precipitated  as  mercurous 
vanadate,  and  that  of  Roscoe,  by  which  it  is  precipitated  as  lead 
vanadate.  The  Berzelius-Hauer  method  has  been  found  by 
Holverscheidt  to  give  always  too  high  results,  so  that  it  will  not 
be  described  here. 

1.  The  Mercurous  Nitrate  Method  of  Rose. 

The  alkaline  solution  is  nearly  neutralized  with  nitric  acid 
and  to  it  is  added,  drop  by  drop,  a  nearly  neutral  solution  of  mer- 
curous nitrate  *  imtil,  after  the  precipitate  has  settled,  a  further 
addition  of  the  reagent  causes  no  precipitation.  The  liquid  is  then 
heated  to  boiling,  the  gray-colored  precipitate  is  allowed  to  settle 
and  is  filtered  and  washed  with  water  to  which  a  few  drops  of 
mercurous  nitrate  solution  have  been  added.  The  precipitate  is 
dried,  ignited  under  a  good  hood,  and  the  residue  of  VjOg  is  weighed. 

Remark. — In  neutralizing  the  alkaline  solution  of  the  vanadate 
with  nitric  acid,  the  solution  must  on  no  account  be  made  acid, 
for  in  this  case  nitrous  acid  (from  the  nitrate  fusion)  will  be  set 
free  and  the  latter  reduces  some  of  the  vanadate  to  a  vanadyl 
salt  and  the  latter  is  not  precipitated  by  mercurous  nitrate.  In 
order  to  avoid  passing  over  the  neutral  point,  Hillebrand  recom- 
mends fusing  with  a  weighed  amount  of  sodium  carbonate  and 
adding  the  amount  of  nitric  acid  that  has  been  found  necessary 
by  a  blank  test  to  neutralize  this.    The  method  gives  good  results. 

*  The  mercurous  nitrate  used  should  leave  no  residue  on  being  ignited. 
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2.   The  Lead  Acetate  Method  of  Roscoe* 

Principle, — If  a  solution  weakly  acid  with  acetic  acid  is  treated 
with  lead  acetate,  orange-yellow  lead  vanadate  is  quantitatively 
precipitated.  The  lead  vanadate,  however,  does  not  possess  a 
constant  composition,  so  that  the  amount  of  vanadium  present 
cannot  be  determined  by  weighing  the  precipitate.  After  being 
washed,  it  is  dissolved  in  as  little  nitric  acid  as  possible,  the  lead 
precipitated  as  lead  sulphate,  and  the  vanadium  determined  in 
the  filtrate  by  evaporating  the  latter,  driving  ofif  the  excess  of  sul- 
phuric acid,  and  weighing  the  residual  VjOj. 

Procedure. — ^The  solution  from  the  sodium  carbonate  and 
potassium  nitrate  fusion  is  nearly  neutralized  as  before  with  nitric 
acid,  an  excess  of  lead  acetate  solution  is  stirred  into  it,  when  the 
voluminous  precipitate  will  collect  together,  rapidly  settle  to  the 
bottom  of  the  beaker,  and  the  supernatant  liquid  will  appear 
absolutely  clear.  The  precipitate  is  at  first  orange-colored,  but  on 
standing  it  gradually  becomes  yellow  and  finally  perfectly  white. 
It  is  filtered  off,  washed  with  water  containing  acetic  acid  until 
half  a  cubic  centimeter  of  the  filtrate  will  leave  no  residue  on 
evaporation.  The  precipitate  is  now  washed  into  a  porcelain 
dish,  the  part  remaining  on  the  filter  is  dissolved  in  as  little  as 
possible  of  hot  dilute  nitric  acid,  and  the  solution  added  to  the 
main  part  of  the  precipitate,  to  which  enough  nitric  acid  is  added 
to  completely  dissolve  it.  An  excess  of  sulphuric  acid  is  added 
to  the  solution,  and  it  is  evaporated  on  the  water-bath  as  far  as 
possible,  finally  heating  over  the  free  flame  until  dense  fumes  of 
sulphuric  acid  are  evolved.  After  cooling,  from  50  to  100  c.e.  of 
water  are  added,  the  lead  sulphate  is  filtered  off  and  washed  with 
dilute  sulphuric  acid  until  1  c.c.  of  the  filtrate  will  show  no  yellow 
color  with  hydrogen  peroxide.  The  lead  sulphate  should  be 
white  and  free  from  vanadium;  it  will  be  so  provided  enough  sul- 
phuric acid  was  used  and  the  mass  was  not  heated  until  absolutely 
dry  before  diluting  with  water.  The  filtrate  containing  all  the 
vanadic  acid  is  evaporated  in  a  porcelain  dish  to  a  small  volume, 
transferred  to  a  weighed  platinum  crucible,  evaporated  further 
on  the  water-bath,  and  finally  in  an  air-bath  until  all  the  sulphuric 

*  Joum.  f.  prakt.  Chemie,  Suppl.  $. 
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acid  is  removed.    The  open  crucible  is  then  ignited  for  some  time  * 
at  a  faint-red  heat  and  its  contents  finaDy  weighed  as  VjOj. 

Remark, — ^Instead  of  decomposing  the  lead  vanadate  by  means 
of  sulphmic  acid,  Holverscheidt  recommends  precipitating  the  lead 
as  sulphide  by  means  of  hydrogen  sulphide  and  determining  the 
vanadium,  in  the  filtrate.  For  this  purpose  the  blue-colored  filtrate 
from  the  lead  sulphide  precipitate  (which  contains  some  vanadyl 
salt)  is  boiled  to  expel  the  excess  of  hydrt)gen  sulphide  and  the 
deposited  sulphur  is  filtered  off.  A  few  drops  of  nitric  acid  are 
added,  the  solution  evaporated  to  dryness,  and  the  reddish-yellow 
hydrate  of  vanadic  acid  is  changed  by  gentle  ignition  into  the 
pentoxide  of  vanadium. 

Lead  may  also  be  separated  from  the  vanadic  acid  as  lead 
chloride.  In  this  case  the  procedure  recommended  in  the  analysis^ 
of  vanadinite  (p.  235)  is  followed. 

The  separation  of  vanadium  as  the  sulphide  by  acidifying  a 
solution  of  an  alkaU  vanadate  that  has  been  treated  with  an  excess 
of  anmionium  sulphide  is  not  admissible,  for  only  a  part  of  the 
vanadium  is  precipitated  as  the  brown  sulphide,  the  rest  remaining 
in  solution  in  the  form  of  vanadyl  salt.  H.  Rose  called  the  attention 
of  chemists  to  the  inaccuracy  of  this  method,  but  this  has  not  pre- 
vented its  being  recommended  in  some  of  the  most  recent  works 
on  analytical  chemistry.  The  author  has  carefully  tested  the 
method  before  coming  to  this  decision. 

Separation  of  Vanadium  from  Arsenic  Acid. 

Most  minerals  containing  vanadium  also  contain  arsenic, 
and  after  extracting  the  melt,  obtained  by  fusion  with  sodium 
carbonate  and  nitre,  with  vxUer,  both  elements  go  into  solution. 
For  their  separation,  the  solution  is  acidified  with  dilute  sulphuric 
acid  and  sulphur  dioxide  is  passed  into  the  hot  liquid,  whereby  the 
vanadic  acid  is  reduced  to  vanadyl  salt  and  the  arsenic  to  arsenious 
acid.  After  boiling  to  remove  the  excess  of  sulphur  dioxide,  the 
solution  is  saturated  with  hydrogen  sulphide  and  the  precipitate 
of  arsenic  trisulphide  is  filtered  off.    The  filtrate  is  freed  from 

*  On  expelling  the  sulphuric  acid,  there  is  finally  formed  some  green  and 
brown  crystals  of  a  compound  of  vanadic  acid  with  sulphuric  acid;  these  are 
decompoeed  only  at  a  faint-red  heat. 
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hydrogen  sulphide  by  boiUng,  evaporated  with  nitric  acid  in  order 
to  form  vanadic  acid  again,  the  solution  is  then  made  alkaUne  with 
sodium  carbonate,  and  the  vanadium  determined  by  one  of  the 
above  methods. 

Separation  of  Vanadium  from  Phosphoric  Acid. 

If  the  solution  of  the  soda-nitre  fusion  contains  phosphoric  as 
well  as  vanadic  acid,  both  are  precipitated  by  mercurous  nitrate, 
the  precipitate  washed  with  dilute  mercurous  nitrate  solution  and 
weighed.  In  this  way  the  sum  of  the  V2O5+P2O5  is  obtained. 
When  PjOg  is  present  the  V^Oj  does  not  melt,  but  only  sinters 
together.  The  ignited  oxides  are  fused  with  an  equal  weight  of 
sodium  carbonate,  the  melt  is  dissolved  in  water,  the  solution  made 
acid  with  sulphuric  acid  and  boiled  with  sulphurous  acid  in  order 
to  reduce  the  vanadic  acid  to  vanadyl  sulphate;  the  latter  will  be 
recognized  by  the  pure  blue  color  which  the  solution  assumes. 
Carbon  dioxide  is  passed  into  the  boiling  solution  until  the 
excess  of  sulphurous  acid  is  removed,  when  it  is  allowed  to 
cool.  To  the  cold  solution,  now  about  100  c.c.  in  volume,  20  c.c. 
of  a  75  per  cent,  solution  of  ammonium  nitrate  and  50  c.c.  of 
anunonium  molybdate  solution  are  added  (cf.  Remark,  below),  the 
solution  is  warmed  to  about  60®  C,  set  aside  and  allowed  to  stand 
for  one  hour.  The  clear  liquid  is  then  decanted  through  a  filter, 
washed  three  times  by  decantation  with  50  c.c.  of  the  proper  w^ash 
liquid  (see  p.  346),  after  which  the  precipitate  is  dissolved  by 
passing  10  c.c.  of  8  per  cent,  ammonia  through  the  filter  into  the 
the  beaker  containing  the  bulk  of  the  precipitate  and  the  filter 
is  finally  washed  with  30  c.c.  of  water.  To  this  solution  20  c.c.  of 
a  34  per  cent,  ammonium  nitrate  solution  and  1  c.c.  more  of  ammo- 
nium molybdate  are  added,  the  solution  heated  until  it  begins  to 
boil,  and  the  phosphoric  acid  reprecipitated  by  the  addition  of 
20  c.c.  of  hot  25  per  cent,  nitric  acid.  The  phosphoric  acid  is 
determined  by  the  method  of  Woy  (page  348).  The  amoimt  of 
phosphoric  acid  found  is  deducted  from  the  sum  of  the  oxides  and 
the  difference  gives  the  amount  of  VjOg. 

Remark, — ^A.  Gressly  tested  this  method  in  the  author's  labora- 
tory and  made  the  interesting  observation  that  if  about  0  15  gm. 
of  V3O5  was  present  with  0.1  gm.  P2O5,  no  trace  of  the  latter  could 
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be  detected  according  to  the  procedure  of  Woy,  not  even  on 
boiling  the  solution.  On  the  other  hand,  an  immediate  precipita- 
tion was  produced  if  a  stronger  solution  of  ammonium  molybdate 
were  used  (75  gms.  of  ammonium  molybdate  dissolved  in  500  c.c. 
of  water)  and  this  solution  poured  into  500  c.c.  of  nitric  acid. 

The  above-described  separation  gives  correct  results  only  when 
the  vanadium  is  present  as  vanadyl  sulphate;  if  vanadic  acid  is 
present  it  is  precipitated  with  the  phosphoric  acid.  If  the  solu- 
tion is  allowed  to  stand  after  the  addition  ot  the  ammonium  molyb- 
date, the  vanadyl  sulphate  is  gradually  oxidized  to  vanadic  acid; 
the  precipitate  therefore  should  not  be  allowed  to  stand  long 
before  filtering. 

Separation  of  Vanadium  from  Molybdenum. 

The  solution  containing  the  alkali  salts  of  the  two  acids  is 
acidified  with  sulphuric  acid  and  the  molybdenum  precipitated 
in  a  pressure-flask  by  means  of  hydrogen  sulphide,  and  the  pre- 
cipitate filtered  off  through  a  Grooch  crucible,  as  described  on 
pp.  221  and  222),  and  weighed  as  M0O3.  After  removing  the  excess 
of  hydrogen  sulphide  from  the  filtrate,  the  vanadium  is  oxidized 
with  nitric  acid  and  determined  as  described  under  the  Separation  of 
Vanadium  from  Arsenic  Acid,  p.  233. 

Analysis  of  Vanadinite,  (PbQ(VOJ,Cl). 

Besides  lead,  vanadic  acid,  and  chlorine,  the  mineral  often  con- 
tains arsenic  and  phosphoric  acids. 

Determination  of  Chlorine. 

About  1  gm.  of  the  finely  powdered  mineral  is  dissolved  in 
dilute  nitric  acid  (in  order  to  avoid  loss  of  chlorine  the  solution  is 
kept  cold),  and  the  solution  is  diluted  with  considerable  water. 
The  chlorine  is  precipitated  with  silver  nitrate  and  the  weight  of 
the  silver  chloride  determined  as  described  on  p.  240. 

Determination  of  Lead, 

The  filtrate  from  the  silver  chloride  is  treated  with  hydrochloric 
acid  in  order  to  precipitate  the  excess  of  silver,  and  the  solu- 
tion thus  freed  from  silver  is  evaporated  to  dryness  to  remove  the 
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nitric  acid.  The  dry  mass  is  moistened  with  hydrochloric  acid, 
95  per  cent,  alcohol  is  added  in  order  to  precipitate  completely  the 
lead  chloride,  and  the  latter  is  filtered  through  a  Gooch  crucible^ 
washed  with  alcohol,  dried  at  llO*'  C.  and  weighed  as  PbClj. 

Determination  of  Vanadium,  Phosphoric  Add,  and  Arsenic, 

The  filtrate  from  the  lead  chloride  contains  the  vanadium 
as  vanadyl  salt.  The  alcohol  is  driven  off  by  careful  heating 
on  the  water-bath,  nitric  acid  is  added  to  the  solution,  and 
the  latter  is  repeatedly  evaporated  in  order  to  oxidize  the  blue 
vanadyl  salt  to  brown  vanadium  pentoxide.  The  dry  mass  is 
washed  by  means  of  as  little  water  as  possible  into  a  weighed  plati- 
num crucible,  the  residue  adhering  to  the  sides  of  the  dish  is  dis- 
solved in  a  little  ammonia  and  added  to  it.  The  crucible  is  then 
heated,  at  first  gradually  to  expel  the  ammonia,  and  afterward 
more  strongly  with  ready  access  of  air  (uncovered  crucible)  until 
the  reduced,  dark-colored  oxide  is  changed  over  to  the  brownish- 
red  pentoxide.  The  temperature  is  then  raised  until  the  vanadium 
oxide  begins  to  melt.  If  phosphoric  acid  is  present,  its  anhydride 
is  weighed  with  the  vanadium  and  the  amount  of  PjOj  is  deter- 
mined as  described  on  p.  234;  this  amount  is  deducted  from  the 
weight  of  the  two  oxides. 

The  determination  of  arsenic  is  best  carried  out  in  a  separate 
portion.  For  this  purpose  the  mineral  is  dissolved  in  hot  nitric 
acid,  the  greater  part  of  the  excess  of  the  acid  is  removed  by 
evaporation,  the  solution  is  diluted  with  water,  and  the  lead 
precipitated  by  the  addition  of  sulphuric  acid.  From  the  filtrate, 
the  last  portions  of  lead  and  arsenic  are  precipitated  by  hydro- 
gen sulphide,  after  previous  reduction  with  sulphurous  acid. 
The  filtered  precipitate  is  digested  with  sodium  sulphide  and  the 
arsenic  precipitated  from  the  solution  thus  obtained  by  the  addi- 
tion of  hydrochloric  acid.  The  arsenic  sulphide  is  then  changed  to 
arsenic  acid,  preferably  by  dissolving  in  ammoniacal  hydrogen 
peroxide,  and  is  precipitated  as  magnesium  ammoniimi  arsenate 
and  determined  according  to  p.  165. 
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Determination  of  Vanadium  and  Chromium  in  Iron  Ores 

and  Rocks. 

Method  of  W.  F,  HiUebrand* 
As  vanadium  often  occurs  in  many  ores  of  iron  and  in  rocks, 
although  in  very  small  amoimts,  it  is  often  of  interest  and  of  im- 
portance to  be  able  to  determine  it  in  such  cases.     For  this  purpose 
it  is  best  to  proceed  as  follows: 

Five  gms.  of  the  finely  powdered  mineral  are  mixed  with  20  gms. 
sodium  carbonate  and  3  gms.  potassium  nitrate  and  fused  over  the 
blast-lamp.  The  green  fusion  (containing  manganese)  is  extracted 
with  water,  a  few  drops  of  alcohol  are  added  to  reduce  the  man- 
ganese, and  the  residue  is  filtered  ofF.f 

The  aqueous  solution  contains  sodium  vanadate  and  often  phos- 
phate, chromate,  molybdate,  aluminate,  and  considerable  siUcate  as 
well.  First  of  all,  the  aluminium  and  the  greater  part  of  the  silicic 
acid  are  removed  by  nearly  neutralizing  the  alkaline  solution  with 
nitric  acid.t  It  is  very  important  that  the  solution  is  not  made 
acid  at  this  point  on  account  of  the  reducing  action  of  the  nitrous 
acid  set  free  from  the  nitrite  formed  during  the  fusion.  The 
almost  neutral  solution  is  evaporated  nearly  to  dryness,  taken  up 
in  water,  and  filtered.§ 

The  cold  alkaline  solution  is  now  treated  with  an  almost  neutral 
solution  of  mercurous  nitrate  until  no  further  precipitation  takes 
place.  The  somewhat  voluminous  precipitate  contains,  besides 
mercurous  carbonate,  also  its  chromate,  vanadate,  molybdate, 
arsenate,  and  phosphate,  if  the  corresponding  elements  are  present 
in  the  mineral.  If  the  precipitate  is  too  bulky,  a  little  nitric  acid 
is  cautiously  added,  and  then  a  drop  of  mercurous  nitrate  in 
order  to  see  if  the  precipitation  is  complete. 

The  liquid  is  heated  to  boiling,  filtered,  the  precipitate  washed 

*  Amer.  Joum.  Science,  [4]  VI,  p.  209,  and  Chem.  News,  78,  216. 

t  If  considerable  vanadium  is  present,  the  insoluble  residue  always  con- 
tains vanadium  and  must  be  fused  with  soda-nitre  again. 

X  The  amount  of  nitric  acid  necessary  to  neutralize  20  gms.  of  soda  is 
determined  by  a  blank  test. 

§  The  residue  of  aluminium  hydroxide  and  silicic  acid  almost  never  con- 
tains vanadium,  but  contains  chromimn.  If  it  is  desired  to  determine  the 
latter,  the  residue  is  evaporated  to  dryness  with  hydrofluoric  and  sulphuric 
acids,  the  dry  mass  is  fused  with  soda  and  nitre  again,  and  the  aqueous  solu- 
tion of  the  melt  added  to  the  main  solution. 
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with  water  containing  ammonium  nitrate,  dried,  and  ignited  in  a 
platinum  crucible  at  as  low  a  temperature  as  possible.  The  ignited 
residue  is  fused  with  a  little  sodium  carbonate,  the  melt  extracted 
with  water  and,  if  yellow-colored,  it  is  filtered  into  a  25-c.c.  flask 
and  the  amount  of  chromimn  determined  colorimetrically  by  com- 
paring its  color  with  a  carefully  prepared  solution  of  potassium 
chromate. 

The  solution  is  then  slightly  acidified  with  sulphuric  acid,  and 
the  molybdenum,  arsenic,  and  traces  of  platinum  precipitated  by 
hydrogen  sulphide  in  a  pressure-flask.  The  precipitated  sulphides 
are  filtered  off,  the  filter  together  with  the  precipitate  is  carefully 
ignited  in  a  porcelain  crucible,  a  few  drops  of  sulphuric  acid  are 
added  and  the  crucible  heated  again  until  the  acid  is  almost  com- 
pletely removed.  On  cooling  the  mass  is  colored  a  beautiful  blue  if 
molybdenum  is  present. 

The  filtrate  from  the  above  precipitate  is  freed  from  the  ex- 
cess of  the  hydrogen  sulphide  by  boiling  and  passing  a  stream  of 
carbon   dioxide  through  it,  and  the  hot  solution  is  then  titrated 

N 
to  a  pink  color  with  j^  potassium  permanganate  solution  (cf.  \ol. 

Anal.).  In  order  to  obtain  absolutely  accurate  results,  the  solu- 
tion is  now  reduced  by  means  of  sulphur  dioxide  and  the  titration 
repeated.  The  mean  of  the  two  experiments  gives  the  vanadium 
value. 

This  method  gives  correct  results  only  when  the  amoimt  of  chro- 
mium present  is  very  small,  which  is  true  in  the  majority  of  cases. 

In  case  more  than  5  mgm.  of  chromium  are  present  a  correction 
must  be  made,  for  a  measurable  amount  of  permanganate  is 
used  up  in  oxidizing  the  chromium.  This  is  determined  by  tak- 
ing a  solution  containing  the  same  amount  of  chromate  as  the 
analyzed  solution,  reducing  it  with  sulphurous  acid,  and  titrat- 
ing with  permanganate.  The  amount  of  permanganate  now  used 
must  be  subtracted  from  the  amount  used  in  the  analysis,  and  from 
the  difiference  the  amount  of  vanadium  present  is  calculated. 

Detennination  of  Vanadium  and  Chromium  in  Pig  Iron. 

From  5  to  10  gms.  of  the  iron  are  dissolved  in  dilute  hydro- 
chloric acid  in  a  flask,  meanwhile  passing  a  current  of  carbon  diox- 
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ide  through  the  liquid.  For  each  gram  of  iron  taken,  5  c.c.  of 
hydrochloric  acid,  sp.  gr.  1.12  and  10  c.c.  of  water  are  used.  The 
solution  is  hastened  by  warming,  finally  boiling  it  until  there  is  no 
more  evolution  of  gas.  It  is  now  diluted  with  an  equal  volume  of 
water,  allowed  to  cool,  and,  without  filtering  off  the  sUght  residue^ 
an  excess  of  barium  carbonate  is  added  and  the  mixture  allowed  to 
stand  for  twenty-four  hours  with  frequent  shaking.  The  residue 
is  filtered  off,  rapidly  washed  with  cold  water,  dried  and  ignited  in 
a  platinum  crucible  in  order  to  bum  off  the  carbon.  Five  parts  of 
sodium  carbonate  and  one  part  of  nitre  are  then  added  to  the  con- 
tents of  the  crucible  and  the  mixture  is  heated  to  quiet  fusion. 

The  fusion  is  leached  with  water  and  the  solution  thus  obtained 
contains  all  the  chromium  as  chromate,  and  the  vanadium  as  vana- 
date in  the  presence  of  alkali  silicate  and  phosphate.  The  aque- 
ous solution  is  now  nearly  neutralized  with  nitric  acid,  being  care- 
ful not  to  make  the  solution  acid  a^?  the  nitrous  acid  set  free  will 
reduce  some  of  the  vanadium  and  chromiimi.  The  barely  alkaline 
solution  is  then  treated  with  an  almost  neutral  solution  of  mercu- 
rous  nitrate  until  no  further  precipitation  takes  place,  the  liquid  is 
heated  to  boiling,  filtered  and  washed  with  water  containing  a  little 
mercurous  nitrate.  After  dr3dng,  as  much  of  the  precipitate  as 
possible  is  transferred  to  a  platinmn  crucible,  the  filter  burned  by 
itself  and  its  ash  addedto  the  main  portion  of  the  precipitate,  which 
is  ignited  to  remove  the  mercury.  The  residue  is  fused  with  a  little 
sodium  carbonate,  the  melt  extracted  with  water,  and  the  solution 
filtered.  In  case  the  filtrate  is  colored  yellow,  the  amount  of 
chromium  present  is  determined  colorimetrically  *  by  placing  the 
solution  in  a  graduated  cylinder  and  comparing  its  color  with  a  potas- 
sium-chromate  solution  containing  a  known  amount  of  chromium. 
The  solution  is  then  acidified  with  sulphuric  acid  and  hydrogen 
sulphide  is  conducted  into  the  boiUng  solution  to  precipitate  arse- 
nic and  platinum.    After  filtering,  the  hydrogen  sulphide  is  re- 


*  The  colorimetric  determination  is  only  suitable  when  small  amoimts  are 
present.  When  considerable  chromium  is  present  (chrome  steel)  the  results 
obtained  by  the  colorimetric  determination  may  be  as  much  as  2  per  cent,  too 
high.  In  such  cases  the  chromic  acid  is  titrated  with  ferrous  sulphate  (see 
Vol.  Anal.). 
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moved  and  the  hot  solution  titrated  with  r^rr- potassium  perman- 

ganate  solution  (cf.  Volumetric  Analysis). 

METALS  OF  GROUP  I. 

SILVER,  LEAD,  MERCUROUS  MERCURY   (AND   THALLIUM).      - 

The  determination  of  lead  and  mercury  has  already  been 
considered;  it  remains  for  us  to  discuss  the  determination  of  silver. 

Silver,  Ag.    At.  Wt.  107.93. 

Forms:  AgCl  and  Ag. 

Determination  as  Silver  Chloride,  Ag.Cl. 

The  solution,  slightly  acid  with  nitric  acid,  is  heated  to  boiling 
and  the  silver  precipitated  by  the  addition  of  hydrochloric  acid, 
drop  by  drop,  until  no  more  precipitate  is  formed.  The  precipitate 
is  allowed  to  settle  in  a  dark  place,  filtered  through  a  Gooch  cruci- 
ble and  washed,  first  with  water  containing  a  little  nitric  acid  until 
the  chloride  test  can  no  longer  be  obtained,  then  twice  with  alcohol 
or  water  in  order  to  remove  the  nitric  acid.  The  precipitate  is 
dried  first  at  100®  C.  and  finally  at  130°  C.  till  a  constant  weight  is 
obtained.  If  it  is  not  desired  to  use  a  Gooch  crucible  for  this 
determination,  the  silver  chloride  can  be  filtered  upon  an  ordinary 
washed  filter,  washed  as  before  and  dried  at  100°  C.  As  much 
of  the  precipitate  as  possible  is  transferred  to  a  weighed  porcelain 
crucible,  the  filter  burned  (as  described  on  page  19)  in  a  platinum 
spiral  whereby  some  of  the  silver  chloride  adhering  to  it  will  be 
reduced  to  metal.  The  ash  of  the  filter  is  added  to  the  main  por- 
tion of  the  precipitate.  It  is  moistened  with  a  little  nitric  acid  and  a 
drop  or  two  of  concentrated  hydrochloric  acid,  dried  on  the  water- 
bath  and  then  heated  over  a  free  flame  until  the  silver  chloride 
begins  to  melt.    After  cooling  in  a  desiccator  it  is  weighed. 

Determination  as  Metal,  Ag. 

Metallic  silver  is  obtained  by  the  ignition  of  silver  oxide,  car- 
bonate, cyanide  or  the  salt  of  an  organic  acid.  In  the  latter  case, 
the  substance  must  be  heated  very  cautiously  at  first  in  a  covered 
crucible.  When  the  organic  substance  is  completely  charred, 
the  cover  is  removed  from  the  crucible  and  the  contents  is  ignited 
imtil  the  carbon  is  completely  burned,  and  then  weighed. 
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From  the  chloride,  bromide  (but  not  the  iodide)  and  sulphide, 
the  metal  may  be  obtained  by  igniting  in  a  current  of  hydrogen. 
The  reduction  of  the  chloride,  bromide,  and  iodide  may  eb  effect- 
ed very  conveniently  by  passing  the  electric  current  through 
the  substance  after  it  has  been  meltod  together.  The  porcelain 
crucible  containing  the  silver  halide  is  placed  in  a  crystallizing 
dish  and  near  it  is  placed  a  second  crucible  containing  a  little 
mercury  and  a  small  piece  of  zinc.  Upon  the  silver  salt  is  placed 
a  small  disk  of  platinum  foil,  which  is  fastened  to  a  platinimi  wire; 
the  other  end  of  the  wire  dips  in  the  mercury  in  the  other  crucible. 
The  crystaDizing  dish  is  iSlled  with  dilute  sulphiu'ic  acid  (1:20) 
«o  that  the  crucible  is  entirely  covered  with  the  acid  and  it  is  then 
allowed  to  stand  over  night.  Next  morning  all  of  the  silver  salt 
wiD  be  found  to  be  reduced.  The  crucible  is  removed  from  the 
acid,  washed  with  water,  dried,  ignited,  and  weighed.  By  this 
simple  method,  E.  Lagutt  obtained  excellent  results.  If  the 
silver  halide  has  not  been  fused  to  a  compact  mass  small  particles 
of  the  silver  precipitate  are  likely  to  float  around  during  the  opera- 
tion, and  escape  reduction. 

Silver  can  also  be  deposited  electrolytically,  but  this  method 
will  not  be  described  in  this  book,  for  it  offers  no  particular  advan- 
tages over  the  determination  as  silver  chloride  with  a  Gooch  cru- 
cible. 

Separation  of  Silver  from  Other  Metals. 

As  almost  all  metal  chlorides  are  soluble  in  dilute  hydrochloric 
acid,  silver  is  separated  from  the  other  metals  by  the  addition  of 
hydrochloric  acid  to  the  solution.  If  the  solution  contains  mer- 
curous  salts  these  are  oxidized  before  the  addition  of  the  hydro- 
-chloric  acid  by  boiling  with  nitric  acid. 

For  the  separation  of  silver  from  gold  and  platinum  in  alloys 
eonsult  pages  197  and  208. 
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METALLOIDS   (ANIONS). 

GROUP  I. 

HYDROCHLORIC,  HYDROBROMIC,  HYDRIODIC,  HYDROCYANIC 
HYDROFERROCYANIC,  HYDROFERRICYANIC,  SULPHOCY- 
ANIC,  AND  HYPOCHLOROUS   ACIDS. 

HYDROCHLORIC  ACID,  HCl.     Mol.  Wt.  36.46. 
Form :  Silver  Chloride,  AgCl. 

We  can  distinguish  between  two  cases: 

A.  The  chloride  solution  is  present  either  as  free  hydrochloric 
acid  or  as  a  chloride  soluble  in  water. 

B.  It  is  present  in  the  form  of  an  insoluble  chloride. 

A.  The  Chloride  is  Present  in  Aqueotis  Solution. 

If  only  metals  of  the  alkali  or  alkaline  earth  groups  are  present^ 
the  cold  solution  is  made  slightly  acid  with  nitric  acid,  and  silver 
nitrate  is  slowly  added  with  constant  stirring  until  the  precipitate 
collects  together  and  further  addition  of  the  reagent  produces  no 
more  precipitation.  The  liquid  is  now  heated  to  boiling,  the  pre- 
cipitate allowed  to  settle  in  the  dark,  filtered  through  a  Gooch 
crucible  and  then  treated  exactly  as  described  in  the  determina- 
tion of  silver,  page  240. 

If  the  aqueous  solution  contains  a  chloride  of  a  heavy  metal, 
it  is  not  always  possible  to  follow  the  above  procedure.  If,  for 
example,  substances  are  present  which  on  boiling  are  changed  to 
insoluble  basic  salts,  it  is  evident  that  the  precipitate  of  silver  chlo- 
ride would  ba  contaminated  with  these  substances  and  too  high 
results  would  be  obtained.  This  is  particularly  true  of  stannic 
and  ferric  salts.     Ferrous  salts,  on  the  other  hand,  in  case  only  little 
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nitric  acid  is  present,  reduce  silver  nitrate  to  metallic  silver  on 
heating  the  solution;  if  enough  nitric  acid  is  present  to  prevent 
the  reduction  to  silver,  the  danger  of  forming  basic  salts  still 
remains  to  be  feared.  In  such  cases  the  precipitation  is  effected 
as  before  from  a  cold  solution  and  the  subsequent  heating  is 
omitted. 

In  all  cases,  however,  it  is  better  to  first  remove  the  heavy 
metal  by  precipitation  with  ammonia,  caustic  soda  or  sodium 
carbonate. 

Example :  Analysis  of  Commercial  Tin  CMoride, 

Tin  chloride  is  obtained  either  as  a  solid  salt  corresponding 
to  the  formula  SnCl4+5H30,  or  as  a  concentrated  aqueous  solu- 
tion. 

As  both  the  solid  salt  and  its  concentrated  solution  are  very 
hygroscopic,  it  is  necessary  to  weigh  out  the  portion  for  analysis 
from  a  stoppered  vessel.    It  is  best  to  proceed  as  follows: 

A  large  sample  of  the  substance  (about  10  gm.)  is  placed  in  a 
tared  weighing  beaker,  closed  and  weighed.  About  10  c.c.  of  water 
are  added,  the  salt  is  completely  dissolved  to  a  homogeneous 
syrup  by  shaking,  and  the  beaker  is  again  weighed.  Four  more 
weighing  beakers  are  now  tared  and  into  each  is  placed  about 
2  c.c.  of  the  syrup.  Each  beaker  is  quickly  stoppered  and  then 
weighed. 

Determination  of  Tin. — ^The  contents  of  one  of  the  weighing 
beakers  is  washed  into  a  400-500-c.c.  beaker,  diluted  to  about 
300  c.c.  and  a  few  drops  of  methyl  orange  are  added,  whereby  the 
liquid  is  colored  red.  Ammonia  solution  (free  from  chloride)  is 
now  added  imtil  the  color  of  the  solution  is  changed  to  yellow  (an 
excess  of  ammonia  must  be  carefully  avoided  for  tin  hydrox- 
ide is  somewhat  soluble  in  ammonia).  The  solution  is  then  treated 
with  ammonium  nitrate  (5  c.c.  of  concentrated  ammonia  exactly 
neutralized  with  nitric  acid,  sp.  gr.  1.2),  boiled  for  one  or  two  min- 
utes, filtered,  and  washed  with  water  containing  ammonium  nitrate, 
and  weighed  as  SnOj. 

Determination  of  Chlorine. — ^The  filtrate  from  the  tin  hydroxide 
precipitate  is  acidified  with  nitric  acid,  and  precipitated  in  the  cold 
with  silver  nitrate.     The  solution  is  then  heated  to  boiling  and^ 
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after  the  precipitate  has  settled,  it  is  filtered  through  a  Gooch 
crucible,  washed  with  cold  water  containing  a  little  nitric  acid, 
then  with  cold  water  or  alcohol,  dried  at  130°  C,  and  weighed. 
The  amount  of  tin  and  chlorine  present  is  computed  as  follows: 

Weight  of  Solid  Salt= A. 

Weight  of  the  Solid  Salt+Water=5. 

Weight  of  the  Solution  taken  for  Analysis=a. 

Weight  of  the  SnOj  found  =  p. 

Weight  of  the  AgCl  found  =p'. 

Since  B  gm.  of  the  solution  contain  A  gm.  of  the  solid  salt, 
then  the  amount  a  of  the  solution  taken  for  anal3rsis  will  contain: 

B:A=a:x 
x==  ^~-=  wt.  of  substance  taken. 

This  amoimt  of  substance  yielded  p  gm.  SnOj,  corresponding 
to: 

SnOj:Sn=p:x' 
Sn-p 


7f^ 


SnO, 


and  in  percentage: 


il-a  Sn.p_  , 

a/'=^r— —  .^=-%Sn. 

In  the  same  way  the  amount  of  chlorine  present  is  found  to  be: 

lOOClp'B 

This  analysis  may  be  accomplished  much  more  rapidly  by  a 
volumetric  process.     (Consult  Vol.  Anal.) 

If  antimony  or  stannous  compounds  are  present,  the  above 
procedure  cannot  be  used.  It  has  been  proposed  to  add  tartaric 
acid  to  the  solution,  then  dilute  with  water  and  precipitate  the 
chlorine  with  silver  nitrate.  It  is  better,  however,  to  proceed  as 
foDows:  The  antimony  is  precipitated  by  hydrogen  sulphide  as  its 
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sulphide,  the  excess  of  the  latter  is  removed  by  passing  carbon 
dioxide  through  the  solution,  after  which  the  precipitate  is  filtered 
and  washed.  The  filtrate  containing  all  the  chlorine  is  made 
slightly  anunoniacal,  a  little  hydrogen  peroxide  or  pota^ium  per- 
carbonate  is  added  (both  reagents  must  be  free  from  chloride)  and 
the  solution  boiled  until  the  excess  of  the  peroxide  is  destroyed. 
By  this  treatment  traces  of  hydrogen  sulphide  remaining  in  the 
solution  are  oxidized  to  sulphuric  acid.  After  cooling,  the  solu- 
tion is  acidified  with  nitric  acid,  and  the  chlorine  determined  as 
silver  chloride  as  described  above. 

According  to  this  method,  chlorine  may  be  determined  in  the 
presence  of  large  amounts  of  hydrogen  sulphide  without  difficulty. 

It  is  less  practical  to  proceed  as  follo\\^:  The  solution  is  satu- 
rated with  ammonia  and  the  hydrogen  sulphide  is  precipitated  by 
the  addition  of  ammoniacal  silver  nitrate  solution,  the  deposited 
silver  sulphide  is  filtered  off,  washed  with  ammonia,  and  the  silver 
chloride  precipitated  from  the  filtrate  by  acidif3dng  with  nitric 
acid. 

B.  Analysis  of  an  Insoluble  Chloride. 

The  substance  is  boiled  with  sodium  carbonate  solution  *  (free 
from  chloride),  and  the  chlorine  determined  in  the  filtrate  as  before. 

Many  chlorides,  e.g.  silver  chloride,  many  minerals  such  as 
apatite,t  sodalite,  and  rocks  containing  the  latter,  are  not  decom- 
posed by  boiling  them  with  sodium  carbonate.  In  such  cases,  the 
substance  must  be  fused  with  sodium  carbonate. 

Silver  chloride  should  be  mixed  with  three  times  as  much 
sodium  carbonate  and  heated  in  a  porcelain  crucible  until  the 
mass  has  sintered  together.  The  mass  is  treated  with  water,  the 
insoluble  silver  filtered  off,  and  the  chlorine  determined  in  the  fil- 
trate as  under  (a). 

For  the  determination  of  chlorine  in  rocks,  1  gm.  of  the  finely- 


♦  Mercurous  chloride  is  decomposed  only  slowly  by  sodium  carbonate 
solution,  but  readily  acted  upon  by  potassium  or  sodium  hydroxide. 

t  According  to  Jannasch,  chlorine  in  apatite  may  be  determined  by  treat- 
ing the  finely  powdered  mineral  with  nitric  acid  and  silver  nitrate  on  the 
water-bath.  Everything  goes  into  solution  with  the  exception  of  silver 
chloride,  which  is  filtered  off  and  weighed.  (This  does  not  apply  to  a  sample 
of  apatite  contaminated  with  silica  or  silicates.) 
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powdered  material  is  fused  with  four  or  five  times  as  much  sodium 
carbonate  (or  with  a  mixture  of  equal  parts  sodium  and  potassium 
carbonates)  at  first  over  a  Bunsen  burner,  afterward  over  a  Teclu 
burner  or  the  blast-lamp.  The  melt  is  extracted  with  hot  water. 
After  cooling,  methyl  orange  is  added,  the  solution  is  acidified 
with  nitric  acid  and  allowed  to  stand  overnight.  If  silicic  acid 
has  precipitated  out  by  the  next  morning,  a  little  ammonia  is 
added,  the  solution  is  boiled,  filtered,  and  washed  with  hot  water. 
The  cold  filtrate  is  acidified  with  nitric  acid  and  the  chlorine 
determined  as  above. 

If  there  is  no  separation  of  silicic  acid  on  acidif3dng  the  water 
extraction  of  the  fusion  with  nitric  acid,*  the  chlorine  is  precipi- 
tated at  once  from  the  cold  solution. 

Free  Chlorine. 

If  it  is  desired  to  determine  gravimetrically  the  amount  of 
chlorine  in  a  sample  of  chlorine  water,  it  is  not  possible  to  simply 
add  silver  nitrate,  for  all  of  the  chlorine  is  not  precipitated  as  silver 
chloride;  a  part  of  it  remains  in  solution  as  soluble  silver  chlorate: 

6C1+  SHjO + 6AgN0, = 5AgCl+  AgC10,+  6HN0,. 

The  chlorine,  therefore,  must  be  changed  to  hydrochloric  acid 
or  to  one  of  its  salts  before  attempting  to  precipitate  with  silver 
nitrate.f    This  may  be  accomplished  in  several  ways: 

1 .  A  definite  amount  of  the  chlorine  water  is  transferred  bv  means 
of  a  pipette  to  a  flask  containing  ammonia  and  after  mixing  the  solu- 
tion is  heated  to  boiling.  After  cooling  the  liquid  is  acidified  with 
nitric  acid  and  precipitated  by  silver  nitrate.  The  ammonia  con- 
verts the  chlorine  partly  to  ammonium  chloride  and  partly  to  am- 
monium hypochlorite.  The  latter  is  decomposed  partly  in  the  cold 
and  quantitatively  on  warming  into  ammonium  chlorideand  nitrogen : 

(a)  2NH,OH  +  2Cl=NH,a  +  NH,OCl  +  H20; 
(6)  3NH,Oa  +  2NH3=3H,0  +  N,+3NH,a. 


♦  According  to  W.  F.  Hillebrand,  there  is  no  separation  of  silicic  acid  to 
be  feared  from  1  gm.  of  the  substance. 

t  In  other  words,  the  chlorine  must  be  present  in  the  ionic  condition. 
(Translator). 
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2.  The  chlorine  water  is  treated  with  an  excess  of  sulphurous 
acid,  the  solution  is  made  ammoniacal;  hydrogen  peroxide  is  added, 
and  the  liquid  boiled  until  the  excess  of  hydrogen  peroxide  is  re- 
moved. After  cooling  the  solution  is  acidified  with  nitric  acid, 
diluted  with  water,  and  the  chlorine  precipitated  by  means  of  silver 
nitrate. 

3.  The  chlorine  water  is  treated  with  dilute  caustic  soda  solu- 
tion, an  aqueous  solution  of  sodimn  arsenite  is  added  (arsenic 
trioxide  dissolved  in  sodium  carbonate)  until  a  drop  of  the  liquid 
will  not  tmn  a  piece  of  iodonstarch  paper  blue.  It  is  then  acidi- 
fied with  nitric  acid  and  the  chlorine  precipitated  by  a  soluble 
silver  salt. 

If  the  solution  contains  both  free  chlorine  and  hydrochloric 
acid,  the  total  chlorine  is  determined  by  one  of  the  above  methods, 
while  the  free  chlorine  is  determined  in  a  separate  sample  by  a 
volumetric  process  (see  lodimetry). 

Determination  of  Chlorine  in  Non-electroljrtes  (Organic 

Compounds). 

A.  Method  of  Carivs,* 

Principle. — ^The  method  is  based  upon  the  fact  that  all  organic 
compovmds  are  decomposed  by  heating  with  concentrated  nitric 
acid  at  a  high  temperatm*e  imder  pressure.  If  the  substance  con- 
tains halogen  (sulphur,  phosphorus,  or  arsenic,),  it  is  first  set 
free  as  such,  but  on  account  of  the  reducing  action  of  the  nitrous 
acid  formed  it  is  then  changed  over  into  its  hydrogen  compound. 
The  latter,  however,  is  partly  oxidized  by  the  nitric  acid.  The 
reaction  is  therefore  a  reversible  one.  If,  on  the  other  hand,  the 
substance  is  heated  under  the  same  conditions  with  nitric  acid  in 
the  presence  of  silver  nitrate,  the  halogen  hydride  is  converted  into 
silver  halide  as  fast  as  it  is  formed  and  the  halogen  is  in  this  case 
quantitatively  changed  into  its  silver  salt.  Sulphur,  phosphorus, 
and  arsenic  are  oxidized  in  the  same  way  to  sulphuric,  phosphoric, 
and  arsenic  acids  and  any  metals  present  form  nitrates. 

*  Ann.  d.  Chem.  u.  Phann.  (1865),  136,  p.  129,  and  Zeit.  f.  anaL  Chem. 
4.  p.  451. 
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Procedure  for  Ike  Halogen  Determination. 

A  glass  tube  made  of  difGcultly  fusible  glass  (about  50  cm. 
long,  2  cm.  in  diameter,  with  walls  about  2  mm.  thick)  is  sealed  at 
one  end,  thoroughly  cleaned  and  dried  by  sucking  air  through  it. 

About  0.5  gm.  of  powdered  silver  nitrate  (or  in  the  ease  of 
substances  rich  in  halogen  as  much  as  1  gm.  may  be  used)  is  trans- 
ferred to  the  tube  by  pouring  the  powder 
I  ||.  Il      through  a  cylinder  made  by  rolling  up  a 

piece  of  glazed  paper  and  shoving  the  paper 
into  the  tube  imtil  it  reaches  about  the 
middle  of  it.  About  40  c.c.  of  pure  nitric 
acid  (sp.  gr,  1.5)  free  from  chlorine  are 
poured  into  the  tube  through  a  funnel 
whose  stem  is  about  40  cm.  long.  In  this 
way  only  the  lower  half  of  the  tube  is  wet 
with  the  acid.  The  tube  is  then  inclined 
to  one  side  and  from  0.15-0.2  gm.  of  the 
['I  ;t;     substance  contained  in  a  small  glass  tube 

[     F  I't     closed  at  one  end  is  introduced  into  it  (this 

\^  ^    smaller  tube  should  be  about  5  cm.  long 

and  5  mm,  wide).  As  soon  as  the  tube 
containing  the  substance  has  reached  the 
acid,  it  remains  suspended  (Fig.  42,  a).  It 
is  very  important  that  the  substance  should  not  come  in  contact 
with  the  acid  before  the  tube  is  closed  at  the  upper  end,  as  other- 
wse  there  is  likelihood  of  some  halogen  escaping. 

The  upper  end  of  the  tube  is  now  heate<l  very  cautiously  in 
the  flame  of  the  blast-lamp  until  the  tube  begins  to  soften  and 
thicken  (Fig.  42,  b).  It  is  then  drawn  out  into  a  3-5  cm.  long, 
thick-walled  capillary  and  the  end  fused  together  (Fig.  42,  c). 

After  the  tube  has  become  cold,  it  is  enveloped  in  asbestos 
paper,  carefully  shoved  into  tha  iron  mantle  of  a  "bomb  furnace," 
and  gradually  heated.  Aliphatic  substances  are  usually  decom- 
posed by  heating  four  hours  at  150-200°  C;  substances  of  the 
uomatic  series  usually  require  from  eight  to  ten  hours'  heating  at 
250-300°  C,  while  in  some  cases  an  even  longer  heating  at  a  higher 
temperature  is  necessary.    The  tame  and  temperature  must  be 


Fia.  42. 
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found  out  for  each  substance  by  experiment.    The  decomposition 

is  complete  when  on  cooling   the  contents  of  the  tube   neither 

crystals  nor  drops  of  oil  are  to  be  recognized.*    The  heating  is  so 

regulated  that  after  three  hours  the  temperature  of  about  200^  C. 

is  reached,  after  three  hours  more  250-270®  C,  and  finally  after 

another  three  hours  a  temperature  of  about  300®  C.  is  attained.f 

After  the  heating  is  finished,  the  tube  is  allowed  to  cool  completely 

in  the  furnace,  the  iron  mantle  together  with  the  tube  is  then 

removed,  and  by  slightly  inclining  the  mantle  the  capillary  of  the 

tube  is  brought  out  into  the  open  air.    In  most  cases  a  drop  of 

liquid  will  be  found  in  the  point  of  the  latter.    In  order  not  to  lose 

this,  the  outer  point  of  the  capillary  is  carefully  heated  with  a 

free  flame,  and  by  this  means  the  liquid  is  driven  back  into  the 

other  part  of  the  tube.    The  point  of  the  capillary  is  now  more 

strongly  heated  J  until  the  glass  softens,  when  it  will  be  blown  out 

in  consequence  of  the  pressm'e  within  the  tube.    The  gas  escapes 

with  a  hissing  soimd.    When  the  contents  of  the  tube  are  at  the 

atmospheric  pressure,  a  scratch  is  made  upon  it  with  a  file  just 

below  the  capillary,  and  this  is  touched  with  a  hot  glass  rod,  whereby 

the  tube  usually  breaks  and  the  upper  part  can  be  removed.    The 

contents  of  the  tube  are  then  carefully  poiu-ed  into  a  fairly  large 

beaker  without  breaking  the  little  tube  in  which  the  substance  was 

weighed  out,  and  the  inner  part  of  the  tube  as  well  as  its  capillary 

is  washed  out  with  water.     The  liquid  in  the  beaker  is  diluted  to 

about  300  c.c.  and  heated  to  boiling.    After  cooling,  the  insoluble 

silver  halide  is  filtered  off  through  a  Gooch  crucible,  and  after 

washing  and  drying  at  130°  C.  its  weight  is  determined. 

If  it  is  thought  that  the  precipitate  is  contaminated  by  frag- 
ments of  broken  glass,  as  is  often  the  case  even  with  careful  work, 
the  clear  liquid  is  decanted  through  a  filter,  the  residue  washed  by 


*  Sometimes,  with  substances  rich  in  sulphur,  crystals  of  nitrosyl  sulphuric 
acid  are  formed  and  adhere  to  the  sides  of  the  tube.  They  are  easily  distin- 
guished from  crystals  of  the  undecomposed  substance. 

t  Such  a  high  pressure  is  often  attained  that  the  tube  bursts  as  soon  as  it 
is  heated  very  hot.  In  such  cases  it  should  be  heated  to  only  200®  C,  allowed 
to  cool,  the  capillary  opened  and  the  gas  set  free.  It  is  then  fused  together 
again  and  heated  to  the  desired  temperature. 

X  Before  heating,  the  tube  and  the  hand  should  be  wrapped  in  a  towel  to 
avoid  accidents. 
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decantation  with  very  dilute  nitric  acid  to  the  disappearance  of 
the  silver  reaction,  and  the  residue  (except  when  it  is  silver  iodide) 
is  dissolved  in  warm  ammonia  water.  The  solution  is  filtered 
through  the  same  filter,  but  the  filtrate  is  this  time  collected  in  a 
fresh  beaker.  After  washing  the  filter  with  dilute  ammonia,  the 
filtrate  is  acidified  with  nitric  acid,  heated  to  boiling,  and  after 
allowing  the  silver  chloride  or  bromide  to  settle  in  the  dark,  it  is 
filtered  through  a  Gooch  crucible,  dried  at  130°  C,  and  weighed. 

In  the  case  of  silver  iodide,  it  cannot  be  dissolved  in  ammonia 
and  in  this  way  separated  from  splinters  of  glass.  In  this  case  the 
substance,  together  with  the  glass,  is  filtered  through  an  ordinary 
washed  filter  (not  a  Gooch  crucible),  completely  washed  with  dilute 
nitric  acid,  then  once  with  alcohol  in  order  to  remove  the  nitric 
acid,  and  dried  at  100®  C.  As  much  of  the  precipitate  as  possible 
is  transferred  to  a  watch-glass,  the  filter  burned,  and  its  ash  placed 
in  a  weighed  porcelain  crucible.  A  little  dilute  nitric  acid  is  added 
(in  order  to  change  any  reduced  silver  into  the  nitrate),  the  liquid  is 
evaporated  on  the  water-bath,  a  few  drops  of  water  and  a  drop  of 
pure  hydriodic  acid  are  added,  and  the  contents  of  the  crucible  are 
again  evaporated  to  dryness,  when  the  main  part  of  the  precipitate  is 
added,  heated  until  it  begins  to  fuse,  and  then  weighed.  '  The  mass 
in  the  crucible  is  then  covered  with  pure  dilute  sulphuric  acid,  a 
piece  of  chemically  pure  zinc  is  added,  and  the  crucible  allowed  to 
stand  overnight.  After  this  time  the  silver  iodide  will  be  com- 
pletely reduced  to  metallic  silver.  The  zinc  is  removed,  and  the 
residue  washed  by  decanting  several  times  with  water  imtil  the 
iodine  reaction  can  no  longer  be  detected.  The  residue  is  then 
warmed  with  dilute  nitric  acid  upon  the  water-bath,  in  order  to 
dissolve  the  silver,  the  solution  is  filtered  through  a  small  filter; 
and  the  latter  is  washed  with  water  and  dried.  This  filter  is  ig- 
nited in  a  crucible  and  the  residue  (the  glass)  is  weighed.  This 
second  weight  deducted  from  the  former  gives  the  amount  of  silver 
iodide  present. 

This  method  is  also  suitable  for  obtaining  lead  and  mercury 
from  organic  compounds  in  a  form  which  can  be  precipitated  by 
hydrogen  sulphide. 

The  method  of  Carius  is  by  far  the  best  for  the  determination  of 
halogens  in  organic  substances  when  only  one  of  the  halogens  is 
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present.     If  two  or  three  of  them  are  present  at  the  same  time, 
the  "  Hme  method  "  is  to  be  preferred. 

The  Lime  Method, 

Into  a  glass  tube  made  of  difficultly  fusible  glass  (about  40  cm. 

long,  1  cm.  wide  and  closed  at  one  end),  a  layer  of  lime  (free 

from  chloride)  from  5  to  6  cm.  long  is  introduced,  then  about  0.5 

gm.  of  substance,  and  finally  5  cm.  more  of  lime.   The  substance  is 

then  mixed  thoroughly  with  the  lime  by  means  of  a  copper  wire 

whose  end  is  wound  into  a  spiral.     The  tube  is  nearly  filled 

with  lime,  placed  on  its  side,  and  gently  tapped  so  that  a  small 

canal  is  formed  above  the  lime.    The  tube  is  then  placed  in  a  small 

combustion  furnace  (cf .  carbon)  and  heated.     First  of  all  the  front 

end  of  the  tube,  free  from  substance,  is  heated  to  a  dull  redness, 

then  the  back  end,  and  afterward  the  other  burners  are  lighted  one 

After  another  until  finally  the  whole  tube  is  at  a  dull-red  heat.   After 

cooling,  the  contents  of  the  tube  are  transferred  to  a  large  beaker 

and  the.  lime  dissolved  in  dilute  nitric  acid  free  from  chlorine. 

The  carbon  is  filtered  oflf,  and  the  halogen  precipitated  with  silver 

nitrate. 

0 

If  the  lime  contains  calcium  sulphate,  this  is  reduced  to  sul- 
phide, so  that  some  silver  sulphide  is  likely  to  be  precipitated  with 
the  silver  halide.  In  this  case  the  solution  is  treated  with  hydro- 
gen peroxide  (free  from  halogen)  before  enough  nitric  acid  has 
been  added  to  make  the  solution  acid,  the  liquid  is  boiled  to  re- 
move the  excess  of  the  reagent,  then  acidified,  filtered,  and  precipi- 
tated with  silver  nitrate.  In  the  analysis  of  substances  rich  in 
nitrogen,  it  is  possible  that  some  soluble  calcium  cyanide  will  be 
formed.  In  this  case  care  must  be  taken  that  the  silver  precipi- 
tate contains  no  silver  cyanide  (cf.  separation  of  cyanogen  from 
chlorine,  bromine,  and  iodine,  p.  261). 

HYDROBROMIC  ACID,  HBr.     Mol.  Wt.  80.97. 
Form :  Silver  Bromide,  AgBr. 

Hydrobromic  acid  is  determined  exactly  the  s^me  as  hydro- 
chloric acid.  This  is  also  true  of  the  determination  of  free  bro- 
mine^ and  bromine  in  non-electrolytes. 
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HydRIODIC  ActD,  HI.     Mol.  Wt.  127.86. 

Forms:  Silver  Iodide,  Agl,  and  Palladous 

Iodide,  Pdl,. 

(a)  Determination  as  Silver  Iodide. 

The  determination  of  hydriodic  acid  is  carried  out  in  exactly 
the  same  way  as  the  analysis  of  hydrochloric  acid.  If  it  is  de- 
sired to  filter  the  silver  iodide  through  an  ordinary  washed  filter 
instead  of  through  a  Gooch  crucible,  the  procedure  described  on 
p.  250  is  used,  converting  the  reduced  metal  to  iodide  by  dissolv- 
ing in  nitric  acid  and  adding  hydriodic  acid.  In  case  there  is  no 
hydriodic  acid  at  our  disposal,  the  main  portion  of  the  precipitate 
is  placed  in  a  weighed  porcelain  crucible  and  heated  until  it  begins 
to  melt  and  then  weighed.  The  filter  ash  is  placed  in  another 
crucible,  and  treated  "with  nitric  and  hydrochloric  acids,  whereby 
the  silver  and  any  unreduced  iodide  are  changed  to  silver  chloride. 
The  silver  chloride  is  weighed  and  the  equivalent  amoimt  of  silver 
iodide  is  added  to  the  weight  of  the  main  part  of  the  precipitate. 

Example, — Suppose  a  grams  substance  gave  p  grams  silver 
iodide  and  p'  grams  silver  chloride,  then 

AgCl:AgI  =  7)':a:, 

Agl 
We  have,  therefore,  in  a  grams  substance  p+  .  ^,p^  grams  silver 

AgOl 

iodide,  and  the  amount  of  iodine  present  may  be  calculated  in  the 

usual  manner. 

(b)  Determination  as  Palladous  Iodide. 

This  important  method  for  both  the  determination  of  bromine 
and  iodine  is  carried  out  as  follows: 

The  solution  is  acidified  with  hydrochloric  acid,  and  palladous 
chloride  solution  is  added  until  no  more  precipitate  is  formed. 
After  standing  one  or  two  days  in  a  warm  place,  the  broiMiish- 
black  precipitate  of  palladous  iodide  is  filtered  through  a  Gooch 
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crucible,  or  through  a  tared  filter  that  has  been  dried  at  100®  C, 
washed  with  warm  water,  dried  at  100®  C,  and  weighed  as  Pdl,. 

According  to  Rose,  the  Pdl,  may  be  changed  to  palladium  by 
igniting  in  a  current  of  hydrogen,  and  from  the  weight  of  the  palla- 
dium the  amount  of  iodine  calculated. 


SEPARATION  OF  THE  HALOGENS  PROM  ONE  ANOTHER. 

I.  Separation  of  Iodine  from  Chlorine. 

(a)  The  PaJladous  Iodide  Method, 

The  iodine  is  determined  as  above  as  palladous  iodide,  and  in  a 
second  sample  the  sum  of  the  chlorine  and  iodine  is  determined 
from  the  weight  of  their  insoluble  silver  salts. 

(6)  Method  of  Gooch. 

This  method  depends  upon  the  fact  that  in  a  dilute  solution  of 
the  three  halogens,  nitrous  acid  sets  free  iodine  alone: 

2KI+ 2KN0,+  4H,S04 = 4KHSO4+  2N0+ 2HjO+ 1,, 

which  escapes  from  the  solution  on  boiling.  In  one  sample,  there- 
fore, the  halogens  are  precipitated  together  in  the  form  of  their 
silver  salts,  in  a  second  sample  the  amount  of  the  chlorine  is  deter- 
mined after  setting  free  the  iodine  by  means  of  nitrous  acid,  and 
the  amount  of  iodine  determined  by  difference.  In  order  to  obtain 
correct  results  by  this  method,  the  solution  must  be  very  dilute 
when  it  is  boiled  to  expel  the  iodine;  otherwise  some  chlorine 
escapes. 

Procedure. — ^The  mixture  of  the  halogen  salts  (about  0.5  gm. 
of  thp  substance  should  be  dissolved  in  600-700  c.c.  water  in  a 
liter  flask)  is  treated  with  2-3  c.c.  of  dilute  sulphuric  acid, 
0.5-1  gm.  of  solid  potassium  nitrite  (free  from  halogen)  is  added, 
and  the  solution  is  boiled  until  entirely  colorless ;  in  most  cases  this 
is  accomplished  in  about  three-quarters  of  an  hour.  The  contents 
of  the  flask  are  now  treated  with  silver  nitrate  solution,  and  the 
resulting  precipitate  is  allowed  to  settle.  It  is  filtered  through  a 
Gooch  crucible,  and  weighed. 
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(c)  Method  of  Jannasch* 

Jannasch  proceeds  in  exactly  the  same  way  as  Gooch,  but  in- 
stead of  letting  the  iodine  escape,  he  collects  in  it  a  mixture  of 
caustic  soda  and  hydrogen  peroxide,  whereby  it  is  transformed  to 
sodium  iodide  and  is  subsequently  determined  as  silver  iodide. 
In  the  other  solution  the  chlorine  is  determined  in  the  usual  way. 

Procedure, — ^The  solution  containing  the  two  halogens  is  placed 
in  a  li-liter  round-bottomed  flask  and  diluted  to  a  volume  of  600-700 
c.c.  Like  a  wash-bottle,  this  flask  is  provided  with  one  glass  tube 
reaching  to  the  bottom,  through  which  vapor  can  be  conducted 
into  the  flask,  and  with  another  shorter  tube  for  the  escape  of  gas. 
This  second  tube  is  connected  with  an  Erlenmeyer  flask  for  a  re- 
ceiver, and  this  is  in  turn  connected  with  a  P^ligot  tube.  About 
50  c.c.  of  pure  5  per  cent,  caustic  soda  solution  are  placed  in  the 
Erlenmeyer  flask,  an  equal  volume  of  hydrogen  peroxide  free  from 
chlorine  is  added,  and  the  mixture  cooled  by  surrounding  the  flask 
with  ice  or  snow.  The  P^ligot  tube  is  likewise  filled  with  a  suitable 
amount  of  caustic  soda  and  hydrogen  peroxide.  From  6-10  c.c. 
of  dilute  sulphuric  acid  (1:5)  and  10  c.c.  of  10  per  cent,  sodium 
nitrite  solution  are  now  added  to  the  solution  containing  the  halo- 
gens, the  flask  is  immediately  closed,  and  the  contents  of  the  flask 
are  heated  over  a  free  flame  while  water  vapor  is  at  the  same  time 
conducted  into  it.  As  soon  as  the  liquid  begins  to  boil,  the  space 
above  is  filled  with  violet  vapors  of  iodine,  which  are  gradually 
driven  over  into  the  Erlenmeyer  flask,  where,  with  evolution  of 
oxygen,  they  are  completely  absorbed  by  the  hydrogen  peroxide 
solution.  The  iodine  is  changed  into  sodium  iodide  and  sodium 
hypoiodite  by  means  of  the  dilute  alkali: 

21 + 2NaOH  =  Nal+  NaOI+  HjO. 

The  sodium  hypoiodite.  however,  is  reduced  by  the  hydrogen 
peroxide  to  sodium  iodide: 

NaOI  +  HA  =*  HjO  +  0,  +  Nal. 

When  all  the  iodine  is  driven  over  into  the  receiver  (which  is 
always  the  case  after  the  solution  in  the  flask  has  become  colorless 

*  Zeit.  f ur  anorg.  Chem.  I,  p.  144,  and  Prakt.  Leit.  der  Grewichts-analyae, 
p.  182  et  seq. 
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and  has  been  boiled  for  twenty  minutes  longer),  the  delivery-tube 
between  the  distilling-flask  and  the  Erlenmeyer  flask  is  removed, 
the  liquid  within  it  is  washed  with  hot  water  into  the  Erlenmeyer 
and  the  current  of  steam  is  stopped.  The  contents  of  the  P^ligot 
tube  are  added  to  the  Erlenmeyer  flask  and  the  solution  heated  to 
boiling  in  order  to  remove  the  excess  of  hydrogen  peroxide.  After 
cooling,  the  liquid  is  acidified  with  a  little  sulphuric  acid ;  this  always 
causes  a  yellow  coloration  due  to  free  iodine.*  The  solution,  there- 
fore, is  treated  with  a  few  drops  of  sulphurous  acid,  whereby  it  is 
completely  decolorized.  An  excess  of  silver  nitrate  and  a  little 
nitric  acid  are  then  added,  the  liquid  is  boiled,  and  the  silver 
iodide  filtered  through  a  Gooch  crucible  and  weighed. 

For  the  chlorine  determination,  the  contents  of  the  distilling- 
flask  are  transferred  to  a  beaker  and  the  chlorine  determmed  as 
silver  chloride. 

Remark. — This  method  has  been  carefully  tested  in  the  author's 
laboratory  by  0.  Brunner,  and  in  the  above  form  has  been  foimd 
to  give  very  exact  results. 

Jannasch  recommends  a  sUghtly  different  procedure.  He 
adds  silver  nitrate  directly  to  the  alkaline  solution  in  the  Erlen- 
meyer flask.  In  this  way  accurate  results  are  obtained  provided 
there  is  no  iodate  formed  by  the  absorption  of  the  iodine.  In 
the  latter  case,  due  to  insufficient  cooling  of  the  contents  of  the 
receiver,  the  addition  of  silver  nitrate  results  in  the  formation  of 
some  silver  iodate,  and  this  amount  of  iodine  escapes  determination, 
for  silver  iodate  is  soluble  (though  difficultly  so).  In  such  cases 
the  results  obtained  are  too  low.  If  the  solution  is  acidified,  how- 
ever, the  presence  of  the  iodate  is  shown  by  the  separation  of  a 
little  iodine,  and  this  can  be  changed  by  sulphurous  acid  to  iodide, 
and  accurate  results  will  be  obtained. 


*  If  the  above  directions  are  closely  followed,  there  should  not  be  much 
aeparation  of  iodine.  It  may  be  caused  by  the  presence  of  a  small  amount 
of  nitrous  acid  which  is  not  oxidized  to  nitric  acid  by  hydrogen  peroxide  or 
if  the  contents  of  the  Erlenmeyer  flask  are  not  kept  cool,  appreciable  amounts 
of  sodium  iodate  (NalOs)  are  formed,  and  the  latter  is  not  reduced  by  hydro- 
gen peroxide. .  In  this  case  there  is  a  separation  of  a  considerable  amount  of 
iodine  on  acidifying  the  solution,  but  the  addition  of  sulphurous  acid  changes 
it  to  iodide  without  loss. 
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Determination  of  the  Halogens  by  Indirect  Analysis. 
(a)  Detenninaiion  of  Bromine  together  with  Chlorine, 

Principle. — In  this  method  the  sum  of  the  weights  of  the  silver 
salts  of  the  two  halogens  is  first  determined  and  afterwards  the 
silver  bromide  converted  to  silver  chloride  by  heating  in  a  current 
of  chlorine. 

Procedure. — ^The  solution  containing  about  0.5  gm.  of  the 
halogen  salt  is  acidified  with  a  little  nitric  acid  (free  from  chlorine) 
and  precipitated  in  the  cold  by  the  addition  of  a  slight  excess  of 
silver  nitrate.  The  liquid  is  heated  to  boiling,  with  frequent  stir- 
ring, and  after  cooling  again,  the  precipitate  is  filtered  through 
a  15  cm.  long,  asbestos  filter-tube  made  of  difficultly  fusible  glass. 
The  precipitate  is  dried  at  150°  C.  and  weighed  after  cooling. 

For  the  transformation  of  the  bromide  into  chloride,  the  asbes- 
tos is  shoved  forward  a  little  in  the  tube  by  means  of  a  glass  rod 
{in  order  that  the  gas  may  pass  through  it  more  readily),  the  tube 
IS  fastened  in  a  slightly  inclined  position,  and  a  current  of  dry 
•chlorine  gas  is  passed  through  it.  At  the  same  time  the  tube  is 
heated  cautiously  by  moving  a  small  flame  back  and  forth.  During 
the  first  half  hour  the  precipitate  should  not  be  heated  hot 
•enough  to  melt  it;  finally,  however,  the  temperature  is  raised 
until  it  begins  to  melt,  after  which  the  chlorine  is  replaced  by  air, 
And  after  cooling  the  residue  is  again  weighed. 

If  p  represents  the  combined  weight  of  the  two  silver  salts, 
a.nd  q  the  weight  after  the  silver  has  been  completely  changed 
to  chloride,  then 

Aga       AgBr 

1.  X    +    2/    =  p 

2.  X    +  my   =  q  (AgCl) 
and  from  this  it*  follows: 

In  this  equation  m= —^=0.76311. 

If  this  value  is  substituted  in  equation  (3),  we  obtain 

(AgBr)  T/=4.2213(p-5) 
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and 

(Aga)  x^p-y 

from  which  the  amount  of  bromine  and  chlorine  may  be  calculated. 

(6)  Determination  of  Iodine  together  vnih  Chlorine, 

The  same  procedure  is  used  as  above  described 
If  p  represents  the  weight  of  silver  iodide + silver  chloride  and 
q  the  weight  after  the  silver  has  been  converted  to  chloride,  then 

Aga    Agi 

h  X  -\-    y  =  p 

2,  X  +  my  ^  q  (AgCl) 

and  from  this  it  follows: 

m=:^= 0.61070. 
Agl 

If  this  value  is  substituted  in  equation  (3),  we  obtain 

(Agl)    2/=2.5687(p-g) 
and 

(Aga)  x=p-i/. 

(c)  DetermirujUion  of  Bromine  in  the  Presence  of  Iodine. 

In  this  case  p  represents  the  weight  of  the  silver  bromide  and 
silver  iodide,  and  q  as  before  the  corresponding  weight  of  silver 
chloride: 

Agl    AgBr 

1.  X   +    y  ^  p 

2.  mx  +  ny  =   ^(AgCl) 

and 

Q  n  1 

3.  x^ p 


71— in  n — m 
in  which 

m-^=0.61070    and  n=^^  =0.76311. 

Agl  AgBr 
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If  these  values  for  m  and  n  are  substituted  in  equation  (3), 
we  obtain 

(Agl)  x = 5.0070  p- 6.5614. g 
and 

(AgBr)  y=p-x. 

(d)  Determination  of  Iodine,  Bromine^  and  Chlorine  in  the  Presence 

of  One  Another. 

In  one  portion  of  the  substance  the  total  weight  (P)  of  the 
halogen  salts  is  determined,  and  this  is  changed  over  into  chloride 
whose  weight  (Q)  is  obtained.  In  a  second  portion  of  the  substance, 
the  iodine  is  determined  as  palladous  iodide,  whose  weight  is  (0- 

If  (t)  is  multiplied  by  1.305,  the  corresponding  weight  of  silver 
iodide  is  obtained  (p). 

If  (p)  is  subtracted  from  (P),  the  smn  of  the  weights  of  the 
silver  bromide  and  silver  chloride  is  obtained  (P—p). 

Again,  if  (t)  is  multiplied  by  0.7972,  the  corresponding  weight 
of  silver  chloride  is  obtained  (g),  and  if  this  is  subtracted  from  (Q), 
the  amount  of  silver  chloride  (Q—q)  will  be  obtained  which  corre- 
sponds to  the  amount  that  would  be  obtained  from  the  weight 

(p-p)- 

If,  then,  the  amount  of  silver  chloride  is  designated  by  x  and 
the  amount  of  silver  bromide  by  y,  we  have: 

AgQ    AgBr 

1.  a:  -I-     2/  =  (P-p) 

2.  X  +  my  ^  {Q—q) 
from  which  follows  from  p.  256,  (a) : 

3-  y=Y^KP-p)-(Q-<i)l 

(AgBr)  y=4.2213[(P-p)-(Q-9)] 
and 

(AgQ)  x=(P-p)-t/. 

Instead  of  determining  the  iodine  as  palladous  iodide  it  may 
be  removed  as  on  page  253,  6,  by  treatment  with  nitrous  acid 
and  the  weight  of  the  silver  bromide  +  silver  chloride  obtained. 
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The  amount  of  chlorine,  bromine,  and  iodine  follows  from  the 
above  calculation. 

For  the  determination  of  bromine  and  iodine  volumetrically 
consult  Part  II,  lodimetry. 

HYDROCYANIC  ACID,  HCN.     Mol.  Wt.  27.05. 

Forms:  Silver  Cyanidei  AgCN,  and  Metallic 

Silver,  Ag. 

Free  hydrocyanic  acid  as  well  as  the  cyanides  of  the  alkalies 
and  alkaline  earths  are  decomposed  quantitatively  by  silver  nitrate 
with  the  fonnation  of  insoluble  silver  cyanide. 

If,  therefore,  it  is  desired  to  determine  gravimetrically  the 
amount  of  cyanide  present  in  an  aqueous  solution  of  hydrocyanic 
acid  or  of  an  alkaline  cyanide,  the  cold  solution  is  treated  with  an 
excess  of  silver  nitrate,  stirred,  a  little  dilute  nitric  acid  is  added, 
the  precipitate  allowed  to  settle  and  it  is  then  filtered  through  a 
weighed  filter,  dried  at  100°  C.  and  weighed.  To  confirm  the 
result,  the  silver  cyanide  is  placed  in  a  porcelain  crucible,  the  filter 
burned  in  a  platinum  spiral,  its  ash  added  to  the  main  portion 
of  the  precipitate,  and  the  contents  of  the  crucible  ignited,  at 
first  gently  and  finally  imtil  the  silver  begins  to  melt;  it  is  then 
weighed. 

By  the  decomposition  of  the  silver  cyanide,  difficultly  volatile 
paracyanide  is  formed,  but  this  is  gradually  burned  away  by 
igniting  the  contents  of  the  open  crucible. 

Example :  Determination  of  Hydrocyanic  acid  in  Bitter-almond 
Water, — Bitter-almond  water  contains  cyanogen  as  free  hydrocyanic 
acid  and  as  ammonium  cyanide,  but  the  greater  part  is  present  as 
mandelic  acid  nitrile,  CeH5CH(0H)CN.  The  latter  compound  is  not 
decomposed  in  aqueous  solution  by  means  of  silver  nitrate,  but  is 
readily  acted  upon  by  the  latter  if  the  solution  is  made  ammoniacal 
after  the  addition  of  the  silver  nitrate  and  then  made  acid. 

The  gravimetric  determination  of  the  cyanogen  present  is  per- 
formed according  to  the  method  of  Feldhaus  *  as  follows: 

100  gms.  of  bitter-almond  water  are  treated  with  10  c.c.  of  a  10 
per  cent,  silver  nitrate  solution,  2-3  c.c.  of  concentrated  ammonia 

*  Zeit.  fur  anal.  Chem.  Ill  (18*64),  p.  34. 
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are  added,  the  solution  is  immediately  acidified  with  nitric  acid, 
the  precipitate  allowed  to  settle,  and  the  HON  determined  as 
described  above. 

Liebig's  volumetric  method  is  much  more  satisfactory  for  this 
determination  (see  Part  II,  Precipitation  Analyses). 

If  it  is  desired  to  determine  the  amount  of  cyanogen  in  a  solid 
alkali  cyanide,  a  weighed  amount  of  the  salt  is  dissolved  in  water 
containing  silver  nitrate,  and  the  solution  then  acidified  with 
nitric  acid  and  the  precipitate  treated  as  above. 

If  the  cyanide  is  dissolved  in  water  before  the  addition  of  the 
silver  nitrate,  there  is  always  a  slight  loss  of  hydrocyanic  acid. 

Some  complex  cyanides  are  quantitatively  decomposed  by 
silver  nitrate,  e.g.  those  of  nickel,  zinc,  and  copper  (the  latter 
only  slowly) ;  while  others  such  as  the  f erro-  and  f erricyanides  of 
the  alkalies  (and  mercuric  cyanide)  are  not. 

Determination  of  Cyanogen  in  Mercuric  Cyanide,  Method  of  Rose. 

Mercuric  cyanide  is  a  non-electrolyte  and  is  consequently  not 
precipitated  by  silver  nitrate,  but  it  is  acted  upon  by  hydrogen 
sulphide  with  the  formation  of  insoluble  mercuric  sulphide  and 
hydrocyanic  acid: 

Hg(CN)a  -I-  HjS = HgS + 2HCN. 

This  reaction,  however,  cannot  take  place  in  neutral  or  acid 
solutions  on  account  of  the  volatility  of  the  hydrocyanic  acid;  it 
must  be  performed  in  an  alkaline  solution.  In  order  to  avoid 
the  introduction  of  an  excess  of  hydrogen  sulphide  into  the  solu- 
tion, the  following  procedure  is  necessary : 

The  solution  of  the  mercuric  cyanide  is  treated  with  about 
twice  as  much  zinc  sulphate  dissolved  in  ammonia.  If  this  should 
cause  a  turbidity,  enough  ammonia  is  added  to  clear  it  up  and 
hydrogen  sulphide  water  is  then  slowly  poured  in.  This  causes  at 
first  a  brown  precipitate  which  becomes  black  on  stirring.  The 
hydrogen  sulphide  water  is  added  until  the  upper  liquid  shows 
a  jmre  white  precipitate  of  zinc  sulphide.  The  zinc  sulphate, 
therefore,  serves,  as  it  were,  as  an  indicator,  inasmuch  as  the 
pure  white  precipitate  will  not  be  formed  until  the  mercury  is 
^completely    precipitated.    The    precipitated    sulphides    are    now 
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filtered  off  and  washed  with  dilute  ammonia.  The  filtrate  con- 
tains all  of  the  hydrocyanic  acid  and  is  treated  with  an  excess  of 
silver  nitrate,  acidified  with  nitric  acid  filtered  and  the  weight  of 
the  silver  cyanide  determined  as  described  on  page  259. 

Determination  of  Hydrocyanic  Acid  and  Halogen  Hydride  in  the 
Presence  of  One  Another,  according  to  Neubauer  and 
Kemer.*  ' 

The  solution  is  treated  with  silver  nitrate  in  the  cold,  the 
precipitate  filtered,  dried  at  100®  C.  and  in  this  way  the  total 
weight  of  the  silver  salts  is  determined.  A  definite  amount  of 
the  precipitate  is  placed  in  a  porcelain  crucible,  heated  until  it 
is  completely  melted,  and  then  reduced  with  zinc  and  sulphuric 
add  as  described  on  page  250.  The  metallic  silver  and  para- 
cyanogen  are  filtered  off  and  the  halogen  determined  in  the  fil- 
trate according  to  page  253  et  seq. . 

The  above  separation  can  be  more  satisfactorily  effected  by 
means  of  a  volumetric  process  (See  Precipitation  Analyses). 

SULPHOCYANIC  ACID,  HCNS.     Mol.  Wt.  59.11. 

There  is  no  direct  gravimetric  method  for  the  determination 
of  sulphocyanic  acid.    The  carbon  and  sulphur  are  determined 
by  elementary  analysis  (which  see)  and  the  sulphur  is  oxidized  to 
sulphuric  acid  by  means  of  nitric  acid  and  weighed  as  barium 
sulphate.     It  will  not  do  at  all,  however,  to  treat  a  solid  alkah 
sulphocyanate  with  strong  nitric  acid  in  an  open  vessel,  for  on 
account  of  the  violent  action  some  of  the  hydrocyanic  acid  is  vol- 
atilized and  escapes  oxidation.    It  is  better,  as  E.  Heberlein  found 
in  the  author's  laboratory,  to  dissolve  the  alkali  sulphocyanate 
in  water  (Heberlein  used  20  c.c.  of  a  one-tenth  normal  potassium 
cyanide  solution)  and  add  10  c.c.  of  fuming  nitric  acid,  keeping 
the  beaker  surroimded  with  ice.    The  solution  is  at  first  colored 
yellow,  then  deep  red,  reddish  brown,  and  finally  becomes  colorless. 
The  sulphur  is  then  by  no  means  entirely  oxidized  to  sulphuric 
acid ;  to  accomplish  this  the  solution  must  be  kept  boiling  gently 
for  two  hours.     It  is  then  evaporated  almost  to  dryness,  taken 
up   in   200  c.c.  of  water,  precipitated  hot  with  barium  chloride 

*  Ann.  d.  Chem.  u.  Pharm.  (1857).  101,  p.  344. 
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solution  and  the  barium  sulphate  filtered  off  and  weighed.  Heber- 
lein  found  99.79 — 99.94  per  cent,  of  the  potassium  sulphocyanate 
taken.  The  oxidation  is  more  certain,  if  the  solution  of  the  alkali 
sulphocyanate  is  placed  in  a  flask  connected  with  a  retum-flow 
condenser,  treated  with  an  excess  of  fuming  nitric  acid,  boiled 
two  hours  and  then  treated  as  above.  In  this  way  Heberlein 
foimd  100.1  and  100.2  per  cent,  of  the  theoretical  amount  of  sul- 
phocyanic  acid.  The  oxidation  of  the  sulphocyanic  acid  is  still 
better  effected  by  first  precipitating  the  acid  in  the  form  of  its 
silver  salt  *  and  filtering  it  off  (it  is  only  necessary  to  wash  the 
precipitate  when  a  sulphate  is  also  present).  The  funnel  contain- 
ing the  precipitate  is  then  placed  over  a  small  flask,  the  apex  of 
the  filter  is  broken  with  a  glass  rod  and  the  precipitate  washed 
into  the  flask  by  means  of  a  stream  of  nitric  acid  (sp.  gr.  1.37-1.40). 
In  this  way  there  is  no  violent  reaction  and  no  loss  of  sulphocyanic 
acid  to  be  feared.  The  contents  of  the  flask  are  heated  to  boil- 
ing for  three-quarters  of  an  hour.  If  at  the  end  of  this  time,  red 
vapors  are  still  evolved  from  the  flask  (usually  due  to  small  par- 
ticles of  filter  paper)  it  makes  no  difference;  the  oxidation  of  the 
sulphocyanic  acid  is  sure  to  have  been  complete.  The  contents  of 
the  flask  are  evaporated  to  a  small  volume  in  order  to  remove  the 
excess  of  nitric  acid,  taken  up  with  water  and  the  silver  precipitated 
as  chloride  and  filtered  off.  The  sulphuric  acid  is  precipitated  in 
the  filtrate  as  barium  sulphate  and  the  latter  is  weighed.f 

Bromine  water  will  likewise  convert  sulphocyanic  acid  to  sul- 
phuric acid  readily  and  quantitatively. 

Hydrogen  peroxide  in  ammoniacal  solution  also  oxidizes  sul- 
phocyanic acid  completely  to  sulphuric  acid  but  the  oxidation 
requires  more  time  than  in  the  case  of  nitric  acid.  By  this  method, 
according  to  Heberlein,  the  alkali  sulphocyanate  is  treated  with  a 
large  excess  of  3  to  4  per  cent,  hydrogen  peroxide  (for  20  c.c.  of 
one-tenth  normal  sulphocyanate  solution,  120  c.c.  of  hydrogen  per- 
oxide are  used),  the  solution  made  ammoniacal,  allowed  to  stand 
twenty-four  hours  at  the  ordinary  temperature,  then  heated  two 


*  W.  Borchers,  Repertorium  der  anal.  Chemie,  1881,  p.  130. 
t  Borchers  precipitates  the  sulphuric  acid  without  removing  the  silver 
by  means  of  barium  nitrate.     The  procedure  given  here  is  better. 
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hours  on  the  water-bath,  and  finally  boiled.  After  acidifying  with 
hydrochloric  acid  the  sulphuric  acid  is  precipitated  with  barium 
chloride  and  the  barium  sulphate  formed  is  weighed. 

The  oxidation  is  effected  even  more  slowly  by  potassiiun  per- 
carbonate. 

■ 

BetermmatiGii  of  Sulphocyanic  and  Hydrocyanic  Acids  in  the 

Presence  of  One  Another  (Borchers).* 

The  amount  of  silver  nitrate  necessary  to  precipitate  both  of 
the  acids  is  determined  volumetrically  in  one  sample  of  the  substance 
(see  Precipitation  Analysis)  and  in  a  second  portion  the  weight  of 
the  barium  sulphate  formed  after  the  oxidation  of  the  sulpho- 
cyanic acid  is  determined.  From  the  latter  weight  the  amount 
of  sulphocyanic  acid  present  can  be  computed  and  also  the  amoimt 
of  silver  nitrate  that  would  be  required  to  precipitate  it.  If  this 
iimount  is  subtracted  from  the  amount  of  silver  nitrate  required 
to  precipitate  both  of  the  acids,  the  amount  of  silver  nitrate 
-equivalent  to  the  hydrocyanic  acid  present  is  obtained. 

Determination   of   Sulphocyanic   Acid   together   with   Halogen 

Hydrides  (Volhard). 

In  one  portion  the  amoimt  of  sulphocyanic  acid  present  is  deter- 
mined as  barium  sulphate  after  oxidation  with  nitric  acid.  A 
second  portion  is  heated  in  a  closed  tube  with  concentrated  nitric 
acid  and  silver  nitrate  (Carius  Method,  page  247)  after  which  the 
halogen  silver  salts  are  filtered  off,  weighed,  and  subsequently 
t^hanged  to  silve  chloride  as  described  on  page  256.  A  third  por- 
tion is  fused  with  sodium  carbonate  and  potassium  nitrate  and  the 
iodine  determined  from  the  melt  as  palladous  iodide  (see  page  258)  • 

HYDROFERROCYANIC  ACID,  H4Fe(CN)c.     Mol.  Wt.  216.28. 

Form:  Silver  Cyanide,  AgCN. 

The  most  accurate  procedure  for  the  analysis  of  cyanides  is 
to  determine  the  carbon  and  nitrogen  by  elementary  analysis 
(which  see). 

♦  Loc,  cU, 
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Determination  as  Silver  Cyanide  (Rose-Finkener). 

This  method  depends  upon  the  fact  that  all  salts  of  hydroferro- 
cyanic  acid  on  being  heated  with  yellow  mercuric  oxide  give  up 
their  cyanogen  to  the  mercury,  forming  soluble  mercuric  cyanide, 
while  the  iron  is  changed  to  insoluble  ferric  hydroxide.  Thus 
Prussian  blue  is  decomposed  as  follows: 

Fe/''[Fe''(CN)  J3+ 9HgO + 9H,0= 

= 9Hg(CN)a + 4Fe(OH)8 + 3Fe(0H),. 

A  weighed  amount  of  the  substance  is  treated  with  an  excess 
of  mercuric  oxide  and  the  liquid  is  boiled  until  the  blue  color  has 
completely  disappeared,  when  the  precipitate  is  filtered  off. 

On  filtering  off  the  insoluble  oxides,  at  first  a  clear  filtrate  is 
obtained,  but  on  washing  some  of  the  precipitate  usually  passes 
through  the  filter.  By  washing  with  a  solution  containing  a  dis- 
solved salt,  preferably  mercm*ic  nitrate,  it  is,  possible  to  obtain,  how- 
ever, a  clear  filtrate.  Even  then  the  operation  is  tedious,  so  that 
the  attempt  has  been  made  to  avoid  the  washing  of  the  precipitate 
by  diluting  the  liquid  containing  the  precipitate  suspended  in  it 
to  a  definite  volume,  filtering  through  a  dry  filter,  measuring  off 
a  definite  volume  of  the  filtrate,  and  subsequently  determining 
the  cyanogen  as  silver  cyanide  after  first  precipitating  out  the 
mercury  as  sulphide  (see  p.  260).  The  amount  of  cyanide  found 
is  then  calculated  over  into  the  amount  that  would  have  been 
obtained  in  case  the  whole  of  the  solution  had  been  used  for  the 
analysis.  In  this  way  an  error  is  introduced  which  in  some 
cases  is  considerable.  Let  us  assume  that  the  Prussian  blue  was 
decomposed  in  a  100-c.c.  flask  and  after  the  decomposition  was 
complete,  the  liquid  was  diluted  up  to  the  mark;  and  that  in 
50  c.c.  of  the  filtrate  p  gms.  of  cyanide  were  found. 

The  amount  of  cyanide  in  the  portion  weighed  out  is  not  2  pgms., 
for  the  volume  of  the  liquid  before  filtering  was  not  100  c.c,  but 
100— r  c.c,  where  v  is  the  volume  of  the  suspended  oxides. 
This  volume  v  can  be  determined  only  approximately,  so  that  the 
cyanogen  determination  by  this  method  will  never  be  abso- 
lutely certain.  In  order  to  obtain  exact  results,  the  first-men- 
tioned procedure  should  be  followed;  or,  better  still,  the  amount 
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of  carbon  and   nitrogen  should  be  determined  by  elementary 
anal3rsis. 

Soluble  ferrocyanides  may  be  satisfactorily  detennined  by 
titration  with  potassium  permanganate  (cf.  Part  II,  Oxidation 
and  Reduction  Methods).  For  the  determination  of  the  iron 
and  other  metals,  the  substance  is  heated  with  concentrated  sul- 
phuric acid,  the  residue  after  evaporation  is  dissolved  in  water, 
and  the  solution  analyzed  as  usual. 

Hydroferricyanic  Acid,  HjFe(CN),.    Mol.  Wt.  215.27. 

The  ferricyanides  are  analyzed  in  the  same  way  as  the  ferro- 
cyanides. 

Hypochlorous  Acid,  HCIO.    Mol.  Wt.  52.46. 

Hypochlorous  acid  is  always  determined  volumetrically  and 
vnll  be  discussed  in  Part  II  of  this  book,  under  Oxidation  Methods. 

GROUP  n. 

NITROUS,  HYDROSULPHURIC,  ACETIC,  AND  CYANIC   ACIDS. 

Nitrous  Acid,  HNO,.    Mol.  Wt.  47.05. 

Nitrous  acid  is  either  determined  volumetrically,  gasometric- 
ally,  or  colorimetrically.  The  two  former  methods  will  be  dis- 
cussed in  Parts  II  and  III  of  the  book. 

Colorimetric  Determination,  of  Peter  Griess. 

This  method  serves  only  for  the  determination  of  extremely 
small  amounts  of  nitrous  acid  (e.g.,  in  drinking-waters) ,  and 
depends  upon  the  formation  of  intensively  colored  azo-dyes. 

Inasmuch  as  azo-compouiids  are  formed  only  when  nitrous 
acid  is  present,  they  can  all  be  used  in  testing  for  this  acid,  but 
the  different  substances  do  not  prove  equally  sensitive  as  reagents. 
Thus  in  the  production  of  tri-amido-azo-benzene  (Bismarck  brown) 
not  less  than  yj^  mgm.  of  nitrous  acid  in  a  liter  can  be  detected, 
while  according  to  the  following  procedure  y^u^  mgm.  in  a  liter 
can  be  detected  with  certainty.  To  carry  out  the  determination 
two  solutions  are  necessary,  one  of  sulphanilic  acid  and  one  of 
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a-naphthylamine.    Both  substances  are  dissolved  in  acetic  acid* 
and  prepared  according  to  the  directions  of  Ilosvay  f  as  follows: 

1.  0.5  gm.  of  sulphanilic  acid  is  dissolved  in  150  c.c.  of  dilute 
acetic  acid. 

2.  0.1  gm.  of  solid  a-naphthylamine  is  boiled  with  20  c.c.  of 
water,  the  colorless  solution  is  poured  ofif  from  the  bluish-violet 
residue,  and  150  c.c.  of  dilute  acetic  acid  are  added. 

These  two  solutions  are  now  mixed.^  It  is  not  necessary  to 
protect  the  reagent  from  the  action  of  light,  but  it  is  desirable  to 
keep  impure  air  away  from  it.  As  long  as  the  solution  remains 
colorless  it  can  be  used.  If  it  comes  in  contact  with  nitrous  acid, 
which  is  often  present  in  the  air,  the  reagent  becomes  red,  and  in 
this  case  it  must  be  decolorized  by  shaking  with  zinc-dust  before 
using. 

Besides  the  above  reagent,  it  is  necessary  to  prepare  a  solution 
of  sodium  nitrite  of  known  strength.  For  this  purpose  a  concen- 
trated solution  of  commercial  potassium  nitrite  is  treated  with 
silver  nitrate  solution,  the  precipitated  silver  nitrite  is  filtered  off 
and  washed  a  few  times  with  cold  water.  In  order  to  obtain  abso- 
lutely pure  silver  nitrite  the  precipitate  is  dissolved  in  as  little  hot 
^  water  as  possible  and  quickly  cooled .  The  mass  of  crystals  is  placed  in 
a  funnel  provided  with  a  platinum  cone,  and  after  being  sucked  free 
from  mother-liquor,  it  is  washed  with  a  small  amount  of  distilled 
water.  The  silver  nitrite  is  placed  in  a  calcium  chloride  desiccator 
and  allowed  to  dry  in  the  dark.  As  soon  as  it  has  become  dry 
(shown  by  its  having  assumed  a  constant  weight)  exactly  0.4047  gm. 
of  it  is  weighed  out  into  a  liter  flask  and  dissolved  in  hot  distilled 
water.  About  0.2  to  0.3  gm.  of  pure  sodium  chloride  is  added  (i.e., 
a  little  more  than  the  theoretical  amount)  in  order  to  convert  the 
silver  nitrite  into  silver  chloride  and  sodium  nitrite.  After  becom- 
ing cold,  the  solution  is  diluted  to  exactly  one  liter  with  pure 
water,  then  thoroughly  shaken,  and  the  precipitate  allowed  to  settle. 
After  this,  100  c.c.  of  the  clear  Uquid  are  pipetted  into  a  second 

*  P.  Griess  uaed  dilute  sulphuric  acid  to  set  free  the  nitrous  acid.    Ilosvay 
showed  that  if  acetic  acid  were  used  the  reaction  was  much  more  sensitive, 
t  Bull.  chim.  [2]  2.  p.  317. 
X  Lunge,  Zeitschr.  f.  angew.  Chem.  1899,  Heft  23. 
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liter  flask  and  diluted  up  to  the  mark  with  water  free  from  nitrous 
acid.     1  c.c.  of  this  solution  contains  0.01  mgm.  NjO,. 

Procedure  for  the  Determination. 

50  c.c.  of  the  water  to  be  examined  are  placed  in  a  cylinder, 
such  as  is  shown  on  p.  57,  treated  with  5  c.c.  of  the  reagent, 
and  the  contents  of  the  cylinder  mixed  with  the  aid  of  the 
stirrer  shown  in  Fig.  24 ;  the  cylinder  is  placed  in  water  at 
about  70-80^  C.  If  as  much  as  ^if^  mgm.  of  nitrous  acid  is  pres- 
ent in  a  liter  of  the  water  tested,  the  red  coloration  will  appear 
within  one  minute;  with  relatively  larger  amounts  (e.g.,  as  much 
as  1  mgm.  per  liter)  the  solution  is  simply  colored  yellow,  unless 
■a  concentrated  solution  of  naphthylamine  is  used.  Meanwhile 
in  three  other  cylinders  are  placed  respectively  0.1  c.c,  0.5  c.c,  and 
1  c.c  of  the  solution  containing  a  known  amount  of  sodium  nitrite; 
each  is  diluted  with  water  up  to  the  mark  and  treated  with  the 
reagent  in  the  same  way.  As  soon  as  a  distinct  red  coloration  is 
apparent,  the  colors  are  compared  with  that  produced  by  the  water 
to  be  analyzed.  If  the  color  of  the  unknown  water  lies  between 
two  of  the  standards — e.g.,  between  that  produced  with  0.1  and  0.*i 
<;.c.  of  the  standard — ^then  three  more  .standards  are  prepared  con- 
taining, say,  0.2,  0.3,  and  0.4  c.c  of  the  known  solution.  When 
the  color  of  the  unknown  solution  is.matched,  then  the  water  con- 
tains the  same  amount  of  nitrous  acid  as  the  standard. 

If  the  water  contains  considerable  nitrous  acid  (e.g.,  over  0.3 
mgm.  per  liter),  then  the  red  coloration  will  be  so  dark  that  the 
colorimetric  determination  cannot  be  performed  with  certainty. 
In  this  case  a  definite  volume  of  the  water  is  diluted  with  distilled 
water  and  the  nitrous  acid  present  in  this  diluted  water  is  deter- 
mined as  before. 

Tromsdorflf  recommends  for  the  determination  of  nitrous  acid 
in  drinking-water  the  use  of  zinc  iodide  of  starch,  and  comparing 
the  blue  color  produced  by  the  nitrous  acid  (cf.  Vol.  I,  p.  287).  If 
tV  mgm.  of  nitrous  acid  is  present  in  a  liter,  the  blue  color  produced 
can  be  distinctly  seen ;  with  -^  mgm.  per  hter,  however,  the  color 
is  so  intense  that  it  is  unsuited  for  a  colorimetric  determination. 
This  method  is  not  to  be  recommended  because  in  the  first  place 
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it  is  far  less  sensitive  than  the  Griess  method,  and  second  because 
it  can  easily  lead  to  error  inasmuch  as  a  blue  color  will  be  often 
produced  when  there  is  no  nitrous  acid  present.  Traces  of  hydrogen 
peroxide  or  ferric  salts,  which  are  likely  to  be  present  in  a  drinking- 
water,  will  also  cause  the  solution  of  zinc  iodide  of  starch  to  turn 
blue. 

Hydrosulphuric  Acid,  H,S.    Mol.  Wt.  34.08. 

Forms :  Barium  Sulphate,  BaSO^,  ,  Hydrogen  Sulphide,  H^Sy 

and  colorimetrically. 

There  are  four  cases  to  be  considered: 

I.  The  determination  of  free  hydrogen  sulphide. 
II.  The  determination  of  sulphur  in  sulphides  soluble  in  water. 

III.  The  determination  of  sulphur  in  sulphides  insoluble  in 
water  but  decomposable  by  dilute  acids  with  evolution  of  hydro- 
gen sulphide. 

IV.  The  determination  of  sulphur  in  insoluble  sulphides. 

I.  Determination  of  Free  Hydrogen  Sulphide. 

(a)  Determination  of  Hydrogen  Sulphide  in  Gas  Mixtures, 

In  case  it  is  desired  to  know  the  per  cent,  of  hydrogen  sulphide 
present  in  a  mixture  of  gases,  the  analysis  is  best  made  volumetri- 
cally  (see  Part  II,  lodimetry),  but  it  is  possible  to  accomplish  the 
same  end  by  a  gravimetric  process. 

The  source  of  the  gas  is  connected  by  means  of  rubber  tubing 
with  the  ten-bulb  absorption-tube  shown  in  Fig.  45,  page  278,*  which 
contains  a  solution  of  ammoniacal  hydrogen  peroxide  free  from  sul- 
phuric acid .  The  other  end  of  the  absorption-tube  is  connected  with 
an  aspirator,  i.e.  a  large  bottle  of  about  4-5  liters  capacity  filled 
with  water  and  closed  by  means  of  a  double-bored  stopper.  Through 
one  hole  of  the  stopper  is  passed  a  right-angled  glass  tube  which 
reaches  just  below  the  bottom  of  the  stopper  in  the  bottle,  and  its 
other  end  is  connected  with  the  absorption-tube.  Through  the  other 
hole  in  the  stopper  is  placed  a  glass  tube  reaching  to  the  bottom 

*  Usually  two  of  these  tubes  are  used  in  order  to  make  sure  that  none  of 
the  gas  escapes  absorption. 
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of  the  bottle.  The  upper  end  of  this  tube  is  likewise  bent,  and  is 
connected  with  a  rubber  tube  to  serve  as  a  siphon;  on  the  lower 
end  of  the  rubber  tube  is  a  screw-cock. 

Before  beginning  the  experiment,  the  air  in  the  rubber  tubing 
between  the  source  of  gas  and  the  absorption-tube  is  removed 
by  conducting  the  gas  to  be  analyzed  through  it.  When  this  is 
accomplished  the  tubing  is  connected  with  the  absorption-tube. 
Water  is  now  allowed  to  run  slowly  from  the  aspirator  into  a 
vessel  graduated  in  liters;  after  from  2-5  liters  of  tiie  water  have 
run  out,  the  aspirator  is  closed  by  screwing  up  the  cock  on  the 
siphon  arm.  The  contents  of  the  absorption-tube  are  poured  into 
a  beaker,  slowly  heated  to  boiling,  and  kept  at  this  temperature 
for  from  five  to  ten  minutes.  The  solution  is  then  evaporated  on 
the  water-bath  to  a  small  volume,  a  little  hydrochloric  acid  is 
added,  the  solution  filtered  if  necessary,  and  the  sulphuric  acid  pre- 
cipitated at  a  boiling  temperature  with  a  boiling  solution  of 
barium  chloride.  After  the  precipitate  has  settled,  it  is  filtered 
off,  ignited  wet  in  a  platinum  crucible,  and  weighed  as  barium 
sulphate. 

Both  at  the  beginning  and  end  of  the  experiment  it  is  necessary 
to  note  the  temperature  of  the  room  and  the  barometer  reading. 
The  mean  of  these  readings  is  used  for  the  calculation.  The 
amount  of  hydrogen  sulphide  present  in  the  gas  is  computed  as 
follows: 

The  volume  of  water  which  has  flowed  out  of  the  aspirator 
represents  the  volume  of  the  gas  that  has  been  sucked  through 
the  apparatus  less  the  amount  absorbed  by  the  ammoniacal  hy- 
drogen peroxide  solution.  Let  V  represent  the  volume  of  water  in 
liters  which  has  flown  from  the  aspirator  and  p  the  weight  of 
barium  sulphate  found. 

Since  one  gram  molecule  of  bariiun  sulphate  corresponds  to 
one  gram  molecule  of  hydrogen  sulphide  and  the  latter  assumes  at 
QP  C.  and  760  mm.  pressure  a  volume  of  22.391  liters,  we  have: 

BaS04: 22.391 :7>:7i; 

Vj=»     '  ^^  ^=the  volume  of  the  hydrogen  sulphide  absorbed. 

Now  the  volume  (V)  of  the  gas  that  passed  through  the  apparatus 
was  at  f*  and  B  mm.  pressure,  while  V^  is  measured  at  0°  C.  and 
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760  mm.  pressure.    It  is  necessary,  therefore,  to  reduce  V  to  0**  C 
and  760  nmi.  pressure. 

y-(B-t(;)273 
^      760(273+0  ■ 
The  volume  of  the  gas  drawn  through  the  apparatus  is  then; 

and  we  have: 

(^o+V^i):^i=100:x, 

X  =  T^*-TTf  =  *^®  P^r  cent,  by  volume  of  hydrogen  sulphide  present. 

(b)  Determination  of  the  Amount  of  Hydrogen  Sulphide  Present 

in  Solution, 

By  means  of  a  pipette  a  definite  volume  of  the  solution  ia 
measured  out  and  allowed  to  run  into  ammoniacal  hydrogen  per- 
oxide with  constant  stirring  of  the  latter  by  means  of  the  pipette 
itself.  After  heating  to  boiling  and  acidif3ring  with  hydrochloric 
acid,  the  amount  of  sulphuric  acid  formed  is  determined  as  barium 
sulphate. 

n.  Detenninatlon  of  Sulphur  in  Sulphides  Soluble  in  Water. 

(a)  The  solution  is  treated  with  an  excess  of  ammoniacal 
hydrogen  peroxide  water,  slowly  heated  to  boiling  and  kept  at 
that  temperature  imtil  the  excess  of  the  reagent  is  destroyed,  when 
the  sulphuric  acid  is  precipitated  with  bariiun  chloride  and  weighed 
as  barium  sulphate. 

(P)  The  solution  is  treated  with  bromine  water  imtil  a  perma- 
nent brown  color  is  obtained,  when  it  is  warmed,  acidified  with 
hydrochloric  acid,  and  the  sulphuric  acid  determined  as  barium 
sulphate. 

If  the  solution  contains  thiosulphate,  sulphide,  and  sulphate^ 
as  is  likely  to  be  the  case  after  standing  in  the  air  for  some  time, 
the  sulphide  sulphur  is  precipitated  by  means  of  cadmium  acetate 
and  the  sulphur  in  the  precipitate  is  determined  as  under  III,  or 
the  cadmium  sulphide  is  oxidized  with  either  bromine  water  or 
fuming  nitric  acid,  and  the  sulphuric  acid  formed  determined  as 
barium  sulphate. 
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The  determination  of  thiosulphate,  sulphide,  and  sulphite 
sulphur  will  also  be  discussed  in  Part  II  of  this  book  under  lodim- 
etry. 

ni.  The  Determination  of  Sulphur  in  Sulphides  Soluble  in 

Dilute  Acids. 

Principle, — ^The  hydrogen  sulphide  is  evolved  by  treatment 
of  the  sulphide  with  dilute  acids,  and  absorbed  in  ammoniacal  hydro- 
gen peroxide  solution  as  under  .1 ;  or  the  hydrogen  sulphide  is 
absorbed  in  caustic  soda  solutioa  and  the  sodium  sulphide  formed 
analyzed  according  to  II ;  or  finally  the  gas  may  be  absorbed  in  a 
weighed  tube  containing  pumice  soaked  with  copper  sulphate 
solution,  in  which  case  the  gain' in  weight  represents  the  amount  of 
gas  absorbed. 

Evolution  and  Absorption  of  ike  Hydrogen  Sulphide, 

In  the  case  of  sulphides  rich  in  sulphur  0.25-0.50  gm.  of  the 
substance  should  be  taken  for  the  analysis,  while  of  those  (Contain- 
ing less  sulphur  a  correspondingly  larger  amount  should  be  taken. 
The  substance  is  placed  in  an  Erlenmeyer  flask  (Fig.  43,  a)  the  con- 
nection between  the  flask  and  the  receiver  is  broken  and  the  air  is 
expelled  from  K  by  conducting  hydrogen  gas  through  the  delivery 
tube  and  out  through  the  open  stop-cock  of  T,  After  a  rapid 
current  of  hydrogen  has  passed  through  tfhe  apparatus  for  about 
five  minutes,  the  receivers  V  and  P  are  partly  filled  with  an 
ammoniacal  solution  of  hydrogen  peroxide  *  (about  3-4  per  cent. 
H2O2) ;  placing  about  100  c.c.  of  the  solution  in  V  and  about 
10-20  c.c.  in  P. 

The  receiver,  F,  is  now  connected  with  the  delivery-tube  from 
the  evolution-flask  X,  and  hydrogen  is  conducted  from  T  throughout 
the  whole  apparatus  for  five  minutes  more  in  order  to  remove  as 

*  In  caae  hydrogen  peroxide  is  not  at  hand,  the  receivers  should  contain 
100  C.C.  of  dilute  sodium  hydroxide  solution  (250  gm.  to  1  liter).  After  the 
decomposition  is  complete  the  contents  of  the  receiver  are  transferred  to  a 
beaker,  30-50  c.c.  of  bromine  water  are  added,  the  solution  acidified  with 
hydrochloric  acid  (sp.  gr.  1.19)  and  boiled  while  carbon  dioxide  is  passed 
through  it  until  the  excess  of  bromine  is  completely  expelled.  The  sulphuric 
acid  formed  is  then  precipitated  with  a  hot  solution  of  barium  chloride. 
Instead  of  oxidizing  the  sodium  sulplude  to  sodium  sulphate  it  can  be 
titrated  with  iodine  (cf.  lodimetry). 
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much  as  possible  of  the  air  from  the  receivers.  After  this,  about 
20  C.C,  of  boiled  water  are  introduced  into  K  through  T  bo  that  the 
substance  is  entirely  covered,  then  dilute  hydrochloric  acid  (1  vol. 
concentrated  acid  +  1  vol.  of  boiled  water)  is  slowly  added  to  the 
contents  of  the  flask  and  the  decompo^tion  is  promoted  by  wann- 


ing somewhat.  When  the  evolution  of  the  gas  has  ceased,  the 
contents  of  K  are  heated  to  a  gentle  boiling  and  a  slow  current 
of  hydrogen  *  is  conducted  through  the  apparatus  from  T  for 
twenty  minutes,  when  the  flame  is  removed  and  the  current  of 
hydrogen  is  continued  for  fifteen  minutes  longer.  At  the  end  of 
this  time,  the  hydrogen  sulphide  will  surely  completely  be  driven 
over  into  V.t 

*  Tlie  hydrogen  is  evolved  from  zinc  and  sulphuric  acid  in  a  Kipp  gener* 
ator.  The  gaa  is  washed  first  with  an  alkaline  lead  solution  in  order  to  remove 
trares  of  hydrogen  sulphide  and  then  with  wat«r. 

t  By  the  absorption  of  the  hydrogen  sulphide  in  the  ammomocal  eoluticn 
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The  contents  of  the  two  receivers  are  washed  into  a  beaker 
and  slowly  heated  to  boiling  in  order  to  effect  the  complete  oxi- 
dation of  the  thiosulphuric  and  sulphurous  acids  and  to  expel  the 
excess  of  the  hydrogen  peroxide.  The  solution  is  finally  acidi- 
fied with  hydrochloric  acid  and  the  sulphuric  acid  determined  as 
barium  sulphate. 

This  method  yields  excellent  results  and  can  be  applied  with 
advantage  to  the 

Determination  of  Sulphur  in  Iron  and  Steel. 

Inasmuch  as  the  amount  of  sulphur  present  is  so  small,  a  large 
amount  of  the  substance  must  be  taken  for  the  analysis.  For 
pig  iron  2-5  gms.  are  sufficient,  while  with  steel  5  gms.,  and  with 
wrought  iron  as  much  as  10  gms.  should  be  used. 

The  determination  is  carried  out  in  the  same  way  as  before, 
except  in  this  case  a  stronger  acid  should  be  used  (HCl  sp.  gr.  1.12)  ; 
this  is  allowed  to  act  upon  the  iron  at  once  without  first  cover- 
ing it  with  water,  and  the  boiling  is  continued  for  at  least  half 
an  hour  after  the  gas  evolution  has  ceased. 

Remark. — ^According  to  this  method,  the  sulphur  is  not  com- 
pletely expelled  from  all  kinds  of  irons  and  steel.  Irons  rich  in 
silica  leave  behind  an  insoluble  residue  which  often  contains  con- 
siderable amounts  of  sulphur.  This  residue,  therefore,  should 
be  filtered  off,  fused  with  sodium  carbonate  and  potassium  nitrate 
(see  p.  277),  the  melt  extracted  with  water,  and  the  silicic  acid 
removed  by  evaporation  with  hydrochloric  acid.  From  the 
filtrate  the  sulphuric  acid  is  determined  as  usual  in  the  form  of 
barium  sulphate. 

Colorimetric  Determination  of  Sulphur  in  Iron  and  Steel.* 

Principle, — The  hydrogen  sulphide  evolved  from  a  weighed 
amount  of  iron  is  passed  into  a  flask  containing  cadmium  acetate 

of  hydrogen  peroxide  the  latter  is  always  colored  somewhat  yellow  owing  to 
the  formation  of  a  little  ammonium  disulphide.  This  yellow  color  can  be 
distinctly  seen  in  the  delivery-tube,  where  it  dips  into  the  solution  in  the 
receiver  and  later  disappears  owing  to  further  oxidation: 

When  the  color  can  no  longer  be  detected,  it  is  a  sign  that  the  greater  part 
of  the  hydrogen  sulphide  has  been  driven  over. 
*  J.  Wiborgh;  Stahl  und  Eisen  6  (1866),  p.  230. 


J74    GRAI^IMETRIC  DETEKMMATION  OF  THE  METALLOIDS. 

whereby  the  latter  is  colored  yellow  owing  to  the  formatioD  of 
cadmium  sulphide;  the  intensity  of  the  cotor  is  proportional  to 
the  amount  of  hydrogen  sulphide. 

If  a  grams  of  substance  produce  a  certain  shade  then  it  would 
take  2o  grams  of  &  substance  containing  half  as  much  sulphur  to 
duplicate  it,  or,  in  other  words,  the  relations  holds,  as  =a'a',  where 
a  and  a'  represent  the  amount  of  substance  taken  for  the  analysis 
and  8  and  s'  the  percentage  of  sulphur  present.     In  the  first  place, 
then,  a  scale  must  be  prepared  of  different  shades  representing 
different    percentages   of   sulphur.     For   this   purpose,    Wiboigh 
uses  the  apparatus  shown  in  Fig.  44.     It  con.sists  of  a  250-300-c.c. 
Erlenmeyer   flask   A    with   a   side- 
arm  funnel  T  and  with  a  ground- 
glass  connection  between  the  cylin- 
der B.    The  latter  is  about  20  cm. 
long,  and  is  from  5.5-6.0  cm.  wide 
at  the  top  and  about  8  mm.  at  the 
bottom.     'ITie    upper   edge   of    the 
cylinder  is  rounded  over  and  ground 
perfectly  smooth.     Upon  this  upper 
edge  are  placed   two  rubber  rings 
of  the  same  inner  diameter  as  the 
glass  cylinder.     Between  these  two 
rings  is  laid  a  circular  piece  of  cloth 
C  that  has  been  dipped  in  a  solution 
of  cadmium  acetate,  and  upon  the 
upper  rubber  ring  is  placed  a  wooden 
ring  H  which  is  held  firmly  against 
the  edge  of  the  cylinder  by  means 
of  three  clamps  K  (only  two  are 
shown  in  the  illustration). 
The  flask  A  is  filled  not  quite  half  full  with  distilled  water,  the 
contents  boiled  a  few  minutes  to  remove  the  air,  the  flame  is  re- 
moved, and  a  weighing-tube  containing  a  definite  amount  of   a 
substance  whose   sulphur  content    is   known  is  thrown  into  the 
flask.     The  cylinder,  with  the  cadmium  acetate  cloth  in  position, 
is  placed  upon  the  flask,  and  the  gentle  boiling  is  continued  until 
the  cloth  is  uniformly  moistened  with  the  aqueous  vapor  which 
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is  seen  to  pass  through  it.  The  water  must  not  be  boiled  too 
strongly  and  the  cloth  must  not  be  allowed  to  puff  up,  for  in  that 
case  it  will  become  distorted  and  afterward  an  unevenly  colored 
surface  will  be  obtained.  After  boiling  for  three  or  four  minutes 
sulphuric  acid  (1:5)  is  cautiously  added,  drop  by  drop,  to  the 
contents  of  the  flask  (3  c.c.  for  each  0.1  gm.  of  iron)  through  the 
funnel  T,  The  evolution  of  hydrogen  sulphide  begins  at  once 
and  is  recognized  by  the  cadmium  acetate  cloth  becoming  yellow. 
After  the  acid  has  all  been  added,  the  boiling  is  continued  until 
there  is  no  more  gas  evolved  from  the  substance,  and  then  for 
ten  minutes  more  in  order  to  completely  expel  it  from  the  solu- 
tion. 

The  piece  of  cloth  is  now  removed  and  placed  upon  a  piece  of 
white  filter-paper,  so  that  the  side  which  was  toward  the  flask  is  on 
top.  In  the  same  way  a  scale  of  six  different  shades  is  prepared 
corresponding  to  the  following  table: 


Tint  No.  1. 


Amount 

Weiched 

Out. 

0-8 

0-4 

0-2 

01 

008 

004 

002 


Per  Cent. 

Sulphur 

Present. 

00025^ 

005 

010 

020 

025 

050 

100 


0 
0 
0 
0 
0 
0 


0-8 

0*4 

0-2 

01 

008 

004 

002 


Tint  No.  2. 


Tint  No.  3. 


0 

0 

0 

0- 

0 

0- 


8 

4 

2 

1 

08 

04 


0-02 


0 
0 
0 
0 
0 
0 
0 

0 
0 
0 
0 
0 
0 
0 


005 
010 
020 
040 
050 
100 
200 

01 
02 
04 
08 
10 
20 
40 


Tint  No. 

4. 

Amount 

Weighed 

Out. 

Per  Cent 
Sulphur 
Present. 

0-8 

0 

015 

0-4 

0 

030 

02 

0 

060 

01 

0 

■120 

oos 

0 

■150 

004 

0 

300 

002 

0 

600 

Tint  No. 

5. 

0-8 

0 

025 

0-4 

0 

050 

02 

0 

100 

01 

0 

200 

008 

0 

250 

0-04 

0 

-500 

002 

1 

000 

Tint  No. 

6. 

0-8 

0 

035 

0-4 

0' 

070 

0-2 

0 

140 

01 

0. 

2S0 

008 

0- 

350 

0-04 

0 

700 

0-02 

1. 

400 
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To  illustrate  the  use  of  this  table,  suppose  we  wish  to  prepare 
the  scale  f'"om  a  sample  of  steel  containing  exactly  0.17  per  cent, 
of  sulphur.  How  much  of  it  should  be  weighed  out  in  order  to 
prepare  Tint  No.  1? 

From  the  table  we  know  that  this  shade  can  be  prepared  by 
weighing  out  0.8  gm.  of  an  iron  containing  0.0025  per  cent,  sul- 
phur, and  it  follows  from  what  has  been  said: 

0.8  X  0.0025 =xX  0.017 

0.8X0.0025     ^^,,. 
0.017       -QQ^^7gm. 


X  — 


We  must,  therefore,  weigh  out  0.0117  gm.  of  the  steel  in  order 
to  prepare  Tint  No.  1. 

In  the  same  way  the  amount  necessary  to  produce  Tint  No.  2 
will  be  found  to  be  0.0235  gm.,  etc.  For  the  determination  proper, 
from  0.1-0.8  gm.  of  the  substance  (according  to  its  supposed  sul- 
phur content)  is  weighed  out  and  treated  in  the  same  way.  If 
with  a  sample  of  0.2  gm.  a  shade  corresponding  to  Tint  No.  5  is 
obtained,  the  table  shows  us  that  0.1  per  cent,  of  sulphur  is  present. 

Remark, — The  above  process  is  very  simple  and  to  be  recom- 
mended in  case  a  large  nimiber  of  sulphur  determinations  are  to  be 
made,  as  is  the  case  in  iron  and  steel  laboratories.  For  a  single 
determination,  however,  it  is  quicker  to  use  one  of  the  other  methods 
unless  a  scale  is  already  at  hand.  These  standard  shades,  how- 
ever, can  be  purchased  from  dealers  in  chemicals. 

IV.  Determination  of  Sulphur  in  Insoluble  Sulphides. 

For  this  anal3rsis  the  sulphur  is  either  oxidized  to  sulphuric 
acid  and  determined  as  barium  sulphate,  or  the  sulphide  is  acted 
upon  in  a  suitable  apparatus  with  nascent  hydrogen,  whereby  the 
sulphur  is  evolved  as  hydrogen  sulphide  and  is  absorbed  by  one  of 
the  above-described  methods. 

The  oxidation  of  the  sulphide  can  take  place: 

(a)    In  the  Dry  Way, 
(6)    In  the  Wet  Way. 
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(a)  oxidation  in  the  dry  way. 

1 .  Fresenius'  Method :  Fusion  vrith  Sodium  Carbonate  and 

Potassium  Nitrate. 

The  extremely  finely  powdered  sulphide  is  intimately  mixed 
in  a  spacious  porcelain  crucible  with  twelve  times  as  much  of  a 
mixture  of  four  parts  sodium  carbonate  and  one  part  potassium 
nitrate,  covered  with  a  thin  layer  of  the  mixture  and  heated  at 
first  gently,  then  gradually  increasing  the  temperature  until  the 
contents  of  the  crucible  are  melted ;  it  is  then  kept  at  this  tempera- 
ture for  fifteen  minutes.  After  cooling,  the  melt  is  extracted  with 
water,  filtered,  the  residue  boiled  with  pure  sodium  carbonate 
solution  and  finally  washed  with  water  to  the  disappearance  of 
the  alkaline  reaction.  The  filtrate  is  treated  in  a  covered  beaker 
with  an  excess  of  hydrochloric  acid,  boiled  to  expel  the  carbon 
dioxide,  and  evaporated  with  the  frequent  addition  of  hydrochloric 
acid  until  all  the  nitrate  present  is  destroyed.  During  the  evapora- 
tion, silicic  acid  often  separates  out  and  must  be  filtered  off.  When 
no  more  odor  of  chlorine  can  be  detected  from  the  boiling  solution, 
it  is  diluted  to  a  volume  of  about  300  c.c.  and  precipitated  hot 
with  a  boiling  barium  chloride  solution. 

Remark. — This  is  the  most  reliable  method  for  determining 
the  total  amount  of  sulphur  in  insoluble  sulphides  and  serves  for 
testing  values  obtained  by  other  methods. 

It  is  important,  however,  to  conduct  the  fusion  in  such  a  man- 
ner that  none  of  the  combustion  products  of  the  sulphur  in  the 
illuminating-gas  comes  in  contact  with  the  contents  of  the  crucible. 
This  is  accomplished,  as  suggested  by  Lowe,*  by  placing  the  cruci" 
ble  in  an  inclined  position  within  a  hole  in  a  piece  of  asbestos  board. 

2.  Method  of  Bockmann. 

In  order  to  avoid  the  tedious  operation  of  destroying  the  nitrate 
which  is  necessary  in  the  method  of  Fresenius,  Bockmann  fuses  0.5 
gm.  of  the  substance  with  25  gms.  of  a  mixture  of  six  parts  sodium 
carbonate  and  one  part  potassium  chlorate.  The  contents  of  the 
crucible  are  heated  gently  at  first  and  finally  until  there  is  no  more 

'""  ♦  Zeit.  f.  anal.  Chem.  XX  (1S81),  p.  224. 
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evolution  of  oxygen.  After  cooling  the  melt  is  extracted  with 
water,  the  filtrate  acidified  with  hydrochloric  acid  and  precipitated 
at  a  boiling  temperature  with  barium  chloride. 

This  method  is  held  to  be  less  accurate  than  that  of  Fresenius, 
but  according  to  the  author's  experience  it  is  equally  good. 

3.  Oxidation  by  Chlorine  (Rose). 

This  very  important  method  is  used  less  to  determine  the  amount 
of  sulphur  present  in  insoluble  sulphides  than  it  is  to  effect  the 
solution  of  the  sulphide  for  the  separation  and  determination 
of  the  metals.  As  an  example  of  this  sort  of  an  analysis  we  will 
consider  the 

Analysis  of  Tetrahedrite  (Fahlerz). 

Tetrahedrite  is  a  sulpho-salt  corresponding  to  the  general  for- 
mula 4MSRjSg  in  which  M  is  Cu,,  Ag,,  Fe,  Zn,  or  Hg„  and  R  is 
As,  Sb,  or  Bi. 

From  0.5-1  gm.  of  the  finely-powdered  mineral  is  introduced 
by  means  of  a  long  weighing-tube  into  the  bulb  of  the  tube  R,  Fig.  45, 
which  is  30  cm.  long  and  IJ  cm.  wide  and  made  of  difficultly  fusible 
glass. 


Fig.  45. 

In  the  receivers  V  and  Z  are  placed  about  100  c.c.  of  hydrochloric 
acid  (1 : 4)  to  which  3.5  gms.  of  tartaric  acid  have  been  added,  and  a 
slow  but  steady  stream  of  chlorine  *  is  conducted  through  the  appa- 
ratus. 

*  The  chlorine  is  generated  in  a  Kipp  apparatus  from  chloride  of  lune  and 
hydrochloric  acid.  In  order  to  purify  the  gas  it  is  passed  through  the  wash- 
bottles  Af  B,  and  C.     The  first  contains  water  and  the  other  two  contain  con- 
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As  soon  as  the  chlorine  reaches  the  substance  in  R,  the  decom- 
position begins.  The  contents  of  R  become  heated  and  the  volatile 
chlorides  collect  in  the  front  part  of  the  tube.  When  the  action 
begins  to  diminish,  the  decomposition  is  assisted  by  heating  R 
with  a  small  iSame  kept  in  constant  motion.  The  heating  is  con- 
tinued until  only  brown  vapors  of 'ferric  chloride  are  given  ofif;  as 
little  as  possible  of  these  should  pass  into  the  receiver.  The  easily 
volatile  chlorides,  however,  are  driven  over  into  V  as  much  as 
possible  by  carefully  heating  with  the  flame.  After  allowing  to 
cool  in  an  atmosphere  of  chlorine,  the  tube  R  is  broken  by  first 
scratching  with  a  file  near  the  drawn-out  part  and  then  touch- 
ing it  with  a  hot  glass  rod.  Over  each  of  the  open  ends  of  the 
tube  a  clean,  moist  test-tube  is  placed  and  allowed  to  stand  this 
way  overnight;  in  this  way  the  sublimate  absorbs  water  and  can 
be  easily  washed  ofif  in  the  morning.  The  contents  of  V  and  Z 
are  poured  into  a  beaker  and  the  drawn-out  part  of  R  is  washed  out 
with  hydrochloric  acid  containing  tartaric  acid. 

TAe  Residue  A 

consists  of  silver,  lead,  and  copper  chlorides,  almost  all  of  the  zinc, 
lead,  considerable  amounts  of  iron,  and  the  gangue. 

The  SoliUum  B 

contains  all  of  the  sulphur  as  sulphuric  acid,  the  bismuth  as  chloride, 
the  arsenic  and  antimony  as  their  pentoxide  compounds,  a  part 
of  the  iron  and  zinc  and  often  small  amounts  of  lead. 

Treatment  of  the  Residue  A, 

This  is  warmed  for  a  long  time  with  dilute  hydrochloric  acid, 
diluted  with  water,  allowed  to  settle,  and  the  residue  consisting  of 
silver  chloride  and  the  gangue  is  filtered  ofif,  washed  thoroughly 
with  hot  water  in  order  to  make  sure  that  all  lead  chloride  is  re- 
moved, treated  with  ammonia  on  the  filter  and  the  silver  precipi- 
tated from  the  ammoniacal  filtrate  by  acidifying  with  hydrochloric 
acid,  and  determined  as  the  chloride.  The  residue,  insoluble  in 
ammonia,  is  ignited  wet  in  a  platinum  crucible  and  weighed. 

•centrated  sulphuric  acid.     It  is  also  well  to  introduce  a  calcium  chloride  tube 
filled  with  pieces  of  calcite  between  C  aud  R  in  order  to  remove  traces  of  acid. 
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Into  the  filtrate  from  the  silver  chloride,  hydrogen  sulphide  is 
passed  until  the  solution  is  saturated  with  the  gas,  the  precipitate 
consisting  of  copper  and  lead  sulphides  is  filtered  off,  and  the  lead 
separated  from  the  copper  as  sulphate  according  to  p.  160.  The 
filtrate  from  the  hydrogen  sulphide  precipitate  is  combined  with 
that  obtained  from  Solution  B  after  hydrogen  sulphide  has  been 
passed  into  it. 

Treatment  of  Solution  B. 

A  stream  of  carbon  dioxide  is  passed  through  the  solution  for 
some  time  in  order  to  remove  the  greater  part  of  the  excess  of  chlo- 
rine, and  hydrogen  sulphide  is  then  passed  into  it  at  the  tempera- 
ture of  the  wat^r-bath.  The  precipitate,  consisting  of  sulphides 
of  arsenic,  antimony,  mercury,  and  possibly  bismuth,  is  filtered 
off  after  standing  twelve  hours,  and  the  arsenic  and  antimony 
separated  from  the  mercury  and  bismuth  by  means  of  ammonium 
sulphide  as  described  on  p.  177.  From  the  ammonium  sulphide 
solution  the  arsenic  and  antimony  are  precipitated  by  acidifying 
with  dilute  hydrochloric  or  sulphuric  acid,  the  precipitated  sul- 
phides filtered  oflf  and  the  arsenic  separated  from  the  antimony  as^ 
described  on  p.  181  ei  seq. 

The  precipitate  insoluble  in  ammonium  sulphide  usually  consists 
almost  entirely  of  mercuric  sulphide  and  sulphur,  in  which  case 
it  is  washed  first  with  alcohol,  then  a  few  times  with  carbon 
bisulphide,  then  with  alcohol  again,  dried  at  100®  C.  (preferably 
in  a  Paul's  drying-oven)  and  weighed.  If  bismuth  is  present,  how- 
ever, the  mixture  of  the  two  sulphides  is  treated  with  nitric 
acid  of  sp.  gr.  1.2-1.3,  boiled,  an  equal  volume  of  water  added, 
the  residue  filtered  and  the  bismuth  determined  in  the  filtrate 
according  to  p.  141,  while  the  mercury  is  determined  as  above 
described. 

The  filtrate  from  the  hydrogen  sulphide  precipitate  contains 
iron  and  zinc  and  is  combined  with  the  corresponding  filtrate 
from  the  Residue  A,  which  likewise  contains  these  metals.  These 
are  precipitated  by  the  addition  of  ammonia  and  ammonium 
sulphide,  filtered  off,  dissolved  in  hydrochloric  acid,  the  solution 
oxidized  with  nitric  acid,  and  the  iron  separated  from  the  zinc, 
preferably  by  the  barium  carbonate  method  (see  p.  121). 
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It  is  best  to  determine  the  sulphur  in  a  separate  portion  by 
fusion  with  sodium  carbonate  and  potassium  nitrate  as  described 
on  p.  277. 

The  determination  of  the  sulphur  in  an  aliquot  part  of  the 
Solution  B  is  not  to  be  recommended  on  account  of  the  fact  that 
the  metals  present  are  likely  to  contaminate  the  precipitate  of 
barium  sulphate. 

(b)  oxidation  op  sulphur  in  the  wet  way. 

For  this  purpose  aqua  regia,  fuming  nitric  acid,  hydrochloric 
acid  and  potassium  chlorate,  and,  in  some  cases,  ammoniacal 
hydrogen  peroxide  have  been  proposed. 

Aqua  regia  is  most  frequently  used  in  practice  and  in  the  pro- 
portion first  recommended  by  J.  Lefort,*  viz.,  3  volumes  of  nitric 
acid  of  sp.  gr.  1.4  and  1  volume  of  hydrochloric  acid  of  sp.  gr.  1.2. 
As  an  example  we  will  cite  the 

Determination  of  Stdphur  in  PyrUe,  G.  Lunge's  Method, 

About  0.5  gm.  of  pyrite,  which  has  been  ground  as  fine  as  possible 
and  passed  through  bolting-cloth,  is  weighed  into  a  300-c.c.  beaker, 
treated  with  10  c.c.  of  the  above  mixture  of  nitric  and  hydrochloric 
acids,  and  covered  with  a  watch-glass.  The  decomposition  usually 
takes  place  immediately  with  evolution  of  bro^n  fumes  of  nitrogen 
peroxide.  If,  however,  the  action  does  not  begin  of  itself,  it  is 
started  by  gently  heating  the  solution,  after  which  the  flame  is 
quickly  removed.  As  a  rule  the  sulphide  is  decomposed  rapidly 
without  deposition  of  sulphur.  If,  however,  sulphur  should 
separate  out,  it  is  brought  into  solution  by  the  careful  addition 
of  a  very  little  potassium  chlorate.  When  everything  except 
the  light-colored  gangue  has  been  dissolved,  the  solution  is  trans- 
ferred to  a  porcelain  dish,  heated  to  boiling,  and  evaporated  on 
the  water-bath  to  dryness  (in  order  to  remove  the  greater  part 
of  the  nitric  acid).  The  dry  mass  is  moistened  with  1  c.c.  of 
hydrochloric  acid,  100  c.c.  of  water  are  added,  and  the  gangue, 
consisting  of  quartz,  silicates,  and  possibly  traces  of  lead  and  barium 

*  J.  de  Pharm.  et  de  Chimie  [IV],  Vol.  9,  p.  99,  and  Zeit.  fiir  anal.  Chem. 
DC.  p.  81. 
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sulphates,  is  filtered  off.  If  the  amount  of  insoluble  matter  is 
small,  then  it  is  not  necessary  to  filter  at  this  point. 

The  solution  should  not  be  precipitated  inmiediately  with 
barium  chloride  (cf.  p.  368);  it  must  be  freed  first  from  iron  by 
precipitation  with  ammonia  and  the  sulphuric  acid  determined 
in  the  filtrate  free  from  iron. 

To  separate  the  iron,  the  cold  solution  is  treated  with  an  excess 
of  ammonia  in  the  cold  (to  prevent  the  formation  of  a  basic  ferric 
sulphate),  and  afterward  heated  to  the  boiling-point  *  with  constant 
stirring.  The  precipitate  is  allowed  to  settle,  the  clear  liquid  poured 
through  a  filter,  and  the  precipitate  is  then  transferred  to  the  filter 
and  thoroughly  washed  with  hot  water,  so  that  the  precipitate  is 
well  churned  up  by  the  operation.  The  washing  is  continued  until 
1  or  2  c.c.  of  the  filtrate  will  give  no  turbidity  with  barium  chloride 
after  standing  several  minutes.  The  filtrate,  together  with  the 
wash  water,  usually  amounts  to  200-300  c.c,  but  in  case  its  volume 
is  greater  than  this,  it  should  be  concentrated  by  evaporation. 
It  is  acidified  with  hydrochloric  acid,  heated  to  boiling,  and  pre- 
cipitated with  a  boiling  solution  of  normal  barium  chloride,  of 
which  9  c.c.  should  be  sufficient  for  0.5  gm.  pyrite.  After  stand- 
ing for  half  an  hour  on  the  water-bath,  the  clear  supernatant 
liquid  is  poured  through  a  filter,  and  the  residue  is  washed  four 
times  by  decantation  each  time  with  100  c.c.  of  boiling  water.  It 
is  then  transferred  to  the  filter,  and  washed  with  hot  water,  until 
5  c.c.  of  the  filtrate  will  show  no  turbidity  with  sulphuric  acid. 
It  is  ignited  wet  in  a  platinum  crucible  and  weighed. 

Remark, — ^The  results  obtained  by  this  method  are  entirely 
satisfactory.    The  author,  after  comparison  with  all  other  methods 


*  After  the  solution  is  made  alkaline  with  ammonia  it  can  be  heated  to 
boiling  without  any  danger  of  forming  a  baBic  ferric  sulphate.  The  latter 
would  be  formed  if  the  weakly  acid  solution  were  boiled.  Even  when  the 
pyrite  contained  considerable  copper,  the  author  has  never  found  sulphuric 
acid  in  the  ammonia  precipitate  when  the  above  directions  were  followed.  In 
the  interest  of  accuracy,  however,  the  ammonia  precipitate  should  always  be 
tested  for  sulphur.  To  accomplish  this,  the  dried  precipitate  is  fused  with 
sodium  carbonate  (free  from  sulphur)  in  a  platinum  crucible,  the  melt  is 
extracted  with  water  and  any  sulphuric  acid  present  is  determined  as  barium 
sulphate  after  acidifying  with  hydrochloric  acid. 
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that  have  been  proposed  for  this  determination,  has  found  it  in  all 
cases  as  accurate,  and  in  many  cases  more  accurate,  while  it  is 
much  more  rapidly  accomplished.  In  a  few  cases  the  Lunge 
method  was  found  to  give  slightly  lower  results  than  that  of  Fre- 
aenius,  but  only  when  barium  or  considerable  amoimts  of  lead 
were  present.  In  such  cases  the  barium  and  some  of  the  lead  is 
left  behind  as  sulphate  in  the  insoluble  residue  and  escapes  the 
-determination;  but  it  is  precisely  this  sulphur  which  it  is  not  desired 
to  determine  in  a  technical  anal3rsis,  for  it  is  worthless.  Accord- 
ing to  the  Fresenius  method  all  the  sulphur  is  determined  irre- 
spective of  how  it  may  be  combined.  For  this  reason  the  latter 
method  possesses  a  certain  advantage  for  scientific  purposes  and  a 
-disadvantage  for  technical  work. 

As  excellent  as  the  Lunge  method  is  for  the  anal3rsis  of  p3nrite6, 
it  is  altogether  imsuited  for  the  determination  of  the  sulphur  pres- 
ent in  copper  sulphide  ores.  In  the  first  place  the  filtrate  from 
the  anmionia  precipitate  contains  so  much  copper  that  the  barium 
sulphate  will  be  impure,  and,  what  is  stUl  worse,  the  former  pre- 
cipitate usually  contains  very  appreciable  amounts  of  a  basic 
copper  sulphate  so  that  it  is  necessary  to  redissolve  it  in  hydro- 
chloric acid  and  repeat  the  precipitation  with  anmionia  two  or, 
three  times.  In  this  way  a  large  voliune  of  wash  water  is  obtained 
which  requires  a  tedious  evaporation.  In  such  cases  it  is  far 
better  to  make  the  analysis  by  means  of  the  Fresenius  method. 
As  a  rule,  the  oxidation  of  the  sulphiu'  to  sulphuric  acid  in  the  dry 
way  is  to  be  preferred  to  that  in  the  wet  way,  for  in  the  former  case 
the  sulphuric  acid  is  obtained  as  alkali  sulphate,  free  from  other 
metals,  which  is  a  great  advantage  (cf.  Sulphuric  Acid). 

In  spite  of  the  enormous  oxidizing  power  of  the  mixture  of 
nitric  and  hydrochloric  acids,  it  is  not  sufficient  for  the  anal3rsis 
of  roasted  pyrite,  because  part  of  the  sulphiu'  present  in  this 
case  escapes  as  hydrogen  sulphide  (cf.  Lunge's  ''Alkali  Makers' 

Handbook")- 
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(C)    EXPULSION   OF  HYDROGEN  SULPHIDE  FROM  INSOLUBLE 

SULPHIDES. 

(a)  The  Iron  Method* 

In  1881,  M.  Groger  showed  that  by  heating  p3rrite  with  iron 
out  of  contact  with  the  air  the  former  is  quantitatively  changed 
into  ferrous  sulphide, 

FeS,+Fe=2FeS, 

and  from  the  latter  all  of  the  sulphur  will  be  given  off  as  hydrogen 
sulphide  on  treatment  with  hydrochloric  acid.  In  1891  the  author 
independently  came  to  the  same  conclusion  and  worked  out  a 
method  which  permits  of  the  determination  of  sulphur  not  only 
in  pyrite  but  in  all  other  insoluble  sulphides. 

Procedure. — ^First  of  all  the  finely  powdered  sulphide  is  heated 
out  of  contact  with  the  air  with  iron  powder.  In  this  way 
part  of  the  sulphur  is  usually  given  up  to  the  iron,  and  the  com- 
pound itself  is  reduced  to  compounds  which  are  acted  upon  by 
hydrochloric  acid  with  evolution  of  hydrogen  sulphide;  the  latter 
is  absorbed  in  ammoniacal  hydrogen  peroxide  solution,  as  de- 
scribed on  p.  271.  The  heating  with  iron  is  accomplished  in  a 
small  glass  crucible  about  30  mm.  long  and  10  mm.  in  diameter 
(Fig.  43,  6),  which  can  be  easily  made  from  an  ordinary  piece  of 
combustion  tubing.  About  3  gms.  of  iron  powder  that  has  been 
previously  ignited  in  hydrogen  is  placed  in  the  crucible,  from  0.3- 
0.5  gm.  of  the  sulphide  is  thoroughly  mixed  with  it,  and  the  mix- 
ture is  finally  covered  with  a  thin  layer  of  iron  powder.  The  cru- 
cible is  now  placed  in  the  opening  of  the  piece  of  asbestos  board  A 
(Fig.  43, 6)  and  upon  it  is  placed  the  gas-delivery  tube  B  which  has 
been  prepared  from  difficultly  fusible  glass.  A  stream  of  dry 
carbon  dioxide  t  is  passed  through  the  apparatus  for  a  few  min- 

*  Berichte,  XXIV,  p.  1937. 

t  The  carbon  dioxide  is  prepared  from  marble  and  hydrochloric  acid  in  a 
Kipp  generator.  To  purify  the  gas  it  is  passed  through  a  wash-bottle  con- 
taining water,  then  through  one  containing  potassium  permanganate,  then 
through  a  tube  filled  with  pimiice  soaked  in  copper  sulphate  solution,  and 
finally  through  a  calcium  chloride  tube.  Potassium  permanganate  and  cop- 
per sulphate  serve  to  remove  traces  of  hydrogen  sulphide  that  the  caibon 
dioxide  might  contain. 
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utes  and  the  crucible  is  gently  heated  with  a  small  flame.  Usu- 
ally there  is  a  distinct  glowing  visible,  but  no  trace  of  the  sulphur 
is  lost  by  volatilization.  As  soon  as  the  contents  of  the  crucible 
have  ceased  to  glow,  the  temperature  is  raised  until  a  dull-red  heat 
is  obtained,  and  the  crucible  is  kept  at  this  temperature  for  ten 
minutes. 

After  cooling  in  the  carbon  dioxide,  the  crucible  together  with 
its  contents  is  placed  in  the  400-c.c.  flask  K  and  is  connected  with 
the  absorption  vessels  V'and  P  as  shown  in  the  figure.  The  rest 
of  the  procedure* is  carried  out  as  described  on  p.  271. 

Remark. — Commercial  iron  powder  always  contains  a  small 
amoimt  of  sulphur,  so  that  a  blank  experiment  is  first  made  with 
a  weighed  amount  of  the  same,  and  for  the  experiment  proper  the 
same  amount  of  iron  is  used.  The  amoimt  of  sulphur  found  to 
be  present  in  the  iron  is  subtracted  from  the  amount  foxmd  in 
the  analysis. 

The  author  was  disappointed  in  not  being  able  by  this  method 
to  distinguish  between  the  sulphur  present  in  insoluble  sulphides 
as  sulphide  and  that  present  as  sulphate  (barium  sulphate).  If 
the  amount  of  sulphate  present  is  small,  it  is  completely  reduced 
to  sulphide  by  this  method,  while  if  a  large  amount  of  sulphate 
is  present,  it  is  often  only  partially  reduced.  As,  however,  the 
amount  of  bariiun  sulphate'*'  present  in  insoluble  sulphides  is 
usually  small,  this  method  serves  for  the  determination  of  the 
total  amount  of  sulphur. 

(&)  The  Tin  Method,^ 

Principle, — ^Almost  all  insoluble  sulphides  on  being  treated 
with  metallic  tin  and  concentrated  hydrochloric  acid  give  off  all 
their  sulphur  as  hydrogen  sulphide.  Harding,  J  who  first  studied 
this  method,  used  tin  and  hydrobromic  acid. 

Procedure. — ^Into  the  evolution  tube  (Fig.  46),  which  is  20  cm. 
long  and  2,5  cm.  wide,  is  placed  a  layer  of  finely-powdered  tin  (g) 
about  0.5  cm.  thick.  Upon  this  the  substance  is  placed  enclosed 
in  tinfoil  (s)  and  then  a  layer  of  granulated  tin  about  6  cm.  deep 

*  Barium  sulphate  alone  is  redue€d  with  difficulty, 
t  Berichte,  XXV,  p.  2377. 
t  Berichte,  XIV,  p.  2085. 
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(Z)  is  added.    A  current  of  pure  hydrogen  is  conducted  through 
the  apparatus  for  about  five  minutes,  after  which  the  stop-coct 


If 


Fra.  4e. 

is  closed  and  the  tube  connected  with  the  receivers  P  and  V,  as 
shown  in  the  figure.  The  flask  V  contains  an  ammoniacal  solution 
of  hydrogen  peroxide,  while  P  contains  2  to  3  em.  of  water  in  onior 
to  remove  any  stannous  chloride  that  may  be  carried  over  with 
the  gas.  Concentrated  hydrochloric  acid  is  now  added  through 
the  drop-funnel  until  the  tin  is  at  the  most  half  covered  with  the 
acid.  The  contents  of  the  tube  are  then  wanned  slightly,  prefer- 
ably by  placing  it  in  a  small  paraffin  bath.  The  capsule  of  tin 
soon  dissolves,  and  the  substance  is  seen  to  be  floating  in  the  acid. 
It  dissolves  after  about  fifteen  minutes,  and  the  acid  becomes 
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perfectly  clear.  The  heating  is  now  continued  until  there  is  no 
more  yellow  coloration  to  be  detected  in  the  delivery-tube  which 
dips  into  the  receiver  V.  More  acid  is  then  added  to  the  contents 
of  the  tube,  until  the  tin  is  completely  covered  with  it  and  the 
heating  is  continued  for  half  an  hour,  meanwhile  first  heating 
the  contents  of  P  to  boiling  and  passing  a  current  of  hydrogen 
through  a.  By  this  means  all  of  the  sulphur  will  be  driven  over 
into  V  *  and  is  there  held  in  solution  as  ammonium  sulphate  and 
analyzed  as  described  on  p.  273. 

Remark. — ^This  method  afifords  an  accurate  means  for  deter- 
mining the  sulphur  present  in  insoluble  sulphides  as  sulphide  in 
the  presence  of  sulphate.  Thus  the  amount  of  pyrite  in  clay-slate 
that  contains  gypsum  can  be  determined  by  this  method,  although 
usually  the  treatment  with  aqua  regia  or  fusion  with  soda  and 
nitre  is  used.  By  these  last  two  methods,  however,  the  total  sulphur 
is  determined.  More  accurate  values  for  the  pyrite  present  in  such 
cases  may  be  obtained  by  decomposition  in  a  current  of  chlorine 
(see  p.  278),  in  which  case  only  the  sulphide  sulphur  is  determined. 

Finally,  it  may  be  mentioned  that  arsenic  sulphide  may  be  de- 
composed by  the  above  method,  although  a  longer  time  is  required 
than  Ls  the  case  with  pyrite,  copper,  chalcopyrite,  galena,  cinnabar, 
etc.  Arsenopyrite,  on  the  other  hand,  is  either  unacted  upon  or 
only  decomposed  with  difficulty,  while  the  iron  method  effects  the 
decomposition  with  ease. 

Determination  of  Sulphur  in  Non-electrolytes. 

In  order  to  determine  the  amount  of  sulphur  present  in  organic 
compounds,  it  is  oxidized  to  sulphuric  acid  and  determined  as 
barium  sulphate. 

The  oxidation  is  effected 
(a)  In  the  Wet  Way. 
(6)  In  the  Dry  Way. 

(a)  Oxidation  in  the  Wet  Way  {CariuB), 

This  operation  is  conducted  in  precisely  the  same  manner  as 
was  described  on  p.  248  for  the  determination  of  halogens,  except 

*  With  large  amounts  of  sulphur,  one  receiver  is  often  insufficient.  In 
such  cases  the  tube  6  is  connected  with  a  P^ligot  tube  containing  ammoniacal 
hydrogen  peroxide  as  shown  in  Fig.  43,  p.  272. 


288     GR/iyiMETRlC  DETERMINATION  OF  THE  METyfLLOIDS. 

in  this  case  there  is  no  silver  nitrate  added  to  the  contents  of  the 
tube.  After  the  closed  tube  has  been  heated  and  opened,  its 
contents  are  transferred  to  a  beaker,  hydrochloric  acid  is  added, 
and  the  liquid  is  evaporated  to  a  small  volume  in  order  to  remove 
the  nitric  acid;  it  is  then  diluted  with  water  to  a  volume  of  about  200 
c.c.  and  precipitated  hot  with  a  boiling  solution  of  barium  chloride 
and  weighed  as  barium  sulphate. 

(b)  Oxidation  in  the  Dry  Way  (Liebig), 

A  mixture  of  eight  parts  potassium  hydroxide  (free  from  suL 
phate)  and  one  part  of  potassium  nitrate  is  melted  in  a  large  silver 
crucible  with  the  addition  of  a  little  water.  After  cooling,  a  weighed 
amount  of  the  substance  is  added  and  the  contents  of  the  crucible 
again  heated  very  gradually,  frequently  stirring  the  mixture  with 
a  silver  wire  until  the  organic  substance  is  completely  decomposed. 
After  cooling,  the  melt  is  dissolved  in  water,  acidified  with  hydro- 
chloric acid  and  the  sulphuric  acid  formed  is  precipitated  and 
weighed  as  barium  sulphate. 

This  method  is  particularly  suited  for  the  determination  of  sul- 
phur present  in  difficultly  volatile  substances,  e.g.,  in  wood-cements. 

CH3 

Acetic  Acid,  |        .    Mol.  Wt.  60.04. 

COOH 

Free  acetic  acid  is  always  determined  volumetrically.  For 
the  analysis  of  acetates,  the  substance  is  heated  with  phosphoric 
acid  when  the  free  acetic  acid  distils  over  and  is  then  titrated 
(cf.  Part  II,  Acidimetry).  The  carbon  and  hydrogen  of  the  acetate 
can  be  determined  by  Elementary  Analysis  (which  see). 

CYA5IC  ACID,  HOCN.     Mol.  Wt.  43.05. 

The  only  method  for  examining  cyanates  consists  of  deter- 
mining the  amount  of  carbon  and  nitrogen  present  by  a  combus- 
tion (see  Elementary  Analysis). 

Determination  of  Cyanic  Acid,  Hydrocyanic  Acid,  and  Carbonic 
Acid  in  a  Mixture  of  their  Potassium  Salts. 

In  one  portion  of  the  substance  the  carbonic  acid  is  deter- 
mined by  the  addition  of  calcium  chloride  to  the  ammoniacal  solu- 
tion and  weighing  the  ignited  precipitate  as  calcium  oxide. 
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In  a  second  portion  the  cyanogen  of  the  cyanide  is  deter- 
mined as  silver  cyanide  by  treating  the  aqueous  solution  with  an 
excess  of  silver  nitrate,  then  acidifying  with  nitric  acid  and  deter- 
mining the  weight  of  the  silver  cyanide  as  described  on  p.  259. 

In  a  third  portion  the  potassium  is  determined  by  evaporating 
with  sulphuric  acid  and  weighing  the  residue  of  potassium  sulphate 
as  described  on  p.  38.  If  from  the  total  amount  of  potassium 
present  the  amount  present  as  potassium  carbonate  and  potassium 
cyanide  is  deducted,  the  difference  gives  the  amount  of  potassium 
combined  with  the  cyanic  acid. 

HYPOPHOSPHOROUS  ACID,  H^POj.     Mol.  Wt.  66.03. 

Forms:  Mercurous  Chloride,  Hg^Cl^;  Magnesium  Pyrophosphate, 

Mg,PA- 
(a)  Determination  as  Mercurous  Chloride. 

The  solution  of  the  salt,  which  is  slightly  acid  with  hydro- 
chloric acid,  is  treated  with  an  excess  of  mercuric  chloride;  by 
this  means  insoluble  mercurous  chloride  is  precipitated.  After 
standing  for  twenty-four  hours  in  a  warm,  dark  place  the  precip- 
itate is  filtered  through  a  Gooch  crucible,  washed  with  water 
dried  at  110°  C,  and  from  the  weight  of  the  mercurous  chloride  the 
aniount  of  hypophosphorous  acid  present  is  calculated  as  follows: 

H,PO,  +  2H,0  +  4HgCl3  =  2Hg,Clj  +  4Ha  +  H,PO, 

2HgA:H3PO,=  p:x 

H3PCVP 
2Hg,Cl, 

in  which  p  is  the  weight  of  the  HgjClj  obtained  in  the  analysis. 

(&)  Determination  as  Magnesium  Pyrophosphate. 

First  of  all,  the  phosphorous  acid  is  converted  into  phosphoric 
Acid  by  adding  5  c.c.  of  concentrated  nitric  acid  to  the  aqueous 
solution  of  from  0.5-1  gm.  of  the  substance  in  about  100  c.c.  of 
water,*  evaporating  on  the  water-bath  to  a  small  volume,  adding 
a  few  drops  of  fuming  nitric  acid  and  again  heating.  After  this  the 
phosphoric  acid  is  precipitated  by  magnesia  mixture  and  the  pre- 

*  If  the  hypophosphite  were  treated  with    nitric  acid,  metaphosphoric 
acid  would  be  obtained;  by  the  addition  of  water  the  ortho-salt  is  formed. 
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cipitate  is  weighed  as  magnesium  pyrophosphate  as  described 
under  Phosphoric  Acid. 

GROUP  in. 

SULPHUROUS,  SELENOUS,  TELLUROUS.  PHOSPHOROUS,  CAR- 
BONIC,  OXALIC,  IODIC,  BORIC,  MOLYBDIC,  TARTARIC,  META- 
AND  PYROPHOSPHORIC  ACIDS. 

Sulphurous  Acid,  HaSO..    MoL  Wt.  82.08. 

Form:  Barium  Sulphate,  BaSO^. 

The  sulphite  or  free  sulphurous  acid  is  first  oxidized  to  sul- 
phuric acid  and  then  precipitated  with  barium  chloride. 

The  oxidation  can  be  accomplished  by  means  of  chlorine^ 
bromine,  hydrogen  peroxide,  or  potassium  percarbonate. 

Oxidation  toith  Chlorine  or  Bromine, 

CJhlorine  or  bromine  water  is  allowed  to  flow  gradually  into 
the  aqueous  solution  of  sulphurous  acid,  or  of  a  sulphite,  the  excess 
of  the  reagent  is  subsequently  removed  by  boiling  and  the  sulphuric 
acid  is  precipitated  with  barium  chloride. 

Oxidation  wUh  Hydrogen  Peroxide* 

The  solution  of  sulphurous  acid  or  of  a  sulphite  is  treated 
with  an  excess  of  ammoniacal  hydrogen  peroxide,  heated  to  boil- 
ing in  order  to  remove  the  excess  of  the  peroxide,  acidified  with 
hydrochloric  acid  and  precipitated  with  barium  chloride  after 
making  acid  with  hydrochloric  acid. 

With  potassium  percarbonate  a  similar  procedure  is  used. 
The  alkaline  solution  of  the  sulphite  is  treated  in  the  cold  with 
solid  potassium  percarbonate,  gently  heated,  after  which  the  tern* 
peratm-e  is  gradually  raised  till  the  boiUng-point  is  reached. 
The  solution  is  then  acidified  with  hydrochloric  acid  and  pre- 
cipitated with  barium  chloride. 

*  The  hydrof^n  peroxide  must  always  be  tested  to  see  if  it  contains  sul- 
phuric acid;  if  it  is  found  to  be  present,  the  amount  is  determined  and 
afterward  an  accurately  measured  quantity  is  used  for  the  oxidation.  The 
amount  of  sulphuric  acid  from  the  peroxide  is  deducted  from  the  total  value 
found  in  the  analysis. 
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Sulphiirous  add  may  be  determined  very  accurately  by  a  volu- 
metric anal3rsis  (cf.  Part  II,  lodimetry). 

Selenous  and  Tellurous  Acids. 

The  analysis  of  these  acids  was  discussed  imder  Seleniiun  and 
Tellurium. 

Phosphorous  Acid,  H^PO,.    MoLWt.  82.03. 

Forms:  Mercurous  Chloride,  Hg^Cl^,  and  Magnesium  Pyro- 
phosphate, Mg^P^OT* 

This  determination  is  effected  exactly  as  that  of  h3q)ophos- 
phorous  acid  (cf.  page  289). 

In  this  case,  however,  it  is  to  be  noted  that  1  mol.  Hg^G,  cor- 
responds to  1  mol.  HgPO  : 

H,PO,+2HgCl,+H,0-Hj^^+2Ha+Hg,CIa. 

Determination  of  Phosphorous  and  Hypophosphorous  Acids. 

In  this  case  an  indirect  analysis  must  be  made.  After  oxidizing 
one  portion  of  the  substance  to  phosphoric  acid,  the  total  amount 
of  magnesium  pyrophosphate  is  found ;  mercuric  chloride  is  allowed 
to  act  upon  a  second  portion  and  the  weight  of  the  mercmrous 
chloride  formed  is  determined.  From  these  data  the  amount  of 
each  acid  present  can  be  calculated  as  follows: 

Suppose  we  have  a  solution  containing  the  two  acids.  Let  us 
denote  by  x  the  amount  of  hypophosphorous  acid  present  in  V  c.c. 
of  the  solution,  and  let  ox  represent  the  amount  of  mercurous 
chloride  produced  from  it  and  mx  the  amount  of  magnesium  pyro- 
phosphate. Further,  let  y  represent  the  amount  of  phosphorous 
acid  present  in  the  same  volume  of  the  solution  and  vy  the  cor- 
responding amoimt  of  mercurous  chloride  and  ny  that  of  mag- 
nesiimi  pyrophosphate.  The  total  amount  of  the  mercurous 
chloride  is  g,  while  the  total  amount  of  magnesium  p3rrophosphate 
is  p.    We  have  then 

ox  +  xnf^q 
from  which  it  follows 

x^q — V — - —  =  g.0.14004-p. 0.59294 
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and 

y=p — ^ a     ^      =p.l.4733-g- 0.17399. 

In  these  equations,  m,  n,  o,  and  v  have  the  following  values: 

Carbonic  Acid,  HjCOg.    Mol.  Wt.  62.02. 

Carbonic  acid  is  determined  gravimetrically  as  COj;  but  a 
more  accurate  determination  is  effected  by  expelling  this  gas  and 
measuring  its  volume. 

I.  Gravimetric  Determination  of  Carbon  Dioxide. 

This  analysis  may  be  accomplished  in  two  ways.  First,  we 
may  weigh  the  substance,  expel  the  carbon  dioxide  and  then  weigh 
it  again,  when  the  difference  will  represent  the  amount  of  gas. 
Second,  the  carbon  dioxide  may  be  expelled  from  a  weighed 
amount  of  the  substance  and  then  absorbed  in  a  suitable  appa- 
ratus ;  in  this  case  the  carbon  dioxide  is  weighed  directly. 

A.    DETERMINATION    OP   CARBONIC  ACID   BY   DIFFERENCE. 

{p)  Determination  in  the  Dry  Way. 

For  the  analysis  of  a  carbonate,  or  a  mixture  of  carbonates 
which  contains  no  volatile  constituent  other  than  the  carbon 
dioxide,  1  gm.  of  the  substance  is  weighed  into  a  platinum 
crucible  and  gradually  heated  to  a  high  temperature.*  In  case 
calcium,  strontium,  or  magnesium  is  present  a  final  heating  over 
the  blast-lamp  is  necessary,  while  with  other  carbonates  the  heat 
of  a  good  Teclu  burner  is  sufficient;  even  the  difficultly  decom- 
posable cadmium  carbonate  can  be  analyzed  by  this  method.  The 
carbonates  of  barium  and  the  alkalies,  on  the  other  hand,  do  not 
lose  their  carbon  dioxide  on  ignition. 

*  Carbonic  acid  cannot  be  determined  by  this  method  when  the  residual 
oxide  suffers  change,  as,  for  example,  in  the  case  of  FeCOt  &^<i  MnCOj  where 
an  oxidation  would  take  place. 
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If  the  substance  contains  water  besides  carbon  dioxide  then 
the  sum  of  the  water+  carbon  dioxide  is  determined  by  the  loss  on 
ignition,  and  the  amount  of  carbon  dioxide  is  determined  in  a  sec- 
ond portion  by  (i»). 

(fc)  DOerminalion  in  the  Wet  Way. 

Principfc.— The  weighed  carbonate  is  placed  in  an  apparr.tua 
containing  acid,  but  in  such  a  way  that  the  former  does  not  at  first 
come    in   contact  with  the  latter.     The 
whole  apparatus   is  then  weighed,  after 
which  the  acid  ia  allowed  to  act  upon  the 
substance,  when  carbon  dioxide  is  evolved  ^ 
and  escapes  from  the  apparatus.     (Care 
must  be  taken  that  no  moisture  escapes 
with  the  gas.)     By  afterward  weighing 
the  apparatus  and  subtracting  this  weight 
from  that  first  obtained,  the  weight  of 
the  carbon  dioxide  is  ascertained. 

Procedure. — This  analysis  is  easily 
accomplished,  and  a  lat^ge  number  of 
different  forms  of  apparatus  have  been 
devised  for  this  purpose.  In  this  book, 
however,  only  one  of  these  so-called  alka- 
limeters  will  be  described,  namely,  that 
of  Mohr,  which  in  an  improved  form  is 

shown  in  Fig.  47,  although  it  must  be  p 

stated  that  many  other  forms  (e.g.,  those 
of  Bunsen,*  Shrotter,  Geissler,  Frese- 
nius-Will,  etc.)  answer  the  purpose  equal- 
ly  weU.  ^•*'-  *' 

The  alkalimeter  consists  of  the  small,  wide-mouthed,  flat-bot^ 
tomed  flask  F,  which  has  a  ground-glass  connection  with  the  tubes 

•In  the  German  edition  of  this  book,  Bunsen' e  alkalimeter  is  described 
instead  of  Mohr's.  The  above  apparatus  has  the  advantage  of  having  a  stop- 
cock to  separate  the  acid  compartment  from  the  flask,  l^esidea  having  a  fiat 
bottom,  upon  which  it  wiil  rest  unsupported.  It  is  all  made  of  very  thin 
glass  and  weighs  comparatively  little. 
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A  and  B,  At  the  bottom  of  5  is  placed  a  loose  wad  of  cotton;  a 
cylinder  of  glazed  paper  about  3  cm.  wide  is  introduced  into  the 
neck  of,  the  tube,  and  through  this  cylinder  some  pieces  of  sifted 
calcium  chloride*  are  poured.  The  paper  cylinder  is  removed 
after  the  tube  is  about  three-quarters  full  of  calcium  chloride,  and 
care  is  taken  to  see  that  none  of  the  latter  adheres  to  the  glass 
above  the  filled  portion.  Another  wad  of  cotton  is  then  placed 
in  the  tube,  the  top  is  placed  upon  it,  and  the  tube  is  closed  tempo- 
rarily at  d  by  means  of  a  piece  of  stirring-rod  within  rubber  tubing. 
The  tube  should  be  kept  closed  when  not  in  use  to  prevent  the 
gradual  absorption  of  moisture  from  the  air.  Two  ordinary  cal- 
cium chloride  tubes  are  filled  in  the  same  way  about  two-thirds 
full,  but  in  this  case  softened  cork  stoppers  are  placed  at  the  end 
of  the  tubes  after  the  second  wad  of  cotton.  Through  a  hole  in 
each  stopper  a  short  piece  of  glass  tubing  with  rounded  ends  is 
introduced,  and  the  cork  is  shoved  far  into  the  tube  with  the  help 
of  a  stirring-rod,  leaving  the  outer  2  or  3  mm.  empty.  This  space 
in  the  tube  is  filled  with  molten  sealing-wax,  so  that  a  perfectly 
air-tight  connection  is  made.  These  tubes  are  also  closed,  when 
not  in  use,  by  stirring-rod  within  rubber  tubing. 

Before  beginning  the  determination  the  apparatus  must  be 
clean  and  dry.  It  is  not  advisable  to  dry  the  flask  by  washing 
with  alcohol  and  ether,  but  it  should  be  gently  heated  while  a  cur- 
rent of  dry  air  is  sucked  through  it.  As  aspirator  an  inverted 
wash-bottle  may  be  used,  from  which  the  water  is  allowed  to  run 
out  slowly  through  the  shorter  tube.  During  the  aspiration  the 
small  calcium  chloride  tubes  are  connected  with  c  and  d  respect- 
ively, so  that  no  moisture  can  enter  the  flask. 

When  all  is  ready  the  finely-powdered  substance,  which  has 
been  dried  at  100°  C.  and  cooled  in  a  desiccator,  is  placed  in  a 
weighing-tube,  from  1  to  1.5  gms.  are  transferred  to  the  flask  and 
a  little  water  is  added. t    The  tube  A  is  now  filled  two-thirds  full 

*  As  commercial  calcium  chloride  always  contains  a  little  free  lime,  some 
carbon  dioxide  will  be  absorbed  by  it  and  consequently  low  results  obtained 
in  the  analysis,  unless  the  calcium  chloride  is  saturated  with  carbon  dioxide 
before  the  analysis  is  made  (see  foot-note,  page  297). 

t  This  method  is  often  used  for  the  determination  of  the  carbonic  acid 
in  baking-powders.  Such  substances  are  decomposed  by  water  so  that  they 
should  be  kept  dry  until  after  the  apparatus  has  been  weighed. 
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^th  hydrocMoric  acid  (1  part  concentrated  acid  to  4  of  water)  by 
means  of  a  small  funnel  or  thistle  tube,  and  the  stop-cock  T 
must  be  turned  so  that  none  of  the  acid  will  nui  into  the  flask. 
The  whole  apparatus,  as  shown  in  Fig.  47,  is  now  placed  upon 
the  balance-pan  and  accurately  weighed.  The  stop-cock  T  is  then 
opened  so  that  the  acid  in  A  slowly  drops  into  the  flask.  As  soon 
as  the  evolution  of  carbon  dioxide  begins  to  take  place  quietly,  the 
apparatus  is  allowed  to  stand  without  watching  for  about  half  an 
hour.  At  the  end  of  this  time  all  of  the  acid  will  have  passed  into 
the  flask,  and  the  decomposition  will  be  nearly  complete  in  most 
cases.  It  now  remains  to  remove  all  carbon  dioxide  absorbed  by 
the  liquid  and  contained  in  the  apparatus.  This  is  effected  by 
gently  heating  the  solution  by  means  of  a  small  flame  until  the  acid 
just  begins  to  boil,  meanwhile  aspirating  a  current  of  dry  air  through 
c  and  out  at  d.  Not  more  than  three  or  four  bubbles  of  air  per 
second  should  be  allowed  to  pass  through  the  flask.  As  soon  as 
the  boiling  b^ins,  the  flame  is  removed  and  the  slow  current  of 
air  is  still  passed  through  the  apparatus  until  it  is  cold.  It  is  then 
stoppered  and  allowed  to  stand  near  the  balance  for  half  an  hour 
or  more,  after  which  it  is  again  weighed  without  the  stoppers.  The 
loss  in  weight  represents  the  amount  of  carbon  dioxide  originally 
present  in  the  substance  as  carbonate. 

Remark, — ^This  method  affords  excellent  results  in  the  esti- 
mation of  large  amounts  of  carbonic  acid,  but  it  is  unreliable  for 
the  analysis  of  small  amounts  such  as  are  present  in  cements, 
etc.  In  such  cases  the  Fresenius-Classen  or  Lunge-Marchlewski 
method  is  better.     (See  pp.  297  and  305.) 

The  objection  to  this  method  lies  in  the  fact  that  owing  to 
the  size  and  weight  of  the  apparatus,  there  is  likely  to  be  an 
error  in  making  the  two  weighings.*  On  the  other  hand,  it  is 
unquestionably  true  that  it  is  easier  to  expel  carbon  dioxide 
from  a  solution  than  it  is  to  absorb  it  quantitatively. 

B.    DIRECT   DETERMINATION  OF  CARBON  DIOXIDE. 

Here  again  the  determination  can  be  carried  out  both  in  the 
dry  and  wet  ways. 

♦  1  here  is  some  danger  of  losing  a  little  hydroehloric-acid  gas  during  the 
operation.  To  prevent  this  the  calcium  chloride  may  be  replaced  by  pumice 
impregnated  with  anhydrous  copper  sulphate,  or  the  carbonate  may  be 
decomposed  by  means  of  sulphuric  acid. 
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(a)  Determination  in  the  Dry  Way, 

From  one  to  two  grams  of  the  substance  are  weighed  out  into  a 
porcelain  boat,  and  the  latter  is  shoved  into  the  middle  of  a  horizon- 
tally held  glass  tube  which  is  about  20  cm.  long  and  1-1.5  cm.  wide, 
and  made  of  difficultly  fusible  glass.  Both  ends  of  the  tube  are 
provided  with  calcium  chloride  tubes  connected  with  it  by  means  of 
tightly-fitting  rubber  stoppers.  Through  one  of  the  calcium  chloride 
tubes  a  slow  stream  of  air  (free  from  carbon  dioxide)*  is  conducted 
and  the  other  is  connected  with  two  weighed  soda-lime  tubes  (cf. 
p.  298).  The  substance  is  heated  gradually  until  it  glows  strongly, 
meanwhile  passing  a  slow  but  steady  current  of  air  through  the 
apparatus.  When  there  is  no  further  heat  effect  to  be  detected 
in  the  soda-Ume  tubes,  the  substance  is  allowed  to  cool  in 
the  current  of  air  and  the  soda-lime  tubes  are  subsequently 
weighed.  The  increase  of  weight  represents  the  amount  of  carbon 
dioxide. 

Remark. — This  method  can  be  employed  for  the  analysis  of 
all  carbonates  with  the  exception  of  those  of  barium  and  the 
alkalies,t  though,  of  course,  no  other  volatile  acid  can  be  present 
at  the  same  time.  Water  is  kept  back  by  the  calcium  chloride 
tube. 

Example:  Analysis  of  While  Lead, — ^White  lead,  provided  it  is 
free  from  acetate  (which  must  be  shown  by  a  qualitative  test), 
can  be  accurately  and  expeditiously  analyzed  by  the  above 
method.  It  is  a  basic  carbonate  of  lead  and  contains,  therefore, 
lead  oxide,  carbon  dioxide,  and  water,  while  it  is  often  contami- 
nated with  sand. 

The  analysis  is  conducted  as  above  described  except  that  in 
this  case  the  calcium  chloride  tube  which  is  connected  with  the 
soda-lime  tubes  is  weighed.  The  gain  in  weight  of  the  former  repre- 
sents the  amount  of  water  in  the  substance,  the  gain  in  weight  of 
the  latter  shows  the  amount  of  carbonic  acid  present,  while  if  the 


*  The  air  is  passed  through  two  wash-bottles  containing  caustic  potash 
solution. 

t  Even  the  carbonates  of  the  alkalies  and  of  barium  csan  be  analysed  in 
this  way  if  they  are  mixed  with  potassium  bichromate. 
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residue  in  the  porcelain  boat  is  weighed  the  amount  of  lead  oxide 
is  determined.  After  weighing  the  latter  the  lead  oxide  is  treated 
with  hot,  dilute  nitric  acid,  when  it  will  dissolve  to  a  clear  solution 
if  pure,  while  any  sand  will  remain  behind  as  an  insoluble  residue. 
If  there  is  a  residue  it  is  filtered  oflF,  ignited,  and  weighed.  By 
deducting  the  latter  from  the  original  weight  of  the  residue  in  the 
porcelain  boat,  the  weight  of  the  pure  lead  oxide  is  obtained. 

(6)  Determination  in  the  Wet  Way,  after  Fresenius-CUissen. 

The  apparatus  necessary  for  this  determination  is  shown  in 
Fig.  48.  It  consists  of  a  decomposition-flask  of  about  400  c.c. 
capacity  provided  with  a  condenser  and  connected  with  the  drying- 
tubes  a,  fe,  and  c  and  with  the  weighed  soda-lime  tubes  d  and  e;  *  /  is 
a  protection  tube  whose  left  arm  is  filled  with  calcium  chloride  and 
whose  right  arm  contains  soda-lime.  The  .first  drying-tube,  a, 
contains  glass  beads  wet  with  concentrated  sulphuric  acid,  while 
h  and  c  contain  granula!*  calcium  chloride.f 

Procedure. — ^The  substance  is  weighed  out  into  the  dry  flask, 
covered  with  a  little  water  in  order  to  prevent  loss  of  the  substance 
and  a  slow  current  of  air  (free  from  carbon  dioxide)  is  conducted 
through  the  apparatus  in  order  to  remove  any  carbon  dioxide 
that  may  be  present  in  the  flask  or  in  the  three  drying-tubes. 
While  the  air  is  being  led  through  the  apparatus,  the  soda-lime 
tubes  are  carefully  wiped  with  a  Unen  cloth  and  weighed.  The 
current  of  air  is  now  stopped,  the  weighed  tubes  are  connected  with  c 


*  The  right  arm  of  the  last  soda-lime  tube  is  one-third  filled  with  calcium 
chloride  in  order  to  absorb  the  water  set  free  by  the  absorption  of  the  carbon 
dioxide  by  the  soda-Ume.  2NaOH+CO^=Na.CO,-fHp. 

t  As  commercial  calcium  chloride  always  contains  hme  which  will  absorb 
carix>n  dioxide,  it  must  be  saturated  with  this  gas  before  the  determination 
is  made  For  this  purpose  a  dry  current  of  the  gas  is  conducted  through 
the  tubes  for  one  or  two  minutes,  the  outer  end  of  the  tube  is  then  closed 
by  means  of  a  glass  rod  within  a  piece  of  rubber  tubing  and  the  other  end 
is  kept  connected  with  the  Kipp  generator  lor  twelve  hours-  At  the  end 
of  that  time  the  excess  of  carbon  dioxide  is  removed  by  passing  air  through 
the  tubes  for  twenty  minutes.  The  air  is  freed  from  carbon  dioxide  and 
dried  by  passing  through  two  bottles  containing  concentrated  caustic  potash 
solution  and  then  through  a  long  tube  filled  with  calcium  chloride. 
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on  the  one  hand  and  with  /  on  the  other,  after  which  a  slow  stream 
of  hydrochloric  acid  (1:3)  is  allowed  to  flow  upon  the  substance 
from  the  funnel  T,  causing  an  immediate  evolution  of  carbon 
dioxide  gas.  The  stream  of  acid  is  regulated  so  that  not  more 
than  3-4  bubbles  per  second  of  gas  pass  through  a.  When  all  of 
the  add  has  been  added,  the  contents  of  the  flask  are  slowly  heated 
to  boiling  and  while  the  solution  is  boiling  gently,  a  slow  current  of 
air  is  passed  tiirough  the  apparatus  so  that  not  more  than  2-3 


Fia.  48. 

bubbles  per  second  pass  through  a.  During  the  whole  operation, 
cold  water  is  allowed  to  flow  through  the  condenser;  in  this  way 
the  water  vapor  is  condensed  and  flows  back  into  the  flask  instead 
of  reaching  the  sulphuric  acid  in  a;  consequently  the  contents  of 
the  latter  tube  seldom  have  to  be  renewed.  Almost  all  of  the  car^ 
bnnic  acid  is  absorbed  in  the  first  soda-lime  tube,  as  may  be  ascer- 
tained by  the  heat  effect  there.  The  second  tube,  e,  should  remain 
perfectly  cold  pnwided  not  more  than  0.5-1  gm.  of  the  carbonate 
was  taken  for  the  analysis.  When  all  of  the  carbon  dioxide  has 
been  absorbed  the  tube  d  quickly  cools.  As  soon  as  this  has 
taken  place,  the  flame  is  removed  and  a  somewhat  more  rapid 
current  of  air  is  conduct<'d  through  the  apparatus  for  twenty 
minutes  more.  The  soda-lime  tubes  are  then  removed,  stoppered, 
and  allowed  to  .stand  in  the  balance  case  for  twenty  minutes,  in 
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order  to  acquire  the  temperature  of  the  balance;  they  are  then 
weighed. 

Remark. — ^The  results  obtained  by  this  method  are  perfectly 
satisfactory.  For  the  analysis  of  substances  containing  small 
amounts  of  carbonate,  from  3-10  gms.  are  taken  for  the 
anal3rsis. 

If  the  substance  contains  besides  the  carbonate  a  sulphide 
which  is  decomposable  with  acid,  a  tube  containing  pumice 
impregnated  with  copper  sulphate  *  is  introduced  between  a 
and  6,  and  this  serves  to  absorb  all  of  the  hydrogen  sulphide 
evolved. 

The  Fresenius-Classen  method  is  suitable  not  only  for  the 
•determination  of  carbon  dioxide  in  solid  substances,  but  also  for 
the  anal3rsis  of  carbonates  in  solution  provided  little  or  no  free 
carbonic  acid  is  present.  In  case  considerable  amounts  of  the 
latter  are  to  be  estimated,  as  in  the  case  of  many  mineral  waters, 
the  analysis  is  conducted  as  follows: 

Determination  of  the  Total  Amount  of  Carbonic  Add  in 

Mineral  Waters. 

From  3  to  4  gms.  of  freshly-burnt  lime  t  and  the  same  amount 

*  Sixty  gms.  of  pumice  in  pieces  about  the  size  of  a  pea  are  placed  in  a 
porcelain  dish  and  covered  with  a  concentrated  solution  of  30-35  gms.  of 
copper  sulphate.  The  solution  is  evaporated  to  dryness  with  constant  stirring 
and  the  residue  allowed  to  remain  in  the  hot  closet  at  150-160°  C.  for  four 
or  five  hours.  At  this  temperature  the  copper  sulphate  is  partly  dehydrated 
und  in  this  condition  it  absorbs  hydrogen  sulphide  more  readily  than  when 
in  the  hydrous  condition.  It  cannot  be  heated  higher  than  the  above  tem- 
perature as  otherwise  some  sulphur  dioxide  is  formed  which  would  be  absorbed 
by  the  soda-lime. 

t  To  prepare  this  lime  absolutely  free  from  carbonate,  the  lime  is  placed 
in  a  tube  of  difficultly  fusible  glass  and  heated  in  a  small  combustion  furnace, 
meanwhile  passing  a  current  of  dry  air  free  from  carbon  dioxide  over  it. 
In  this  way  4  gms.  of  commercial  lime  can  be  freed  from  carbonate  in 
one-half  to  three-quarters  of  an  hour.  That  the  carbon  dioxide  is  actually 
removed  can  be  shown  at  the  end  of  that  time  by  passing  the  escaping  air 
through  baryta  water;  there  should  be  no  turbidity.  A  blank  experiment 
should  always  be  made  with  this  lime.  If  it  is  desired  to  use  commercial  lime 
for  the  determination,  the  amount  of  carbonate  present  is  determined  and 
an  accurately  weighed  amount  is  used  for  the  analysis. 
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of  crystallized  calcium  chloride  *  are  placed  in  each  of  from  four 
to  six  Erlemneyer  flasks  whose  necks  are  of  such  a  size  that 
they  will  each  fit  the  apparatus  shown  in  Fig.  48.  The  flasks  are 
closed  by  means  of  tightly-fitting  rubber  stoppers  and  accurately 
weighed.  A  double-bored  rubber  stopper  is  taken  of  such  a  size 
that  it  will  fit  into  the  neck  of  each  of  the  above  flasks  and  through 
one  of  the  holes  is  fitted  a  short  glass  tube  which  reaches  about  3  cm. 
above  the  stopper  and  the  same  distance  below,  while  through  the 
other  hole  a  glass  tube  about  50  cm.  long  is  passed  which  likewise 
reaches  about  3  cm.  below  the  stopper.  To  fill  the  weighed  flasks 
with  the  water  to  be  analyzed,  they  are  taken  to  the  spring  and 
are  treated  one  after  another  as  follows:  The  solid  rubber  stopper 
is  quickly  replaced  by  the  one  fitted  with  the  two  tubes,  the  thumb 
is  placed  over  the  shorter  of  the  tubes,  and  the  flask  is  dipped  well 
below  the  surface  of  the  water,  but  so  that  the  longer  tube  still 
reaches  into  the  air  above.  The  thumb  is  now  removed  from  the 
shorter  tube,  when  the  spring-water  will  pass  into  the  flask  and  the 
replaced  air  will  escape  through  the  long  tube.  As  soon  as  the 
flask  is  almost  full,  the  shorter  tube  is  again  closed  with  the  thumb, 
the  flask  is  removed  from  the  water,  and  the  stoppers  are  once 
more  quickly  interchanged.  To  make  sure  that  the  solid  stopper  is 
not  loosened  while  carrying  the  flask  back  to  the  laboratory,  it  is 
covered  by  a  piece  of  parchment  paper,  and  fastened  by  means  of 
string  to  the  neck  of  the  flask.  The  flasks  are  then  allowed  to 
stand  several  days  with  frequent  shaking,  when  the  precipitate  is 
allowed  to  settle  and  the  flask  and  contents  are  weighed.  The  gain 
in  weight  represents  the  amount  of  water  taken  for  the  analysis. 
The  supernatant  liquid  is  quickly  poured  off  through  a  folded  filter, 
the  filter  is  immediately  thrown  into  the  flask,  and  the  latter  ia 
now  connected  with  the  apparatus  shown  in  Fig.  48.  The  carbon 
dioxide  is  determined  as  in  the  previous  process. 

This  method  is  capable  of  yielding  excellent  results  provided 
the  flasks  can  be  filled  as  above  described.  Often,  however,  the 
spring  is  not  easily  accessible,  so  that  the  flasks  must  be  filled  by  a 

*The  addition  of  calcium  chloride  serves  to  decompose  any  alkali  car* 
bonate.  Thib  is  not  quantitatively  decomposed  by  lime  alone,  parttculariy 
when  magnesium  carbonate  is  present. 
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difTeretit  method  and  usually  a  small  amount  -of  carbonic  acid  is 
lost  during  the  operation.  A  much  more  expeditious  and  accurate 
procedure  which  can  be  performed  within  one  hour  at  the  spring, 
consists  in  the  determination  of  the  total  amount  of  carbonic 
acid  present  in  mineral  waters  by  measuring  the  volume  of  the 
gas* 

2.  Gas-Toiumetric  Determination  of  Carbonic  Acid. 
(a)  Method  of  0.  PeUeraon.^ 
This  excellent  method,  upon  which   the  two  following  pro- 
cedures  are    based,  consists    of   evolving   carbon   dioxide   from 
carbonates  by  the  action  of  acid,  collecting  the  gas  over  mercury 


and  computing  its  weight  from  its  volume.  Patterson's  apparatus 
13  shown  in  Fig.  49,  and  was  used  by  him  for  the  determination 
of  the  carbonic  acid  in  sea-water  (Skagerrak),  in  carbonates,  and 
also  for  the  determination  of  carbon  in  iron  and  steel.    The  method 


*  Cf .  the  modified  method  on  p.  309 
tBeriohte,23  (1S90),  p.  1402. 
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of  determining  the  carbonic  acid  in  a  water  containing  small 
amounts  of  free  carbonic  acid  but  considerable  carbonate  will  suffice 
to  show  how  the  apparatus  is  used.  The  decomposition-flask  K 
is  filled  with  distilled  water  up  to  the  mark  just  below  the  side- 
arm  (the  mark  is  not  shown  in  the  illustration).  By  weighing  the 
flask  both  empty  and  with  this  amount  of  water,  the  volume  of  the 
flask  when  filled  to  the  mark  is  obtained.  The  flask  is  now  filled 
up  to  this  mark  with  the  water  to  be  examined,  a  small  piece  of 
aluminium  wire  is  thrown  in,  and  the  flask  is  connected  with  the 
rest  of  the  apparatus  as  shown  in  the  figure.  All  of  the  rubber 
tubing  should  be  firmly  fastened  to  the  glass  by  means  of  wire. 
The  cocks  a,  6,  and  d  are  closed,  c  is  opened,  and  the  air  in  the 
measuring-tube  is  removed  by  raising  M  until  the  mercury  risos 
in  the  capillary  up  to  the  crossing  point.  After  this  c  is  closed, 
a  is  opened,  M  is  brought  very  low,  and  the  screw-cock  d  Is 
slowly  opened.  By  this  means  the  hydrochloric  acid  in  N  is  intro- 
duced into  the  flask  K,  The  acid  is  allowed  to  run  into  the  flask 
until  the  upper  part  of  the  apparatus  is  reached,  when  d  is  closed 
and  then  a.  The  air  in  the  measuring-tube  (which  does  not  con- 
tain an  appreciable  amount  of  carbon  dioxide)  is  removed  by 
opening  c  and  raising  M,  after  which  c  is  again  closed.  Now  a  is 
once  more  opened,  M  is  lowered,  and  the  liquid  in  K  is  heated  by 
means  of  a  flame. 

A  lively  evolution  of  gas  at  once  ensues.  As  soon  as  the  meas- 
uring-tube is  almost  filled  with  the  gas,  a  is  closed,  the  flame  is 
removed  from  K,  M  is  raised  until  the  mercury  within  it  stands 
level  with  that  in  the  measuring-tube,  and  its  position  in  the  latter 
is  then  read.  At  the  same  time  the  barometer  reading  must  be 
noted  as  well  as  the  temperature  of  the  cold  water  which  surrounds 
the  measuring-tube.  After  this  b  is  opened  and  M  is  raised, 
whereby  the  gas  passes  into  the  Orsat  tube  0  which  contains 
caustic  potash  solution  (1:2).  As  soon  as  the  mercury  has  reached 
the  juncture  of  the  horizontal  and  vertical  tubes,  b  is  closed  and 
the  gas  is  allowed  to  remain  in  the  Orsat  tube  for  three  minutes. 
The  unabsorbed  gas  is  once  more  brought  into  the  measuring- 
tube,  taking  care  that  none  of  the  caustic  potash  solution  comes- 
with  it  (the  latter  should  not  quite  reach  the  stop-cock  6).  After 
bringing  the  gas  once  more  to  the  atmospheric  pressure,  its  volume 
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as  well  as  the  temperature  and  barometer  reading  is  noted.  As  a 
rule,  these  readings  of  the  barometer  and  thermometer  remain 
constant,  otherwise  it  is  necessary  to  reduce  the  gas  volumes  in 
each  case  to  0®  C.  and  760  mm.  pressure.  The  difference  between 
the  two  volumes  represents  the  amount  of  the  carbonic  acid 
gas.  The  unabsorbed  gas  is  removed  through  c  and  this  whole 
operation  of  collecting  the  gas  and  absorbing  the  carbon  dioxide 
is  repeated  until  finally  no  more  gas  is  given  off  from  the  liquid 
inX. 

In  case  it  is  desired  to  determine  the  amount  of  carbonate  in 
a  solid  substance,  a  smaller  decomposition-flask  should  be  used. 
The  aluminium  wire  is  added  to  the  weighed  substance  and  the 
apparatus  is  exhausted  by  repeatedly  lowering  .V,  closing  a, 
opening  c,  and  then  raising  M,  Finally  the  acid  is  allowed  to 
act  upon  the  substance  and  the  determination  is  carried  out  exactly 
as  described  above. 

Camputalian  of  the  Analysis, — Let  us  assume  that  from  a 
gms.  of  substance  V  c.c.  of  carbon  dioxide  were  obtained,  which 
was  measured  moist  at  t°  C.  and  B.  mm.  pressure.  First  of  all 
the  volume  is  reduced  to  0°  C.  and  760  mm.  pressure  by  the 
following  formula : 

V  ^V(B-w)-273 
•      760(273+0  * 
In  this  formula,  w  represents  the  tension  of  aqueous  vapor  ex- 
pressed in  millimeters  of  mercury. 

In  order  to  compute  the  weight  of  the  carbon  dioxide  from  this 
volume,  it  is  only  necessary  to  remember  that  a  gram-molecule  of 
any  substance  in  the  gaseous  form  at  0°  C.  and  760  mm.  pressure 
occupies  a  volume  of  22,391  c.c. 

In  this  case  (X)3=44=  1  gm.  molecule  of  carbon  dioxide;  there- 
fore 

22,391 :  44  =7o:  2^1 
44 

22,391 
and  in  percentage 

44 


•^1       OO  Ofti      '  0 


:^j.^-0.19655.percentCO. 
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Remark, — ^The  addition  of  aluminium  is  absolutely  necessary. 
By  boiling  an   acid  solution,  carbonic  acid  is  not  completely 


Fig.  60. 
expelled;  this  is  only  effected  when  a  different  gas  simultane- 
ously passes  through  the  solution.     Formerly  it  was  customary 


CAS-yOLUMETRlC  DETERMINATION  OF  CARBONIC  ACID,  305 

to  pass  air  through  the  apparatus,  but  Petterson  accomplished 
the  same  purpose  by  generating  hydrogen  within  the  liquid 
itself. 

(6)  Method  of  Lunge  and  Marchlewshi* 

Lunge  and  Marchlewski  carry  out  the  determination  according 
to  the  same  principle  as  that  of  the  above  process;  i.e.,  by  simul- 
taneously evolving  hydrogen  (aluminiimi  and  hydrochloric  acid), 
measuring  the  gas,  and  absorbing  the  carbon  dioxide  by  means  of 
caustic  potash  in  an  Orsat  tube. 

The  apparatus  which  they  reconunend  is  shown  in  Fig.  50  6. 
It  consists  of  the  40-c.c.  decomposition-flask  N,  the  140-c.c. 
measuring-tube  a,  the  compensation-tube  C,  and  the  levelling- 
tube  B]  the  three  last  are  connected  together  as  shown  in  the 
figure. 

In  the  case  of  all  gas-volmnetric  methods,  the  volume  of  the 
measured  gas  must  be  reduced  to  0*^  C.  and  760  mm.  pressure, 
which  ordinarily  requires  a  knowledge  of  the  temperature  and  the 
barometric  pressure.  In  this  method  the  reduction  is  accom- 
plished without  paying  any  attention  to  the  actual  readings  of 
the  thermometer  and  barometer  by  means  of  the  compensation- 
tube  C,  which  contains  a  known  amount  of  air,  viz.,  that  amount 
of  air  which  in  a  dry  condition  assimaes  a  volume  of  100  c.c.  at 
{f  C.  and  760  mm.  pressure.  If,  therefore,  this  amount  of  air  has 
a  volume  of  F'  at  t^  and  atmospheric  pressure  P'  (with  the  mer- 
cury at  the  same  level  in  B  and  C),  we  know  that  this  volume  of 
any  gas  would  be  equal  to  100  c.c.  at  0°  C.  and  760  mm.  pressure. 
By  raising  the  levelling-tube  B  so  high  that  F'  c.c.  is  compressed  to 
100  c.c,  we  have  accomplished  the  reduction  in  a  mechanical  way. 
If,  however,  there  is  a  gas  volume  V  in  the  measuring-tube  A 
under  the  same  pressure  as  that  in  the  compensation-tube  (this  is 
the  case  when  the  mercury  level  is  the  same  in  A  and  C),  we  can 
reduce  this  volume  to  the  standard  conditions  by  simply  raising 
B  until  the  volume  of  the  gas  in  C  is  just  100  c.c,  taking  care  that 
the  mercury  remains  at  the  same  height  in  the  tubes  A  and  C. 
The  volume  of  the  gas  F/'  in  A  corresponds,  therefore,  to  the  vol- 

♦Zeitschr.  f.  angew.  Chem.,  1891,  p.  229. 
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ume  of  this  gas  at  0^  C.  and  760  mm.  pressure,  for  it  has  been  com 
pressed  to  the  same  degree  as  the  gas  in  C    This  is  apparent  when 
we  remember  that  at  a  constant  temperature  the  product  of  the 
pressure  into  the  v61ume  remains  a  constant  for  any  gas. 

In  the  compensation-tube  we  have  the  volume  V  at  atmos- 
pheric pressure  P\  and  after  compression  the  volume  becomes 
7^'  =  100  c.c.  and  the  pressure  is  P^y  from  which  it  follows: 

1.  yP'^Vo'^o. 

In  the  measuring-tube  A,  we  have  the  volume  V"  at  the  atmos- 
pheric pressure  P',  and  after  compression  this  volume  becomes 
y/',  and  the  pressure  P^,  so  that 

By  dividing  equation  1  by  equation  2  we  have: 

T'P'      Fo'Po 


or 


7"P'     Fo"Po 


7':7"  =  7o':>^o" 


and  Fo"  ^s,  therefore,  the  reduced  gas  volume  that  is  desired. 

Before  using  the  apparatus  for  the  determination,  it  is  necessary 
to  fill  the  compensation-tube  with  the  correct  amount  of  air;  this 
is  accomplished  as  follows: 

First  of  all  a  calculation  is  made  to  determine  what  would  be 
the  volume  of  100  c.c.  of  dry  air  measured  at  QP  C.  and  760  mm. 
pressure  when  measured  moist  at  the  temperature  of  the  laboratory 
and  the  prevailing  barometric  pressure.  To  illustrate,  let  us 
assume 

<=17.5*^C.;  S=731  mm.;    tx?=14.9  (tension  of  aqueous  vapor), 

then 

y^  100X760X290.5^ 
273(731-14.9) 

Accordingly  112.9  c.c.  of  air  are  introduced  into  the  tube 
C  by  removing  the  stopper  and  lowering  the  levelling-tube  until 
the  merciuy  in  the  compensation- tube  stands  at  exactly  1 12.9  c.c. 
A  drop  of  water  is  added  by  means  of  a  pipette,  the  tube  is  iro- 
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mediately  stoppered,  and  an  air-tight  seal  is  made  by  covering  the 
latter  with  mercury.  A  rubber  stopper  containing  a  gbss  tube  is 
then  pressed  down  into  D.  After  this  the  temperature  and  pres- 
sure may  vary  as  much  as  it  wiU;  the  reduced  volume  of  the  air 
in  C  will  always  be  equal  to  100  c.c. 

Procedure  for  the  Analysis. — About  0.08  gm.  of  aluminium  wire, 
i.e.,   enough  to  furnish   approximately   100  c.c.  of  hydrogen,  ia 
weighed    out   into   the    decomjKtsit ion- 
flask.    Such  an  amount  of  the  substance 
to  be  analyzed   b   added,  that  at  the 
most  30  c.c.  of  carbon  dioxide  will  be 
generated,   and   the  flask  is   connected 
with  the  funnel  tube  M,  and  capUlary  n. 
Connection  is  also  made  with  the  tube  A 
after  it  has  been  completely  filled  with 
mercury  by  rabing  B.    The  air  from  N  is 
now  exhausted  by  lowering  B,  opening  k 
so  that  e  \s  connected  with  A,  then  clos- 
ing h  by  turning   it  90°,  and  carefully 
rusing  B   until   the  mercury  stands  at 
an  equal  height  in  A  and  B;  after  thb 
h   is   turned    ao    that  A    is    connected 
with    the   capillary   d.   and   the  air    in 
A    is    expelled.     After    repeating    thb 
process  three  or  four  times  until  finally 
only  two  or  three  centimeters  of  air  re- 
main  in  A,   5  i?  lowered,  the  hydro- 
chloric acid  (1:3)  is  added  Xjo  M,  h  'is 
carefully  opened,  then  m  until  10  c.c.  of    the   acid    have    run 
into  the  flask   N,  when  m   is   once   more    closed.    The   carbon 
dioxide  evolution  begins  at  once  and  the  mercury  level  quickly 
falls  in  A.    The  contents  of  the  flask  are  heated  to  boiling  over  a 
flame  and  Icept  at  this  temperatiu-e  until  all  of  the  aluminium  has 
dissolved.      During  the  whole  operation  the  mercury  level  in  B 
must  be  kept  lower  than  that  in  A.     In  order  to  transfer  the  gas 
remaining  in  the  flask  JV  into  the  tube  A,  M  is  filled  with  distilled 
water,  m  is  slowly  opened  and  the  water  is  allowed  to  run  into  N 
until  the  stop-cock  h  b  reached,  when  the  latter  is  immediately 
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closed.  The  gas  is  then  compressed  by  raising  the  tube  B  until 
the  mercury  stands  at  the  same  height  in  A  and  C  and  so  that  the 
level  in  the  latter  tube  is  exactly  at  the  100-c.c.  mark.  The  reduced 
volume  is  then  read.  After  this  the  capillary  d  is  connected 
with  an  Orsat  tube  filled  with  caustic  potash  (1:2)  (Fig.  51),  the 
gas  in  il  is  driven  over  into  the  latter,  allowed  to  stand  there  for 
three  minutes,  and  again  transferred  to  A,  where  its  volume  at 
0®  C.  and  760  mm.  pressure  is  determined  as  before.  The  difference 
in  the  two  readings  represents  the  volume  of  the  carbon  dioxide, 
and  the  per  cent,  can  be  computed  according  to  the  formula 

Per  cent.  CO,=0.1965.-, 

in  which  V  is  the  amount  of  carbon  dioxide  absorbed  in  the  Orsat 
tube  and  a  represents  the  amount  of  substance  taken  for  the 
analysis. 

Remark. — ^This  is  the  most  exact  of  all  methods  for  the  deter- 
mination of  carbon  dioxide  in  solid  substances  and  is  accom- 
plished most  quickly.  It  is  particularly  to  be  recommended 
where  carbon  dioxide  determinations  must  be  made  daily,  as,  for 
example,  in  cement  factories.  It  is  necessary,  however,  to  test 
the  volume  of  the  gas  in  the  compensation-tube  from  time  to  time 
in  order  to  make  sure  that  it  really  corresponds  to  100  c.c.  of  air 
under  the  standard  conditions  of  temperature  and  pressure. 

For  a  single  determination  the  author  prefers  to  dispense 
with  the  compensation-tube.  In  this  case,  however,  the  collected 
gas  must  be  kept  surrounded  by  water  at  a  definite  temperature, 
as  in  the  Petterson  method,  and  the  temperature  and  pressure 
must  be  observed.  It  is  also  well  to  make  these  readings  in  the 
above-described  procedure,  in  order  to  be  sure  that  the  volume  in 
the  compensation-tube  has  remained  constant. 

For  the  determination  of  carbon  dioxide  in  mineral  waters 
this  apparatus  is  not  suited;  for  this  purpose  the  author  has  modi- 
fied the  Petterson  apparatus  as  shown  in  Fig.  52. 

(c)  The  Modified  Method  of  Petterson, 

For  decomposition-flasks,  Erlenmeyers  of  from  70-200  c.c. 
capacity  are  used  (according  to  the  supposed  amount  of  carbonic. 
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acid)  and  the  exact  capacity  of  each  fla^  is  etched  upon  it.  To 
determine  this,  each  flask  is  provided  with  a  tightly-fitting  stopper 
of  gray  (not  ted)  rubber  containing  one  hole,  through  which  the 
smaH  tube  R  is  introduced.  The  bottom  of  A  is  fused  together, 
but  near  the  bottom  a  small  opening  is  blown. 


The  tube  R  is  shoved  into  the  stopper  until  the  small  opening 
can  be  seen  just  below  the  bottom  of  the  rubber  stopper,  and  the 
latter  is  pressed  as  far  as  possible  into  the  Erienmeyer  flask  full  of 
water.  By  this  means  some  of  the  water  passes  from  the  flask 
into  the  tube  R.  The  latter  is  then  raised  as  is  shown  in  Fig. 
52,  h,  and  in  this  way  an  wr-tight  seal  is  made. 

The  water  in  A  is  now  removed  by  filter-paper  and  the  flask 
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and  contents  weighed  to  the  nearest  centigram.  By  deducting 
from  this,  the  weight  of  the  empty  flask  together  with  the  rubber 
stopper  and  iZ,  the  weight  of  the  water,  i.e.  the  volume  of  the 
flask,  is  obtained.  By  means  of  a  piece  of  gummed  paper  fast- 
ened to  the  flask,  the  position  of  the  lower  edge  of  the  rubber 
stopper  is  noted.  The  flask  is  emptied,  dried,  and  the  neck  of  the 
flask  as  well  as  the  paper  strip  is  covered  with  a  thin  coating  of 
wax.  Along  the  edge  of  the  paper  where  the  bottom  of  the  rubber 
stopper  came  on  the  flask,  a  sharp  line  is  cut  in  the  wax  by  means 
of  a  knife  and  the  capacity  is  written  upon  the  wax  with  a 
pointed  file.  These  lines  are  etched  upon  the  flask  by  exposing 
them  to  the  action  of  hydrofluoric  acid  for  two  minutes.  The 
excess  of  the  latter  is  then  washed  off,  the  flask  dried,  and  the  wax 
melted  and  wiped  off  with  filter-paper.  The  flask  is  now  ready  to 
be  used  for  the  analysis. 

About  0.08  gm.  of  aluminium  is  placed  in  the  flask,  which  is 
then  filled  by  dipping  into  the  spring.  When  this  is  not  possible, 
a  piece  of  rubber  tubing  is  placed  in  the  bottle  containing  the 
water  to  be  analyzed  so  that  it  reaches  to  the  bottom  and  the  water 
is  siphoned  off  into  the  flask  for  two  or  three  minutes.  After  this 
the  filled  flask  is  closed  by  the  rubber  stopper  with  the  tube  R  so 
that  the  bottom  of  the  stopper  reaches  just  to  the  mark  again. 
The  tube  R  is  raised  (Fig.  52,  6)  and  the  spring-water  within  the 
tube  is  washed  out  by  a  stream  of  water  from  a  wash-bottle. 
The  flask  is  then  connected  with  the  bulb-tube  P  (of  about  40  c.c. 
capacity),  which  in  turn  is  connected  with  the  measuring-tube  B. 
The  latter  is  placed  in  a  condenser  through  which  a  stream  of  ordi- 
nary water  constantly  flows.  The  reservoir  N'  is  now  connected 
with  the  flask  as  shown  in  the  figure  and  the  screw-cock  H  is 
closed.    All  rubber  connections  must  be  tightly  fastened  with  wire. 

The  bulb  P  is  exhausted  by  lowering  N  so  that  the  air  passes 
into  B,  from  whence  it  is  driven  into  the  Orsat  tube  0  by  turning 
the  stop-cock  M  and  raising  N,  This  operation  is  repeated  four 
times.  The  air  is  then  removed  from  the  Orsat  tube  by  suction 
through  the  right-hand  capillary  and  the  stop-cock  is  changed  to 
its  original  position  as  shown  in  the  figure. 

The  tube  R  is  now  pressed  into  the  flask  so  that  the  small 
opening  reaches  below  the  lower  surface  of  the  stopper. 
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UsuaJly  carbon  dioxide  is  immediately  evolved  and  the  mercury 
in  £  at  once  begins  to  sink  slowly.  The  evolution  of  the  gas  is 
hastened  by  gently  heating  the  contents  of  the  flask.  As  soon  as 
the  measuring-tube  is  almost  entirely  filled  with  gas,  the  flame 
is  removed,  M  is  closed,  and  the  contents  of  B  are  brought  under 
atmospheric  pressure  by  raising  N  until  the  mercury  in  the  two 
tubes  is  at  the  same  height,  after  which  its  position  in  B  is  noted. 
The  temperature  of  the  water  surroimding  B  is  taken,  the  barometer 
is  read,*  and  the  gas  is  driven  over  into  the  Orsat  tube  and  allowed 
to  remain  there.  This  boiling,  measuring,  and  driving  over  of 
the  gas  is  repeated  imtil  only  a  slight  gas  evolution  can  be  made 
to  take  place.  In  this  way  all  the  free  carbon  dioxide  and  a  part 
of  that  present  as  bicarbonate  is  driven  off,  while  that  present  as 
normal  carbonate  together  with  the  rest  of  the  bicarbonate  remains 
in  the  flask;  the  liquid  in  the  latter  is  usually  turbid  at  this  point 
owing  to  the  precipitation  of  alkaUne-earth  carbonates.  The 
reservoir  iV'  is  now  filled  with  hydrochloric  acid  (1:2)  and  the 
air  removed  from  the  rubber  tubing  by  raising  N'  high  and  pinch- 
ing the  tubing  with  the  fingers.  The  levelling-tube  N  is  placed  in 
a  low  position,  H  is  opened,  and  a  small  amount  of  acid  is  allowed 
to  run  into  X,  after  which  H  is  again  closed.  As  soon  as  the  acid 
reaches  the  contents  of  K,  a  lively  evolution  of  carbon  dioxide 
ensues,  which  is  afterward  hastened  by  gentle  warming.  When 
the  measuring-tube  B  is  nearly  filled,  its  contents  are  read  and 
driven  over  into  the  Orsat  tube  as  before.  The  addition  of  the 
acid,  etc.,  is  repeated  until  finally  the  liquid  in  K  clears  up  and 
the  aluminium  begins  to  evolve  a  steady  stream  of  hydrogen,  when 
the  contents  of  the  flask  are  heated  to  boiling;  but  care  is  taken  that 
none  of  the  liquid  in  the  flask  is  carried  over  with  the  escaping 
gas.  As  soon  as  the  aluminium  has  completely  dissolved,  N  is 
lowered,  H  is  opened,  so  that  the  flask  is  filled  with  the  hydrochloric 
acid  solution  and  the  last  portions  of  the  gas  are  carried  over 
into  the  measuring-tube  B,  As  soon  as  the  acid  has  reached 
the  stop-cock  M,  this  is  closed,  and  after  reading  the  volume  of 
the  gas  as  before  it  is  led  into  the  Orsat  tube.    After  remaining 


*  If  this  analysis  is  made  at  the  spring,  it  is  necessary  to  have  a  sensitive 
.aneroid  barometer  at  hand. 
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there  three  minutes  the  imabsorbed  gas  is  once  more  transferred 
to  B  and  its  volume  subtracted  from  the  total  amount  of  gas  which 
has  been  expelled  from  the  water  that  was  analyzed.  This  differ- 
ence represents  the  volume  of  the  carbon  dioxide  gas.  By  cor- 
rectly adjusting  the  current  of  water  flowing  through  the  condenser, 
the  temperature  at  which  the  gas  is  measured  will  remain  constant 
during  the  entire  experiment. 

From  the  volume  of  the  absorbed  carbon  dioxide  the  per  cent, 
present  is  computed  as  was  shown  imder  the  Petterson  method. 

Remark. — By  this  method  the  author  has  determined  success- 
fully at  the  spring  the  amount  of  carbonate  in  a  great  many  of  the 
most  important  waters  of  Switzerland.  For  a  f-ingle  determination 
more  than  one  hour  is  seldom  required.  The  apparatus*  can 
be  readily  transported.  The  author  has  travelled  with  an  outfit 
during  the  last  six  years  over  the  highest  mountain  passes  under 
many  disadvantages  of  weather,  both  in  winter  and  summer^ 
without  its  meeting  with  any  accident.  In  order  to  maintain 
the  tube  N  at  any  desired  height  it  is  well  to  fasten  it  to  a  ring- 
stand. 

Determination  of  Carbonic  Acid  in  the  Air. 

See  Part  II,  Acidimetry. 

Determination  of  Carbonic  Acid  in  the  Presence  of  Other 

Volatile  Substances. 

(a)  Determination  of  Carbonic  Add  in  the  Presence  of  Chlorine. 

If  it  is  desired  to  determine  the  amount  of  carbonate  present 
in  commercial  chloride  of  lime,  chlorine  will  be  evolved  with  the 
carbonic  acid  on  treatment  of  the  solid  substance  with  hydrochloric 
acid,  so  that  neither  the  direct  nor  the  indirect  method  wiU  give 
correct  results.  The  determination  can  easily  be  effected  by  the 
following  procedure: 

The  chloride  of  lime  is  decomposed  with  hydrochloric  acid  and 
the  gases  evolved  (CO3+  CI3)  are  passed  into  an  ammoniacal  solu- 

*  It  can  be  purchased  from  Bender  and  Hobein  of  Zurich. 
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tion  containing  calcium  chloride.*  After  standing  several  hours 
in  a  warm  place,  the  precipitate  is  filtered  oflf  quickly,  washed  with 
water,  and  the  carbonate  determined  in  the  precipitated  calcium 
carbonate  by  one  of  the  usual  methods. 

Remark. — On  conducting  the  mixture  of  chlorine  and  carbon 
dioxide  into  the  ammoniacal  solution  of  calcium  chloride,  the 
chlorine  is  changed  into  ammonium  chloride  with  evolution  of 
nitrogen: 

4NH,+  3C1-  SNH^aH-  N, 

while  the  carbon  dioxide  is  absorbed  by  the  ammonia  forming 
ammonium  carbonate,  and  the  latter  is  precipitated  by  the  calcium 
chloride  as  calcium  carbonate. 

(6)    Determination  of  Carbon  Dioxide  in  the  Presence  of  Alkali 

Sulphides,  Sidphites,  or  Thiosvlphates, 

The  solution  to  be  analyzed  is  treated  with  an  excess  of  a  solu- 
tion of  hydrogen  peroxide  containing  potassium  hydroxide,  but 
free  from  carbonate.  It  is  heated  to  boiUng  to  destroy  the  excess 
of  the  hydrogen  peroxide,  concentrated,  and  the  carbonate  deter- 
mined preferably  by  th^  Fresenius-Classen  method  (p.  297). 

DETERMIlfATIOl?  OF  CARBON. 

(1)  7n  Iron  and  Steel. 

(2)  In  Organic  Compounds. 

(1)    DETERMINATION   OF  CARBON   IN   IRON   AND   STEEL. 

Carbon  exists  in  two  forms  in  iron  and  steel  if 

(a)  As  Carbide  Carbon. 

(6)  As  Graphite. 
On  treating  an  iron  containing  carbide  carbon  with  dilute  hydro- 
chloric or  sulphuric  acid,  only  a  part  of  it  is  evolved  in  the  form  of 


*  One  part  of  crystallized  calcium  chloride  is  dissolved  in  five  parts  of 
water,  ten  parts  of  ammonia  (sp.  gr.  0.96)  are  added,  and  the  mixture  allowed 
to  stand  at  least  four  weeks'  before  using. 

t  Hardening  Carbon  and  Graphitic  Temper  Carbon  have  also  been  recog- 
jlised  as  definite  forms— [Translator.] 
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characteristic  smelling  hydrocarbons.  This  carbon  is  called  by 
Ledebur*  "hardening  carbon"  to  distinguish  it  from  "ordinary 
carbide  carbon"  which  is  left  behind  as  a  brown  or  gray  mass  when 
the  iron  is  treated  with  dilute  hydrochloric  or  sulphuric  acid;  but 
on  boiling  with  strong  hydrochloric  acid  the  latter  is  also  changed 
to  volatile  hydrocarbons. 

Graphite  is  unattacked  by  acids  under  all  circumstances. 

In  the  analysis  of  iron  and  steel  it  is  customary  to  determine 
directly  the  total  carbon  and  the  graphite,  in  which  case  the  differ- 
ence represents  the  carbide  carbon. 

Determination  of  Total  Carbon. 

Principle, — The  carbon  is  oxidized  to  carbon  dioxide,  and  the 
latter  is  either  absorbed  in  a  suitable  apparatus  or  its  volume 
is  measured. 

For  the  oxidation  of  the  carbon  a  great  many  methods  have 
been  proposed;  they  can  be  classified  as  follows: 

(a)  Those  in  which  the  greater  part  of  the  iron  is  removed, 
and  the  residue  subjected  to  combustion. 

(^)  Those  in  which  the  oxidation  is  effected  with  the  un- 
changed substance  itself. 

Preparation  of  a  Residue  Rich  in  Carbon. 

This  can  be  accomplished  both  in  the  wet  and  dry  ways.  The 
best  dry  method  is  probably  that  of  Wohler,  and  consists  of  heating 
in  a  current  of  chlorine  whereby  the  iron  is  volatilized  as  ferric 
chloride  and  the  carbon,  together  with  the  oxides  and  manganous 
chloride,  remains  behind.  This  exceedingly  accurate  method  can 
be  carried  out  very  quickly,  but  possesses  the  disadvantage  that 
it  is  difficult  to  prepare  absolutely  pure  chlorine  gas.  If  the  latter 
contains  traces  of  moisture,  oxygen,  carbon  dioxide,  or  hydrochloric 
acid,  low  results  will  always  be  obtained,  because  in  that  case  a  part 
of  the  carbon  will  escape  either  as  carbon  dioxide  or  as  hydro- 
carbon. 

The  concentration,  therefore,  can  be  effected  with  greater 
safety  in  the  wet  way,  and  in  this  case  the  potassium-cupric 
chloride  method  proposed  by  Richter  is  the  most  satisfactory. 

*  Stahl  und  Eisen,  1888,  p.  742. 
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From  0.5-6  gms.  of  the  metal  borings  (according  to  the  amount 
of  carbon  present)  after  being  washed  with  ether  (see  foot-note  to 
page  178)  are  weighed  out  into  a  300-400-c.c.  beaker  and  covered 
with  a  solution  of  potassiiun-cupric  chloride,*  60  c.c.  being  used 
for  each  gram  of  the  iron.  The  solution  is  well  stirred  and  allowed 
to  stand  overnight. 

The  following  reactions  take. place: 

Fe+CuCl3=FeCla+Cu    . 
2Cu+2CucC=2Cu,Cl3. 

The  presence  of  potassium  chloride  aids  the  solution  of  the 
•copper,  probably  on  account  of  the  formation  of  a  double  salt. 
The  more  the  liquid  is  stirred,  the  more  rapid  will  be  the  solution 
of  the  iron  and  precipitated  copper;  when  possible  a  mechanical 
stirrer  should  be  employed.  Warming  the  solution  also  helps,  but 
it  should  never  be  heated  higher  than  60**  to  70°  C.  When  the 
action  is  complete,  the  residue  is  filtered  off  through  an  asbestos 
filter,t  washed  with  dilute  hydrochloric  acid  (sp.  gr.  1.1)  until  all 
color  has  disappeared  from  the  washings,  then  with  water  until 
free  from  acid.  The  residue  contains  all  of  the  carbon  and  is 
treated  as  described  on  page  316  e^  seq. 

Remark, — Besides  the  above-mentioned  methods  for  concen- 
tration of  the  carbon  a  great  many  others  have  been  recom- 
mended. UUgren  used  copper  sulphate  solution,  Berzelius 
cupric  chloride.  The  latter  solutions,  however,  require  the 
expenditure  of  more  time  and  in  the  analysis  of  "spiegeleisen" 
and  ferromanganese  the  results  obtained  are  too  low  because 
a  perceptible  amount  of  hydrocarbon  (the  odor  can  be  detected) 

*  Potassium  chloride  and  ciystallized  cupric  chloride  (CuClj'^HjO),  in 
quantities  proportional  to  their  molecular  weights,  are  dissolved  in  water  and 
the  double  salt  allowed  to  crystallize  out.  300  gms.  of  the  latter  are  dis- 
solved in  one  liter  of  water,  and  7  5  c.c.  of  hydrochloric  acid  (sp.  gr.  1.20) 
are  added.  The  solution  is  filtered  through  ignited  asbestos.  Formerly 
^ammonium  chloride  was  used  instead  of  potassium  chloride.  It  is  a  better 
solvent,  but  almost  always  contains  carbonaceous  matter. — [Translator.] 

t  Since  asbestos  often  contains  fluorine  and  carbonaceous  matter,  it 
should  always  be  heated  previously  in  a  moist  current  of  air.  For  this  pur- 
pose a  combustion-tube  is  filled  with  asbestos  and  ignited  in  a  current  of  air 
which  has  passed  through  a  wash-bottle  containing  water.  The  heating  is 
continued  until  the  moisture  collecting  in  the  front  of  the  tube  no  longer 
reacts  acid. 
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is  lost.    In  the  analysis  of  ordinary  forms  of  iron  and  steel,  how- 
ever, this  loss  is  so  small  that  it  can  be  neglected. 

A  much  more  rapid  and  equally  accurate  method  for  the  deter- 
mination of  the  total  carbon  consists  of  the  direct  combustion  of 
the  borings.  This  can  take  place,  again,  either  in  the  wet  or  in 
the  dry  way. 

Combustion  of  Carbon  in  the  Wet  Way  and  Gravimetric  Deter- 
mination of  the  Carbon  Dioxide. 

Principle. — If  carbon,  even  when  in  the  form  of  graphite,  is 
heated  with  chromium  trioxide  and  strong  sulphuric  acid,  it  is 
quantitatively  oxidized  to  carbon  dioxide, 

3C + 4Cr03 + 6H2SO,  =  2Cr3(SO,)3 + 6HjO  +  SCO^, 
and  the  latter  can  be  collected  in  a  suitable  apparatus  and  deter- 
mined. 

If  the  carbonaceous  residue  obtained  after  treatment  of  the 
metal  with  potassium-cupric  chloride  is  oxidized  in  this  way, 
correct  results  will  be  obtained,  but  not  when  the  iron  itself  is  sub- 
jected to  the  treatment.  In  the  latter  case,  in  spite  of  the  pres- 
ence of  a  large  excess  of  the  chromium  trioxide,  more  or  less  hydro- 
carbon is  formed  (according  to  the  nature  of  the  iron  or  steel)  and 
this  carbon  escapes  *  the  determination.  In  order  to  determine 
the  carbon  that  would  be  lost  in  this  way,  Sarnstrom  t  leads  the 
gas  through  a  combustion-tube  30  cm.  long  filled  with  copper 
oxide.  The  contents  of  the  tube  are  heated  to  glowing  in  a  small 
combustion-furnace  and  after  the  gases  have  passed  through  the 
tube  they  are  collected  in  the  absorption  vessel.  Many  experi- 
ments have  shown  that  the  modification  of  Sarnstrom  gives  exact 
results,  but  the  apparatus  is  awkward  on  account  of  the  com- 
bustion-furnace required. 

Corleis  J  has  made  the  method  much  simpler.  He  showed 
that  by  coating  the  sample  with  copper,  the  evolution  of  hydro- 
carbons was  so  much  lessened  that  even  in  the  analvsis  of  forro- 


*  Stahl  uiid  Eisen,  1894,  p.  5S1.  With  ferromanganese  the  loss  amounts 
to  22  5  per  cent,  of  the  total  carbon,  with  steel  9  per  cent.  With  ferro- 
manganese the  escaping  gases  contain,  besides  carbon  dioxide  and  traces  of 
heavy  hydrocarbons,  18  per  cent,  methane,  76  per  cent,  hydrogen,  3  per  cent, 
oxygen,  and  2  per  cent,  carbon  monoxide. 

t  Berg-  und  Hiittenm.  Ztg.,  44,  p.  82. 

t  Stahl  und  Eisen,  1894,  p.  581. 
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it  was  only  necessary  to  pass  the  evolved  gases  through 
a  short  tube  containing  copper  oxide,  while  it  was  sufficient  to  heat 
the  contents  of  the  tube  over  a  single  Bunsen  burner.  In  the 
analysis  of  steel  it  is  even  possible  to  do  away  with  the  tube,  for 
not  more  than  1  or  2  per  cent,  of  the  total  amount  of  a  carbon 
will  then  escape  determination. 
Apparatus  for  the  Combustioii  of  Carbon  in  the  Wet  Way. 

The  apparatus  necessary  for  this  determination  is  shown  in 
Fig.  4S,  ^age  298,  with  the  difference  that  in  this  case  the  decom- 
position-flask takes  the  form  shown  in  Fig.  53,  while  between  the 
delivery-tube  and  the  first  U  tube  is  inserted  a  tube  10  cm.  long 
made  of  difficultly  fusible  glass  and  containing  copper  bxide.  The 
decomposition-flask  has  a  capacity  of  about  500  c,c.  The  lower 
end  of  the  condenser  (o)  is  ground  off  and  bent  so  that  it  touches 
the  long  funnel-tube.  By  this  means  the  condensed  w^ater  does 
not  drop  periodically  into  the  hot  liquid  bslow,  thus  generating 
vapor  so  suddenly  that  the  gas  is  driven  too  quickly  through  the 
absorption-tubes,  but  it  runs  in  a  steady  stream  back  into  the  flask. 

In  the  drawing  the  flask  is  provided  with  a  double-bored  rubber 
stopper.  For  this  purpose  one  of  soft 
new  rubber  must  be  used,  for  with  a  hard, 
cracked  stopper  particles  are  likely  to 
drop  off  into  the  oxidizing  liquid  and 
there  suffer  combustion.  It  is  better 
not  to  use  a  rubber  stopper  at  all,  but  to 
have  between  the  flask  and  the  con- 
denser a  ground-glass  connection.* 

Reagents. — 1,  A  saturated  solution  of 
ordinary  chromic  acid  containing  some 
sulphate.  It  is  not  advisable  to  use 
chemically-pure  chromic  acid  for  this  pur- 
pose, for  the  latter  often  contains  organic 
substances. 

2.  A  solution  of  copper  sulphate  made 
by  dissolving  200  gms.  of  the  salt  in  1 
liter  of  water. 

1  wliich  the  condenser  is  withiu 
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Procedure, — First  of  all  the  decomposition-flask  is  partly  filled 
with  25  c.c.  of  the  chromic  acid  solution,  160  c.c.  of  the  copper 
sulphate  solution,  and  200  c.c.  of  concentrated  sulphuric  acid;  *  the 
mixture  is  heated  to  boiling  and  kept  at  this  temperature  for  ten 
minutes.  The  flame  is  then  removed  and  a  current  of  air  free  from 
carbon  dioxide  is  passed  through  the  apparatus  for  ten  minutes  (at 
the  rate  of  about  six  bubbles  per  second).  It  is  then  connected 
with  the  red-hot  copper  oxide  tube  and  with  the  U  tubes,t  while 
the  current  of  air  is  continued  for  five  minutes  more.  The  soda- 
lime  tubes  are  removed,  closed,  and  allowed  to  stand  ten  minutes  in 
the  balance  room.  They  are  opened  for  a  moment,  quickly  closed^ 
rubbed  off  with  a  piece  of  chamois  skin  or  a  clean  linen  cloth, 
allowed  to  stand  five  minutes  in  the  balance-case,  and  then  weighed. 

By  means  of  this  preliminary  boiling,  traces  of  organic  matter 
contained  in  the  apparatus  are  remov^. 

After  weighing  the  soda-lime  tubes,  they  are  connected  with 
the  apparatus  again,  the  decomposition-flask  is  opened,  and  the 
weighed  substance  (from  0.5  to  5  gms.  according  to  the  amount  of 
carbon  present)  is  introduced  through  a  wide  funnel  into  the  warm 
solution.  The  flask  is  immediately  closed  and  the  copper  oxide 
tube  heated  to  glowing,t  after  which  the  contents  of  the  flask  are 
slowly  heated  so  that  after  from  15-20  minutes  the  liquid  begins  to 
boil.  The  solution  is  kept  boiling  for  one  or  two  hours  while  a  slow 
current  of  air  is  conducted  through  the  apparatus.  The  flame 
is  then  removed,  and  about  two  liters  more  of  air  are  passed 
through  the  apparatus,  when  the  soda-lime  tubes  are  removed  and 
subsequently  weighed. 

Since  the  use  of  the  copper  sulphate  solution  prevents  the  loss 
of  more  than  about  2  per  cent,  of  the  total  amount  of  carbon  pres- 

*  For  the  combustion  of  the  residue  obtained  after  treatment  with  pota^- 
sium-cupric  chloride,  5  c.c.  of  chromic  and  60  c.c.  of  sulphuric  acid  (sp.  gr. 
1.71)  saturated  with  chromic  acid  are  used.  The  whole  filter  with  precipitate 
is  placed  in  the  flask.  It  is  well,  however,  to  push  the  asbestos  out  of  the 
funnel  in  order  to  make  sure  that  it  all  comes  in  contact  with  the  solution. 

fCorleis  used  phosphorus  pentoxide  for  a  drying  agent,  but  calcium 
chloride  is  satisfactory. 

t  It  is  well  to  place  a  small  tube,  10  cm.  long,  containing  solid  chromium 
trioxide,  between  the  flask  and  the  copper  oxide  tube  in  order  to  remove 
traces  of  SO,. 
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ent,  it  is  evident  that  the  combustion-tube  can  be  dispensed  with 
for  technical  purposes. 

Combtistion  of  Carbon  in  the  Wet  Way  and  Measuring  the 

Volume  of  the  Carbon  Dioxide. 

This  operation  is  best  carried  out  by  means  of  the  Lunge- 
Marchlewski  method. 

The  apparatus  necessary  is  shown  in  Fig.  50.  In  this  case, 
however,  the  decomposition-flask  is  larger  and  there  should  be 
a  ground-glass  connection  between  the  flask  and  a  condenser. 
Furthermore,  a  funnel-tube  is  fused  into  the  neck  of  the  flask, 
and  runs  along  the  side  of  the  flask  on  the  inside  ending  in  a 
quite  fine  point  near  its  bottom.  The  upper  end  of  the  condenser  is 
connected  with  the  measuring-tube  by  means  of  a  capillary  tube 
about  36  cm.  long,  ground  to  fit  the  condenser-tube. 

Reagents. — 1.  A  saturated,  neutral  solution  of  copper  sulphate. 

2.  A  chromic  acid  solution  (100  gms.  CrO,  in  100  c.c.  of  water). 

3.  Sulphuric  acid  of  specific  gravity  1.65  and  saturated  with 
chromic  acid. 

4.  Sulphuric  acid  of  specific  gravity  1.71,  also  saturated  with 
chromic  acid. 

5.  Pure  sulphuric  acid  of  specific  gravity  1.10. 

6.  Commercial  hydrogen  peroxide  solution. 

Procedure. — ^The  amount  of  iron  or  steel  to  be  weighed  out 
and  the  necessary  quantities  of  the  reagents  are  shown  in  the 
following  table: 


Par  Cent.  C. 

Weigh 
Out. 

0.0. 

Copper 

Sulphate 

Solution. 

c.c. 
Chromic 

Acid 
Solution. 

0.0. 

Aeid 

So.  Gr. 

i.es. 

0.0. 

Acid 

Sp.  Gr. 

1.71. 

CO. 

Acid 

Sp.  Gr. 

1.10. 

c.e. 
H2O,. 

Over  1.5 
0.8^1.6 
0.5-0.8 
0.25-0.6 
Le»  than  0.25 

0.4-0.6 
1 
2 
3 
5 

6 
10 
20 
60 
60 

6 
10 
20 
45 
60 

136 
130 
130 

76 
..  70 

30 

26 

6 

5 

6 

1 
2 
2 
2 
2 

The  substance  is  treated  with  the  copper  sulphate  solution  in 
the  decomposition-flask  at  the  ordinary  temperature.  Malleable 
iron  is  allowed  to  stand  for  at  least  one  hour,  while  pig  iron  re- 
quires at  least  six  hours.     The  flask  is  then  connected  with  the 
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measuring-tube,  which  is  filled  with  mercury,  and  the  air  in  the 
flask  is  exhausted  as  was  described  on  p.  307.  After  this  is  ac- 
complished, the  levelling-tube  is  placed  in  a  low  position  and  the 
proper  amount  of  the  chromic  acid  solution  is  added  through  the 
funnel,  followed  first  by  the  proper  amount  of  the  stronger  acid  and 
then  by  that  of  the  weaker  acid,  after  which  the  stop-cock  in  the 
funnel  is  quickly  closed.  The  communication  between  the  meas- 
uring-tube and  the  flask  remains  open.  With  the  levelling-tube 
remaining  in  its  low  position,  the  contents  of  the  flask  are  heated 
to  gentle  boiling,  which  is  continued  for  one  hour,  and  the  flame 
is  then  removed.  Now,  in  order  to  remove  the  last  traces  of 
carbon  dioxide  from  the  solution,  the  prescribed  amount  of  hydro- 
gen peroxide  is  added  to  the  contents  of  the  flask  and  the  flask 
is  afterwards  completely  filled  with  hot  water  until  all  of  the  gas  is 
driven  over  into  the  measuring-tube.  The  stop-cock  6  is  then 
closed,  the  gas  is  reduced  to  the  volume  corresponding  to  0°  C. 
and  760  mm.  pressure  as  described  on  p.  305  and  this  volume 
read.  It  is  then  driven  over  into  the  Orsat  tube  and  the  volume 
of  the  unabsorbed  gas  is  determined  as  before.  The  difference 
between  the  two  readings  represents  the  amount  of  carbon  dioxide 
measured  under  the  standard  conditions  of  temperature  and 
pressure.  If  this  is  multiplied  by  the  factor  0.000536  the  amount 
of  carbon  present  will  be  obtained. 

After  the  analysis  has  been  completed,  a  blank  determination 
must  be  made,  using  the  same  amounts  of  each  reagent,  in  order 
to  determine  small  amounts  of  organic  matter  which  are  invariably 
present  in  them.  The  amount  of  carbon  dioxide  found  under 
these  conditions  must  be  subtracted  from  that  obtained  in  the 
analysis  proper. 

Method  of  Hempel* 

Hempel  objects  to  the  above  procedure  on  the  ground  that  by 
dissolving  the  iron  in  the  mixture  of  chromic  and  sulphuric  acids 
some  hydrocarbon  is  likely  to  escape  oxidation.  He  found  that 
by  dissolving  iron  in  chromic  sulphuric  acid  under  diminished  pres- 
siin*  in  the  presence  of  mercury  all  of  the  carbon  would  be  readily 
oxidized  to  its  dioxide.     Fig.  54  represents  the  apparatus  used. 


*  Verhandlg.  d.  Vereiiis  z.  Beford.  d.  Oewerbefleisses,  1893. 
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Reagents  RegutTed. 

1.  Chromic  acid  solution.  100  giufi.  of  chromic  acid  are  dis- 
solved   in   300   c.c.   of   water   and 

30  gms.  of  sulphuric  acid,  sp.  gr. 
1.704,  are  added.  The  resulting 
solution  has  a  specific  gravity  of 
1.2. 

2.  Sulphuric  acid.  1000  c.c.  of 
concentrated  sulphuric  acid  are 
mixed  with  500  c.c.  of  wat«r  and 
10  gms.  of  chromic  acid  and  heated 
for  an  hour  in  a  large  flask  upon 
a  sand-bath  in  order  to  completely 
destroy  any  dust,  etc.,  that  may 
be  present.  The  flame  is  then 
taken  away  and  a  current  of  sir  13 
slowly  conducted  through  the  solu- 
tion in  order  to  remove  any  carbon  Fig.  54. 
dioxide  that  may  have  been  formed. 

Aftet  cooling  the  solution  is  diluted   with   water  until  it  has  a 
specific  gravity  of  1.704. 

Procedure. 

About  0.5  gm.  of  the  iron  or  steel  is  placed  in  the  decomposi- 
tion-flask B,  about  2.3  gms.  of  mercury  are  added  by  means  of 
a  small  pipette,  and  the  apparatus  is  connected  together  as  is 
f-hown  in  the  drawing. 

By  raising  the  levelling-bulb  N,  the  measuring-tube  M  is  entirely 
filled  with  mercury,  the  stop-cock  is  closed,  and  the  apparatus  is 
connected  at  p  with  a  suction-pump,  by  means  of  which  the  air  in  the 
flask  B  is  exhausted  as  completely  as  possible.  In  order  to  make 
sure  that  the  ground-glass  connection  between  the  flask  and  the 
condenser  is  perfectly  air-tight,  a  little  water  is  poured  into  the 
cup  there.  Into  the  funnel  C  are  placed  30  c.c.  of  chromic 
acid  solution,  the  stop-cock  at  p  is  closed,  and  by  carefully  lifting 
the  latter  a  little  the  chromic  acid  is  allowed  to  run  into  the  flask, 
which  is  immediately  heated  to  boiling  over  a  small  flame.  After 
boiling  for  half  an  hour,  120  c.c.  of  sulphuric  acid  are  added  through 


32  2      GRAVIMETRIC  DETERMINATION  OF  THE  METALLOIDS. 

C,  the  stop-cock  at  Af  is  now  opened  for  the  first  time  and 
the  contents  of  the  flask  boiled  for  half  an  hour  longer.  (At  the 
start  only  carbon  dioxide  is  generated,  in  proportion  to  the  tem- 
perature of  the  solution,  but  toward  the  end  of  the  operation  there 
is  a  fairly  lively  evolution  of  oxygen.)  The  flame  is  removed,  the 
gas  in  the  flask  is  carried  over  into  M  by  pouring  water  into  C  and 
lifting  the  tube  p  until  the  gas  in  the  flask  is  entirely  expelled. 
The  total  volimie  of  the  gas  is  read,  after  which  the  carbon  dioxide 
is  absorbed  in  a  Hempel's  potash  pipette  and  the  volume  of  the 
unabsorbed  gas  is  determined.  The  difference  represents  the 
amount  of  carbon  dioxide  formed  by  the  oxidation.  From  this 
the  amount  of  carbon  present  can  be  computed. 

The  measuring  of  the  gas  in  this  apparatus  will  be  described 
more  in  detail  in  Part  III,  Gas  Analysis. 

Other  methods  for  the  determination  of  the  volume  of  the  car- 
bon dioxide  formed  from  the  carbon  in  iron  or  steel  are  those  of  J. 
Wiborgh,*  Otto  Petterson  and  August  Smitt.t 

Combustion  of  Carbon  in  the  Dry  Way. 

Only  a  rough  outline  of  this  metliod  will  be  given,  for  it  is  not 
used  as  much  now  as  formerly,  t 

The  carbonaceous  residue  obtained  as  described  on  page  315  is 
placed,  together  with  the  asbestos  filter,  in  a  wide  combustion-tube 
containing  copper  oxide.  The  contents  of  the  tube  are  heated  in  a 
current  of  oxygen  and  the  carbon  dioxide  is  absorbed  in  weighed 
soda-lime  tubes.  Blair  filters  the  residue  through  a  perforated 
platinum  boat  which  may  be  placed  in  the  combustion-tube. 
Before  absorbing  the  carbon  dioxide,  the  gas  should  be  passed 
through  a  saturated  sohition  of  ferrous  sulphate  containing  a  little 
sulphuric  acid  (to  oxidize  any  chlorine),  then  through  a  saturated 
solution  of  silver  sulphate  (to  remove  any  hydrochloric  acid),  and 
finally  through  a  U  tube  containing  calcium  chloride  (to  remove 
all  moisture). 

*  Zeit.  f.  anal.  Chem.,  XXIX  (1890),  p.  198. 

t/6td.,  XXXII  (1893),  p.  385. 

X  Blair  considers  this  the  most  accurate  method  for  the  determination  of 
carbon  in  iron  and  steel.  It  is  almost  universally  used  in  the  steel  labora- 
tories of  the  United  States. — [Translator.] 
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For  the  direct  determination  of  the  carbon  in  iron  and  steel,  the 
combustion  cannot  be  efifected  by  simply  heating  the  substance  in 
a  current  of  oxygen,  for  the  iron  is  usually  only  superficially  oxi- 
dized. If,  however,  the  finely  divided  iron  is  mixed  with  three 
parts  of  lead  and  one  part  of  copper,  *  the  combustion  can  be 
accomplished  without  difficulty. 

Determination  of  Graphite. 

One  gram  of  pig  iron  is  treated  with  75  c.c.  of  nitric  acid 
(sp.  gr.  1.13)  in  a  300- c.c.  beaker  and  heated  to  boiling  until  there 
is  no  further  evolution  of  gas.  By  this  means  the  carbide  carbon 
is  dissolved  while  the  graphite  is  not  attacked.  The  solution  is 
diluted  with  water  to  150  c.c,  and  filtered  through  an  ignited 
asbestos  filter.  The  residue  is  washed  with  dilute  nitric  acid  until 
free  from  iron,  and  then  with  hot  water  until  free  from  acid.  After 
drying  at  110°,  the  asbestos  and  graphite  are  transferred  to  a 
combustion-tube  and  the  carbon  burned  in  a  current  of  pure 
oxygen  as  described  on  page  322.  From  the  weight  of  carbon 
dioxide  absorbed,  the  amount  of  graphite  is  calculated. 

Remark. — The  above  procedure  is  quite  different  from  that 
given  in  the  German  edition  of  this  book.  It  is,  however,  the 
method  which  is  now  used  by  the  students  of  the  Massachusetts 
Institute  of  Technology. — [Translator.] 

Determination  of  Carbon  and  Hydrogen  in  Organic  SubstanceSi 

according  to  Liebig. 

{Elementary  Analysis,) 

Principle, — ^The  organic  substance  is  burned  in  air  or  in  oxygen 
and  the  products  of  the  combustion  are  passed  over  glowing  cop- 
per oxide,  which  oxidizes  all  of  the  carbon  to  carbon  dioxide 
and  the  hydrogen  to  water.  The  latter  is  collected  in  a  weighed 
calcium  chloride  tube,  the  former  in  a  weighed  vessel  which  con- 
tains either  caustic  potash  solution  or  dry  soda-lime. 

The  combustion  is  performed 

(a)  In  an  oj>en  tube; 

(b)  In  a  closed  tube. 


♦Schneider,  Oesterr.  Zeitechr.,  1894,  No.  21. 
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(a)  Combustion  in  an  Open  Tube. 

By  far  the  greater  majority  of  all  combustions  are  carried  out 
in  this  way. 

Requirements. — 1.  An  open  tube  made  of  difficultly-fusible  glass 
which  is  from  12-15  mm.  wide.  The  length  of  the  tube  depends 
upon  that  of  the  combustion-furnace;  it  must  be  10  cm.  longpr 
than  the  furnace. 

2.  350  gms.  of  coarse  and  50  gms.  of  fine  copper  oxide. 

3.  A  drying  apparatus  (Fig.  55,  on  the  left). 

4.  A  calcium  chloride  tube  (Fig.  57). 

5.  A  Geissler  potash  bulb  (Fig.  56)  or  two  soda-lime  tubes  (see 
p.  298,  d  and  e). 

6.  A  screw-cock. 

7.  Dry  rubber  tubing. 

8.  Two  plates  of  asbestos  board  to  protect  the  rubber  stoppers 
in  the  two  ends  of  the  tube  from  the  heat  of  the  furnace. 


Fig.  65. 

Procedure  for  the  Combustion  of  Organic  Substances  Free  from 

Nitrogen,  Halogen,  Sulphur,  and  Metals. 

Preparation  and  Combustion. 

1.  The  calcium  chloride  tube  (Fig.  57)  is  filled  from  the  left 
side  as  was  described  on  p.  294,  closed  with  a  plug  of  glass-wool 
and  the  end  of  the  tube  fused  together,  as  shown  in  the  figurr.* 
It  is  more  practical  to  use  a  calcium  chloride  tube  fitted  wth 
ground-glass  stoppers.  After  filling  the  tube,  its  contents  are  saiv.- 
rated  with  carbon  dioxide,  as  described  on  p.  298,  in  the  foot-not^ 

The  outside  of  the  tube  is  rubbed  with  a  piece  of  chamois  skin 
or  old  linen,  and  the  two  ends  are  stoppered  with  short  pieces 
of  rubber  tubing  each   containing  a  piece  of  stirring-rod.    It  i" 

*0r  the  tube  is  stoppered  and  an  air-tight  seal  made  by  ooverisg  it 
neatly  with  sealing-wax. 
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allowed  to  stand  in  the  balance-case  for  fifteen  minutes  and  is 
then  weighed  without  the  stoppers. 

2,  The  Geiader  bulb  (Fig.  56)  is  filled  with  caustic  potash  solu- 
tion (two  parts  solid  KOH  in  three  parts  of  water)  as  follows: 
The  small  soda-lime  tube  d  is  replaced  by  a  piece  of  rubber  tubing, 
c  is  dipped  into  the  solution  of  caustic  potash,  and  the  bulbs  are 
filled  two-thirds  full  by  sucking  through  the  rubber  tubing.    The 


If 


Fia.  66.  Via.  SI. 

end  of  the  tube  c  is  then  cleaned  by  means  of  a  piece  of  filter- 
paper,  the  soda-lime  tube  d  is  again  connected  (its  right  half  is 
fiUed^with  soda-lime  and  the  outer  half  with  calcium  chloride), 
and  the  two  ends  are  closed  with  pieces  of  rubber  tubing  each 
containing  a  piece  of  stirring-rod  with  rounded  ends.  The  apparatus 
is  wi[>ed  with  wash-leather  and  weighed  without  the  stoppers, 
after  taking  the  same  precautions  as  with  the  weighing  of  the 
lar^  calcium  chloride  tube. 

3.  The  drying  apparatua  (Fig.  55,  on  the  left),  which  serves  to 
free  the  air  and  oxygen  used  for  the  combustion  from  carbon  diox- 
ide and  water  vapor,  consists  of  a  wash-bottle,  D,  containing  con- 
centrated caustic  potash  solution,  the  soda-lime  tube  a,  and  the 
two  calcium  chloride  tubes  h  and  c. 


T 


4.  The  am^ntslion-tvbe  (Fig.  58),  both  ends  of  which  are 
rounded  by  heating  in  the  blast-lamp;  after  cooling,  the  tube  is 
washed,  dried,  and  filled  as  follows:  First  a  short  roll,  k,  of  copper 
gaxize  is  introduced  into  the  right-hand  end  of  the  tube  so  that 
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5-6  cm.  of  the  latter  are  left  empty.  This  roll  serves  as  a  plug  and 
must,  therefore,  fit  tightly  in  the  tube.  A  layer  of  coarse  copper 
oxide,  Kj  about  45  cm.  long,  is  next  added,  and  after  this  is  placed 
another  plug  of  copper  gauze,  V.  Finally  another  roll  of  copper 
gauze,  d,  about  10  cm.  long  and  large  enough  to  fill  the  tube  loosely 
is  placed  so  that  a  space  of  about  10  cm.  is  left  on  the  right  and 
about  5  cm.  on  the  left.  The  tube  is  now  placed  in  a  combus- 
tion-furnace, so  that  about  5  cm.  extend  beyond  the  furnace 
at  each  end,  as  shown  in  Fig.  55.  The  left  end  of  the  tube  is  closed 
with  a  tightly-fitting  rubber  stopper  through  which  a  glass  tube 
passes,  and  is  connected  with  the  drying  apparatus  by  means  of 
a  short  piece  of  rubber  tubing.  (The  tube  should  be  provided 
with  a  glass  stop-cock,  as  is  shown  in  Fig.  58,  a,  but  which  is 
lacking  in  Fig.  55.)  The  right  end  of  the  tube  is  left  open  for  the 
time  being. 

A  slow  current  of  oxygen  *  is  passed  through  the  apparatus 
and  the  furnace  is  lighted.  At  first  the  flame  is  turned  low  and 
the  whole  tube  is  heated  equally.  Gradually  the  temperature 
is  raised,  until,  with  the  tiles  covering  the  tube,  the  copper  oxide 
is  at  a  dull-red  heat. 

Usually  some  water  condenses  in  the  right-hand  end  of  the 
tube ;  this  is  expelled  by  carefully  holding  a  hot  tile  under  the  tube. 
When  all  the  water  is  removed,  and  when  the  presence  of  oxygen 
can  be  detected  at  the  right  end  of  the  tube  (by  its  igniting  a 
glowing  splinter),  this  end  of  the  tube  is  closed  with  a  rubber 
stopper  through  which  an  open  calcium  chloride  tube  is  placed. 
The  burners  are  now  turned  down  and  the  oxygen  current  dis- 
continued. All  of  the  flames  are  extinguished  after  some  time 
except  those  imder  the  right  half  of  the  tube. 

While  the  tube  is  cooling,  the  calcium  chloride  tube  and  the 
potash  bulb  (or  soda-lime  tubes)  are  weighed  (the  stoppers  being 
replaced  immediately  after  the  weighing)  and  from  0.15-0.2  gm.  of 
the  substance  is  weighed  into  a  porcelain  or  platinum  boat. 

If  the  substance  is  a  difficultly-volatile  oil  it  is  weighed  into  a 


*  The  oxygen  must  be  free  from  hydrogen.  Commercial  oxygen  often 
contains  the  latter,  in  which  case  it  is  necessary  to  pass  the  gas  through  a 
"preheating"  furnace  before  using  it.  The  gas  should  come  from  a  ga»- 
ometer,  never  from  the  bomb  itself. 
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small  glass  tube  open  at  one  end.    If  it  is  readily  volatile,  a  bulb 
is  blown  into  a  small  capillary  tube;  this  is  weighed,  the  bulb  is 
warmed,  and  the  capillary  is  introduced  into  the  liquid  to  be  ana- 
lyzed, so  that  the  liquid  rises  in  the  bulb  as  it  cools.    The  bulb  is 
then  turned  so  that  the  capillary  lies  in  a  horizontal  position,  the 
latter  is  warmed  slightly  to  expel  a  little  liquid  that  adheres  to  the 
sides  of  the  tube,  the  end  is  melted  together,  and  the  tube  is  again 
weighed.    Care  must  be  taken  that  there  is  no  liquid  in  the  capil- 
lary.    Everything  is  now  ready  for  the  combustion.     The  stopper 
is  removed  from  the  left  (and  now  cold)  end  of  the  combustion- 
tube,  the  long  copper  roll  is  removed  by  means  of  a  piece  of  wire 
with  a  hook  in  the  end  of  it,  the  boat  with  the  substance  in  it  is 
placed  in  the  tube  and  the  copper  roll  right  after  it.    Connection 
is  made  with  the  drying  apparatus  on  the  left  and  with  the  absorp- 
tion-tubes on  the  right,  as  is  shown  in  Fig.  65.     In  case  the  sub- 
stance is  a  liquid,  the  tube  containing  it  is  placed  so  that  its  capillary 
is  pointed  towards  the  left,  and  in  the  case  of  a  volatile  liquid  the 
end  of  the  capillary  is  broken  off  with  a  file  just  before  introducing 
it  into  the  combustion-tube.    The  stop-cock  between  the  tube  and 
the  drying  apparatus  is  closed,  the  latter  is  connected  with  an  air- 
gasometer,  and  the  stop-cock  in  the  drying  apparatus  is  wholly 
opened,  while  that  between  the  drying  apparatus  and  the  com- 
bustion-tube is  opened  just  enough  to  permit  two,  or  at  the  most 
three,  bubbles  of  gas  per  second  to  pass  through  the  apparatus. 
The  two  outer  burners  on  the  left  are  now  lighted  and  the  copper 
oxide  spiral  d  (the  copper  was  changed  to  the  oxide  by  the  ignition  in 
oxygen)  is  slowly  heated  just  to  redness.    The  tube  is  now  gradu- 
ally heated  from  right  to  left,  taking  care  that  the  gas  evolution  is 
never  greater  than  four  bubbles  per  second  through  the  potash 
bulb;  this  can  be  easily  regulated  by  means  of  the  stop-cock  or  by 
turning  the  gas-burners.     When  the  contents  of  the  entire  tube 
have  been  brought  to  redness,  with  the  tiles  in  place,  and  the  boat 
is  empty,  the  combustion  is  usually  complete.    It  is  well,  however, 
to  pass  oxygen  through  the  hot  tube  until  the  gas  can  be  detected 
at  the  right-hand  end  of  the  combustion  train  (a  glowing  splinter 
icmites  at  n).*    The  flames  are  then  turned  down  and  a  current  of 

*  To  prevent  moisture  from  getting  into  this  tube  from  the  air,  it  is  well  to 
connect  it  with  an  unweighed  calcium  chloride  tube. 
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air  passed  through  the  apparatus  until  the  oxygen  is  completely 
expelled.  A  little  water  always  collects  in  the  front  (right)  end 
of  the  tube,  and  this  must  be  driven  over  into  the  calciiun  chloride 
tube  by  holding  a  hot  tile  under  it.  The  calcium  chloride  tube 
and  the  potash  bulbs  are  now  removed,  wiped  off  with  a  piece  of 
chamois  skin  or  a  clean  linen  cloth,  allowed  to  stand  in  the  balance- 
room  for  twenty  minutes,  after  which  time  they  are  weighed 
without  the  stoppers.  The  gain  in  weight  represents  the  amount 
of  water  and  carbon  dioxide  respectively,  and  from  this  the  amount 
of  hydrogen  and  carbon  can  be  calculated  as  follows : 

If  a  represents  the  weight  of  the  substance,  p  that  of  the  water, 
and  p'  that  of  the  carbon  dioxide,  then 

H,0:H,   =p:x  and      COjiC  ^p'::xf 

18.02 :2.02=p:x  44:12=p':x' 

2.02  ^    12    ,     3    , 

^=18.02^  ^=44P"n^ 

and  in  per  cent. 

101    p  ,  „  300   p'  .  ^ 

-— - .  £-=  per  cent.  H         -rrr  *  ^  =  per  cent.  C 
9.01  a    ^  11     a     ^ 

Determination  of  Carbon  and  Hydrogen  in  Nitrogenous  Organic 

Substances. 

By  the  combustion  of  many  organic  substances  containing  nitro- 
gen, especially  nitroso-  and  nitro-compoimds,  oxides  of  nitrogen  are 
formed  which  are  partly  absorbed  in  the  calcium  chloride  tube  and 
partly  in  the  potash  bulb,  so  that  if  such  substances  were  analyzed 
according  to  the  previous  process,  both  the  carbon  and  hydrogen 
results  will  be  too  high.  If,  however,  an  unreduced  copper  spiral 
is  introduced  in  the  front  (right)  end  of  the  combustion-tube, 
this  serves  to  reduce  the  oxides  of  nitrogen  to  nitrogen  itself,  and, 
as  the  latter  is  not  absorbed,  correct  results  will  be  obtained. 

The  copper  spiral  is  prepared  by  rolling  together  a  piec"*  of 
copper  gauze  about  10  cm.  wide,  making  it  as  large  as  will  con- 
veniently pass  into  the  combustion-tube.  The  spiral  is  heated 
till  it  glows  by  holding  it  in  a  large  gas  flame,  and  while  still  hot 
it  is  thrown  into  a  test-tube  containing  one  or  two  cubic  centi- 
meters of  methyl  alcohol.    The  alcohol  quickly  boils  aw^ay,  but 
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some  of  it  is  oxidized  to  aldehyde  by  the  hot  copper  oxide,  and 
the  latter  is  reduced  completely  to  bright  metallic  copper.  The 
spiral  is  taken  out  with  a  pair  of  crucible  tongs  and  dried  by 
quickly  passing  it  through  a  flame  a  few  times,  and  while  still 
warm  it  is  introduced  into  the  front  end  of  the  combustion-tube^ 
which  has  been  previously  burned  out  as  described  in  the  pre- 
vious analysis. 

To  carry  out  the  combustion,  the  stop-cock  between  the  com- 
bustion-tube and  the  dr3dng  apparatus  is  closed,  the  substance 
introduced  into  the  tube,  and  the  copper  oxide  spiral  at  d  is  first 
heated  and  then  the  reduced  spiral  at  the  other  end  of  the  tube. 
Then  beginning  at  d,  one  burner  is  lighted  after  another,  until 
finally  the  entire  contents  of  the  tube  are  heated  to  a  dull  redness 
and  no  more  bubbles  escape  through  the  potash  bulb.  Now  for 
the  first  time  the  stop-cock  is  opened  somewhat  and  oxygen  is 
passed  through  the  tube  until  it  can  be  detected  at  n.  The  flames 
are  then  turned  down,  the  oxygen  replaced  by  air,  and  the  analysis 
completed  as  in  the  previous  case. 

Difficultly-combustible  substances  are  mixed  with  powdered 
copper  oxide  (which  has  been  ignited)  and  placed  in  a  copper  boat. 

(6)  Combustion  in  a  Closed  Tube. 
Requirements, — 1.  A  so-called   bayonet-tube   as   is  shown  in 


Fig.  50. 

2.  300  gms.  of  coarse-grained  copper  oxide. 

3.  60  gms.  of  powdered  copper  oxide. 

4.  A  copper  crucible  of  about  80  c.c.  capacity. 

-  5.  A  copper  funnel  (Fig.  60,  !F)  or  a  broken-off  glass  funnel. 

6.  Two  pear-shaped  flasks  fitted  with  rubber  stoppers  con- 
taining a  calcium  chloride  tube  (Fig.  60,  F)  to  hold  the  ignited 
copper  oxide. 

Otherwise  the  apparatus  is  the  same  as  described  under  (a). 

Preparation  for  the  Analysis. — The  coarse  copper  oxide  is 
thoroughly  ignited  in  the  copper  crucible,  stirring  it  frequently 
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by  means  of  an  iron  wire.  When  the  mass  is  at  a  dull-red  heat, 
it  is  allowed  to  cool  somewhat,  and  is  then  transferred  to  the  dry 
flask  F  by  means  of  the  copper  funnel  T]  the  flask  is  imme- 
diately stoppered  with  the  calcium  chloride  tube.  The  same 
process  is  repeated  with  the  fine  copper  oxide. 

FUling  the  Tube. — A  plug,  6,  of  ignited  asbestos  is  placed  in 
the  tube  (Fig.  59),  the  latter  is  clamped  to  a  ring-stand  at  an  angle 
of  45°,  and  a  layer  of  coarse  copper  oxide,  10  cm.  long,  is  trans- 
ferred from  the  flask  F  into  the  tube.    The  substance  is  next  added 


Fig.  60. 

in  a  boat  and  powdered  copper  oxide  is  shaken  upon  it  until  a 
layer  about  5  cm.  long  is  produced,  and  this  is  mixed  with  the 
substance  by  means  of  a  long  copper  wire  wound  like  a  cork-ficrew 
at  the  end.  The  wire  is  then  cleaned  by  means  of  a  little  pow- 
dered copper  oxide,  and  the  remainder  of  the  tube  is  nearly  filled 
with  the  coarse  copper  oxide  so  that  only  5  cm.  remain  empty. 
In  case,  however,  the  substance  contains  nitrogen,  space  is  left 
for  the  reduced  copper  spiral.  A  small  canal  is  now  produced 
in  the  copper  oxide  layer  by  gently  tapping  the  tube  upon  the 
table,  and  the  filled  tube  is  placed  in  the  combustion-furnace  and 
connected  with  the  absorption-tubes  as  in  Fig.  55.  First,  the 
right  end  of  the  tube  is  heated  and  the  heating  is  continued  toward 
s  until  the  coarse-grained  copper  oxide  is  heated  to  redness  through- 
out three-quarters  of  its  entire  length ;  but  for  the  present  care  is 
taken  not  to  heat  the  tube  where  the  substance  is  placed.  The 
tube  is  then  heated  at  h  and  the  heating  is  continued  toward  c, 
until  finally  s  is  reached.  After  the  tube  has  become  heated 
equally  throughout  its  entire  length,  the  right-hand  tile  of  tlie 
furnace  is  removed,  so  that  the  back  end  of  the  tube  will  cool 
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somewhat.  When  no  more  bubbles  are  seen  to  pass  through  the 
potash  bulb,  and  the  potash  begins  to  suck  back,  a  piece  of  rub- 
ber tubing  provided  with  a  screw-cock  and  connected  with  the 
drying  apparatus  is  drawn  oyer  the  point  of  the  tube.  The  dry- 
ing apparatus  is  connected  with  an  oxygen  gasometer  and  oxygen 
is  allowed  to  pass  through  the  apparatus.  When  this  is  accom- 
plished the  point,  a,  of  the  tube  (Fig.  59)  is  broken  off  inside  the 
rubber  tubing  with  the  fingers,  the  screw-cock  is  cautiously  opened, 
and  oxygen  is  slowly  passed  through  the  tube  until  it  can  be  de- 
tected at  the  front  end  of  the  combustion  train.  The  flames  are 
then  turned  down,  the  oxygen  removed  by  a  current  of  air,  and 
the  analysis  completed  as  described  under  (a). 

Combustion  of  Organic  Substances  Containing  Halogens. 

The  analysis  is  conducted  exactly  the  same  as  in  the  case  of 
nitrogenous  substances,  except  instead  of  a  reduced  copper  spiral 
one  of  silver  is  used  to  keep  back  any  halogen  set  free.  The 
silver  spiral  should  not  be  heated  to  redness,  but  only  to  about 
180-200°  C.  In  case  a  silver  spiral  is  not  at  hand,  a  long  copper 
£piral  is  used,  its  end  reaching  outside  the  furnace. 

Combustion  of  Organic  Substances  Containing  Sulphur. 

Sulphur  compounds  cannot  be  burned  in  a  tube  containing 
tjopper  oxide,  for  the  sulphur  dioxide  escapes  and  is  partly  ab- 
sorbed by  the  water  in  the  calcium  chloride  tube  and  partly  in 
the  potash  bulb,  so  that  absolutely  worthless  results  are  obtained. 
Instead  of  the  long  layer  of  copper  oxide,  one  of  ignited  lead  chro- 
mate  is  used.  The  latter  oxidizes  the  sulphur  dioxide  to  sulphur 
trioxide,  forming  difficultly-volatile  lead  sulphate  which  remains 
in  the  tube.  When  lead  chromate  is  used,  the  combustion  must 
take  place  at  a  lower  temperature  than  with  copper  oxide,  for 
the  former  melts  easily,  and  by  adhering  to  the  glass  is  likely  to 
cause  the  tube  to  break. 

Combustion  of  Organic  Substances  Containing  Metals. 

If  the  substance  contains  alkalies,  alkaline  earths,  or  cadmium, 
a  part  of  the  carbon  will  remain  in  the  tube  as  carbonate.     In 
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this  case  the  substance  is  mixed  in  the  boat  with  a  mixture  of  ten 
parts  of  powdered  lead  chromate  and  one  part  of  potassium  chro- 
mate,  and  the  combustion  is  conducted  as  is  the  case  when  sul* 
phur  is  present. 

Dumas'  Method  for  Determining  Nitrogen  in  Organic 

Substances. 

This  determination  should  really  be  discussed  under  Part  III, 
but  it  will  be  described  here  on  account  of  its  being  an  analysis 
by  combustion. 

Principle. — ^The  substance  is  burned  in  a  combustion-tube, 
free  from  air,  which  contains  copper  oxide  and  copper  spirals 
exactly  as  in  the  determination  of  the  hydrogen  and  carbon  in 
substances  containing  nitrogen,  but  in  this  case  the  nitrogen 
evolved  is  measured. 

Procedure. — This  determination  may  be  carried  out  in  either 
a  closed  or  open  tube. 

(a)  Determination  in  a  Closed  Tvbe. 

The  necessary  apparatus  is  shown  in  Fig.  61.  The  combus- 
tion-tube is  closed  at  one  end  and  is  about  75  cm.  long.  It 
contains  at  M  a  layer  of  magnesite  15  cm.  long,  in  pieces  about  the 
size  of  a  pea,  followed  by  a  loose  plug  of  ignited  asbestos  and 
then  a  10-cm.  layer  of  coarse  copper  oxide,  S.  The  substance 
is  added  at  a  in  a  boat  and  mixed  with  powdered  copper  oxide 
by  means  of  a  spiral  wire  (cf.  p.  330),  after  which  a  layer  of 
coarse  copper  oxide  *  about  40  cm.  long  is  added,  and  finally 
the  reduced  copper  spiral  (prepared  as  described  on  p.  328).  The 
tube  is  then  placed  in  a  combustion-furnace  and  connected  with 
an  azotometer,t  as  shown  in  the  figure,  which  is  filled  with  mer- 
cury to  a  little  above  the  lower  end  of  r,  and  upon  this  is  placed 
a  liberal  amount  of  50  per  cent,  caustic  potash  solution. 

The  experiment  is  begun  by  heating  the  left  half  of  the 
magnesite  layer  whereby  the  air  in  the  tube  is  expelled  by  the 


*  The  copper  oxide  must  be  previously  ignited,  as  described  on  p.  329. 
t  H.  SchiflF,  Berichte,  XIII,  p.  885. 
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carbon  dioxide  and  collects  in  the  azotometer.  The  bubbles  rise 
through  the  caustic  potash  solution,  and  as  soon  as  they  are  com- 
pletely absorbed  by  the  latter,  the  air  is  expelled  by  raising  the 
levelling-tube.  The  stop-cock  is  closed  and  the  heating  continued 
for  a  short  time  longer,  to  make  sure  that  the  air  is  completely 
removed  from  the  tube.  The  flame  is  then  put  out  under  M;  the 
tube  is  heated  first  at  22  and  the  burners  are  lighted  one  after 


Fig.  61. 


another  toward  the  left  until  about  three-quarters  of  the  layer  of 
coarse  copper  oxide  is  heated  to  a  dull  redness.  The  tube  is  then 
heated  at  S  and  the  process  is  continued  as  in  an  ordinary  com- 
bustion until  the  whole  tube  (with  the  exception  of  the  part  where 
the  magnesite  is  found)  is  heated  to  a  uniform  temperature  and 
finally  no  more  nitrogen  is  evolved. 

TTie  heating  must  be  accomplished  so  that  there  will  be  a  slow 
but  steady  evolution  of  nitrogen.  When  the  combustion  is  com- 
plete, the  magnesite  layer  is  once  more  heated  and  the  nitrogen 
remaining  in  the  tube  is  completely  driven  over  into  the  azotom- 
eter by  the  carbonic  acid  set  free.     As  soon  as  the  volume  of 
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the  gas  in  the  azotometer  remains  constant,  the  experiment  is 
ended  and  it  remains  only  to  measure  the  nitrogen. 

For  this  purpose  the  azotometer  together  with  the  connecting 
piece  of  rubber  tubing  is  removed  from  the  combustion-tube  and 
the  tubing  closed  by  means  of  a  pinch-cock.  A  little  water  is  added 
to  the  funnel  of  the  azotometer,  and  from  1  to  2  c.c.  are  allowed 
to  run  into  the  measuring-tube  by  lowering  the  levelling-bulb 
and  cautiously  opening  the  stop-cock,  which  mu^  be  immediately 
closed  again  as  soon  as  the  sides  of  the  tube  above  the  potassium 
hydroxide  solution  have  become  wet.  The  apparatus  is  then  set 
aside  for  at  least  twenty  minutes  at  a  place  where  a  uniform 
temperature  prevails,  after  which  the  gas  levelling-tube  is  raised 
until  the  solution  in  it  stands  at  exactly  the  same  height  as  that 
in  the  tube,  when  the  volume  is  read.  At  the  same  time  the 
barometer  and  thermometer*  readings  are  noted. 

The  weight  of  the  nitrogen  present  is  computed  as  follows: 
Let  us  assume  that  a  gms.  of  the  substance  were  used  for  the 
analysis  and  V  c.c.  of  nitrogen  were  obtained  at  t^  C.  and  B  mm. 
barometric  pressure.  Since  the  sides  of  the  tube  were  moistened 
with  water,  we  have  the  tension  of  water  vapor  at  the  given  tem- 
perature within  the  tube,  which  we  will  designate  by  w.  In  order 
to  obtain  the  weight  of  the  nitrogen,  its  volume  must  be  first  re- 
duced to  OP  C.  and  760  nmi.  pressure, 

^       760(273+0 

and  from  this  the  weight  of  the  nitrogen  present  is  deduced  as  fol- 
lows: 

22,391t:  28.08  =  Vo-^ 
^  28.08 
^    22,391^ 


♦  An  accurate  thermometer  should  hang  at  the  side  of  the  azotometer. 

t  A  gram-molecule  of  any  gas  measured  at  0°  and  760  mm.  is  22.391  1.  or 
22,391  c.c.  Since  28.08  is  the  molecular  weight  of  nitrogen,  then  28.0S 
gms.  would  be  contained  in  22,391  c.c.  or  1  c.c.  of  nitrogen  gas  at  0°  and 
760  mm.  would  weigh  0.0012540.  Raleigh  and  Ramsey  found  1  c.c.  N«» 
0.0012505.     Formerly  the  value  1  c.c.  N= 0.001256  was  used. 
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and  in  per  cent., 

a:0.001254.Fo=100:a; 

V 
a; =0.1254-5= per  cent.  N. 

Remark, — ^If  no  water  was  added  to  the  azotometer,  it  can  be 
assumed  that  the  gas  is  practically  dry;  the  reduced  volume 
would  then  be 

y-B  273 

•    760(273+0* 

It  is  advisable  to  add  the  water,  however,  as  there  is  often. a 
little  foam  formed  at  the  upper  surface  of  the  caustic  potash  solu- 
tion, and  the  water  causes  this  to  disappear. 

If  the  apparatus  is  allowed  to  stand  for  a  long  time  over  the 
potash  solution  after  the  addition  of  the  water,  the  gas  will  become 
more  or  less  dry  again,  so  that  it  is  impossible  to  tell  what  cor- 
rection to  make.  In  this  case  a  little  more  water  should  be  added  ^ 
the  apparatus  allowed  to  stand  twenty  minutes  more,  the  volume 
read,  and  the  tension  of  aqueous  vapor  for  the  given  temperature 
subtracted  from  the  barometer  reading. 

(6)    Determination  of  Nitrogen  in  an  Open  Tvbe. 

The  determination  is  carried  out  in  practically  the  same  way 
as  before,  except  that  in  this  case  the  carbon  dioxide  is  generated 
outside  of  the  tube.  If  the  combustion-tube  of  Fig.  61  is  imag- 
ined to  be  cut  off  at  M  and  connected  by  means  of  the  two-bulbed 
tube  with  a  long  test-tube,  as  shown  in  the  upper  part  of  the  fig- 
ure, the  apparatus  necessary  for  this  determination  ^dll  be  seen. 

The  long  test-tube  contains  sodium  bicarbonate,  and  it  is  cov- 
ered with  a  piece  of  copper  gauze  in  order  that  it  may  be  heated 
more  uniformly. 

At  S  is  a  long  copper  oxide  spiral,  this  is  followed  by  a  copper 
boat  containing  the  substance  mixed  with  powdered  copper  oxide, 
then  the  long  layer  of  coarse  copper  oxide,  and  finally  the  reduced 
copper  spiral.  After  the  connection  with  the  azotometer  has  been 
made,  the  tube  containing  the  sodium  bicarbonate  is  heated  and 
the  air  removed  from  the  combustion-tube  by  means  of  the  carbon 
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dioxide  evolved.  The  greater  part  of  the  water  that  is  simul- 
taneously set  free  collects  in  the  two-bulbed  tube.  Otherwise 
the  procedure  is  exactly  the  same  as  in  the  former  case. 

Remark. — ^The  advantage  of  this  method  over  the  former  lies 
in  the  fact  that  the  combustion-tube  can  be  used  for  a  large  num- 
ber of  nitrogen  determinations  without  refilling  it  each  time. 

With  difficultly-combustible  substances  the  author  prefers  to 
work  with  the  closed  tube,  for  in  this  way  it  is  possible  to  get 
a  very  intimate  mixture  of  the  substance  with  the  powdered 
copper  oxide. 

Oxalic  Acid,  HaCp^.    Mol.  Wt.  90.02. 

Forms:   Calcium  Oxide,  CaO,  and  Carbon  Dioxidei 

CO,. 

Determination  as  Calcium  Oxide. 

The  neutral  solution  of  an  alkali  oxalate  is  treated  with  a  few 
drops  of  acetic  acid,  heated  to  boiling,  and  precipitated  with  boil- 
ing calcium  chloride  solution.  After  standing  twelve  hours  the 
precipitate  is  filtered  off,  washed  with  hot  water,  ignited  wet  in 
a  platinum  crucible,  and  from  the  weight  of  the  calcium  oxide  the 
amount  of  oxalic  acid  is  calculated  as  follows: 

CaO:H,CA=*p:« 

I15C5O4 
CaO     ^ 

Determination  as  Carbon  Dioxide. 

Principle. — The  method  is  based  upon  the  fact  that  oxalic  acid 
on  being  heated  with  manganese  dioxide  and  dilute  sulphuric 
acid  is  quantitatively  oxidized  to  carbon  dioxide: 

HaCA+  Mn02+  HjSO^  =  MnS04+  2H,0-|-  2C0,. 

Procedure. — A  weighed  amount  of  the  oxalate  is  treated  with 
one  and  a  half  times  as  much  manganese  dioxide  (free  from  car- 
bonate) either  in  the  apparatus  shown  on  page  293  (Fig.  47)  or 
in  that  of  Fresenius-Classen  (Fig.  48,  p.  298).    The  procedure  is 
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exactly  the  same  as  was  described  for  the  determination  of  carbon 
dioxide.    If  p  gm.  of  carbon  dioxide  were  found,  this  corresponds  to 

p- 1.023  gm.  =  Oxalic  Acid,  H2C2O4. 

Remark. — ^Both  methods  give  good  results,  but  oxalic  acid 
can  be  much  more  conveniently  determined  by  a  volumetric 
process  (see  Part  II,  Volumetric  Analysis). 

BORIC  ACID,  HBO2.*     Mol.  Wt.  44.01. 

Determination  as  Boron  Triozide,  B3O3,  by  the  Method  of 

Rosenbladt-Gpoch.f 

Principle. — -Alkali  and  alkaline-earth  borates,  on  being  dis- 
t'Ded  with,  absolute  methyl  alcohol  (free  from  acetone)  and  acetic 
acid,  give  up  all  their  boron  in  the  form  of  methyl  borate,  a  liquid 
which  boils  at  65®  C.  If  the  methyl  borate  is  passed  over  a 
weighed  amount  of  lime  in  the  presence  of  water,  it  is  completely 
saponified : 

B(OCH3)3+  3HjO  =  3CH3OH+  B(0H)3. 

The  boric  acid  set  free  comb  nes  with  the  lime  to  form  calcium 
borate.  If  the  water  containing  the  lime  is  evaporated  to  dryness, 
the  gain  in  weight,  therefore,  represents  the  amount  of  B3O3. 

Procedure. — ^About  1  gm.  of  the  purest  lime  obtainable  is  ig- 
nited to  a  constant  weight  over  the  blast-lamp,  and  as  much 
of  it  as  possible  is  transferred  to  the  dry  Erlenmeyer  flask  (Fig.  62) 
which  ser\'es  as  a  receiver.  The  crucible,  with  some  of  the  lime 
adhering  to  it,  is  placed  in  a  desiccator  and  set  aside  for  the  present. 
The  lime  in  the  flask  is  slaked  by  the  careful  addition  of  about 
10  c.c.  of  water,  and  the  flask  is  connected  with  the  distillation- 
flask  as  shown  in  the  figure. 

•  The  aqueous  solution  of  the  alkali  borate  (containing  not 
more  than  0.2  gm.  BjOj)  is  treated  with  a  few  drops  of  either 
litmus  or  lackmoid  solution,  and  acetic  acid  is  added  drop  by 
drop  until  the  solution  turns  red.  The  slightly  acid  solution, 
prepared  in  this  way,  is  added  by  means  of  the  funnel  T  to  the 
pipette-shaped  retort,  72,  of  about  200  c.c.  capacity.     The  funnel 

♦  This  is  the  formula  of  meta-boric  acid. 

t  Zeit.  f.  anal.  Chem.,  XXVI  (1887),  pp.  18, 364. 
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'm  washed  three  times  by  the  addition  of  2  or  3  cubic  centimeters 
of  water  and  the  stop-cock  is  closed.  The  liquid  is  distilled 
by  placing  A  in  a  parafHiie  bath  at  not  over  140°  C,  and  the 
distillate  collected  in  the  Erlenmeyer  flask  containing  .the  lime. 
When  all  of  the  liquid  has  distilled  over,  the  paraffine  bath  is  lowered , 
and  after  R  has  cooled  somewhat,  10  c.c.  of  methyl  alcohol  (free 
from  acetone)  are  added  through  the  funnel  and  the  contents 
of  R  are  again  distilled  o£F.     This  process  is  repeated  three  times. 


Via.  82. 
Then  2-3  c.c.  of  water  are  added  to  the  retort,  also  a  few  drops 
of   acetic   acid  until   the    liquid  becomes  distinctly  red  again,* 
and   the   distillation   with    10   c.c.  of  methyl   alcohol  is  repeat- 
ed three  times  more.     At  the  end  of  this  time  all  of  the  boric 

*  By  the  repeated  di^ilUtion,  the  contents  of  the  retort  become  alkaline, 
as  shown  by  the  blue  color  of  the  solution. 
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acid  will  be  found  in  the  receiver.  The  stoppered  flask  is  thoroughly 
shaken  and  allowed  to  stand  for  an  hour  or  two  in  order  to  make, 
sure  that  all  of  the  methyl  borate  is  saponified.  The  contents 
of  the  receiver  are  then  poured  into  a  platinum  dish  of  about 
200  c.c.  capacity  and  evaporated  on  the  water-bath  to  dryness  at 
as  low  a  temperature  as  possible.  During  this  process  the  alcohol 
must  not  be  allowed  to  boil  under  any  circumstances.  Then, 
in  order  to  remove  the  small  amount  of  Ume  that  remained  adher- 
ing to  the  sides  of  the  flask,  a  few  drops  of  dilute  nitric  acid  are 
added  to  the  receiver,  and,  by  carefully  inclining  the  flask,  its  entire 
inner  surface  is  wet  by  the  acid,  after  which  the  contents  are  washed 
into  the  platinum  dish  and  evaporated  to  dryness  again.  This 
time  the  water  in  the  bath  may  boil,  as  there  is  now  no  danger  of 
losing  the  boric  acid,  the  alcohol  "being  all  removed  by  the  first 
evaporation.  The  residue  in  the.  dish  is  then  gently  ignited  over 
a  small  flame  in  order  to  destroy  the  calcium  acetate*  present; 
it  is  allowed  to  cool  and  is  transferred  by  means  of  a  little  water 
to  the  crucible  in  which  it  was  originally  weighed.  The  dark-colored 
lime  and  carbon  remaining  on  the  sides  of  the  dish  are  dissolved 
in  a  little  nitric  or  acetic  acid  and  washed  into  the  crucible. 
The  contents  of  the  latter  are  evaporated  to  dryness  on  the  water- 
bath,  and,  with  the  cover  upon  it,  the  crucible  is  ignited  at  first 
gently  and  finally  more  strongly  until  a  constant  weight  is  obtained. 
The  increase  in  weight  represents  the  amount  of  Bj^s- 

Remark. — This  method  affords  faultless  results,  even  in  the 
presence  of  considerable  amounts  of  other  salts.  Free  halogen 
hydride  or  sulphuric  acid  must  not  be  present,  for  these  acids 
form  compound  ethers  with  the  methyl  alcohol  and  distil  over 
with  the  boric  acid,  with  which  they  would  be  weighed.  Instead 
of  using  lime  in  the  receiver,  the  methyl  borate  can  be  distilled 
into  a  dilute  solution  of  anmionium  carbonate,  and  the  latter 
evaporated  with  slaked  lime  in  a  platinum  dish  immediately  after 
the  distillation.     The  author,  however,  prefera  the  above  method. 

If  one  possesses  a  large  platinum  crucible  (with  a  capacity 
of  from  80  to  100  c.c),  the  firat  evaporation  can  take  place  in  this, 
and  it  is  then  advisable  to  place  the  crucible  within  a  ring-shaped 


*  Due  to  the  excess  of  the  acetic  acid  added. 
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copper  or  tin  tube  through  which  steam  passes  (Fig.  16,  page  29). 
In  this  way  the  calcium  acetate  does  not  creep  up  over  the  sides 
of  the  dish,  and  there  is  no  danger  of  any  bumping. 

Determination  of  Boric  Acid  in  Silicates,  Enamel,  etc. 

The  finely-powdered  substance  is  fused  wdth  four  times  as 
much  sodium  carbonate,  the  melt  is  extracted  with  water,  and 
the  aqueous  solution  containing  all  of  the  boric  acid  is  evaporated 
to  a  small  volume,  acidified  with  acetic  acid,  and,  without  regard 
to  any  separation  of  silica,  the  solution  is  transferred  to  the  Gooch 
retort  and  analyzed  as  above  directed. 

Remark. — This  determination  can  be  performed  in  the  presence 
of  fluorine  provided  acetic  and  not  nitric  acid  is  used  to  set  free 
the  boric  acid;  but,  for  that  matter,  it  is  in  no  case  advisable 
to  use  nitric  acid  and  it  is  not  permissible  when  chlorides  are 
present. 

Determination  of  Boric  Acid  in  Mineral  Waters. 

If  the  water  contains  considerable  boric  acid  (0.1  gm.  or  more 
of  RjOj  in  a  liter),  a  weighed  amount  (from  200  to  300  c.c.)  is  evap- 
orated to  a  small  volume,*  the  precipitated  calcium  and  magnesium 
carbonates  are  filtered  off,  the  filtrate  concentrated,  slightly  acidi- 
fied with  acetic  acid,  and  analyzed  as  described  on  page  337. 

If  the  water  contains  only  a  little  boric  acid,  as  is  true  in  the 
great  majority  of  cases,  a  large  amount  must  be  taken  for  the 
determination.  From  10  to  15  liters  are  evaporated  in  a  large 
porcelain  dish  to  about  1  liter,*  the  deposited  salts  are  filtered 
off  (these  never  contain  any  borate),  washed  thoroughly  with 
hot  water,  and  the  filtrate  and  washings  are  evaporated  on  the 
water-bath  until  a  moist  residue  is  obtained.  If  this  residue  does 
not  amount  to  more  than  5  or  6  gms  it  is  redissolved,  acidified 
with  acetic  acid,  transferred  to  the  Gooch  retort,  and  distilled  as 
described  on  page  337.  Usually  a  larger  residue  is  obtained,  such 
that  it  cannot  be  conveniently  analyzed  directly,  in  which  case  the 


♦  If  the  water  reacts  alkaline,  it  is  at  once  evaporated;  otherwise  enough 
sodium  carbonate  solution  is  added  to  make  it  so. 
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boric  acid  is  extracted  from  it.  For  this  purpose  the  residue  is 
acidified  with  a  little  hydrochloric  acid,  thoroughly  stirred  with 
absolute  alcohol,  and  by  means  of  more  of  the  latter  it  is  trans- 
ferred to  a  flask,  corked  up,  and  allowed  to  stand  twelve  hours  with 
frequent  shaking.  The  boric  acid  will  then  be  found  in  the  alco- 
holic solution.  The  residue  is  filtered  off,  washed  with  96  per  cent, 
alcohol,  diluted  largely  with  water,  1  gm.  of  sodium  hydroxide  is 
added,  the  alcohol  distilled  off  (see  Remark),  and  the  liquid  evap)- 
orated  imtil  a  moist  residue  is  obtained.  This  is  again  acidified 
with  hydrochloric  acid  and  the  above  extraction  with  alcohol,  and 
subsequent  distillation  of  the  alcohol,  after  the  addition  of  water 
and  1  gm.  of  sodium  hydroxide,  is  repeated.  If  the  residue  now  ob- 
tained is  not  too  large,  it  is  gently  ignited  in  order  to  destroy  the  or- 
ganic matter;  after  extracting  with  water,  the  carbonaceous  residue 
filtered  off,  and  the  filtrate  is  acidified  with  hydrochloric  acid.  It  is 
then  made  slightly  alkaline  with  sodium  hydroxide,  after  which  just 
enough  acetic  acid  is  added  to  make  the  solution  react  acid  again. 
The  solution  thus  prepared  is  analyzed  as  described  on  page  337. 

Remark, — Unless  a  large  amount  of  water  and  the  sodium 
hydroxide  are  added,  some  of  the  boric  acid  will  be  volatilized 
with  the  alcohol.  It  is  alwa)rs  best  to  test  the  alcoholic  distillate 
for  boric  acid  as  follows :  A  few  pieces  of  turmeric  root  are  extracted 
with  alcohol,  2-3  drops  of  the  yellow  solution  are  placed  in  a  porce- 
lain dish,  the  alcoholic  solution  to  be  tested  for  boric  acid  and  a  few 
drops  of  acetic  acid  are  added,  after  which  the  solution  is*  diluted 
with  water  and  evaporated  to  dryness  on  the  water-bath.  Accord- 
ing to  F.  Henz,  if  as  much  ajs  toVt  mgm.  of  boric  acid  is  present, 
a  faint  but  distinct  coloration  will  be  evident,  while  the  presence 
of  jf  u"  mgm.  will  cause  a  strong  reddish-brown  coloration,  which 
on  being  treated  witR  sodium  hydroxide  is  turned  to  the  charac- 
teristic blue-black  color. 

If  boric  acid  is  found  in  the  alcoholic  distillate,  it  must  be 
again  treated  with  water  and  sodium  hydroxide,  and  the  alcohol 
once  more  distilled  off. 

MOLTBDIC  Acid,  HjMoO^.    Mol.  Wt.  162.02. 

The  determination  of  molybdic  acid  has  already  been  con- 
sidered on  page  221. 
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TARTARIC  Acid,  HjC4H40fl.     Mol.  Wt.  150.06. 

The  composition  of  free  tartaric  acid  as  well  as  that  of  the  tar- 
trates is  determined  by  an  elementary  analysis,  see  page  323. 

Meta-  Ain>  Pyrophosphoric  Acids. 

These  acids  are  changed  to  phosphoric  acid  and  determined 
as  described  on  page  343. 

IODIC  ACID,  HIOs.     Mol.  Wt.  175.86. 
Form :  Silver  Iodide,  Agl. 

For  the  determination  of  iodic  acid  a.s  silver  iodide,  the  solu- 
tion of  the  alkali  iodate  is  acidified  with  sulphuric  acid,  and  sul- 
phurous acid  is  added  until  the  solution,  which  at  first  becomes 
yellow  on  account  of  the  separation  of  iodine,  is  again  colorless. 
After  this  an  excess  of  silver  nitrate  and  a  considerable  amount  of 
nitric  acid  are  added.  The  solution  is  heated  to  boiling  and  the 
precipitated  silver  iodide  determined  as  described  on  page  252. 

It  is  not  permissible  to  change  the  iodate  to  iodide  by  ignition, 
for  the  decomposition  takes  place  at  a  temperature  above  that 
at  which  the  iodide  itself  begins  to  volatilize.  The  transforma- 
tion is  therefore  not  quantitative.  This  is  especially  true  of 
sodium  iodate,  which  is  only  changed  to  iodide  upon  heating  to  a 
white  heat.  Potassium  and  silver  iodates  are  much  more  readily 
decomposed,  but  even  then  some  iodide  is  lost.  Both  iodic  and 
periodic  acids  may  be  more  accurately  determined  by  a  volumetric 
process  (see  Part  II,  lodimetry). 

For  the  determination  of  the  metal  present  in  an  iodate  it  is 
first  changed  to  the  chloride  by  repeated  evaporation  with  con- 
centrated hydrochloric  acid: 

KIO3+  6HC1 = KC1+  3H,0+  2C1,+  ICl. 
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GROUP  IV. 

PHOSPHORIC,  ARSENIC.  ARSENIOUS,  THIOSULPHURIC, 
CHROMIC,  VANADIC,  AND  PERIODIC  ACIDS. 

Phosphoric  Acid,  HsP04.    Mol.  Wt.  98.03. 

Forms :  Magnesium  Pyrophosphate,  MgjPjO^ ;  Ammonium 
Phosphomolybdate,  (JXR^fiO^  -  i^MoO, ;  Phosphomolybdic 
Anhydride,  PjOs  -  24M0O3. 

Determination  as  Magnesium  Pyrophosphate. 

If  the  phosphate  is  present  as  an  alkali  phosphate,  it  is  pre- 
cipitated as  magnesium  ammonium  phosphate  and  changed  by 
ignition  into  the  pyrophosphate. 

The  neutral  phosphate  solution,  containing  not  more  than 
5-10  per  cent,  of  ammonium  chloride,*  is  treated  with  an  excess  of 
*' magnesia  mixture  "  t  (seepage  165,  foot-note),  which  is  added 
quickly  with  stirring.  An  amount  of  concentrated  ammonia 
equal  to  one-third  the  volume  of  the  solution  is  added,  and 
the  solution  is  allowed  to  stand  four  hours.  It  is  then  de- 
canted through  a  filter,  the  precipitate  redissolved  in  as  Uttle 
hydrochloric  acid  as  possible,  a  few  drops  of  magnesia  mixture 
added,  the  solution  made  alkaline  with  dilute  ammonia,  and 
one-third  of  its  volume  of  strong  ammonia  again  added.  After 
standing  for  another  four  hours  the  clear  Uquid  is  decanted  through 
a  filter,  the  precipitate  washed  three  times  by  decantation  with 
2i  per  cent,  ammonia,  finally  transferred  to  the  filter  and  thorough- 
ly washed  with  this  dilute  ammonia  solution,  dried  at  100®  and 
ignited  to  pyrophosphate  as  described  on  page  63.  From  the 
weight  of  the  latter,  p,  the  amount  of  PO4  is  computed  as  follows: 

Ug,F,0,:2F0,^p:z 

2P0, 
""     Mg,P,0/P 
Remark. — ^Unless  the  highest  degree  of  accuracy  is  desired,  a 
single  precipitation  of  the  magnesium  ammonium  phosphate  is 

*Cf.   Neubauer,  Zeit.    f.    angew.    Chem.,    1896,    p.  439;    and   Gooch, 
Zeit.  f.  anal.  Chem.,  XX,  p.  135. 

-|- Seven  or  eight  cubic  centimeters  are  sufficient  for  0.1  gm.  Pfi^, 
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all  that  is  necessary,  particularly  when  the  solution  does  not  con- 
tain over  10  per  cent,  of  ammonium  chloride,  and  when  no  great 
excess  of  magnesia  mixture  is  used  for  the  precipitation. 

Solution  and  Reprecipitaiion  of  the  Ignited  Magnesium 

Pyrophosphaie. 

If  it  is  desired  to  dissolve  the  ignited  precipitate  and  to  repre- 
cipitate  the  phosphoric  acid,  the  crucible  together  with  its  cover, 
is  placed  in  a  beaker,  enough  water  is  added  to  cover  the  crucible, 
and  then  an  excess  of  concentrated  nitric  acid.  The  beaker 
is  covered  with  a  watch-glass  and  its  contents  are  heated  on  the 
water-bath,  the  liquid  in  the  beaker  being  occasionally  rotated. 
When  the  precipitate  has  dissolved,  the  heating  is  continued  for 
three  or  four  hours  longer  in  order  to  make  sure  that  the  pyro- 
phosphoric  acid  is  completely  changed  to  orthophosphoric  acid. 
This  change  is  always  complete  at  the  end  of  this  time  if  the  weight 
of  the  magnesium  pyrophosphate  was  not  over  0.2  gm.  The  time 
necessary  to  effect  this  transformation  is,  proportional  to  the 
amount  of  nitric  acid  used. 

After  the  liquid  has  been  sufficiently  heated,  the  crucible  and 
its  cover  are  removed,  washed  off,  a  drop  of  magnesia  mixture 
is  added,  and  the  solution  made  strongly  ammoniacal.  After 
standing  four  hours  the  precipitate  is  filtered,  washed,  and  ignited 
as  before. 

The  method  described  on  page  343  for  the  precipitation  of 
phosphoric  acid  is  not  applicable  when  the  substance  contains 
alkaline  earths  or  heavy  metals.  In  such  cases  the  phosphoric 
acid  should  be  precipitated  first  as  ammonium  phosphomolybdate 
and  the  phosphoric  acid  in  this  precipitate  determined  by  one  of 
the  following  methods. 

I.  Determination  of  Phosphoric  Acid  as  Magnesium  Pjrro- 
phosphate  after  Previous  Precipitation  as  Ammonium 
Phosphomolybdate. 

This  method,  first  proposed  by  Sonnenschein,  has  experienced, 
in  the  course  of  time,  a  great  many  modifications,  and  of  these,  that 
of  Woy  *  will  be  described,  for  it  is  one  of  the  quickest  and  most 

♦  Chem.  Zeit ,  21.  p.  442 
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accurate.  It  may  be  mentioned  that  the  molybdate  method  is 
always  applicable  when  the  phosphoric  acid  is  present  as  ortho- 
phosphate,  irrespective  of  what  metals  are  in  solution. 

Principle, — If  a  solution  containing  phosphoric  acid,  in  the  pres- 
ence of  ammonium  nitrate  and  sufficient  nitric  acid,  is  treated  with 
a  slight  excess  of  ammonium  molybdate  and  heated  just  to  the 
boiling-point,  all  of  the  phosphoric  acid  is  immediately  precipitated 
as  yellow  ammonium  phosphomolybdate.  According  to  Hunde- 
shagen,  the  precipitate  possesses  the  following  composition: 

(NHJ^PO, .  12MoO, .  2HNO3  •  H,0, 

and  always  contains,  when  sufficient  molybdic  acid  is  present  24 
mols.  of  M0O3  ^  I  ^^ol-  ^'Oi'   It  never  contains  more  molybdic  acid 
than  corresponds  to  the  above  formula,  but  is  alwajrs  some  what 
contaminated  with  small  amounts  of  the  bases  in  solution,  even 
when  only  alkalies  are  present.    If,  however,  after  decanting  off 
the  supernatant  liquid,  the  precipitate  is  dissolved  in  ammonia,  a 
little  more  ammoniimi  molybdate  added,  and  the  boiling  solution  re- 
precipitated  by  the  addition  of  nitric  acid,  it  is  then  obtained  pure. 
It  must  also  be  noted  that  the  solution  may  contain  neither 
silicic  acid  nor  organic  substances  *  and  only  a  small  amount  of 
chloride  (best  none  at  all),  but  there  must  be  considerable  free 
nitric  acid  present;   1  gm.  of  PJO5  requires  11.6  gms.  of  HNO3, 
but  as  much  as  35.5  gm.  of  the  latter  acid  does  no  harm.f    The 
precip-tate  will  dissolve  somewhat  if  more  nitric  acid  than  the 
above  quantity  is  used,  but  the  addition  of  ammonium  molyb- 
date decreases  the  solubility  of  the  precipitate  in  nitric  acid;  1  gm. 
of  ammonium  molybdate  makes  55.7  gms.  of  nitric  acid  inactive. 
The  presence  of  ammonium  nitrate  not  only  facilitates  the  forma- 

*  According  to  Hundeshagen  (Zeit.  f.  anal.  Chem.,  28,  p.  164)  and  Eggertz 
(Jour.  f.  prak.Chem.,79,  p.  496)  the  presence  of  tartaric  and  oxalic  acids  hin- 
ders the  formation  of  the  yellow  precipitate,  and  in  some  cases  prevents 
it  entirely.  According  to  Hans  v.  Jiiptner  (Oesterr.  Zeit.  fiir  Beig-  u. 
Huttenw.,  1894,  p.  471)  this  is  not  the  case;  he  even  reconmiends  that 
tartaric  acid  be  added  for  the  determination  of  phosphorus  in  iron,  on  the 
^ound  that  it  prevents  the  precipitate  being  contaminated  with  molybdic 
acid  and  ferric  oxide. 

t  These  figures  are  taken  from  experimental  data  furnished  by  Hun- 
deflha^n.  They  do  not  refer  to  the  above  formula  given  the  yellow  pre- 
cipitate.— [Translator.  ] 
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tion  of  the  precipitate,  but  its  presence  is  absolutely  necessary, 
although  about  5  per  cent,  is  sufficient. 

Solutions  Required, 

1.  A  3  per  cent,  solution  of  ammonium  molybdate  obtained 
by  the  solution  of  120  gms.  conmiercial  ammonium  molybdate, 
(NH4)eMo7024+4H20,  in  4  liters  of  water  (1  c.c.  of  this  solution 
will  precipitate  0.001  gm.  P2O5). 

2.  A  solution  of  ammonium  nitrate,  obtained  by  dissolving 
340  gms.  of  ammonium  nitrate  in  1  liter  of  water. 

3.  Nitric  acid,  sp.  gr.  1.153  (containing  25  per  cent.  HNO,). 

4.  As  wash  liquid,  200  gms.  ammonium  nitrate  and  160  c.c. 
of  nitric  acid  dissolved  in  4  liters  of  water. 

Woy's  Metliod  of  Precipitaiion, 

In  all  cases  50  c.c.  of  the  solution  are  taken,  containing  at  the 
most  0.1  gm.  P2O5.  If  the  solution  contains  more  than  this  amount 
of  phosphoric  acid,  an  aliquot  part  is  used  for  the  analysis  and 
the  volume  of  the  portion  taken  is  diluted  to  50  c.c. 

This  amount  of  the  neutral  or  slightly  acid  (HNOj)  solution 
is  placed  in  a  400-c.c.  beaker  and  to  precipitate  0.1  gm.  of  PjOs 
30  c.c.  of  ammonium  nitrate  solution  and  10-20  c.c.  of  nitric  acid 
are  added  and  the  solution  is  heated  until  bubbles  begin  to  rise. 
At  the  same  time  the  required  amount  of  ammonium  molybdate 
solution  (in  this  case  120  c.c.*)  is  likewise  heated  until  it  begins 
to  boil,  and  then  transferred  to  a  separatory  funnel  and  allowed 
to  run  in  a  thin  stream  into  the  middle  of  the  phosphate 
solution,  which  is  rotated  while  the  molybdate  solution  is  being 
added.  The  yellow  ammonium  phosphomolybdate  is  at  once 
thrown  down  and  the  separation  is  quantitative.  The  contents 
of  the  beaker  are  kept  in  motion  for  about  one  minute  more  and 
then  allowed  to  stand  for  fifteen  minutes,  when  the  clear  liquid 


*  AMOUNTS   OF   REAGENTS   REQUIRED. 

Amount,  of  PaOs 
pS-esent  in  Grams. 

Ammonium 
Molybdate. 

Ammonium 

Nitrate. 

Nitrio 
Acid. 

0.1 

120  C.C 

30  C.C 

19  C.C 

0.01 

15  '-' 

20  " 

10    '* 

0  005 

15" 

20  " 

10   « 

0  002 

10  " 

15  « 

6  « 

0.001 

10  " 

15  " 

5  " 
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is  poured  through  a  filter,  the  precipitate  is  washed  once  by  decanta- 

tion  with  50  c.c.  of  the  wash  liquid  and  then  dissolved  in  10  c.c. 

• 

of  8  per  cent,  ammonia.  To  this  solution  20  c.c.  of  the  ammonium 
nitrate  solution,  30  c.c.  of  water,  and  1  c.c.  of  ammonium  molybdate 
are  added.  It  is  heated,  as  before,  until  bubbles  begin  to  rise, 
when  the  phosphoric  acid  is  reprecipitated  by  the  addition  of  20  c.c. 
of  hot  nitric  acid,  added  drop  by  drop  through  the  same  funnel 
that  was  used  for  the  molybdate  solution,  the  solution  being  rotated 
as  before.  The  precipitate  is  immediately  formed  and  is  now 
pure.  After  standing  ten  minutes  it  is  filtered  off  and  dissolved 
in  warm  2\  per  cent,  ammonia,  after  which  nitric  acid  is  added  imtil 
the  yellow  precipitate  produced  dissolves  only  slowly  on  being 
mixed  with  the  solution.  Now,  for  every  0.1  gm.  of  PjOj  present, 
10  c.c.  of  ''magnesia  mixture"  and  one-third,  of  the  volume 
of  concentrated  ammonia  are  added.  After  standing  four  hours 
the  supernatant  liquid  is  poured  off.  The  precipitate  is  washed 
four  times  by  decantation  with  50  c.c.  of  2J  per  cent,  ammonia, 
then  dissolved  in  as  little  hydrochloric  acid  as  possible  and  repre- 
cipitat^  by  the  addition  of  strong  ammonia,  the  analysis  being 
completed  as  described  on  p.  343. 

The  determination  can  be  much  more  quickly  accomplished, 
and  in  the  author's  opinion  more  accurately,  by  one  of  the  follow- 
ing procedures,  particularly  that  of  Woy  (p.  348,  3). 

2.  Direct   Determination   of   Phosphoric   Acid   as   Ammonium 

Hiosphomolybdate  (Finkener).* 

The  precipitate  produced  as  described  under  1,  having  the 
following  composition, 

(NHJjPO^ .  I2M0O3 .  2HN08  •  HaO, 

is  transformed  by  heating  for  a  long  time  at  160-180®  C.  into  pure 
ammonium  phosphomolybdate  of  the  composition 

(NH,),PO,.12MoO^ 

Theoretically  this  substance  contains  3.782  per  cent,  of  PjOj. 
If,  therefore,  the  amount  of  yellow  precipitate  (dried  until  its 

Weight  is  constant)  is  multiplied  by  0.0378,  the  actual  amount  of 

- . ' 

♦  Berichte,  11  (1878),  p.  1640. 
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PjOj  present  should  be  obtained.  The  results  obtained  by  Finkener, 
however,  were  accurate  only  when  the  factor  0.03794  *  was  used. 
Hundeshagen,t  on  the  other  hand,  found  that  the  factor  0.0375^ 
should  be  used,  and  this  has  been  confirmed  by  experiments  per- 
formed in  the  author's  laboratory.! 

Procedure, — ^The  phosphoric  acid  is  precipitated  twice,  accord- 
ing to  the  directions  of  Woy  (p.  346),  with  ammonium  molyb- 
date;  the  precipitate  is  filtered  through  a  Gooch  crucible,  washed 
with  the  prescribed  mixture  until  no  further  brown  coloration 
is  produced  by  K4Fe(CN)e,  and  dried  in  a  current  of  air  at  160^ 
C.  in  a  Paul's  drying  oven,  until  a  constant  weight  is  obtained. 
If  the  precipitate  should  become  slightly  greenish,  a  small  crystal 
of  anmionium  nitrate  and  one  of  ammonium  carbonate  are  added 
and  the  contents  of  the  crucible  again  heated,  whereby  the  pre- 
cipitate will  at  once  assume  a  homogeneous  yellow  color. 

Remark. — ^The  results  of  Hundeshagen  and  StefFan  show  that 
this  method  gives  very  exact  results.  Steffan  worked  precisely 
according  to  the  directions  of  Finkener,  precipitating  the  phos- 
phoric acid  in  the  cold  with  a  33J  per  cent,  solution  of  anunoniimi 
molybdate  and  filtering  after  standing  twenty-four  hours.  It  is, 
however,  not  necessary,  as  Hundeshagen  has  shown,  to  work  with 
such  a  concentrated  solution  of  ammonium  molybdate;  the  pre- 
cipitation from  a  hot  solution  with  a  3  per  cent,  molybdate  solu- 
tion yields  just  as  accurate  results  and  the  solution  does  not  have 
to  stand  so  long  before  filtering.  Even  when  iron  is  present  this 
method  gives  good  results,  so  that  it  is  to  be  reconmiended  for  the 
determination  of  phosphorus  in  iron  and  steel. 

3.  Determination  of  Phosphoric  Acid  as  Phosphomolybdic 

Anhydride  (Woy). 

The  precipitate,  produced  in  the  same  way  as  before,  is  gently 
ignited,  whereby  a  greenish-black  residue  remains  of  the  com- 
position 24Mo08-P205,  with  3.946  per  cent,  of  PjOj.  The  pre- 
cipitate is  ignited  as  follows:   Upon  the  bottom  of  a  nickel  cm- 

*Loc.  cU. 

t  Zeit.  f.  anal.  Chem.,  XXXII  (1893),  p.  144. 

t  A.  Steffan,  using  50  c.c.  of  a  potassium  phosphate  solution  containing 
0.0989  gm.  PPs,  in  four  experiments  found  0.0994,  0.0994,  0.099fi,  0.0992 
gm.  PsO(. 
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cible  is  placed  a  disk  of  ignited  asbestos  paper  about  2  nun.  thick, 
or  the  porcelain  plate  of  a  Gooch  crucible  may  be  used.  Upon 
this  is  placed  the  Gooch  crucible  containing  the  precipitate,  which 
is  covered  with  a  watch-glass  and  heated  at  first  gently  and  finally 
until  the  bottom  of  the  nickel  crucible  is  at  a  dull-red  heat.  When 
the  precipitate  has  become  of  a  homogeneous,  bluish-black  color, 
it  is  allowed  to  cool  in  a  desiccator,  after  which  the  covered  cru- 
<;ible  is  weighed. 

This  method  is  rapid  and  gives  good  results  in  the  presence 
of  iron  and  aluminium.* 

Determination  of  Phosphorus  and  Silicon  in  Iron  and  Steel. 

The  determination  of  these  two  elernents  is  usually  effected  in 
the  same  sample,  and  in  all  cases  the  silicic  acid  must  be  removed 
before  the  precipitation  of  the  phosphoric  acid. 

Since  phosphorus  and  silicon  are  present  in  the  iron  as  phos- 
phide and  silicide,  a  too  dilute  nitric  acid  must  not  be  used  for  dis- 
solving the  sample  or  there  will  be  a  loss  of  volatile  phosphides 
and  silicides. 

Determination  of  the  Silicon. 

About  5  gms.  of  the  iron  borings,  after  having  been  washed  with 
ether  (cf.  p.  178,  foot-note),  are  placed  in  a  500-c.c.  beaker  under  a 
good  hood,  covered  with  60  c.c.  of  nitric  acid  (1  vol.  concentrated 
acid,  sp.  gr.  1.4,  and  1  vol.  of  water)  and  a  watch-glass  placed 
up)on  the  beaker.  A  violent  reaction  at  once  takes  place  and 
brown  vapors  are  evolved.  As  soon  as  the  action  slackens, 
the  beaker  is  placed  upon  wire  gauze  and  its  contents 
boiled  gently  until  all  the  iron  is  dissolved  and  no  more  brown 
vapors  are  evolved.  The  contents  of  the  beaker  are  then  washed 
into  a  250-c.c.  porcelain  casserole,  evaporated  on  the  water- 
bath  to  a  syrupy  consistency,  and  then  heated  over  a  free  flame 
to  dryness,  constantly  stirring  with  a  glass  rod.  Care  is  taken 
during  this  operation  that  a  cake  of  basic  ferric  nitrate  does  not 
adhere  to  the  bottom  of  the  dish,  as  in  this  case  the  latter  will 


*  Steffan  found,  in  the  analysis  of  50  c.c.  cf  a  potassium  phosphate  solu- 
tion containing.  00989  gni.  FJO^,  0.0988,  0.0992,  0.0986  gm.  Ffi,;  and  in 
a  solution  of  5  gms.  of  iron  in  the  form  of  its  nitrate,  this  method  gave  0.0099 
P,0^  and  the  same  result  was  obtained  by  the  method  of  Finkener. 
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surely  break  during  the  subsequent  ignition.  The  dry  mass 
should  at  the  end  be  reduced  to  a  loose  powder.  When  this  point 
is  reached,  the  contents  of  the  dish  are  ignited  until  all  of  the  ferric 
nitrate  is  changed  to  oxide,  which  is  accomplished  when  no  more 
brown  fumes  are  expelled.  By  this  procedure  all  organic  matter 
formed  by  the  oxidation  of  hydrocarbons  is  destroyed  and  the 
silicic  acid  is  dehydrated.  After  cooling,  the  residue  is  covered 
with  50  c.c.  of  concentrated  hydrochloric  acid  and  heated  with 
constant  stirring  almost  to  the  boiling-point.  This  dissolves  the 
ferric  oxide  and  phosphate,  while  the  silicic  acid  remains  behind.* 
When  all  of  the  iron  oxide  has  dissolved,  the  solution  is  evap- 
orated to  dryness,  moistened  with  2-3  c.c.  of  hydrochloric  acid, 
allowed  to  stand  for  twenty  minutes,  after  which  water  is  added. 
After  heating  the  liquid  to  boiling  the  silicic  acid  is  filtered  off 
through  a  small  filter,  washed  with  water  containing  hydrochloric 
acid  and  finally  with  pure  hot  water.  The  silica  is  ignited  wet  in  a 
platinum  crucible  and  weighed.  The  silica  thus  obtained  usually 
contains  ferric  oxide,  so  that  its  purity  must  be  tested  in  all  cases. 
For  this  purpose  it  is  covered  with  1  c.c.  of  water,  a  drop  of  dilute 
sulphuric  acid  and  2  c.c.  of  pure  hydrofluoric  acid  are  added,  and 
after  evaporating  on  the  water-bath  as  far  as  possible,  the  excess  of 
sulphuric  acid  is  removed  by  placing  the  crucible  on  a  triangle  in 
an  inclined  position  and  carefully  heating  by  means  of  a  moving 
flame.  As  soon  as  no  more  vapora  of  sulphuric  acid  are  given  off, 
the  contents  of  the  crucible  are  more  strongly  ignited  and  the 
residue  of  ferric  oxide  is  weighed.  This  amount  deducted  from 
the  weight  of  impure  silica  gives  the  amount  of  pure  silica,  p, 
from  which  the  amount  of  silicon,  x,  can  be  calculated  as  follows: 

Si02:Si  =  p:x 

Si 

and  in  per  cent.,  where  a  is  the  amount  of  iron  taken  for  the  analysis, 

,     lOOSi  V  ,  ^. 

ar=-77r;r--  — =  per  cent.  Si. 


*  If  graphite  were  originally  present  it  remains  with  the  silica. 
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JBemori.— rlf  the  impure  silica  was  grayish  colored  (as  is  always 
the  case  when  graphite  is  present)  it  is  not  weighed,  but  a  little 
pure  sodium  carbonate  and  potassium  nitrate  are  added  to  the 
contents  of  the  crucible  and  by  fusing  the  graphite  is  completely 
oxidized.  The  melt  is  placed  in  a  small  porcelain  dish  and  dissolved 
in  water.  The  solution  is  acidified  with  hydrochloric  acid,  evap- 
orated to  dr3mess  on  the  water-bath,  moistened  with  a  little  con- 
centrated hydrochloric  acid,  diluted  with  water  and  filtered.  The 
residual  silica  is  ignited  wet;  a  further  purification  of  the  silica 
is  unnecessary. 

Determination  of  Phosphorus. 

In  the  hydrochloric  acid  filtrate  from  the  silicic  acid  all  the 
phosphorus  is  present  in  the  form  of  phosphoric  acid.  The  latter 
is  determined  according  to 

(a)  The  Acetate  Method  or 

(6)  The  Molybdate  Method. 
Both  methods  give  equally  good  results,  judging  from  experiments 
performed  in  the  author's  laboratory. 

(a)  The  Acetate  Method  of  A.  A,  Blair, 

The  filtrate  from  the  silicic  acid  is  diluted  in  a  beaker  to  a  volume 
of  about  400  c.c.  and  ammonia  is  added  until  a  permanent  precipi- 
tate of  ferric  hydroxide  is  produced.  The  liquid  is  then  treated 
with  200  c.c.  of  a  saturated,  aqueous  solution  of  sulphurous  acid 
and  slowly  heated  to  boihng.  The  precipitate  of  ferric  hydrox- 
ide soon  dissolves  and  the  hquid  assumes  a  dark  reddish-brown 
color,  which  on  further  heating  becomes  a  light  green,  or  almost 
colorless.  As  soon  as  this  point  is  reached,  10-20  c.c.  of  concen- 
trated hydrochloric  acid  are  added  and  a  current  of  carbon  dioxide 
is  conducted  into  the  colorless  solution  until  the  excess  of  sul- 
phurous acid  is  removed.  The  solution  is  now  cooled  by  placing  the 
beaker  in  cold  water,  after  which  1  or  2  c.c.  of  chlorine  or  bromine 
water  is  added  to  oxidize  a  part  of  the  iron.  To  this  solution 
ammonia  is  added  very  slowly  with  constant  stirring  until  the 
greenish  precipitate  of  ferrous-ferric  hydroxide  dissolves  with 
difficulty.  The  addition  is  then  continued  drop  by  drop  until  a 
distinct  brown  precipitate  is  formed,  which  on  stirring  becomes 
green.    If  before  this  occurs  the  precipitate  doe"?   not   appear 
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decidedly  red  in  color,  it  is  dissolved  in  a  drop  or  two  of  hydro- 
chloric acid  and  1  or  2  c.c.  more  of  chlorine  or  bromine  water 
is  added,  and  the  addition  of  ammonia  is  repeated  until  the  per- 
manent green  or  brownish  precipitate  is  obtained.  Acetic  acid 
is  now  added  drop  by  drop  until  the  precipitate  redissolves,  or  at 
any  rate  becomes  white  in  color,  when  the  solution  is  heated  to 
boiling  and  kept  at  this  temperature  for  one  minute.  All  of 
the  phosphoric  acid  is  thus  precipitated  as  basic  ferric  phosphate 
while  the  excess  of  the  ferric  salt  is  thrown  down  as  basic  ferric 
acetate.  The  solution  is  filtered  through  a  large  filter  and  washed 
once  with  hot  water.  The  precipitate  Altera  readily  and  the 
filtrate  is  at  firat  clear,  but  becomes  turbid  on  standing  in  the  air. 
The  precipitate  adhering  to  the  sides  of  the  beaker  is  dissolved 
by  warming  with  a  mixture  of  hydrochloric  acid  (1:1)  and  10  c.c. 
of  bromine  water.  Should  this  not  be  suflScient  to  effect  com- 
plete solution  (as  is  usually  the  case)  enough  concentrated  hydro- 
cliloric  acid  is  added  to  accomplish  this.  The  solution  is  then 
pom-ed  upon  the  filter  containing  the  precipitate  and  the  filtrate 
received  in  a  small  beaker.  The  filter  is  washed  well  with  hot 
water  and  the  solution  is  evaporated  nearly  to  dryness  to  get 
rid  of  the  excess  of  hydrochloric  acid,  5  c.c.  of  a  50  per  cent,  citric 
acid  solution  are  added,  an  equal  amount  of  magnesia  mixture 
and  enough  ammonia  to  make  the  solution  faintly  alkaline.  When 
perfectly  cold,  one-half  of  the  liquid's  volume  of  strong  ammonia 
is  added  and  the  mixture  well  stirred.  After  standing  twelve 
hours,  the  precipitate  is  filtered  off  and  washed  with  2\  per  cent, 
ammonia  containing  2.5  gms.  of  ammonium  nitrate  in  each  100  c.c. 
This  precipitate  of  magnesium  ammonium  phosphate  always  con- 
tains a  small  amount  of  iron  and  silicic  acid  (the  latter  from  the 
glass)  so  that  it  is  dissolved  in  hydrochloric  acid,  the  solution  evapo- 
rated to  dryness,  the  residue  moistened  with  concentrated  hydro- 
chloric acid,  taken  up  in  a  little  water,  filtered  through  a  small 
filter  and  the  residual  silica  washed  with  hot  water.  The  filtrate, 
amounting  to  not  over  20  c.c.  at  the  most,  is  treated  with  1  c.e« 
of  the  citric  acid  solution  and  two  drops  of  magnesia  mixture 
and  the  precipitation  with  ammonia  is  repeated  as  above.  In 
this  way  a  precipitate  is  obtained  which  jrields  pure  magnesium 
pyrophosphate  on  ignition. 
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Remark, — ^Blair  recommends  the  use  of  ammonium  bisulphite 
(NH^HSOs)  instead  of  sulphurous  acid  for  the  reduction  of  the 
ferric  salt.  Much  of  the  ammonium  bisulphite  of  conmierce,  how- 
ever,  contains  phosphoric  acid,  so  that  it  seems  safer  to  use  sul- 
phurous acid  for  this  purpose.  Again,  Blair  suggests  that  hydro- 
gen sulphide  be  passed  into  the  solution  after  the  excess  of  the 
sulphurous  acid  has  been  removed,  in  order  to  precipitate  any 
arsenic  as  the  trisulphide.  The  filtrate  from  the  arsenic  precipitate 
is  heated  to  boiling,  the  excess  of  hydrogen  sulphide  expelled  by 
means  of  a  current  of  carbon  dioxide,  and  the  solution  then  partly 
oxidized  as  above  described. 

(6)  The  Molyhdate  Method. 

The  filtrate  from  the  siUca  (see  p.  350)  is  evaporated  to  dry- 
ness in  a  porcelain  dish,  the  dry  residue  is  dissolved  in  as  little 
nitric  acid  as  possible,  30  c.c.  of  ammonium  nitrate  solution  and 
10  c.c.  of  nitric  acid  are  added,  and  .the  phosphoric  acid  is  precipi- 
tated according  to  the  procedure  of  Woy,  p.  346,  by  the  addition 
of  75  c.c.  of  ammoniiun  molybdate.  After  decanting  off  the  clear 
liquid,  the  precipitate  is  washed  once  by  decantation  with  10-20 
c.c.  of  the  prescribed  wash  liquid  and  redissolved  in  a  little  ammo- 
nia. To  this  solution  6  c.c.  of  molybdate  solution  and  30  c.c. 
of  water  are  added;  it  is  heated  just  to  the  boiling-point  and  re- 
precipitated  by  the  addition  of  20  c.c.  of  hot  nitric  acid.  The 
precipitate  is  then  analyzed  by  the  method  of  Finkener  (p.  347) 
or  by  that  of  Woy  (p.  348). 

1  gm.  MgjPjOy  «=  0.27837  gm.  P 

(NH4)sP04 -121^003=  0.01639   "    " 

"         PA -24^1003  =0.01723   "    " 

Determination  of  Phosphoric  Acid  in  Silicates. 

Tn  the'  analysis  of  silicates  (see  p.  389)  the  phosphoric  acid  is 
found  in  the  precipitate  produced  by  ammonia  in  the  filtrate 
from  the  silica  together  with  iron  and  aluminium  hydroxides. 
It  is  analyzed  according  to  p.  97. 

Determination  of  Phosphoric  Acid  in  Mineral  Waters. 

The  contents  of  a  5-6  liter  flask  is  acidified  with  hydrochloric 
jusid  and  evaporated  to  dryness,  the  residue  is  moistened  with 
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concentrated  hydrochloric  acid,  taken  up  with  water,  and  the 
silicic  acid  filtered  off.  The  filtrate  is  precipitated  with  ammonia, 
by  which  means-  the  phosphoric  acid  is  usually  completely  thrown 
down  in  the  form  of  phosphate  of  iron,  aluminiiun,  or  alkaline 
earth.  The  filtered  and  washed  precipitate  is  dissolved  in  nitric 
acid  and  the  phosphoric  acid  present  determined  according  to  one 
of  the  molybdate  methods  (pp.  346-349). 

Remark, — If  the  mineral  water  does  not  contain  much  ht)n, 
aluminium,  or  alkaline-earth  inetal,  but  is  rich  in  phosphoric  acid 
and  the  alkalies,  the  precipitate  produced  by  ammonia  will  not 
contain  all  of  the  phosphoric  acid.  In  such  a  case  the  hydrochloric 
acid  solution  from  the  silica  is  evaporated  several  times  to  dryness 
with  nitric  -acid,  the  residue  is  dissolved  in  as  little  nitric  acid 
as  possible,  and  the  phosphoric  acid  determined  by  one  of  the 
molybdate  methods. 

Recovery  of  Molybdenum  Residues  (H.  Bomtrllger).* 

In  practice  the  great  majority  of  phosphoric  acid  determina- 
tions are  carried  out  according  to  p.  344.  The  acid  and  am- 
moniacal  filtrates  containing  molybdenum  are  saved,  and  the 
molybdenum  is  recovered  as  follows:  Into  a  lai^e,  wide-mouthed 
flask  250  c.c.  of  strong  ammonia  are  placed  and  the  molyb- 
denum filtrates  are  added  to  this.  Either  immediately  or  after 
standing  some  time  a  crystalline  deposit  of  almost  pure  molybdic 
acid  is  formed.  When  the  flask  is  nearly  full,  the  solution  is 
made  almost  neutral,  the  precipitate  allowed  to  settle,  and  the 
upper  liquid  containing  only  a  small  amount  of  molybdenum  is 
poured  off.  The  residue  is  poured  upon  a  suction  plate,  washed 
once  with  water  (not  more,  or  the  molybdic  acid  will  dissolve) 
and  sucked  as  dry  as  possible.  The  precipitate  is  dissolved  by 
warming  with  as  little  ammonia  as  possible,  leaving  behind  a 
residue  of  iron  and  aluminium  hydroxides,  magnesia,  and  silicic 
acid.  These  are  filtered  off  and  the  solution  diluted  with  dis- 
tilled water  until  at  17®  C.  it  has  a  specific  gravity  of  1.11  — 14®  B^ 
It  then  contains  150  gms.  of  ammonium  molybdate  in  a  Iter.   If 


♦  Zeit.  f.  anal.  Chem.,  XXXIII  (1894),  p.  341. 
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this  solution  is  diluted  with  four  times  as  much  water,  a  3i  per 
cent,  solution  will  be  obtained. 

Determination  of  Phosphorus  in  Organic  Substances. 

The  substance  is  decomposed  by  the  method  of  Carius.  By 
the  action  of  the  nitric  acid  in  the  closed  tube  the  phosphorus  is 
oxidized  to  phosphoric  acid  and  this  is  determined  as  usual. 

Separation  of  Phosphoric  Acid  from  the  Metals. 

I.  Separation  from  the  Metals  of  Groups  I  and  II. 

Hydrogen  sulphide  is  conducted  into  the  hydrochloric  acid 
solution,*  by  which  means  all  the  members  of  these  groups  are 
precipitated  as  sulphides  while  the  phosphoric  acid  remains  in 
solution. 

2.  Separation  from  the  Metals  of  Group  III. 

(a)  The  phosphoric  acid  is  first  precipitated  as  anunonium 
phosphomolybdate  according  to  p.  346.  In  order  to  determine 
the  metals,  the  solution  containing  molybdenum,  but  free  from 
phosphoric  acid,  is  evaporated  with  the  addition  of  sulphuric 
acid  to  a  syrupy  consistency,  and  carefully  heated  over  a  free 
flame  until  the  nitric  acid  is  expelled.  After  cooling,  the  residue  is 
moistened  with  hydrochloric  acid  and  taken  up  in  water.  The 
solution  is  placed  in  a  pressure-flask,  saturated  with  hydrogen 
sulphide,  the  flask  stoppered  and  heated  for  some  time  on  the 
water-bath,  when  the  molybdenum  is  precipitated  in  large  flocks. 
After  cooling,  the  pressure-flask  is  slowly  opened  and  the  molyb- 
deniun  sulphide  is  filtered  off.  The  filtrate,  now  free  from  phos- 
phoric acid  and  molybdenum,  is  analyzed  for  the  metals  as 
described  on  pages  75  to  132. 

(6)  The  phosphoric  acid  is  separated  as  before,  the  filtrate 
is  made  slightly  ammoniacal  and  saturated  with  hydrogen  sul- 
phide. After  standing  for  some  time  the  solution  becomes  red-, 
dish  yellow  in  color,  when  the  precipitate  is  filtered  off.  The 
metals  of  this  group  will  be  found  in  the  precipitate  while  the 
molybdenum  is  in  the  filtrate  in  the  form  of  its  sulpho-salt. 

*  When  silver  is  present  it  is  precipitated  as  silver  chloride,  filtered  off, 
and  the  filtrate  treated  with  hydrogen  sulphide. 
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Remark. — If  nickel  is  present,  some  of  it  will  remain  in  the 
filtrate  with  the  molybdenum  on  account  of  the  solubility  of 
nickel  sulphide  in  ammonium  sulphide,  so  that  method  (a)  will 
then  give  more  accurate  results. 

3.  Separation  of  Phosphoric  Acid  from  Iron,  Cobalt, 

Manganese,  and  Zinc. 

In  case  the  solution  contains  iron  in  the  fer.ic  form,  it  is  acidi- 
fied with  hydrochloric  acid,  saturated  with  hydrogen  sulphide, 
and  for  each  gram  of  the  mixed  oxides  3  gms.  of  tartaric  acid  are 
added;  the  solution  is  made  slightly  ammoniacal  and  allowed 
to  stand  overnight  in  a  stoppered  flask.  The  precipitate  con- 
tains the  metals  as  sulphides  free  from  phosphoric  acid.  It  is 
filtered,  washed  with  water  containing  anmionium  sulphide,  dis- 
solved in  acids,  and  analyzed  according  to  pp.  121  and  129. 

4.  Separation  from  Chromic  Acid. 

If  the  solution  contains  free  alkali  or  alkali  carbonate  it  is  acidi- 
fied Anth  nitric  acid,  then  made  slightly  alkaline  with  ammonia 
and  the  phosphoric  acid  precipitated  with  "  magnesia  mixture  "  as 
described  on  page  343. 

5.  Separation  from   Calcium,  Strontium,  Baritmi,   Magnesium, 

and  the  Alkalies. 

Ammonium  carbonate  is  added  to  the  hydrochloric  acid  solu- 
tion until  a  slight  permanent  turbidity  *  is  produced,  which  is 
redissolved  by  a  few  drops  of  hydrochloric  acid.  Ferric  chloride 
is  then  added  drop  by  drop  until  the  liquid  above  the  yellowish- 
white  precipitate  of  ferric  phosphate  becomes  distinctly  brown 
in  color.  The  solution  is  diluted  with  water  to  a  vohune  of  300 
to  400  c.c,  boiled  for  one  minute,  filtered  and  washed  with  water 
containing  ammonium  acetate.  In  the  filtrate  are  now  found 
the  alkaline  earths  and  alkalies,  which,  after  expelling  the  am- 
monium salts  by  igniting  the  residue  obtained  after  evaporating  to 
•dryness,  is  analyzed  in  the  usual  way  (seepages  40  and  70  ff.). 

*  If  only  alkalies  are  present  there  will  be  no  turbidity,  and  the  ammo- 
mium  carbonate  is  added  until  the  solution  is  neutral. 
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TmOSULPHURIC  ACID,  H^SjOa.     Mol.  Wt.  114.14. 

Form:  Barium  Sulphate,  BaSO^. 

The  aqueous  solution  of  the  alkali  thiosulphate  is  treated 
with  an  animotiiaeal  solution  of  hydrogen  peroxide,  or  with  am- 
moniacal  percarbonate  solution,  heated  for  some  time  on  the  water- 
bath,  and  then  boiled  to  destroy  the  excess  of  the  reagent.  This 
solution  is  acidified  with  hydrochloric  acid  and  the  sulphuric 
acid  formed  by  the  above  treatment  is  precipitated  as  barium  sul- 
phate.    Two  mols.  BaSO^  correspond  to  1  mol.  HjSjO,. 

A  much  better  procedure  for  the  estimation  of  thiosulphuric 
acid  will  be  discussed  under  lodimetry,  Part  II. 

The  remaining  acids  of  this  group,  arseniou  ,  arsenic,  vanadic, 
and  chromic,  have  been  discussed  under  the  respective  metals,  while 
periodic  acid  is  analyzed  precisely  in  the  same  way  as  iodic  add. 

GROUP  V. 
NITRIC,  CHLORIC,  AND  PERCHLORIC  ACIDS. 

NITRIC  ACID,  HNOs.     Mol.  Wt,  63.05. 

Forms:  Nitrogen  Pentoxide,  N^Og;  Ammonia,  NH,;  Nitric  Oxide, 

NO,  and  Volumetrically. 

The  determination  as  nitrogen  pentoxide  is  the  only  gravi- 
metric method  for  the  analysis  of  nitric  acid,  and  it  is  seldom 
used  in  practice.  The  nitrate  is  heated  with  silica,  the  nitrogen 
pentoxide  escapes,  and  its  weight  is  determined  by  difference: 

2NaN03  H-  Si02=  Na^SiOs  4-  N A- 

This  method  cannot  be  used  when  there  is  anv  other  volatile 
substance  present,  which  is  usually  the  case. 

Determination  of  Nitric  Acid  as  Ammonia. 

The  usual  method  for  the  determination  of  nitric  acid  is  to 
reduce  it  in  alkaline  solution  to  ammonia  by  means  of  aluminium, 
zinc,  or,  best,  Devarda's  alloy  (cf .  Vol.  I,  page  6) : 

NaNOg  H-  8H = 2H,0  +  NaOH  -f  NH3. 
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After  the  reduction,  the  solution  is  distilled  into  a  known 
amount  of  acid  and  the  excess  of  the  acid  b  found  by  titration, 
or  the  ammonia  ts  determined  us  ammonium  platinic  chloride  or 
as  platinum  (cf.  page  54,  b  and  c). 

Procedure  of  Devarda* 

About  0.5  gm.  of  the  nitrate  is  placed  in  a  600-80ft-c.c. 
Erlenmeyer  flask  (Fig.  63)  and  dissolved  in  UO  c.c.  of  water.  To 
this  solution  5  c.c.  of  alcohol,  50  c.c.  of  caustic  potash  (sp.  gr,  1.3), 
and  2  to  2^  gms.  of  powdered  Devarda's  alloy  are  added.    After 


A 

Fro.  63. 

thb  the  flask  is  immediately  connected  with  the  distilla- 
tion apparatus  as  shown  in  the  figure.  The  P^ligot  tube,  A, 
of  about  250  c.c.  capacity,  is  constructed  as  proposed  by  F.  Pan-> 
nertz-t  Its  left  arm  is  connected  by  a  curved  tube  with  the  mid- 
dle bulb,  ao  that  a  spurting  back  of  the  liquid  is  avoided.  The 
delivery-tube  (of  potash  glass)  connecting  the  flask  K  with  the 
tube  A  is  about  1  cm.  in  diameter  and  is  provided  with  a  email 

*  Zeit.  t,  anal.  Chem.,  XXXIII  (1894),  p.  113. 
t  Ibid.,  XXXIX  (1900),  p.  318. 
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opening  at  o,  inside  the  flask,  to  prevent  any  of  the  alkaline  solution 
being  carried  over  with  the  ammonia.  Twenty  cubic  centimeters 
of  half-normal  sulphuric  acid  are  added  to  the  tube  A  and  diluted 
so  that  the  solution  just  reaches  to  each  of  the  bulbs  on  the  side, 
while  5  c.c.  of  the  acid  are  placed  in  B,  and  dDuted  in  the  same 
way.  The  tubes  A  and  B  are  connected  by  means  of  a  T  tube,  of 
which  the  upper  end  is  closed  by  a  pinch-cock  upon  a  piece  of  rubber 
tubing,  so  that  a  piece  of  fed  litmus  paper  may  be  introduced  here. 

When  all  is  ready,  the  contents  of  the  flask  K  are  gently  heated 
in  order  to  start  the  reaction,  then  the  flame  is  removed  and  the 
reaction  allowed  to  proceed  by  itself.  After  an  hour  this  will  be 
shown  to  be  complete  by  the  cessation  of  the  hydrogen  evolution. 
The  liquid  in  K  is  then  slowly  heated  to  boiling,  and  kept  at  this 
temperature  until  about  half  of  the  liquid  has  distilled  over  into  A ; 
this  requires  about  half  an  hour.  During  the  last  ten  minutes 
a  slow  current  of  air  is  passed  through  the  tube  r. 

If  the  distillation  has  been  correctly  performed,  all  of  the 
ammonia  will  now  be  found  in  A ;  no  trace  should  reach  B,  and  the 
red  litmus  paper  in  the  T-tube  should  show  no  tinge  of  blue. 

When  the  distillation  is  finished,  the  pinch-cock  at  r  is  opened 
and  the  flame  removed.  A  little  methyl  orange  is  added  to  A  where- 
by the  liquid  is  colored  red,  the  contents  of  B  are  poured  in,  the 
latter  tube  is  washed  with  water  that  is  added  to  A,  and  the  excess 
of  the  sulphuric  acid  is  titrated  with  half-normal  caustic  potash 
solution  until  the  solution  is  changed  to  yellow.  The  amount  of 
nitric  acid  is  computed  as  follows: 

The  tubes  originally  contained  25  c.c.  of  half-normal  acid, 
and  t  c.c.  of  half-normal  caustic  potash  solution  were  used  up 
in  the  titration;  consequently  the  ammonia  formed  from  0.5  gm. 
of  the  nitrate  was  neutralized  by  2b— t  c.c.  of  half -normal  sul- 
phuric acid. 

Sitice  1  mol.*  of  HNO,  (63.03  gms.)  on  being  reduced  yields 
1  mol.  of  NHj,  and  one  liter  of  half-normal  sulphuric  acid  con- 
tains enough  sulphuric  acid  to  neutralize  i  mol.  of  NHg,  it  is  evi- 

dent  that  1  c.c.  of  the  acid  is  equivalent  to  -jrp;^=0.031525gm. 


*  Ostwald  has  proposed  that  the  molecular  weight  in  grams  of  a  sub- 
stance be  designated  by  the  word  "mol.'' 
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of  nitric  acid  so  that  25-/  c.c.  =  (23-0X0.03153  gm.  of  HNO,or 
(25-0-0.03102  gm.  NOg,  and  the  per  cent,  of  NO,  present  is 

0.5:  (25-0  0.03102  =  100 :x 
a; =6.204  (25-0=  per  cent.  NOg. 

Detennination  of  Nitric  Acid  as  Nitric  Oxide. 

Method  of  Schlosing  and  Grandeau^  modified  by  Tiemann  and 

Schulze* 

Principle, — If  a  nitrate  is  heated  with  ferrous  chloride  and 
hydrochloric  acid,  the  nitric  acid  is  reduced  to  nitric  oxide: 

NaNOaH-  3FeCl,+  4HC1 = NaCl+  3FeCl3+  2H,0+  NO. 

From  the  volume  of  the  nitric  oxide  its  weight  is  calculated. 

The  method  of  Schlosing  in  its  original  formf  was  not  much 
used  on  account  of  the  apparatus  required;  but  after  being  modi- 
fied by  Grandeau  J  it  has  become  one  of  the  best  methods  for  the 
determination  of  nitric  acid. 

The  apparatus  necessary  is  shown  in  Fig.  64  and  consists  of 
a  150-c  c.  flask  K  fitted  with  a  double-bored  rubber  stopper. 
Through  one  of  the  holes  is  passed  the  tube-6,  which  reaches  into 
the  flask  just  to  the  lower  surface  of  the  stopper;  through  the 
other  hole  passes  the  tube  a,  §  ending  in  a  restriction  about  1  mm. 
wide  and  reaching  1^  cm.  below  the  stopper.  The  tube  b  is  con- 
nected by  means  of  a  piece  of  rubber  tubing  5  cm.  long,  which  is 
wired  on  to  the  tube,  and  is  provided  with  a  pinch-cock,  with  a 
second  tube  whose  lower  end  reaches  up  into  the  measuring-tube 
and  is  covered  with  rubber  tubing  as  is  shown  in  the  figure.  In 
the  same  way  the  tube  a  is  connected  with  a  straight  tube. 

Solutions  required. — 1.  A  nitrate  solution  of  known  strength, 
prepared  by  dissolving  in  one  liter  of  water  2.0238  gms.  of  recrystal- 
lized  potassium  nitrate  that  has  been  dried  at  160®  C.     Fifty  c.c. 


*  Zeit.  f.  anal.  Chem.,  IX  (1870),  p.  401,  and  Berichte,  VI  (1873),  p.  1041. 
t  Annales  de  chim.  et  de  phys.,  [3],  40  (1853),  479. 
X  Qrandeau,  Analyse  chimique  appliqude  k  Pagriculture. 
§  Grandeau  naed  a  separatory  funnel  instead  of  the  tube  a;    the  latter 
TTEs  proposed  by  Tiemann  and  Schulze. 
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of  this  solution  evolve  at  0°  C.  and  760  nun.  pressure  22,391  c.c. 
of  NO. 

2.  A  ferrous  chloride  solution  obtained  by  dissolving  20  gm. 
of  iron  (nails)  in  100  c.c.  of  concentrated  hydrochloric  acid. 

3,  Hydrochloric  acid,  of  specific  gravity  1.1. 

Procedure. — First  of  all,  10  c.c.  of  water  are  poured  into  K 
and  its  upper  level  is  marked  on  the  outside  of  the  flask  by  means  of 


a  colored  pencil,  then  40  c,c.  more  are  added  and  its  position  ia 
also  marked. 

The  water  is  now  poured  out  and  exactly  50  c.c.  of  the  standard 
nitrate  solution  is  added  to  K,  the  stopper  fitted  with  the  two 
tubes  is  placed  in  the  flask,  and  the  pinch-cocks  h'  and  k"  are 
opened.  The  contents  of  the  flask  are  heated  to  boiling  with  a 
free  flame  (a  wire  gauze  is  not  used)  until  finally  no  more  bubbles 
of  air  escape  from  the  lower  end  of  b  into  the  bath  containing 
boiled  water.  To  make  sure  that  the  air  is  all  expelled  from 
the  apparatus,  the  rubber  tubing  at  k'  is  pinched  with  the  thumb 
and  finger,  when,  if  no  air  is  present,  the  liquid  will  quickly  rise 
in  b.  exertine  a  noticeable  Dret«ure.     The  pinch-cock  k'  is  then 
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closed  and  the  boiling  is  continued  until  the  50  c.c.  has  been  re- 
duced to  a  volume  of  10  c.c,  when  the  flame  is  removed  and  the 
pinch-cock  h"  is  immediately  closed.  The  lower  end  of  a,  which 
dips  into  distilled  water,  is  immediately  filled  with  the  latter  up 
to  the  pinch-cock.  The  vapors  in  the  flask  condense,  forming  a 
vacuum,  as  shown  by  the  closing  together  of  the  rubber  tubing 
at  h'  and  h". 

30  c.c.  of  the  ferrous  chloride  solution  are  poured  into  a  beaker 
and  the  upper  level  is  marked  on  the  outside  with  a  colored  pencil, 
then  20  c.c.  more  are  added  and  the  position  in  the  beaker  is  again 
marked.  The  lower  end  of  the  tube  a  is  placed  in  the  ferrous 
chloride  solution  so  that  it  reaches  below  the  lower  mark  on  the 
beaker,  and,  by  opening  h'\  20  c.c.  of  the  solution  are  allowed 
to  pass  into  the  flask  K.  The  beaker  containing  the  ferrous  chloride 
is  then  replaced  by  one  containing  boiled  water.  The  tube  a 
should  not  extend  vertically  into  the  water,  but  should  be  inclined 
as  much  as  possible.  The  specifically  heavier  ferrous  chloride 
solution  in  the  tube  passes  into  the  water,  while  the  latter  takes 
its  place.  When  the  lower  end  of  a  has  become  filled  with  pure 
water  in  this  way,  it  is  dipped  into  a  beaker  containing  hydrochloric 
acid  (sp.  gr.  1.1)  and  about  20  c.c.  of  the  acid  are  aUowed  to  flow 
into  Kj  and  finally  3-4  c.c.  of  water  are  added  to  replace  the  acid 
in  a.  A  50-c.c.  measuring-cylinder  is  now  filled  with  boiled  water, 
placed  over  the  lower  end  of  6  as  shown  in  the  figure,  and  the  con- 
tents of  the  flask  are  onc6  more  boiled.  As  soon  as  the  compressed 
rubber  tubing  begins  to  expand  h'  is  opened,  but  the  rubber  tubing 
is  at  the  same  time  pinched  between  the  thumb  and  finger.  As 
soon  as  the  liquid  no  longer  rises  in  6,  the  hand  is  removed  from 
the  rubber  tubing  and  the  nitric  oxide  begins  to  collect  slowly  in 
the  measuring-tube.  After  half  of  the  liquid  has  evaporated 
there  is  no  further  evolution  of  nitric  oxide  to  be  noticed,  although 
the  brown  color  of  the  solution  shows  that  the  gas  has  not  been 
completely  expelled.  In  order  to  accomplish  this,  the  flame  is  re- 
moved, A'  is  closed,  and  the  liquid  in  K  allowed  to  cool.  By  means 
of  the  vacuum  thus  produced  the  remainder  of  the  nitric  oxide 
is  expelled  from  the  solution  and  the  boiling  is  once  more  repeated, 
with  the  same  precautions  as  before,  until  the  lower  mark  is 
reached.    The  flame  is  removed,  h'  is  closed,  and  the  measuring- 
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tube  containing  the  nitric  oxide  is  placed  in  a  cylinder  containing 
pure  water  at  the  temperature  of  the  room.  To  prevent  the  tube 
containing  the  gas  from  sinking,  its  upper  end  is  encased  in  a  large 
cork  so  that  it  floats  on  the  water.  After  standing  fifteen  to 
twenty  minutes  the  tube  is  Raised  by  means  of  the  cork  until 
the  level  of  the  liquid  within  stands  at  the  same  height  as  that 
in  the  cylinder  without,  and  the  volume  of  the  gas  is  read.  At 
the  same  time  the  temperature  of  the  water  is  taken  and  the  barom- 
eter I  eading  is  noted. 

The  volume  thus  obtained  is  reduced  to  0^  C.  and  760  mm. 
pressure.  If  the  temperature  was  i^j  the  barometer  reading  B 
millimeters,  and  w  the  tension  of  aqueous  vapor  at  t^,  then  the 
reduced  volume  is 

^       760(273+0* 

a 

Now  50  c.c.  of  the  standard  potassium  nitrate  solution  con- 
tain 0.1012  gm.  of  KNOg  corresponding  to  0.0624  gm.  of  NO3, 
so  that  the  voliune  V^  of  the  nitric  oxide  corresponds  to  0.0624 
gm.  NOg. 

The  same  procedure  is  now  followed  with  50  c.c.  of  the  solu- 
tion of  the  unknown  nitrate,  which  should  be  prepared  so  that 
the  amount  of  nitric  oxide  evolved  will  be  alx)ut  the  same  as  that 
from  50  c.c.  of  the  standard  solution.  If  at  /'®  C.  and  Bi  mm. 
pressure  the  vohmie  V  of  nitric  oxide  is  obtained,  and  Wi  is  the 
tension  of  aqueous  vapor  at  t°,  then  the  reduced  volume  of  the 
nitrogen  wiU  be  as  before 

V'(B,^w,)273 
^"^  760(273+0  • 

The  following  proportion  now  holds: 

7o:0.06204=V;:x 

x^  ■  °      =gm.  NO3  in  50  c.c.  of  solution. 


^  Three  or  four  experiments  are  performed  with  the  standard  solution, 
and  the  mean  value  is  used. 
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Remark. — It  is  not  permissible  to  compute  directly  the  weight 
of  NO,  which  corresponds  to  the  volume  of  nitric  oxide  obtained^ 
for  some  nitric  oxide  always  remains  in  the  flask,  so  that  low 
values  would  result.  This  error  is  eliminated  by  the  above  pro- 
cedure. 

L.  L.  de  Koninck*  has  devised  an  apparatus  which  prevents 
the  liquid  from  sucking  back  into  the  decomposition-flask  and 
at  the  same  time  permits  the  carrying  out  of  a  number  of  deter- 
minations one  after  the  other  without  cleaning  the  apparatus 
or  boiling  it  free  from  air  in  the  meantime. 

Determination  of  Nitric  Acid  in  a  Drinldng-water. 

From  100  to  300  c.c.  of  the  water  are  evaporated  to  40-50  c.c. 
in  a  porcelain  dish,  a  few  drops  of  methyl  orange  are  added,  fol- 
lowed by  dilute  hydrochloric  acid,  free  from  nitrate,  until  the  solu- 
tion is  pink  in  color.  Sodium  carbonate  solution  is  now  added 
until  the  liquid  is  barely  alkahne  (it  becomes  yellow)  and  the  con- 
tents of  the  flask  are  washed  into  the  decomposition-flask  X, 
Fig.  46,  and  analyzed  as  described  on  page  361  with  the 
difference  that,  instead  of  collecting  the  gas  over  water,  a  10  per 
cent,  solution  of  sodium  hydroxide  is  used,  to  make  sure  that  the 
carbonic  acid  which  is  set  free  is  completely  absorbed. 

After  the  experiment  has  been  performed  with  the  water  to 
be  analyzed,  it  is  repeated  with  an  amoimt  of  the  standard  solu- 
tion sufficient  to  evolve  about  the  same  quantity  of  nitric  oxide. 
The  analysis  is  then  computed  as  before. 

Reinark, — In  drinking-water  the  neutralization  of  the  evap- 
orated sample  is  not  absolutely  necessary,  except  in  the  case  of 
alkaline  mineral  waters ;  in  that  case  the  introduction  of  the  hydro- 
chloric acid  would  otherwise  cause  such  a  violent  evolution  of 
carbon  dioxide  that  the  flask  might  crack. 

Chloric  AciDjHClOg.    Mol.  Wt.  84.46. 

Forms:  Silver  Chloride^  AgCl,  besides  volumetric  and  gasometric 

methods. 
In  order  to  determine  chloric  acid  as  silver  chloride  it  must 
previously  be  reduced  to  chloride  by  means  of  ferrous  sulphate  or 
zinc. 


*  Zeit.  f.  anal.  Chem.,  XXXIII  (1894),  p.  300. 
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'  Reduction  by  means  of  Ferrous  Sulphate. 

About  0.3  gm.  of  the  salt  are  dissolved  in  100  o.c.  of  water, 
treated  with  50  c.c.  of  a  10  per  cent,  solution  of  crystallized  ferrous 
sulphate,  heated  with  constant  stirring  till  it  begins  to  boD,  and 
kept  at  this  temperature  for  fifteen  minutes.  After  cooling, 
nitric  acid  is  added  until  the  deposited  basic  ferric  salt  is  dis- 
solved, when  the  chloride  is  precipitated  by  means  of  silver  nitrate 
and  weighed  after  the  usual  treatment. 

One  gram  of  silver  chloride  corresponds  to  0.8551  gin.  KCIO3. 

Reduction  with  Zinc. 

Although  chlorates  are  reduced  in  neutral  solution  by  means 
of  zinc  or  Devarda's  alloy,  it  is  not  advisable  to  effect  the  reduc- 
tion in  this  way  for  quantitative  purposes.  The  same  end  is 
reached  more  expeditiously  by  adding  zinc-dust  to  the  acetic 
acid  solution.  The  dilute  chlorate  solution  is  treated  with  acetic 
acid  until  it  reacts  distinctly  acid,  an  excess  of  powdered  zinc  is 
added,  and  the  solution  boiled  for  one  hour.  After  cooling,  nitric 
acid  is  added  in  sufficient  quantity  to  dissolve  all  of  the  excess  of 
zinc,  after  which  the  solution  is  filtered  if  necessary  and  the  chloride 
precipitated  and  determined  as  silver  chloride. 

Remark. — Both  methods  afford  exact  results,  but  the  former 
is  to  be  preferred,  for  it  is  accomplished  in  less  time. 

Chlorates  are  not  quantitatively  decomposed  into  chlorides 
by  ignition  in  open  vessels  or  in  a  current  of  carbon  dioxide.  Some 
chlorine  and  a  little  alkali  is  always  lost,  so  that  even  when  the 
residue  is  evaporated  with  hydrochloric  acid,  too  low  results  are 
obtained.  L.  Blangey,  working  in  the  author's  laboratory,  ob- 
tained results  which  were  from  0.3  to  1.1  per  cent,  below  the  theo- 
retical value. 

According  to  the  two  following  methods,  the  decomposition 
of  alkali  chlorate  into  chloride  is  quantitative. 

'a)  By  Evaporation  with  Hydrochloric  Acid. 

The  chlorate  contained  in  a  weighed  porcelain  crucible  is  covered 
-with  hydrochloric  acid  (1:3).  A  watch-glass  is  placed  upon  the 
crucible,  and  the  contents  of  the  latter  are  heated  on  the  water- 
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bath  until  the  evolution  of  chlorine  ceases.  The  liquid  on  the  lower 
surface  of  the  watch-glass  is  then  washed  into  the  crucible,  and 
its  contents  are  evaporated  to  dryness  on  the  water-bath.  The 
cover  is  placed  upon  it  and  it  is  then  gently  ignited  over  a  free 
flame  until  the  decrepitation  ceases.  After  cooling  in  a  desic- 
cator, the  crucible  is  again  weighed.  In  this  way  L.  Blangey 
obtained,  as  a  mean  of  four  experiments,  100.02  per  cent,  of  the 
theoretical  value. 

(6)  By  Ignition  with  Ammonium  Chloride, 

The  alkali  chlorate  is  mixed  in  a  porcelain  crucible  with  three 
times  as  much  pure  ammonium  chloride,  covered  with  a  watch- 
glass,  and  heated  over  a  free  flame,  kept  in  constant  motion,  until 
the  anunonium  chloride  is  completely  removed.  The  crucible 
is  then  weighed.  As  a  mean  of  two  experiments,  L.  Blangey 
obtained  100.06  per  cent,  of  the  theoretical  value. 

Perchloric  Acid,  Hao^.    Mol.  wt.  100.46. 

Form:  Silver  Chloride,  AgCl. 

Perchlorates  cannot  be  reduced  to  chloride  by  means  of  ferrous 
sulphate,  zinc,  or  by  repeated  evaporation  with  concentrated 
hydrochloric  acid.*  On  ignition,  some  chlorine  and  alkali  chloride 
are  lost,  so  that  an  error  amoimting  to  as  much  as  1  per  cent,  may 
be  expected.  On  the  other  hand,  Winteler  has  shown  that  per- 
chlorates may  be  changed  to  chlorides  by  heating  with  concen- 
trated nitric  acid  and  silver  nitrate  in  a  closed  tube  (see  Carius^ 
method  for  determining  chlorine  in  organic  substances,  page  247)^ 
while  L.  Blangey  found  that  ignition  with  ammoniimi  chloride 
would  accomplish  the  same  result. 

Decomposition    of  Perchlorates  by  Ignition  with  Ammonium 

Chloride. 

By  twice  igniting  an  intimate  mixture  of  0.5  gm.  potassium 
perchlorate  with  Ij  to  2  gms.  of  ammonium  chloride  f  in  a  jUatinvm 

*  On  evaporating  with  hydrochloric  acid  there  is  a  loss  without  any  evo- 
lution of  chlorine;  it  must  be  due  to  the  volatilization  of  small  amounts  of 
perchloric  acid. 

f  When  2  gms.  of  NH^Cl  are  used,  one  and  one-half  to  two  hours  are  nec- 
essary. 


PERCHLORIC,  CHLORIC,  AND  HYDROCHLORIC  ACIDS.       3^7 

crucible  covered  with  a  watch-glass,  the  fonner  is  completely 
changed  to  chloride.  Care  should  be  taken  not  to  melt  the  residual 
chloride,  for  in  that  case  the  platinum  is  attacked,  although  the 
accuracy  of  the  results  is  not  affected.  Blangey  obtained  in  two 
experiments  100.06  and  100.08  per  cent,  of  the  theoretical  values. 
It  is  worth  mentioning  that  complete  decomposition  could 
not  be  effected  by  igniting  three  times  in  a  porcelain*  crucible; 
the  platiniun  evidently  plays  the  part  of  a  catalyser,  as  was  proved 
by  the  following  experiment:  0.4767  gm.  of  KCIO4  were  mixed 
in  a  porcelain  crucible  with  1^  gm.  of  NH4CI,  and  1  c.c.  of  hydro- 
chlorplatinic  acid  (containing  0.0918  gm.  Pt)  was  added.  After 
evaporating  to  dryness  on  the  water-bath,  the  ammonium  chloride 
was  completely  expelled  and  the  residue  was  ignited  twice  more 
with  the  same  amount  of  the  latter.  The  residue  of  potassium 
chloride  then  weighed  0.2572  gm.,  corresponding  to  100.24  per 
cent,  of  the  theoretical  amount,  f 

Determination  of  Perchloric  Together  with  Chloric  Acid. 

In  one  portion  the  chlorate  is  reduced,  as  described  on  page  365, 
with  ferrous  sulphate,  and  the  chloride  formed  determined  as 
silver  chloride.  A  second  portion  is  ignited  in  an  old  platinum 
crucible  (or  in  one  of  porcelain)  with  the  addition  of  1  c.c.  of  hydro- 
chlorplatinic  acid  and  three  times  as  much  ammonium  chloride 
(as  described  above).  In  this  way  the  total  amoimt  of  chlorine 
is  obtained  and  from  these  data  the  amoimt  of  each  acid  can  be 
calculated. 

Detennination  of  Perchloric,  Chloric,  and  Hydrochloric  Acids 

in  the  Presence  of  One  Another. 

The  three  acids  are  assumed  to  be  present  in  the  form  of  their 
alkali  salts. 


*  Thus  on  igniting  0.4395  gm.  KaO^  with  2  gms.  NH^Q  a  residue  of 
0.3205  gm.  was  obtained  instead  of  one  weighing  0.2365  gm. 

t  There  is  often  a  slight  deposit  of  alkali  chloride  upon  the  cover-glass. 
To  determine  this,  the  glass  together  with  the  deposit  is  weighed,  then  the 
^lass  13  washed,  dried,  and  again  weighed ;  the  difference  between  the  two 
weights  represents  the  amount  of  alkali  chloride.  This  rarely  amounts  to 
more  than  a  fraction  of  a  milligram,  and  if  the  ignition  was  performed  with 
care,  there  will  be  no  deposit  at  all  upon  the  glass. 
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In  one  portion  the  chloride-chlorine  is  determined  by  precipita- 
tion with  silver  nitrate.  In  a  second  sample  the  chlorate  and 
chloride-chlorine  are  determined  after  the  former  has  been  reduced 
to  chloride  by  means  of  ferrous  sulphate.  The  total  amount 
of  chlorine  present  is  determined  in  a  third  portion  after  ignition 
witlt  ammoniiun  chloride. 


GROUP  VI. 

SULPHURIC,  HYDROFLUORIC,  AND    HYDROFLUOSILICIC  ACIDS. 

SULPHURIC  Acid,  H3SO4.    Mol.  wt.  98.08. 

Form:  Barium  Sulphate,  BaSO^.       ^ 

The  determination  of  sulphuric  acid  is  theoretically  very  simple; 
the  acid  is  precipitated  with  barium  chloride  and  weighed  as 
barium  sulphate.  Practically,  however,  there  are  often  a  great 
many  difficulties  arising  from  the  fact  that  barium  sulphate 
possesses  a  great  tendency  of  dragging  down  other  substances 
with  it.  The  impurity  present  usually  causes  high  results,  but 
occasionally  the  opposite  effect  is  produced,  particularly  when 
the  solution  contained  considerable  iron  in  the  ferric  form.  In 
that  case  the  precipitated  barium  sulphate  contains  ferric  sulphate 
and  the  latter  on  ignition  loses  SO3,  so  that  ferric  oxide  is  weighed 
instead  of  the  corresponding  amount  of  barium  sulphate.  Alu- 
minium and  chromium  behave  in  the  same  way. 

When  nitric  or  chloric  acid  is  present,  the  precipitate  will 
contain  barium  nitrate  or  chlorate  and  these  substances  cannot  be 
removed  by  washing.  Furthermore,  if  the  precipitation  is  effected 
by  the  rapid  addition  of  a  large  excess  of  barium  chloride,  the 
precipitate  will  contain  considerable  amounts  of  the  reagent. 
If,  on  the  other  hand,  the  latter  is  added  drop  by  drop  until  the 
precipitation  is  complete,  a  considerable  excess  may  be  added 
without  influencing  the  purity  of  the  precipitate.  The  presence 
of  considerable  amounts  of  potassium  salts  is  especially  disadvan- 
tageous; the  precipitated  barium  sulphate  then  will  always  con- 
tain potassium  sulphate.  Sodium  salts,  however,  do  not  seem 
to  have  any  disturbing  action. 

From  what  has  been  said,  it  follows   that  the  solution  from 
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which  the  sulphuric  acid  is  to  be  precipitated  must  not  contain 
nitric  or  chloric  acids,  trivalent  metals  should  be  absent  when 
possible,  and  considerable  amoimts  of  potassium  or  calcium  salts 
should  be  avoided.  If  the  solution  contain  nitric  or  chloric  acids, 
it  is  repeatedly  evaporated  with  the  addition  of  concentrated 
hydrochloric  acid  until  these  are  completely  destroyed.  When 
ferric  iron  is  present,  it  is  best  to  remove  it  by  precipitation  with 
ammonia  (cf.  page  282).  In  the  presence  of  considerable  calcium, 
as  is  the  case  in  the  analysis  of  waters  containing  g^'^psiun  or  in 
cements,  the  calcium  is  precipitated  as  carbonate  by  the  addition 
of  ammonium  carbonate  and  the  sulphuric  acid  determined  in 
the  filtrate  after  making  it  acid  with  hydrochloric  acid. 

Procedure, — ^The  solution,  prepared  by  one  method  or  another 
and  with  a  volume  of  about  300  c.c.  for  each  gram  of  barium 
sulphate  that  it  is  expected  to  obtain,  is  heated  to  boiling,  1  c.c. 
of  concentrated  hydrochloric  acid  is  added,  and  a  solution  of  boiling- 
hot  barium  chloride  is  added  drop  by  drop  with  constant  stirring. 
When  the  precipitation  is  complete,  1-2  c.c.  more  of  the  reagent 
are  added  and  the  precipitate  is  allowed  to  settle  on  the  water- 
bath;  this  takes  place  quickly  if  the  two  solutions  were  hot.  After 
the  precipitate  has  settled  it  can  be  filtered  immediately.*  The 
clear,  supernatant  liquid  is  poured  through  a  Schleicher  and  Schiill's 
filter  No.  590  and  the  residue  in  the  beaker  is  covered  with  50- 
100  c.c.  of  boihng  water,  and  after  allowing  the  precipitate  to  settle 
for  a  few  minutes  the  clear  liquid  is  poured  off.  The  decanta- 
tion  is  repeated  four  times,  after  which  the  precipitate  is  transferred 
to  the  filter  and  washed  with  boiling  water  until  3  c.c.  of  the  fil- 
trate will  no  longer  show  a  test  for  barium  on  the  addition  of  a 
drop  of  dilute  sulphuric  acid.  The  precipitate  is  dried  some- 
what, then  ignited  in  a  platinum  crucible,  and  weighed  as  barium 
sulphate. 

The  precipitate  should  be  heated  only  to  a  dull-red  heat.  In 
no  case  should  it  be  heated  over  the  blast-lamp  (cf.  page  69, 
Remark), 

Purification  of  the  Precipitate. — Where  very  accurate  results 
are  desired  it  is  necessary  to  test  the  purity  of  the  precipitate  as 


*  If  only  small  amounts  of  sulphuric  acid  are  present  it  is  best  to  let 
the  solution  stand  twelve  hours  before  filtering. 
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follows:  After  weighing  the  precipitate  is  covered  with  2-3  c.c. 
of  distilled  water,  2  drops  of  double-normal  hydrochloric  acid  are 
added,  the  crucible  is  covered  with  a  watch-glass  and  its  contents 
digested  for  fifteen  minutes  upon  the  water-bath;  the  solution 
is  then  decanted  through  a  small  filter.  This  extraction  with 
dilute  hydrochloric  acid  is  repeated  from  three  to  five  times,  after 
which  the  barium  sulphate  in  the  crucible  is  dried,  the  filter  added 
and  ignited  wet  in  the  inclined  crucible,  which  is  afterwards 
weighed. 

This  extraction  and  weighing  is  repeated  until  finally  the  loss 
in  weight  is  not  more  than  0.0005  gm.  and  the  last  weight  is  taken 
as  correct.* 

In  the  analysis  of  mineral  waters  this  purification  of  the  pre- 
cipitate should  never  be  neglected. 

Determination  of  Sulphuric  Acid  in  Insoluble  Sulphates. 

Calcium  and  strontium  sulphates  are  decomposed  by  long 
digestion  with  ammonium  carbonate  solution,  but  barium  sulphate 
is  not.  The  latter  is  mixed  with  four  times  as  much  sodium  car- 
bonate, fused  in  a  platinum  crucible,  the  melt  extracted  with 
water,  and  the  barium  carbonate  residue  washed  with  sodium 
carbonate  solution.  After  acidifying  the  filtrate  with  hydro- 
chloric acid  and  boiling  off  the  carbon  dioxide,  the  sulphuric  acid 
is  precipitated  as^  usual. 

Lead  sulphate  is  boiled  with  sodium  carbonate  solution;  after 
cooling,  the  solution  is  saturated  with  carbon  dioxide  and  filtered. 
The  lead  remains  behind  as  carbonate,  while  the  filtrate  contains 
all  of  the  sulphuric  acid. 

For  the  determination  of  sulphuric  acid  in  silicates,  the  finely 
powdered  substance  is  fused  with  six  "times  as  much  sodium  car- 
bonate,t  the  melt  is  extracted  with  water,  the  filtrate  acidified 
with  hydrochloric  acid  and  evaporated  to  dryness  in  order  to 
dehydrate  the  silica.  The  residue  is  moistened  with  a  little  con- 
centrated hydrochloric  acid,  taken  up  in  hot  water,  and  the  silicic 
2jAA  filtered  off;  the  sulphuric  acid  is  determined  in  this  filtrate. 

*  An  excellent  method  for  testing  the  purity  of  the  precipitate  consists 
of  redetermining  the  sulphuric  acid  as  described  below  in  the  analyds  of 
barium  sulphate. 

t  Cf.  p.  277,  Remark. 
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of  Sulphuric  Acid  in  tlie  Presence  of  Soluble 
Sulphides. 

The  substance  is  placed  in  a  flask,  the  air  replaced  by  carbon 
dioxide,  dilute  hydrochloric  acid  is  added,  and  the  solution  boiled 
while  carbon  dioxide  is  passed  through  it  until  all  of  the  sulphide 
has  been  expelled.  The  sulphuric  acid  is  then  precipitated  from 
the  solution. 

This  determination  is  used  for  the  analysis  of  cements.  In 
this  case,  however,  the  hydrochloric  acid  solution  will  contain 
much  calcium  as  well  as  iron  and  aluminium,  so  that  these  metals 
are  precipitated  by  the  addition  of  ammonia  and  animonium 
carbonate  and  the  sulphuric  acid  determined  in  the  filtrate. 

If  it  is  desired  to  determine  the  amount  of  sulphide-sulphur, 
the  substance  is  covered  with  bromine  water  until  the  color  of 
the  bromine  is  permanent,  hydrochloric  acid  is  added,  and  the 
solution  boiled  to  expel  the  excess  of  the  bromine.  The  iron,  alu- 
minium, and  calcium  are  precipitated  by  ammonia  and  ammonium 
carbonate,  and  the  total  sulphur  is  determined  in  the  filtrate.  The 
difference  between  the  two  results  rq^resents  the  amount  of  sul- 
phur present  as  sulphide.  For  the  volumetric  determination 
of  sulphuric  acid  consult  Part  II. 

HYDROFLUORIC  ACID,  HF.     Mol.  Wt.  20.01. 

Forms:  Calcium  Fluoride,  CaF,;  Silicon  Fluoride,   SiF^,  besides 

volumetric  and  gasometric  methods. 

I.  Determination  as  Calcimn  Fluoride. 

• 

If  the  solution  contains  free  hydrofluoric  acid  or  an  acid  fluoride, 
sodium  carbonate  is  added  until  the  reaction  is  alkaline  and  from 
one-fourth  to  one-fifth  as  much  more  in  excess.*  To  solutions  of  neu- 
tral fluorides  about  1  c.c.  of  double-normal  sodium  carbonate  solution 


*  By  the  addition  of  the  excess  of  sodium  carbonate  the  precipitate  of 
calcium  fluoride  will  contain  calcium  carbonate,  and  presence  of  the  latter 
renders  the  precipitate  easy  to  filter.  A  pure  precipitate  of  calcium  fluoride 
is  80  slimy  that  the  pores  of  the  filter  become  so  clogged  that  it  is  almost 
liQposBible  to  complete  the  filtration. 
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is  added.  The  alkaline  solution  is  heated  to  boiling,  precipitated 
by  means  of  an  excess  of  calcium  chloride  solution,  filtered,  and 
thoroughly  washed  with  hot  water.  The  precipitate  consisting  of  the 
fluoride  and  carbonate  of  calcium  is  dried,  as  much  of  it  as  possible 
is  transferred  to  a  platinum  crucible,  the  ash  of  the  filter  is  added, 
and  the  contents  of  the  crucible  are  ignited.  After  cooling,  the  mass 
is  covered  with  an  excess  of  dilute  acetic  acid,  by  which  the  lime 
is  changed  to  the  soluble  acetate,  while  the  fluoride  is  unaffected. 
After  evaporating  to  dryness  on  the  water-bath,  the  mass  is  taken 
up  in  water,  filtered,  washed,  and  dried.  After  transferring  as 
much  of  the  dried  precipitate  to  the  crucible  as  possible,  the  filter- 
paper  is  burned,  its  ash  added,  and  after  ignition  the  crucible 
is  again  weighed.  To  confirm  the.  result  the  substance  is  treated 
with  a  little  concentrated  sulphuric  acid  (added  cautiously),  and 
after  evaporating  off  the  excess  of  the  latter  and  once  more  igniting, 
the  contents  of  the  crucible  are  weighed  as  calcium  sulphate. 

1  gm.  CaFj  yields  1.7443  gms.  CaSO^. 

Example:   Determination  of  Fluorine  in  Cqf^^ium  Fhumde.— 
As  was  stated  in  Vol.  I,  page  353,  calcium  fluoride  is  not  com- 
pletely decomposed  by  fusing  with  sodium  carbonate;  but  if  the 
fluoride  is  mixed  with  2^  times  as  much  silicic  acid  and  then  fused 
with  6  times  as  much  sodium-potassium  carbonate,  the  greater 
part  of  the  silicic  acid  and  all  of  the  fluorine  will  be  changed  to  sol- 
uble alkali  salts,  while  the  calcium  will  be  left  as  insoluble  calcium 
carbonate.    The  mixture  must  be  heated  gradually,  as  otherwise 
the  evolution  of  carbon  dioxide  may  cause  the  contents  of  the 
crucible  to  run  over  its  sides.     The  thin  liquid  fusion  soon  changes 
to  a  thick  paste  or  only  sinters  somewhat.     On  raising  the  tempera- 
ture, it  is  almost  impossible  to  further  melt  this  mass,  and  it  is 
not  necessary.     In  fact  too  high  a  temperature  is  to  be  avoided  on 
account  of  the  danger  of  losing  some  alkali  fluoride  by  volatilization. 
The  reaction  is  complete  when  there  is  no  further  evolution  of  car- 
bon dioxide.    After  cooling,  the  melt  is  treated  with  water,  the 
insoluble   residue   is   filtered   off  and   thoroughly   washed.     The 
alkaline   solution   containing   all   the   fluorine   and   considerable 
silicic  acid  is  freed  from  the  latter  by  the  addition  of  considerable 
ammoniiun  carbonate  (about  4  gms.  of  the  solid  salt).    The  liquid 
is  heated  for  some  time  at  about  40°  C,  allowed  to  stand  over- 
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night,  and  in  the  morning  the  voluminous  precipitate  is  filtered 
off  and  washed  with  ammonium  carbonate  water.  The  filtrate 
now  contains  only  a  small  amount  of  silicic  acid.  It  is  evaporated 
almost  to  dryness  on  the  water-bath,*  diluted  with  a  little  water 
and  a  few  drops  of  phenolphthalein  are  added.  The  liquid  is  colored 
pink  by  the  indicator  and  enough  hydrochloric  acid  is  now  added 
to  make  it  colorless.  The  solution  is  heated  to  boiling,  and  this 
causes  the  reappearance  of  the  pink  color.  After  cooling  the  color 
is  again  discharged  with  hydrochloric  acid,  and  this  operation 
is  repeated  until  finally  the  addition  of  1~1J  c.c.  of  double- 
normal  hydrochloric  acid  is  sufficient  to  effect  the  decolorization. 
It  is  best  to  perform  the  operation  in  a  platinum  dish,  but  if  this 
is  lacking  one  of  porcelain  may  be  used. 

The  solution  still  contains  traces  of  silicic  acid,  which  are  re- 
moved, as  recommended  by  Berzelius,  as  follows:  The  solution  is 
treated  with  1  or  2  c.c.  of  ammoniacal  zinc  oxide  solution,!  boiled 
until  the  ammonia  is  completely  expelled  and  the  precipitate  of 
zinc  silicate  and  oxide  is  filtered  and  washed  with  water.  An 
excess  of  calcium  chloride  is  added  to  the  filtrate  and  the  resulting 
precipitate,  consisting  of  calcium  carbonate  and  fluoride,  is  treated 
as  described  on  page  372. 

Remark. — ^By  this  method  the  fluorine  present  in  all  fluorides 
can  be  determined,  e.g.,  in  topaz,  lepidolite,  cryolite,  etc.  With 
a  silicate  containing  much  silica,  the  addition  of  silicic  acid  is 
imnecessary,  and  the  substance  is  at  once  fused  with  4-5  times 
as  much  sodiiun-potassium"  carbonate;  Avith  silicates  containing 
little  silica,  from  ^1  part  of  silicic  acid  is  added. 

Determination  of  Fluorine  in  Mineral  Waters. 

From  10  to  50  liters  of  the  water  (according  to  the  amount  of 
salts  present)  are  evaporated  in  a  large  porcelain  dish  to  dryness, 

*  The  liquid  foams  during  the  evaporation  owing  to  the  decom(>o8ition 
of  the  excess  of  anunoniiun  carbonate;  the  evaporating-dish  is  covered  with 
a  watch-glass  until  the  evolution  of  carbon  dioxide  ceases. 

f  Moist  zinc  oxide  is  dissolved  in  ammonia  water.  The  oxide  is  best 
prepared  by  dissolving  chemically  pure  zinc  in  hydrochloric  acid,  and  precipi- 
tating the  zinc  with  potassium  hydroxide;  the  precipitate  is  filtered  and 
waahed. 
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with  the  addition  of  enough  sodium  carbonate  to  keep  the  solution 
faintly  alkaline.  With  waters  containing  large  amounts  of  dis- 
solved salts  the  separated  sodium  chloride  is  removed  from  time 
to  time;  in  doing  this  it  is  necessary,  after  each  addition  of  water  to 
the  dish,  to  wait  at  least  half  an  hour  until  the  liquid  has  assumed 
the  temperature  of  the  water-bath,  for  when  the  conunon  salt 
is  deposited  from  a  cold  solution,  other  salts  will  crystallize  out  with 
it.  The  removed  salt  is  placed  in  a  funnel  provided  with  a  per- 
forated platinum  cone,  freed  from  mother-liquor  by  washing  twice 
with  cold  water,  and  the  wash  water  is  added  to  the  contents  of 
the  evaporating-dish.  The  deposited  salt  is  then  dissolved  in 
water  and  in  this  way  any  insoluble  salt  is  obtained  from  it  and 
filtered  off.  The  residue  finally  obtained  by  the  evaporation 
is  taken  up  in  water,  filtered  through  the  filter  containing  the 
insoluble  matter,  and  washed.  This'  residue  may  contain  consider- 
able sihcic  acid;  calcium,  strontium,  barium  and  magnesium 
carbonates;  calcium  fluoride;  iron,  aluminium  and  mangsmese 
hydroxides ;  and  usually  calcium  phosphate  and  the  sulphates  of 
the  alkaline  earths. 

The  residue  is  removed  from  the  filter  by  a  stream  of  water 
from  the  wash-bottle,  covered  with  dilute  acetic  acid,  and  allowed 
to  stand  twenty-four  hours  in  the  cold.  The  residue  now  con- 
taining silicic  acid,  barium,  and  strontium  sulphates,  calciimi 
fluoride,  and  ferric  phosphate,  together  with  aluminium  and  man- 
ganese hydroxides,  is  filtered  and  washed,  dried  at  120°  C,  and 
transferred  as  completely  as  possible  to  a  platinum  crucible  and 
the  ash  of  the  filter  added  to  it.  The  contents  of  the  crucible  are 
fused  with  sodium-potassium  carbonate,  and  after  extracting 
the  melt  with  water  the  fluorine  is  determined  in  the  filtrate  as 
described  on  page  372. 

Remark. — The  calcium  fluoride  finally  obtained  should  be 
tested  for  fluorine,  for  the  addition  of  calcium  chloride  will  almost 
always  cause  a  precipitation  (cf.  page  372),  which  may  consist  of 
calcium  fluoride  and  phosphate,  or  the  latter  only.  After  weigh- 
ing the  precipitate,  it  is  treated  with  a  few  drops  of  concentrated 
sulphuric  acid  and  covered  with  a  watch-glass  whose  convex  sur- 
face is  covered  with  a  thin  coating  of  beeswax  with  a  few  lines 
scratched  in  the  latter.     The  rnicible  is  allowed  to  stand  this 
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way  for  twelve  hours  at  the  ordinary  temperature.  A  little  water 
is  then  poured  upon  the  watch-glass  and  the  crucible  is  heated 
over  a  tiny  flame  until  the  vapors  of  sulphuric  acid  begin  to'  be 
evolved.  If  fluorine  is  present  there  will  be  a  distinct  etching 
of  the  glass  where  the  wax  coating  was  removed. 

The  contents  of  the  crucible  are  cautiously  evaporated  to  dry- 
ness in  an  air-bath,  gently  ignited,  and  weighed.  The  residue, 
now  consisting  of  calcium  sulphate  and  possibly  calcium  phos- 
phate, is  dissolved  in  hydrochloric  acid,  the  solution  evaporated  to 
dryness  and  the  residue  dissolved  in  a  little  nitric  acid  and  tested 
for  phosphoric  acid  by  means  of  ammonium  molybdate.  If  the 
test  is  positive,  the  amount  of  fluorine  present  is  computed  as 
follows: 

The  original  precipitate  weighing  p  gms.  contained 

,  X  gms.  CaF,  and  y  gms.  Caj(P04)2. 

After  treatment  with  concentrated  sulphuric  acid,  the  residue 
weighed  q  gms.  and  consisted  of 

mx  gms.  CaS04  and  y  gms.  Ca,(P04),. 

We  have,  therefore,  two  equations: 

1.  X    +y«p 

2.  mx+y^q 

and  from  these  it  follows 

x- 7(q-p) 

or  x=1.3435(^-p) 

^    .V.      u  *•  CJ^O*     136.06    -  ^^« 

In  the  above  equation    m=-p-pr-  = — =^  =  1.7443. 

If  phosphoric  acid  is  absent  the  weight  of  the  calcium  fluoride 
should  stand  in  the  same  relation  to  that  of  calcium  sulphate 
obtained  after  treatment  with  concentrated  sulphuric  acid,  as 

CaF,(78)  :CaSO4(136.06). 
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This  relation  does  not  hold  exactly  in  practice,  for  it  is  almost 
impossible  to  obtain  a  precipitate  of  calcium  fluoride  absolutely 
free  from  silica. 

Remark, — ^If  the  insoluble  residue  obtained  from  the  evapora- 
tion of  the  water  after  treatment  with  acetic  acid  contains  con- 
siderable silica  it  can  be  analyzed  as  follows:  It  is  dried  at  120°  C.) 
placed  in  the  U-shaped  deconiposition-tube  that  will  be  described 
below,  the  ash  of  the  filter-paper  added,  and  by  the  action  of 
concentrated  sulphuric  acid  the  fluorine  is  volatilized  as  silicon 
fluoride.  This  is  not  weighed  as  described  on  page  377,  but 
absorbed  in  dilute  ammonia,  when  the  following  decomposition 
takes  place: 

SiF^-h  4NH,0H  =  Si(OH),+  4NH,F. 

Often  the  amount  of  silicic  acid  present  is  so  small  that  it 
remains  entirely  in  solution;  usually,  however,  a  distinct  tur- 
bidity is  evident,  which  is  a  proof  of  the  presence  of  fluorine.  The 
solution  is  treated  with  J  c.c.  of  double-normal  sodimn  carbonate 
solution,  a  little  ammoniacal  zinc  oxide  is  added,  the  solution 
boiled  until  the  ammonia  is  expelled,  and,  after  filtering,  the 
fluorine  is  determined  in  the  filtrate  as  CaFj  according  to  page  371. 

Determination  as  Silicon  Fluoride. 

This  method,  proposed  by  Fresenius,  depends  upon  the  fact 
that  all  fluorides  are  decomposed  by  the  action  of  concentrated 
sulphuric  acid  and  silica,  while  the  fluorine  escapes  as  sificon 
fluoride,  which  can  be  absorbed  and  weighed. 

Procedure. — ^From  0.2  to  1  gm.  of  the  very  finely  powdered 
substance  is  intimately  mixed  in  an  agate  mortar  with  ignited, 
finely  powdered  quartz,  and  then  by  means  of  a  cylinder  of  glazed 
paper  it  is  transferred  to  an  absolutely  dry  TJ  tube  about  2.5  cm. 
wide  and  20  cm.  long.  The  substance  remaining  in  the  mortar 
is  removed  by  rubbing  it  with  5  gms.  of  the  powdered  quartz 
and  the  mixture  is  covered  with  40  c.c.  of  concentrated  sulphuric 
acid,  which  has  previously  been  heated  imtil  it  fumes  strongly 
and  afterwards  cooled  in  a  desiccator  over  PjOj.  Both  ends  of 
the  tube  are  then  closed  with  rubber  stoppers  containing  one 
hole  in  each.    Through  one  of  the  stoppers  is  passed  a  right-angled 
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tube  by  means  of  which  a  dry  current  of  air  free  from  carbon  dioxde 
can  be  conducted  through  the  apparatus.  It  is  best  to  obtain 
the  air  from  a  gasometer.  Before  it  reaches  the  apparatus  the  air 
is  passed  through  a  wash-bottle  filled  with  concentrated  sulphuric 
acid  and  then  through  two  U  tubes,  the  former  containing  soda- 
lime  and  the  latter  glass  beads  moistened  with  concentrated  sul- 
phuric acid.  Through  the  other  stopper  is  also  placed  a  right- 
angled  tube  and  this  is  connected  with  a  series  of  five  U  tubes, 
all  the  connections  being  air-tight.  The  tube  nearest  the  one 
containing  the  substance  is  empty,  and  during  the  experiment 
it  is  cooled  by  being  placed  in  a  beaker  containing  cold  water. 
The  next  tube  contains  glass-wool,  or,  if  the  substance  contains 
chlorine,  half  of  it  is  filled  with  pumice  impregnated  with  anhy- 
drous copper  sulphate*  and  the  other  half  with  calcium  chloride 
free  from  lime.f  The  third  and  fourth  tubes  serve  for  the  absorp- 
tion of  the  silicon  fluoride.  The  first  is  filled  with  pieces  of  pumice 
moistened  with  water  and  the  latter  contains  soda-lime  in  one 
half  and  calcium  chloride  in  the  other.  After  these  tubes  is  placed 
a  safety-tube,  likewise  containing  soda-lime  in  the  first  half  and 
calcium  chloride  in  the  other;  these  last  three  tubes  are  weighed 
both  before  and  after  the  experiment. 

When  the  apparatus  has  been  set  up  in  this  manner  and  the 
absorption  tubes  weighed,  the  substance  is  decomposed.  At 
first  a  slow  current  of  air  is  passed  through  the  apparatus  at  the 
rate  of  about  one  bubble  a  second;  the  decomposition-tube  is 
then  placed  in  a  paraffine-bath  and  the  latter  is  gradually  heated 
to  150-160*^  C.  After  the  bath  has  been  kept  at  this  temperature 
for  one  or  two  hours  there  is  usually  no  further  evolution  of  gas. 
The  apparatus  is  then  allowed  to  cool  in  the  current  of  air,  the 
absorption  tubes  removed,  rubbed  with  chamois  skin  on  the 
outside,  and  allowed  to  stand  near  the  balance  for  fifteen  minutes. 


*  About  40  gms.  of  pumice,  in  pieces  about  the  size  of  a  pea,  are  placed  in  a 
porcelain  dish  and  covered  with  a  concentrated  solution  containing  25  gms. 
of  copper  sulphate.  The  solution  is  evaporated  to  dryness  with  constant 
stirring,  heated  three  to  four  hours  in  a  drpng  oven  at  160°  C.  and  an  equal 
length  of  time  at  200°  C.  The  warm  mass  is  inmiediately  placed  in  a  flask 
provided  with  a  rubber  stopper  and  containing  a  calcium  chloride  tube.  It 
jjs  hygroscopic  and  when  moist  it  will  absorb  silicon  fluoride. 

t  Cf.  p.  294,  foot-note. 
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At  the  end  of  this  time  the  stoppers  are  opened  for  a  second  and 
then  closed,*  and  the  tubes  are  weighed.  The  increase  of  weight 
represents  the  amount  of  SiF^,  and  from  this  the  amount  of 
fluorine  present  is  calculated  as  follows:  Assume  that  a  gms.  of  cal- 
cium fluoride  3delded  p  gms.  of  SiF4.  The  treatment  with  the 
concentrated  sulphuric  acid  caused  the  following  reaction  to  take 
place: 

2CaF2+  2HjS0,+  SiO^ = 2CaS04+  2H,0+ SiF^, 
consequently  the  following  proportion  holds: 

SiF,:4F=p:5 
4F 


«= 


and  in  per  cent. 


-^^^.p^gms.  fluorine 
bir4 

4F 
o:gTp--p==100:x 


400F    p 
SiF^     a 


or 


x = 72.797  •-=«  per  cent,  fluorine. 


a 

Remark, — This  method  is  not  suited  for  the  determination 
of  fluorine  in  all  fluorides,  e.g.  topaz  and  micas. 

Determination  of  Fluorine  as  Hydrofluosilicic  Acid,  according 

to  S.  L.  Penfield.t 

Principle. — Penfield  expels  the  fluorine  as  silicon  fluoride  in 
exactly  the  same  way  as  in  the  method  of  Fresenius  (page  376), 
but  the  gas  is  absorbed  in  50  per  cent,  alcoholic  potassium  chloride 
solution.  By  contact  with  water  the  silicon  fluoride  is  decomposed 
into  hydrofluosilicic  and  silicic  acids.  The  former  unites  with  the 
potassium  chloride,  forming  potassium  silicofluoride,  insoluble  in 
50  per  cent,  alcohol: 

H2SiFe+  2KC1  =  KjSiFe+  2HC1, 


♦  It  is  best  to  use  U  tubes  for  the  absorption  which  are  provided  with 
ground-glass  stoppers  (see  Fig.  48,  p.  298). 

fChem.  News,  !?0,  p.  179;  also  Am.  Chem.  Jour.,  1,  p.  27. 


G/tSOMETRJC  DETERMINATION  OF  FLUORINE.  379 

Slid  s^ts  free  an  equivalent  amount  of  hydrochloric  acid;  the 
latter  is  titrated  with  N/5  sodium  hydroxide  solution,  with  lac- 
moid*  as  an  indicator.  For  the  calculation  the  following  pro- 
portion holds: 

1000  c.c.  N/5  HCl=yV  mol.  CaFj^fF 
.-.  1  c.c.  N/5  NaOH=0.0234  gm.  CaF,  or  0.0114  gm.  F. 

Procedure. — The  fluoride  is  decomposed  as  before  with  con- 
centrated sulphuric  acid  in  the  presence  of  ten  times  as  much 
finely-powdered  and  ignited  quartz.  The  silicon  fluoride  evolved 
is  passed  through  a  dry  U  tube  half  filled  with  glass  beads,  and 
placed  in  a  beaker  of  cold  water.f  From  here  it  passes  into  a 
second  U  tube  containing  20  c.c.  of  a  50  per  cent,  potassium  chloride 
solution,  and  in  this  tube  almost  all  of  the  silicon  fluoride  is  absorbed. 
In  order  to  remove  the  last  traces  of  the  latter,  the  gas  is  allowed 
to  pass  through  a  third  U  tube  containing  10-15  c.c.  of  the  potas- 
sium chloride  solution.  As  soon  as  there  is  no  further  evolution 
of  gas,  from  5  to  6  liters  of  air  are  passed  through  the  apparatus  and 
the  contents  of  the  second  and  third  U  tubes  are  titrated  with 
N/5  sodium  hydroxide  after  the  addition  of  a  drop  of  lacmoid, 
imtil  the  solution  turns  blue.  On  the  sides  of  the  first  U  tube, 
where  the  gas  first  comes  in  contact  with  the  moisture,  a  thick 
paste  of  silicic  acid  firmly  adheres.  This  must  be  removed  with 
the  help  of  a  bent  stirring-rod,  for  otherwise  some  enclosed  acid 
will  escape  the  titration. 

Gasometric  Determination  of  Fluorine,  according  to 

HEMPEL  and  0ETTEL4 

(a)  Separation  of  Fluorine  from  Metals. 

For  the  determination  of  the  metals  present,  the  fluorine  usually 
can  be  removed  by  heating  with  concentrated  sulphuric  acid; 
in  the  case  of  many  silicates  containing  fluorine,  however,  e.g. 
topaz,  lepidolite,  and  other  micas,  this  treatment  will  not  accom- 

♦  Penfield  recommends  cochineal  as  indicator.  E.  Cadg^ne  obtained  excel- 
lent results  with  lacmoid  when  testing  the  method  in  the  author's  laboratory. 

fThis  tube  serves  to  remove  any  sulphuric  acid  mechanically  carried 
over  with  the  gas. 

X  Cf.  HempeVs  Methods  of  Gas  Analysis  (L.  M.  Dennis). 
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plish  the  desired  result.  In  such  cases  the  mineral  is  fused  mith  4  to 
6  times  as  much  sodium-potassium  carbonate,  the  melt  is  extracted 
with  water,  the  silica  and  aluminium  precipitated  from  the  solu- 
tion obtained  by  means  of  ammonium  carbonate  (see  page  372), 
and  these  two  substances  determined  in  the  residue,  while  the  filtrate 
is  used  for  the  fluorine  analysis.  The  metals  and  the  remainder  of 
the  silicic  acid  are  determined  in  the  residue  obtained  on  extracting 
the  melt  with  water  (cf.  p.  389).  The  estimation  of  the  alkalies 
must  be  undertaken  in  a  separate  portion  of  the  substance. 

(b)  Separation  of  Fluorine  from  the  Acids. 

1.  Determination  of  Hydrochloric  and  Hydrofluoric  Acids  in  the 

Presence  of  One  Another, 

In  the  case  of  soluble  alkali  salts,  the  fluorine  is  first  precipi- 
tated from  the  solution  by  means  of  a  little  sodium  carbonate  and 
an  excess  of  calcium  nitrate  solution,  as  described  on  p.  372.  The 
filtrate  is  acidified  with  nitric  acid  and  the  chlorine  determined 
by  precipitation  with  silver  nitrate,  according  to  p.  240. 

Remark, — If  phosphoric  acid  is  present  at  the  same  time,  it  is 
precipitated  with  the  calcium  fluoride.  When  both  acids  are 
present  in  approximately  equal  amounts,  the  calcium  salts  are 
weighed  and  the  amount  of  fluorine  estimated  as  described  on  p.  375. 
In  the  filtrate  the  chlorine  is  determined  as  before.  If,  however, 
more  phosphoric  than  hydrofluoric  acid  is  present,  the  results 
obtained  by  this  indirect  analysis  are  inaccurate.  In  such  a  case 
the  chlorine  and  the  phosphoric  acids  are  precipitated  together 
by  the  addition  of  silver  nitrate  to  the  slightly  alkaline  solution, 
the  precipitate  is  filtered  off,  washed  with  as  little  cold  water 
as  possible,  and  the  precipitate  treated  with  dilute  nitric  acid.  By 
this  means  the  silver  phosphate  goes  into  solution,  while  the  silver 
chloride  is  imaffected.  In  order  to  determine  the  amoimt  cf 
phosphoric  acid  present,  the  silver  is  removed  from  the  solution 
by  the  addition  of  hydrochloric  acid,  and  the  phosphoric  acid  is 
precipitated  in  the  filtrate  by  addition  of  magnesia  mixture 
(cf.  p.  343). 

In  the  filtrate  from  the  silver  phosphate  and  silver  chloride  pre- 
cipitate, the  excess  of  silver  nitrate  is  removed  by  the  addition  of 
sodium  chloride  and  the  fluorine  is  determined  as  calcium  fluoride. 
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In  the  case  of  an  insoluble  compound  containing  chlorine  and 
fluorine,  the  melt  obtained  after  fusing  with  sodium-potassium 
carbonate  is  extracted  with  water,  the  silica  is  removed  with 
^anmionium  carbonate  and  zinc-ammonium  hydroxide  as  described 
-on  p.  373,  and  the  chlorine  and  fluorine  determined  as  above. 

In  a  majority  of  cases  it  is  more  convenient  to  determine  the 
two  acids  in  separate  portions  of  the  substance. 

2.  Determination  of  Boric  and  Hydrofltwric  Adds. 

The  solution  containing  the  alkali  salts  of  these  two  acids  is 
precipitat-ed  at  the  boiling  temperature  by  means  of  an  excess  of 
calcium  chloride  ;  the  precipitate  is  filtered  ofif  and  washed  with 
hot  water. 

The  precipitate,  consisting  of  calcium  carbonate,  calcium 
fluoride,  and  some  calcium  borate,  is  gently  ignited,  treated  with 
dilute  acetic  acid,  evaporated  to  dryness,  and  more  acetic  acid  and 
water  are  added.  By  this  means  the  calcium  acetate  and  cal- 
cium borate  go  into  solution,  while  the  calcium  fluoride  is  left 
behind  and  is  analyzed  as  described  on  p.  372.  For  the  boric 
acid  determination  a  second  portion  of  the  solution  is  taken, 
made  barely  acid  with  acetic  acid,  and  treated  with  a  slight  excess 
of  calciimi  acetate  solution  in  order  to  precipitate  the  fluorine. 
The  solution,  together  with  the  calcium  fluoride,  is  placed  in 
the  Gooch  retort  and  subjected  to  distillation  as  described  on 
p.  337. 

Hydrofluosilicic  Acid,  HjSiF,.    Mol.  Wt.  144.42. 

Forms:  Calcium  Fluoride,  CaFj;  Potassium  Silicofluoride; 

or  volumetrically. 

z.  Determination  as  Calcium  Fluoride. 

Principle. — Alkali    fluosilicates    are    decomposed    on    heating 
Tvith  sodium  carbonate  solution  into  fluoride  and  silicic  acid: 

Na,Si  F, -f  2Na,C0g + H2O = 6NaF  +  HjSiOj -h  200,. 

If  a  solution  is  to  be  analyzed  containing  free  hydrofluosilicic 
acid  or  its  sodium  salt,  it  is  treated  with  sodium  carbonate  solu- 
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tion  until  the  reaction  is  alkaline,  a  considerable  amount  of  ammo- 
nium  carbonate  is  added;  the  solution  heated  to  about  40^  C.^ 
and,  after  standing  twelve  hours,  the  precipitated  silicic  acid  b 
filtered  off. 

The  solution  now  contains  all  the  fluorine  as  sodium  fluoride, 
in  the  presence  of  small  amounts  of  silicic  acid,  which  are  pre- 
cipitated by  the  addition  of  zinc-ammonia  hydroxide  (see  p.  373). 
In  the  filtrate  the  fluorine  is  determined  as  calcium  fluoride,  as 
described  on  p.  372. 

An  insoluble  fluosilicate  is  fused  with  four  times  as  much, 
sodium-potassium  carbonate,  the  melt  extracted  with  water,  and 
the  solution  subjected  to  the  above  treatment. 

2.  Determination  as  Potassium  Silicofluoride. 

This  analysis  is  only  applicable  for  the  determination  of  free 
hydrofluosilicic  acid  in  aqueous  solution. 

Procedure, — ^The  solution  is  treated  with  potassium  chloride 
and  an  equal  volume  of  absolute  alcohol.  The  barely-visible 
potassium  silicofluoride  is  filtered  through  a  tared  filter  which 
has  been  dried  at  100®  C.  After  washing  with  50  per  cent,  alcohol 
the  precipitate  is  dried  at  100*^  C.  and  weighed  as  KjSiF,. 

The  volumetric  determination  of  hydrofluosilicic  acid  will  be 
discussed  in  Part  II. 

Analysis  of  Salts  of  Hydrofluosilicic  Acid. 

For  the  detennination  of  the  metal  present,  the  salt  is  treated 
with  concentrated  sulphuric  acid  in  a  platinum  dish  and  heated  until 
dense  fumes  of  sulphuric  anhydride  are  given  off;  silicon  fluoride 
and  hydrofluoric  acid  volatilize,  while  the  metals  are  left  behind 
as  sulphates  (cf.  Vol.  I,  p.  354). 

Detennination  of  Water  Present  in  Fliwailicalea,  (Rose-Jannasch).^ 

The  water  cannot  be  determined  by  ignition^  because  all  fluo- 
silicates,  even  topaz,  evolve  silicon  fluoride  when  subjected  to 
this  treatment  (cf.  Vol.  I,  p.  355).    If,  as  proposed  by  Rose,  the 

*  Rose-Finkener:  Lehrbuch  der  analyt.  Ch.,  Bd.  II;  and  Jannasch,  Prak- 
tiBcher  Leitfaden  der  Gewichtsanalyse,  Leipzig,  1897,  p.  243. 
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substance  is  fused  with  six  or  eight  times  as  much  lead  oxide,  all 
the  water  is  evolved,  while  the  fluorine  remains  behind: 

R,SiFe+3PbO=2RF+2PbFj+PbSiO,. 

The  anal3rsis  is  best  performed  according  to  the  dkections  of 
Jannasch:  A  bulb  with  a  capacity  of  about  25  c.c.  is  blown  near 
one  end  of  a  tube  of  difficultly  fusible  glass  which  is  26  cm.  long 
and  1  cm.  wide.  Near  the  middle  of  the  longer  side  of  the  tube 
is  placed,  between  asbestos  plugs,  a  layer  3  to  5  cm.  long  of  pulver- 
ized, anhydrous  lead  oxide,  and  this  end  of  the  tube  is  connected 
with  two  weighed  calcium  chloride  tubes.  The  substance  is  placed 
in  the  bulb,  after  which  six  or  eight  times  as  much  lead  oxide  is 
added  and  mixed  with  the  substance  by  carefully  revolving  the  tube. 
A  dry  current  of  air  is  now  conducted  through  the  apparatus  and 
the  contents  of  the  bulb  are  slowly  melted.  All  of  the  water  and 
often  some  of  the  fluorine  is  thereby  expelled,  and  the  latter  is 
absorbed  by  the  layer  of  lead  oxide.  At  the  end  of  the  operation 
this  layer  is  cautiously  heated  with  a  moving  flame  until  no  more 
water  condenses  in  the  cooler  part  of  the  tube.  When  all  of  the 
water  has  been  driven  over  into  the  calcium  chloride  tubes  the 
latter  arc  weighed  with  the  customary  precautions. 

GROUP  vn. 

SILICIC  AaD  (ALSO  TITANIC,  ZIRCONIC,  TANTALIC,  AND 

NIOBIC  ACIDS). 

SILICIC  ACID,  HjSiOg.    Mol.  Wt.  78.42. 
Form:  Silicon  Dioxide,  SiO,. 

Two  cases  must  be  considered: 

(a)  The  silicate  is  decomposed  by  acids. 

(6)  The  silicate  is  not  decomposed  by  acids. 

(a)  Silicates  Decomposed  by  Acids. 

These  are  treated  with  hydrochloric  acid  in  a  porcelain  dish 
and  evaporated  upon  the  water-bath  with  frequent  stirring  until 
the  residue  is  obtained  in  the  form  of  a  dry  powder.  In  many 
the  decomposition  is  shown  to  be  complete  by  the  fact  that 
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no  gritty  particles  can  be  felt  with  the  stirring-rod  on  the  bottom 
of  the  dish.  If,  however,  the  substance  contained  quartz  or  some 
silicate  that  is  not  decomposed  by  hydrochloric  acid,  this  is  not 
the  case  and  the  procedure  described  on  p.  405  is  then  followed. 

The  dry  powder  is  moistened  with  concentrated  hydrochloric 
acid  and  the  covered  dish  is  allowed  to  stand  at  least  twenty  min- 
utes at  the  ordinary  temperature,  in  order  that  basic  salts  and 
oxides  formed  during  the  evaporation  and  drying  may  be  once 
more  changed  to  chlorides.  Then  100  c.c.  of  water  are  added,  it  is 
heated  to  boiling,  and  after  the  silicic  acid  has  been  allowed  to 
settle,  the  clear  liquid  is  decanted  through  a  filter  supported  upon 
a  platinum  cone  placed  in  the  apex  of  the  funnel.  The  residue 
is  washed  3  or  4  times  with  hot  water  by  decantation,  then  trans- 
ferred to  the  filter  and  washed  with  hot  water  until  free  from 
chloride.*  The  precipitate  is  then  dried  by  means  of  suction, 
placed  in  a  platinum  crucible,  and  set  aside  for  the  time  being. 
The  separation  of  the  silicic  acid  is  now  by  no  means  quantitative; 
as  much  as  6  per  cent,  of  the  total  amount  may  remain  in  the 
filtrate.  In  order  to  remove  this,  the  solution  is  once  more  evap- 
orated to  dryness  on  the  water-bath,  kept  at  this  temperature 
for  one  or  two  hours  (or  more),  moistened  with  a  few  cubic  cen- 
timeters of  concentrated  hydrochloric  acid,  and  ^allowed  to  stand 
not  more  than  fifteen  minutes. f  Hot  water  is  then  added,  the 
residue  is  filtered  through  a  new  and  correspondingly  small  filter, 
and  washed  with  hot  water.  The  amount  of  silicic  acid  now 
remaining  in  the  filtrate  amounts  to  not  more  than  0.15  per  cent, 
of  the  total  amount,  and  for  most  purposes  can  be  neglected.  It 
can  be  removed,  however,  by  a  third  evaporation  to  dryness. 
The  filters  containing  the  silica  are  ignited  wet  in  a  platinum 
crucible  and  finally  over  the  blast-lamp,  and  weighed.J  The 
silica  obtained  is  only  slightly  hygroscopic. 

*  If  the  precipitate  is  not  perfectly  white,  but  somewhat  brownish  owing 
to  the  presence  of  a  basic  ferric  salt,  concentrated  hydrochloric  acid  is  allowed 
to  run  around  the  upper  edge  of  the  filter  and  is  immediately  washed  down 
through  the  funnel  by  means  of  a  stream  of  hot  water.  This  is  repeated 
imtil  the  filtrate  comes  through  perfectly  colorless. 

t  By  being  kept  in  contact  with  the  acid  for  too  long  a  time  some  silicic 
acid  will  go  into  solution. 

t  With  regard  to  the  temperature  at  which  silica  is  completely  dehydrated. 
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Testing  the  Purity  of  the  Silica. 

The  silica  thus  obtained  is  never  absolutely  pure,  except  in 
the  analysis  of  a  water-glass.  Its  purity  must  always  be  tested. 
For  this  purpose  it  is  covered  with  2  or  3  c.c.  of  water,*  a  drop  of 
concentrated  sulphuric  acid  is  added,  and  3  to  5  c.c.  of  pure  hydro- 
fluoric acid  (distilled  from  a  platinum  retort).  The  crucible  is  then 
placed  in  a  platinized  cone  (Fig.  15,  p.  28)  on  the  water-bath 
and  evaporated  under  a  good  hood  until  no  more  vapors  are  ex- 
pelled. The  excess  of  sulphuric  acid  is  then  removed  by  heating 
over  a  free  flame.  The  temperature  is  raised  and  the  crucible  is 
finally  heated  over  a  blast-lamp,  after  which  it  is  again  weighed. 
This  process  is  repeated  until  the  contents  of  the  crucible  (usually 
A1,0,  and  FejO,)  are  at  a  constant  weight,  and  this  amount  is 
deducted  from  the  weight  of  impure  silica. 

Remark. — In  order  to  make  the  separation  of  silicic  acid  quan- 
titative it  has  been  proposed  to  heat  the  residue  obtained  by 
evaporation  at  110*^-120*^  C.  It  has  been  found,  however ,t  that 
nothing  is  gained  by  this  practice;  as  some  silicic  acid  is  obtained 
in  the  filtrate  and  the  deposited  silicic  acid  is  less  pure  than  when 
dried   on   the  water-bath.t     It   is,  therefore,    not   advisable   to 


there  is  a  difference  of  opinion.  Lunge  and  Millberg  (Zeit.  f.  angew.  Chem., 
(1807),  p.  425)  state  that  the  temperature  of  the  Bunsen  burner  is  sufficient, 
but  they  operated  with  silica  obtained  by  the  hydrolysis  of  silicon  tetra- 
chloride, in  order  to  obtain  a  product  absolutely  free  from  alkalies.  Hille- 
brand  (Am.  Chem.  Soc,  XXIV  (1902),  p.  362)  confirmed  the  results 
of  Lunge  and  Millberg  with  regard  to  the  ignition  of  a  silica  obtained 
in  this  way,  but  positively  asserts  that  silicic  acid  when  obtained  by  the  decom- 
position of  an  alkali  silicate  ^'ith  acid  must  be  ignited  over  the  blast-lamp 
in  order  to  dehydrate  it  completely.  The  results  of  Hillebrand  have  been 
confirmed  in  the  author's  laboratory  by  A.  Schrfiter. 

*  If  the  water  is  not  added,  the  mass  will  effervesce  so  strongly  that 
there  is  danger  of  losing  some  of  the  impure  silica. 

t  James  P.  Gilbert,  Tech.  Quarterly,  III,  p.  61,  and  Zeit.  fiir  anal. 
Chem.,  XXIX  (1890),  688. 

%  When  considerable  magnesium  was  present,  more  silica  was  found  in 
the  filtrate  after  igniting  at  280^  than  when  dried  on  the  water-bath.  This 
18  due  to  the  fact  that  magnesia  formed  by  hydrolysis  reunites  with  the  silica 
to  form  magnesium  silicate,  and  the  latter  is  decomposed  by  hydrochloric 
acid  with  the  formation  of  soluble  silicic  acid. 
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attempt  to  dehydrate  the  silica  at  a  temperature  higher  than  that 
of  the  water-bath. 

(6)  Silicates  Not  Decomposed  by  Acids. 
These  must  be  fused;  this  can  be  effected  by 

(a)  The  Sodium  Carbonate  Method, 

One  gram  of  the  very  finely  powdered  substance  is  placed  in 
a  spacious  platinum  crucible  together  with  4  to  6  parts  of  calcined 
sodimn  carbonate  (or  a  mixture  of  equal  parts  sodium  and  potas- 
sium carbonates)  and  fused.  The  powdered  silicate  should  be 
intimately  mixed  with  the  flux  and  a  little  sodium  carbonate 
sprinkled  on  top,  the  crucible  covered  and  heated  for  some  time 
over  a  small  flame  in  order  to  drive  out  any  moisture  present. 
The  temperature  is  raised  gradually  until  finally  the  highest  heat 
of  a  good  Teclu  burner  is  obtained;  or,  lacking  the  latter,  a  blast- 
lamp  should  be  used.  As  soon  as  the  mass  melts  quietly  and 
there  is  no  further  evolution  of  carbon  dioxide,  the  decompo- 
sition is  complete.  The  crucible  is  seized  with  a  pair  of  crucible 
tongs  having  platinum  points  and  placed  in  cold  water,  but  so 
that  the  water  does  not  enter  the  crucible.  By  means  of  this 
rapid  cooUng  the  melt  is  usually  detached  from  the  sides  of  the 
crucible  and  can  be  removed  by  simply  turning  the  crucible  up- 
side down  and  gently  tapping  its  sides.*  The  melt  is  received 
in  a  good-sized  beaker,  covered  with  water,  a  sufficient  quantity 
of  strong  hydrochloric  acid  is  added,  and  the  beaker  covered  ^^-ith 
a  watch-glass.  A  lively  evolution  of  carbon  dioxide  at  once  takes 
place,  but  in  proportion  as  silicic  acid  separates  out,  the  inner 
part  of  the  cake  gradually  becomes  coated  with  a  film  of  silicic 
acid  which  protects  it  from  the  further  action  of  the  acid.  Con- 
sequently it  is  necessary  to  break  up  the  cake  from  time  to  time 

*  A  better  method  of  removing  the  melt  from  the  crucible  is  recom- 
mended by  Hillebrand:  The  crucible  is  seized  with  the  tongs  while  its  con- 
tents are  still  liquid  and  a  circular  motion  is  imparted  to  the  latter.  By 
this  means  the  melt  soUdifies  on  the  sides  and  bottom  of  the  crucible  in  thin 
layers  which  can  usually  be  removed  from  the  crucible,  and  the  decomposi- 
tion by  acids  is  greatly  facilitated.  For  another  method,  see  Talbot's 
Quantitative  Chemical  Analysis,  p.  33. 
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by  means  of  a  glass  rod  until  finally  there  is  no  further  evolution 
of  a  gas  and  no  more  hard  lumps  remain.  When  manganese 
is  present  the  melt  is  colored  green  and  the  solution  is  pink.  The 
latter  is  heated  until  this  pink  color  disappears  and  is  then 
transferred  to  a  platinum  dish  (or  lacking  this,  one  of  porcelain 
may  be  used).  The  small  amount  of  the  melt  adhering  to  the 
sides  of  the  crucible  is  transferred  to  the  contents  of  the  dish  by 
means  of  water  and  hydrochloric  acid.  The  solution  is  then 
analyzed  as  described  on  page  383. 

Remark, — If  the  fusion  cannot  be  removed  from  the  crucible, 
it  is  placed,  together  with  its  cover,  in  the  beaker  and  treated  as 
above. 

In  this  case,  if  the  melt  was  very  green-colored,  it  should  not 
be  decomposed  with  hydrochloric  acid,  but  with  nitric  acid,  for 
the  chlorine  evolved  by  the  action  of  the  hydrochloric  acid  upon 
the  manganate  would  attack  the  platinum. 

Substances  containing  considerable  fluorine  cannot  be  treated 
as  above,  for  silicon  fluoride  will  be  lost  by  volatiUzation.  In 
this  case  it  is  necessary  to  use  the  old  method  of  Berzelius.  The 
melt  from  the  sodium  carbonate  fusion  is  extracted  with  water, 
as  in  the  determination  of  fluorine  (p.  372),  and  the  greater  part 
of  the  silica  removed  by  means  of  ammonium  carbonate.  The 
precipitate  is  filtered  off,  ignited,  and  weighed. 

The  silicic  acid  remaining  in  the  filtrate  is  precipitated  by 
means  of  ammoniacal  zinc  hydroxide.  The  precipitate  thus  ob- 
tained, consisting  of  zinc  oxide  and  zinc  silicate,  is  decomposed 
with  hydrochloric  acid  and  the  silica  obtained  by  evaporation 
on  the  water-bath  as  usual.  As  a  rule,  the  insoluble  part  of  the 
melt  contains  silicic  acid,  and  this  must  also  be  removed  by  evapo- 
ration with  hydrochloric  acid.  All  three  silica  precipitates  are 
ignited  together  and  the  purity  of  the  silica  tested. 

Besides  the  sodium  carbonate  method  for  the  analysis  of 
silicates  not  decomposable  with  acids  a  great  number  of  other 
methods  have  been  proposed,  but  of  these  only  the  following  will 
be  mentioned  here. 
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(fi)  Lead  Oxide  Method  of  Jannasch* 

This  analysis  is  interesting  because  it  permits  of  an  exact 
determination  of  the  alkalies  and  of  silicic  acid  in  the  same  sample. 

Inasmuch  as  commercial  lead  oxide  (Utharge)  is  not  free  from 
impurities,  it  is  prepared  for  the  analysis  by  the  ignition  of  pure 
lead  carbonate. 

The  lead  carbonate  is  prepared  by  adding  the  theoretical 
amount  of  ammonium  carbonate  to  a  boiling  solution  of  lead 
acetate.  The  precipitate  is  washed  several  times  by  decantation 
with  hot  water,  then  transferred  to  a  hardened  filter,  and  com- 
pletely washed,  using  suction.  The  mass  is  finally  carefully  re- 
moved from  the  filter-paper  and  dried  on  the  water-bath. 

Procedure, — For  each  gram  of  the  silicate  10-12  gms.  of  lead 
carbonate  are  used.  First  of  all  a  little  lead  carbonate  is  placed 
in  the  crucible,  then  the  very  finely  powdered  substance,  and  after 
mixing  thoroughly  with  a  platinum  spatula  the  covered  crucible 
is  heated  for  fifteen  to  twenty  minutes  over  a  flame  which  is 
not  more  than  3-4  cm.  high,  by  which  means  the  greater  part 
of  the  carbon  dioxide  is  expelled.  The  contents  of  the  crucible 
are  then  more  strongly  heated  until  fusion  is  effected,  taking  care 
that  the  flame  used  is  strictly  non-luminous;  the  lower  third  of 
the  crucible,  and  no  more,  may  be  heated  to  redness. 

After  fusing  for  ten  to  fifteen  minutes  the  decomposition  is 
complete,  and  the  covered  crucible  is  quickly  touched  into  cold 
water,  but  so  that  its  contents  remain  dry.  The  melt  is  placed  in 
a  platinum  dish,  covered  with  hot  water  and  a  sufl[icient  quantity 
of  concentrated  nitric  acid  and  evaporated  on  the  water- bath, 
breaking  up  the  melt  with  a  stirring-rod  as  much  as  possible. 
When  the  cake  is  completely  disintegrated,  as  is  shown  by  there 
remaining  no  more  hard  yellow  pieces  and  only  slightly  colored 
flocks  of  silicic  acid  floating  in  the  liquid,  the  latter  is  evaporated 
on  the  water-bath  until  a  dry  powder  is  obtained;  this  is  moist- 
ened with  concentrated    nitric   acid  and  once  more  evaporated 

♦Gaston  Bong,  Zeit.  fur  anal.  Chem  ,  XVIII  (1879),  p.  270,  first  pro- 
posed that  silicates  be  decomposed  by  fusion  with  red  lead  (Pb^O^),  but 
Jannasch  in  his  Praktisches  Leitfaden  der  Gewichtsanalyse  has  greatly 
improved  the  method. 
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to  complete  dryness.  The  dry  residue  is  moistened  with  20  c.c.  of 
concentrated  nitric  acid,  and  allowed  to  stand  fifteen  minutes;  100 
c.c.  of  water  are  added,  and  the  liquid  is  heated  for  twenty 
minutes  on  the  water-bath.  The  residue  of  silicic  acid  is  filtered 
ofif,  washed  first  with  hot  water  containing  nitric  acid,  then  with 
pure  water,  and  weighed  after  the  usual  ignition. 

Remark. — In  the  analysis  of  minerab  containing  fluorine,  e.g. 
topaz,  Jannasch  finds  that  the  results  obtained  are  about  0.5-1 
per  cent,  lower  than  when  the  Berzelius  method  is  used.  In  such 
a  case  this  method  of  decomposition  is  used  only  for  the  deter- 
mination of  the  metals  and  of  the  alkalies,  after  introduction  of 
hydrogen  sulphide  and  removal  of  the  lead. 

ANALYSIS  OF  Silicates. 

Orthoclase. 

Constituents :  silicic  acid  (63-70  per  cent.) ;  aluminium  oxide 
(16-20  per  cent.) ;  ferric  oxide  (0.3  per  cent.) ;  potassium  ox^de 
(8-16  per  cent.);  sodium  oxide  (1-6  per  cent.);  and  often  small 
amounts  of  calciimi  oxide,  magnesium  oxide,  and  in  rare  cases 
barium  and  ferrous  oxides. 

Preparaiion  of  the  Substance  for  Analysis, 

The  substance  is  placed  upon  a  thick  steel  plate  within  a  steel 
ring  (about  2  cm.  high  and  6  cm.  in  diameter)  and  broken  into 
small  pieces  by  means  of  a  hardened  steel  hammer;  the  pieces  are 
then  reduced  to  a  coarse  powder.  The  latter  is  placed  in  an 
agate  mortar  in  small  portions «  and  ground  as  fine  as  possible 
and  preserved  in  a  glass-stoppered  bottle.  In  this  way  from  5-6 
gms.  of  powder  are  obtained. 

By  this  means,  es  proposed  by  Hillebrand,  there  is  less  danger 
of  contaminating  the  substance  with  small  particles  of  iron  than 
\Krhen  a  so-called  steel  mortar  is  used,  especially  after  the  latter 
has  been  worn  rough  on  its  inner  surface.  Further,  the  practice 
of  passing  the  powder  through  bolting-cloth  is  to  be  avoided  when 
possible,  as  in  this  way  the  substance  becomes  contaminated  with 
fibres  of  cloth  and  too  large  an  amount  of  ferrous  iron  will  be 
found. 


( 
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Weighing  the  Substance, 

It  is  customary  to  dry  the  powder  before  weighing  at  lOO- 
110*^  C.  until  a  constant  weight  is  obtained.  If  there  is  danger  of 
losing  combined  water  by  this  procedure,  it  has  been  recommended 
to  dry  the  powder  in  a  vacuum  over  concentrated  sulphuric  acid. 
The  practice  of  drying  the  substance  in  either  of  the  above  ways 
is,  however,  to  be  discountenanced.  It  is  far  better  to  use  the  air- 
dried  substance  for  the  analysis,  and  to  determine  the  moisture  in  a 
separate  sample.  This  is  more  accurate,  because  the  dry  silicate 
powder  is  hygroscopic,  so  that  a  portion  weighed  out  to-day  is 
likely  to  contain  a  different  amount  of  moisture  than  one  taken 
to-morrow,  and  this  is  not  the  case  when  the  air-dried  powder  is 
taken  for  the  analysis.  Further,  as  Hillebrand  has  conclusively 
shown,  chemically  combined  water  is  not  only  likely  to  be  ex- 
pelled by  heating  at  100°  C,  but  also  by  drying  in  a  vacuum 
over  sulphuric  acid.  This  is  particularly  true  of  the  zeolites.  In 
the  case  of  orthoclase,  however,  only  about  O.l  per  cait.  of  moist- 
ure is  present,  so  that  in  this  particular  case  accurate  results  wiD 
be  obtained  by  either  method. 

For  the  analysis  two  portions  must  be  taken,  each  amounting 
to  about  1  gm.  in  weight.  The  first  serves  for  the  determination 
of  SiOj,  AljOs+FejOs,  CaO,  and  MgO;  the  second  for  that  of  the 
alkalies. 

Determination  of  Silica,  Aluminium,  etc. 

About  1  gm.  of  the  air-dried  substance  is  placed  in  a  spacious 
platinum  crucible,  dried  for  one  hour  at  120°  C,  cooled  in  a  desic- 
cator, and  weighed.  The  difference  in  weight  represents  the 
amount  of  moisture.  The  heating  is  continued  until  a  constant 
weight  is  obtained.* 


*  In  the  case  of  most  silicates,  as  Hillebrand  has  shown,  the  water  is  not 
completely  expelled  at  120**  C.  It  is  best,  therefore,  to  obtain  a  constant 
weight  by  drying  at  105-110°,  and  in  a  separate  portion  the  total  amount 
of  moisture  is  determined  by  igniting  strongly,  finally  over  the  blast -lamp. 
It  is  ad\nsable  to  make  the  analysis  for  silica,  etc.,  in  a  different  portion; 
often  the  drying  at  105°  G.  is  incomplete  after  twenty-four  hours,  and  after 
the  ignition  the  substance  is  no  longer  in  the  form  of  a  powder. — [Xnns- 
lator.] 
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The  dry  substance  is  mixed  with  4  to  5  gms.  of  calcined  sodium 
carbonate  by  means  of  a  platinum  spatula,  and  the  silicic  acid  is 
determined  exactly  as  described  on  p.  386.*  The  silica  obtained 
is  treated  with  sulphuric  and  hydrofluoric  acids,  as  described  on 
p.  885,  and  the  residue  of  Alfi^  in  the  crucible  is  placed  at  one 
side  for  the  present. 

Determination  of  Aluminium  and  Ferric  Oxides. 

The  filtrate  from  the  silicic  acid  contains,  besides  the  chlorides 
of  aluminium,  iron,  calcium,  and  magnesium,  weighable  amounts 
of  platinum,  partly  coming  from  the  crucible  in  which  the  fusion 
was  made,  and  partly  from  the  action  of  the  ferric  chloride  and 
hydrochloric  acid  upon  the  platinum  dish  in  which  the  evapora- 
tion took  place  (cf .  p.  96,  foot-note). 

To  remove  the  platinum,  the  solution  is  heated  to  boiling  and 
hydrogen  sulphide  is  passed  into  it.  The  mixture  of  platinum 
sulphide  and  sulphur  is  filtered  ofif  and  the  solution  is  boiled  to 
expel  the  excess  of  hydrogen  sulphide.  The  iron  is  then  completely 
oxidized  back  to  the  ferric  state  by  the  addition  of  bromine  water 
and  boiling  until  the  excess  of  the  latter  is  expelled.  After  this 
about  10  c.c.  of  double-normal  ammonium  chloride  solution  are 
added  and  the  boiling-hot  solution  is  precipitated  by  the  addition  of 
a  slight  excess  of  ammonia  free  from  carbonate  (cf.  p.  121,  Remark), 

*  Formerly  a  single  evaporation  of  the  melt  with  hydrochloric  acid  was 
made,  and  it  was  assumed  that  the  silica  remaining  in  solution  was  quan- 
titatively precipitated  with  the  iron  and  aluminium  by  the  addition  of  ammo- 
nia. After  obtaining  the  weight  of  the  ignited  ammonia  precipitate  it  was 
fused  with  potassium  pyrosulphate  and  the  melt  taken  up  in  the  dilute  sul- 
phuric acid;  the  residual  silica  was  filtered  off  and  weighed.  The  filtrate 
was  analyzed  as  above  described.  Hillebrand  has  recently  shoT^n  that  this 
procedure  is  inaccurate.  In  the  first  place,  the  silica  remaining  in  solution 
is  not  completely  thrown  down  with  the  iron  and  aluminium  precipitate, 
and  in  the  second  place  the  silicic  acid  is  not  absolutely  insoluble  in  dilute 
sulphuric  acid.  Hillebrand  found  that  from  a  solution  containing  0.20 
gm.  Al,Oa  and  0.0101  gm.  SiO^  as  much  as  0.0007  gm.  SiO,  could  be  detected 
in  the  filtrate  from  the  ammonia  precipitate.  From  the  potassiimi  pyro- 
sulphate melt  he  succeeded  in  obtaining,  according  to  the  old  method,  only 
0.0033  gm.  SiOj,  while  he  obtained,  by  evaporating  the  solution  until  fumes 
of  sulphuric  acid  came  off  and  subsequently  diluting  with  water,  as  much 
O.0060  gm.  SiO,,  or  about  twice  as  much  as  was  at  first  insoluble. 


it 
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The  precipitate  is  allowed  to  settle,  after  which  it  is  filtered,  and 
washed  twice  by  decantation  with  hot  water.  It  is  then  dissolved 
by  running  hot  dilute  hydrochloric  acid  through  the  filter  into  the 
beaker  containing  the  greater  part  of  the  precipitate.  The  precipi- 
tation with  ammonia  is  repeated  as  before,  and  after  filtering  and 
washing  by  decantation,  the  precipitate  is  transferred  to  the  filter 
and  washed  until  free  from  chloride  with  water  containing  am- 
monium nitrate.  The  precipitate  is  allowed  to  drain  as  completely 
as  possible,  and  is  ignited  wet  in  the  crucible  containing  the  residue 
obtained  from  the  treatment  of  the  impure  silica  with  sulphuric 
and  hydrofluoric  acids.  After  igniting  strongly  over  a  good  Teclu 
burner  (or  the  blast-lamp)  the  crucible  is  weighed;  its  contents 
represents  the  sum  of  the  aluminium  and  ferric  oxides. 

For  the  determination  of  the  ferric  oxide,  the  mixed  oxides 
are  fused  with  potassium  pyrosulphate  as  described  on  p.  95. 
The  decomposition  is  complete  after  two  to  four  hours.  The  melt 
is  dissolved  in  water  containing  a  little  sulphuric  acid  and  the 
iron  is  determined,  after  previous  reduction  with  hydrogen  sulphide, 
by  titration  ^vith  potassium  permanganate  (cf.  p.  79).  If  the 
weight  of  the  Fe^Oj  is  deducted  from  the  weight  of  FcjOg+Al^O,, 
the  weight  of  Al^Oj  is  obtained.* 

Determination  of  Calcium. 

The  combined  filtrates  from  the  ammonia  precipitate  are 
evaporated  to  a  small  volume,  heated  to  boiling,  and  precipitated 
by  means  of  a  boiling  solution  of  ammonium  oxalate.  After 
standing  twelve  hours  the  calcium  oxalate  is  filtered  ofif,  and  vnXh. 
small  amounts  of  calcium  this  precipitate  is  ignited  wet  in  a  platinum 
crucible  and  weighed.     If,  however,  considerable  calcium  is  present, 

*  The  amount  of  iron  and  alunninium  can  be  determined  more  quickly, 
though  less  accurately,  as  follows:  The  moist  ammonia  precipitate  is  dis- 
solved in  hot  dilute  sulphuric  acid  and  diluted  to  a  volume  of  exactly  250 
CO  After  thoroughly  mixing,  100  c.c.  are  removed  by  means  of  a  pipette 
into  a  beaker  and  a  second  portion  of  the  same  volume  is  placed  in  a  200- 
c.c.  flask.  In  the  first  portion  the  sum  of  Fe^Oj  +  AljOj  is  determined  by 
precipitating  with  ammonia,  filtering,  igniting,  and  weighing;  in  the  other 
portion  the  iron  is  reduced  by  hydrogen  sulphide  and  then  titrated  with 
permanganate 
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the  moist  precipitate  is  redissolved  in  hydrochloric  acid,  and  again 
precipitated  by  the  addition  of  ammonia  and  a  little  more  am- 
monium oxalate.  The  precipitate  is  ignited  strongly,  and  weighed 
as  CaO. 

Testing  of  the  Calcium  Oxide  Precipitate  for  Barium. 

Although  it  is  usually  unnecessary  to  make  either  a  qualitative 
or  quantitative  test  for  barium  in  a  sample  of  orthoclase,  yet  it 
is  likely  to  be  present  in  traces  so  that  it  may  be  well  to  show 
how  this  can  be  done.  As  far  as  the  author  knows  strontium 
has  never  been  found  in  orthoclase.  On  account  of  the  solubility 
of  barium  oxalate  in  a  solution  of  anmionium  oxalate,  the  barium 
will  rarely  be  found  in  the  calcium  precipitate  when  a  double  pre- 
cipitation is  made,  except  when  it  is  present  to  an  extent  of  more 
than  3  or  4  mgms.* 

To  test  the  calcium  precipitate  for  barium,  it  is  dissolved  in 
nitric  acid,  evaporated  to  dryness,  and  heated  for  some  time  at  140° 
C.  The  calcium  nitrate  is  dissolved  out  by  ether-alcohol  (p.  73,  a), 
and  any  residue  remaining  behind  is  tested  in  the  spectroscope  for 
barium.  If  an  appreciable  amount  of  the  latter  is  found,  the 
calcium  must  be  determined  in  the  ether-alcohol  extraction.  It  is 
carefully  evaporated  to  dryness,  the  residue  dissolved  in  a  little 
water  and  precipitated  as  before  by  the  addition  of  ammonium 
oxalate.  After  standing  twelve  hours  the  precipitate  is  filtered 
off,  washed,  ignited,  and  weighed.  If  no  barium  is  found  with 
the  lime,  it  is  by  no  means  safe  to  conclude  that  the  former  is 
absent;  it  can  very  well  have  gone  into  the  filtrate  from  the 
double  precipitation  of  calcium.  This  amount  will  be  precipitated 
with  the  magnesium  as  barium  phosphate  unless  it  is  removed  as 
indicated  below. 

For  the  quantitative  determination  of  barium  a  separate 
f)ortion  of  the  substance  is  taken  (see  below). 

Determination  of  Magnesium. 

The  combined  filtrates  from  the  calcium  oxalate  are  evapo- 
rated to  dryness,  ignited  in  a  porcelain  dish,  and  the  residue  dis- 

*  W.  F.  Hillebrand,  Joum.  Am.  Chem.  Soc.,  16  (1894),  p.  83. 
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solved  in  water  to  which  a  few  drops  of  hydrochloric  acid  have 
been  added.  The  carbonaceous  residue  is  filtered  ofif,  a  drop  of 
sulphuric  acid  added,  and  the  solution  is  allowed  to  stand  twelve 
hours  to  see  if  any  precipitate  of  barium  sulphate  will  form.  In 
the  latter  case,  the  precipitate  is  filtered  off  and  tested  for  barium 
according  to  Vol.  I,  p.  62;  in  the  filtrate  from  the  barium  sulphate 
the  magnesiiun  is  determined  as  described  on  page  61. 

Determination  of  Barium. 

If  the  quaUtative  tests  have  shown  the  presence  of  barium, 
a  larger  sample  of  the  substance  is  weighed  out  (about  2  gms.) 
moistened  in  a  platiniun  dish  with  10  c.c.  of  sulphuric  acid  (1:4) 
and  5  c.c.  of  hydrofluoric  acid  are  added.  The  Uquid  is  evapo- 
rated on  the  water-bath,  with  frequent  stirring,  imtil  the  mineral 
is  completely  decomposed,  which  is  recognized  by  there  no  longer 
being  any  sandy  particles  perceptible  on  stirring  with  a  platinum 
spatula.  Frequently  a  further  addition  of  hydrofluoric  acid  is 
necessary.  When  the  decomposition  is  complete,  the  greater 
part  of  the  sulphuric  acid  is  removed  by  heating  the  contents  of 
the  dish  in  an  air-bath.  After  cooling,  the  residue  is  taken  up  in 
water,  and  the  barium  sulphate  is  filtered  off,  and  ignited  wet 
in  a  platinum  crucible.  The  precipitate  thus  obtained  alwa>^ 
contains  small  amounts  of  calcium  sulphate  which  must  be  elim- 
inated. To  accomplish  this,  the  residue  in  the  crucible  is  dis- 
solved in  a  little  hot  concentrated  sulphuric  acid,  and  after  cool- 
ing the  solution  is  diluted  with  cold  water.  The  barium  sulphate 
is  now  completely  free  from  calcium;  it  is  filtered  off,  ignited, 
and  weighed. 

Determination  of  the  Alkalies. 

(a)  Method  of  J,  Lawrence  Smith* 

Principle. — ^The  substance  is  heated  with  a  mixture  of  1  part 
ammonium  chloride  and  8  parts  calcium  carbonate.  By  this 
means  the  alkalies  are  obtained  in  the  form  of  chlorides,  while  the 
remaining   metals  are  for  the  most  part  left  behind  as  oxides, 


*  Am.  Jour.  Science  [2],  50,  p.  269,  and  Ann.  d.  Chem.  u.  Fharm..  159, 
p.  82  (1871). 
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snd  the  silica  is  changed  to  calcium  silicate,  as  represented  by  the 
following  equation: 

2KAlSi80e+6CaC08+2NH4Cl= 

«  6CaSiO,+  6CO2+  A1^0s+  2KC1+  2NH3+  H,0. 

The  alkaU  chlorides  together  with  calcium  chloride  can  be 
removed  from  the  sintered  mass  by  leaching  with  water,  while 
the  other  constituents  remain  undissolved. 

Preparation. — ^The  ammonium  chloride  necessary  for  the  de- 
termination is  prepared  by  subliming  the  commercial  salt;  the 
•calcium  carbonate  by  dissolving  the  purest  calcite  obtainable  in 
hydrochloric  acid  and  precipitating  with  ammonia  and  ammonium 
carbonate.  This  last  operation  is  performed  in  a  large  porcelain 
dish.  After  the  precipitate  has  settled,  the  clear  solution  is  poured 
oflf  and  the  precipitate  is  washed  by  decantation  imtil  free  from 
chlorides.  The  product  thus  obtained  contains  traces  of  alkalies, 
but  the  amount  present  is  determined  once  for  all  by  a  blank 
test  and  a  corresponding  deduction  made  from  the  results  of  the 
analysis;  it  is  usually  sodium  chloride  and  amounts  to  0.0012- 
0.0016  gm.  for  8  gma.  calcium  carbonate.  The  decomposition 
was  performed  by  Smith  in  a  finger-shaped  crucible  about  8  cm. 
long  and  with  a  diameter  of  about  2  cm.  at  the  top  and  1^  cm.  at 
the  bottom.  Such  a  crucible  is  suitable  for  the  decomposition 
of  about  0.5  gm.  of  the  mineral.  A  larger  quantity  can  be  analyzed 
in  an  ordinary  platinum  crucible. 

Filling  the  Crucible, — ^About  0.5  gm.  of  the  mineral  is  mixed 
with  an  equal  quantity  of  subhmed  ammonium  chloride  by  trit- 
uration in  an  agate  mortar,  then  3  gms.  of  calcium  carbonate 
are  added  and  intimately  mixed  with  the  former.  The  mixture 
is  transferred  to  a  platinum  crucible  with  the  help  of  a  piece  of 
glazed  paper,  and  the  mortar  is  rinsed  with  one  gram  of  calcium 
carbonate,  which  is  added  to  the  contents  of  the  crucible. 

The  Ignition. — ^The  covered  crucible  is  placed  in  a  slightly 
inclined  position  and  gradually  heated  over  a  small  flame  until 
no   more  ammonia  is  evolved*   (this  should  take  about  fifteen 

*  During  this  part  of  the  operation  the  heat  should  be  kept  so  low  that 
ammonium  chloride  does  not  escape.  The  latter  b  dissociated  into  ammonia 
and  hydrochloric  acid  by  the  heat,  and  the  acid  unites  with  the  calcium 
carbonate  to  fonn  calcium  chloride.— [Translator.] 
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minutes),  then  the  temperature  is  raised  until  finally  the  lower 
three-fourths  (and  no  more)  of  the  crucible  are  brought  to  a 
dull  red  heat,  and  this  temperature  is  maintained  for  50-60 
minutes.  The  crucible  is  then  allowed  to  cool  and  the  sintered 
cake  usually  can  be  removed  by  gently  tapping  the  inverted  cru- 
cible. Should  this  not  be  the  case,  it  is  digested  a  few  minutes 
with  water,  which  serves  to  soften  the  cake  so  that  it  can  be  readily 
washed  into  a  large  porcelain,  or,  better,  platinum  dish.  The 
covered  dish  is  heated  with  50-75  c.c.  of  water  for  half  an  hour^ 
replacing  the  water  lost  by  evaporation,  and  the  large  particles 
are  reduced  to  a  fine  powder  by  rubbing  with  a  pestle  in  the  dish. 
The  clear  solution  is  decanted  through  a  filter  and  the  residue  is 
washed  four  times  by  decantation,  then  transferred  to  the  filter 
and  washed  with  hot  water  until  a  few  cubic  centimeters  of  the 
washings  give  only  a  slight  turbidity  with  silver  nitrate.  To 
make  sure  that  the  decomposition  of  the  mineral  has  been  com- 
plete, the  residue  is  treated  with  hydrochloric  acid;  it  should 
dissolve  completely,  leaving  no  trace  of  undecomposed  mineral. 
Precijntation  of  the  Calcium. — ^The  aqueous  solution  is  treated 
with  ammonia  and  animonium  carbonate,  heated  and  filtered. 
As  this  precipitate  contains  small  amounts  of  alkali,  it  is  redis- 
solved  in  hydrochloric  acid  and  the  precipitation  with  ammonia 
and  ammonium  carbonate  is  repeated.  The  combined  filtrates 
are  evaporated  to  dryness  in  a  porcelain  or  platinum  dish,  and  the 
ammonium  salts  are  removed  by  careful  ignition  over  a  moving 
flame.*  After  cooling,  the  residue  is  dissolved  in  a  little  water  and 
the  last  traces  of  calcium  are  removed  by  the  addition  of  ammonia 
and  ammonium  oxalate.  After  standing  twelve  hours,  the  cal- 
cium oxalate  is  filtered  off  and  the  filtrate  is  received  in  a  weighed 
platinum  dish,  evaporated  to  dryness,  and  gently  ignited.  After 
cooling  the  mass  is  moistened  with  hydrochloric  acid  in  order  to 
transform  any  carbonate  into  chloride,  the  evaporation  and  igni- 
tion is  repeated,  and  the  weight  of  the  contents  of  the  dish  is  deter- 
mined; this  represents  the  amount  of  alkali  chloride  present.  To 
determine  potassiimi,  the  residue  is  dissolved  in  water,  and  the 


*  Before  igniting,  it  is  well  to  heat  the  contents  of  the  dish  in  a  drying-oven  at 
110°.    By  this  means  there  is  no  danger  of  loss  by  decrepitation.— {Translator.] 
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potassium  is  precipitated  as  potassium  platinic  chloride;  as  de- 
scribed on  p.  40.    The  sodium  is  determined  by  difference. 

(6)    The  Hydroftucric  Add  Method  of  Berzelivs. 

About  0.5  gm.  of  the  mineral  is  weighed  into  a  platinum  dish, 
2  c.c.  of  watCT  and  0.5  c.c.  of  concentrated  sulphuric  acid  are 
added,  and  mixed  with  the  substance  by  means  of  a  platinum 
spatula;  after  cooling  about  5  c.c.  of  pure,  concentrated  hydro- 
fluoric acid,  which  has  been  distilled  from  a  platiniun  retort  with 
the  addition  of  a  little  potassium  permanganate,  are  added.* 
The  liquid  is  evaporated  on  the  water-bath,  frequently  stirring 
with  the  platinum  spatula,  until  no  more  hydrofluoric  acid  is 
expelled  and  no  more  hard  particles  can  be  felt  at  the  bottom 
of  the  dish. 

The  dish  is  heated  in  an  air-bath  until  the  greater  part  of  the 
sulphuric  acid  is  removed;  this  is  necessary  to  make  sure  that 
the  hydrofluoric  acid  is  completely  expelled.  It  is  not  advisable, 
however,  to  remove  all  of  the  sulphuric  acid,  on  account  of  the 
danger  of  forming  insoluble  basic  salts.  The  mass  is  allowed  to 
cool,  covered  with*  200  c.c.  of  water,  and  digested  until  all  of  the 
residue  has  gone  into  solution.f  The  sulphates  are  now  transformed 
to  chlorides  by  precipitation  with  as  slight  an  excess  of  barium 
chloride  as  possible;  and  then,  without  stopping  to  filter  off  the 
barium  sulphate,  the  aluminium,  calcium,  and  excess  of  barium 
are  precipitated  by  the  addition  of  ammonia  and  ammonium 
carbonate.  The  precipitate  is  allowed  to  settle,  washed  four 
times  by  decantation,  then  transferred  to  the  filter  and  washed 
free  from  chloride.  The  filtrate  is  evaporated  to  dryness,  and  the 
ammonium  salts  removed  by  gentle  ignition.  A  few  drops  of 
hydrochloric  acid  are  added,  and  the  magnesium  is  removed  by 
adding  barium  hydroxide  solution  until  slightly  alkaline,  boiling 
and  filtering.  The  filtrate  is  treated  with  ammonia  and  am- 
monium carbonate,  boiled,  and  the  precipitated  barium  carbonate 
filtered  off.  This  filtrate  is  again  evaporated  to  dryness,  the 
ammonium  salts  are  expelled,  the  residue   is    dissolved    in    a 


*The  permanganate   serves   to    destroy  oiiganic    matter  that  is   likely 
to  be  present  in  commercial  hydrofluoric  acid. 

t  If  barium  was  present,  it  is  left  benind  as  the  sulphate 
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little  water,  and  a  little  more  barium  carbonate  is  pre- 
cipitated by  the  addition  of  ammonia  and  ammonium  car- 
bonate. This  treatment  is  repeated  until  finally  the  addition 
of  ammonia  and  ammonixmi  carbonate  produces  no  further  pre- 
cipitation. The  last  filtrate  is  evaporated  to  dr3aiess,  gently 
ignited,  moistened  with  hydrochloric  acid,  again  evaporated^ 
ignited  and  weighed;  this  represents  the  weight  of  the  alkali 
chlorides  together  with  a  small  amount  of  magnesiimi  chloride. 
The  chlorides  are  dissolved  in  a  little  water,  and  the  potassium 
precipitated  as  potassium  chlorplatinate  (p.  40).  If  the  cor- 
responding amount  of  potassium  chloride  is  deducted  from  the 
first  weight,  the  amount  of  sodium  chloride  plus  the  small  amount 
of  magnesium  chloride  will  be  obtained.  In  order  to  determine 
the  latter,  the  alcohoUc  filtrate  from  the  potassium  chlorplatinate 
precipitate  is  evaporated  to  dryness  on  the  water-bath  (the  water 
in  the  bath  must  not  boil),  and  the  residue  is  dissolved  in  a  little 
water  and  washed  into  a  small  flask.  The  latter  is  now  fitted 
with  a  rubber  stopper  containing  two  holes,  and  through  these,  two 
right-angled  pieces  of  glass  tubing  are  introduced,  one  reaching 
to  the  bottom  of  the  stopper  and  the  other  until  it  almost 
touches  the  liquid  in  the  flask.  The  solution  is  now  heated  to 
boiling  so  that  steam  escapes  from  both  of  the  tubes.  After  boil- 
ing two  minutes  we  can  assume  that  the  air  is  completely  ex- 
pelled from  the  flask;  the  short  tube  is  connected  with  a  hydrogen 
generator  and  a  rapid  current  of  hydrogen  is  conducted  through 
the  apparatus,  while  at  the  same  time  the  flame  is  removed  from 
beneath  the  flask  and  the  long  tube  is  closed  by  means  of  a  piece 
of  rubber  tubing  containing  a  glass  rod.  The  liquid  is  allowed 
to  cool  completely,  and  the  air-space  above  will  be  entirely  filled 
with  hydrogen.  As  the  hydrogen  is  absorbed  by  the  liquid,  the 
sodium  and  magnesium  chlorplatinates  are  reduced  to  chloride 
with  the  deposition  of  metallic  platinum,  which  floats  on  the  liquid 
in  the  form  of  dendrites : 

Na,PtCl, -f  2Hj  =  4HC1 + 2NaCl  +  Pt 
MgPtCle + 2H2=  4HC1 + MgCL,  -f  Pt 

The  flask  is  placed  in  a  lukewarm  water-bath,    frequently 
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shaken^  and  the  hydrogen  is  allowed  to  act  upon  the  solution  until 
the  reduction  is  shown  to  be  complete  by  the  liquid  becoming  per- 
fectly colorless.  The  connection  with  the  hydrogen  generator 
is  now  broken  and  a  rapid  current  of  carbon  dioxide  is  conducted 
through  the  solution  for  two  minutes  through  the  longer  tube  in 
order  to  remove  the  hydrogen.  This  is  necessary,  as  otherwise 
on  opening  the  flask  there  is  Ukely  to  be  an  explosion  between  the 
hydrogen  and  oxygen,  owing  to  the  catalytic  action  of  the  plati- 
num. The  platinum  is  filtered  off,  the  filtrate  concentrated,  and 
the  magnesium  precipitated  by  the  addition  of  ammonia  and 
sodimn  phosphate.  After  standing  twelve  hours,  the  magnesium 
ammonium  phosphate  is  Altered  off  and  the  magnesium  deter- 
mined as  magnesimn  pyrophosphate.  The  corresponding  weight 
of  MgCl,  is  deducted  from  the  weight  of  NaCl+MgCl,,  and  in  this 
way  the  amount  of  NaCl  is  determined. 

Remark. — ^This  method  is  in  very  general  use,  and  the  results 
obtained  agree  closely  with  those  by  the  J.  Lawrence  Smith  method. 
Many  silicates,  such  as  the  feldspars,  are  readily  decomposed  by 
the  action  of  sulphuric  and  hydrofluoric  acids;  others,  such  as 
certain  specimens  of  tourmaline,  only  with  difficulty.    According 
to  Jannasch  the  members  of  the  andalusite  group  are  not  com- 
pletely decomposed  by  hydrofluoric  acid,  but  this  can  be  effected 
by  strongly  igniting  with  ammonium  fluoride.    For  this  purpose 
the  ignited  mineral  is  placed  in  a  platiniun  dish,  covered  with 
10  c.c.  of  ammonia,  evaporated  to  dryness,  diluted  with  water, 
strongly  acidified  with  concentrated  hydrofluoric  acid,  and  again 
evaporated  to  dryness.    The  dish  is  placed  in  a  nickel  beaker  and 
ignited  quite  strongly,  imtil  finally  the  excess  of  ammonium  fluoride 
is  driven  off.    The  residue  is  now  treated  with  sulphuric  acid  (1:2) 
in   order  to  decompose  salts  of  hydrofluosilicic  acid,  evaporated 
on  the  water-bath  as  far  as  possible,  and  then  the  greater  part  of 
the  sulphuric  acid  is  removed.     From  this  point  the  procedure 
is  the  same  as  in  the  regular  Berzelius  method. 

The  Smith  method  is  always  appUcable  and  has  the  advan- 
tage that  the  magnesium  is  practically  completely  removed  at 
the  start. 
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Analysis  of  Lepidolite. 

Lepidolite  is  a  member  of  the  mica  group  and  contains  lithium 
and  fluorine  with  the  following  composition: 

Si,0^(Li,K,Na),(F,OH), 
SiO3=40to64perct.;  AlaO,=19to38perct.;  MnO=0to6perct.; 
MgO=0  toO.Sperct.;  KaO=4  to  11  perct.;  LijO=l  to  6  perct.; 
NajO=0  to  2  per  ct.;    F=l  to  10  per  ct.;    HjO=l  to  3  per  ct. 

Besides  the  above,  calciimi,  iron,  phosphoric  acid,  and  chlorine 
are  frequently  found,  and  in  rare  cases  small  amounts  of  caesium 
and  rubidium  are  present. 

The  determination  of  the  silicic  acid,  aluminium,  iron,  man- 
ganese, and  magnesium  is  effected  as  in  the  case  of  the  orthoclase 
analysis,  except  that  in  this  case  the  manganese  must  be  separated 
from  the  iron  and  aluminium  as  described  on  p.  121  or  123. 

Determination  of  the  Alkalies, — ^The  weight  of  NaCl+  KC1+  LiCl 
is  determined  by  one  of  the  methods  given  under  the  analysis  of 
orthoclase,  and  the  potassium  weighed  as  potassium  chlorplatinate. 
The  platinum  is  then  removed  by  the  treatment  with  hydrogen, 
or  the  solution  is  heated  to  boiling  and  the  platinum  is  precipitated 
as  the  sulphide  by  the  introduction  of  hydrogen  sulphide.  The 
filtrate  free  from  platinum  is  evaporated  to  dryness  and  the  Uthiiun 
separated  from  the  sodium  as  described  on  p.  49  or  p.  61. 

Determination  of  Fluorine. — ^This  determination  is  the  same  as 
in  the  case  of  anal}'Bis  of  fluorine  in  calcium  fluoride  (p.  372), 
except  that  it  is  unnecessary  to  add  any  silica,  for  the  mineral 
itself  already  contains  a  sufficient  quantity. 

Determination  of  Water. — ^Thife  is  effected  by  the  method  of 
Bose-Jannasch  (p.  382). 

Determination  of  Ferrous  Iron  in  Silicates  and  Rocks. 

The  very  finely  powdered,  but  not  bolted,  mineral  contained 
in  a  platinum  dish  is  covered  with  5  to  10  c.c.  of  dilute  sulphuric 
acid  (1:4)  and  placed  upon  the  little  triangle  (a)  Fig.  65,  made  of 
glass  or,  better,  platinum.  This  is  placed  in  the  lead  vessel  C  and 
the  latter  rests  in  a  paraffine  bath  {B).   After  the  cover  is  placed  upon 
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C,  a  rapid  current  of  carbon  dioxide  is  passed  through  A,  whereby  • 
the  air  within  the  apparatus  will  be  replaced  in  about  three  minutes. 
The  cover  is  quickly  removed,  and  5  to  10  c.c.  of  concentrated  hydro- 
fluoric acid  are  added.  The  cover  is  immediately  replaced,  and  the 
current  of  carbon  dioxide  continued,  while  the  contents  pf  the  dish 
are  repeatedly  stirred  during  the  whole  operation  by  means  of  a 
platinum  spatula  or  piece  of  coarse  wire  introduced  through  the  other 
hole  in  the  cover.*  At  the  same  time  the  paraffine  bath  is  heated 
to  100°  C.  and  kept  at  this  temperature  for  about  an  hour.    As 


soon  as  no  more  gritty  particles  are  to  be  felt,  the  temperature  of 
the  bath  is  raised  to  about  120°  C.  in  order  to  remove  the  large 
excess  of  hydrofluoric  acid.  This  requires  about  another  hour. 
The  dish  is  then  allowed  to  cool  in  the  carbon  dioxide  atmosphere 
and  its  contents  are  finally  washed  into  400  c.c.  of  cold  distilled 
water,  10  c.c.  of  concentrated  sulphuric  acid  are  added,  and 
the  solution  is  titrated  with  a  potassium  permanganate  solution 
of  known  strength  until  a  pink  color  is  obtained  which  is 
permanent  for  several  seconds.  This  end-point  is  fugitive  in 
propKjrtion  to  the  amount  of  hydrofluoric  acid  remaining  in  the 
solution. 

Remark. — ^The  above  method  has  been  used  in  the  author's 
laboratory  with  success  for  several  years.  It  is  a  modification 
of  Cooke's  t  method  in  which  the  decomposition  with  hydrofluoric 

*  In  Fig-  65,  this  second  opening  is  incorrectl}'  shown.  It  should  really 
be  in  the  middle  of  the  cover. 

■(■  J.  P.  Cooke,  Am.  J.  Science  12],  XLIV,  p.  347  (1867). 


40  2     GRAVIMETRIC  DETERMINATION  OF  THE  METALLOIDS. 

acid  took  place  under  a  glass  funnel  upon  the  water-bath.  In 
this  case  a  large  amount  of  hydrofluoric  acid  remains  in  solution 
and  it  is  difficult  to  obtain  a  sharp  end-point. 

Another  method  for  the  determination  of  the  amount  of  ferrous 
iron  present  in  insoluble  silicates  is  that  of  Mitscherlich.  The 
silicate  is  decomposed  in  a  closed  tube  with  sulphuric  acid 
(8  HjSO/  1  HjO)  under  pressure,  and  the  resulting  solution  titrated 
with  potassium  permanganate.  This  method  usually  gives  good 
results  in  the  case  of  a  silicate  analysis,  but  it  is  worthless  for  the 
analysis  of  rocks  containing  pyrite  or  other  sulphides,  which  on 
treatment  with  sulphuric  acid  are  decomposed  with  evolution  of 
SO,.*  The  latter  serves  to  reduce  iron  that  was  originallj^  present 
in  the  ferric  form,  so  that  a  too  high  result  will  be  obtained. 

Determination  of  Small  Amounts  of  Titanium  in  Rocks. 

The  colorimetric  method  of  A.  Weller  is  best  suited  for  this 
purpose,  and  is  to  be  preferred  over  all  gravimetric  methods. 

Procedure. — The  silicic  acid  is  removed  exactly  as  in  the  analysis 
of  orthoclase  (p.  389)  and  in  the  filtrate  the  iron,  aluminium, 
titanium,  zirconium  (chromium  and  vanadium)  are  separated 
from  the  manganese,  magnesium,  and  calcium,  by  the  acetate 
method.  The  precipitate  thus  obtained  still  contains  traces  of 
manganese,  so  that  it  is  dissolved  in  dilute  hydrochloric  acid  and 
reprecipitated  by  ammonia.  The  precipitate  is  ignited  in  the 
same  crucible  in  which  the  residue  from  the  impure  silica  is  con- 
tained (small  amounts  of  titanium  are  likely  to  be  in  this  residue) 
fused  with  potassium  pyrosulphate,  and  the  melt  dissolved  in  water 
containing  sulphuric  acid.  Any  insoluble  silicic  acid  is  filtered  off 
and  the  titanium  determined  in  the  filtrate  as  described  on  p.  88 
by  treatment  with  hydrogen  peroxide. 

Remark, — In  rock  analysis  it  is  convenient  to  determine  the 
titanium  after  the  determination  of  the  total  iron.  For  this 
purpose  the  solution  of  the  potassium  pyrosulphate  melt  is  satu- 
rated with  hydrogen  sulphide  in  order  to  precipitate  the  platinuiri 


*L.  L.  de  Koninck.  Zeit.  fiir  anorg.  Cliem.,  26  U^Ol),  125,  and  Hilk- 
brand  and  Stokes,  J.  Am.  Chern.  Soc.,  XXII  (1900),  p.  625.  See  also  i^tolt  .. 
Am.  J.  Sci.,  Dec,  1901. 
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and  reduce  the  iron,  and  the  filtrate  from  the  platinum  sulphide 
is  titrated  with  potassium  permanganate  after  expelling  the  excess 
of  hydrogen  sulphide,  as  described  on  p.  95.  The  solution  is 
afterwards  concentrated  to  about  80  c.c,  and  the  titanium  de- 
.  termined  as  above. 

Of  the  gravimetric  methods,  that  of  Gooch  is  best  suited  (p.  102), 
but  even  this  fails  in  the  presence  of  zirconium  (Hillebrand),  so 
that  it  is  in  all  cases  better  to  employ  the  colorimetric  method. 

If  it  is  desired  to  analyze  a  rock  for  titanium  alone,  about  one 
gram  should  be  treated  with  hydrofluoric  and  sulphuric  acids 
(see  p.  397),  the  greater  part  of  the  sulphuric  acid  removed  by 
volatilization,  in  order  to  make  sure  that  the  hydrofluoric  acid 
is  expelled,  and  the  residue  taken  up  in  water.  From  this  solu- 
tion the  titanium  is  determined  as  above. 

Detenninatioii  of  Zirconium  and  Sulphur  in  Rocks. 

W.  F.  Hillebrand.* 

About  2  gms.  of  the  substance  are  fused  with  5  or  6  times  as 
much  sodium  carbonate  (free  from  sulphur)  and  0.5  gm.  potassium 
nitrate   in  a  large  platinum  <5rucible.    The  crucible  should  be 
placed  through  a  hole  in  a  piece  of  asbestos    and  held  in  an  in- 
clined position  so  that  none  of  the  sulphmr  from  the  flame  can 
come  in  contact  with  the  contents  of  the  crucible.    The  melt  is 
taken  up  in  water,  a  few  drops  of  alcohol  are  added  in  order  to 
reduce  any  manganate  to  manganous  salt,  the  solution  is  Altered, 
and  the  precipitate  washed  with  dilute  soda  solution.    The  filtrate 
contains  all  the  sulphur  in  the  presence  of  sodium  silicate,t  while 
the  residue  contains  all  the  bariimi  and  zirconium  together  with 
the  remaining  oxides  which  were  present  in  the  rock. 

(a)  Treatment  of  the  Filtrate. 

This  should  amount  to  100-250  c.c.  in  volume;  it  is  acidified 
with  hydrochloric  acid,  heated  to  boiling,  and  precipitated  with 
hot  barium  chloride  solution.  After  standing  twelve  hours  the 
bariiini  sulphate  is  filtered  off  and  weighed. 


♦  Bulletin  of  the  U.  S.  Geolog.  Survey  (1900),  p.  73. 
•f-  Besides  sulphuric  and  silicic  acids  the  filtrate  may  contain  chromie 
(yello^wr  color),  vanadic,  molybdic,  phosphoric,  arsenic,  and  tungstic  acids. 
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According  to  Hillebrand  it  is  not  necessary  to  evaporate  the 
solution  to  remove  the  silicic  acid  before  precipitating  the  sul- 
phuric acid;  for  from  a  dilute  solution  silicic  acid  is  never  precipi- 
tated with  the  barium  sulphate. 

(6)  Treatment  of  the  Residue. 

The  residue  is  washed  by  means  of  a  stream  of  dilute  sulphuric 
acid  (1:20)  into  an  evaporating-dish,  and,  after  digesting  for  some 
time,  it  is  filtered  through  the  original  filter.  The  filtrate  con- 
tains aluminium,  iron,  and  the  greater  part  of  the  zirconium. 
The  residue  contains  the  rest  of  the  zirconium  together  with  barium 
sulphate  and  some  silicic  acid;  after  being  washed,  it  is  ignited 
in  a  platinum  crucible  and  freed  from  silica  by  evaporation  with 
sulphuric  and  hydrofluoric  acids.  The  residue  in  the  crucible 
is  then  taken  up  in  hot  dilute  sulphuric  acid  and  filtered.  The 
insoluble  portion  can  be  used  for  the  determination  of  barium 
(see  below). 

The  two  sulphuric  acid  filtrates,  containing  at  the  most  only 
1  per  cent,  of  this  acid,  are  treated  with  hydrogen  peroxide 
and  a  few  drops  of  disodium  phosphate.  Aluminium  and  iron 
are  not  precipitated  on  account  of  the  acid  present,  and  only 
traces  of  titanium  are  thrown  down,  while  all  of  the  zirconium 
is  precipitated  as  phosphate,  after  standing  24  to  48  hours. 

If  the  yellow  color  of  the  solution  should  fade  away,  a  little 
more  hydrogen  peroxide  is  added;  the  precipitate  is  filtered  ofiF, 
and,  even  when  it  is  small  in  amount,  it  is  purified  from  the  titanium 
as  follows:  The  filter,  together  with  the  precipitate,  is  ignited, 
fused  with  a  little  sodium  carbonate,  the  melt  extracted  with 
water  and  filtered.  This  residue  is  likewise  ignited,  but  it  is  now 
fused  with  potassium  pyrosulphate,  and  the  fusion  dissolved  in  hot 
water  containing  a  few  drops  of  dilute  sulphmric  acid.  The  solution 
is  poured  into  a  small  Erlenmeyer  flask  of  about  20  c.c.  capacity,  a 
few  drops  of  4  per  cent,  hydrogen  peroxide  and  a  few  drops  of  sodi- 
um phosphate  solution  are  added,  and  after  standing  1  or  2  days  the 
precipitate  is  filtered  off.  The  latter  is  now  free  from  titanium  in 
nearly  every  case,  and  after  ignition  it  is  weighed  as  zirconium  phos- 
phate. Although  zirconium  phosphate  theoretically  contains  51.8 
per  cent.  ZrO^,  there  will  be  no  appreciable  error  introduced  if  it  is 
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assumed  that  one-half  the  weight  of  the  precipitate  represents  the 
amount  of  this  oxide  present. 

Determination  of  Barium. 

The  above-mentioned  precipitate  containing  all  the  barium  as 
sulphate,  in  the  presence  of  calcium  and  perhaps  strontium,  always 
contains  a  little  silicic  acid.  In  order  to  remove  the  latter,  it  is 
heated  with  hydrofluoric  and  sulphuric  acids  and  the  residue  is 
fused  with  sodimn  carbonate.  The  melt  is  treated  with  water  and 
the  carbonates  of  barium  and  calcium  are  filtered  off,  washed,  and 
then  dissolved  in  hot  dilute  hydrochloric  acid.  From  this  solution 
the  barium  is  precipitated  by  the  addition  of  a  slight  excess  of 
sulphuric  acid  and  ignited  wet  in  a  platinum  crucible.  The  pre- 
cipitate thus  obtained  contains  a  small  amount  of  calcium  sulphate, 
which  must  be  eliminated.  For  this  purpose  the  residue  is  dis- 
solved in  the  crucible  by  hot  concentrated  sulphuric  acid,  and  after 
cooling  the  solution  is  poured  into  water.  In  this  way  a  precipitate 
of  barium  sulphate  free  from  calcium  is  obtained.  It  is  ignited 
and  weighed. 

Separation  of  Soluble  from  Insoluble  Silicic  Acid:  Lunge  and 

Millberg.* 

Frequently  a  mixture  of  silicates  is  to  be  analyzed  which  is 
partly  decomposed  on  treatment  with  acids,  with  the  separation 
of  gelatinous  silicic  acid,  and  partly  unaffected.  The  silicic  acid 
deposited  from  solution  by  the  addition  of  acids  is  soluble  in  5 
per  cent,  sodium  carbonate  solution,  while  quartz  and  feldspar 
are  not  appreciably  attacked  by  the  latter  (cf.  Vol.  I.  pp.  356,  357). 

If  it  is  desired  to  separate  the  deposited  silicic  acid  from  the 
unattached  silicate  (usually  feldspar  and  quartz),  the  substance  is 
treated  with  acid  (hydrochloric  or  nitric)  and  evaporated  on  the 
water-bath  until  a  dry  powder  is  obtained.  This  is  moistened  with 
acid,  diluted,  boiled,  and  filtered.  After  washing,  the  residue  is 
digested  with  5  per  cent,  sodium  carbonate  solution  on  the 
water-bath,  in  a  porcelain  dish  for  fifteen  minutes.  It  is  then 
filtered,  washed  first  \vith  soda  solution  and  finally  with  water. 


*  Zeitschr.  f.  angew.  Chemie,  1897,  pp.  393  and  425. 
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If  a  turbid  filtrate  should  be  obtained,  a  little  alcohol  is  added  to 
the  wash  water,  after  which  the  filtrate  will  at  once  run  through 
dear. 

The  alkaline  filtrate  contains  the  soluble  silicic  acid;  this  can 
be  determined  by  acidifying  and  evaporating  to  dryness.  The 
residue  from  the  sodium  carbonate  treatment,  consisting  of  quartz 
and  feldspar,  is  weighed.  In  order  to  determine  the  quartz,  the 
mixture  is  acted  upon  by  sulphuric  and  hydrofluoric  acids,  the 
excess  of  the  latter  is  removed  by  heating  with  sulphuric  acid,  and 
the  cold  residue  is  dissolved  in  water,  precipitated  with  ammonia, 
and  the  alumina  weighed.  If  this  weight  is  multiplied  by  5.41, 
the  corresponding  amount  of  feldspar  is  obtained,  and  if  this  is 
deducted  from  the  weight  of  the  quartz  +  feldspar,  the  weight  of 
the  quartz  will  be  found. 

Determination  of  Soluble  Silicic  Acid  in  Clay. 

Clay  contains  besides  alumina,  sand  (quartz  +  breccia)  and 
small  amounts  of  calcium  and  magnesium  carbonates. 

About  2  gms.  of  the  substance,  after  having  been  dried  at  120®, 
and  being  in  the  form  of  a  not-too-fine  powder,  are  moistened  with 
water,  and  a  mixture  of  100  c.c.  water  and  50  c.c.  concentrated  sul- 
phuric acid  *  is  added.  The  porcelain  dish  is  covered  with  a  watch- 
glass  and  heated  over  a  free  flame  until  dense  fumes  of  sulphuric 
acid  vapors  are  evolved.  The  contents  of  the  dish  are  allowed 
to  cool,  150  c.c.  of  water  and  3  c.c.  of  concentrated  h^'drochloric 
acid  are  added,  the  solution  boiled  for  fifteen  minutes,  filtered, 
washed  completely,  and  the  mixture  of  soluble  silicic  acid,  quartz, 
and  insoluble  silicate  is  treated  as  above. 

Remark, — It  was  formerly  the  custom  to  separate  the  soluble 
silica  from  the  insoluble  silica  by  boiling  with  potassium  hydroxide 
solution.  According  to  the  experiments  of  Lunge  and  Millberg. 
however,  this  is  not  permissible  because  quartz  is  perceptibly 
soluble  in  caustic  potash  solution.  If,  on  the  other  hand,  the 
substance  is  obtained  in  a  very  finely-divided  condition,  even 
sodium  carbonate  solution  cannot  be  used  for  the  same  reason. 


*  Alexander  Subech,  Die  chem.  Industtie  1902.  p.  17. 
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Analysis  of  Chromite. 

Although  chromite  (chrome  iron  ore)  is  not  a  silicate,  it  is 
insoluble  in  all  acids,  and  can  be  brought  into  solution  by  fusion 
with  alkali  carbonates,  or  borates,  so  that  its  analysis  will  be  dis- 
cussed at  this  place. 

Chromite  contains  18  to  39  per  cent.  FeO,  0  to  18  per  cent.  MgO, 
42  to  64  per  cent.  Cr208;  0  to  13  per  cent.  AI2O3,  and  0  to  1 1  per  cent. 
SiOj.     Calcium,  manganese,  and  nickel  are  also  occasionally  present. 

Of  the  finely-powdered  and  bolted  mineral,  0.5  gm.  is  fused 
in  an  inclined,  open  platinum  crucible  with  4  gms.  of  pure  sodium 
carbonate  *  for  two  hours  over  a  good  Teclu  burner.  After  cool- 
ing, the  melt  is  leached  with  water,  acidified  with  hydrochloric 
acid,t  evaporated  in  a  porcelain  dish  until  a  dry  powder  is  obtained, 
moistened  with  hydrochloric  acid,  taken  up  in  water,  and  the 
silica  filtered  off.  The  latter  is  ignited,  weighed,  and  its  purity 
tested  wdth  hydrofluoric  acid  (p.  385).  The  filtrate  from  the 
sihcic  acid  is  precipitated  hot  with  hydrogen  sulphide  and  the 
precipitate  of  platinum  sulphide  and  sulphur  is  filtered  off.  It 
is  then  placed  in  an  Erienmeyer  flask,  10  c.c.  of  ammonium 
chloride,  enough  ammonia  (free  from  carbonate)  to  make  the 
solution  alkahne,  and  a  little  freshly-prepared  ammonium  sul- 
phide are  added,  after  which  the  flask  is  corked  up  and  allowed 
to  stand  over  night.  In  the  morning  the  precipitate  is  filtered 
off,  washed  twice  with  water  containing  a  little  ammonium  sul- 
phide, then  dissolved  in  hydrochloric  acid,  and  the  precipitation 
by  means  of  ammonium  sulphide  is  repeated.  The  ammonium 
salts  are  removed  from  the  filtrate  and  the  calcium  and  magnesium 
determined  as  described  on  p.  71. 

The  ammonium  sulphide  precipitate  is  dissolved  in  dilute 
hydrochloric  acid,  any  residue  of  nickel  or  cobalt  sulphide  is  fil- 


♦  Bunsen  fused  the  chromite  with  one-third  as  much  SiO,  and  6  to  8 
parts  NSjCO;,  and  then  subtracted  the  amount  of  silica  added  from  the 
total  amount  found.  This  makes  the  decomposition  take  place  more  read- 
ily, but  the  author  prefers  not  to  add  the  silica  on  account  of  the  possibility 
of  thereby  introducing  an  error. 

t  If  a  dark  rendue  of  uudecomposed  mineral  should  remain,  it  is  filtered 
off  and  again  fused  with  sodium  carbonate. 
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tered  off  and  dried.  This  residue  is  then  ignited  first  in  air, 
then  in  a  current  of  hydrogen,  and  finally  weighed  as  metal.  It 
is  not  worth  while  to  attempt  the  separation  of  the  nickel  from 
the  cobalt  on  account  of  the  small  amount  present.  The  filtrate 
from  the  sulphides  of  nickel  and  cobalt  is  freed  from  hydrogen 
sulphide  by  boiling,  the  iron  present  is  oxidized  by  evaporating 
with  potassium  chlorate  and  hydrochloric  acid,  and  the  iron, 
chromium,  and  aluminium  are  separated  from  the  manganese  by 
means  of  the  bariiun  carbonate  method  (p.  121)  and  from  one 
another  as  described  on  p.  94  et  seq.  In  the  filtrate  from  the 
barium  carbonate  precipitate,  the  manganese  is  separated  from 
the  barium  as  described  on  p.  106,  6,  and  determined  as  sulphide 
or  as  sulphate. 

Remark, — If  it  is  desired  to  determine  the  chromium  alone, 
this  is  best  accomplished  by  means  of  a  volumetric  process  (see 
Part  II). 

Determination  of  Thorium  in  Honazite,  according  to  E.  Benz.* 

Monazite  is  a  phosphate  of  the  rare  earths  [P04(Ce,La,Di,Th)]. 
It  occurs  in  so-called  "monazite  sand"  mixed  with  quartz,  rutile, 
zircon,  tantalates,  etc.,  and  is  at  present  the  raw  material  used  for 
the  preparation  of  thorium  (used  in  the  Welsbach  mantle).  The 
value  of  a  sample  of  monazite  sand  depends  upon  the  amount  of 
thorium  present,  and  its  determination  is  best  effected  as  follows: 

Of  the  bolted  monazite  sand,  0.5  gm.  is  intimately  mixed  with 
10  gms.  of  potassium  pyrosulphate  in  a  spacious  platinum  cruci- 
ble; the  latter  is  covered  and  slowly  heated  until  its  contents  are 
at  a  gentle  fusion.  This  is  best  accomplished  by  placing  the 
platinum  crucible  within  a  larger  porcelain  one  which  is  provided 
with  an  asbestos  ring.  After  no  more  gas  is  given  off,  the  cruci- 
ble is  gently  ignited  over  the  free  flame,  and,  after  cooling,  its 
contents  are  treated  with  water  and  a  little  hydrochloric  acid 
until  it  is  completely  disintegrated.  After  allowing  the  residue 
to  settle,  it  is  filtered,  treated  with  a  little  concentrated  hydro- 
chloric acid,  diluted  with  water,  and  again  filtered.f    In  the  cora- 


*  Zeit.  f.  angew  Chem.  15  (1902),  p.  297. 

fThis  residue  is  free  from  thorium,  and  coDsists  chiefly  of  silicic  and 
tantalic  acids. 
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bined  filtrates  the  hydrochloric  acid  is  neariy  neutralized  with 
ammonia  (the  formation  of  a  permanent  precipitate  is  to  be 
avoided,  for  it  will  be  difficult  to  redissolve  it),  the  solution  is 
heated  to  boiling,  and  3  to  5  gms.  of  soUd  anmionium  oxalate  are 
added  while  the  liquid  is  vigorously  stirred.  The  oxalates  of 
the  rare  earths  are  immediately  deposited  in  the  form  of  a  coarse, 
powder.  To  make  sure  that  the  precipitation  is  complete,  a  little 
ammonium  oxalate  solution  is  added.  After  standing  twelve 
hours  the  precipitated  oxalates  are  filtered  off,  washed  once  by 
means  of  water  acidified  with  nitric  acid,  then  transferred  to  a 
porcelain  dish,  and  the  last  portions  of  the  precipitate  are  eventually 
washed  from  the  filter  by  repeated  additions  of  hot,  concentrated 
nitric  acid  and  water;  the  liquid  is  evaporated  almost  to  dryness. 
Ten  cubic  centimeters  of  concentrated  nitric  acid  (sp.  gr.  1.4)  and  20 
c.c.  of  fuming  nitric  acid  are  then  added,  the  dish  covered  with  a 
watch-glass  and  heated  on  the  water-bath.  After  a  short  time 
the  nitric  acid  begins  to  decompose  the  oxalic  acid,  shown  by 
the  lively  evolution  of  gas.  After  no  more  gas  is  given  off,  the 
watch-glass  and  sides  of  the  dish  are  washed  down  and  the 
solution  evaporated  to  drjmess.  In  order  to  remove  the  free 
nitric  acid,  a  little  water  is  added  and  the  solution  evaporated 
once  more;  after  this  the  filter  fibres  present  are  removed  by 
filtration.  It  is  now  necessary  to  separate  the  thorium  from 
the  remaining  earths.  This  is  effected  by  |)recipitating  the  former 
with  hydrogen  peroxide  as  thorium  peroxide.  On  ignition  the 
latter  is  changed  into  Th02,  in  which  form  it  is  weighed. 

The  precipitation  with  hydrogen  peroxide  takes  place  as 
follows:  The  neutral  solution  of  the  nitrates  is  diluted  with  10 
per  cent,  ammonium  nitrate  solution  to  a  volume  of  100  c.c. 
heated  to  60-80®  C,  and  precipitated  by  the  addition  of  20  c.c. 
of  pure  3  per  cent,  hydrogen  peroxide  solution.  The  precipitate, 
which  is  colored  yellow  by  traces  of  cerium  peroxide  (at  the  most 
y»^  mg.  of  the  latter  is  present),  is  immediately  filtered,  washed 
with  hot  water  containing  ammonium  nitrate,  ignited  wet  in  a 
platiniun  crucible,  and  weighed  as  ThOj. 

If  it  is  desired  to  obtain  an  absolutely  pure  thorium  oxide, 
the  moist  precipitate  is  dissolved  in  nitric  acid  and  the  above 
precipitation  with  hydrogen  peroxide  is  repeated.    By  this  method 
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E.  Benz  obtained  in  the  analysis  of  a  South  American  monazite 
sand  the  following  results:  4.72,  4.58,  4.50  per  cent.  ThOj. 

Remark, — ^The  above  process  for  the  determination  of  thorium 
in  monazite  is  quicker  and  more  accurate  than  either  that  of 
Glaser  *  or  that  of  Hintz  and  Weber.f  so  that  it  is  to  be  recom- 
mended for  both  technical  and  scientific  purposes. 

The  determination  of  thorium  oxide  in  thorite  is  carried  out 
in  the  same  way  with  the  difference  that  instead  of  fusing  the 
mineral  with  sodium  fluoride  and  potassium  pyrosulphate.  it  is 
decomposed  by  treatment  with  hydrochloric  acid,  and  the  silica 
removed  as  usual.  The  filtrate  from  the  silica  is  analyzed 
as  above.J 

Determination  of  Water  in  Silicates. 

If  the  mineral  on  ignition  loses  nothing  but  water,  the  amount 
of  the  latter  can  be  determined  by  the  loss  in  weight.  In  the 
great  majority  of  cases,  however,  other  constituents  (e.g.  (X)2.  SO^, 
G.  F,  etc.)  are  lost  and  the  substance  may  undergo  an  oxidation 
(FeO  is  changed  to  FezO,.  PbS  to  PbSO^,  etc.).  In  such  cases 
the  procedure  recommended  by  Jannasch  can  be  used  to  advan- 
tage. The  substance  is  heated  with  lead  oxide,  the  water  vapor 
conducted  over  a  heated  mixture  of  lead  oxide  and  lead  peroxide 
and  absorbed  in  a  weighed  calcium  chloride  tube  (see  p.  383). 

If  the  substance  on  ignition  loses  simply  water  and  carbon 
dioxide  the  former  may  be  accurately  determined  by  the  method 
of  Brush  and  Penfield.§  The  substance  is  introduced  by  means 
of  a  long  funnel  into  a  bulb  blown  on  the  end  of  a  narrow  tube  made 
of  difficultly-fusible  glass,  and  the  tube  is  provided  with  a  second 
bulb  about  2  or  3  cm.  from  the  end  one.  The  open  end  of  the 
tube  is  connected  by  means  of  a  short  piece  of  rubber  tubing  with 


*  Chem.  Zt^..  1896.  p.  612. 

t  Zeitschr.  fur  anal  Chemie  flSOT).  XXXVl.  p.  27. 

%  As  members  of  the  hydrogen  sulphide  group  are  usually  present,  it  i« 
advisable  to  first  remove  them  and  to  effect  the  precipitation  of  the  rare 
earths  with  ammonium  oxalate  from  the  slightly  acid  filtrate  from  the  hydro- 
gen sulphide  precipitate. 

§Amer.  Joum.  Sci.  [3],  XLVIII  (1894),  p.  31.  and  Zeit.  fur  anoi^. 
Chem ,  VII  (1894).  p.  22 
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a  short  tube  drawn  out  into  a  capillary,  and  the  substance  is  heated 
in  the  flame  of  a  good  Teclu  burner.  The  water  is  expeCed  and 
condenses  in  the  colder  portion  of  the  tube,  and  as  a  precaution, 
the  latter  is  enveloped  in  moist  blotting-paper.  As  soon  as  no  more 
water  can  be  expelled,  the  end  of  the  tube  is  heated  until  it  softens 
and  the  tube  is  drawn  out  between  the  two  bulbs.  The  front  end 
of  the  tube  now  contains  the  water  in  the  presence  of  a  little  carbon 
dioxide,  and  the  latter  must  be  removed.  For  this  purpose  the 
tube  is  inclined  at  an  angle  of  40^,  so  that  the  heavier  carbon  dioxide 
will  run  out  of  it.  The  weight  of  the  tube  slowly  diminishes, 
but  at  the  end  of  about  three  hours  it  becomes  constant,  losing 
about  0.0003  gm.  per  hour,  due  to  the  evaporation  of  water.  If, 
therefore,  the  tube  is  allowed  to  stand  three  hours  before  weighing, 
0.0009  gm.  must  be  added  to  the  weight  of  the  water.  If  the 
substance  contained  a  large  amount  of  carbonate,  the  escaping 
carbon  dioxide  will  carry  aqueous  vapor  with  it,  so  that  a  further 
correction  must  be  made.  One  gram  of  CO,  at  an  average  baro- 
metric pressure  (760  mm.)  and  temperature  (20®  C.)  will  cause 
a  loss  of  0.0096  gm.  water  vapor.  If  the  amount  of  carbon  dioxide 
present  is  known,  it  is,  therefore,  only  necessary  to  multiply  its 
weight  by  0.0096  to  obtain  the  amount  of  water  that  would  other- 
wise escape  the  determination. 


PART  II. 

VOLUMETRIC  ANALYSIS. 


A  GRAVIMETRIC  analysis  is  accomplished  by  adding  to  the  solu- 
tion of  the  substance  to  be  analyzed  a  reagent  of  only  approxi- 
mately-known strength,  separating  one  of  the  products  of  the  reac- 
tion from  the  solution  and  weighing  it.  On  the  other  hand,  a 
volumetric  analysis  is  made  by  causing  the  reaction  to  take 
place  by  means  of  a  measured  amount  of  a  solution  of  accurately- 
known  strength  and  computing  the  amount  of  substance  present 
by  the  volume  of  the  solution  which  reacts  with  it  (cf.  p.  2). 
For  the  latter  sort  of  analysis  accurately-calibrated  measuring 
instruments  are  necessary,  as  will  be  briefly  described. 

Measuring  Instruments. 

1 .  Burettes  are  tubes  of  uniform  bore  throughout  the  whole  length ; 
they  are  divided  into  cubic  centimeters  and  are  closed  at  the  bottom, 
as  shown  in  Fig.  66.  by  means  of  a  glass  stop-cock  or  with  a  piece 
of  rubber  tubing  containing  a  glass  bead  h.  The  latter  fomiwas 
devised  by  Bunsen  and  is  used  as  follows:  The  tubing  is  seized 
between  the  thumb  and  forefinger  at  the  place  where  the  glass 
bead  is,  and  by  means  of  a  gentle  pressure  a  canal  is  formed  at 
one  side  of  the  bead  through  which  the  liquid  will  run  out.  Instead 
of  the  glass  bead  an  ordinary  pinch-cock  is  frequently  used. 

Besides  the  above  forms  of  burettes,  a  great  many  others  are 
in  use,  but  it  is  unnecessary  to  describe  them  here. 

2.  Pipettes. — A  distinction  must  be  made  between  a  "full'' 
pipette  and  a  ^'measuring'!  one.    A  fuU  pipette  has  only  one 
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mark  upon  it,  and  serves  for  measuring  off  a  definite  amount  of 
liquid.  They  are  constructed  in  different  forms;  usually  they 
consist  of  a  glass  tube  with  a  cylindrical  widening  at  the  middle. 
The  lower  end  is  drawn  out,  leaving  an  opening  about  ^1  mm. 


Fig.  66. 

wide.  Pipettes  of  this  nature  are  constructed  which  will  hold 
respectively  5,  10,  20,  25,  50,  100,  and  200  c.c. 

Measuring  pipettes  are  burette-shaped  tubes  graduated  into 
cubic  centimeters  and  drawn  out  at  the  lower  end  as  before.  They 
serve  to  measure  out  any  desired  amount  of  liquid  and  are  obtained 
with  a  total  capacity  of  1,  5,  10,  20,  25,  and  50  cc. 

3.  Measuring- flasks  are  flat-bottomed  flasks  with  narrow 
necks  provided  with  a  mark,  so  that  when  they  are  filled  to  this 
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point  they  wiU  contain  respectively  50,  100,  200,  250,  300,  500, 
1000,  and  2000  c.c.  They  serve  for  the  preparation  of  standard 
solutions  and  for  the  dilution  of  liquids  to  a  definite  volume. 

4.  Measuring-cylinders  are  graduated  into  cubic  centimeters 
and  are  used  only  for  rough  measurements. 

It  is  clear  that  accurate  results  can  be  obtained  by  a  volu- 
metric analysis  only  when  the  instruments  used  are  accurately 
calibrated.  It  should  never  be  taken  for  granted  that  a  pur- 
chased instrument  is  correct,  but  it  should  always  be  carefully 
tested.  In  the  case  of  measuring-flasks  and  "full"  pipettes,  it 
is  best  for  each  one  to  etch  for  himself  the  position  on  the  flask 
or  tube  up^to  which  they  should  be  filled  with  liquid. 

Calibration  of  Measuring-flasks. 

(a)  The  Liter  Flask. 

A  flask  is  chosen  with  a  long  cylindrical  neck  about  15-20 
mm.  in  diameter;  it  is  cleaned,  carefully  dried,  and  accurately 
tared  upon  a  balance  accurate  to  decigrams.  A  1  kg.  weight  is 
placed  upon  the  other  arm  of  the  balance,  and  equilibrium  is 
restored  by  adding  distilled  water  at  17°.5  C.  to  the  flask.  Care 
is  taken  that  no  drops  of  water  are  left  suspended  from  the  sides 
of  the  neck  above  the  water-level;  if  any  are  present,  they  are 
removed  by  touching  with  a  piece  of  filter-paper  wrapped  around 
the  end  of  a  glass  rod.  An  exact  equilibrium  is  finally  estab- 
lished by  adding  or  removing  a  little  water  by  means  of  a  capil- 
lary tube.  The  flask  is  then  placed  upon  a  level  surface  and  a 
piece  of  gummed  paper  with  a  straight  edge  is  fastened  around 
the  neck  of  the  flask  so  that  its  upper  edge  is  just  tangent  to  the 
deepest  point  of  the  water  meniscus.  The  flask  is  now  emptied, 
dried,  its  neck  covered  with  a  uniform  layer  of  beeswax,  and 
allowed  to  cool;  this  usually  requires  about  fifteen  minutes.  The 
flask  is  then  held,  as  is  shown  in  Fig.  67,  against  the  piece  of 
wood  s,  the  blade  of  a  pocket-knife  is  placed  firmly  again  t  the 
upper  edge  of  the  thick  paper  ring,  and  the  flask  is  revolved 
through  360®  around  its  horizontal  axis;  in  this  way  a  circle  is 
cut  in  the  wax  layer.  By  means  of  a  feather  (Fig.  6,  p.  20)  a 
drop  of  hydrofluoric  acid  is  placed  along  this  circle  while  the 
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Sask  is  held  in  the  horizontal  position.  By  turning  the  flask 
around  its  axis,  the  drop  of  hydrofluoric  acid  is  allowed  to  act 
upon  the  glass  where  the  wax  coating  has  been  cut.  At  the  end 
of  two  minutes  the  excess  of  hydrofluoric  acid  is  washed  off,  the 
neck  of  the  flask  dried  by  means  of  filter-paper  and  heated  until 
the  wax  melts,  when  the  latter  can  be  readily  wiped  off.  The  last 
traces  of  wax  are  removed  by  rubbing  with  a  cloth  wet  with 
alcohol.    As  it  is  possible  that  the  etched  circle  will  not  exactly 


Fia  67. 
coincide  with  the  upper  edge  of  the  paper,  the  flask  is  filled  three 
times  with  water  at  17''.6  C.  up  to  this  mark  and  the  mean  of  the 
three  weights  obtained  is  taken  for  the  correct  value.  For  an 
accuracy  of  O.I  per  cent,  it  is  only  necessary  to  express  its  volume 
to  the  nearest  cubic  centimeter. 

Calibration  of  Pipettes.* 
it  ia  best  to  have  pipettes  prepared  by  the  glass-blower  and 
to  etch  them  for  one's  self.  First  of  all,  the  pipette  must  be  scrupu- 
lously clean;  no  trace  of  fat  should  be  left  on  the  inner  sides  of 
the  tube,  for  it  will  cause  drops  of  moisture  to  adhere  and  escape 
measurement.  The  pipette  is,  therefore,  cleaned  by  placing  it  in 
a  tall  beaker  containing  a  little  concentrated  sodium  hydroxide 
solution  and  the  latter  is  drawn  to  the  top  of  the  pipette 
by    sucking  through  a  rubber  tube   fastened  to  its  upper   end 

*  For  another  method  of  calibrating  pipettes,  see  Williains,  Joum.  Am. 
Chem-  Soc,,24,  246. 
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and  which  is  provided  with  a  pinch-cock.  The  solution  is  allowed 
to  remain  in  the  pipette  for  from  three  to  five  minutes. 

The  alkali  is  then  allowed  to  run  out,  the  pipette  washed  with 
water  and  filled  with  a  warm  solution  of  chromic  acid  in  concen- 
trated sulphuric  acid.*  This  is  aUowed  to  remain  from  five  to 
ten  minutes  in  the  pipette  and  is  then  removed,  the  tube  washed 
first  with  water  from  the  tap  and  finally  with  distilled  water. 

The  pipette  is  now  clean  and  ready  to  be  calibrated.  A  long 
strip  of  paper  is  fastened  upon  the  upper  part  of  the  tube,  the 
lower  end  is  closed  with  the  finger,  and  the  pipette  is  filled  with 
water  from  another  of  the  same  size.  The  position  of  the  bottom  of 
the  meniscus  is  noted  with  a  lead-pencil  upon  the  paper  which  was 
fastened  to  the  side  of  the  pipette.  A  glass-stoppered  flask  is  now 
accurately  tared  upon  a  balance,  the  pipette  is  filled  exactly  to 
the  lead-pencil  mark  with  distilled  water  at  17°.5C.,t  and  its  con- 
tents are  allowed  to  flow  into  the  tared  flask,  touching  the  end 
of  the  pipette  against  the  side  of  the  flask.  The  pipette  is  emptied 
(see  below),  the  flask  closed  and  weighed.  If  the  weighing  shows 
a  volume  a  little  too  large  or  too  smaU,  a  second  mark  is  made 
upon  the  paper  below  or  above  the  first  one,  and  in  this  way  the 
process  is  repeated  until  finally  the  weight  of  the  liquid  which 
will  drain  from  the  pipette  corresponds  exactly  with  the  volume 
desired.  The  strip  of  paper  is  then  cut  off  at  exactly  the  correct 
mark,  a  strip  of  gummed  paper  is  placed  roimd  the  pipette  at  this 
point,  and,  after  the  gum  has  dried,  it  is  covered  with  a  layer  of 
beeswax  and  etched  with  hydrofluoric  acid  as  described  on  p.  415. 
After  the  mark  has  been  etched  upon  the  pipette,  it  is  filled  with 
water  up  to  this  mark  and  emptied  into  the  tared  flask.  This  opera- 
tion is  repeated  three  times  and  the  mean  value  is  taken  as  correct. 

Pipettes  may  be  emptied  in  several  ways: 

1.  By  allowing  the  contents  to  run  out  freely,  i.e.  the  liquid 
is  allowed  to  run  out  without  touching  the  end  of  the  pipette  to 

*  A  solution  of  pottissium  dichromate  in  concentrated  sulphuric  acid 
can  be  used. 

t  Instead  of  calibrating  the  measuring  instruments  with  reference  to  the 
Mohr  liter,  it  is  better  in  many  cases  to  use  the  true  cubic  centimeter  as  the 
unit.  Cf.  W.  Schloesser,  Zeit.  f.  angew.  Chem.  1903,  pp.  953,  977,  and 
1004.     See  foot-note  to  p.  420. 
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the  sides  of  the  vessel.    A  drop  of  the  liquid  will  then  always 
remain  in  the  pipette. 

2.  By  blowing.  The  contents  of  the  pipette  are  allowed  to 
run  out  freely  as  before,  but  this  time  the  last  drop  is  removed 
by  lightly  blowing  while  the  end  of  the  pipette 
touches  the  side  of  the  vessel. 

3.  By  touching.  The  solution  is  allowed  to 
run  out  freely,  and  at  the  end  the  point  of  the 
pipette  is  touched  against  the  side  of  the  vessel 
into  which  the  liquid  is  being  delivered;  or  the 
point  of  the  pipette  is  held  against  the  side  of  the 
vessel  from  the  beginning  to  the  end  of  the  opera- 
tion; or  finally  the  solution  is  allowed  to  run 
out  freely  and  at  the  last  the  point  of  the  pipette 
is  touched  to  the  surface  of  the  solution.  The 
last  method  is  only  allowable  when  the  glass  which 
is  to  receive  the  liquid  is  dry. 

Of  these  different  methods  for  emptying  a 
pipette,  the  third  one  is  the  best.  In  all  cases, 
however,  the  same  method  must  be  used  in  after 
work  which  was  used  in  the  calibration.* 

Calibration  of  Burettes. 

The  most  convenient  method  for  calibrating 
a  burette  is  that  proposed  by  Ostwald.f  The 
apparatus  necessary  is  shown  in  Fig.  68.  After 
the  burette  and  small  pipette  have  been  cleaned 
with  concentrated  sodium  hydroxide  solution  and 
subsequently  with  sulphuric  and  chromic  acids  it 
is  placed  near  a  balance,  filled  with  water  at 
17*^.5  C.,t  and  by  pressing  the  rubber  tube  at  a,  Fio.  68. 

the  little  pipette  (with  a  capacity  of  about  5  c.c.)  is  filled  exactly 
to  the  mark  m.    6  is  then  opened  and  the  water  allowed  to  run 


♦  Cf .  Report  of  the  Committee  for  Co-Operation  with  the  National  Bureau 
of  Standards.    J.  Am.  Chem.  Soc.  26,  Proceedings  p.  21. 

t  Ostwald,  Hand-  und  Hilfsbuch  zur  Ausfuhrung  von  physiko-chem. 
Mesi*engen,  1895,  p.  ia3. 

J  Cf.    Foot-note  on  page  416. 
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out  into  a  tared  flask  until  the  mark  n  is  reached;  after  it  has  been 
allowed  tx)  drain  one  minute,  the  pipette  is  again  emptied  to  n,  and 
the  contents  of  the  flask  weighed.  This  operation  is  repeated  at 
least  three  times,  and  the  mean  of  the  three  weights  is  taken  as 
representing  the  true  volume  of  the  liquid  between  the  two  marks. 
With  this  pipette  any  number  of  burettes  may  be  calibrated. 

For  this  purpose  water  is  poured  into  the  burette  and  by 
opening  a  the  pipette  is  filled  exactly  to  the  lower  mark  n;  the 
burette  is  then  filled  with  water  up  to  the  zero-point.  The 
temperatiu'e  of  the  water  is  now  a  matter  of  indifference,  except 
that  it  must  remain  constant  during  the  experiment.  By  opening 
a  the  water  is  allowed  to  run  into  the  pipette  until  the  upper  mark 
m  is  just  reached,  a  is  closed,  and  the  water  is  allowed  to  run  out 
through  6  until  the  lower  mark  n  is  reached.  The  pipette  is  allowed 
to  drain  one  minute  and  is  again  emptied  to  n,  after  which  the 
position  of  the  water  in  the  burette  is  read.  It  is  evident  that  if  the 
burette  is  correctly  divided,  the  volume  read  will  be  equal  to  the 
capacity  of  the  small  pipette.  If  this  is  not  the  case,  the  burette 
reading  must  be  corrected  to  make  it  so.  In  this  way  the  contents 
of  the  entire  tube  are  measured  off,  the  experiment  is  repeated  a 
second  time,  and  the  mean  of  the  values  found  is  accurate. 

To  illustrate,  the  results  of  such  a  calibration  will  be  given. 
In  this  case  the  small  pipette  had  a  volume  of  4.371  c.c. 


Reading  No. 

Biirette 

Readings. 

Series  1. 

Burette 
Readings, 
Series  II. 

Mean. 

Difference. 

Total  Correc- 
tion to  be 
Made  to 
Readings. 

1 

0.00 

0.00 

0.00 

( 

1 

2 

4.37 

4.37 

4.37 

4.37 

0.00 

3 

8.72 

8.72 

8.72 

4.36 

+0.02 

4 

13.08 

13.08 

13.08 

4.36- 

-fO.03 

5 

17.46 

17.47 

17.47 

4.39 

+0.01 

6 

21.81 

21.83 

21 .82 

4.36 

+  0.03 

7 

26.18 

26.20 

26.19 

4.37 

+0.03 

8 

30.67 

30.59 

30.68 

4.39 

+  0.01 

9 

34.91 

34.93 

34.92 

4.34 

+0.04 

10 

39.30 

39.30 

39.30 

4.38 

+0.03 

11 

43.64 

43.65 

43.65 

4.36 

+0.05 

12 

48.01 

48.02 

48.02 

4.37 

+0.05 

From  the  above  table  a  curve  may  be  plotted  with  the  burette 
readings  as  abscissse  and  the  total  corrections  as  ordinates.     From 
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this  plot  the  apparent  burette  reading  can  be  corrected  at  a  glance 
and  its  true  value  obtained. 

\fethod  of  Reading  Burellet. 

In  order  to  avoid  a  parallax  error  in  reading  burettes,  floats 
are  used  as  shown  in  Fig.  69,  a  and  b;    the  former  represents  that 
of   Beuttel  and    the    latter   that    of   Rey, 
Around  the  bulb  of  a  a  circle   is  etched, 
and  if  the  eye  is  in  the  correct  position,  it 
appears  to  the  observer  as  a  straight  line. 
The  liquid  in  the  burette  is  at  the  zero-mark, 
when  the  projection  line  from  the  circle  on 
the  float  exactly  coincides  with  the  line  at 
the  zero-point  on  the  burette.     In  the  case 
of  dark-colored  liquids  it  is  difficult  to  see  j 
the   circle  in   the  ease   of  the  float  c 
this    difficulty    is    overcome  in    b    by  the 
circle  being  etched  upon  the  upper  bulb  (in 
the  figure  the   latter  is  drawn  too  small). 
Such  floats  are  weighted  so  that  the  upper 
bulb  rises  above  the  level  of  the  liquid  in   the   burette,  it  is, 
therefore,  easier  to  make  a  reading  with  the  float  devised  by  Rey 
than  with  that  of  Beuttel.     In  refilling  the  burette,  the  former  float 
assumes   an  inclined   position;   it   must,  therefore,    be   removed, 
dried  off,  and  again  carefuUy  introduced  into  the  liquid.* 

Shellbach  has  Invented  another  method  of  avoiding  the  parallax 
error,  by  providing  the  back  of  the  burette  with  a  dark  vertical 
line  upon  a  background  of  milky  glass  as  is  shown  in  Fig.  70. 
When  the  eye  is  in  the  correct  position,  this  dark  line  is  apparently 
drawn  out  into  two  points  as  shown  in  the  figure;  these  points 
coincide  with  the  lower  meniscus  of  the  liquid,  so  that  the  reading 
is  taken  there. 

The  error  in  reading  when  a  float  is  used  amounts  in  an  ordinary 
50-c.o.  burette  to  not  more  than  0.01  to  0.02  c.c. 

•  This  difficulty  is  ovpicome  b_\  Diethelm  by  placing  below  the  large 
bulb  a  tefcad  'fUtttened-out  bulb,  and  in  this  ra^  the  float  will  not 
attach  itnelf  to  the  aides  of  the  burette,  so  that  it  Ib  not  necessary  to  remove 
it  in  refilling  the  burette. 


Fio.  69.        Fig.  70 
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The  Drawing  of  Burettes. 

Before  making  a  reading  it  is  necessary  to  wait  for  the  burette 
to  drain  completely,  i.e.  until  the  meniscus  ceases  to  rise  further 
in  the  tube;  or,  better,  as  proposed  by  Wagner,*  to  regulate  the 
flow  of  the  liquid  from  the  burette  so  that  practically  no  liquid 
remains  adhering  to  the  sides. 

Normal  Volume  and  Temperature. 

In  calibrating  burettes  it  will  be  noticed  that  water  at  17^.5  C. 
was  used  and  it  was  assumed  that  1  kilogram  of  water  at  this 
temperature  occupied  a  volume  of  exactly  1000  c.c.  This  is  of 
course  not  quite  correct,  for  in  reality  a  hter  is  the  volume  occu- 
pied by  1  kilogram  of  water  at  4®  C.  and  weighed  in  a  vacuum. 
For  most  analytical  purposes,!  however,  it  makes  no  difference 
whether  the  liter  flask  holds  exactly  one  liter  oi  not,  but  it  is  im- 
portant that  all  the  different  measuring  instruments  should  stand 
in  the  correct  relation  to  one  another.  In  other  words,  the  liter 
flask  must  contain  exactly  ten  times  as  much  as  the  100-c.c. 
flask,  and  exactly  twenty  times  as  much  as  the  50-c.c.  flask, 
burette,  pipette,  etc 

The  volume  of  water  which  at  17°.5  C.  weighs  1  kg.  in  the  air 
with  brass  weights  is  called  the  Mohr  liter. 

What  relation  does  the  Mohr  liter  bear  to  the  true  liter?  On 
weighing  1  kg.  of  water  at  17°.5  C.  in  the  air  with  brass  weights, 
both  lose  weight  equal  to  that  of  the  displaced  air.  Now  1  c.c. 
of  air  at  17°.5  C.  and  760  mm.  pressure  weighs  0.001213  gm.,  so 
that  the  water,  whose  volume  is  practically  1000  c.c,  when  weighed 
in  air  is  1000X0.001213  =  1.213  gms.  lighter  than  when  weighai 
in   vacuo.    On   the   other  hand,  the  kilogram  of  brass,  whose 

1000 
density  is  8.4,  occupies  a  volimie  of  -^-^-  =  119  c.c.  and  accord- 
ingly weighs   119X0.001213  =  0.144  gm.  less  in  the  air  than  in 
vacuo.     It  is,  therefore,  evident  that  the  amount  of  water  which 


*  Habilitationsschrift,  Leipzig,  1898,  p.  33. 

t  For  gasometric  purposes  the  measuring  apparatus  should  be  cali- 
brated in  true  cubic  centimeters.  By  multiplying  the  reading  by  1.0023 
tiie  Mohr  cubic  centimeter  will  be  changed  to  the  former.  See  also  W. 
Scliloesser,  Zeit.  f.  angew.  Chem.,  1903,  pp.  953,  977,  and  1004. 
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weighs  1000  gms.  in  the  air  with  brass  weights  at  17°.5  C.  would 
weigh  1000+1.213-0.144=1001.1  gms.  in  Vacuum. 

Further,  as  the  density  of  water  at  17°.5  C.  is  0.99875,  it  is 
clear  that  998.75  gms.  of  water  at  this  temperature  would  correspond 
to  the  true  liter;  that  is,  it  would  occupy  the  same  volume  as  1000 
gms.  of  water  at  -f-4°  C.    It  follows  from  this: 

998.75: 1000  =  1001.1:  X. 

x=1002.3c.c.at-h4°C. 
1  Mohr  liter=  1002.3  true  cubic  centimeters. 
1  true  liter  =  997.7  Mohr  cubic  centimeters. 

If  it  is  desired  to  etch  upon  the  measuring  instruments  the 
capacity  in  true  liters,  it  is  best  to  proceed  as  follows:  Upon  the 
left-hand  pan  of  the  balance,  weights  are  placed  amoimting  to 
the  loss  in  weight  on  account  of  weighing  in  air,  together  with 
the  flask  to  be  calibrated,  and  then  enough  water  is  added  to 
coimterbalance  the  brass  weights  on  the  other  scale-pan. 

Upon  the  left-hand  pan  there  would  be  placed: 

For  1     liter,  2.3    gms. 
''    0.50  ''      1.15    '' 
*'    0.25  "      0.575  '* 
''    0.20  ''      0.46    *' 
''    0.10  *'      0.23    '' 

The  "Normalaichungscommission"  of  Berlin  take  15**  C.  for 
the  "normal"  temperature,  while  Wagner  recommends  20®  C. 

Accortling  to  the  author's  opinion,  the  temperature  of  15®  C. 
is  unsuited  for  the  calibration  of  instruments,  because  the  space 
in  ivhich  the  weighings  are  made  is  almost  always  at  a  higher 
temperature,  so  that  if  a  flask  is  filled  with  water  at  15®  C,  some 
moisture  will  condense  on  the  outside  of  the  flask  and  this  will 
render  an  accurate  weighing  impossible.  The  temperature  of 
the  laboratory  is  usually  in  the  neighborhood  of  17-18® C, so  that, 
except  on  a  hot  summer's  day,  this  condensation  will  not  take 
place  if  the  water  in  the  flask  is  at  the  same  temperature.  The 
author  believes,  how^ever,  that  on  the  whole  it  w^ould  be  best  to 
calibrate  all  measuring  instruments  in  true  cubic  centimeters. 
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Allowable  Error  in  Measuring  Apparatus. 

According  to  the   "Normalaichungscommission"   the  follow- 
ing errors  are  permissible: 

1.    PIPETTES. 

Containing 1  2  10  20  25        50      100  c.c 

Anerrorof 0.01       0.01       0.02      0.03       0.03       0.5   O.lcc. 

Correeponding  to 1.0        0.5        0.2        0.15      0.12      0.1    0.1%. 

2.  FLASKS  CALIBRATED  FOR  CAPACITY. 

Containing 50  100  200  500  1000  2000  c.c 

Anerrorof 0.05  0.1  0.1  0.15  0.3  0.5c.c. 

Amounting  to..  0.1  0.1  0.05  0.03  0.03  0.025% 

It  is  possible  to  obtain  a  greater  accuracy  in  the  case  of  pipettes. 
Thus  the  following  results  were  obtained  by  the  author: 

50  c.c.  No.  1  =  49.9904, 49.9910, 49.9926  gms.        Mean  =  49.9913. 

/*==0.002  %,  F*=0.001  %. 
50  c.c.  No.  2  =  50.0176,  50.0203.  Mean = 50.0189. 

/=0.004%,F=0.003%. 
50  c.c.  No.  3  =  49.9933,  49.9866,  49.9926.  Mean =49.9909. 

/=0.007  %,  F=0.004  %. 
20  c.c.  No.  4  =  20.0059,  20.0068,  20.0055.  Mean  =  20.0061. 

/=0.003  %,  F=0.002  %. 
20  c.c.  No.  5  =  20.0100,  20.0100,  20.0129.  Mean =20.0109. 

/  =  0.008%,F  =  0.004%. 

And  in  the  same  way: 

10-c.c.   Pipette:  /= 0.008  %,  F= 0.004. 
5-c.c.        ''         /=0.011  %,F  =  0.006. 


*  By  /  is  understood  the  average  error  of  the  single  determination.     It 

is  computed  by  tlie  formula  /=  ^\i'- '      ..  '—^  (cf.   Kohlrausch: 

Leitfaden  der  prakt  Physik.),  in  which  n  represents  the  number  of  deter- 
minations made,  and  d,  d,,  d^ .  .  .  represent  the  deviation  of  each  from  the 
arithmetrical  mean  and  i"  (rf'+dj'+dj'-h.  .  .)  the  sum  of  the  squares  of 

the  errors.    F=  ±     \— t^ — r^ — ---^  a^^d  represents  the  probable  error 

^  n(n— 1) 

of  the  mean. 
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Normal  Solutions. 

By  a  normal  solution  is  understood  one  which  contains  one 
*' gram-equivalent"  of  the  active  reagent  dissolved  in  one  liter  of 
solution.  By  "  gram-equivalent  *'  is  meant  the  amount  of  substance 
corresponding  to  one  gram-atom  (1.01  gms.)  of  hydrogen.  For 
convenience  in  computation  the  concentration  of  solutions  used 
for  volumetric  purposes  are  expressed  in  terms  of  their  normal- 
ity; i.e.,  a  solution  is  2  normal,  \  normal,  ^  normal,  etc.  The 
letter  N  is  used  as  an  abbreviation  for  normal. 

A  normal  solution  of  the  following  substances  will  contain 
dissolved  in  1000  c.c. : 

ft 

Hydrochloric  acid,  1  gm.-mol.  HC1= 36.46  gms.  =  l  gm.-atom  H. 
Nitric  acid  (as  an  acid),  1  gm.-mol.  HN03= 63.05  gms.  =  1  gm.- 
atom  H. 

98  OS 

Sulphuric  acid,  \  gm.-mol.  H2S04=— ^=49.04  gms.==l  gm.- 
atom  H. 

Potassium  hydroxide,  1  gm.-mol.  KOH  =  56.16  gms.  =  l  gm.- 
atom  H. 

Sodium   carbonate,    \  gm.-mol.  Na^COg^ — ^=53.05  gms.  =  l 

gm.-atom  H. 
Silver  nitrate,  1  gm.-mol.  AgN03=  169.97  gms.  =  1  gm.-atom  H. 

How  much  potassium  permanganate  or  potassium  dichromate 
must  be  dissolved  in  1  liter  of  solution  to  obtain  a  normal  solu- 
tion of  each  salt  for  oxidation  purposes? 

First  the  oxidation  equations  must  be  written: 

1.  In  acid  solutions  potassium  permanganate  is  reduced  to 
salts  of  potassium  and  manganous  oxides  with  loss  of  oxygen, 
the  latter  is  taken  up  by  the  substance  oxidized: 

2KMnO,  =  K,0  +  2MnO+  50. 

Two  gram-molecuies  of  KMn04,  therefore,  correspond  to  5  gm. 

atoms  of  oxygen,  or  10  gm.-atoms  of  hydrogen.    For  the  normal 

158  15 
solution  \  molecular  weight  in  grams  of  KMnO^,   — ^ — =31.63 

gms. .  should  be  dissolved  in  1  liter. 
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2.  Potassium  dichromate  is  reduced  to  salts  of  potassium 
and  chromic  oxides: 

K,Cr207=K20+CrA+30. 

One  gram-molecule  of  KjCrjOy  loses  3  gm.-atoms  of  oxygen, 
corresponding  to  6  gm.-atoms  of  hydrogen.  One  liter  of  normal 
solution  will  contain  \  molecular  weight  in  grams  of  KgCrjO^, 

??|:5  =  49.08  gms.* 

If,  however,  the  potassium  dichromate  is  not  used  as  an  oxi- 
dizing agent,  but  as  a  precipitant,  e.g.  for  the  precipitation  of 
barium  as  barium  chromate,  the  case  is  different: 

KjCr,07+  2BaCl2+  2NaC2H302  = 

=  2KC1  +  2NaCl+  2HC3HSO3+  2BaCrO,. 

One  gram-molecule  of  KjCrjOy,  therefore,  precipitates  2  gm.- 
atoms  o'f  barium,  and  this  corresponds  to  4  gm.-atoms  of  hydrogen, 
so  that  J  gm. -molecule  of  KjCrjOy  will  now  be  sufficient  to  make  1 

294  5 
liter  of  normal  solution,        '   =73.62  gms. 

It  is  evident,  then,  that  the  amount  of  substance  necessary  to 
make  a  normal  solution  depends  upon  the  purpose  for  which  it 
is  to  be  used.  In  preparing  a  normal  solution  the  required  amoimt 
of  substance  must  be  diluted  with  water  at  the  normal  tempera- 
ture, and  in  the  subsequent  work  with  these  solutions,  to  obtain 
the  greatest  accuracy,  the  readings  should  be  reduced  to  this  tem- 
perature. This  reduction  is  made  by  noting  the  temperature  of 
the  solution  at  the  time  of  the  analysis  and  multiplying  the  amount 
used  by  the  corresponding  factor  taken  from  a  table  such  as  the 
following: 

*  The  same  results  will  be  obtained  by  considering  the  change  of  valence 
which  the  manganese  and  chromium  undergo  on  reduction.  The  former 
is  reduced  (in  acid  solutions)  from  a  valence  of  seven  to  a  valence  of  two, 
corresponding  to  five  atoms  of  hydrogen.  In  the  dichvomate,  each  of  the 
two  atoms  of  chromium  is  changed  from  a  valence  of  six  to  a  valence  of 
three,  equivalent  to  six  atoms  of  hydrogen.  Consequently  from  this  point 
of  view  it  is  evident  that  \  of  the  molecular  weight  of  permanganate  and 
i  of  a  molecular  weight  of  bichromate  must  be  used  to  prepare  one  liter 
of  normal  solution. — [Translator.] 
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TABLE  FOR  THE  REDUCTION  OF  THE  VOLUME  OF  A  —-  SOLUTION  TO  THE 

NORMAL  TEMPERATURE. 


Temperature. 

Correction  Factor. 

Temperature. 

Correction  Factor. 

5 

1.00124 
1.00122 
1.00118 
1.00114 
1.00107 
1.00101 
1.00091 
1.00080 
1.00068 
1.00054 
1,00038 

16 

1.00024 

6 

17 

1.00008 

7 

17.5 

1.00000 

8 

18 

0.99992 

9 

19 

0.99975 

10 

20 

0.99955 

11 

21 

0.99935 

12 

22 

0.99914 

13 

23 

0.99893 

14 

24 

0.99870 

15 

25 

0.99847 

N 

If,  for  example,  20  c.c.  of  a—  solution  at  25°  C.  were  used  for 

an  analysis,  this  volume  at  the  normal  temperature  would  be 

20X0.99847=19.9694=19.97  c.c. 

N 
The  above  table  can  only  be  used  for  —  solutions.    The  following 

table  shows  the  expansion  of  1  liter  of  diflferent  liquids  when  warmed 
from  15  to  25°  C.    The  observations  were  made  by  A.  Schultz.* 

EXPANSION  OF    1000  C.C.    OF   SALT  SOLUTION   FROM    15-25°  C. 

Water 2.05t  c.c. 

^  KMnO^  solution 2.13      " 


fo  ^NO' 

(( 

foNaClt 

(( 

N  NaCl§ 
N  HCl 

it 

N  HAO4 
N   Na,CO, 
N  H^SO« 
N   HNO, 

a 
ti 
<t 
ii 

N   NaOH 

(( 

2.16 

ti 

2.06 

tt 

2.12 

it 

2.42 

tt 

2.62 

tt 

3.03 

it 

3.05 

it 

3.07 

it 

3.15 

tt 

♦  Zeit.  f .  anal.  Chem.,  21,  167. 

t  Computed  from  tables  of  Thiesen,  Scheel,  and  Marek. 

X  This  solution  was  not  tenth-noimal,  but  contained  enough  chloride 
Ixx  1  liter  to  precipitate  1  gm.  of  silver  (slightly  less  than  tenth-normal). 

{  This  solution  contained  enough  chloride  per  liter  to  precipitate  10  gms. 
of  silver  (a  little  less  than  normal). 


426  yOLU METRIC  ANALYSIS, 

Subdivisions  op  Volumetric  Analysis. 

I.    Acidimetry  and  Alkalimetry. 
II.    Oxidation  and  Reduction  Processes. 
III.    Precipitation  Processes. 

I.  ACIDIMETRY  AND  ALKALIMETRY. 

This  covers  the  analysis  of  acids  and  bases.  In  order  to  deter- 
mine the  amount  of  acid  present,  an  alkaline  solution  of  known 
strength  is  required;  and  conversely,  in  the  analysis  of  a  base, 
an  acid  solution  is  required.  In  both  cases  the  "end-point"  of 
the  reaction  is  determined  with  the  help  of  a  suitable  indicator. 
The  accuracy  of  the  result  depends  largely  upon  the  choice  of 
the  indicator,  so  that  at  this  place  a  few  words  will  be  said  with 
regard  to  the  indicators  most  frequently  used  for  detecting  the 
presence  of  acids  or  alkalies. 

Indicators. 

The  indicators  used  in  acidimetry  and  alkalimetry  are  for  the 
most  part  dyestuflfs  consisting  of  a  weak  acid ;  in  a  few  rare  cases 
the  indicators  are  weak  bases.  According  to  Ostwald,*  in  order 
that  an  electrolyte  may  play  the  part  of  an  indicator  it  must 
possess  a  different  color  when  in  an  undissociated,  electrically- 
neutral  condition  than  when  present  in  the  form  of  ions,  and  an 
indicator  is  sensitive  in  proportion  as  this  change  is  of  a  pro- 
nounced nature  and  the  slighter  the  extent  of  its  dissociation,  f 

Thus  phenolphthalein  (PH)  is  a  very  weak  acid,  and  its  solu- 
tion in  aqueous  alcohol  is  dissociated  to  only  a  limited  extent 
according  to  the  equation 

PH?HiP+H; 

the  electrically  neutral  molecule  (PH)  is  colorless,  whereas  the 
anion  P  is  red.  The  aqueous  solution  of  phenolphthalein  is  col- 
orless because  there  are  not  an  appreciable  amount  of  the  anions 
present.     If,  now,  we  added  to  the  solution  containing  the  phenol- 

*  Lehrbuch  der  allgemeinen  Chemie. 

t  It  is  probable  that  Ostwald's  explanation  of  the  change  of  color  in  indi- 
cators is  not  wholly  correct.  On  the  other  hand,  his  conclusions  with  regard 
to  their  sensitiveness  seems  to  be  right.  Cf.  Stieglitz,  J.  Am.  Chem.  Soc, 
26, 112.— {Translator]. 
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phthalein  a  trace  of  a  strong  base^  such  as  sodium  hydroxide^ 
which  is  ahnost  completely  dissociated  into  its  ions, 

NaOH<=iNa+OH, 

the  hydroxyl  ions  from  the  base  will  unite  with  the  hydrogen 
ions  from  the  indicator,  the  equiUbrium  as  shown  in  the  first 
equation  will  be  destroyed,  and  more  phenolphthalein  will  become 
dissociated,  and  this  will  go  on  until  enough  P  ions  are  present 
in  the  solution  to  give  the  red  color.  If,  on  the  other  hand,  a 
trace  of  acid  is  added  to  the  solution,  the  reaction  takes  place  in 
the  reverse  direction;  by  increasing  the  concentration  of  the 
hydrogen  ions,  the  dissociation  of  the  phenolphthalein  is  dimin- 
ished and  the  solution  again  becomes  colorless.  It  is  clear  that 
the  smaller  the  extent  of  dissociation  in  the  indicator,  the  less 
acid  or  base  will  be  necessary  to  produce  this  change  of  color 
and  the  more  sensitive  will  be  the  indicator. 

A  large  number  of  indicators  have  been  proposed  for  acidi- 
metric  and  alkaUmetric  processes.  Here  only  methyl  orange, 
lacmoid,  litmus,  and  phenolphthalein  will  be  considered. 

I.  Methyl  Orange.* 

Under  methyl  orange,  Lunge,t  who  first  proposed  the  use  of  this 
indicator,  understood  either  the  free  sulphonic  acid  of  dimethyl- 
am:d(>-azo-benzene  or  its  sodium  or  ammonium  salt. 

A.    THE    FREE   8ULPHON1C-ACID, 

N(CH3),-C,H-N=N-CeH— SO,H. 

In  the  free  state  this  substance  is  obtained  in  the  form  of 
reddish-violet  scales,  soluble  in  considerable  water.  If  the  solid 
is  dissolved  in  as  little  water  as  possible,  a  distinct  reddish-orange 
colored  solution  is  obtained ;  but  on  the  further  addition  of  water 
this  color  gradually  changes  to  yellow.  If  a  trace  of  an  acid  is 
added  to  the  yellow  solution,  it  becomes  red  again  and  on  further 

*  This  dyestuff  Ls  known  commercially  as  helianthin,  orange  III,  tro- 
p&olin  D,  Poirrier's  orange  III,  dimethylaniline  orange,  mandarine  orange, 
and  gold  orange. 

t  Berichte,  II  (1878),  p.  1944;  Zeitschr.  f.  ch.  Industrie,  1881,  p.  348; 
Handbuch  fur  Sodaindustrie,  I  (1879),  p.  52;  II  (1893),  p.  151. 
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dilution  with  water  the  color  changes  to  orange  and  finally  to 
yellow  once  more,  if  too  much  acid  was  not  added.  This  color 
change  can  be  easily  explained. 

On  dissolving  the  free  sulphonic ,  acid,  to  which  for  the  sake 
of  simplicity  we  will  assign  the  formula  MH,  it  is  slightly  disso- 
ciated, according  to  the  mass-action  law,  as  shown  by  the  follow- 
ing equation, 

MH4=iM+H, 

into  negative,  intensely-yellow  colored  M  ions  and  into  colorless 
H  ions.  In  the  concentrated  solution,  however,  there  are  so 
few  of  the  yellow  ions  present  that  they  are  almost  without  influ- 
ence upon  the  color  of  the  red,  electrically-neutral  molecule.  On 
dilution,  the  dissociation  is  increased  so  that  soon  an  orange  color 
is  noticed,  and  by  still  further  dilution  the  dissociation  is  in- 
creased until  finally  the  yellow-colored  ions  preponderate.  If 
to  this  yellow  solution  a  mere  trace  of  a  strong  acid  is  added,  the 
concentration  of  the  hydrogen  ions  is  increased,  the  dissociation 
diminished,  and  the  red  color  of  the  undissociated  molecule  is  once 
more  in  evidence.  By  still  further  dilution,  however,  more  M  ions 
are  formed,  so  that  their  yeUow  color  is  once  more  in  evidence.* 

If  it  is  desired  to  titrate  a  solution  containing  sodium  hydrox- 
ide with  a  tenth-normal  acid,  a  little  methyl  orange  is  added  to 
the  alkaline  solution  and  the  acid  is  added  until  the  solution  is 
colored  a  distinct  red.  The  latter  color  will  not  appear,  however, 
until  an  excess  of  the  acid  has  been  added.  This  causes  a  slight 
error  in  the  analysis  which  is  greater  in  proportion  to  the  amount 
of  indicator  employed,  and  the  more  dilute  the  solution. 

It  is  apparent  that  the  weaker  the  acid  character  of  the  indi- 
cator the  more  sensitive  it  will  be,  and  the  opposite  is  true  of  in- 
dicators which  are  bases. 

From  what  has  been  said  the  following  rule  holds: 

In  any  titration  the  smallest  amount  passible  of  indicator 
should  be  used,  and  inasmuch  as  the  change  of  color  is  propor- 
tional to  the  concentration  and  not  to  the  absolute  amount  of 
acid  present,  the  titrated  solution  should  have  as  nearly  as  pos- 
sible the  same  concentration  as  was  the  case  in  the  standardiza- 
tion of  the  normal  solution. 

♦a.  Stieglitz,  J.  Am.  Chem.  Soc.  25,  1117. 
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When  a  normal  acid  is  used  for  the  titration,  the  change  of 
color  is  very  sharp  when  the  volume  of  the  solution  titrated 
amounts  to  about  100  c.c.  Even  with  a  fifth  normal  solution  the 
change  of  color  is  very  distinct,  but  less  so  with  tenth-normal 
solutions,  but  these  can  be  titrated  provided  the  standardization 
was  made  at  the  same  dilution  as  that  used  in  the  analysis. 

How  is  it  with  the  end-point  in  the  titration  of  an  acid  with 
an  alkaline  hydroxide  solution? 

If  a  few  drops  of  methyl  orange  are  added  to  100  c.c.  of  water, 
the  latter  will  be  colored  distinctly  yellow.  If  we  imagine  that 
the  solution  contains  the  same  amount  of  gaseous  hydrochloric 
acid  as  is  contained  in  10  c.c.  of  a  tenth-normal  solution  of  this 
acid,  the  solution  will  be  colored  a  deep  red.  In  order  that  the 
solution  shall  assume  its  original  yellow  color,  it  is  only  necessary 

N 
to  add  exactly  10  c.c.  of  -^  alkaU  hydroxide  solution,  but  no  ex- 
cess of  alkaU,  because  the  water  is  itself  sufficient  to  decompose 
the  dyestufif  sufficiently  to  produce  the  yeflow  color. 

It  is  evident,  then,  that  it  is  not  a  matter  of  indifference  in 
the  analysis  whether  the  titration  is  completed  by  the  addition 
of  acid  or  by  the  addition  of  alkaU.    In  the  former  case,  for  the 

N  N 

titration  of  T  c.c.  of  -^  alkaU  solution,  T+i  c.c.  of  —  acid  would 

be  necessary. 

Methyl  orange  is  more  sensitive  toward  alkali  than  it  is  toward 
acid,  but  many  prefer  to  finish  the  titration  by  the  addition  of 
acid,  for  most  eyes  can  detect  the  change  from  yellow  to  red  with 
greater  accuracy.  In  principle  it  is  more  accurate  to  accomplish 
the  titration  the  other  way,  as  was  recommended  by  F.  Glaser. 

Preparation  of  Methyl-orange  Solution, — ^The  solution  of  0.02 
gm.  of  solid  methyl  orange  *  in  hot  water  is  allowed  to  cool,  and 
any  deposited  meta-sulphonic  acid  is  filtered  off. 

f/«e. — Methyl  orange  is  suitable  for  the  titration  of  strong 
acids  (Hd,  HNOj,  H^SO^)  as  well  as  phosphoric  and  sulphurous 
acids.     Hydrochloric  and  nitric  acids  can  be  titrated  with  this 

*  If  the  free  acid  is  not  at  hand,  0.022  gm.  of  the  sodium  salt  is  dissolved 

N 
in  100  c.c.  of  water,  0.67  c.c.  r^r  HCl  is  added,  and  after  standing  some  time 

any  deposited  crystals  are  filtered  off. 
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indicator  with  a  sharper  end-point  than  is  the  case  with  sulphuric 
acid  If  free  phosphoric  acid  is  titrated  with  sodium  hydroxide 
using  this  indicator,  the  solution  changes  from  red  to  yellow  when 
one-third  of  the  phosphoric  acid  has  been  neutralized: 

H8PO4+ NaOH  =  NaH3P04+ HjO. 

The  primary  phosphates  are  neutral  toward  methyl  orange, 
while  the  secondary  and  tertiary  phosphates  react  alkaline  toward 
it.  With  half-normal  solutions,  the  end-point  of  the  reaction  is 
fairly  sharp,  with  tenth-normal  solutions  it  is  less  so;  in  the  latter 
case  an  excess  of  about  0.3  c.c.  of  the  tenth-normal  alkali  is  nec- 
essary to  cause  the  change  from  red  to  yellow. 

Sulphurous  Add. — In  titrating  sulphurous  acid  with  sodium 
hydroxide,  the  yellow  color  is  obtained  when  half  the  acid  has 
been  neutralized, 

HjSO,+  NaOH  =  NaHSOs+  H3O, 

so  that  NaHSO,  is  neutral  toward  this  indicator. 

The  weak  acids  HCN,  COj,  H^S,  AsjO,,  BjO,,  CrOj  when  pres- 
ent in  considerable  amount  do  not  act  upon  the  indicator.  CO, 
and  HjS  produce  an  orange-red  coloration  only  when  present  in 
large  amounts.  For  this  reason  the  alkali  salts  of  these  acids  can 
be  titrated  with  accuracy  by  means  of  this  indicator. 

Organic  acids  cannot  be  titrated  with  methyl  orange. 

The  strong  and  weak  bases  NaOH,  KOH,  NH.OH,  Ca(OH)„ 
Sr(OH)2Ba(OH)3,  and  Mg(0H)2  can  be  titrated  with  great  accu- 
racy by  means  of  this  indicator,  and  the  same  is  true  of  the  amine 
bases  (methyl  and  ethyl  amines,  etc.);  on  the  other  hand,  such 
weak  bases  as  pyridine,  aniline,  and  toluidine  cannot  be  titrated. 

Nitrous  acid  ordinarily  cannot  be  titrated  with  this  indicator 
because  the  acid  destroys  it.  If,  however,  an  excess  of  alkali  is 
first  added  to  the  solution  of  nitrous  acid,  then  the  methyl  orange, 
the  titration  can  be  accomplished  with  accuracy. 

B.    THE  SODIUM  SALT, 

N(CHs),— CeH— N=N— CflHiOjNa. 

This  sodium  salt  can  be  used  as  an  indicator  in  the  same  way 
as  the  free  acid;  it  should  be  mentioned,  however,  that  the  com- 
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mercial  salt  often  contains  small  amounts  of  sodium  carbonate 
as  impurity,  which  causes  it  to  be  slightly  less  sensitive  than  the 
free  acid. 

The  change  of  the  yellow  color  of  the  solution  in  this  case 
takes  place  when  the  salt  has  been  decomposed  by  the  addition 
of  an  equivalent  amount  of  a  stronger  acid,  and  the  dissociation 
of  the  free  acid  diminished  by  increasing  the  concentration  of  the 
hydrogen  ions.  As  a  matter  of  fact,  however,  the  amount  of 
acid  necessary  to  effect  this  change  in  a  solution  containing  a 
drop  of  the  indicator  solution  is  inappreciable. 

2.  Lacmoid,  or  Resorcin  Blue, 

CiaH.O,N. 

Lacmoid  is  prepared  by  heating  resorcin  with  sodium  nitrite 
at  not  too  high  a  temperature.  The  constitution  of  the  dye  has 
not  been  completely  established.  Pure  lacmoid  is  soluble  in 
water  (the  impure  product  is  difficultly  soluble),  but  more  soluble 
in  alcohol,  glacial  acetic  acid,  actone,  and  phenol,  and  less  so  in 
ether.  To  determine  whether  a  sample  of  commercial  lacmoid 
is  suitable  for  use  as  an  indicator,  a  little  of  it  is  boiled  with  water; 
if  the  water  is  colored  an  intense  and  beautiful  blue,  it  can  be 
used.  In  this  case  the  alcoholic  solution  will  be  of  a  pure  blue 
color,  and  not  with  a  tinge  of  violet,  as  is  the  case  with  the  impure 
substance. 

Preparation  of  Pure  Lacmoid. — ^The  solution  of  the  good  com- 
mercial product  in  hot  96  per  cent,  alcohol  is  filtered  and  allowed 
to  evaporate  in  vacuo  over  concentrated  sulphuric  acid. 

Preparation  of  the  Indicator, — A  solution  is  used  containing 
0.2  gm.  of  the  purified  lacmoid  in  100  c.c.  of  alcohol. 

Behavior  of  Lacmoid  toward  Adds  and  Bases, — If  the  solution 
after  it  has  been  colored  reddish  by  acid  is  treated  with  a  solu- 
tion of  an  alkaU  hydroxide,  the  red  color  is  gradually  changed 
to  a  violet-red,  and  on  further  addition  of  alkali,  it  suddenly 
changes  to  a  pure  blue.  If  the  violet  solution  is  diluted  with 
considerable  water,  it  becomes  blue. 

Uses, — ^Lacmoid  is  suitable  for  the  titration  of  strong  acids 
and  bases  as  well  as  for  anunonia,  but  is  not  suited  for  the  titration 
of  nitrous  acid  or  weak  acids. 
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3.  Litmus. 

The  chief  coloring  principle  of  litmus,  the  azoUtmin,  is  a  dark- 
brown  powder  only  slightly  soluble  in  wat«r  and  insoluble  in 
alcohol  and  ether.  With  alkalies  it  forms  a  readily  soluble  blue 
salt.  Besides  the  azolitmin,  there  are  other  dyestuffs  present  in 
litmus  which  are  soluble  in  alcohol  with  a  red  color. 

Commercial  litmus  is  obtained  in  small  cubes  mixed  with  con- 
siderable calcium  carbonate;  the  dyestuffs  are  then  in  the  form 
of  their  calcium  salts,  soluble  in  water.  If  the  commercial  mate- 
rial is  dissolved  in  water,  a  solution  of  blue  and  reddish-violet 
coloring  matter  is  obtained,  which  becomes  red  on  the  addition  of 
acid.  On  making  alkaline  again,  a  pure  blue  color  is  not  obtained 
at  first,  but  a  reddish-violet,  which  becomes  blue  on  the  addition 
of  considerable  alkali.  Such  a  solution,  therefore,  is  far  from 
being  a  sensitive  indicator  and  cannot  be  used  for  accurate  work. 
A  number  of  different  methods  have  been  proposed  for  obtaining 
a  sensitive  Utmus  solution,  and  that  of  F.  Mohr  *  will  be  described. 

Purification  of  Litmus, — ^The  cubes  of  litmus  are  placed  in  a 
porcelain  dish  (without  powdering) ,  covered  with  85  per  cent,  alcohol, 
and  digested  on  the  water-bath  for  some  time  with  frequent  stirring. 
The  solution  is  decanted  off  and  the  operation  is  repeated  three 
times.  By  this  means  the  undesired  coloring  matter  is  removed. 
The  residue  is  now  extracted  with  hot  water,  and  as  it  is  very 
difficult  to  filter  the  solution,  it  is  poured  into  a  tall  cylinder,  and 
after  standing  several  days  the  clear  liquid  is  siphoned  off.  The 
solution  is  concentrated  to  about  one-third  of  its  volume  and  acidified 
with  acetic  acid  in  order  to  decompose  the  potassium  carbonate 
present.  It  is  then  evaporated  to  a  syrupy  consistency  upon  the 
water-bath  and  the  mass  covered  with  a  large  amount  of  90  per  cent 
alcohol.  By  this  means  the  blue  coloring  matter  is  precipitated, 
while  the  remainder  of  the  violet  substance  remains  in  solution 
with  the  potassium  acetate.  The  residue  is  filtered  off  and  dis- 
solved in  sufficient  hot  water  so  that  three  drops  of  the  solution 
will  be  necessary  to  impart  a  distinct  color  to  50  c.c  of  water. 

Use. — Litmus  can  be  used  for  the  titration  of  inorganic  and 
strong  organic  acids,  alkali  and  alkaline-earth  hydroxides,  and 
ammonia,  as  well  as  for  the  titration  of  carbonates  in  hot  solution. 

*  Lehrfouch  der  Chemisch-Analytische  Titrirmethode. 
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4*  Phenolphthalein, 

Ct-C,H,— OH 
^^^C,H,— OH 
C,H, 

O— CO 

The  presence  of  the  two  phenol  groups  imparts  a  slight  acid 
<;haracter  to  this  substance.  It  is  insoluble  in  water,  but  readily 
soluble  in  alcohol. 

Preparation  of  the  Indicator.  —  One  gram  of  pure  phenol- 
phthalein  is  dissolved  in  100  c.c.  of  96  per  cent,  alcohol. 

Properties, — ^According  to  Ostwald's  theory,  phenolphthalein, 
which  we  will  designate  for  brevity  with  the  symbol  PH,  is  colorless 
when  in  an  undissociated  condition,  but  its  cathion  is  colored  an 
intense  red.*  A  drop  of  the  indicator  added  to  pure  distilled  water 
jields  a  colorless  solution. 

This  very  weak  acid  is  dissociated  to  an  inappreciable  extent 
according  to  the  equation 

PH^i^P+H 

and  there  are  not  enough  P  ions  present  to  impart  color  to  the 
solution. 

If  a  mere  trace  of  alkali  hydroxide  is  added,  the  hydroxyl  ions 
of  the  base  inmiediately  unite  with  what  hydrogen  ions  there  are 
present  in  the  solution  to  form  electrically-neutral  water,  so  that 
the  equihbrium  in  the  above  dissociation  equation  is  disturbed 
and  the  reaction  takes  place  in  the  direction  from  left  to  right 
until  the  amount  of  P  ions  present  is  sufficient  to  produce  the  red 
color.  By  the  addition  of  a  trace  of  acid  (even  COj  or  HjS)  the 
extent  of  the  dissociation  is  immediately  diminished  and  the  solu- 
tion becomes  colorless  again. 

♦The  change  of  color  can  be  explained  by  assuming  that  the  phenol- 
phthalein in  colorless  solution  has  the  constitution  of  a  lactone  as  given 
above,  whereas  its  red  salts  are  the  salts  of  the  carboxyl  acid 

C^,H,OH 

^Cell^COOH 
The  color  is  then  accounted  for  by  the  strongly  chromophoric  quinoid  com- 
plex.   (=C.H^=0).      Cf.   Stieglitz,   J.    Am.   Chem.    Soc.,    25,   p.    1114.— 
tTrans?ator]. 
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Uses, — Phenolphthalein  is  particularly  suited  for  the  titration 
of  organic  and  inorganic  acids  and  strong  bases,  but  not  for  the 
titration  of  ammonia. 

If  the  red-colored  solution  containing  phenolphthalein  and  a 
little  alkali  is  treated  with  an  excess  of  concentrated  alkali  hydrox- 
ide solution,  the  red  color  disappears,  but  returns  on  diluting  the 
solution  with  water.  Phenolphthalein,  therefore,  cannot  be  used 
as  an  indicator  for  the  titration  of  concentrated  alkali  without 
previous  dilution  with  water. 

Phenolphthalein  is  the  most  sensitive  indicator  we  possess 
toward  acids,  far  more  sensitive  than  methyl  orange,  for  in  this 
case  not  only  can  the  presence  of  weak  acids  be  detected,  but  very 
small  amounts  can  be  titrated  with  accuracy. 

Ordinary  distilled  water  usually  contains  carbon   dioxide,  as 

N 
can  be  shown  by  slowly  adding  —  barium  hydroxide  solution,  drop 

by  drop,  to  100  c.c.  of  water  containing  a  drop  of  the  indicator 
solution.  Where  the  alkali  first  meets  the  water,  a  red  color  is 
produced  which  disappears  on  stirring,  so  that  often  as  much  as 
0.5  to  1.8  c.c.  of  the  alkali  must  be  added  before  a  permanent  red 
color  is  obtained.  The  disappearance  of  the  red  shows  the  pres« 
ence  of  acid  (in  this  case  carbonic  acid),  and  its  amount  corre- 
sponds to  the  alkali  neutralized. 

Phosphoric  Add. — If  a  solution  of  phosphoric  acid  containing 
phenolphthalein  is  titrated  with  normal  sodium  hydroxide  solu- 
tion, a  permanent  coloration  is  produced  when  two-thirds  of  the 
phosphoric  acid  is  neutralized: 

H3P0,+  2NaOH = Na,HPO,+  2H»0. 

Apparently  NajHPO^  reacts  neutral  toward  phenophthalein^ 
but  this  is  not  quite  correct,  for  a  pure  solution  of  disodium  phos- 
phate is  colored  by  phenolphthaldmi  a  pale  pink,  and  on  diluting 
with  water  the  intensity  of  the  color  increases  owing  to  progres- 
sive hydrolysis: 

Naj  HPO,+  H  OH  ^  Na  0'H+ Na  H^PO,. 

During  the  titration  of  phosphoric  acid  with  sodium  hydrox- 
ide, a  pale-pink  color  is  obtained  somewhat  too  soon,  and  this  color 
gradually  increases  in  intensity  until  finally  a  maximiun  is  reached; 
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the  latter  point  is  taken  as  the  end-point.  It  is  possible  that  this 
hydrolysis  could  be  prevented  by  the  addition  of  a  large  excess  of 
sodium  chloride  and  cooling  to  about  zero  Centigrade. 

Carbonic  Acid, — If  the  solution  of  a  neutra'  alkali  carbonate 
is  treated  with  phenolphthalein  a  red  color  is  obtained,  showing 
the  presence  of  hydroxyl  ions  in  the  solution,  due  to  hydrolysis: 

Na  Na  C08+  H  6H?:±Na  6h+  Na  IICO,. 

If  hydrochloric  acid  is  added  to  such  a  solution  which  is  not 
too  dilute  and  is  at  a  temperature  of  0°  C,  decolorization 
is  effected  when  half  of  the  soda  has  been  neutralized.  At  ordi- 
nary temperatures  a  sharp  end-point  cannot  be  obtained;  the 
color  gradually  fades.  Pure  sodiimi  bicarbonate  dissolved  in 
ice-cold  water  is  not  colored  by  the  addition  of  phenolphthalein; 
if  it  is  warmed  to  the  temperature  of  the  room  it  turns  red,  but 
on  cooling  the  color  disappears  (Kiister). 

Silicic  acid  seems  to  be  without  influence  upon  phenolphtha- 
lein, for  alkali  silicates  (the  water-glasses)  can  be  titrated  with 
accuracy. 

Chromic  Acid  and  Acid  Chromates  are  changed  by  the  addi- 
tion of  alkali  to  neutral  chromates  and  the  latter  have  no  action 
upon  phenolphthalein. 

Alkali  aluminates  can  be  titrated  accurately  with  this  indicator, 
for  aluminium  hydroxide  does  not  affect  it. 

Almost  all  the  problems  involved  in  acidimetry  and  alkalim- 
etry can  be  solved  by  the  use  of  one  or  the  other  of  these  two 
indicators:  methyl  orange  and  phenolphthalein.  For  further 
information  with  regard  to  the  countless  other  indicators  which 
have  been  proposed,  the  student  is  referred  to  Glaser's  "Indica- 
toren  der  Acidimetrie  und  Alkalimetrie,"  Wiesbaden,  1901.* 

Normal  Solutions. 

For  the  standardization  of  the  solutions  used  in  acidimetry 
and  alkalimetry,  a  great  many  different  methods  have  been  pro- 
p>osed^  all  of  which  more  or  less  satisfactorily  answer  the  purpose. 
It  was  Gay-Lussac  who  first  proposed  the  use  of  chemically-pure, 
calcined  sodium  carbonate,  and  :n  simplicity  and  accuracy  this 


*  See  also  J.  Wagner,  Zeitschr.  fiir  anorg.  Chem.,  XXVII  (1901),  p.  13& 
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method  has  never  been  excelled,  so  that  we  will  content  ourselves 
with   ts  description. 

The  chemically-pure  sodium  carbonate  must  form  a  clear  solu- 
tion with  wate  and  should  contain  neither  sulphuric  nor  hydro- 
chloric acid  .  It  is  possible  to  obtain  the  pure  substance  com- 
mercially, but  as  a  rule  it  must  be  purified.  For  this  purpose 
about  300  gms.  of  crystallized  sodium  carbohate  are  dissolved  in 
250  c.c.  of  water  at  25-30*^  C,  and  quickly  filtered  into  a  two-liter 
flask  of  Jena  glass.  After  replacing  the  air  by  carbon  dioxide,* 
the  flask  is  closed  by  means  of  a  perforated  rubber  stopper  through 
wh'ch  a  short,  right-angled  glass  tube  is  passed,  and  the  latter  is 
connected  by  means  of  a  long  piece  of  rubber  tubing  with  a 
Kipp-carbon  dioxide  generator.  The  contents  of  the  flask  are 
shaken  until  no  more  carbon  dioxide  will  be  absorbed;  this  usu- 
ally takes  from  half  to  three-quarters  of  an  hour.  In  proportion 
as  carbon  dioxide  is  absorbed,  sodium  bicarbonate  is  deposited. 
The  solution  is  cooled,  to  0°  C,  while  the  carbon  dioxide  is  continu- 
ally passed  through  it,  the  thick  mass  of  crystals  is  transferred  to  a 
filter-plate  which  is  covered  with  a  piece  of  hardened  filter-paper  and 
sucked  as  dry  as  possible.  The  sodium  bicarbonate  thus  obtained 
often  contains  considerable  chloride  and  sulphate.  It  is  washed 
back  into  the  flask  by  means  of  50  c.c.  of  distilled  water  (that  has 
been  cooled  to  0^  C.  and  saturated  with  carbon  dioxide),  vigor- 
ously shaken,  and  the  mother-liquor  once  more  removed  by  suc- 
tion. This  operation  is  repeated  until  finally  3  gms.  of  the  salt 
will  no  longer  give  the  test  for  chlorides  or  sulphates. 

The  pure  sodium  bicarbonate  thus  obtained  is  dried  on  the 
water-bath  and  preserved  for  further  use  in  a  tightly-stoppered 
bottle. 

Normal  Hydrochloric  Acid. 

1000  c.c.  contain  1  HCl  =36.46  gms. 

Pure,  concentrated  hydrochloric  acid  is  diluted  imtil  its  spe- 
cific gravity  is  about  1.020,  and  in  this  way  a  solution  is  obtained 
that  is  slightly  more  than  normal  in  strength.  To  obtain  an  ex- 
actly normal  solution,  it  is  titrated  against  a  weighed  amount  of 
chemically-pure  sodium  carbonate,  and  from  the  result  obtained 

*  The  c-arbon  dioxide  is  passed  through  a  solution  containing  sodium 
bicarbonate  bet  ore  it  reaches  the  flask. 
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the  amount  of  water  to  be  added  can  be  computed.  About  8 
gms.  of  the  pure,  dry  sodium  bicarbonate  are  placed  in  a  large  plati- 
num crucible,  and  the  latter  is  inserted  in  an  inclined  position 
within  a  hole  in  a  piece  of  asbestos  board  and  over  a  small  flame 
(cf.  p.  277).  The  contents  of  the  crucible  are  stirred  frequently 
with  a  short  piece  of  heavy  platinum  wire,  and  only  the  bottom  of 
the  crucible  is  heated  to  redness.  The  mass  must  not  be  al- 
lowed to  sinter  together  or  fuse,  for  in  that  way  an  appreciable 
amount  of  the  normal  carbonate  would  be  de6omposed.  After 
heating  for  about  half  an  hour  the  crucible  is  cooled  in  a  desicca- 
tor, weighed,  and  to  make  sure  that  a  constant  weight  has  been 
obtained,  the  heating  is  repeated  once  or  twice  more. 

The  amoimt  necessary  to  neutraUze  35-40  c.c*  of  normal  acid 
(about  2  gms.)  is  weighed  out  from  a  glass-stoppered  weighing- 
tube  into  a  beaker,  dissolved  in  about  100  c.c.  of  distilled  water, 
and  enough  methyl  orange  is  added  (from  5-6  drops)  to  impart  a 
pale-yellow  color  to  the  solution.  The  hydrochloric  acid  at  17- 
18^  C.  is  added  from  a  burette,  with  constant  stirring,  until  the 
color  of  the  solution  is  changed  from  yellow  to  orange.  The 
burette  is  then  read  and  a  drop  more  of  the  acid  is  added  to  see 
whether  this  will  produce  a  pure  pink  color.  If  this  is  not  the  case, 
more  hydrochloric  acid  is  added  until  this  point  is  reached,  and 
in  this  way  the  number  of  cubic  centimeters  of  the  acid  that  are 
required  to  neutralize  the  weighed  amount  of  the  sodium  carbo- 
nate is  determined.  Assuming  that  for  the  neutralization  of 
2.1132  gms.  of  NajCOa,  39.20  c.c.  of  hydrochloric  acid  were  neces- 
sary, how  strong  is  the  acid? 

If  the  acid  were  exactly  normal,  according  to  definition  (p. 

423)   1000  c.c.  would  neutralize    ^^    '= — ^  =  53.06  gms.  of 

sodium  carbonate,  so  that  the  amount  weighed  out  would  require 

for  neutralization 

53.05: 1000 =2.1 132  :x 

a;=  g^'=  39.83  c.c. 
oo.Uo 

Aa^  however,  only  39.20  c.c.  were  necessary  it  is  evident  that 

*  It  is  best  not  to  weigh  out  more  substance  than  can  be  titrated  with 
one  buretteful,  and  not  too  small  an  amount  should  be  taken,  for  in  the  latter 
case  the  error  in  reading  is  too  great. 


438  VOLUMETRIC  ANALYSIS. 

our  solution  is  too  strong,  and  for  each  39.20  c.c.  of  the  acid, 

39.83—39.20=0.63  c.c.  of  water  must  be  added  to  make  it  normal, 

and  to  1  liter: 

39.2: 0.63  =  1000  :x 

630     ,^  ^- 
a; =5^-^  =16.07  c.c.  water. 

A  perfectly  dry  liter  flask  is,  therefore,  filled  exactly  to  the 
mark  with  the  acid,  and  16.1  c.c.  of  water  are  added  from  a  burette 
(or  measuring-pipette),  the  solution  is  thoroughly  mixed,  and  the 
strength  of  the  solution  is  verified  by  a  second  titration  with  a 
weighed  amount  of  sodium  carbonate.  Further,  it  is  to  be  rec- 
ommended that  the  beginner  should  convince  himself  of  the  accu- 
racy of  the  result  by  determining  the  amount  of  chlorine  present 
gravimetrically  as  silver  chloride.  10  c.c.  of  normal  acid  jdeld 
1.4338  gms.  AgCl. 

For  practical  purposes  it  is  quite  unnecessary  to  spend  the 
time  necessary  for  the  preparation  of  an  exactly  normal  solution, 
but  its  normality  *  is  determined,  and  if  the  number  of  cubic  centi- 
meters used  is  multiplied  by  this  factor,  the  corresponding  amount 
of  normal  solution  will  be  obtained.  Thus  in  the  above  case  39.20 
c.c.  of  acid  were  used  to  do  the  work  that  would  require  39.83  c.c. 

39  83 
of  normal  acid.    The  solution  is,  therefore,  ^q^  =  1.016  N.    Or, 

if  instead  of  using  40.10  c.c.  it  was  found  that  40.15  c.c.  of  acid 

40  10 
were  required,  the  solution  would  be  T;rT?  =  0.9987  N.     Whatever 
^  40.15 

the  normality  may  be,  it  is  written  upon  a  label  and  pasted  upon 
the  bottle  containing  the  acid. 

For  most  purposes,  a  normal  solution  is  too  strong,  so  that 
\y  \  and  ^V  N  solutions  are  used.  Obviously  a  tenth-normal  solu- 
tion can  be  prepared  by  diluting  100  c.c.  of  a  normal  solution  to 
1  Hter,  etc. 

N 
In  order  to  titrate  a  777  acid  solution  with  sodium  carbonate. 

10 

about  0.2  gm.  of  the  salt  is  placed  in  a  white  porcelain  dish  and  dis- 
solved in  50  c.c.  of  water,  methyl  orange  is  added  until  a  pale-yellow 
color  is  obtained,  and  acid  is  added  until  the  color  becomes  orange. 

*  By  normality  is  understood  the  relation  to  a  normal  solution. 
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The  carbon  dioxide  is  then  expelled  by  heating  to  boiling,  after  which 
the  solution  is  cooled  and  once  more  titrated  until  an  orange  color 
is  obtained;  the  second  titration  requires  but  about  0.1-0.2  c.c. 
more,  but  in  this'  way  the  correct  end-point  is  obtained.  At  this 
dilution  the  carbon  dioxide  exerts  an  imperceptible  action  upon 
the  indicator. 

Normal  Nitric  and  Sulphuric  Acid  Solutions. 

These  are  prepared  in  the  same  way  as  was  described  in  the 
preparation  of  normal  hydrochloric  acid.  The  nitric  acid  is  stand- 
ardized against  the  pure  sodium  carbonate,  while  the  sulphuric 
acid  is  standardized  in  this  way  and  also  gravimetrically  by  precipi- 
tating a  definite  volume  with  an  excess  of  barium  chloride.  10  c.c. 
of  normal  sulphuric  acid  should  yield  1.167  gms.  of  BaSO^. 

—  Oxalic  Acid* 

10 

iiw.              ♦  •    H,C,0,+2H,0    126.06     « ,^, 
1000  c.c.  contain  -^-^—oi^ ^  -  ~-^j —  "  6.303  gma. 

An  oxalic  acid  solution  of  this  strength  can  be  prepared  by 
dissolving  exactly  6.303  gms.  of  pure,  crystallized  oxalic  acid  in 
water  at  17^.5  and  diluting  to  a  voliune  of  1  liter.  The  com- 
mercial acid,  however,  must  always  be  purified. 

The  chief  impurities  f6und  in  the  commercial  product  are  cal- 
cium and  potassium  oxalates.  In  order  to  remove  these  salts,  500 
gms.  are  dissolved  in  500  c.c.  of  pure,  boiling  hydrochloric  acid 
of  specific  gravity  1.075  in  a  porcelain  dish.  If  an  insoluble  resi- 
due should  be  obtained,  the  solution  is  filtered  through  a  hot-water 
funnel  and  the  filtrate  received  in  a  porcelain  evaporating-dish, 
the  latt  r  placed  upon  ice  and  cooled  as  quickly  as  possible.  The 
fine  crystals  thus  obtained  are  placed  in  a  funnel  provided  with  a 
platinum  cone  and  the  mother-liquor  completely  removed  by  suc- 
tion. The  above  process  is  repeated,  and  the  crystals  obtained 
the  second  time  are  washed  with  a  little  ice-cold  water,  re- 
crystallized  three  times  from  hot  water,  and  their  purity  tested. 
A  solution  of  2  gms.  of  the  purified  acid  should  give  no  sign 
of  a  turbidity  with  silver  nitrate,  and  another  portion  of  5  gms. 
should  leave  no  weighable  residue  after  ignition  in  a  weighed 
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platinum  dish.  After  having  been  dried  as  completely  as  pos- 
sible by  suction,  the  crystals  are  spread  out  upon  several  layers 
of  blotting-paper  and  allowed  to  stand  in  the  air  for  several  days; 
they  then  have  the  formula  H2C,04+2H20.    The  strength  of  the 

N 
solution  is  tes  ted  by  titration  with  —  sodium  hydroxide  solution  (see 

N 
p.  441)  or  with  —  potassium  permanganate  solution  (see  p.  478) . 

Normal  Sodium  Hydroxide  Solution. 

1000  c.c.  contain  1  NaOH»  40.06  gms. 

About  45  gms.  of  the  commercial  caustic  soda  is  roughly  weighed 
out,  the  carbonate  on  the  surface  is  washed  off  as  much  as  possi- 
ble by  a  stream  of  water  from  the  wash-bottle,  and  the  alkali  is 
dissolved  in  a  liter  of  water.  After  the  temperature  has  been 
brought  to  17-18°  C.  about  40  c.c.  of  the  solution  are  measured 
off  from  a  burette,  and  titrated  with  normal  hydrochloric  acid  after 
the  addition  of  a  few  drops  of  methyl  orange  solution.  The  titra- 
tion is  repeated  reveral  times  with  fresh  amounts  of  the  sodium 
hydroxide  and  from  the  mean  or  the  results  the  amount  of  water 
to  be  added  is  calculated.     If,  for  example, 

40  c.c.  NaOH  =  41.23  c.c.  N.  HCl, 

it  is  evident  that  1.23  c.c.  of  water  must  be  added  to  each  40  c.c. 
of  the  alkali  to  make  the  solution  exactly  normal,  and  for  one  liter 

40:1.23  =  1000:x 

1230     ^^  ^« 
x=  -.-^  =30.75  c.c.  water. 
40 

After  the  solution  has  been  diluted  with  water  until  it  is  exactly 

normal,  it  must  be  tested  once  more  with  the  hydrochloric  acid, 

and  from  it  tenth-normal  and  fifth-normal  hydroxide  solutions 

can  be  prepared. 

The  solutions  thus  obtained  always  contain  carbonate,  so  that 

they  are  not  suitable  for  titration  with  phenolphthalein,  but  with 

methyl  orange  the  results  obtained  are  the  same  as  if  all  of  the 

sodium   was  present   as   the   hydroxide.    With   phenolphthalein 

accurate  results  can  be  obtained  from  a  boiling-hot  solution,  or  by 

preparing  a  solution  of  alkali  free  from  carbonate. 
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Titration  of  Alkali  containing  Carbonate  vyUh  PhenolphihaMn  in 

Hot  Solutions. 

The  alkali  is  measured  into  a  porcelain  dish,  a  drop  of  phenol- 
phthalein  added,  and  hydrochloric  acid  of  approximately  the  same 
strength  .s  run  into  the  solution  until  the  red  color  disappears. 

The  solution  is  then  heated  to  boiling,  when  the  red  color 
soon  reappears;  it  is  cooled  by  placing  the  dish  in  cold  water,* 
hydrochloric  acid  is  again  added  until  decolorized,  and  the 
process  is  repeated  until  finally  the  red  color  does  not  reap- 
pear oa  boiling.     This  method  of  titration  is  tedious,  but  the 

N 
results  obtained  are  accurate.    On  titrating  —  acids  with  methyl 

orange  as  indicator,  there  is  no  sharp  change  from  yellow  to 
pink,  as  is  the  case  with  normal  and  half -normal  solutions,  but 
first  a  brownish-orange  color  is  obtained  which  becomes  pink  on 
the  addition  of  more  acid.  The  correct  end -point  is  the  change 
from  yellow  to  yellowish  brown.  Only  when  considerable  car- 
bonate is  present  will  this  change  occur  before  enough  acid  has 
been  added,  for  in  this  case  the  carbon  dioxide  exerts  an  action 
upon  the  methyl  orange. 

The  disturbing  action  of  carbon  dioxide  is  best  prevented  by 
first  titrating  in  the  cold,  then  heating  to  boiling  to  remove  the 
carbon  dioxide,  again  titrating  the  cold  solution  with  acid.  If 
only  a  small  amount  of  carbonate  is  present,  it  exerts  no  appre- 
ciable effect  upon  methyl  orange. 

The  titration  of  oxalic  acid  with  alkali  containing  carbonate 
is  best  effected  with  phenolphthalein  in  a  hot  solution. 

Preparation  of  Sodium  Hydroxide  Solution  Free  from  Carbonate. 

This  is  best  effected  as  proposed  by  Kiister.f  About  40  c.c.  of 
pure  alcohol  is  placed  in  a  small  round-bottomed  flask,  heated  to 
boiling  on  the  water-bath,  and  little  by  little  2.5  gms.  of  bright 
metallic  sodium  are  added,  the  latter  being  freed  from  petroleum 

*  With  phenolphthalein  the  titration  can  be  finished  in  the  hot  solu- 
tion, but  the  end-point  is  not  so  sharp. 
tZeit.  f.  anorg  Chem.,  13,  134. 
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by  rubbing  between  pieces  of  blotting-paper.    The  reaction  be- 
Sf  tween  tlie  boiling  alcohol  and  the 

Hodium  is  at  firat  very  violent  and 
large  amouDts  of  hydrogen  and 
alcohol  vapors  are  evolved.  Dur- 
ing this  time  the  flask  is,  there- 
fore, kept  covered  with  a  watch- 
glass.  Gradually  the  reaction  be- 
gins to  diminish  and  finally  stops. 
In  the  flask  there  will  be  a  deposit 
of  sodium  alcoholate  and  some 
undissolved  sodium  on  account  of 
the  insufficient  amount  of  alcohol. 
Small  amounts  of  water  free  from 
carbon  dioxide*  are  now  added, 
a  tes1>tube  full  at  a  time.  The 
alcohol  is  almost  all  boiled  away, 
and  in  order  to  completely  remove 
it,  a  current  of  air  free  from  car^ 
bon  dioxide  is  passed  through  the 
solution  until  the  odor  of  alco- 
hol can  no  longer  be  detected. 
The  solution  is  then  quickly 
cooled  by  the  addition  of  water 
free  from  carbon  dioxide,  imme- 
diately placed  in  a  liter  flask,  and 
Pjjj  yj  diluted    to    the   mark   with   pure 

water  at  17-18°  C.  This  solution 
will  give  the  same  value  when  titrated  with  phenolphthalein  m  a  cold 
solution  as  when  the  latter  is  hot.t  With  methyl  orange  correct 
results  are  also  obtained  if  the  orange  color  is  taken  as  the  end-point. 
Such  a  solution  quickly  absorbs  carbon  dioxide  from  the  air. 
In  order  to  prevent  this,  it  is  placed  in  a  bottle  as  shown  in  Fig. 

*  This  is  Bpcomplished  by  boiling  the  water  white  a  current  of  air  free 
from  carbon  dioxide  is  passed  through  it. 

t  Provided  the  hydrochloric  acid  solution  was  prepared  with  water  free 
from  earbonat«,  otherwise  too  little  acid  will  be  necessary  when  the  titratjoa 
takes  place  in  the  cold. 
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71  which  is  connected  with  a  soda-lime  tube,  iV,  and  with  the  burette 
by  means  of  the  tubes  p  and  r.  The  burette  is  filled  by  squeezing 
the  tube  at  a.  In  this  way  a  solution  can  be  kept  free  from 
carbon  dioxide  for  a  long  time.  In  order  to  determine  whether 
the  solution  is  free  from  carbonate,  two  parallel  titrations  are  made 
with  phenolphthalem  as  an  indicator,  one  in  the  cold  and  the 
other  in  the  hot  solution.  If  the  results  agree  the  solution  is  free 
from  carbonate.  Otherwise  it  is  necessary  either  to  prepare  a  fresh 
solution  or  to  make  a  corresponding  correction  in  each  analysis 
after  determining  the  amount  of  carbonate  present  as  described 
on  p.  449. 

In  many  cases  it  is  better  to  use  a  ^  normal  barium  hydrox- 
ide solution;  as  long  as  it  remains  clear  it  is  free  from  carbonate. 

Preparation  of  —  Barium  Hydroxide  Solution. 

tAnn              *  •    Ba(OH),+  8H,0     315.58     ,^^^ 
1000  C.C.  contain ^ ^  -  - 15.779  gms. 

The  crystallized  barium  hydroxide  of  commerce  always  con- 
tains bariimi  carbonate,  so  that  the  solution  cannot  be  prepared 
by  simply  weighing  out  the  nefcessary  amount  and  diluting  to  1 
liter.  About  20  gms.  of  the  commercial  product  are  dissolved  in 
the  necessary  amount  of  distilled  water  within  a  large  flask.  The 
flask  is  closed  and  shaken  until  the  crystals  have  completely  dis- 
appeared and  a  light,  insoluble  powder  of  barium  carbonate 
remains.  The  solution  is  allowed  to  stand  for  two  days,  imtil  the 
barium  carbonate  has  completely  settled,  when  it  is  siphoned  into 
a  bottle  through  which  a  current  of  air  free  from  carbon  dioxide  has 
been  passed  for  two  hours  previous,  after  which  the  bottle  is  con- 
nected with  a  soda-lime  tube  and  with  the  burette  as  shown  in 

N 
Fig.  71.     For    the    titration,  50  c.c.  —  hydrochloric   acid    are 

placed  in  an  Erlenmeyer  flask,  a  little  phenolphthalein  is  added, 
and  the  solution  titrated  by  the  addition  of  the  barium  hydroxide 
solution.    The  normality  found  should  be  written  upon  the  label. 

N 
It  is  not  advisable  to  make  the  solution  exactly  — .  for  it  usu- 
ally becomes  turbid  on  dilution. 
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A.  Alkalimetry. 

!•  Determination  of  Alkali  Hydroxides. 

Rvle. — ^If  the  substance  to  be  analyzed  is  a  solid,  an  accurately 
weighed  amount  is  dissolved  in  enough  water  so  that  the  solution 
is  at  about  the  same  concentration  as  that  of  the  acid  to  be  used 
in  the  titration.  If,  on  the  other  hand,  a  solution  of  an  alkali 
hydroxide  in  water  is  to  be  analyzed,  the  specific  gravity  of  the 
solution  is  determined  by  weighing  in  a  pycnometer  or  by  means 
of  an  areometer,  and  then  diluted  to  the  amount  desired. 

(a)  Determination  of  Sodium  Hydroxide  in  Commercial 

Caustic  Soda^ 

NaOH= 40.06. 

N 
For   the   titration    a  —  hydrochloric  acid    solution    can  be^ 

N 
used.     Consequently  in  this  case  an  approximately  r^   normal 

solution  of  the  alkali  is  prepared.    As  sodium  hydroxide  absorbs 

water  and  carbon  dioxide  from  the  air.  the  sample  for  analysis  is 

weighed  out  in  a  tared  watch-glass  and  dissolved  in  water  to  a 

definite  volume.    After  thoroughly  mixing  the  solution  a  pipetted 

portion  is  treated  with  methyl  orange  and  titrated  in  the  cold  with 

N 

—  hydrochloric  acid. 

Example. — 4.6623  gms.  sodium  hydroxide  were  dissolved  in 
1000  c.c.  of  solution  and  25  c.c.  of  the  latter,  corresponding  to- 

N 
0.11656  gm.  sodium    hydroxide,  required   28.66  c.c   ~    hydro- 
chloric acid  for  neutralization. 

N 
Since   1000  c.c.  of  —  acid  correspond  to  4.006  gms.  NaOH. 

it  is  evident  that  1  c.c.  —  acid=  -Trrrrr  =  0.004006  gm.  NaOH    and 

N 
28.66  c.c.  —  acid  correspond  to  0  00400*6X28  66=0  1 1 48 gm.  NaOH. 
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This  amount  o'  NaOH  was  contained  in  25  c.c.  of  solution, 
equivalent  to  0.1166  gm.  of  the  solid  substance,  so  that  the  per 
cent,  of  sodium  hydroxide  present  can  be  calculated: 

0.1166:0.1148=  lOOia; 

11  48 
x=jr-YY^=  98.49  per  cent.  NaOH. 

(6)  Determination  of  Sodium  Hydroxide  Present  in  Caustic 

Soda  Solution. 

N 
For  the  titration  assume  that  a  -^  solution  is  at  hand; 

NaOH 
100  c.c.  =i^l^^  ==20.03  gms.  NaOH. 

The  alkali  solution  to  be  analyzed  has  a  specific  gravity  of  1.285 
at  15°  C,  and  by  consulting  the  table  (see  the  supplement)  we 
find  that  the  solution  should  contain  25.80  per  cent.  NaOH  by 
weight;  i.e.,  100  gms.  of  the  solution  should  contain  25.80  gms. 
NaOH.  Usually  instead  of  weighing  out  the  solution  it  is  meas- 
ured and  the  per  cent,  by  volume  is  computed, 

As  128.5  gms.  of  the  alkali  occupy  a  volume  of  100  c.c.  we  have 

100: 25.8  =  128.5  :x 

ic  =  33.153  gms.  NaOH  in  100  c.c. 

N 
Now  as  1  liter  of  ^  sodium  hydroxide  contains  20.03  gms.  NaOH, 

we  can  compute  how  much  of  the  alkali  must  be  taken  to  be  di- 

N 
luted  to  1000  c.c.  in  order  to  make  a  y  solution: 

100:33.153  =  x:20.03 

^^33.153  =  ^^-^  "•"• 

We  measure,  therefore,  60  c.c.  into  a  liter  flask,  dilute  with 
water  just  to  the  mark,  shake  thoroughly,  and  by  means  of  a  pi- 
pette 25  c.c.  of  the  solution  are  removed  and  titrated  with  half- 
normal  acid,  using  methyl  orange  as  an  indicator. 


t? 
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N 
Assume  that  25  c.c.  of  the  solution  require  24.3  c.c.  of  -r-  acid 

N  NaOH 

for  neutralization.    As  1000  c.c.  -^  acid  contain  — ^ —  =  20.03 

gms.  NaOH,  it  is  evident  that  1  c.c.  of  the  acid  corresponds 

N 
to  0.02003  gin.  NaOH,  and  24.3  c.c.    y  acid  is  equivalent  to 

0.02003X24.3-0.4867  gm.  NaOH. 

25  c.c.  of  the  dilute  alkali,  therefore,  contain  0.4867  gm. 
NaOH,  and  1000  c.c.  of  the  dilute  solution,  or  60  c.c.  of  the  orig- 
inal alkali,  contain  0.4867X40=*  19.47  gms.  NaOH,  and  100  cc.of 
the  original  solution  contain  .- 

60: 19.47 =100:  a; 

1Q47 

X = ig^ = 32.45  gms.  NaOH, 

In  order  to  obtain  the  per  cent,  by  weight,  this  number  must 
be  divided  by  the  specific  gravity. 
In  the  assumed  case  we  have: 

32  45 

r-j^  =25.25  per  cent.  NaOH. 

Remark, — ^The  titration  of  alkali  hydroxides  with  phenol- 
phthalein  as  an  indicator  will  only  give  correct  results  when  the 
alkali  hydroxide  is  free  from  carbonate,  which  with  commercial 
material  is  never  the  case.  The  above  results  are  too  high,  for 
they  represent  the  total  amount  of  alkali,  i.e.  the  amount  of 
NaOH+NajCX),,  though  the  latter  is  expressed  in  terms  of  NaOH. 
For  an  accurate  determination  of  alkali  hydroxide  in  the  pres^oe 
of  alkali  carbonate,  see  p.  449. 

(c)  Determination  of  Ammonia  in  Aqueous  Ammonia. 
The  procedure  is  the  same  as  under  (6). 

id)  Determination  of  Ammxmia  in  Ammonium  SaUs. 

A  weighed  amount  of  the  anmionium  salt  is  placed  in  the 
flask  K  (Fig.  23,  p.  55),*  dissolved  in  about  200  c.c.  of  water,  and 

*  Or  better,  the  apparatus  shown  in  Fig.  63,  p.  358,  may  be  used. 
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treated  with  10  c.e.  of  a  boiled  solution  of  10  per  cent,  caustic 
soda.  The  solution  is  distilled,  and  the  distillate  received  in  a 
known  amount  of  normal  acid  in  the  receiver  V,  as  described  on 
p.  55.  The  excess  of  acid  is  titrated  with  normal  alkali,  using 
methyl  orange  as  an  indicator  and  the  ammonia  calculated  from 
the  difference  between  the  amount  of  acid  now  found  and  that 
originally  in  the  receiver. 

Example. — ^The  amount  of  ammonia  in  a  sample  of  commer- 
cial ammonium  sulphate  is  to  be  determined.  As  the  technical 
product  is  never  entirely  pure,  a  large  amount  of  the  substance  is 
weighed  out,  and  for  the  sake  of  convenience  this  can  amount  to 
the  gram-equivalent  of  ammonia,  i.e.  17.07  gms.  This  quantity  of 
the  salt  is  dissolved  in  600  c.c.  of  distilled  water,  and  for  the  analy- 
sis, 50  c.c.  of  this  solution  are  taken  (1.707  gms.  of  salt).  This  is 
placed  in  the  flask  K  (Fig.  23,  p.  55),  diluted  with  150  c.c.  of  water, 
and  distilled  after  the  addition  of  10  c.c.  of  10  per  cent,  caustic 
soda  solution.  The  distillate  is  received  in  60  c.c.  of  half-normal 
hydrochloric  acid,  the  excess  of  the  latter  titrated  with  half-normal 
alkali,  and  from  the  difference  the  amount  of  ammonia  calculated. 

N 
For  the  titration,  t  c.c.  of  -^  alkali  are  necessary;  consequently 

the  amount  of  ammonia  in  1.707  gms.  of  the  substance  neutral- 

N 
ized  60-/  c.c.  -^  acid.    This  corresponds  to  (60-0  XO.008635  gm. 

NH3  and  in  per  cent. 

1.707 :  (60-0  X0.008535=  100:x 

(60-00.8535    60 -t  ^  ..„ 
1707 — ^   ■2-=percent.  NH,. 

(e)  Titration  of  Pyridine  Bases.    Method  of  K.  E.  SchiUze* 
1000  c.c.  N.  acid -C^,N-' 79.09  gms.  pyridine. 

The  pyridine  bases  are  so  weak  that  they  cannot  be  titrated 
with  ordinary  indicators.  If,  however,  an  aqueous  pyridine  solu- 
tion is  treated  with  an  aqueous  solution  of  ferric  chloride,  the  iron 
is  precipitated  as  ferric  hydroxide: 

FeCa,  -f  3C,H5N + 3H0H = 3{C,}I,N,  HQ)  +  Fe(0H)3. 

*  Berichte,  20  (1887),  p.  3391. 
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m 

If  normal  sulphuric  acid  is  very  carefully  added  with  constant 
fitirring  until  the  precipitate  redissolves,  each  cubic  centimetre  of 

C  H  N 
the  acid  required  will  correspond  to    °^^  =0.07909  gm.  p3n-idine. 

Procedure, — ^5  c.c.  of  pyridine  are  dissolved  in  100  c.c.  of  water, 
25  c.c.  of  the  resulting  solution  are  treated  with  1  c.c.  of  5  per  cent, 
aqueous  ferric  chloride  solution,  and  the  precipitate  of  reddish- 
brown  ferric  hydroxide  is  titrated  with  normal  sulphuric  acid  until 
completely  dissolved. 

2.  Determination  of  Alkali  Carbonates. 

Alkali  carbonates  can  be  titrated  in  the  cold  by  using  methyl 
orange  as  an  indicator,  the  end-point  being  taken  as  the  change 
from  yellow  into  reddish  orange.  When  fifth-,  half-,  and  normal 
acids  are  used  this  is  the  correct  end-point,  but  with  tenth-normal 
acids  this  change  is  obtained  a  little  too  soon,  for  large  amounts  of 
carbonic  acid  exert  a  slight  action  upon  the  indicator.  In  this  case 
the  difficulty  is  best  overcome  by  titrating  the  solution  until  the 
orange  color  is  obtained,  then  heating  to  boiling  to  expel  the  car- 
bon dioxide,  cooling,  and  again  titrating  until  the  now  yellow 
solution  becomes  orange  again.*  With  phenolphthalein,  accurate 
results  may  be  obtained  by  titrating  the  hot  solution  (cf.  p.  441). 
According  to  Warder,t  sodium  bicarbonate  solution  reacts  neu- 
tral toward  phenolphthalein  in  the  cold,  so  that  when  a  sample  of 
fiodium  carbonate  is  titrated  in  the  cold,  with  phenolphthalein 
•as  an  indicator,  an  end-point  is  obtained  when  the  carbonate  is 
changed  to  bicarbonate: 

Na^COa + HCl  -  NaCl  +  NaHCOs.f 

If  the  acid  is  allowed  to  run  upon  the  carbonate  solution,  a 
part  of  the  carbon  dioxide  from  the  sodium  bicarbonate  is  lost,  ac- 
cording to  North  and  Lee,§  so  that  too  much  acid  must  be  added 


*  K lister  recommends  in  titrating  carbonates  with  methyl  orange,  that 
a  blank  experiment  be  made  to  see  how  much  effect  an  equal  amount  of 
water  saturated  with  carbon  dioxide  has  upon  the  same  amount  of  indicator 
solution.     (Zeitschr.  fiir  anorg.  Chem.,  XIII,  p.  140.) 

t  Zeitschr.  f.  analyt.  Ch.,  21,  p.  102. 

t  Zeitschr.  f.  anorg.  Ch.,  XIII,  p.  140. 

5  Joum.  Soc.  Chem.  Ind.,  1902,  p.  322. 
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before  the  end-point  is  reached.  On  the  other  hand,  correct 
results  may  be  obtained  if  the  tip  of  the  burette  containing  the 
acid  dips  into  the  alkaline  solution.  This  is  important,  for  in 
this  way  a  convenient  method  is  obtained  for  determining  the 
amount  of  hydroxide  in  the  presence  of  carbonate. 

3.  Determination  of  Alkali  Carbonate  and  Hydroxide  in  the 

Presence  of  one  Another. 

(a)  Method  of  C.  Winkler. 

Of  the  many  methods  which  have  been  proposed  for  this  deter- 
mination that  of  Winkler  is  the  best. 

In  one  portion  the  total  amount  of  alkali  present  is  determined 
by  titration  with  acid,  using  methyl  orange  as  an  indicator,  and 
the  hydroxide  in  a  second  portion  is  determined  as  follows:  The 
solution  is  treated  with  barium  chloride  solution,  when  the  follow- 
ing reaction  take  place : 

Na^COg + BaCl2=  2NaCl  +  BaCOg  (insoluble) . 

The  sodium  of  the  carbonate  is  transformed  into  neutral  sodium 
chloride,  while  insoluble  barium  carbonate  is  precipitated  from  the 
solution.  If  the  solution  containing  phenolphthalein  is  slowly 
titrated  with  hydrochloric  acid  with  constant  stirring,  decoloriza- 
tion  is  effected  as  soon  as  the  hydroxide  is  neutralized.  The 
amount  of  acid  used  corresponds  to  the  amoimt  of  hydroxide 
originally  present. 

Example: 

N 

1 .  20  c.c.  (Na2C08+  NaOH)  require  ^  c.c.  Jq  acid  for  Na^COs+NaOH, 

2.  20c.c.(NajCOs-fNaOH)      "       '    "   I^    "     "  NaOH  alone, 
so  that 

20  c.c.  (Na,COs+ NaOH)  require  T-t  c.c.  ~  acid  for  NajCO.; 
20  c.c.  of  the  solution,  therefore,  contain 

(a)  /X0.00"4006gm.  NaOH, 

(b)  (r- Ox 0.005305  gm.  NajCOg. 

Remark. — It  has  been  proposed  to  add  an  excess  of  barium 
chloride  solution  to  the  mixture  of  alkali  carbonate  and  hydroxide 
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contained  in  a  measuring-flask,  then  dilute  to  the  mark,  thoroughly 
mix,  and  filter  through  a  dry  filter;  for  the  titration  an  aliquot 
part  of  the  filtrate  is  taken.  This  method,  however,  will  only  give 
accurate  results  when  the  water  used  for  the  dilution  is  absolutely 
free  from  carbon  dioxide,  and  this  will  be  the  case  only  when  it 
is  previously  boiled  with  a  current  of  air  free  from  carbon  dioxide 
passing  through  it.  Further,  no  attention  is  paid  to  the  volume 
occupied  by  the  precipitated  barium  carbonate,  and  in  the  case 
of  a  large  amount  of  the  latter,  a  considerable  error  is  introduced. 
The  method  of  Winkler  does  not  have  these  disadvantages.  Care 
must  be  taken,  however,  with  regard  to  the  addition  of  the  hydro- 
chloric acid  in  the  titration;  unless  it  is  added  very  slowly  some 
of  the  barium  carbonate  will  be  acted  upon  before  the  end-point 
is  reached. 

(6)  Method  of  R.  B.  Warder, 

To  the  cold  *  solution  containing  phenolphthalein,  hydro- 
chloric acid  is  added  and  the  liquid  is  gently  stirred  with  a  glass 
rod.  Decolorization  takes  place  when  all  of  the  hydroxide  and 
half  of  the  carbonate  are  neutralized: 

NaOH+  HCl  =  NaCl+  H^O, 
Na^C03+  HC1= NaCl+  NaHCO,. 

To  the  colorless  solution,  methyl  orange  is  added,  and  the 
solution  is  again  titrated  with  acid  until  the  other  half  of  the  car- 
bonate is  neutralized,  when  the  solution  turns  pink. 

If  the  amount  of  acid  used  for  the  titration  with  phenolphtha- 
lein is  represented  by  T,  and  that  necessary  for  the  titration  with 
methyl  orange  by  tj  then 

2t  c.c.  corresponds  to  the  amount  of  carbonate  present,  and 
T—2t  represents  the  amount  of  hydroxide. 

4.  Determination  of  Alkali  Bicarbonates. 

The  solution  is  titrated  in  the  cold  until  an  orange  color  is 
obtained  with  methyl  orange,  or  until  a  colorless  solution  is  obtained 
by  titrating  hot  with  phenolphthalein. 

*  The  results  are  accurate  only  when  the  solution  is  at  0°.  Cf.  Kiistcr^ 
Zeitschr.  f.  anorg.  Chem.,  XIII,  p.  134  (1807). 
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5.  Determination  of  Alkali  Carbonates  in  the  Presence  of 

Alkali  Bicarbonates. 

(a)  Method  of  C.  Winkler. 

The  total  alkali  is  determined  in  one  portion  by  titration 
with  hydrochloric  acid,  using  methyl  orange  as  an  indicator,  and 
in  a  second  portion  the  amount  of  bicarbonate  is  determined  as 
follows: 

A  definite  volume  of  the  solution  is  treated  with  an  excess 
of  sodium  hydroxide,  by  which  means  the  bicarbonate  is  changed 
to  neutral  carbonate: 

NaHCO,+  NaOH  =  Na,COa+  H^O. 

The  solution  now  contains  sodium  carbonate  with  the  excess 
of  sodium  hydroxide,  and  the  amount  of  the  latter  is  determined 
as  described  under  3.  In  other  words,  barium  chloride  is  added, 
then  phenolphthalein,  and  the  solution  is  titrated  until  colorless. 
The  amount  of  acid  now  used  corresponds  to  the  excess  of  sodium 
hydroxide  added,  and  if  this  amount  is  deducted  from  the  total 
sodium  hydroxide,  the  corresponding  amount  of  bicarbonate 
wiU  be  obtained. 

Example: 

N 
25  c.c.  NajCOa+NaHCOj  required  T  c.c.  —  acid  for 

NajCOs+NaHCOj; 

25  c.c.  NajCOs+NaHCOa+Ti  c.c.  ^  NaOH+BaCla 

N 
required  t  c.c.  j^  acid  for  the  excess  of  NaOH; 

N 
25  c.c.  NaaCOj  +  NaHCOj,  therefore,  require   T^  —  t  c.c.  —  acid 

for  the  NaHCO,    and    T-(T^-t)  c.c.  ^  acid  for  the  Na^CX),. 

25  c.c.  of  the  original  solution  contain 

(a)  (ri-OX0.008406gm.  NaHCOa, 
(6)  (r-Ti-hOx0.005305gm.  NaaCX),. 
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Remark. — ^In  order  to  make  sure  that  enough  sodium  hydrox- 

N 
ide  solution  is  present,  the  same  amount  of  the  ^^  alkaU  is  added 

N 
as  there  were  cubic  centimeters  used  of  -^  acid  in  the  deter- 
mination of  the  total  alkali;  in  this  case,  then,  T^T^,  and  t,  the 
excess  of  alkali,  corresponds  at  the  same  time  to  the  amount  of 
Na^COj  present.  The  caustic  alkali  solutions,  even  when  origi- 
nally free  from  carbonate,  gradually  absorb  it  from  the  air,  so  that 
in  every  case  the  amount  of  carbonate  in  the  alkali  should  be  deter- 
mined before  making  the  above  analysis  and  a  corresponding 
correction  applied  to  the  calcidation. 

(6)  Method  of  Warder* 

Using  phenolphthalein  as  indicator  and  with  the  tip  of  the 
burette  reaching  into  the  liquid,  the  solution  is  titrated  with  hydro- 
chloric acid  until  colorless,  and  in  this  way  half  of  the  carbonate  is 
determined.  Methyl  orange  is  then  added  and  the  solution 
titrated  until  a  pink  color  is  obtained  (it  is  now  unnecessary  to 
have  the  tip  of  the  burette  dip  into  the  solution)  and  in  this  way 
the  total  amount  of  the  bicarbonate  together  with  half  of  the  car- 
bonate is  determined.  If  t  represents  the  amount  of  acid  used  in 
the  first  titration,  and  T  the  total  amount  used,  then: 

2t  c.c.  of  acid  correspond  to  the  amount  of  carbonate  and 
(T  —  2t)  c.c.  correspond  to  the  bicarbonate. 


6.  Determination  of  Alkaline-earth  Hydroxides. 

The  solution  containing  phenolphthalein  is  titrated  until  color- 
less. 

7.  Determination  of  Alkaline-earth  Carbonates. 

The  carbonate  is  dissolved  in  an  excess  of  the  standard  acid, 
boiled  to  remove  the  carbon  dioxide,  and  the  excess  of  acid  titrated 
with  alkali,  using  methyl  orange  as  indicator  in  cold  solution. 

♦  Cf.  Am.  Ch.  Joum.,  3,  No.  1,  and  Chem.  News,  43,  228. 
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8.  Determination  of  Alkaline-Earth  Oxide  together  with 

Alkaline-Earth  Carbonate. 

Suppose,  for  example,  it  is  desired  to  determine  the  amount  of 
oxide  and  carbonate  in  a  sample  of  "quicklime."  The  lime  is 
broken  up  into  pieces  about  the  size  of  a  pea,  exactly  14  gms.  are 
accurately  weighed  out  and  slaked  with  boiled  water,  the  paste  is 
washed  into  a  500-c.c.  flask  and  diluted  to  the  mark  with  water 
free  from  carbon  dioxide.  After  thoroughly  mixing,  50  c.c.  of 
the  turbid  Hquid  is  transferred  to  a  second  500-c.c.  flask  and 
again  diluted  to  the  mark. 

Determination  of  the  Total  Calcium. — 50  c.c.  (0.14  gm.  of  sub- 

N 
stance)  of  the  last  solution  are  treated  with  60  c.c.  of  r^r  hvdro- 

10    " 

chloric  acid  and  heated  until  there  is  no  further  evolution  of  car- 
bon dioxide,  the  solution  is  cooled,  and  the  excess  of  the  acid 

N 
titrated  with  ^  caustic  soda  solution,  using  methyl  orange  as 

an  indicator.    For  this  purpose  t  c.c.  of  the  latter  are  required; 

N 
consequently  60—^  c.c.  —  acid  were  necessary  to  neutraUze  the 

calciimi  hydroxide  and  calcium  carbonate  in  the  50  c.c.  of  the 

solution  taken  for  analysis. 

Determinaiion  of  the  Calcium  Oxide. — ^A  second  portion  of  the 

N 
freshly-shaken   solution   is   titrated    with  jtt   hydrochloric    acid 

added  drop  by  drop  to  the  cold  solution,  using  phenolphthaldn 

as  an  indicator.    Assume  that  ^  c.c.  of  the  acid  were  necessary  to 

neutralize  the  calcium  oxide. 

Consequently,  for  the  neutralization  of  the  CaCOj+CaO^ 

N  N 

60—^  c.c.  irz  acid  were  required,  and  for  the  CaO,  /^  c.c.  ~  acid 

were  necessary.    For  the  neutralization  of  the  CaCOg,  therefore^ 

N 
60— (<+0  c.c.  —  acid  were  necessary. 

50  c.c.  solution  (0.14  gm.  lime)  contain: 

(a)  «,X  0.0028  gm.  CaO, 

(6)  [60~(i-hU]X0.005gm.  CaCOa, 
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and  in  per  cent. 

0.14 :  i,X  0.0028=  100  :x 

X  =  ^  r^    '.    =2L  per  cent.  CaO 
0.14 

and 

0.14:[60-(i+O]X0.005=100:rri 

[60~(^+O]X0.5  ^60-«+O  CaCO 

Xi-  0.14  0.28      P^r^^^^^-^a-^^B. 

9.  Determination  of  Alkaline-Earth  Bicarbonates. 

This  determination  finds  a  practical  application  in  the  deter- 
mination of  the  temporary  hardness  of  water. 

The  hardness  of  a  water  is  caused  by  the  presence  of  alkaline- 
earth  salts,  either  those  with  strong  acids  (CaSO^,  MgCl^)  or  bicar- 
bonates. A  hard  water  is  recognized  by  the  fact  that  it  gives 
with  a  clear  soap  solution  a  turbidity  or  even  a  precipitate,  and 
considerable  soap  must  be  added  before  a  lather  is  obtained  on 
shaking.  As  in  a  majority  of  cases  calcium  salts,  and  in  fact 
calcium  bicarbonate,  predominates  in  such  a  solution,  its  hard- 
ness is  usually  expressed  in  parts  of  calcium  carbonate  (or  calcium 
oxide)  in  100,000  parts  of  water. 

If  the  solution  contains  1  part  of  calcium  carbonate  in  100,000 
parts  of  water  it  is  said  to  possess  one  degree  of  hardness  (French) ; 
if  such  a  water  contains  n  parts  of  CaCOj  in  the  same  quantity  of 
water  it  possesses  n  degrees  of  hardness.  In  Germany  the  hard- 
ness is  expressed  in  parts  of  CaO  per  100,000  parts  of  water,  while 
in  England  the  hardness  is  expressed  in  grains  of  calcium  carbon- 
ate per  gallon.  When  magnesium  salts  are  present,  these  are 
expressed  in  terms  of  the  equivalent  amounts  of  CaCOj  or  CaO. 
The  error  caused  by  this  assumption  is  not  great,  for  the  amount 
of  magnesium  present  is  usually  small  compared  with  the  amount 
of  calcium.  If  a  water  containing  calcium  bicarbonate  and  cal- 
cium sulphate  is  heated  to  boiling,  the  former  is  decomposed  with 
the  precipitation  of  calcium  carbonate, 

CaCOs.H2C03  -  H2O+ CO2+  CaCOg, 

while  the  calcium  sulphate  remains  in  solution.     In  other  words, 
the  hardness  produced  by  the  presence  of   alkaline-earth  bicar- 
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bonates  disappears  on  boiling^  and  is  designated,  therefore,  as 
''temporary  hardness''  to  distinguish  it  from  "permanent  hard- 
ness/' which  is  usually  caused  by  alkaline-earth  salts  of  the 
stronger  acids^  usually  calcium  sulphate.  The  sum  of  the  tem- 
porary and  permanent  hardness  of  a  water  represents  the  total 
hardness. 

According  to  -C.  Hehner,  the  temporary  as  well  as  permanent 
hardness  may  be  determined  accurately  by  an  alkalimetric  process. 

(a)  Determination  of  Temporary  Hardness, 

100  c.c.  of  the  water  to  be  examined  are  placed  in  a  white  por- 
celain evaporating-dish,  a  few  drops  of  methyl  orange  are  added 

N 
and  the  solution  is  titrated  with  j^  hydrochloric  acid  until  the 

first  change  from  yellow  to  orange  takes  place.    From  the  amount 
of  hydrochloric  acid  used  the  amount  of  calcium  carbonate  present 
is  calculated. 
Example: 

N 
100  c.c.  water  required  2.5  c.c.  y^  hydrochloric  acid. 

As  1000  c.c.  jTi  hydrochloric  acid  neutralize  * = 5  gms.  CaCOs, 

N 
1   c.c.  jf:  hydrochloric  acid  will  neutralize  0.005  gm.  CaCOs  *^d 

N 
2.6  c.c.  of  -tt:  hydrochloric  acid  corresponds  to  0.005X2.5=0.0125 

gm.  CaCOj. 

Then  if  100  c.c.  of  water  contain  0.0125. gm.  CaCO,,  100,000  c.c. 
of  water  will  contain  12.5  gms.  CaCOj. 

The  hardness  of  the  water  corresponds  to  12.6  French  degrees, 
or  as 

CaCOs :  CaO 

100:56=12.6:x 
56X12.5 


100 


=0.56X12.5=7.0  German  degrees. 


45 6  yOLUMETRlC  ANALYSIS. 

(6)  Determination  of  the  Permanent  Hardness, 

Another  portion  of  100  c.c.  of  the  water  is  treated  with  an 

N 
excess    of  jrr   sodium    carbonate    solution,  evaporated    on    the 

water-bath  to  dryness,  and  taken  up  in  a  little  freshly-boiled, 

distilled  water.     The  residue  is  filtered  and  washed  four  times 

with  hot  water,  while  the  filtrate  is  allowed  to  cool  and  afterwards 

N 
titrated  with  -^  hydrochloric  acid.    If  the  amount  of  hydrochloric 

acid  used  for  the  titration  is  deducted  from  the  total  amount  of 
sodium  carbonate  added  to  the  water,  the  difference  represents  the 
amount  of  sodium  carbonate  required  for  the  precipitation  of  the 
alkaline-earth  salts  of  the  strong  acids. 

N 
Examfie, — 100  c.c.  of  water+10  c.c.  jt:  NajCOj  were  evapo- 
rated to  dryness,  the  residue  extracted  with  water,  and  the  filtrate 

N 
titrated  with  —  hydrochloric  acid;  this  required  8.7  c.c.  of  HQ, 

Consequently,    for    the    precipitation    of    the    calcium    sulphate 

N 
10—8.7  =  1.3   c.c.    -r^NajCOa     were     necessary,    which    corre- 
sponds to 

1.3X0.005=0.0065  gm.  CaCOs  per  100  c.c.  water  and 
6.5  gms.  CaCOj  per  100,000  c.c.  water. 

The  permanent  hardness  amounts  to  6.5  French  degrees  or 
6.5X0.56=3.64  German  degrees. 

Remark. — The  above  methods  of  Hehner  for  the  determina- 
tion of  hardness  will  give  reliable  results  only  when  the  water 
contains  no  alkali  carbonates  in  solution,  as  is  usually  the  case 
with  drinking-waters.  For  the  determination  of  the  amount 
of  alkaline  earth  present  in  many  mineral  waters  it  is  obvious 
that  these  methods  cannot  be  used. 

Determination  of  Alkaline-earth  Salts  of  Strong  Acids. 

The  determination  is  practically  the  same  as  was  indicated 
above.     The  alkaline-earth  salt  is  precipitated  by  means  of  an 
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excess  of  titrated  sodium  carbonate  solution,  and  after  filtration 
the  excess  of  the  latter  is  determined  by  titrating  back  with  acid. 

Procedure, — ^A  solution  containing  calcium  chloride  and  hydro- 
chloric acid  is  to  be  analyzed.  It  is  placed  in  a  measuring-flask, 
treated  with  a  few  drops  of  methyl  orange  and  with  sodium 
hydroxide  solution  until  the  neutral  point  is  reached,  after  which 
an  accurately  measured  amoimt  of  sodium  carbonate  solution  is 
added.  The  solution  is  heated  until  the  precipitated  calciimi 
carbonate  becomes  crystaUine,  allowed  to  cool,  diluted  up  to  the 
mark,  mixed,  filtered  through  a  dry  filter,  and  the  excess  of  sodium 
carbonate  titrated  in  an  aliquot  part  of  the  filtrate.  From  the 
amount  of  sodimn  carbonate  required  for  the  precipitation  of  the 
calcium  the  amount  of  the  metal  can  be  calculated. 

Remark. — Other  metals  which  are  precipitated  by  sodium  car- 
bonate can  be  determined  in  this  way. 

B.  ACIDIMETRY. 

Acids  are  determined  either  by  titration  with  standard  alkali 
solution  or  a  known  amount  of  the  latter  is  added  and  the  excess 
titrated  with  standard  acid.  The  latter  method  requires  more 
burette  readings  and  is,  therefore,  less  satisfactory  than  the 
former. 

Determination  of  the  Acid  Contents  of  Dilute  Mineral  Acids 

(HCl,  HNO3,  HjSOJ. 

The  specific  gravity  of  the  acid  is  determined  by  means  of  an 
areometer  and  from  the  tables  in  the  back  of  this  book  the  approx- 
imate amount  of  acid  present  is  determined.  A  weighed  amoimt 
of  the  acid  is  then  diluted  so  that  the  solution  will  have  approxi- 
mately the  same  concentration  as  that  of  the  alkali  to  be  used 
for  the  titration.    It  is  analyzed  by  one  of  the  following  methods: 

1.  An  accurately-measured  portion  of  the  diluted  acid  (20  to 
25  c.c.)  is  placed  in  a  beaker,  methyl  orange  is  added,  and  the 
solution  is  titrated  with  sodium  hydroxide  solution  until  a  yellow 
color  is  obtained. 

2.  The  dilute  solution  to  be  analyzed  is  placed  in  a  burette, 
And  with  it  a  definite  amount  of  normal  alkali  is  titrated. 
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N' 
3.    A  definite  volume  of  the  diluted  acid  is  titr^jbed  with  yjr 

Ba(OH)a  solution  or  with  sodium  hydroxide  free  from  carbonate, 

using  phenolphthalein  as  an  indicator.* 

N 
Example, — ^For  the  anal)rsis  -^  NaOH  is  at  hand. 

The  hydrochloric  acid  to  be  analyzed  had  at  15°  C.  a  specific 
gravity  of  1.122,  corresponding  to  about  24  per  cent.  HCl  by 
weight. 

1000  c.c.  —  sodium  hydroxide  are  equivalent  to  -^= — ^  = 

N 
« 18.23  gms.  HCl,  and  100  c.c.  ^  NaOH  neutralize  1.823  gms.  HQ. 

Consequently 

100:24=x:  1.823 

182  3 
x=       '    =^7.595  gms.  of  the  above  acid 

N 
would  be  required  to  make  100  c.c.  of  ~  acid,  if  it  contained  exactly 

24  per  cent.  HCl.    About  this  quantity  (say  8  gms.)  is,  therefore, 

weighed  out,  and  as  the  specific  gravity  of  the  solution  is  1.122, 

8 
this  wiU  require  ^  ^99=  7.1  c.c.    About  7  c.c.  of  the  acid  are  placed 

in  a  tared,  glass-stoppered  weighing-tube,  the  tube  and  its  con- 
tents weighed,  the  latter  washed  into  a  100-c.c.  measuring-flask 
and  diluted  with  distilled  water  up  to  the  mark.  After  thoroughly 
mixing,  25  c.c.  of  the  acid  are  measured  off  and  analyzed  by  one 
of  the  above  methods.  Assume  that  the  original  weight  of  the  acid 
amounted  to  1.9623  gms.  and  that  25  c.c.  of  the  diluted  acid  re- 

N 
quired  25.80  c.c.  of  y  alkali,  then  100  c.c.  would  require  25.80X4= 

N 
103.2  c.c.  of  2"  alkali,  corresponding  to   103.2X0.01823==  1.8813 


*  When  phenolphthalein  is  used  as  an  indicator  in  cold  solutions  the 
acids  must  be  dilute  with  water  free  from  carbonate. 
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gms.  HCl  and  !n  per  cent. 

7.962: 1.881=  100  :x 

1QQ  1 

x=i^==23.6  per  centHa. 

Remark. — Instead  of  weighing  out  the  acid  for  the  analysis, 
it  can  be  measured  and  from  the  per  cent,  by  volume  found  the 
per  cent,  by  weight  calculated.  As,  however,  the  specific  grav- 
ity as  determined  by  an  areometer  is  not  very  accurate,  it  is  better 
to  weigh  the  acid.* 

Analysis  of  Commercial  Hydrous  Stannic  Chloride. 

Stannic  chloride,  as  used  for  a  mordant  in  dyeing,  is  obtained 
as  the  soUd  salt  SnCl4H-5HaO,  or  in  a  concentrated  aqueous  solu- 
tion of  about  50**  B6. 

The  latter  is  obtained  by  dissolving  metallic  tin  in  hydro- 
chloric acid  and  oxidizing  the  stannous  chloride  formed  either 
with  potassium  chlorate  or  potassium  nitrate.  The  preparation 
should  contain  no  free  acid,  especially  nitric  acid,  no  stannous 
chloride,  and  no  iron.  The  substance  is,  therefore,  tested  quali- 
tatively for  these  substances  as  follows: 

For  stannous  chloride,  by  dissolving  in  water  (or  diluting  the 
concentrated  solution)  and  adding  mercuric  chloride;  a  white 
precipitate  of  mercurous  chloride  shows  the  presence  of  bivalent 
tin. 

For  nitric  acid,  by  means  of  ferrous  sulphate  and  concentrated 
sulphuric  acid. 

For  sulphuric  acid  (caused  by  the  use  of  impure  hydrochloric 
acid  in  the  preparation  of  the  salt)  with  barium  chloride. 
For  iron,  with  potassiiun  sulphocyanate. 
The    solid   salt   SnCl4+6H20,  made  by  treating  anhydrous 
stannic  chloride  with  the  calculated  amount  of  water,  is  almost 
always  found  to  be  very  pure. 


*  If  the  specific  gravity  of  the  acid  is  taken  with  a  pycnometer,  using 
all  necessary  precautions  (cf.  Kohlrausch,  Leitfaden  der  praklischen  Physik^, 
it  is  a  matter  of  indifference  whether  the  acid  used  for  the  analysis  is  weighed 
or  measured. 
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The  gravimetric  determination  of  both  the  tin  and  the  chlo- 
rine has  been  described  on  p.  243,  but  here  will  be  given  a  method 
for  determining  the  amount  of  the  latter  volumetrically. 

If  stannic  chloride  is  diluted  with  water,  the  salt  is  hydro- 
lytically  decomposed,  and  the  solution  reacts  acid: 

SnCl,+  4H0H  ^  Sn(0H)4+  4HCL 

Consequently  if  methyl  orange  is  added  to  the  diluted  solu- 
tion, the  amount  of  acid  may  be  titrated  with  caustic  soda  solu- 
tion, and  from  the  amount  used  the  chlorine  combined  with  the 
tin  can  be  calculated,  provided  no  other  acid  is  present.  If  the 
stannic  chloride  was  prepared  by  oxidation  with  potassium 
chlorate  or  nitrate,*  the  solution  will  also  contain  chlorine  com- 
bined with  potassium.  The  total  chlorine  can  be  determined  by 
adding  a  few  drops  of  neutral  potassium  chromate  solution  to 
the  solution  which  has  been  titrated  with  sodium  hydroxide,  and 
titrating  with  silver  nitrate  solution.  If  in  this  way  more  chlo- 
rine is  found  than  corresponds  to  the  amoimt  of  hydrochloric 
acid  neutralized  by  the  alkali,  the  difference  is  expressed  in  terms 
of  potassium  chloride.  If,  on  the  other  hand,  less  chlorine  is  found, 
the  presence  of  some  other  acid  in  the  tin  solution  is  assured. 

To  illustrate  the  accuracy  of  such  an  analysis,  the  following 
results  will  be  given:  A  sample  of  solid  stannic  chloride 
(SnCl4+5H20)  was  analyzed  gravimetrically,  as  described  on 
p.  243.  It  was  found  to  contain  42.02  per  cent,  of  chlorine  and 
34.73  per  cent,  of  tin. 

Two  portions  were  then  analyzed  volumetrically  by  titration 

first  with  sodium  hydroxide  and  then  with  silver  nitrate: 

N 
A.  0.8533  gm.  of  tin  salt  required  20.06  c.c.  -^  sodium  hy- 

N  N 

droxide  and  20.34  c.c.  -^  silver  nitrate.    As  1  c.c.  -^  solution  corre- 

N 
sponds  to  0.01773  gm.  of  chlorine,  it  is  evident  that  20.06  c.c.  -^ 

*  The  potassium  nitrate  is  acted  upon  by  the  excess  of  hydrochloric  acid 
present  forming  the  chloride,  and  the  excess  of  the  acid  is  afterwards  removed 
by  evaporation  as  much  as  possible. 
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sodium  hydroxide  represent  20.06X0.01773=0.3556  gm.  chlorine 

N 
or  41.67  per  cent.  CI,  and  20.34  c.c.  -^  silver  solution  show  20.34X 

0.01773=0.3605  or  42.25  per  cent.  CI. 

N 
B.  0.8383  gm.  of  tin  salt  required  19.79  c.c.  -^  sodium  hydroxide 

N  N 

and  19.92  c.c.  -^  silver  nitrate.   19.79  c.c.  -^  sodium  hydroxide 

represent  19.79  X  0.01773= 0.3508  gm.  chlorine  or  41.84  per  cent.  a. 

N 
19.92   c.c.  -^  silver   solution   show   19.92X0.01773=0.3531   gm. 

<3hlorine  or  42.12  per  cent.  CI. 

The  above  analysis  shows  that  the  tin  salt  was  practically  free 
from  potassium  chloride  by  the  comparative  agreement  of  the 
results  obtained  by  titration  with  sodium  hydroxide  with  those  of 
the  silver  nitrate  titration.  In  the  absence  of  free  hydrochloric 
acid^  the  tin  can  be  determined  from  the  amount  of  chlorine  found* 

4C1       Sn 
141.80:118.5  =  41.75  *:a; 

x= 34.89  per  cent,  tin,  instead  of  34.73  per  cent,  as  found  gravi- 
metrically. 

Remark, — It  is  only  permissible  to  compute  the  amount  of  tin 
present  from  the  amount  of  chlorine  found  by  titration  when 
there  is  no  free  hydrochloric  acid  present.  It  is  never  possible 
to  know  whether  this  is  the  case  or  not,  so  that  the  volumetric 
determination  is  only  useful  as  a  check  upon  the  gravimetric 
method. 

Oetermination  of  the  Acid  Contents  of  Fuming  Acids. 

Highly  concentrated  acids  must  be  always  weighed  and  not 
measured,  in  order  to  avoid  loss  by  evaporation.  The  weighing 
is  best  accompUshed  by  means  of  the  Lunge-Rey  pipette,  shown 
in  Fig.  72. 


^  41.75  is  the  mean  of  the  values  obtained  by  titration  with  alkali. 
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The  lower  tube  is  removed,  J  c.c.  of  water  is  placed  within 
it,  and  this  ia  weighed  together  with  the  dry  upper  pipette,  but  the 
two  parts  areleft  unconnected.     The  lower  stop-cock  is  closed,  the 
—  upper  one  opened,  and  a  slight  vacuum  is  produced 

in  the  bulb  by  sucking  through  the  upper  tube  and 
then  closing  the  stop-cock.  The  dry  point  of  the 
pipette  is  now  introduced  into  the  fuming  acid 
(in  the  case  of  solid  pyroaulphuric  acid  it  Ja  first 
liquefied  by  warming  slightly)  and  the  lower  stop- 
cock is  opened.  As  soon  as  the  widened  part  of  the 
pipette  below  the  lower  bulb  is  ^  to  f  full,  the  stop- 
cock is  closed,  taking  care  that  none  of  the  liquid 
reaches  up  to  it. 

The  acid  on  the  outside  of  the  pipette  is  care- 
fully wiped  ofT  with  filter-paper;  the  two  parts  of  the 
pipette  are  now  connected  for  the  first  time  and 
again  weighed.     The  amount  of  acid  taken  for  the 
analysis  should  amount  to  from  0.5  to  I  gm.     The 
point  of   the  pipette   is   then   dipped   into   about 
100  c.c.  of  distilled   water  contwned   in  a  beaker. 
Fig.  72.        ^jjj^  jjy  opening  first  the  upper  stop-cock  and  then 
the  lower,  the  acid  Is  allowed  to  run  into  the  water.     The  amount 
remaining  in  the  two  parts  of  the  pipette  is  also  washed  into  the 
beaker. 

If  the  acid  to  be  analyzed  is  hydrochloric  or  sulphuric  acid, 
methyl  orange  b  added  and  the  solution  is  titrated  with  a  half- 
normal  sodium  hydroxide.  If  it  is  nitric  acid,  an  excess  of  sodium 
hydroxide  is  first  added,  then  a  little  methyl  orange,  and  the  titra- 

N 
tion  is  completed  with  -^  hydrochloric  acid.*    When  one  of  the 

above  pipettes  is  not  available,  the  weighing  out  of  the  sample 
for  analysis  can  be  effected  as  follows:  A  thin- walled  bulb  with 
about  \  c,c.  capacity  is  blown  between  two  ends  of  capillary  tubing. 
After  weighing,  the  upper  piece  of  capillary  tubing  is  connected 
with  a  small,  ordinary  pipette,  at  the  ends  of  which  are  attached 

*  Id  this  way  the  action  of  the  ever-present  nitrous  acid  upon  tfas  ind^ 
cator  is  avoided. 
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pieces  of  rubber  tubing,  and' the  latter  are  closed  with  pinch-cocks. 
The  bulb  is  filled  as  follows: 

The  lower  pinch-cock  is  closed,  the  upper  one  opened,  and  a 
vacuum  produced  by  sucking  through  the  upper  tube  and  then 
closing  the  pinch-cock.    The  lower  point  of  the  weighed  tube  is 
introduced  into  the  acid  and  the  lower  pinch-cock  opened.    When 
the  small  bulb  is  one-third  full  the  pinch-cock  is  closed,  the  upper 
end  of  the  capillary  tubing  is  melted  together,  and,  after  wiping 
off  the  acid  from  the  outside,  the  lower  end  is  likewise  sealed, 
and  the  bulb  weighed.    About  100  c.c.  of  water  are  placed  in  a 
flask  with  a  closely  fitting  ground-glass  stopper,  the  weighed  bully 
is  thrown  in,  and  it  is  broken  by  shaking.     In  this  way  the  very 
strongest,  fuming  sulphuric  acid  can  be  dissolved  in  water  with- 
out loss.    On  the  other  hand,  the  pipette  shown  in  Fig.  72  is  not 
so  good  for  the  weighing  out  of  an  acid  containing  70  per  cent,  or 
more  of  SO,.    K  the  acid  is  not  too  concentrated,  this  bulb  may 
be  emptied  as  was  described  for  the  pipette. 

For  the  analysis  of  the  solid  anhydride,  Stroof  places  a  little 
in  a  dry  weighing  tube,  and  concentrated  sulphuric  acid  of  known 
strength  is  added  until  a  fuming  acid  of  about  70  per  cent.  SO, 
is  obtained.  To  effect  solution,  the  mixture  is  warmed  to  about 
30^  to  40®  C.  in  a  loosely  stoppered  bottle.  The  acid  thus 
obtained  is  analyzed  as  above. 

Computation  of  the  SO,  Contents  of  a  Fuming  Sulphuric  Acid. 

The   above  titration  gives  not  only  the  sulphuric  anhydride 

present,  but  also  the  never-failing  SOj.    In  a  separate  portion, 

therefore,  the  amount  of  the  latter  is  determined  by  titration 

N 
with  a  Yjr  iodine  solution  (see  lodimetry),  an  equivalent  amount 

is  subtracted  from  the  total  amount  of  sodium  hydroxide  used, 
and  from  the  diflference  the  total  SOg  present  is  computed. 

With   regard  to  the  SOj,  the  following  reactions  take  place 
during  the  titrations: 

H3S0a+ NaOH= NaHSO,-f  H,0 
H,SOa+HjO+2I=2HI+HjS04 
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It  is  to  be  noted  in  the  first  reaction  that,  although  sulphurous 

acid  is  a  dibasic  acid,  the  end-point  is  reached,  with  methyl  orange 

as  an  indicator,  when  the  first  hydrogen  atom  has  been  neutralized. 

From  the  two  equations,  then,  it  is  evident  that  2  gm.  atoms  of 

N 
iodine  are  equivalent  to  1  gm.  molecule  of  NaOH,  or  1  c.c.  -^  iodine 

N 
solution  is  equivalent  to  i  c.c.  -rr:  sodium  hydroxide. 

N  N 

Since,  in  general,  5  c.c.  :r^  8olution=  1  c.c.-^  solution,  then 

N  N 

1  c.c.  T^  solution=^  c.c.  y  solution, 

N  N 

and  in  the  given  case  1  c.c.  j^  iodine^^V  cc.  —  sodium  hydroxide; 

N 
so  that  if  T  c.c.  —  alkali  were  used  in  the  first  titration  of  the 

N 
total  acid  present,  and  i  c.c.  of  —  iodine  solution  for  the  oxidation 

of  the  sulphurous  acid,  it  is  plain  that  2^~77:  represents  the  amoimt 

of  alkali  necessary  for  the  neutralization  of  the  total  sulphuric  acid. 
The  SOj  is  determined  by  an  indirect  analysis. 
We  will  assume  that  the  fuming  acid  consisted  of 

H,S04=x 

803=2/ 
S02=a 


100 
then  100  — a=x-f  y. 

In  order  to  determine  x  and  y  a  second  equation  is  necessary, 
and  this  is  found  from  the  titration  of  the  total  sulphuric  acid. 
Assume  that,  after  the  deduction  corresponding  to  the  amount  of 
SO2  has  been  made,  the  total  amount  of  H2SO4  was  foimd  to  be 
p  per  cent.,  then: 

1.  x+y   =100-a 

2.  x+my=^  p 

p+a-100  .    Q^ 

y=- — —1. — =per  cent.  SOj 
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x=100-(a+y)=per  cent.  HjSO^ 

Inequation2,      ni=?^^*=||58=i.2251 

and 

m- 1=0.2251 

Example* — ^3.5562 gms. of  fuming  acid  were  diluted  to  500 c.c, 
and  of  this  amount  100  c.c. =0.71 12  gm.  were  taken  for  analysis. 

N 

1.  100   c.c.    required   5.40   c.c.   —  iodine  =  5.4  X0.003203  = 

0.01730  gm.  SO,=2.43  per  cent.  SO,=a. 

N 

2.  100  c.c.  required  34.40  c.c.  -^  sodium  hydroxide. 

From  the  latter  must  be  deducted  0.54  c.c.  to  correspond  to 
the  amount  of  alkali  necessary  for  the  SOj.    34.40 — 0.54 = 33.86  c.c. 

33.86x0.02452=0.8305  gm.  H2S04=  116.7  per  cent.  =  p. 

If  these  values  are  introduced  in  the  above    equations  we 
obtain 

119.16-100     19.16     g.,,  ^  ^^ 

y — 6:2251- ==0:2251  ==^-^^  P^"  "^'^^-  ^» 

and 

x=  100 -(85.11 +2.43) =12.46  per  cent.  HjSO^ 

The  acid  contains,  therefore: 

H3S04«   12.46 1 
S03=  85.11 
80,=     2.43 


100.00 


*  Lunge,  ZeitBchr.  f.  angew.  Ch.,  1895,  p.  221. 

t  Like  all  indirect  analyses,  the  results  obtained  are  not  absolutely  accu- 
rate. Almost  all  fuming  acids  contain  solid  constituents  which  are  neg- 
lected in  the  above  calculation.  It  would  be  more  accurate  to  determine 
the  amount  of  the  latter  in  a  separate  portion,  by  weighing  the  residue  on 
ignition. 
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Preparation  of  Concentrated  Stilphuric  Acid  Mixtures  (M.  Gerster.) 

It  is  often  necessary  to  prepare  fuming  sulphuric  acid  of 
definite  concentration. 

Given: 

(a)    Fuming  sulphiu^ic  acid  {A)  with  a  per  cent,  free  SO,. 

(6)  Sulphuric  acid  {B)  with  c  per  cent.  HjSO^  and  100— c  per 
cent,  water. 

A  fuming  acid  containing  h  per  cent,  free  SO,  is  desired. 

To  obtain  the  latter,  100  gms.  of  the  acid  A  are  mixed  \^ith 
X  gms.  of  the  acid  B,  It  must  be  remembered,  however,  that  the 
water  in  the  acid  B  requires  SO,  in  order  to  form  100  per  cent- 
H3SO4: 

HaO+S03=H2SO,. 

The  acid  B  requires  for  the  water  present  in  each  100  gms 

H2O:SO3=(100-c):i/ 

(100-c)  SO,    (100-c)  80.06     .  ^^  ,,^      ,  ^^ 

y-=- jj-(5 -'=^ jg;^2 ^^'^  (100-c)  gms.  SO,. 

If  100  gms.  of  the  acid  J5  require  4.44  (100— c)  gms.  SO,  from  A^ 
then 
X  gms.  of  the  acid  B  require  0.0444  (100— c)  x  gms.  SO,  from  A. 

Now 

il  +  B 
(100+a;):[a-0.0444(100-c)a:]«  100:6 
100 (a-6)  .  ^ 

^-444+6-4.440  g^^'^^^' 

Example, — ^The  fuming  acid  A  contains  25.5  per  cent,  free 
SO,=a. 

Sulphuric  acid  B  contains  98.2  per  cent.  H2S04==c. 

The  acid  desired  is  to  contain  19.0  per  cent.  S03=6. 

If  these  values  are  inserted  in  the  above  equations,  we  obtain 

100(25.5-19.0)         650    ^,  ^_  „  o^     d 

^=444+19-^4,44X98.2=^  27  =  ^4.07  gms.  H,SO,.  B. 
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We  must  add,  therefore,  24.07  gms.  of  the  98.2  per  cent,  sulphuric 
acid  to  100  gms.  of  the  fuming  acid  in  order  to  obtain  an  acid 
containing  19.0  per  cent,  of  free  SO,. 

Titration  of  Hydroxylamine  Salts. 

Hydroxylamine  hydrochloride  reacts  neutral  towards  methyl 

orange  and  acid  towards  phenolphthalein.     If  the  latter  is, added 

to  an  aqueous  solution  of  the  salt,  and  the  titration  is  made  with 

N' 

^  alkali,  the  end-point  will  be  obtained  when  the  total  amount  of 

acid  present  has  been  neutralized  by  the  alkali.  It  is  impossible 
to  determine  the  amount  of  free  hydrochloric  acid  present 
when  phenolphthalein  is  used,  but  it  can  be  done  with  methyl 
orange.     Romijn  *  recommends  for  the  titration  of  the  acid  a 

:r^  borax  solution. 

Hydrofluoric  Acid.  ,s 

1000  C.C.  normal  alkali  =HF  =20.01  gms.  HF. 

Hydrofluoric  acid  can  be  titrated  with  phenolphthalein  as  an 
indicator,  but  not  with  litmus  or  methyl  orange.  The  acid  is 
measured  out  into  a  platinum  dish  by  means  of  a  pipette  which  is 
covered  with  beeswax,  an  excess  of  sodium  hydroxide  free  from 
alkali  is  added,  and  the  excess  of  the  latter  is  titrated  in  hot 
solution  with  an  acid  of  known  strength. t 

Hydrofluosilicic  Acid. 

1000  c.c.  of  N.KOH  or  Ba(OH)a  solution = 5^— •=  11^=,  72.2I  gms.  H^iF,. 

This  acid  can  only  be  titrated  with  potassium  or  barium  hydrox- 
ide in  the  presence  of  alcohol  (an  equal  volume  is  added)  and  using 
phenolphthalein  or  lacmoid  as  an  indicator  The  insoluble  potas- 
sium or  barium  salt  is  obtained: 

H3SiFe+2KOH= K2SiFe+2HA 
H2SiFe+Ba(OH)2=BaSiFe4-2H20. 

*  Zeitachr.  f.  anal  Ch.,  36  (1897),  p.  19.  This  method  has  not  been  tested 
in  the  author's  laboratory. 

t  Cf.  Winkler,  Zeitschr.  f.  angew.  Ch.,  1902,  p.  33. 
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If  it  is  attempted  to  make  the  titration  with  sodium  hydroxide 
solution,  unreliable  results  will  be  obtained,  because  the  soluble 
sodium  silico-fluoride  is  decomposed  according  to  the  equation 

Na^SiFe + 4NaOH = 6NaF  4-  Si(OH), 

and  this  decomposition  takes  place  gradually,  so  that  no  satisfac* 
tory  end-point  can  be  obtained. 

Determination  of  Organic  Acids. 

Methyl  orange  cannot  be  used  for  the  titration  of  organic  acids, 
but  either  phenolphthalein  or  litmus  may  be  employed.  If  car- 
bonic acid  is  present  at  the  same  time,  the  titration  is  made  in  a  hot 
solution  (cf.  p.  441).  It  is  best  to  dilute  the  organic  acid  with 
water  free  from  carbon  dioxide,  add  phenolphthalein,  and  titrate 
with  half-normal  barium  hydroxide  in  the  cold. 

To  illustrate. — ^It  is  desired  to  analyze  a  sample  of  acetic  anhy- 
dride. The  only  impurity  that  the  distilled  product  is  likely  to 
contain  is  acetic  acid,  so  that  it  is  a  question  of  determining  the 
amount  of  acid  and  anhydride  in  the  presence  of  one  another. 
Such  a  problem  can  be  solved  only  by  an  indirect  analysis. 
The  mixture  is  weighed  out  in  a  small  glass  bulb  and  then 
thrown  into  an  accurately-measured  amount  of  standard  barium 
hydroxide  solution.  The  latter  is  contained  in  a  flask  which  is 
connected  with  a  return-flow  condenser  and  at  the  top  of  the 
condenser  a  soda-lime  tube  is  fitted.  The  contents  of  the  flask 
are  warmed  gently  until  the  oil  has  completely  dissolved;  it  is 
thereby  changed  to  acetic  acid, 

CH,CO/^ + H,0=  2CH3COOH, 

and  the  latter  is  neutralized  by  the  alkali.  After  the  reaction  is 
complete,  a  drop  of  phenolphthalein  is  added  and  the  solution 
is  decolorized  by  the  addition  of  a  titrated  acid.  From  the  amount 
of  the  latter  used,  the  excess  of  the  alkali  is  known,  and  if  this 
is  deducted  from  the  total  amount  of  alkali  in  the  flask,  the  amount 
necessary  for  the  complete  neutralization  of  the  acetic  acid,  whether 
originally  present  as  the  free  acid  or  in  the  form  of  its  anhydride, 
can  be  calculated: 
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C4Ha03    C2H4OJ 

1.  X     -\-     y    =  p  (original  weight) ; 

2.  mx     +     y    =  3  (weight  acetic  acid  after  the  action  of  water) ; 

and  from  this  x  can  be  calculated. 

m  —  \ 

J    •       xl_  X-  2C2H4OJ        120.08  ^    <moo  ^ 

and  in  these  equations  m=  ^  „  \   =^/xr>/^^=  1.1766     and 

€411,08      102.06 

^    =5.6638. 


m—l 


Example, — ^The  absolutely  clear  preparation  of  acetic  anhy- 
dride from  a  well-known  firm  gave  the  following  results,  0.9665  gm. 
being  taken  for  the  analysis: 

N 
200  c.c.  of  barium  hydroxide  solution  required  187.79  c.c.  —  HCl; 

200  c.c.  of  barium  hydroxide  +  0.9665  gm.  of  substance 

N 
required  6.03  c.c.  t^  HCl; 

so  that  the  0.9665  gm.  of  substance  was  equivalent  to  181.76  c.c. 

N  N 

—  HCl,  and  this  amoxmt  of  -^  Ba(OH)p  solution  would  have  been 

required  to  neutralize  it.    This  corresponds  to 

181.76x0.006004=  1.0913  gms.  acetic  acid=g. 

If,  now,  the  values  of  p  and  q  are  introduced  in  the  previous 
equations,  we  obtain 

a:=  5.6638(1.0913-0.9665)  =  0.7068  gm.  anhydride, 

and  in  per  cent. 

0.9665: 0.7068=  100  :x 
x=  73.13  per  cent,  acetic  anhydride. 

The  preparation,  therefore,  contained 

Acetic  anhydride  =  73.13  per  cent. 

26  87  per  cent. 


Acetic  acid 


100.00  per  cent. 
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Determination  of  Stilphurous  Acid. 

For  the  detennination  of  sulphurous  acid  by  itself,  the  analy- 
sis is  always  accomplished,  as  recommended  by  Volhard,  by  an 
iodimetric  process,  i.e.,  it  is  oxidized  to  sulphuric  acid.  In  many 
cases,  however,  it  is  necessary  to  titrate  the  sulphurous  acid  with 
alkali  (cf.  p.  463),  and  here  the  choice  of  an  indicator  is  important, 
for  the  end-point  is  very  different  in  the  case  of  methyl  orange 
from  that  obtained  when  phenolphthalein  is  used : 

H2SOs4-2NaOH  =  Na,S03+2HjO  (with  phenolphthalein), 
H2SO3 + NaOH  -  NaHSO, 4-  H^O  (with  methyl  orange) . 

NaHSOj  reacts  acid  toward  phenolphthalein,  but  neutral 
toward  methyl  orange,  so  that  twice  as  much  alkai  would  be 
added  in  the  first  case.  The  most  accurate  results  are  obtained 
with  the  use  of  methyl  orange,  for  the  carbon  dioxide  which  is 
almost  always  present  does  not  exert  much  of  an  effect  upon  this 
indicator,  whereas  it  does  upon  phenolphthalein. 

Detennination  of  Orthophosphoric  Acid. 

NaH2P04  reacts  acid  toward  phenolphthalein,  and  neutral  toward 
methyl  orange,  while  Na2HP04  is  neutral  toward  the  former  indi- 
cator and  basic  toward  the  latter. 

Therefore,  on  titrating  free  phosphoric  acid  with  alkali  one  of 
the  following  reactions  will  take  place: 

1 .  H3PO4  4-  2XaOH  =  Na2HP04  +  2H2O  (phenolphthalein) . 

2.  H3PO4  +  NaOH  =  Na  HjP04  +  H^O  (methyl  orange) . 

The  first  reaction  is  not  sharp,  because  pure  NajHPO*  is  disso- 
ciated to  a  slight  extent,  so  hat  it  becomes  alkaline  to  phenol- 
phthalein : 

Na,  HPO4+H  OH?^NaH2P04  +  Na  OH. 

To  prevent  this  hydrolysis,  the  titration  is  best  effected  in  a 
cold,  concentrated  solution  containing  sodium  chloride. 


I 
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Determination  of  Boric  Acid. 

Free  boric  acid  has  no  action  upon  methyl  orange,  conse- 
quently alkali  borates  may  be  titrated  with  hydrochloric  and 
nitric  acids  using  this  indicator;  with  sulphuric  acid  the  results 
are  not  as  satisfactory,  for  there  is  in  this  case  no  sharp  color 
change.  If  phenolphthaldn  is  used  as  the  indicator,  the  red 
color  fades  gradually  and  the  end-point  cannot  be  determined 
with  certainty.  If,  on  the  other  hand,  sodium  hydroxide  is 
slowly  run  into  an  aqueous  solution  of  boric  acid  containing  phe- 
nolphthalein,  after  some  time  a  pale-pink  color  is  noticeable  which 
becomes  deeper  on  the  addition  of  more  alkali.  The  first  pink 
<;olor  is  formed  before  all  of  the  boric  acid  has  been  neutralized, 
for  sodium  borate  is  perceptibly  hydrolyzed.  Free  boric  acid  cannot 
be  titrated  by  itself,  but  if,  as  proposed  by  Jorgensen,*  a  sufficient 
amount  of  glycerine  t  (or  mannite)  is  added  to  the  solution,  the  hy- 
drolysis is  prevented,  so  that  when  1  mol.  of  NaOH  is  present  for 
1  mol.  of  HjBOj  the  solution  suddenly  changes  from  colorless  to 
red;  probably  a  stronger  acid  is  formed  by  the  addition  of  the 
glycerine,  the  glycerine-boric  acid,  (C3H5020H)B(OH). 

If  the  solution  does  not  contain  sufficient  glycerine  the  color 
change  takes  place  too  soon,  as  can  be  shown  by  the  addition  of 
more  glycerine.  If  the  red  color  disappears  on  adding  the  lat- 
ter, more  alkali  is  added  until  it  reappears.  The  right  end-point 
is  reached  when  the  red  color  no  longer  disappears  on  the  addition 
of  glycerine.  Inasmuch  as  commercial  glycerine  reacts  acid,  it 
must  be  just  neutralized  with  alkali  before  being  used  for  this 
determination.  Furthermore,  in  order  to  obtain  accurate  results 
it  is  necessary  that  the  solutions  should  be  absolutely  free  from 
carbonate. 

Application.     Determination  of  Boric  Add  in  an  Alkali  Borate  Free 

from  Carbonate.t 

About  30  gms.  of  the  borate  are  dissolved  in  water  free  from 
carbon  dioxide,  diluted  to  1  liter,  and  the  total  alkali  is  determined 


*  Zeitschr.  f.  Nahmngsm.  IX,  p.  389,  and  Zeitschr.  f.  angew.  Ch.,  1897| 

p.  5. 

t  Zeitschr.  f.  angew.  Ch.,  1896,  p.  549. 

t  M.  Honig  and  G.  Spitz,  Zeitachr.  f.  angew.  CL,  1896,  p.  549. 
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N 
in  an  aliquot  part  by  titration  with  y  hydrochloric  acid,  using 

methyl  orange  as  an  indicator.     A  fresh  portion  of  the  borate  is 

taken  and  exactly  neutralized  by  the  amount  of  hydrochloric 

acid  found  necessary  by  the  previous  titration ;  by  this  means  the 

solution  will  contain  free  boric  acid.    After  adding  about  50  c.c.  of 

glycerine  for  each  1.5  gms.  of  the  borate,  the  solution  is  titrated 

N 
with   7j-  sodium  hydroxide,  using  phenolphthalein  as  indicator. 

After  the  end-point  is  reached,  10  c.c.  more  of  glycerine  are  added,, 
and  this  usuaUy  causes  the  solution  to  become  colorless.  The  end- 
point  with  sodium  hydroxide  is  again  obtained  and  the  process 
repeated  until  finally  the  addition  of  glycerine  causes  no  further 
action  upon  the  end-point. 

If  the  borate  contained  carbonate,  the  portion  taken  for  analysis 
is  neutralized  with  acid  as  before,  then  boiled  for  a  few  minutes, 
taking  the  precaution  of  connecting  the  flask  containing  the  solu- 
tion with  a  return-flow  condenser.*  After  the  carbon  dioxide  is 
expelled,  the  sides  of  the  condenser  are  washed  down  with  water 
and  the  titration  with  sodium  hydroxide  made  as  before.f 


Determination  of  Carbonic  Acid. 

(a)  Determination  of  Free  Carbonic  Add, 

To  determine  the  amount  of  free  carbonic  acid  present  in  a 

dilute  aqueous  solution,  an  excess  of  titrated  barium  hydroxide 

N 
solution  is  added,  and  the  excess  is  determined  by  means  of  —  HCl, 

using  phenolphthalein  as  an  indicator: 

H3CO3+  Ba(0H)2 = BaC03+  2HjO 
1  c.c.  ^  HC1-0.QQ22  gm.  CO,. 


♦  The  condenser  serves  to  keep  back  any  boric  acid  escaping  with  the 
steam. 

t  For  another  method  see  Jones,  Am.  J.  Science  [4],  7,  147. 
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(fe)  Determination  of  Carbon  Dioxide  Present  as  Bicarbonale. 

N 
The  solution  is  titrated  with  —  HCl  in  the  presence  of  methyl 

orange: 

NaHC03+  HCl=NaCl+  HjCO, 

1  c.c.  Y^  HCl = 0.0044  gm.  CO,. 

(c)  Determination  of  Carbon  Dioxide  Present  as  Carbonate, 

N 
The  titration  is  eflfected  with  —  HCl  and  methyl  orange:* 

Na,CO,+  2HC1 = 2NaCl+  H,CO, 
1  c.c.  ~  HCl = 0.0022  gm.  COj. 


(d)  Determination  of  Free  Carbonic  Add  in  the  Presence  of 

Bicarbonate. 

N 
One  portion  is  titrated  with  —  HCl,  using  methyl  orange  as 

indicator,  and    the    amoimt    of    bicarbonate   is  determined    as 

under  (6). 

A  second  portion  is  treated  with  an  excess  of  barium  chloride.f 

then  with  an  excess  of  barium  hydroxide,  and  the  excess  of  the 

latter  titrated  back  with  HCl,  using  phenolphthalein  as  indicator. 

N 
If  the  amoimt  of  -jr  acid  used  for  the  first  titration  is  deducted 

N 
from  the  amount  of  —  barium  hydroxide  solution  foimd  to  be 

necessary  by  the  last  titration,  the  difference  multiplied  by  0.0022 
will  give  tihe  amount  of  free  carbonic  acid.} 

*  Alkaline-earth  carbonates  are  dissolved  in  aa  excess  of  standard  acid 
and  the  excess  titrated  back  with  standard  alkali. 

t  The  addition  of  barium  chloride  is  only  necessary  when  free  carbonic 
acid  is  titrated  in  the  presence  of  alkali  bicarbonates.  Without  it  free  alkali 
would  then  be  formed:    NaHC03  +  Ba(OH)2=-BaC03  +  H,0  +  NaOH. 

X  This  method  cannot  be  used  when  magnesium  salts  are  present. 
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(e)  Determination  of   Bicarbonate  in  the  Preaeru^e  of  Carbonate. 

Method  of  C,  Winkler. 

In  one  portion  the  total  alkalinity  is  detennined  by  titration 

N 
with  —  HCl,  using  methyl  orange  as  indicator.     This  requires 

T  c.c.  of  ^  HCl. 

In  a  second  portion  the  bicarbonate  is  detennined  by  adding 

N 
an  excess  of  jrr  NaOH,  then  neutral  barium  chloride  solution, 

and  afterward  titrating  the  excess  of  the  former  with  phenol- 

N 
phthalein  and  j^r  HCl.    We  will  assume  that  for  this  purpose 

N  N 

Ti  c.c.  jrr  NaOH   and  t  c.c.  t^t  HCl   were  used,  then  evidently 

N 
(Tj^—t)  c.c.  :r^  NaOH  were  necessary  to  convert  the  bicarbonate 

into  carbonate: 

NaHCO, + NaOH  =  Na,CO, + H,0. 

INaOH  corresponds,  consequently,  to  1C0„  or 

1  c.c.  ^  NaOH  =  0.0044  gm.  CO,, 

and  therefore  {T^—t)  O.OO^ii^CO^  as  bicarbonate. 
For  the  decomposition  of  the  normal  carbonate 

r-(7^,-0  =  (r+«-rj  c.c.  ^HQ 

were  necessary,  and  from  the  equation 

Na,CO,+2HCl=2NaCl+H,0+CO, 

it  is  evident  that 

2HC1=1C0, 
and 

1  c.c.  ^  Ha= 0.0022  gm.  CO,. 
The  carbon  dioxide  as  carbonate=(!r+<-ri)  0.0022  gm. 
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Remark. — It  has  been  proposed  to  determine  volumetrically 
the  free  and  bicarbonate  carbonic  acid  in  drinking  and  mineral 
waters;  with  the  former  accurate  results  can  be  obtained,  but 
with  the  latter  this  is  not  the  case.  In  the  determination  of  the 
total  alkalinity  not  only  the  bicarbonate  but  also  the  ever-present 
silicate  and  borate  are  likewise  determined,  so  that  this  in  many 
cases  causes  considerable  error  in  the  analysis  of  mineral  waters. 
Thus  in  analyzing  a  sample  of  mineral  water  containing  in  reality 
4.63  gms.  of  carbonic  acid  as  bicarbonate  per  kilogram,  the  titra- 
tion showed  5.42  gms.,  a  difference  of  0.61  gm.  COjI 

Determination  of  Carbonic  Acid  in  the  Air.    Method  of 

Pettenkofer. 

Principle. — A  large,  measured  volume  of  air  is  treated  with 
an  excess  of  titrated  barium  hydroxide  solution  whereby  the  car- 
bon dioxide  is  quantitatively  absorbed,  forming  insoluble  barium 
carbonate.  Phenolphthalein  is  added,  and  the  excess  of  barium 
hydroxide  is  determined  by  titration  with  hydrochloric  acid 
until  the  solution  is  colorless.  From  the  amount  of  alkali 
used  to  absorb  the  carbon  dioxide,  the  amount  of  the  latter  is 
calculated. 

Requirements. — 1.  A  bottle  of  about  5  liters  capacity,  which 
is  calibrated  by  weighing  it  dry  and  then  filled  with  water  at 
17^5  C. 

2.  Standard  solutions  of  barium  hydroxide  and  hydrochloric 

acid.     The  acid  is  prepared  so  that  1  c.c.  =0.25  c.c.  COj  at  0°  C. 

N 
and  760  mm.  pressure;  this  is  accomplished  by  diluting  223.3  c.c.  — 

hydrochloric   acid   to    1    liter.    The   barium   hydroxide   solution 
should  be  of  about  the  same  strength. 

Procedure. — ^The  flask,  with  its  capacity  etched  upon  it,  is 
placed  in  the  space  from  which  the  air  is  to  be  taken,  and  by  means 
of  a  bellows,  the  mouth  of  which  is  connected  wdth  a  piece  of 
rubber  tubing,  the  air  in  the  flask  is  changed;  about  100  strokes  are 
made  with  the  bellows.  The  flask  is  then  stoppered  with  a  rub- 
ber cap,  and  at  the  same  time  the  temperature  and  barometer 
readings  are  noted. 
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By  means  of  a  pipette,  100  c.c.  of  barium  hydroxide  solution 
are  run  into  the  flask,  the  rubber  cap  replaced  on  the  bottle,  and 
the  solution  is  gently  shaken  back  and  forth  in  the  flask  for  fif- 
teen minutes.  The  turbid  Uquid  is  then  poured  into  a  dry  flask, 
25  c.c.  are  pipetted  out,  phenolphthalein  is  added,  and  hydrochloric 
acid  slowly  run  in  with  constant  stirring  until  the  solution  is 
colorless.  This  requires  n  c.c,  so  that  for  the  100  c.c.  of  alkali 
solution,  4Xw  c.c.  would  be  necessary.  The  strength  of  the 
barium  hydroxide  in  terms  of  acid  is  now  accurately  determined; 
25  c.c.  of  barium  hydroxide  require  N  c.c.  of  the  standard  hydro- 
chloric acid,  or  100  c.c.  would  neutralize  4X-^  c.c.  of  acid. 

Calculation, — ^Assume  the  contents  of  the  flask  to  be  F  c.c. 
at  f  C.  and  B  vara,  pressure.  By  the  introduction  of  100  c.c.  barium 
hydroxide  solution  the  same  volume  of  air  was  replaced,  so  that 
the  amount  of  air  taken  for  analysis  amounts  to  (F~100)  c.c. 
at  t^  C.  and  B  nun.  pressure.  At  0°  C.  and  760  mm.  pressure  the 
volmne  is 

^    760(l+a.O 

100  c.c.  of  barium  hydroxide  solution  require  4  N  c.c.  HCl, 
while  100  c.c.  of  the  alkali  after  treatment  with  Vq  c.c.  of  air  require 
4  n  c.c.  of  the  acid  and  this  corresponds  to  4  (iV— n)-0.25=(iV— n) 
c.c.  COj  at  0*^  C.  and  760  nam.  pressure. 

The  amount  of  CO,  present  in  1  liter  of  air  measured  at  standard 
conditions  amounts  to 

^    lOOO-(iV-n) 

x= y= gms.  CO,.. 


n.  OXIDATION  AND  REDUCTION  METHODS. 

All  processes  considered  under  this  heading  are  those  in  which 
the  substance  analyzed  is  either  oxidized  or  reduced  by  means 
of  the  solution  with  which  the  titration  is  made.  As  a  standard 
for  measuring  the  normality,  we  consider  the  oxidation  of  two 
gm.-atoms  of  hydrogen  by  1  gm.-atom  of  oxygen.  The  normal 
solution,  therefore,  will  be  one  which  for  each  1000  c.c.  gives  up 

or  requires  -^^^S  gms.  of  oxygen =1  gm.  of  hydrogen. 

Oxidation  Methods. 

A.  The  Permanganate  Methods. 

These  are  based  upon  the  fact  that  2  gm.-molecules  of  potas- 
sium permanganate  in  add  solviion  give  up  5  gm.-atoms  of 
oxygen,  equivalent  to  10  gm.-atoms  of  hydrogen: 

2KMn04  -  K2O+  2MnO+  0^{  =  lOH). 

Or,  what  amoimts  to  the  same  thing,  each  atom  of  manganese  is 
reduced  from  a  valence  of  7  to  a  valence  of  2,  so  that  IKMnO^  will 
oxidize  the  equivalent  of  5H. 

The  solution  must  always  contain  enough  sulphuric  acid  in 
order  that  the  metals  will  be  left  in  the  form  of  sulphates  and  not 
as  oxides;  otherwise  less  oxygen  is  available  from  the  perman- 
ganate (cf.  p.  486). 

The  amount  of  potassimn  permanganate  required  for  the  prep- 
aration of  a  liter  of  normal  solution  is  shown  by  the  above  equa- 

tion  to  be  — ? — ^^ — =31.63  gms. 

N  N 

For  the  great  majority  of  oxidation  analyses  jt:  and  rarely  -g- 

solutions  are  used. 

The  Preparation  of  —  Potassium  Permanganate  Solution 

was  described  on  p.  79. 

477 
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Standardization  of  Permanganate  Solution. 

1.  Against  Metallic  Iron. 

N 
The  practice  of  standardizing  an  —  permanganate  solution  by 

means  of  electrol3rtic  iron  is  to  be  recommended.  The  procedure 
has  already  been  described  on  p.  81. 

It  is  true  that  the  method  is  somewhat  tedious,  but  by  this 
means  accurate  results  are  guaranteed.  For  afterward  testing 
the  strength  of  the  solution,  ordinary  piano-wire  may  be  used, 
whose  apparent  iron  value  has  been  compared  once  for  all  with 
the  value  obtained  from  electrolytic  iron  (cf.  p.  86).  Only  when 
a  new  supply  of  the  iron  wire  is  purchased  is  it  necessary  to  repeat 
the  comparison  with  the  pure  iron. 

It  may  be  mentioned,  too,  that  the  apparent  iron  value  is 
different  according  to  the  method  used  for  dissolving  the  wire. 
Frequently  a  small  200-c.c.  flask  is  used  for  the  solution  of  the 
iron  and  the  flask  is  closed  by  means  of  a  perforated  rubber  stopper 
containing  a  small  glass  tube.  The  outer  end  of  the  tube  is  fitted 
with  a  Bimsen  valve,  i.e.  a  small  piece  of  rubber  tubing  is  placed 
over  the  glass  tube  and  its  end  is  closed  by  means  of  a  piece  of 
stirring-rod,  and  on  the  side  of  the  rubber  tubing  is  cut  a  slit  through 
which  gases  can  escape  from  the  flask  but  which  closes  and  pre- 
vents the  entrance  of  air. 

When  a  large  liter  flask  containing  500  c.c.  of  dilute  sulphuric 
acid  at  the  temperature  of  (the  water-bath)  is  used  for  dissolving 
the  iron,  as  shown  in  Fig.  29,  more  of  the  impurities  present 
in  the  iron  (hydrocarbons,  etc.)  will  remain  in  solution  and  more 
permanganate  solution  will  be  required  for  the  oxidation  than 
when  the  solution  is  effected  in  50  c.c.  of  liquid  at  the  boiling  tem- 
perature. Evidently,  then,  it  is  necessary  to  always  dissolve  the 
iron  in  the  same  way  when  using  ordinary  iron  wire  for  the 
standardization.* 


*  Dr.  Schudl  found  the  apparent  iron  value  of  a  sample  of  iron  wire  to 
be  100.51  and  100.53  per  cent  Fe  when  dissolved  in  500  c.c  dilute  H^^, 
as  described  on  p.  86,  while  the  values  100.14  and  100.28  per  cent  Fe  were 
obtained  by  using  the  small  flask  with  Bunsen  valve. 
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2.  Against  Oxalic  Add. 

Tenth-normal  oxalic  acid  solution  is  excellent  for  the  standard- 
ization of  a  permanganate  solution.  By  means  of  a  pipette  25  c.c. 
are  measured  into  a  beaker,  10  c.c.  of  dilute  sulphuric  acid  (1:4) 
are  added,  the  solution  is  diluted  with  water  at  about  70**  C.  to 
a  volimie  of  200  c.c,  and  the  permanganate  is  run  into  it,  with 
constant  stirring,  from  a  glass-stoppered  burette.  At  first  the  solu- 
tion is  colored  red  for  several  seconds,  then  it  becomes  colorless 
but  after  the  reaction  is  once  started  the  permanganate  is  rapidly 
decolorized  imtil  an  excess  is  present.  The  permanent  pink  color 
is  imparted  to  the  solution  by  the  permanganate  as  soon  as  all 
the  oxalic  acid  is  oxidized;  this  is  taken  as  the  end-point. 

The  oxidation  is  expressed  by  the  following  equation: 

2KMnO,+  5H,CA+  SH^SO^  =  K,SO,+  2Mn30,+  8H,0-f-  lOCO^. 
Since  for  the  oxidation  of  1  gm.  molecule  of  oxalic  acid, 

COOH 

+  0=200^+ HA 


COOH 

N 
1  gm.-atom  of  oxygen  is  necessary,  and  1  liter  —  oxalic  acid  con- 

N 
tains  ^  gm.-molecule  of  the  acid.it  is  evident  that  1000  c.c i  of  ~ 

oxalic  acid  are  equivalent  to  ^  gm.-atom  of  oxygen =0.8  gm.  and 
1  c.c.  of  the  solution =0.0008  gm.  O. 

N 
If  for  the  oxidation  of  25  c.c.  —  oxalic  acid  243  c.c.  of  per- 
manganate solution  were  required,  these  24.3  c.c.  correspond  to 
25X0.0008=0.0200  gm.  oxygen  or  1  c.c.  KMn04=^^  =0.0008230 

gm.  O. 

Instead  of  expressing  the  concentration  of  the  permanganate 
solution  in  terms  of  oxygen,  it  has  been  the  custom  to  express 
it  in  terms  of  iron.  The  following  consideration  will  show  how 
the  calculation  may  be  made. 

From  the  oxidation  equation 

2FeO+0=Fe,Oa 
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it  follows  that  1  gm.-atom  of  oxygen  is  necessary  for  the  oxida- 
tion of  2  gm.-atoms  of  iron;  consequently  i  gm.-atom  of  oxygen 

N 
(»1H= 10,000  c.c.  —  oxalic  acid)  corresponds  to  1  gm.ratom  iron, 

N 
so  that  26  c.c.  —  oxalic  acid =24.3  c.c.  permanganate  =»  25X0.0056 

0.1400 
24.3 


>0.1400  gm.  iron;  or  1  c.c.  of  the  permanganate  solution = 


« 0.005761  gm.  Fe. 

Remark, — Against  the  use  of  oxalic  acid  solution  for  the  stand- 
ardization of  a  permanganate  solution  is  the  fact  that  the  con- 
centration of  the  aqueous  solution  is  not  permanent;  for  this 
reason,  E.  Riegler*  proposed  the  addition  of  50  c.c.  of  concen- 
trated sulphuric  acid  to  each  liter  of  the  oxalic  acid,  by  which 
means  the  solution  can  be  kept  unchanged  for  a  much  longer 
length  of  time.  That  this  is  the  case  is  shown  by  the  following 
experiments:  A  solution  of  oxalic  acid  in  water  was  prepared, 
and  also  one  in  dilute  sulphuric  acid.  Both  solutions  were  titrated 
on  the  Same  day  with  permanganate  solution  which  had  been 
standardized  against  electrolytic  iron.  At  the  end  of  eight  months 
the  same  solutions  were  titrated  against  a  freshly-standardized 
permanganate  solution,  with  the  following  results: 


Freshly-prepared . 
After  8  months. . . 


Aqueous  Oxalic  Acid. 


N 
1000  C.C.  -1000.6  C.C.  —  sol. 

1000  C.C.-  994.9  C.C.   "    " 


OxaJic  Add  containins 
Sulphuric  Acid. 


N 
1000  C.C. « 1002.5  CO.  jz  soL 

1000  C.C. -1001.8   "    "     " 


At  the  end  of  eight  months,  therefore,  the  aqueous  solution 
had  depreciated  0.56  per  cent,  in  strength,  while  the  solution  con- 
taining the  sulphuric  acid  had  only  weakened  to  an  extent  of 
0.12  per  cent,  of  its  original  concentration. 

From  this  it  is  evident  that  a  solution  of  oxalic  acid  contain- 
ing sulphuric  acid  can  be  used  for  the  standardization  of  a  per- 
manganate solution,  provided  the  former  has  not  stood  more  than 


*  Zeitschr.  f.  anal  Chem.,  1896,  p.  522. 
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eight  months  since  it  was  prepared.     The  use  of  old  aqueous 
solutions  of  oxalic  acid  is  to  be  discouraged. 

3.  Against  Sodium  Thiosvlphate. 
See  lodimetry. 

4.  Against  Hydrogen  Peroxide. 
See  Gasometric  Methods. 

Permanence  of  Potassium  Permanganate  Solutions. 

As  mentioned  on  p.  80,  a  permanganate  solution  will  keep 
indefinitely,  provided  it  is  kept  free  from  dust  and  reducing  vapors. 
In  order  to  test  the  permanence  of  such  a  solution,*  it  was  stand- 
ardized against  electrolytic  iron  and  after  eight  months  it  was 
again  tested. f  It  had  lost  only  0.17  per  cent,  of  its  original  value 
and  could  be  used  for  all  ordinary  analyses.  For  very  accurate 
work,  however,  it  is  advisable  to  standardize  the  solution  fre- 
quently. 

Uses  of  Permanganate  Solution. 

I.  Determination  of  Iron  (Margueritte  1846). 

^  r  0.0056  gm.  Fe 

1  c.c.  T^  KMn04  corresponds  to  -<  0.0072  gm.  FeO 

(  0.0080  gm.  Fe^O, 
In  this  determination  the  iron  is  oxidized  from  the  ferrous 
to  the  ferric  condition: 

2KMn04-f  10FeS04+  8H3SO,  =  ¥^^0^+  2MnS0,+  5Fe2(SO,)s+  8H,0 

The  solution  of  the  ferrous  salt  is  strongly  acidified  with  sul- 
phuric acid  (about  5  c.c.  of  concentrated  sulphuric  acid  should 
be  present  for  each  100  c.c.  of  the  solution),  diluted  with  boiled 
water  to  a  volume  of  400  to  500  c.c.  and  titrated  in  the  cold  by 
the  addition  of  potassium  permanganate  from  a  glass-stoppered 
burette  until  a  permanent  pink  color  is  obtained.  If  the  pennan- 
anate  solution  is  tenth-normal,  the  number  of  cubic  centimeters 


S 


*  The  solution  was  already  three  months  old. 

tin  June,  1899,  1  c.c.  of  the  KMnO^  solution  =0.0054853  gm.  Fe;  in 
March,  1900,  1  c.c  of  the  KMnO^  solution « 0.0054761  gm.  Fe.  See  also 
Morse,  Hopkins  and  Walker,  Am.  Chem.  Jour.,  18,  401 . 
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used  multiplied  by  0.0056,  0.0072,  or  0.0080  will  give  respectively 
the  amounts  of  metal,  ferrous  or  feme  oxide. 

This  determination  aflfords  very  accurate  results  and  is  un- 
questionably one  of  the  best  methods  for  determining  iron. 

Remark. — ^The  titration  of  iron  in  hydrochloric  acid  solution 
gives  high  results  unless  particular  precautions  are  taken.  If 
dilute  permanganate  solution  is  allowed  to  run  into  a  cold  dilute 
solution  of  ferrous  chloride  containing  hydrochloric  acid,  the 
former  is  decolorized  and  the  iron  is  oxidized,  but  there  is  a 
noticeable  evolution  of  chlorine.  More  permanganate  is  used  up 
than  is  necessary  to  oxidize  the  ferrous  salt  to  the  ferric  condition. 

Lowenthal  and  Lenssen  *  first  called  attention  to  this  fact, 
and  declared  the  method  of  Margueritte  to  be  accurate  only  when 
hydrochloric  acid  and  chlorides  are  absent. 

Kesslerf  (1863)  and  Zimmermann  (1881),  J  however,  have 
shown  that  it  is  possible  to  obtain  satisfactory  results  even  in 
hydrochloric  acid  solution,  if  considerable  manganous  sulphate  is 
present. 

Manchot  §  has  studied  the  oxidation  of  iron  under  many  dif- 
ferent conditions,  and  has  come  to  the  conclusion  that  there  is 
a  tendency  to  form  a  peroxide  of  iron,  in  this  case  corresponding 
to  the  formula  Fe^^Oj,  though  up  the  present  time  such  a 
compound  has  not  been  isolated. 

The  presence  of  hydrochloric  acid  seems  to  favor  the  forma- 
tion of  this  peroxide  on  treatment  with  permanganate,  but  it 
is  so  unstable  that  it  breaks  down,  oxidizing  a  part  of  the  hydro- 
chloric acid.  This  explains  the  fact  that  if  the  permanganate 
solution  is  added  to  the  same  amount  of  cold,  dilute  hydrochloric 
acid  without  the  presence  of  the  ferrous  salt,  there  is  no  evolution 
of  chlorine. 

The  action  of  the  manganese  sulphate  is  probably  twofold. 
On  the  one  hand  it  regulates  the  velocity  of  the  reaction  between 
ferrous  oxide  and  permanganic  acid,  for,  according  to  A^olhard, 
the  HMn04  acts  upon  the  manganous  salt  with  the  formation  of 

*  Pogg.  Ann.,  118.  p.  41,  and  119,  p.  225. 

t  Zeitschr.  f.  anal.  Ch.,  I  329,  (1863). 

X  Liebig's  Annalen,  213,  302,  and  Berichte,  14,  p.  779. 

§  Liebig  s  Annalen,  325  (1902),  p.  114. 
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manganese  peroxide,  which  then  reacts  with  the  ferrous  salt; 
on  the  other  hand  it  takes  up  the  oxygen  from  the  iron  peroxide 
and  carries  it  to  the  unoxidized  ferrous  salt.  In  both  cases  it  is 
essential  that  manganese  peroxide  does  not  react  with  hydro- 
chloric acid  very  rapidly,  and  it  is  necessary,  too,  that  the  amount 
of  manganous  salt  present  shall  not  exceed  the  amount  of  iron 
present. 

Zimmermann  suggested  a  similar  explanation,  but  it  seemed 
to  meet  with  but  little  approval,  so  that  the  hypothesis  of  Wagner  * 
was  quite  generally  adopted,  llie  Tatter  claimed  that  the  excess 
of  permanganate  required  for  the  titration  of  ferrous  chloride  in 
the  absence  of  manganous  sulphate  was  due  to  the  intermediate 
formation  and  rapid  oxidation  of  a  ferrous-hydrochloric  acid, 
FeClj-2HCl. 

Manchot's  explanation,  however,  seems  to  be  the  better  one. 

Although  it  is  possible,  then,  to  titrate  iron  in  hydrochloric 
acid  solutions  in  the  presence  of  manganous  sulphate,  the  method 
possesses  the  disadvantage  that  the  end-point  cannot  be  seen  so 
distinctly  as  when  no  chloride  is  present,  since  ferric  chloride 
forms  a  much  more  yellow  solution  than  does  ferric  sulphate. 
This  difficulty  can  be  overcome  by  the  addition  of  phosphoric 
acid,  as  suggested  by  C.  Reinhardt.f 

TITRATION   OP    FERROUS   SALTS    IN   HYDROCHLORIC   ACID    SOLUTION. 

METHOD    OF   ZIMMERMANN-REINHARDT. 

From  6  to  8  c.c.  of  the  manganese  sulphate  solution  prepared 
as  described  below  are  added  to  the  solution,  and  after  diluting 
with  boiled  water  to  a  volume  of  500  c.c.  it  is  titrated  with  potas- 
sium permanganate. 

The  manganous  sulphate  solution  is  prepared  as  follows:  67gms. 
of  crystallized  manganous  sulphate  (MnS04+4H20)  are  dissolved 
in  500  to  600  c.c.  of  water,  138  c.c.  of  phosphoric  acid  (of  specific 
gravity  1.7)  and  130  c.c.  of  concentrated  sulphuric  acid  (sp.  gr.  1.82) 
are  added,  and  the  mixture  is  diluted  to  1  liter. 

If  the  iron  is  present  as  ferric  salt,  it  must  be  reduced  com- 

*Zeit«ohr.  f.  physikal.  Chem.,  28,  33. 

t  Stahl  und  Eisen,  1884,  p.  709,  and  Chem.  Ztg.,  13,  323. 
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pletely  to  the  ferrous   condition  before  it  can  be  titrated  with 
potassium  permanganate. 

THE  REDUCTION  OF  FERRIC  SALTS  TO  FERROUS  SALTS 

can  be  accomplished  in  a  number  of  different  ways. 

1.  By  Hydrogen  Sulphide, 

This  reduction  has  already  been  described  on  page  87. 

2.  By  Sidphur  Dioxide, 

The  solution  containing  the  ferric  salt  is  neutralized  with 
sodium  carbonate,*  an  excess  of  sulphurous  acid  is  added 
the  solution  boiled,  and  a  current  of  carbon  dioxide  is  passed 
through  it  until  the  excess  of  the  reagent  is  completely  removed. f 
The  reduced  solution  is  then  cooled  in  an  atmosphere  of  carbon 
dioxide  and  titrated. 

3.  By  Metals, 

The  acid  solution  of  the  ferric  salt,  contained  in  a  small  flask 
fitted  with  a  Bunsen  valve,  is  reduced  by  heating  on  the  water- 
bath  with  the  addition  of  small  pieces  of  chemically-pure  zinc  until 
the  solution  is  completely  colorless  and  a  drop  of  it,  removed  by 
means  of  a  piece  of  capillary  tubing,  will  no  longer  give  any  color 
with  potassium  sulphocyanate  solution.  After  cooling,  the  solu- 
tion is  poured  through  a  funnel  containing  a  platinum  cone  (no 
paper),  and  the  undissolved  zinc  remaining  in  the  fimnel  is  washed 
several  times  with  boiled  water.  { 

Remark, — Since  zinc  often  contains  iron,  a  blank  experiment 
must  be  made  by  dissolving  3  to  5  gms.  in  the  same  way  and  titra- 
ting the  solution  with  permanganate.     If  iron  is  present,  as  shown 

*  Ferric  salts  are  not  completely  reduced  by  sulphurous  acid  in  the  pres- 
ence of  considerable  hydrochloric  or  sulphuric  acid. 

t  It  is  not  advisable  to  depend  upon  the  sense  of  smell.     The  escaping 

gas  is  tested  by  passing  it  through  dilute  sulphuric  acid  containing  a  few 

N 
drops  of  jrr  KMnO^  solution.     If  the  latter  is  not  decolorized  at  the  end  of 

two  or  three  minutes,  the  excess  of  sulphurous  acid  has  been  removed. 

t  The  reduction  by  means  of  zinc  may  be  satisfactorily  accomplished  with 
a  "  Jones  reductor."     Cf .  Blair,  The  Chemical  Analysis  of  Iron,  p.  95  et  seq. 
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by  the  fact  that  a  measurable  amount  of  potassium  permanga- 
nate is  decolorized,  the  reduction  of  the  ferric  salt  must  be  effected 
by  means  of  a  weighed  amount  of  zinc  and  a  correction  made  for 
the  iron.  It  is  self-evident  that  in  this  case  the  titration  must 
not  take  place  until  all  of  the  zinc  has  dissolved.  Instead  of  zinc, 
cadmiiun  and  aluminium  are  frequently  used. 

Remark, — ^Against  this  method  objections  can  be  raised.  In 
the  first  place,  the  fact  that  a  foreign  metal  is  introduced  into 
the  solution  is  in  many  cases  unfortunate.  Furthermore,  by 
means  of  zinc,  titanic  acid  is  reduced  to  TijO,,  only  to  be  oxidized 
again  by  the  permanganate  solution,  so  that  more  permanganate 
solution  will  then  be  required  than  corresponds  to  the  amount  of 
iron  present.  By  means  of  HjS  or  SO,,  titanic  acid  is  not  reduced 
and  there  is  no  foreign  metal  introduced  into  the  solution.  Con- 
sequently, for  accurate  mineral  analyses,  it  is  necessary  to  use 
one  of  these  methods,  and  in  fact  the  reduction  by  means  of 
hydrogen  sulphide  is  to  be  preferred.  By  means  of  the  latter  the 
ferric  salt  is  completely  reduced,  independent  of  how  little  or  how 
much  free  acid  is  present  in  the  solution;  again,  any  metals  of 
the  hydrogen  sulphide  group  are  precipitated  at  the  same  time; 
while  finally  it  is  easy  to  recognize  the  fact  that  the  excess 
of  the  gas  has  been  removed  by  the  use  of  the  sensitive  lead 
acetate  paper  test. 

4.  By  Stannous  Chloride. 

This  method  proposed  by  Zimmermann  and  Reinhardt*  is 
especially  suited  for  metallurgical  purposes,  because  it  can  be 
accomplished  most  rapidly. 

Principle, — ^The  method  depends  upon  the  fact  that  ferric 
chloride  in  hot  solution  is  easily  reduced  by  stannous  chloride: 

2SnCl3+  FeCl, = 2i^iiC\,+  2FeCl^. 

The  complete  decolorization  of  the  solution  shows  the  end- 
point  of  the  reduction.  In  order  to  make  sure,  however,  a  slight 
excess  of  stannous  chloride  is  added  and  afterwards  oxidized  by 
means  of  mercuric  chloride: 

SnCl2+  2HgClj  =  SnCI,+  HgA- 
*  Loc.  cit. 
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After  this  treatment,  which  consumes  but  a  few  minutes,  some 
manganese  sulphate  solution  is  added  and  the  solution  imme- 
diately titrated  with  potassium  permanganate. 

RequirernetUs, 

(a)  Stannous  chloride  solution.  250  gms.  of  stannous  chloride 
are  dissolved  in  100  c.c.  of  concentrated  hydrochloric  acid  and 
diluted  with  water  to  a  volume  of  one  liter. 

(6)  Hydrochloric  acid.  1  part  concentrated  acid  +  1  part  of 
water. 

(c)  Mercuric  chloride  solution.  A  satiirated  solution  of  the 
pure  commercial  salt  in  water  is  used. 

{d)  Manganese  sulphate  solution.    See  p.  483. 

Procedure, — ^The  ferric  salt  is  dissolved  in  20  c.c.  of  the  hydro- 
chloric acid  (6)  heated  to  boiling,  the  flame  removed,  and  the 
stannous  chloride  solution  (a)  is  added  drop  by  drop  until  the 
iron  solution  becomes  colorless.  The  latter  is  then  diluted  to 
100  c.c.  with  cold  distilled  water  and  10  c.c.  of  mercuric  chloride 
(c)  are  quickly  added,  whereby  a  slight  silky  precipitate  of 
HgjClj*  is  formed.  The  solution  is  then  diluted  to  about  500  c.c, 
6  to  8  c.c.  of  the  manganese  sulphate  solution  (d)  are  added,  and 
the  mixture  is  titrated  with  potassium  permanganate  until  a  pink 
color  permanent  for  one  minute  is  obtained. 

Example  Determination  of  Iron  in  Hemaiite,  Fe,Oa. — ^About 
0.25  to  0.3  gm.  of  the  finely-powdered  mineral  is  weighed  out  into 
a  beaker.  3  c.c.  of  the  stannous  chloride  solution  (a)  f  are  added, 
and  15  c.c.  of  the  acid  (6).  The  beaker  is  covered  with  a  watch- 
glass  and  its  contents  heated  to  boiling  until  all  of  the  iron  oxide 
has  dissolved  and  a  white  sandy  residue  is  obtained.  This  oper- 
ation seldom  requires  more  than  ten  minutes.  The  slightly  yellow 
colored  solution  thus  obtained  is  carefully  treated  with  stannous 
chloride  drop  by  drop  imtil  it  becomes  colorless  and  the  reduced 
solution  is  analyzed  as  above. 

♦If  the  precipitate  produced  by  mercuric  chloride  is  at  all  grasrish  in 
color,  the  portion  must  be  thrown  away;  too  lai^e  an  excess  of  stannous 
chloride  was  used.  Moreover,  the  end  point  with  peimanganate  is  difficult 
to  see  if  the  solution  contains  much  precipitate. 

t  The  stannous  chloride  greatly  facilitates  the  solution  of  the  hematite. 
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2.  Determination  of  Manganese.    Method  of  Volhard.* 

1000  c.c.  N.  KMnO,t=^  =  ^  «  16.5  gms.  Mn. 

If  an  almost  boiling,  slightly  acid  solution  of  manganese  sul- 
phate is  slowly  treated  with  a  solution  of  potassium  permanga- 
nate, each  drop  will  cause  the  formation  of  manganous  acid 
(HjMnOj),  which  is  formed  under  certain  conditions  according  to 
the  following  scheme: 

KjO  Mn^O,  f  3MnO  =  K2O+  5MnOj 

^2KMnO,"" 

According  to  this  equation,  therefore,  2KMn04  will  oxidize 
3  gm.-atoms  of  manganese,  and  as  1000  c.c.  of  N.  KMnO<  con- 
tain \  gm.-mol.  KMn04,  evidently  this  amount  of  permanganate 

corresponds  to  -^^  =  16.5  gms.  Mn. 

A.  Guyard,  who  first  determined  manganese  by  this  method, 
assumed  that  the  oxidation  took  place  according  to  the  following 
equation : 

2KMn04+  3MnS04+  7HjO =2KHS04+  H3SO4+  SH^MnO,. 

In  reality,  however,  the  reaction  does  not  take  place  in  this 
way,  but  instead  of  pure  manganous  acid  being  precipitated, 
different  acid  manganites  of  varying  composition  are  formed;  e.g., 

yOH 

Mn^O 

4KMn04+  llMnS04+  14HjO  =  4KHS04+  7H2SO4+  5       ^>  Mn. 

Mn^ 
\0H 

*  Ann.  der  Chem.  und  Pharm.,  198,  p.  318. 

t  Strictly  speaking,  the  normality  of  the  permanganate  is  different  when 

used  to  oxidize  manganese  in  slightly  acid  or  neutral  solution.     In  this  case 

the  manganese  of  the  permanganate  is  reduced  to  the  tetravalent  fonn  instead 

of  to  bivalent  manganese,  so  that  a  normal  solution  would  now  contain 

KMnO,  .     ,     ,    ,  KMnO,  _  1.        *  ■         .  .      *     j 

— - — -*  gms.  mstead  of r — -  gms.    Inasmuch  as  it  is  customary  to  stand- 

3  o 

ardize  permanganate  in   strongly  acid  solution  irrespective   of   the  way  in 

which  it  is  to  be  used,  we  shall  understand  by  normal  KMnO^  a  solution 

which  is  normal  in  strongly  acid  solution. — [Translator.] 
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Volhard  has  shown  that  if  calcium,  barium,  or,  better  still,  zinc 
salts,  are  present,  manganites  of  these  metals  are  precipitated. 
The  precipitate,  although  varying  in  composition,  contains  all 
of  the  manganese  in  the  tetravalent  form;  e.g., 

/OH 

4KMn04+  5ZnS0,+  6MnS04+  14HjO  =  ^^ 

= 4KHS0,+  7H3SO4+  5        '^>  Zn. 

Mn^ 

In  case  iron  is  present,  the  reaction  does  not  take  place  quan- 
titatively in  the  direction  from  left  to  right,  so  that  a  different 
procedure  is  then  necessary. 

(a)  procedure  when  iron  is  absent. 

N 
Requirem^ents. — 1.  A  —  potassium  permanganate  solution. 

2.  A  manganese  sulphate  solution,  obtained  by  dissolving  4.5318 

gms.  of  anhydrous  manganous  sulphate  in  one  liter  of  solution: 

N 
1  c.c.  of  this  solution=l  c.c.  of  t^  KMn04.* 

3.  A  zinc  sulphate  solution  obtained  by  dissolving  200  gms. 
zinc  sulphate  in  one  Uter  of  water. 

4.  Zinc  oxide  suspended  in  water,  obtained  by  precipitating 
pure  zinc  sulphate  by  means  of  caustic  potash  solution  in  such  a 
way  that  the  solution  does  not  react  alkaline.  The  residue  is 
washed  several  times  with  hot  water,  then  transferred  to  a  tightly- 
stoppered  bottle,  and  kept  suspended  in  water. 

Standardization  of  the  Permanganate  Solution, 

20  c.c.  of  the  manganese  sulphate  solution  are  placed  in  an 
Erlenmeyer  flask,  40  c.c.  of  zinc  sulphate  solution  and  2  or  3  drops 
of  nitric  acid  t  are  added,  after  which  the  mixture  is  diluted  to 

*  Strictly  speaking ,  this  solution  is  ^  normal     By  definition,  a  ^  solu- 

of  manganese  sulphate  contains  ~P-?y<= 7.553  gms.  MnSO^  in  one  liter.  Such 

a  solution,  however,  would  not  be  equivalent  to  a  KMn04  solution  which  \b 
tenth  normal  in  add  soltUion,    Cf.  foot-note  to  page  487  (Translator). 

t  The  addition  of  the  nitric  acid  causes  the  precipitate  to  settle  much 
more  quickly. 
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200  c.c.y  heated  to  boiling,  and  treated  with  potassium  permanga- 
nate solution,  added  with  constant  shaking,  until  the  supernatant 
liquid  remains  a  permanent  pink. 

Titration  of  Manganese. 

If  a  neutral  solution  of  manganese  sulphate  is  to  be  analyzed, 
the  same  procedure  is  used  as  in  the  above  standardization.  If 
the  solution  contains  manganous  chloride,  it  should  be  freed  from 
hydrochloric  acid  by  evaporation  with  an  excess  of  sulphuric 
acid.  The  acid  solution  thus  obtained  is  neutralized  with  the 
zinc  oxide  until  a  little  of  the  latter  remains  suspended  in  the 
liquid.     From  this  point  the  procedure  is  the  same  as  before. 

(b)  procedure  when  iron  is  present. 

If  a  hydrochloric  acid  solution  is  to  be  analyzed  containing  all 
of  the  iron  in  the  ferric  form,  it  is  evaporated  to  drjmess  with  the 
addition  of  sulphuric  acid,  the  dry  mass  is  moistened  with  nitric 
acid  and  warmed  until  complete  solution  is  effected.  The  greater 
part  of  the  acid  is  neutralized  with  sodium  hydroxide  solution, 
the  solution  placed  in  a  measuring-flask,  and  an  excess  of  the  zinc 
oxide  is  added  whereby  all  of  the  iron  is  precipitated  as  hydroxide. 
The  liquid  is  diluted  up  to  the  mark  with  water,  filtered  through  a 
dry  filter,  and  an  aliquot  part  of  the  filtrate  is  titrated  as  before 
with  potassium  permanganate  solution.* 

3.  Determination  of  Uranium.    Method  of  Belhoubek^f 

Zimmermann,}  Hillebrand.§ 

1000  C.C.  N.  KMnO^-^  =  -=^  -119.8  gms.  U. 

This  method  is  especially  suited  for  testing  the  purity  of  a 
precipitate  of  VjO^  obtained  in  the  analysis  of  uranium  minerals. 
It  is  based  upon  the  fact  that  when  UjOg  is  heated  in  a  closed  tube 
with  dilute  sulphuric  acid  at  150®  to  175®  C.  it  is  readily  decom- 
posed according  to  the  equation 

U,0,+  4H2SO4  =  2UO2SO4+  U(S04)2+  4H2O, 

*  The  first  few  cubic  centimeters  of  the  filtrate  should  be  discarded,  for 
the  dry  filter  absorbs  some  of  the  dissolved  substance, 
f  Joiim.  f.  prakt.  Chem.,  99,  p.  231. 
J  Ann.  der  Chem.  u.  Pharm.,  232,  p.  2S5. 
{  U,  a  GeoL  Survey,  No.  78  (1889),  p.  90. 
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forming  uranyl  and  uranous  sulphates.    The  latter  compound 
is  oxidized  to  the  former  by  means  of  potassium  permanganate, 

2KMn04+  5U(SO,)3+  2H2O  = 

= 2KHS0,+  2MnS0,+  n^0^+  SUO^SO^. 

From  this  equation  it  follows  that  2  gm.-mols.  of  KMn04  are  equiva: 

lent  to  5  gm.-atoms  of  uraniimi,  and  1000  c.c.  N.  KMnO^  solution 

U     239  5 
(=|KMn04)  =  i  gm.-atom  of  uranium =—  = — ^  =119.75  gms.  U. 

Procedure, — ^The  weighed  amount  of  Vfi^  is  placed  in  a  tube 
closed  at  one  end,  10  to  15  c.c.  of  dilute  sulphuric  acid  (1:6)  are 
added,  and  the  open  end  of  the  tube  is  made  narrower  by  heating 
in  a  blast-lamp  and  drawing  it  out  somewhat.  The  air  in  the 
tube  is  removed  by  inserting  a  long  capillary  so  that  it  reaches  to 
the  bottom  of  the  tube  containing  the  substance,  and  conducting 
a  current  of  carbon  dioxide  through  it;  the  larger  tube  is  finally 
sealed  without  removing  the  capillary.  The  tube  is  then  heated  in 
a  "bomb  furnace"  at  150-175°  C.  until  everything  has  dissolved 
to  a  clear  green  liquid.  After  cooling,  the  tube  is  opened  by 
making  a  scratch  with  a  file  and  touching  it  with  a  hot  glass  rod. 
The  contents  are  poured  into  a  large  porcelain  dish,  diluted  with 

N 
distilled  water  to  500-700  c.c,  and  titrated  with  —  KMn04  solu- 
tion until  a  permanent  pink  color  is  obtained. 

1  c.c.  ^  KMn04= 0.01 198  gm.  U= 0.01358  gm.  UO2  oxidized.* 
iiJeTnarA.— The  above  method  gives  very  exact  results. 

4.  Determination  of  Oxalic  Acid. 

1000  C.C.  N.  KMnO,-^^Y^^*=^- -45.01  gms.  H^CjO^. 

The  procedure  is  exactly  the  same  as  was  described  under  the 
standardization  of  permanganate  by  means  of  oxalic  acid. 


*  It  must  be  remembered,  however,  that  only  one-third  of  the  total  uranium 
in  UjOg  has  been  oxidized  by  the  KMnO<  (UjOg  -  2U0, + UO,) .    Consequently , 

^dth  regard  to  the  total  uranium,  1  c.c.  ^  KMnO^ =0.03593  gm.  U-0.04233 

gm,  UaOg. — [Translator], 
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5.  Determination  of  Calcium. 

1000  ex.  N.  KMnO,-^-~«20  gms.  Ca. 

The  calcium  is  precipitated  as  described  on  p.  65  in  the  form 

of  its  oxalate,  filtered,  and  washed  with  hot  water.   The  still  moist 

precipitate  is  transferred  to  a  beaker  by  means  of  a  stream  of 

water  from  the  wash-bottle,  and  the  part  remaining  on  the  filter  is 

removed  by  allowing  warm  dilute  sulphuric  acid  to  pass  through 

it  several  times.     To  the  turbid  solution  in  the  beaker,  20  c.c.  of 

sulphuric  acid  (1 : 1)  are  added,  and  after  dilution  with  hot  water 

to  a  volume  of  from  300  to  400  c.c.  the  oxalic  acid  is  titrated  with 

N 

—  ICVInO^  solution. 

N 
1  c.c.  —  KMn04= 0.0020  gm.  Ca. 

6.  Detennination  of  PbO,  in  Minium  [Red  Lead,  Pb,0  J .  Method 

of  Lux.* 

1000  c.c.  N.  KMnO,«^»==~^-119.45  gms.  PbO^ 

Principle. — If  lead  peroxide  (PbOj)  is  treated  with  oxalic  acid 
in  acid  solution,  the  latter  is  oxidized  according  to  the  following 
equation: 

PbO,+  HjCA  =  PbO+  H3O+  2C0j. 

If  the  decomposition  takes  place  with  a  measured  amount  of 
titrated  oxalic  acid  solution  and  the  excess  of  the  latter  is  titrated 
by  means  of  potassium  permanganate  solution,  the  difference 
shows  the  amount  of  oxalic  acid  necessary  to  effect  the  reduction 
of  the  lead  peroxide. 

Procedure. — About  0.25  gm.  of  minium  (red  lead)  is  weighed 
into  a  porcelain  dish,  20  to  30  c.c.  of  double-normal  nitric  acid 
are  added,  and  the  lead  oxide  is  dissolved  by  heating: 

Vhfi,+  4HN08=2Pb(N03)j+  H,0+  H^PbO,. 

N 
After  solution  is  effected,  50  c.c.  ^  oxalic  acid  are  added,  the 

N 
solution  is  heated  to  boiling,  and  titrated  hot  with  -^  KMnO^, 

*  Zeitschr.  fiir  anal.  Ghem.,  19,  p.  153. 
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N  N 

If  i  c.c.  -r-  KMn04  solution  were  used,  then  50— <  c.c.  —  HjCjO, 

O     ,  O  " 

were  necessary  for  the  reduction  of  the  amount  of  PbO,  contained 
in  the  minium  (a  gm.)  taken  for  analysis. 

Since  1000  c.c.  N.  nfifi^^W^Ab  gms.  PbO„  then  1000  c.c.  ^ 

o 

11Q  41; 

H2C20,=^^^^^= 23.89  gms.  PbO,  and  1  c.c.  =0.02389  gm.  PbO,. 
o 

Consequently 

N 
(50—0  c-c.  -^  oxalic  acid  correspond  to  (50—0X0.02389  gm. 
o 

PbOj. 

The  per  cent,  of  the  latter  is 

a:(50-OX0.02389=100:x 

(50-0X2.389  ^  ^^   . 

x^^ i per  cent.  PbO..* 

7.  Detennination  of  MnO,  in  Pyrolusite. 

1000  c.c.  N.  KMnO^-^^*-  y-43.5  gms  MnO^ 

About  0.4   gm.  of   finely-powdered  pyrolusite  is  heated  in  a 

N 
flask  with  50  c.c.  -=-  oxalic  acid  and  20  c.c.  sulphuric  acid  (1:4) 

5 

until  no  more  black  particles  remain  undissolved.     The  solution 

N 
is  diluted  with  200  c.c.  of  hot  water  and  titrated  with  ~  KMnO^ 

solution.  The  reaction  which  takes  place  between  the  manga- 
nese dioxide  and  the  oxalic  acid  is  expressed  by  the  following 
equation : 

MnO,+  H3S0,+  H  AO4 = MnSO,+  2C0,+  2H,0. 
1  c.c.  ^  KMn04= 0.0087  gm.  MnO,. 

Remark, — Instead  of  reducing  the  manganese  dioxide  with 
oxalic  acid,  a  titrated  acid  solution  of  ferrous  sulphate  can  be 
used. 

*  To  express  the  results  in  per  cent.  Pb^O^,  the  number  2.389  should  be 
replaced  by  6.847. — [Translator]. 
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8.  Determination  of  Formic  Acid  (Lieben).'*' 

1000  C.C.  N.  KMdO, ^^^ H(X)OH ^  3 X 46.02 ^ ^^^^  ^^  Hc6oH.t 

In  cold  acid  solutions  permanganate  reacts  only  slowly  with 
formic  acid,  while  in  a  hot  solution  the  latter  is  lost  bv  volatiKza- 
tion,so  that  the  titration  in  open  vessels  is  impossible;  in  alkaline 
solutions,  on  the  other  hand,  the  oxidation  takes  place  readily  and 
quantitatively  in  the  cold: 

2KMn04+  3HC00H = 2KHCO3+  CO2+  2MnO,+  2HjO. 

Procedure. — The  formic  acid  is  neutralized  by  an  excess  of 
sodium  carbonate,  and  permanganate  is  run  into  the  hot  %  sodium 
formate  solution  imtil  the  clear  liquid  above  the  precipitate  is 
colored  reddish. 

9.  Analysis  of  Nitrous  Acid  (Lunge). 

1000  cc.  N.  KMnO,=^^|^=^^«23.525  gms.  HNO,. 

On  account  of  the  volatility  of  nitrous  acid,  the  aqueous  solu- 
tion of  the  nitrite,  or  the  solution  of  nitrous  acid  in  concentrated 
sulphuric  acid  (nitrose),  is  measured  from  a  burette  into  a  known 
amount  of  permanganate  solution,  which  has  been  made  acid  with 
sulphuric  acid,  diluted  to  a  volume  of  about  400  cc.  and  warmed  to 
40*^  C.    The  nitrous  acid  is  thereby  oxidized  to  nitric  acid : 

2KMn04+  5HNO2+  3H3SO4 = KjSO,+  2MnS0,+  3H2O+  5HN0„ 

and  the  decolorization  of  the  solution  shows  the  end-point. 
Toward  the  end  the  nitrous  acid  must  be  added  slowly,  for  the 
change  from  red  to  colorless  requires  some  time. 

10.  Analysis  of  Hydrogen  Peroxide. 

1000  cc.  N.KMnO,-^|^»-?^  =  17.01  gms.  H,0,. 

Ten  cubic  centimeters  of  commercial  3  per  cent,    hydrogen 
peroxide   are   placed   in   a    100-c.c.   measuring-flask,   diluted  up 

*  Monatshefte,  XIV,  p  746,  and  XVI,  p.  219. 

•f  In  reality,  the  normal  solution  of  formic  acid  would  contain  J  (not  \) 
"the  molecular  weight.     See  foot-note  to  page  486. 

X  The  titration  is  made  in  hot  solution  because  the  manganous  acid 
formed  does  not  settle  well  from  a  cold  solution. 
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to  the  mark  with  water,  and,  after  thoroughly  mixing,  10  c.e. 

(  =  1  c.c.  of  the  original  solution)  are  placed  in  a  beaker,  and  diluted 

with  water  to  a  volume  of  300  to  400  c.c.    After  adding  20  to  30 

N 
c.c.  of  sulphuric  acid  (1:4),  the  solution  is  titrated  with  —  KMn04 

until  a  permanent  pink  color  is  obtained.  The  following  reac- 
tion takes  place: 

2KMn04+  5HA+  4H2S04=2KHS04+  2MnS0,+  8HjO+  50,. 

Frequently  it  happens  that  the  first  drop  of  the  permanganate 
causes  a  permanent  coloration  of  the  solution.  This  shows  that 
either  not  enough  sulphuric  acid  is  present,  or  else  there  is  no  more 
hydrogen  peroxide  left  in  the  solution.  In  this  case  a  little  more 
sulphuric  acid  is  added,  when  if  the  coloration  still  remains  the 
preparation  is  surely  spoiled,  as  can  be  shewn  by  the  titanic  or 
chromic  acid  tests  (cf.  Vol.  I,  p.  42). 

The  amount  of  hydrogen  peroxide  is  expressed  either  as  per 
cent,  by  weight  or  as  per  cent,  by  volume. 

Example. — 10  c.c.  of  the  above-mentioned  dilute  solution  of 

hydrogen  peroxide   (  =  1   c.c.   of   the  original  solution)   required 

N 
17.86  c.c.  T^  KMn04  solution,  corresponding  to 

17.86X0.001701=0.03038  gm.  Hfi^. 

As  the  specific  gravity  of  the  original  hydrogen  peroxide  solution 
can  be  assumed  to  be  1,  it  therefore  contains  3.04  per  cent.  HjOj. 

When  expressed  in  *'per  cent,  by  volume"  the  result  shows 
how  many  cubic  centimeters  of  oxygen  can  be  obtained  from 
100  c.c.  of  the  solution. 

In  this  case  100  c.c.  of  the  hydrogen  peroxide  solution  con- 
tain 3.04  gms.  of  H2O2  and,  on  being  decomposed,  1  gm.-mol.  HjO, 
sets  free  1  gm.-at.  O: 

34.02  =  18.02+16, 
or  11195  c.c.  of  oxygen  at  0°  C.  and  760  mm.  pressure;   conse- 
quently 3.04  gms.  H3O2  will  evolve 

34.02: 11195  =  3.04:x 

3  04X 11200 
^=--—orno =1000  c.c.  oxygen  measured  under  standard  con- 

ditions  of  temperature  and  pressure. 
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100  c.c.  of  the  commercial  hydrogen  peroxide,  therefore,  will 
evolve  1000  c.c.  of  oxygen,  i.e.  ten  times  its  own  volume.  This 
is  somewhat  anomalously  designated  as  hydrogen  peroxide  of  10 
per  cent,  by  volume. 

100  c.c.  3  per  cent,  hydrogen  peroxide  =  10  per  cent,  by  volume. 

100  c.c.  6    "       "  "  "         =20    "      "      " 

100  cc.  9    "       "  ''  "         =30    "      "      "        " 

II.  Analysis  of  Potassium  Percarbonate. 

lOOOcc.  N.  KMnO,=^^^»«i^^  «99.15  gms.  K^CjO,. 

0.25  gm.  potassium  percarbonate  is  weighed  out  into  300  c.c. 
of  cold,  dilute  sulphuric  acid  (1:30),  in  which  it  dissolves  with 
violent  evolution  of  carbon  dioxide  and  formation  of  an  equiva- 
lent amount  of  hydrogen  peroxide: 

KjCaOe+  2H,S0, = 2KHSO4+  2C0j+  H  Ai 
and  the  latter  is  titrated  with  potassium  permanganate. 

12.  Analysis   of  Persulphates   (Persulphuric   Acid,   H^SjOg). 

-.     ^    f  97.07  gms.  H^jOg 
1000  cc.  N.  KMnO^ =^*—  ]  114.1     "      (NHJjSA 

(135.2  "  K,SA 
A  solution  of  persulphuric  acid  does  not  reduce  permanga- 
nate, nor  does  it  react  with  titanic  acid ;  on  the  other  hand  it  oxi- 
dizes ferrous  salts  immediately  in  the  cold  to  ferric  salts,  and  by 
means  of  this  behavior  it  can  be  easily  determined.  The  ammo- 
nium and  potassium  salts  are  now  commercial  products,  and  are 
analyzed  as  follows:  About  0.3  gm.  of  the  salt  is  weighed  out  into 
a  flask  fitted  with  a  Bunsen  valve,  the  air  is  replaced  by  carbon 
dioxide,  30  c.c.  of  a  freshly-titrated  solution  of  ferrous  sulphate 
are  added,  the  flask  is  closed  and  its  contents  rotated.  The  salt 
dissolves  without  difficulty,  and  the  ferrous  sulphate  is  oxidized: 

H,S  A+ 2FeS0,  =  Fe^CSO  J3+  H^SO,. 

After  all  of  the  salt  has  dissolved,  the  contents  of  the  flask 

are  cooled  by  placing  the  flask  in  cold  water,  and  the  excess  of 

N 
ferrous  salt  is  titrated  with  —  KMn04.* 


*  The  ferrous  sulphate  must  be  added  to  the  persulphate,  and  then  the 
hot  water.  If  the  hot  water  is  added  first,  the  persulphate  is  decomposed 
somewhat  and  the  results  obtained  will  be  low. 
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In  this  way  it  is  found  that: 

N 
30  c.c.  ferrous  sulphate  solution  require  T  c.c.  —  KMn04  solution. 

N 
30  c.c.  ferrous  sulphate+agm.  persulphate  require  t  c.c.  —  KMn04 

solution. 

Consequently  a  gm.  of  persulphate  correspond  to  {T—t)  c.c. 

N 

^  KMnO,. 

In  the  case  of  the  potassium  salt,  since  1000  c.c.  N.  KMn04 

N 
=  135.21  gms.  KjSjOg,  and  1  c.c.  YgKMnO^^ 0.01352  gm.  KjSA> 

we  have:    (T  — 0X0.01352  gm.  K^SjOg  in  a  gm.  of  the  commer- 
cial salt,  or  in  per  cent. : 

a:  (r- 00.01352  =  100:  a; 

x=—^ ^^ ^  =  per  cent.  KjSjOg. 

With  the  ammonium  salt  the  factor  becomes  0.01414  instead   of 
0.01352. 

The  ferrous  sulphate  necessary  for  this  determination  is  pre- 
pared by  roughly  weighing  out  30  gms.  of  crystallized  ferrous 
sulphate  (FeSO^+THjO),  dissoMng  it  in  900  c.c.  of  water,  and 
diluting  to  1000  c.c.  with  pure  concentrated  sulphuric  acid. 

13.  Determination  of  Hydrozylamine  (Raschig).'*' 

1000  c.c.  N.  KMnO,=  ^^^- =  ??^  =16.535  gms.  NH^OH. 

Principle. — Hydroxylamine  is  oxidized  in  hot  acid  solutions 
by  means  of  ferric  salts  to  nitrous  oxide  and  water: 

2NH2OH+  O2  -  N2O+  3HaO, 

and  an  equivalent  amount  of  ferrous  salt  is  formed: 

2NH2OH+  2Fe2(SO,)8  =  4FeS04+ 2H2SO,+  HjO+  N^O. 

N 

The  amount  of  ferrous  salt  is  determined  by  titration  with  — 

potassium  permanganate. 

Procedure, — About  0.1  gm.  of  the  hydroxylamine  salt  is  placed 
in  a  500-c.c.  flask  and  dissolved  in  a  little  water,  20  c.c.  of  a  cold 

*  Ann.  d.  Chem.  und  Pharm.,  241,  p.  190. 
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saturated  solution  of  iron-ammonium  alum  are  added,  and  10  c.c.  of 
dilute  sulphuric  acid  (1:4).  The  contents  of  the  flask  are  heated 
to  boiling  and  kept  at  this  temperature  for  five  minutes,  after 
which  the  solution  is  diluted  with  distilled  water  to  a  volmne  of 
about  300  c.c.  and  immediately  titrated  with  permanganate 
solution. 

Remark. — ^If  only  slightly  more  than  the  theoretical  amount 
of  the  ferric  salt  is  added,  the  oxidation  of  the  hydroxylamine 
does  not  take  place  entirely  in  accordance  with  the  above  equa- 
tion, but  part  of  the  substance  is  oxidized  to  nitric  oxide: 

2NH,0H+  30  =  3H2O+  2N0, 
so  that  it  is  then  impossible  to  obtain  exact  results. 

14.  Determination  of  Hydroferrocyanic  Acid  (de  Hato).i' 

1000  c.c.  N.  KMnO^-l  mol.  K,Fe(CN), -368.84  gms.  K^FeCCN),. 

Principle. — By  oxidation  in  acid  solution,  hydroferricyanic 
acid  is  formed  from  hydroferrocyanic  acid: 

2H,Fe(CN)e-f-  O  =  H,0+  2H3Fe(CN),. 

This  procedure  is  chiefly  used  for  the  analysis  of  potassium 
ferroeyanide  (yellow  prussiate  of  potash),  so  that  the  concentra- 
tion of  the  permanganate  solution  is  expressed  in  terms  of  this 
salt. 

Procedure. — 0.9  gm.  of  the  salt  to  be  analyzed  is  dissolved  in 
100  c.c.  of  water,  10  c.c.  of  dilute  sulphuric  acid  are  added,  and 
this  solution  is  titrated  in  a  porcelain  dish  with  permanganate 
until  a  permanent  pink  color  is  obtained.  It  is  not  easy 
to  determine  the  end-point.  On  acidifying,  the  solution  of  the 
ferroeyanide  becomes  milky  with  a  bluish  tinge,  and  on  the  addi- 
tion of  permanganate  at  first  a  yellow  shade  is  obtained,  after- 
wards becoming  green,  and  finally  on  the  addition  of  more  perman- 
ganate the  color  changes  to  pink.  On  account  of  the  difficulty 
in  determining  this  point,  de  Haen  recommends  that  the  perman- 
ganate be  standardized  against  pure  potassium  ferroeyanide  solu- 
tion (K,Fe(CN),+  3H20). 

*  Ann.  d.  Chem.  und  Pharm.,  90,  p.  160. 
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15.  Determination  of  Hydroferricyanic  Acid. 

1000  c.c.  N.  KMnO,«l  mol.  K,Fe(CN), -329.69  gms.  K,Fe(CN)j. 

Principle. — The  potassium  ferricyanide  is  reduced  in  alkaline 
solution  to  potassium  ferrocyanide,  and  the  latter  is  titrated  \dth 
permanganate. 

Procedure, — In  a  300-c.c.  flask,  6.0  gms.  of  the  ferricyanide  are 
dissolved  in  water,  the  solution  made  alkaline  with  potassium 
hydroxide,  heated  to  boiling,  and  an  excess  of  a  concentrated 
ferrous  sulphate  solution  is  added.  At  first  yello\^ish-b^own 
ferric  hydroxide  is  precipitated,  later  black  ferrous-ferric  hydrox- 
ide is  formed,  and  this  shows  the  completion  of  the  reaction. 
After  cooling,  the  contents  of  the  flask  are  diluted  with  water  up 
to  the  mark,  filtered  through  a  dry  filter  (after  thoroughly  mix- 
ing), and  50  c.c.  of  the  filtrate  *  ( =  1  gm.  of  the  substance)  are  taken 

N 
for  the  titration  with  —  KMnO^  solution. 

16.  Determination  of  Chloric  Acid. 

.0«,...N.KM.O.-B<ia-jS:«rfS. 

About  5  gms.  of  potassium  chlorate,  or  4  gms.  of  the  sodium 
salt,  are  dissolved  in  water,  and  the  solution  diluted  to  1  liter. 
After  thoroughly  mixing,  10  c.c.  are  placed  in  a  flask  fitted  with  a 
Bunsen  valve  and  the  air  expelled  from  the  flask  by  a  current 
of  carbon  dioxide.  After  this  50  c.c.  of  a  freshly-standardized 
solution  of  ferrous  sulphate  (prepared  as  described  on  p.  496) 
are  added,  and  the  solution  boiled  ten  minutes.  The  following 
reaction  takes  place: 

KClOs-f  6FeS0,+  SH^SO,  =  KCl-f  3Fej(S0,),+  SHp. 

After  cooling  the  solution  is  diluted  with  cold  distilled  water, 
10  c.c.  of  manganous  sulphate  solution  are  added  (cf.  p.  481). 
and  the  excess  of  the  ferrous  sulphate  is  titrated  with  potassium 
permanganate.     We  find  that: 

♦The  first  ten  or  fifteen  cubic  centimeters  of  the  filtrate  should  be 
discarded. 
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N 
50  c.c.  ferrous  sulphate required  T  c.c.  yjr  KMnO^  sol. 

N 
50  c.c.       "  "  + 10  c.c.  chlorate  sol.  "        t  c.c.  ^^      "        " 

10  c.c.  chlorate  solution  =  r^  gm.  substance  =  (T—Occ.  — KMnO/' 

For  the  analysis  of  potassium  chlorate, a  gm.  of  the  substance 
contain  (T- 0X0.2043  gm.  KClOg,  and  the  per  cent,  present  is 

20.43  X(!r-0 

^^ ~  =  per  cent. 

The  calculation  for  sodium  chlorate  is  analogous. 

17.  Determination  of  Nitric  Acid  (Pelouze-Fresenius). 

T>XO        f  21.02  gms.  HNOg 
lOOOcc.  N.  KMnO^-^^^^*-  '    28.36     "     NaNO, 


33.73     "     KNO, 


3 

This  method  depends  upon  the  fact  that  on  heating  a  nitrate 
in  the  presence  of  considerable  hydrochloric  acid  and  ferrous 
chloride  the  latter  is  oxidized  to  ferric  chloride  and  the  nitric  acid 
is  reduced  to  nitric  oxide: 

2KN0,+  6FeCl2+  8HC1  =  2KC1+  2N0+  4H2O+  eFeCl,. 
As  a  measure  for  the  amount  of  nitrate  reduced  we  have: 

1.  The  excess  of  ferrous  salt. 

2.  The  ferric  salt  produced. 

3.  The  nitric  oxide  formed. 

The  method  of  Schlosing-Grandeau  described  on  p.  360  is 
based  upon  the  measurement  of  the  nitric  oxide  formed.  C.  D. 
Braun  *  estimates  the  amount  of  ferric  salt  formed,  while  Pelouze 
and  Fresenius  determine  the  amount  of  ferrous  salt  not  used  up 
in  the  reduction  of  the  nitric  acid. 

Procedure,— K  weighed  amount  of  iron  wire  (about  1.5  gms.) 
is  placed  in  a  long-necked  flask,  and  the  air  expelled  by  passing 
a  current  of  pure  carbon  dioxide  through  it  for  two  or  three 
minutes.  After  this  30  to  40  c.c.  of  pure,  concentrated  hydro- 
chloric acid  are  added  and  the  flask  is  placed  in  an  inclined  posi- 
tion and  closed  by  means  of  a  rubber  stopper  through  which 
tubes  pass  so  that  a  current  of  carbon  dioxide  can  be  conducted 

*  Journ.  f.  prakt  Chem.,  81  (1860),  p.  421. 
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through  the  flask.  The  solution  is  heated  on  the  water-bath 
in  this  atmosphere  of  carbon  dioxide  until  the  iron  has  com- 
pletely dissolved,  when  the  solution  is  allowed  to  cool  in  a  cur- 
rent of  the  gas.  Meanwhile  about  0.25  to  0.3  gm.  of  the  nitrate 
is  weighed  out  in  a  small  glass  tube  closed  at  one  end;  this  is 
thrown  into  the  acid  solution  of  the  ferrous  sulphate  and  the  flask 
quickly  closed  again.  The  flask  is  then  once  more  placed  in  its 
inclined  position  upon  the  water-bath  and  heated  for  fifteen 
minutes,  while  the  current  of  carbon  dioxide  is  continually 
passed  through  it.  The  tube  through  which  the  gas  leaves 
the  flask,  during  the  whole  operation,  dips  into  a  beaker  filled 
with  water  so  that  there  is  no  chance  of  any  air  getting  back  into 
the  flask.  After  this  the  solution  is  heated  to  boiling  and  kept 
there  until  its  dark  color  disappears  and  the  yellow  color  of  the 
ferric  chloride  becomes  apparent.  In  order  to  make  sure  that  the 
nitric  oxide  is  entirely  removed,  the  contents  of  the  flask  are  boiled 
five  minutes  longer  and  then  allowed  to  cool  in  the  atmosphere 
of  carbon  dioxide.  When  cold  the  solution  is  poured  into  a 
beaker,  the  flask  washed  out  with  a  httle  boiled  water,  the  solu- 
tion is  diluted  to  a  volume  of  about  400  to  500  c.c,  10  c.c.  of 
manganese  sulphate  solution  are  added,  and  the  unoxidized  iron 

N 
is  titrated  with  ^  KMnO^  solution. 

The  amount  of  pure  iron  present  in  the  wire  used  is  deter- 
mined under  the  same  conditions  as  prevailed  during  the  pre- 
vious operation,  using  a  smaller  portion  of  wire  but  the  same 
amount  of  acid,  manganese  sulphate,  etc. 

The  calculation  is  as  follows: 

If  a  gm.  of  potassium  nitrate  and  p  gm.  of  the  wire  were  taken  for 

N 
the  analysis,  t  c.c.  of  ^  KMn04  were  required  to  oxidize  the  excess 

N 
of  iron,  and  further  p  gm.  of  the  wire  require  T  c.c.  of  -^  KMnO^ 

solution,  we  have,  then: 

N 
p  gm  iron require  T  c.c.  -^  KMnO^  solution 

N 
p  gm.  iron  +  a  gm.  saltpeter "      t  c.c.  -^  KMn04 

N 
and  a  gm.  saltpeter      =         {T-t)  c.c.  ~  KMn04, 


n 
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so  that  a  gm.  of  saltpeter  contain  (T- 0X0.016866  gm.  KNOj, 

and  in  per  cent. 

(r-OX  1.685  ^   ™,^  ^ 

^^ =per  cent.  KNO..* 

Remark. — ^This  method  gives  results  just  as  accurate  as  those 
obtained  by  the  method  of  Devarda,  but  the  latter  determination 
is  much  easier  to  carry  out. 

The  determination  becomes  simpler  if  the  contents  of  the 
iron  wire  is  assumed  to  be  99.7  per  cent.  Fe  and  the  second  titra- 
tion thus  done  away  with.  It  does  not  take  long  to  make  the 
analysis  of  the  wire,  however,  and  it  is  advisable  to  do  it.  Instead 
of  titrating  the  excess  of  the  ferrous  salt  with  potassiiun  perman- 
ganate solution,  a  solution  of  potassium  dichromate  may  be  used. 
For  the  determination  of  the  ferric  salt  formed,  cf .  p.  632. 

18.  Determination  of  Vanadium. 

1000  C.C.  ^  KMnO,--^»-:^-9.12  gms.  VA- 

Sulphur  dioxide  is  conducted  into  the  boiling  solution  of  an 
alkali  vanadate  containing  sulphuric  acid  until  the  solution 
appears  a  pure  blue;  by  this  means  the  vanadic  acid  is  reduced 
to  vanadyl  salt: 

VA+SOj^SOj+VjO,. 

The  boiling  is  continued  and  a  current  of  carbon  dioxide  is 
passed  through  the  solution  until  the  escaping  gas  will  no  longer ' 
decolorize  a  solution  of  potassium   permanganate,  showing  that 
the  excess  of  the  sulphur  dioxide  has  been  expelled.    The  hot 
solution  is  then  titrated  with  potassium  permanganate  until  a 
permanent  pink  color  is  obtained.    The  end-point  is  easily  recog- 
nized only  when  the  solution  is  hot.      This  accurate  determina- 
tion is  used  for  the  analysis  of  vanadium  in  iron  and  steel,  or  in 
ores,     (Cf.  p.  238.) 

*  Of  course  the  calculation  can  be  made  from  the  amount  of  iron  oxi- 

ized.      Iq  that  case: 

Fe  :  iKNO,  =  (p  -^  X 0.28) :  x 

(p-fX 0.28)  KNO,  T^.-^  .  r     u  . 

X  —  ^^ Tp *  gms.  KNO,  m  a  gm.  of  substance, 

and  in  per  cent. 

100(p-<X0.28)KNO,  .   -^.,^ 

^ — r=; =»per  cent.  KNO,. 

3Fe-o  ^  * 
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B.  Potassium  Dichromate  Methods. 

Determination  of  Iron  according  to  the  Method  of  Penny. 
1000  C.C.  N.  KjOjOy^l  gm.-at.  Fe=»56  gms.  Fe. 

Principle, — If  a  solution  of  a  ferrous  salt,  in  either  hydrochloric 
or  sulphuric  acid,  is  treated  with  an  alkali  chromate  solution,  the 
chromate  is  at  once  reduced  inr  the  cold  and  the  ferrous  salt  is 
oxidized  quantitatively: 

K^CtJOj+  6FeS04+  SH^SO^  =  2101804+ 

+  Cr,(S0,)3+  3Fe3(SO,)3+  7H,0 
or 

KJCvfi,+  6FeCl2+  14HC1  -  2KC1+  2Ci€l8+-6FeCl3+  TH^O. 

On  account  of  the  formation  of  the  chromic  salt  the  solution 
becomes  emerald-green  in  color. 

The  end-point  of  the  reaction  is  determined  by  removing  a 
drop  of  the  solution  and  testing  it  with  a  freshly-prepared  solu- 
tion of  potassium  ferricyanide;  if  no  blue  coloration  is  formed, 
the  ferrous  salt  has  been  completely  oxidized. 

N 
The  Y77  potassium  dichromate  solution  necessary  for  this  titra- 

K  Cr  O 
tion  may  be  prepared  by  dissolving      ^    '   ^  =  4.908  gms.  of  the 

salt,  purified  as  described  on  p.  37,  and  dried  at  130°  C.     It  is  not 

advisable   to   remove   the   last    traces   of  moisture   by  melting 

the  salt,  for,  either  by  overheating  or  by  means  of  the  dust  of  the 

air,  there  is  some  reduction  of  the  chromate,  so  that  subsequently 

a  turbid  solution  will  be  obtained,  containing  small  amounts  of 

suspended  OjOg. 

Method  of  Titration, — To  the  acid   solution  of  the  ferrous  salt 

contained  in  a  beaker  (with  about  0.1  to  0.15  gm.  iron  in  each 

N 
100  c.c.)  the  solution  of  —  KjCrjO^  is  added,  preferably  from  a 

glass-stoppered  burette. 

From  time  to  time  a  drop  of  the  solution  is  removed  on  the  end 
of  a  glass  stirring-rod  to  a  white  porcelain  plate,  and  placed  beside 
a  drop  of  a  not  more  than  2  per  cent,  solution  of  potassium  ferri- 
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cyanide.*  By  means  of  a  stirring-rod  one  solution  is  made  to  run 
into  the  other.  If  considerable  ferrous  salt  remains  in  the  solu- 
tion, the  blue  color  will  be  formed  immediately;  but  in  propor- 
tion as  the  ferrous  salt  is  replaced  by  ferric  salt,  a  bluish-green 
color  is  obtained,  perceptible  at  the  junction  of  the  two  solutions. 
As  soon  as  no  more  bluish-green  coloration  is  to  be  detected  the 
reaction  is  complete.  In  all  cases  the  analysis  is  made  in  dupli- 
cate, and,  other  things  being  equal,  the  second  determination 
should  be  the  more  accurate.  This  time  it  is  possible  to  add 
almost  the  whole  of  the  required  amount  of  bichromate  at  once, 
and  for  the  testing  not  more  than  two  or  three  drops  of  the  dilute 
solution  of  ferrous  salt.  The  loss  of  ferrous  solution  will  then  be 
inappreciable. 

Remark, — ^The  dichromate  method  is  slightly  less  accurate 
than  the  permanganate  method,  but  it  possesses  the  advantage 
that  a  solution  of  a  ferrous  salt  containing  hydrochloric  acid  can 
be  titrated  without  the  addition  of  manganese  sulphate,  even 
when  the  solution  is  turbid  with  suspended  insoluble  salts,  fibres 
of  filter-paper,  etc.  In  turbid  solutions  it  is  difficult  to  recognize 
the  permanganate  end-point.  A  further  advantage  lies  in  the 
fact  that  the  normal  dichromate  solution  can  be  readily  pre- 
pared by  simply  weighing  out  the  required  amount  of  the  pure, 
dry  salt,  and  diluting  the  aqueous  solution  to  a  volume  of  1  liter. 
It  is  then  unnecessary  to  test  the  concentration  in  any  other  way. 

Determination  of  Manganese  in  Iron  and  Steel.    Method  of 

J.  Pattinson.t 

Principle, — If  a  solution  containing  iron,  manganese,  and  cal- 
cium salts  is  treated  with  "chloride  of  lime"  solution,  all  of  the  iron 
and  manganese  are  precipitated,  the  latter  in  the  form  of  its 
hydrated  dioxide.  The  whole  precipitate  is  dissolved  in  an  acid 
ferrous  sulphate  solution  of  known  strength,  and  the  excess  of  the 
latter  is  titrated  with  dichromate  solution: 

— 

♦  The  potassium  ferricyanide  must  be  absolutely  free  from  f errocyanide ; 
and  as  the  former  is  readily  reduced  by  the  dust  of  the  air,  the  surface  of 
the  salt  should  be  washed  off  several  times  with  water  before  dissolving  it 
for  the  test  solution. 

t  Joum.  of  the  Chem.  Soc.  (1879),  p.  365. 
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Mn02+  2FeO  =  Fe30,+  MnO. 
1000c.c.N.K2CrA=lFe=^=^=27.5  gms.  Mn. 

Procedure. — ^5  gms.  of  the  iron  or  steel  (or  1  gm.  of  ferromanga- 
nese)  are  dissolved  in  hydrochloric  acid,  the  solution  oxidized  ifvith 
nitric  acid,  evaporated  to  a  small  volume,  poured  in  a  100-c.c. 
measuring-flask,  and  diluted  up  to  the  mark  with  water.  After 
thoroughly  mixing,  20  c.c.  of  the  solution  are  placed  in  a  large 
beaker  (of  about  1  liter  capacity)  and  neutralized  with  pure  caJ- 
cimn  carbonate.  The  carbonate  is  added  in  small  portions  imtil 
the  solution  finally  becomes  a  dark  brown  but  still  remains  clear. 
After  this  50  c.c.  of  "chloride  of  lime"  solution*  are  added,  and 
more  calcium  carbonate  with  constant  stirring  until  finally  a  little 
of  the  latter  remains  undissolved.  To  the  slimy  contents  of  the 
beaker  700  c.c.  of  hot  water  are  added,  and  after  stirring,  the  in- 
soluble residue  is  allowed  to  settle,  which  requires  but  two  or  three 
minutes.  If  the  supernatant  liquid  is  violet,  on  account  of  the 
formation  of  calcium  permanganate,  one  or  two  drops  of  alco- 
hol are  added,  the  liquid  boiled,  and  the  precipitate  again  allowed 
to  settle;  in  this  case  the  upper  liquid  should  be  colorless.  If,  per- 
chance, it  should  be  still  colored,  the  treatment  with  the  alcohol 
must  be  repeated.  The  clear  solution  is  then  decanted  through 
a  filter  which  is  placed  in  a  funnel  containing  a  platinum  cone  and 
coimected  with  a  suction  flask.  The  precipitate  is  decanted  with 
300  c.c.  of  hot  water  four  times,  then  transferred  to  the  filter 
without  making  any  attempt  to  remove  the  last  portions  of  the 
precipitate  from  the  sides  of  the  beaker,  and  washed  with  the 
aid  of  suction  until  the  filtrate  will  no  longer  turn  iodo-starch 
paper  blue.  The  precipitate  together  with  the  filter  is  then  placed 
in  the  original  beaker  in  which  the  precipitation  took  place.  50  c.c. 
of  a  freshly-standardized  ferrous  sulphate  solution  containing  sul- 
phuric acid  are  added,  and  the  hquid  is  stirred  until  the  precipitate 
has  entirely  dissolved,!  leaving  behind  the  filter-paper  and  some- 
times small  amounts  of  undissolved  calcium  sulphate.    The  ex- 

'■ 

*  Prepared  by  shaking  15  gms.  of  fresh  bleaching  powder  with  1  liter  of  water 
and  allowing  the  mixture  to  stand  until  the  supernatant  solution  is  clear. 

t  If  the  precipitate  should  not  completely  dissolve,  a  little  sulphuric 
acid  (1 : 1)  is  added  until  the  brown  color  entirely  disappears. 
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cess  of  the  ferrous  sulphate  is  titrated  with  potassium  dichro- 
mate  solution.  In  order  to  compensate  any  error  that  may  arise 
from  the  presence  of  the  filter-paper,  an  equally  large  filter  is 
placed  in  the  ferrous  sulphate  solution,  when  it  is  standardized. 

The  calculation  is  simple: 

Assmne  that  a  gms.  of  steel  are  dissolved  in  100  c.c.  of  the 

solution  and  of  this  20  c.c.  (  =— gms.  steel]  were  taken  for  the 

analjrsis;  further,  50   c.c.   of  ferrous   sulphate  solution  =  T  c.c. 

N  a 

Y^K^Cr^Oyand  50  c.c.  ferrous  sulphate+ r- gms.  substance  =  i  c.c. 

N  a  ^  N 

—  KjCrjOy.    Consequently  -z  gms.  substance= (T—  t)  c.c.  irz:  KjCrjO^. 

10  o  10 

Since  1000  c.c.  N.  KaCrjO^  solution =27.5  gms.  Mn,  then  1  c.c. 

N 

T^  KaOjO?  will  correspond  to  0.00275  gm.  Mn,  and  we  have 

(T— 0X0.00275  gm.  Mn  in  —  gms.  steel  and  in  per  cent. 

(!r-0X1.375  ^  ^ 

^^ =per  cent.  Mn. 

a 

Remark. — ^According  to  the  author's  experience,  this  method 
is  one  of  the  best  for  the  determination  of  manganese  in  iron  and 
steel.  As  regards  the  time  required,  four  determinations  can  be 
carried  out  together  within  four  hours.  An  attempt  has  been 
made  to  improve  the  method  by  filtering  off  the  filter  fibres  and 
insoluble  calcium  sulphate  and  titrating  with  permanganate. 
This  is  not  an  improvement,  however,  for  time  is  consiuned  by 
the  filtration  and  this  gives  an  oportunity  for  some  of  the  fer- 
rous sulphate  to  become  oxidized,  so  that  the  advantage  of  ob- 
taining a  sharper  end-point  does  not  give  rise  to  more  accurate 
results,  but  quite  the  contrary. 

C.  lodimetry. 

The  fundamental  reaction  of  iodimetry  is  the  following: 

2Na^SA+  l2=2NaI+  NajS^Oo. 

If  to  a  solution  containing  an  unknown  amount  of  iodine  a 
little  starch  solution  is  added,  and  sodium  thiosulphate  solution 
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is  run  in  from  a  burette,  the  blue  color  will  disappear  from  the 

solution  as  soon  as  the  iodine  has  all  been  reduced  to  hydriodic 

acid  (sodium  iodide)  in  accordance  with  the  above  equation.    This 

reaction  is  considered  the  most  sensitive  reaction  used  in  analytical 

chemistry.    If,  therefore,  a  sodium  thiosulphate  solution  of  known 

strength  is  at  hand,  we  have  a  means  of  determining  not  only  iodine 

itself,  but  all  of  those  substances  (oxidizing  agents)  which  when 

treated  with  potassium  iodide  set  free  iodine,  or  evolve  chlorine 

when  acted  upon  by  hydrochloric  acid.     Consequently,  iodimetric 

processes  are  not  only  accurate  but  capable  of  most  general  appli- 

N 
cation.    For  most  analyses  a  ^  sodium  thiosulphate  solution  and 

N 
a  —  iodine  solution  are  required,  and  starch  solution  as  indica- 

N 
tor.     In  some  few  cases  ^rr-r  solutions  are  used. 

luu 

Preparation  of  Sodium  Thiosulphate  Solution. 

From  the  above  equation  it  is  evident  that  1  gm.-at.  1  =  1  gm.- 
mol.  Na2S308=l  gm.-at.  H.  Hence,  exactly  -j^  gm.-mol.  of  crys- 
tallized sodium  thiosulphate  (Na2SjO,+  SRjJ)  must  be  taken  for  1 
liter  of  tenth-normal  solution.  Such  a  solution,  however,  would 
rapidly  change  in  concentration,  some  of  the  salt  being  decomposed 
by  the  action  of  the  carbon  dioxide  in  the  distilled  water: 

1.  Na,SA+2H2C03  =  2NaH(X),+  H,SA, 
*  2.  H,SA  =  H,S03+S, 

and  the  solution  would  become  stronger,  for  the  sulphurous  acid 
formed  reacts  with  more  iodine  than  the  corresponding  amount 
of  thiosulphate: 

H,SO,+  21+  HjO = 2HI+  HjSO^. 

After  all  the  carbonic  axM  in  the  distilled  water  has  been  used  up, 
the  solution  can  be  kept  for  months  without  suffering  an  appreciable 
change  in  concentration  (see  p.  510). 

A  large  amount  of  the  thiosulphate  solution  (about  5  liters) 
is  prepared  by  roughly  weighing  out  the  required  amount  of  the 
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commercial  salt  *  and  after  standing  for  from  eight  to  fourteen 
days,  the  solution  is  standardized  by  one  of  the  following  methods. 

Standardization  of  Sodium  Thiostilphate  Solution. 

1.  With  Pure  Iodine, 

Conrniercial  iodine  is  contaminated  with  chlorine,  bromine^ 
water,  and  sometimes  cyanogen;  it  must  be  purified.  For  this 
purpose  5  or  6  gms.  of  the  commercial  product  are  ground  up  with 
2  gms.  potassium  iodide,  and  any  chlorine  or  bromine  present 
forms  with  this  potassium  chloride  or  bromide,  setting  free  an 
equivalent  amount  of  iodine.  The  mixture  is  placed  in  a  dry 
beaker,  B  (Fig.  73),  of  about  300  c.c.  capacity  and  upon  the  beaker 
is  placed  the  bulb-tube  K,  which  is  closed  at  one 
end.  The  latter  is  filled  with  water  at  the  room 
temperature  and  the  glass  is  surrounded  with  an 
asbestos  cylinder  (not  sho^^Ti  in  the  illustration). 
The  beaker  is  then  placed  on  wire  gauze  and  heated 
over  a  small  flame.  The  iodine  sublimes  rapidly 
and  collects  as  a  crystalline  crust  on  the  bottom 
of  the  bulb-tube,  and  practically  none  of  it  is  lost. 
As  soon  as  the  evolution  of  violet  vapors  from  the 
bottom  of  the  beaker  has. practically  ceased,  the  sublimation  is 
complete.  The  flame  is  removed,  and  after  allowing  to  cool,  the  bulb- 
tube  K  is  removed  with  the  iodine  adhering  to  it.  In  order  to  remove 
the  latter,  a  current  of  cold  water  is  C/Onducted  through  the  tube  a 
into  the  bulb  and  out  at  6.  This  causes  the  glass  to  contract 
somewhat  and  the  whole  of  the  iodine  crust  can  be  removed  bv 
lightly  pushing  it  with  a  clean  glass  rod.  It  is  caught  upon  a 
watch-glass,  broken  up  into  large  pieces,  and  the  sublimation  is 
repeated  without  the  addition  of  potassium  iodide  at  as  low  a  tem- 
perature as  possible:  in  this  way  a  product  free  from  potassium 
.  iodide  is  obtained.  The  iodine  thus  prepared  is  ground  somewhat 
in  an  agate  mortar  and  dried  in  a  desiccator  containing  calcium 
chloride.     If  dried  over  sulphuric  acid,  8ome  of  the  latter  is  likely 

*  The  molecular  weight  of  NajS,0^+5H,0  is  248.32.     To  prepare  1  liter 

N 

of  z-r  solution  24.832  gms.  of  the  salt  are  necessary,  or,  in  round  numbers, 

25  gms.     For  5  liters,  125  gms.  should  be  weighed  out 
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to  be  present  in  the  iodine.  Furthennore,  the  cover  of  the  desicca- 
tor must  not  be  greased,  for  grease  is  attacked  by  iodine  vapors, 
forming  hydriodic  acid,  which  might  cause  contamination. 

The  Weighing  Out  of  the  Iodine. — In  each  of  two  or  three 
small  weighing-tubes  with  tightly-fitting  glass  stoppers  are  plac^ 
2  to  2i  gms.  of  pure  potassium  iodide  free  from  iodate  and  \  c.c. 
of  water  (not  more),  the  tubes  are  stoppered  and  accurately 
weighed  by  the  method  of  swings.  The  tubes  are  then  opened, 
0.4r-0.5  gm.  of  pure  iodine  is  added  to  each,  the  tubes  are  quickly 
stoppered  and  again  weighed;  the  difference  shows  the  amount 
of  iodine.  The  iodine  dissolves  almost  instantly  in  the  concen- 
trated potassium  iodide  solution.  One  of  the  tubes  is  then  placed 
in  the  neck  of  a  500-c.c.  Erlenmeyer  flask  which  is  held  in  an 
inclined  position  and  contains  200  c.c.  of  water  and  about  1  gm. 
of  potassium  iodide.  The  tube  is  dropped  to  the  bottom  of  the 
flask,  but  just  as  it  begins  tx)  fall  the  stopper  is  removed  and  allowed 
to  follow  it.  In  this  way  there  is  no  iodine  lost,  which  will  be 
the  case  if  the  contents  of  a  tube  are  washed  into  the  water.*  A 
solution  is  thus  prepared  containing  a  known  amount  of  iodine 
and  to  it  the  sodium  thiosulphate  solution  to  be  standardized 
is  added  from  a  Mohr  burette  until  the  liquid  is  pale  yellow 
in  color.  Now,  2  or  3  cc.  of  starch  solution  are  added  and  the 
solution  carefully  titrated  until  it  becomes  colorless.  From  the 
mean  of  two  or  three  determinations,  the  strength  of  the  thio- 
sulphate solution  is  calculated.    For  example,  it  was  foimd  that 

(a)  0.5839  gm.  iodine  required  50.07  c.c.  Na,SjO,  solution, 

or  1  c.c. =0.01 1661  gm.  iodine. 

(6)  0.5774  gm.      "  "       49.42  c.c.  Na^SA  solution, 

or  1  c.c. =0.011683  gm.  iodine. 

The  mean  value  is  1  c.c. = 0.01 1672  gm.  iodine. 

If  this  number  is  divided  by  the  amount  of  iodine  which  would 
be  contained  in  1  c.c.  of  normal  iodine  solution,  the  normaliiy 
of  the  sodium  thiosulphate  solution  will  be  obtained.    Thus,  in 

this  case  the  solution  is  ^'^^^^g= 0.09201  normal. 


*  Wagner  first  called  attention  to  this  fact,  and  it  has  been  confinxied 
in  the  author's  laboratory. 
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2.  With  Potassium  BiiodaU  (C.  Than)* 

If  a  solution  of  potassium  biiodate  is  added  to  a  solution  of 
potassium  iodide  containing  hydrochloric  acid,  the  following 
reaction  takes  place: 

KIO3.HIOs4-10Kl+llHa=llKa+6H,O+  121 

389.86  1522.2 

(389  86\ 
^  '     j  of  pure  potassium  biiodate 

are  contained  in  one  liter  of  the  aqueous  solution,  10  c.c.  of  such  a 
solution  on  being  treated  with  an  excess  of  potassium  iodide  and  hy- 
drochloric acid  will  set  free  exactly  as  much  iodine  as  would  be  con- 

N 
tained  in  10  c.c.  of  77:  iodine  solution.     Bv  means  of  such  a  solution 

10 

a  known  amount  of  iodine  may  be  obtained  at  any  time  and  in 
this  way  the  solution  of  sodium  thiosulphate  may  be  standardized. 
At  present  it  is  possible  to  obtain  commercially  very  pure  potas- 
sium biiodate,  but  the  product  is  seldom  pure  enough  for  the 

N 
preparation  of  a  —  solution.    It  is  better  to  prepare  a  solution 

by  weighing  out  3.2488  gms.  for  1  liter  and  determining  the 
concentration  accurately  by  titrating  it  against  a  solution  of 
thiosulphate  which  has  been  freshly  standardized  against  pure 
iodine.  In  this  wav  a  solution  is  obtained  which  can  be  con- 
veniently  used  from  time  to  time  for  testing  the  concentration 
of  the  thiosulphate  solution. 

Method  of  Titrating. — One  or  two  grams  of  pure  potassium 
iodide  are  placed  in  a  beaker,  dissolved  in  as  little  water  as  possible, 

ajid  to  this  5  c.c.  of  hydrochloric  acid  (1  :  5),  and  then  20-25  c-.c. 

of  the  biiodate  solution  are  added  (never  in  the  reverse  order). 

Iodine  is  liberated,  immediately  and  quantitatively.     After  dilution 

with  about  200  c.c.  of  distilled  water  and  the  iodine  is  titrated  as 

under  1. 

3.  With  Potassium  Permanganate  {Volhard),1[ 

On  adding  potasshim  permanganate  solution  to  an  acid  solu- 
tion containing  potassium  iodide,  the  permanganate  is  reduced 

*  Zeitechr.  f.  anal.  Chem.,  XVI  (1877),  p.  477. 
t  Ann.  d.  Chem.  u.  Pharm.,  242,  p.  98. 
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to  manganous  salt,  while  an  equivalent  amount  of  iodine  is  set 
free  from  the  iodide: 

2KMnO,  +  lOKI  +  16HC1  =  12KC1  +  2Mna2 + SH^O  + 101 . 

If  an  accurately-standardized  solution  of  potassium  perman- 
ganate is  at  hand,  it  can,  therefore,  be  used  advantageously  for 
the  standardization  of  the  sodium  thiosulphat^e  solution.  The  pro- 
cedure is  the  same  as  was  described  with  the  potassium  biiodate 
solution. 

4.  WUh  Potassium  Dichromate* 

Similarly,  an  acid  solution  of  potassium  iodide  will,  in  the 
cold,  quantitatively  reduce  chromic  acid  to  green  chromic  salt, 
setting  free  an  equivalent  amount  of  iodine: 

KjCrp, + 6KI  + 14  HCl  -  8KC1  +  2CrCl, + 7Rfi  +  61. 

By  weighing  out  4.908  gms.  of  pure,  dry  potassium  dichro- 
mate  a  tenth-normal  solution  is  prepared  and  a  measured  amount 
of  it  is  added  to  the  acid  solution  containing  potassium  iodide.  In 
this  case,  however,  the  solution  is  diluted  with  500-600  c.c.  of 
water,  for  here  the  color  change  is  not  from  blue  to  colorless  but 
from  blue  to  light  green.f  With  too  concentrated  solutions  the  end- 
point  is  indistinct,  so  that  a  considerable  dilution  is  necessary. 

Permanence  of  —  Soditim  Thiosulphate  Solutions. 

A  two-months-old  sodium  thiosulphate  solution  was  stand- 
ardized against  pure  iodine  in  June,  1899,  and  its  concentration 
found  to  be 

1  c.c. =0.01 1672  gm.  I. 

■ 

In  March,  1900,  or  about  eight  months  later,  the  same  solution 
of  thiosulphate  was  again  standardized  and  found  to  be 

1  c.c.  =0.011667. 


*  Zulkowski,  Joum.  prakt.  Chem..  103  (1868),  p.  362. 
f  In  all  these  methods  starch  solution  is  added  toward  the  end  of  the  reac« 
tion.    See  p.  508. 
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At  the  end  of  eight  months,  therefore,  the  concentration  of 
the  solution  was  practically  unchanged.  Frequentlj^  the  addition 
of  ammonium  carbonate  is  recommended  in  order  to  obtain  a  more 
permanent  solution;  it  has  the  opposite  effect. 

Preparation  of  —  Iodine  Solution. 

'^  10 

There  is  no  advantage  to  be  obtained  by  dissolving  the  theo- 
retical amoimt  of  sublimed  iodine  in  a  definite  volume  of  solution, 
for  the  latter  cannot  be  kept  ver>'  long  imchanged.  It  is  more 
practical  to  prepare  the  iodine  solution  by  placing  20-25  gms.  of 
pure  potassium  iodide  in  a  liter  flask  dissolving  it  in  as  little  water 
as  possible  and  then  adding  about  12.7  gms.  of  commercial  iodine, 
weighed  out  roughly  on  a  watch-glass.  The  contents  of  the  flask 
are  shaken  imtil  the  iodine  is  all  dissolved.  When  this  is  accom- 
plished, the  solution  is  diluted  up  to  the  mark  with  water  and 
standardized  according  to  one  of  the  following  methods. 

N 
1.  With  -r^  Sodium  ThiosuLphate  Solution, 

Of  the  thoroughly  mixed  iodine  solution,  25  c.c.  are  titrated 

with  the  standard  sodium  thiosulphate  solution. 

N 
If  25  c.c.  of  iodine  solution  require  25.16  c.c.  of  TTvNajSjO, 

N 
solution,  1  c.c.  of  the  former =1.0064  c.c.  of  t-t  solution,  or,  in 

other  words,  the  solution  is  0.10064  normal. 

N 
2.  With  —  Arsenious  Add. 

If  iodine  is  allowed  to  act  upon  an  acid  solution  of  arsenious 
acid,  a  reaction  takes  place,  but  at  different  dilutioas  different 
amoimts  of  ioduie  are  required  for  the  same  amount  of  arsenious 
acid.    The  reaction  is  a  reversible  one: 

As,0,+2H30+4I  <=t  4HI+ AsjO,. 

Now,  if  the  hydriodic  acid  is  immediately  removed  from  the 
solution  as  fast  as  it  is  formed,  the  reaction  will,  in  the  cold. 
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proceed  quantitatively  in  the  direction  from  left  to  right.    The 

removal  of  the  hydriodic  acid  is  effected  by  the  addition  of  an 

alkali  which  is  itself  unacted  upon  by  iodine.     Naturally,  alkali 

hydroxides  cannot  be  used  for  this  purpose,  for  they  absorb  a 

measurable  quantity  of  the  iodine.     In  fact  only  the  bicarbonates 

of  the  alkalies  are  without  action  upon  iodine,  so  that  sodium 

bicarbonate  is  used  for  the  neutralization  of  the  hydriodic  acid 

formed  by  the  above  reaction. 

AsoO      198 
From  the  equation,  it  is  evident  that  1  gm.-at.  1=    ^   '^"T"  ~ 

49.5  gms.  AsjO,,  and  —  gm.-at.  I  corresponds,  therefore,  to  4.95 

N 
gms.  .^03= the  amount  necessary  for  1000  c.c.  of  jjr  solution. 

N 
For  the  preparation  of  the  rr  arsenious  acid  solution,  the 

vitreous  form  of  commercial  AsjOj  is  sublimed  from  a  porcelain  dish 
upon  a  watch-glass.  If  arsenic  trisulphide  is  present  (shown  by  a 
yellow  sublimate  being  first  formed)  the  preparation  must  be  previ- 
ously purified.  For  this  purpose  it  is  dissolved  in  hot  hydrochloric 
acid  fl:2),  the  insoluble  sulphide  filtered  off,  and  the  arsenic 
trioxide  caused  to  deposit  by  cooling  the  filtrate.  After  pour- 
ing off  the  mother-liquor,  the  crystals  are  washed  several  times 
with  water,  dried  on  the  water-bath,  and  the  pure  substance 
obtained  by  sublimation.  After  standing  for  twelve  hours 'in 
a  desiccator  over  calcium  chloride,  4.95  gms.  of  the  oxide  are 
accurately  weighed  out  into  a  porcelain  dish  and  dissolved  by 
warming  with  a  little  concentrated  sodium  hydroxide  solution. 
After  two  or  three  minutes  all  will  be  dissolved.  The  solution  is 
now  poured  through  a  funnel  into  a  graduated  liter  flask,  and 
the  dish  carefully  washed  out  with  water.  A  drop  of  phenol- 
phthalein  is  added  to  the  contents  of  the  flask  and  pure  dilute 
sulphuric  acid  until  the  solution  is  decolorized.  About  20  gms. 
of  sodium  bicarbonate  are  dissolved  in  500  c.c.  of  water  and  the 
filtered  solution  is  added  to  the  barely-acid  contents  of  the  flask. 
If  the  mixture  reacts  alkaline  (shown  by  the  red  color  of  the 
phenolphthalein),  a  few  drops  of  sulphuric  acid  are  added  until 
it  becomes  colorless,  after  which  the  solution  is  diluted  up  to  the 
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mark  with  water.  After  thoroughly  mixing,  a  burette  is  filled 
with  it  and  titrated  against  a  measured  amount  of  iodine  solution 
as  under  1. 

The  Starch  Solution. 

About  5  gms.  of  powdered  starch  are  nibbed  into  a  paste  with 
a  little  cold  water,  and  the  paste  is  slowly  added  to  a  liter  of  boiling 
water  contained  in  a  porcelain  dish.  The  boiUng  is  continued 
for  one  or  two  minutes  so  that  an  almost  clear  solution  is  obtained 
The  Uquid  is  cooled  by  placing  the  dish  in  cold  water,  and  after 
standing  overnight  the  clear  Uquid  is  filtered  into  small  50-c.c. 
medicine  bottles.  These  are  placed  in  a  water-bath  and  filled 
up  to  the  neck  with  the  starch  solution,  heated  two  hours,  and  ^ 
closed  by  means  of  soft  stoppers  before  removing  from  the  hot- 
water  bath.  The  solution  thus  sterilized  can  be  kept  almost 
indefinitely  without  the  slightest  trace  of  mould  formation.  Such 
a  solution  prepared  according  to  the  above  directions  by  H.  N. 
Stokes  remained  perfectly  clear  after  standing  H  years  and  was 
as  sensitive  then  as  when  first  made  up.  After  opening  the  bottle, 
mould  begins  to  form  within  one  week,  which  explains  why  the 
solution  is  poured  into  small  bottles;  it  may  then  be  used  before 
it  becomes  spoiled. 

It  is  nowadavs  much  more  convenient  to  use  the  Zulkowskv 
"soluble  starch,"  which  is  obtained  commercially  in  the  form 
of  a  paste.  The  reagent  is  prepared  by  dissolving  a  little  of  the 
paste  in  cold  water. 

Sensitiveness  of  the  lodo-Starch  Reaction. 

As  already  mentioned  in  Vol.  I,  p.  267,  iodine  produces  a 
blue  color  with  starch  only  when  hydriodic  acid  or  a  soluble  iodide 
is  present,  and  further  the  formation  of  the  blue  color  depends 
not  only  upon  the  presence  of  iodide  but  is  largely  influenced 
bv  the  concentration  of  the  iodide  solution.  With  the  same 
amount  of  iodide  and  different  volumes  of  liquid  quite  different 
amounts  of  iodine  are  necessary  to  produce  the  blue  color.  Fr^  m 
tills  it  is  evident  that  in  any  iodimetiic  analysis  about  the  same 
concentration  should  be  maintained  as  in  the  case  of  the  btiUid- 
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N 
ardization  of  the  solutions  used  for  the  analysis.    When  -^  solution.^ 

are  used,  the  error  produced  by  not  following  this  rule  is  a  small 

one  and  for  most  purposes  can  be  neglected.    On  the  other  hand, 

N 
when  an  analysis  is  made  with  j^  solutions,  a  laige  error  may 

be  introduced. 

To  show  what  the  error  can  amount  to,  the  following  results 

will  be  given.   To  each  of  the  following  amounts  of  water,  1.5  c.c. 

N 
of  starch  solution  were  added  and  then  -ryrTi  iodine  solution  until 

lUU 

a  barely-visible  coloration  was  obtained. 

N 
c.c.  Water.  r^  lodiiie  Solution. 

50 0. 15  C.C. 

100 0.30   " 

150 0.47   " 

200 0.64   " 

Tliese  experiments  were  repeated  using  3  c.c.  of  the  starch 
solution  with  almost  the  same  results.  But  when  to  each  1 
gm.  of  potassium  iodide  was  added,  the  following  results  were 
obtained: 

N 
Water.  Yaa  Iodine  Solution. 

50c.c.+lgm.  KI 0.04  c.c. 


100  "  +1  " 
150  "  +1  " 
200  "  +1  " 
500  "  +1  " 
500  "  +3gms. 
620   "  +3    " 


It 


0.04 

0.04  " 

0.14  " 

0.32  " 

0.32  " 

0.32  " 


The  results  show  that  the  amount  of  iodine  solution  nec?ssarv 
to  produce  the  blue  color  in  the  absence  of  potasshim  iodide  *  is 

*  With  the  exception  of  the  potassium  iodide  contained   in  the  iodine 
solution  itself. 
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directly  proportioned  to  the  dilution.  If  the  solution  contains 
1  gm.  of  potassium  iodide,  a  blue  color  will  be  produced  by  the 
same  amount  of  iodine  solution  as  long  as  not  more  than  150  c.c. 
of  solution  are  present,  but  with  a  greater  volume  than  that,  more 
iodine  is  necessary  independent  of  whether  the  solution  contains 
1  gm.  or  more  of  potassium  iodide. 

In  order  to  show  the  action  of  the  iodide  more  distinctly,  a 
very  dilute  iodine  solution  was  added  to  50  c.c.  of  water  containing 
stArch  solution  and  in  the  absence  of  iodide,  15  c.c.  were  added 
before  the  blue  color  was  permanent.  After  adding  1  gm.  of 
potassium  iodide,  it  was  only  necessarj'  to  add  1.5  c.c.  of  the 
dilute  iodine. 

When  sohitions  were  used  without  the  addition  of  potassium 
iodide,  the  same  amount  of  iodine  solution  (0.03  c.c.*)  was 
necessary  when  not  more  than  300  c.c.  of  water  were  present. 
With  600  c.c.  of  water,  0.06  c.c.  of  iodine  was  necessary,  and  with 
1000  c.c.  it  was  found  that  0.15  c.c.  of  iodine  solution  was  re- 
quired. On  the  other  hand,  when  the  solution  contained  1  gm. 
of  potassium  iodide,  only  0.06  c.c.  of  iodine  was  necessary  in 
1000  c.c.  of  liquid.t 

ANilLTSES  BT  lODIMETRIC  PROCESSES. 

Determination  of  Free  Iodine. 

N 
1000  c.c.  TTT  iodine  solution  =  12.685  gm.  I. 

The  iodine  is  dissolved  in  a  solution  of  potassium  iodide.  The 
solution  is  titrated  either  with  sodium  thiosulphate  or  with  arse- 
nioUs  acid  exactly  as  described  under  the  standardization  of  an 
iodine  solution. 

Determination  of  Chlorine  in  Chlorine  Water. 

N 
1000  c.c.  ~  iodine  solutionis. 545  gm.  CI. 

*  0.03  c.c.=l  drop. 

t  The  temperature  of  the  solution  also  exerts  an  influence.  Other  things 
being  equal,  the  end-point  is  best  obtained  in  a  cold  solution.  — [Translator.] 
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A  measured  amount  cf  chlorine  water  is  added  to  a  solution 
containing  an  excess  of  potassium  iodide.  The  point  of  the 
pipette  should  be  held  just  above  the  surface  of  the  iodide  solution 
and  the  latter  should  be  contained  in  a  glass-stoppered  bottle. 
After  the  chlorine  water  has  been  added,  the  contents  of  the 
bottle  are  vigorously  shaken,  and  the  iodine  seL  free  is  titrated 
with  sodium  thiosulphate  as  above: 

KH-Cl=Ka+I. 
Determination  of  Bromine  in  Bromine  Waten 

N 
1000  c.c.  r^  iodine  solution  » 7.996  gm.  Br. 

The  procedure  is  the  same  as  under  2: 

KH-Br=KBr4-I. 

Determination  of  Hypochlorous  Acid  in  the  Presence  of  Chlorine. 

The  determination  is  based  upon  tlie  following  reactions: 

HOa+2KI=Ka+KOH4-I,; 
Cl34-2KI=2KCl+l2. 

1  gm.-mol.  of  hjrpochlorous  acid  sets  free  1  gm.-mol.  of  iodine, 
but  produces  at  the  same  time  1  gm.-mol.  of  potassiimi  hydroxide, 
while  the  chlorine  simply  sets  free  an  equivalent  aniount  of  iodine. 
After  neutralizing  the  alkali  by  means  of  an  excess  of  hydrochloric 
acid  and  determining  the  iodine  by  titration  with  sodium  thio- 
siJphate,  the  excess  of  hydrochloric  acid  is  titrated  ^dth  standard 

alkali  solution. 

N 
Procedure. — A  measured  volimie  of  —  hydrochloric   add    is 

added  to  a  potassium  iodide  solution,  to  this  a  known  amoimt 

of  the  mixture  of  chlorine  and  hyi>ochlorous  acid  is  added,  and  the 

N 
iodine  set  free  is  titrated  with  ^  thiosulphate  solution.    The  now 

colorless  solution  is  treated  with  methyl  orange  and  the  excess  of 

N 
hydrochloric  acid  is  titrated  with  -^  NaOH.    The  KOH  produced 

by  the  action  of  the  hypochlorous  acid  upon  the  iodide  requires 
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N  N 

half  as  much  jj:  acid  for  neutralization  as  are  required  of  -^  Na^SjO, 

solution  to  react  with  the  iodine  set  free  by  the  action  of  the  hjrpo- 

chlorous  acid. 

Example, — If  V  c.c.  of  chlorine -fhypochlorous  acid  were  taken 

N  N 

for  analysis,  t  c.c.  j^r  HCl  present  at  the  start,  T  c.c.  j^  NajSjO, 

N 
used  for  titrating  the  iodine,  and  ti  c.c.  tjt  NaOH  for  titrating  the 

N 
excess  of  acid,  then  t—t^  c.c.  r^  acid  w^ere  required  to  neutralize 

N 
the   potassium   hydroxide  and   2(1— t^)  c.c.  j^  NajSjO,  to   react 

with  the  iodine  formed  from  the  hy|)ochlorite. 

Hence  {t-ti)  0.005246  *=gm.  HOCl  in  V  c.c.  solution 
and  t^ 

r-2((-/i)  0.003545 -gm.  a  in  7  c.c.  solution. 

Determination  of  Iodine  in  Soluble  Iodides.t 

(a)  By  Decomposition  with  Ferric  Salts. 

If  a  solution  of  a  soluble  iodide  is  treated  with  an  excess  of 
iron-ammonium  alum  and  acidified  with  sulphuric  acid,  the 
ferric  salt  will  be  reduced  to  ferrous  salt  with  separation  of  iodine: 

Fe,(SO J, + 2HI = H,S04  +  2FeS0,  + 1,. 

If  the  solution  is  heated  to  boiling,  the  iodine  escapes  with 
the  steam  and  can  be  collected  in  a  solution  of  potassium  iodide 
and  then  titrated  with  sodium  thiosulphate  or  arsenious  acid. 
This  method  is  suited  for  separating  iodine  from  bromine,  for 
bromides  do  not  reduce  ferric  salts.  The  bromide  will  be  found 
in  the  residue  obtained  after  the  distillation,  and  is  best  deter- 
mined gravimetrically. 

— 

*  HOa «52.46;  1  c.c.  —  solution  =0.005246  gm.  HOa. 

t  In  the  case  of  Insoluble  iodides,  the  metal  must  first  be  removed  if  the 
iodine  is  to  be  determined  volumetrically.  This  can  be  accomplished  by 
the  method  of  Meusel  (Zeitschr.  f.  anal.  Chem.,  12, 137).  It  may  be  said,  how- 
ever, that  the  volumetric  method  offers  no  advantages  over  the  gravimetric 
one. 
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(6)  By  Decomposition  with  Nitrous  Acid  (Frescniua). 

This  excellent  method,  which  is  especially  suited  for  deter- 
miniiig  small  amounts  of  iodine  in  the  presence  of  bromine  and 
chlorine  in  mineral  waters,  depends  upon  the  easy  oxidation  of 
hydriodic  acid  by  means  of  nitrous  acid; 

2HI+2HNO,=2H,0  +  2NO  +  2l. 

Hydrochloric    and    hydrobromic   acids    are   not   attacked   by 

nitrous  acid. 

Procedure. — In   the   small    apparatus   shown   in   Fig.   74   the 

neutral  or  slightly  alkaline  solution  of  the  iodide  is  placed;  it  is 
slightly  acidified  with  dilute  sulphuric  acid,  and 
a  little  freshly-distilled,  coloriess  carbon  bisulphide 
(or  chloroform)  is  added,  so  that  it  does  not  quite 
reach  to  the  stop-cock,  near  the  bottom  of  the  tube. 
Then  two,  or  at  the  most  three,  drops  of  "nitrose"* 
are  added,  the  tube  stoppered  and  vigorously 
shaken,  after  which  the  carbon  bisulphide  is 
allowed  to  settle  once  more.  The  small  amount 
of  the  latter  which  at  firet  adheres  to  the  glass 
sides  is  made  to  run  to  the  bottom  by  revolving 
and  inclining  the  tube.  On  the  upper  surface  of 
the  liquid  there  will  still  remain  a  few  tiny  drops 
of  carbon  bisulphide.  To  obtain  these  a  funnel 
containing  a  filter  moistened  with  water  is  placed 
under  the  glass  stop-cock,  the  stopper  is  removed 
from  the  tube  and  the  aqueous  solution  is 
allowed  to  run  through  the  filter,  but  the  carbon 
bisulphide  will  remain  behind  on  the  paper. 
The  carbon  bisulphide  remaining  in  the  tube  is 
shaken  three  times  with  successive  portions  of 
distilled  water,  and  each  time  the  latter  is  allowed 
to  run  off  through  the  same  filter.  The  funnel  is 
then  placed  at  the  top  of  the  tube,  punctured  with 
Fio.  74.         a  point«d  glass  rod,   and   the   carbon  bisulphide 

washed  into  the  tube  by  means  of  about  0.5  c.c.  of  water.     After 
•  Cf.  VoL  I,  p.  285. 
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this  one  or  two  drops  of  sodium  bicarbonate  solution  are  added 
and  thoroughly  shaken  with  the  carbon  bisulphide,  then  standard 
sodium  thiosulphate  solution  is  added  imtil  the  reddish-violet 
carbon  bisulphide  solution  becomes  colorless. 

The  value  of  the  sodium  thiosulphate  solution  is  not  determined 
as  ordinarily,  but  by  means  of  a  potassium  iodide  solution  treated 
as  above  described. 

Remark. — ^This  method  is  useful  for  determining  small  amounts 
of  iodine  in  the  presence  of  relatively  large  amounts  of  chlorine 
and  bromine,  as  in  the  analysis  of  mineral  waters.  For  the  stand- 
ardization of  the  sodium  thiosulphate  solution,  as  neariy  as  possible 
the  same  amount  of  potassium  iodide  is  used  as  is  present  in  the 
unknown  solution;  this  is  determined  by  the  color  of  the  carbon 
bisulphide.  Pure  potassium  iodide  must  be  used  for  this  purpose, 
and  its  purity  tested  by  means  of  a  gravimetric  determination  of 
the  iodine  present  in  the  salt  after  it  has  been  dried  at  170^-180°  C. 

The  reason  the  sodium  thiosulphate  solution  must  be  stand- 
ardized in  this  way  is  as  follows: 

When  an  aqueous  solution  containing  iodine  is  shaken  with 
carbon  bisulphide,  not  all  of  the  iodine  but  the  greater  part  o( 
it  will  pass  into  the  latter  solvent.*  The  error  is  compensated, 
however,  by  standardizing  the  solution  in  the  same  way. 

*  If  the  solution  of  a  substance  is  shaken  with  another  solvent  in  which 
the  former  does  not  mix,  the  original  amount  of  the  substance  divides  itseK 
between  the  two  solvents,  and  in  fact  the  concentration  of  one  solution 
(amount  of  the  dissolved  substance  present  per  cubic  centimeter)  always 
bears  a  constant  relation  to  that  of  the  other. 

Thus  if  Xfi  gms.  of  iodine  are  dissolved  in  V  c.c.  of  water,  and  the  solution 
is  shaken  with  V^  c.c.  of  carbon  bisulphide,  then  x^  gms.  of  iodine  will  remain 
in  the  aqueous  solution  and  Xq—x^  gms.  will  pass  into  the  carbon  bisul- 
phide. 

The  amount  x  is  found  by  the  following  equation: 

%  and  ^rr  ^  '^^  the  concentr  .tions  in  each  of  the  solutions  and  k  is  the  dis 

tribtUion  coeffUierUf  which  is  ^js  for  iodine.^  If  the  aqueous  solution  is  now 
shaken  with  the  same  amount  of  fresh  carbon  bisulphide,  then  Xz  gtns.  of 

^Berthelot  and  Jungfleisch,  Comptes  rend.,  60.  P-  338. 
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If,  after  shaking  with  carbon  bisulphide,  the  aqueous  solution 
still  appears  yellow,  it  must  be  treated  a  second,  and  perhaps 
a  third,  time  with  fresh  amounts  of  carbon  bisulphide. 

Determination  of  Bromine  in  Soluble  Bromides  (Bunsen). 

If  chlorine  water  is  added  to  a  colorless  bromide  solution  in 
a  porcelain  dish,  the  solution  becomes  yellow: 

KBr-fCl=KCl-fBr. 

If  it  is  heated  to  boiling,  the  bromine  is  expelled  and  the  solu- 
tion becomes  colorless  again.  The  addition  of  the  chlorine  water 
is  continued  until  finally  no  yellow  coloration  is  produced. 

Preparation  and  Standardization  of  the  Chlorine  Water, 

100  c.c.  of  a  saturated  chlorine  water  are  diluted  to  500  c.c, 
and  titrated  against  a  weighed  amount  of  pure  potassium  bromide 
which  has  been  dried  at  170^  C,  the  same  amount  of  bromide  being 
taken  for  the  standardization  as  is  supposed  to  be  present  in 
the  solution  to  be  analyzed.  During  the  titration,  the  burette 
containing  the  chlorine  water  is  enveloped  in  black  paper  to  pro- 
tect its  contents  from  the  light,  and  the  tip  of  the  burette  is  held 

iodine  will  remain  in  the  water  and  x,  —  x,  will  be  extracted  by  the  carbon 
bisulphide.     In  this  case,  however, 


/     kV    \* 
(2)    x^'^XQiy  ^y^j    gms.  iodine, 


so  that  after  shaking  n  times  with  fresh  portions  of  carbon  bisulphide,  the 
amount  of  iodine  remaining  in  the  water  would  be : 


(3)    Xn'^Xffly      y  ]     gms.  iodine. 


Assuming  that  in  the  anal3rsis  0.005  gm.  of  iodine  was  dissolved  in 
10  c.c.  of  water  and  that  this  solution  was  shaken  once  with  1  c.c.  of  carbon 
bisulphide,  then  according  to  equation  (1) 

i^^^  1 

a;i«0.005^^^^^-0.006-^«0.0001  gm.  iodine 

^400 
would  remain  dissolved  in  the  water,  or  an  amount  that  can  be  neglected* 
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just  above  the  surface  of  the  hot  bromide  solution,  so  that  as 
little  chlorine  .as  possible  is  lost  by  evaporation. 

Determination  of  Iodine  and  Bromine  in  Mineral  Waters. 

According  to  the  amount  of  halogen  present,  from  5  to  60  liters 
of  water  are  taken  for  the  analysis. 

The  amoimt  of  bromine  and  iodine  present  is  usually  small 
compared  with  the  chlorine,  so  that  the  residue  obtained  by  the 
evaporation  of  a  large  amount  of  water  cannot  be  used  directly 
for  the  analysis,  but  by  partial  crystallization  a  mother-liquor 
rich  in  bromide  and  iodide  must  first  be  obtained. 

Procedure. — The  water  is  placed  in  a  large  porcelain  evaporating- 
dish,  a  liter  at  a  time,  and  if  not  already  alkaline,*  enough  pure 
sodium  carbonate  solution  is  added  to  make  it  distinctly  so,  and 
the  water  is  evaporated  to  about  one-fourth  of  its  original  volume. 
This  causes  the  separation  of  some  calcium  and  magnesium  car- 
bonates in  the  presence  of  hydroxides  of  iron  and  manganese, 
while  all  of  the  halogen  salts  remain  in  solution.  The  residue 
is  filtered  off  and  thoroughly  washed  with  water.  The  filtrate 
is  further  concentrated  until  salts  begin  to  crystallize  out,  and 
the  hot  solution  is  then  poured  into  three  times  its  volume  of 
absolute  alcohol ;  this  causes  the  greater  part  of  the  sodium  chloride 
and  other  undesired  salts  to  precipitate.  After  standing  twelve 
hours,  the  alcoholic  liquid  is  filtered  and  the  residue  washed  five 
or  six  times  with  95  per  cent,  alcohol. 

The  alcoholic  solution,  which  contains  all  of  the  iodine  and 
bromine  with  considerable  chlorine  in  the  form  of  the  alkaline 
salts,  is  treated  with  five  drops  of  concentrated  potassium  hydroxide 
solution  and  almost  all  of  the  alcohol  distilled  off,  while  a  current  of 
air  is  passed  through  the  solution  by  means  of  a  capillary  tube 
reaching  to  the  bottom  of  the  liquid  in  the  distilling-flask. 

The  residue  from  the  distillation  is  further  concentrated  until 
salts  again  begin  to  crystallize  out  and  the  precipitation  with  alco- 
hol is  repeated.  The  alcohol  is  again  distilled  off,  but  this  time 
with  the  addition  of  only  one  or  two  drops  of  potassium  hydroxide 


^  The  solution  is  alkaline  if  after  the  addition  of  phenolphthalein  the 
solution  turns  red  on  boiling. 
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solution.  According  to  the  amount  of  salts  present  in  solution 
this  operation  is  repeated  from  three  to  six  times.  The  final 
filtrate,  after  the  alcohol  has  been  distilled  off,  is  placed  in  a  plati- 
num dish,  evaporated  to  dryness,  the  disb  covered  with  a  watch- 
glass,  and  the  residue  gently  ignited  to  destroy  oiiganic  matter. 
The  residue  from  the  ignition  is  dissolved  in  a  little  water,  the 
carbonaceous  material  filtered  off,*  the  solution  slightly  acidified 
with  dilute  sulphuric  acid,  the  iodine  liberated  by  the  addition  of 
one  or  two  drops  of  ''nitrose,'*  and  titrated  with  sodiimi  thio- 
sulphate,  after  shaking  with  chloroform,  as  described  on  p.  SlS.f 
The  bromine  is  determined  in  the  aqueous  solution  obtained  after 
the  extraction  of  the  iodine  with  chloroform.  The  acid  solution  is 
made  alkaline  by  the  addition  of  sodium  carbonate  solution,  two 
drops  of  a  saturated  sugar  solution  are  added,  and  the  solution 
evaporated  to  dryness  in  a  platinum  dish.  With  a  watch-glass 
upon  the  dish,  the  residue  is  gently  ignited  in  order  to  destroy  the 
sugar  and  the  excess  of  nitrite. J  After  this  has  been  accomplished 
the  residue  is  dissolved  in  water,  filtered,  acidified  slightly  with 
sulphuric  acid,  and  the  bromine  titrated  with  chlorine  water  as 
described  on  p.  520. 

Remark. — If  sufficient  mineral  water  is  available  it  is  better  to 
divide  the  mother-liquor  containing  the  bromide  and  iodide  into 
two  portions;  in  one  portion  the  iodine  is  determined  as  before, 
while  in  the  other  the  bromine  and  iodine  are  determined  by 
titration  with  chlorine  water.  § 

Analysis  of  Peroxides  (Btmsen). 

All  peroxides  of  the  heavy  metals,  which  evolve  chlorine  on 
treatment  with  hydrochloric  acid,  can  be  determined  \vith  great 

*  If  the  filtrate  is  not  completely  colorless,  it  is  evaporated  and  again 
ignited. 

t  Lecco  determines  the  iodine  coloriraetrically  (2ieitschr.  f.  anal.  Chem., 
XXXV,  p.  318). 

%  The  addition  of  the  sugar  causes  the  nitrite  to  be  destroyed  at  a  lower 
temperature  th  n  would  otherwise  he  the  case,  and  the  danger  of  losing 
bromine  by  volatilization  is  avoided. 

§  As  the  chlorine  water  was  standardized  against  bromine,  an  amount 
of  the  latter  equivalent  to  the  iodine  present  is  deducted  from  the  amount 
represented  by  the  chlorine  water  used;  the  difference  shows  the  bromine 
present. 
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Accuracy  by  conducting  the  chlorine  into  potassium  Iodide  solu- 
tion and  titrating  the  deposited  Iodine  with  sodium  thiosulph&t« 
or  arsenlous  acid  solution.  It  is  only  necessary  to  make  sure 
that  the  chlorine  is  allowed  to  act  upon  the  potassium  iodide 
without  loss.  For  all  such  determinations,  Bunsen  employed  the 
apparatus  shown  in  Fig.  75.  The  small  decomposition-Sask  of  about 
40  c.c.  capacity  has  a  ground-glass  connection  with  the  dellvery- 


Fio.  75. 

tube  *  and  is  held  finnly  iw  place  by  means  of  rubber  rings,  as  at  a. 
The  lower  end  of  the  bent  delivery-tube  is  drawn  out  into  a  not^ 
too-emall  capillary. 

Procedure.  —  The  finely-powdered  substance  is  placed  in  the 
small  glass-stoppered  weighing-tube  (Fig.  75,  B),  which  has  a 
small  piece  of  glass  fused  on  the  end,  and  weighed.  The  tube  is 
then  taken  hold  of  by  means  of  the  glass  at  the  bottom, t  intro- 
dut^ed  into  the  neck  of  an  absolutely  dry  decomposition-flask, 
and  the  required  amount  of  the  substance  is  allowed  to  fall  into 
it  by  carefully  revolving  the  weighing-tube.  On  again  weighing 
the  tube,  the  amount  of  substance  taken  is  determined.  Hydro- 
chloric acid  is  now  added  {its  concentration  depends  upon  the 
nature  of  the  substance),  the  delivery  tubing  is  at  once  connected 
with  the  flask  and  introduced  into  the  retort  containing  potassium 
iodide  solution.  By  means  of  a  tiny  flame,  the  contents  of  the 
flask  are  heated  to  boiling  and  from  half  to  two-thirds  of  the  liquid 


*  loatead  of  the  g^und-Klass  connection,  Dunsen  used  a  tube  of  the 
Bftoie  siie  as  the  neck  of  the  flaak  and  connected  them  with  rubber  tubing, 
the  two  glaas  tubes  being  against  one  another. 

f  By  holding  the  tube  in  this  way,  deviations  of  veig^t,  due  to  Ui 
warming,  are  avoided. 
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is  distilled  over  into  the  retort.    In  order  to  prevent  the  iodide 

solution  from  sucking  back  into  the  flask,  the  delivery-tube  is 

taken  out  of  the  retort  before  removing  the  flame;  the  contents 

of  the  tube  are  then  washed  into  the  retort. 

The  potassium  iodide  solution  is  poured  into  a  large  beaker^ 

the  retort  washed  out  several  times  with  a  little  water,  and  then 

with  potassium  iodide  solution  in  order  to  remove  any  iodine 

which  may  remain  adhering  to  the  glass.    The  iodine  is  titrated  with 

N 

rrr  sodimn  thiosulphate  solution.    In  this  way  pyrolusite,  chro- 

mates,  lead  peroxide,  minium,  eerie  oxide,  selenic,  telluric,  and 
molybdic  acids  may  be  analyzed. 

Determination  of  Manganese  Dioxide  in  Pyrolusite. 

1000  C.C.  —-  Na^SjO,  solution -^Q-»«|g— 4.35  gms.  MnO,. 

How  much  pyrolusite  shall  be  taken  for  the  analysis?  * 

If  possible,  an  amount  should  be  taken  for  analysis  which  will 

N 
not  require  more  than  one  buretteful  of  the  —  NajSaO,  solution. 

We  assume  that  the  sample  contains  100  per  cent,  of  MnO^,  and 
calculate  how  much  of  the  latter  would  correspond  to  50  c.c.  of 

N 

—  Na,SA: 

N 
1  c.c.  rrr solution: 0.00435  gm.  MnOj=50:a;; 

a:=50x0.00435=0.2175  gm.  MnO,. 

Consequently  for  the  analysis  about  0.2  gm.  of  the  substance 
is  taken,  which  has  been  dried  at  100®  C.  To  this  25  c.c.  of  hydro- 
chloric acid  (1:2)  are  added  and  the  analysis  is  made  as  described 
above. 

*  This  is  applicable  to  almost  every  volumetric  analysis.  To  insure  the 
most  accurate  results,  the  concentration  of  the  standard  solution  and  the 
weight  of  substance  taken  for  analysis  should  be  so  chosen  that  between  35 
and  50  c.c.  of  the  reagent  are  used  in  the  final  titration.  In  this  way  the  errors 
in  determining  the  end-point,  reading  the  burette,  etc.,  will  not  influence  the 
result  appreciably. — [Translator.] 
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The  calculation  is  based  upon  the  foUowing  equations; 
Mn03+4HCl=2H,0-fMnCl,-fCl,. 

2Cl=2I=lMnO„ 
ia=lI=iMnOa=»43.5  gms. 

The  amount  of  substance  taken  for  analysis —a  gms.^  and  the 

N 

r^  Na^S^Og  solution  used  for  the  titration  of  the  iodine»^  c.c.    Then 

a:fx0.00435«100:«; 

0.435./  ^  „  ^ 

«= =per  cent.  MnO«. 

a  *^ 

The  determination  of  chromates,  lead  peroxide,  and  selenic 
acid  is  carried  out  in  the  same  way,  except  that  concentrated 
hydrochloric  acid  is  used  for  the  decomposition. 

Determination  of  Telluric  Acid. 

If  the  telluric  acid  is  present  as  the  hydrous  acid  (H2Te04 + 2H2O) 
or  as  tellurate,  the  analysis  is  performed  in  the  same  way  as  with 
selenic  and  chromic  acids.  If,  however,  the  tellurium  is  present 
as  the  anhydrous  acid  or  as  the  anhydride,  the  method  must  be 
modified;  for  these  substances'  are  scarcely  attacked  by  concen- 
trated hydrochloric  acid.  They  are  placed  in  the  decomposition- 
flask,  dissolved  in  a  little  concentrated  potassium  hydroxide,*  and  to 
the  tellurate  solution  thus  obtained  the  concentrated  hydrochloric 
acid  is  added;  the  reduction  then  is  accomplished  without  difficulty: 

K,TeO,-j-4Ha=2KCl-j-HjTeOj-j-HjO-fCl,. 

According  to  this  equation 

lCl=lI  =  y  =  ^^=63.5  gms.  Te. 


*  The  solution  could  not  be  effected  by  using  sodium  hydroxide. 
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Detemdnation  of  Ceric  Oxide. 

1000  C.C.  —  iodine  aolution— r^*— —  =  17.2  gma.  CeO, 

Ceric  oxide  when  mixed  with  considerable  lanthanum  and  di- 
dymium  oxides  is  reduced  by  distillation  with  concentrated  hydro- 
chloric acid: 

2CeO,-j-8HCl=4HjO+2CeCl,-fCla. 

If,  however,  the  mixture  contains  but  little  of  the  two  last 
substances,  or  if  it  is  pure  ceric  oxide,  the  heating  with  concen- 
trated hydrochloric  acid  is  of  no  avail;  the  ceric  oxide  will  not 
dissolve. 

In  the  presence  of  hydriodic  acid,  however,  the  reduction 
takes  place  readily,  so  that  it  is  only  necessary  to  add  2  gms. 
of  potassium  iodide  to  a  weighed  amount  of  the  substance 
(0.67-0.68  gm.)  in  the  decomposition-flask,  and  then,  after  the 
addition  of  hydrochloric  acid,  violet  vapors  of  iodine  can  be  dis- 
tilled from  the  solution: 

2CeOa-f2KH-8Ha=2KCH-2Cea,+4H,0-i-2I. 

Often  there  will  be  so  much  iodine  given  off  that  the  solid  is 
likely  to  stop  up  the  tube  and  the  flask  will  often  explode.  To 
prevent  this,  the  end  of  the  delivery-tube  is  not  drawn  out  into 
a  capillary,  but  at  the  bottom  an  opening  of  about  4  mm.  in  diame- 
ter is  left.  During  the  operation,  the  flame  must  be  protected 
from  air-currents,  for  otherwise  there  is  danger  of  liquid  sucking 
back  from  the  retort. 

Determination  of  Vanadic  Acid. 

1000  c.c.  ^  iodine  solution -^5.  =  1^^9.12  gms.  V,0^ 

By  boiling  vanadic  acid,  or  one  of  its  salts,  with  concentrated 
hydrochloric  acid,  the  vanadium  is  reduced  with  evolution  of 
chlorine.  Unfortunatelv,  this  reaction  cannot  be  used  for  the 
determination  of  vanadic  acid,  for  the  amount  of  chlorine  evolved 
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depends  upon  the  concentration  of  the  vanadium  solution;  the 
vanadium  is  not  reduced  to  a  definite  oxide.  On  the  other  hand, 
by  means  of  hydrobromic  acid,*  vanadic  acid  is  reduced  to  a  bhie 
vanadyl  salt: 

VA+2HBr=V30,+H30+Br,. 

If  the  free  bromine  is  absorbed  in  potassium  iodide,  and  the 
liberated  iodine  titrated  with  sodium  thiosulphate,  a  sharp  deter- 
mination of  the  vanadium  will  be  obtained.  To  carry  out  this 
analysis,  about  0.^-0.5  gm.  of  the  vanadate,  together  with  1.5 
to  2  gms.  of  potassium  bromide,  is  placed  in  the  decomposition- 
flask  of  the  Bunsen  apparatus  (Fig.  75,  p.  523),  30  c.c.  of  con- 
centrated hydrochloric  acid  are  added,  and  distillation  is  effected 
as  before.  The  decomposition  is  always  complete  when  the 
liquid  in  the  flask  is  a  pure  blue. 

If  hydriodic  acid  is  used  instead  of  hydrobromic  acid,  the 
vanadic  acid  is  reduced  still  further,  almost  to  VjOj.f  In  fact, 
a  complete  reduction  to  the  latter  oxide  can  be  accomplished  if 
potassium  iodide,  concentrated  hydrochloric  acid,  and  1  or  2  c.c, 
of  syrupy  phosphoric  acid  are  added  and  the  liquid  distilled 
until  no  more  vapors  of  iodine  are  evolved.  According  to 
Steffan,  this  will  always  be  the  case  when  the  liquid  is  reduced  to 
one-third  of  its  original  volume. 

Determination  of  Molybdic  Acid«{ 

1000  C.C.  ^  Na,S A  -^* «  ^  - 14.4  gms.  MoO,. 

The  determination  depends  upon  the  fact  that  molybdic  acid 
is  reduced  to  molybdenum  pentoxide  by  means  of  hydriodic  acid 
with  liberation  of  iodine: 

2M0O3 + 2HI = H2O + Mo  A + 12- 

Remark, — This  method  finds  no  practical  application  on  account 
of  the  fact  that  it  is  difficult  to  obtain  a  quantitative  reduction  in 

*  Holverscheidt,  Dissertation,  Berlin,  1890. 

t  Friedheim  and  Euler,  Bench  te,  28  (1895),  2067. 

t  Ihid.,  28  (1895),  2067,  and  29  (1896),  2981. 
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accordance  with  the  above  equation.  Gooch  and  Fairbanks  *  found 
that  if  a  solution  containing  molybdic  acid  is  distilled  in  the 
Bunsen  apparatus  with  potassium  iodide  and  hydrochloric  acid, 
imtil  iodine  vapors  are  no  longer  visible  and  the  solution  is  a  light 
green,  too  little  iodine  is  obtained.  On  the  other  hand,  if  the 
distillation  is  continued  still  further,  they  found  that  the  reduction 
goes  on  and  more  iodine  is  obtained  than  corresponds  to  the  above 
equation.  Steffan,t  who  tested  the  method  in  the  author's  labo- 
ratory, obtained  results  agreeing  vnX\i  those  published  by  Gooch 
and  Fairbanks.  By  means  of  hydrobromic  acid,  molybdic  acid 
is  not  reduced. 


Determination  of  Vanadic  and  Molybdic  Acids  in  the  Presence  of 

One  Another. 

According  to  Steffan,  these  two  acids  may  be  determined 
ver}*^  accurately  when  present  togethei.  The  vanadic  acid  is 
determined,  according  to  Holverscheidt,  by  distillation  with 
potassium  bromide  and  concentrated  hydrochloric  acid,  absorp- 
tion of  the  bromine  in  potassium  iodide  solution,  and  titration 
of  the  Uberated  iodine  (cf.  p.  527).  The  contents  of  the  distilla- 
tion flask,  in  which  the  vanadium  is  present  as  vanadyl  salt  and 
the  molybdenum  as  molybdic  acid,  are  treated  with  hydrogen 
sulphide  in  a  pressure-flask,  and  the  precipitated  molybdenum 
sulphide  is  filtered  through  a  Gooch  crucible,  and  weighed  as  MoOj. 
as  described  on  p.  222.  The  results  obtained  by  this  method  are 
perfectly  satisfactory. 

As  molybdic  acid  is  unattacked  by  hydrobromic  acid,  but 
is  reduced  to  M02O5  with  separation  of  iodine  by  means  of  hydri- 
odic  acid,  Friedheim  and  Euler  proposed  the  following  method  foi 
the  determination  of  vanadic  and  molybdic  acids  when  present 
together: 

The  mixture  of  the  two  acids  is  distilled  as  before  with  potassium 


*  Gooch  and  Fairbanks,  Zeitschr.  f.  anorg.  Chem.,  XIII  U897),  101,aiuT 
XIV,  317. 

t  Steffan,  Inaug.  Dissertation,  Zurich,  1902. 
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bromide  and  hydrochloric  acid  and  the  vanadium  thereby  reduced 
to  the  tetroxide  compound 

VA+2HBr=H20+VA+Br„ 

with  separation  of  two  atoms  of  bromine  which  are  determined 
iodimetrically.  To  the  cold  solution  remgining  in  the  distilling- 
flask,  potassium  iodide,  hydrochloric  acid,  and  syrupy  phosphoric 
acid  are  added,  and  the  distillation  continued  until  no  more  iodine 
is  given  off  and  the  solution  is  a  light  green. 

By  means  of  this  gecond  reduction  the  vanadium  tetroxide  is 
supposed  to  be  reduced  to  VjO,, 

VA+2HI=H,0+V,03-fIj, 

and  consequently  more  iodine  is  liberated  by  the  vanadium. 
Furthermore,  according  to  Friedheim  and  Euler,  the  molybdenum 
is  reduced  to  M03O5: 

2M0O3 + 2HI  =  HjO  +  Mo,Os+ 1, 

If,  therefore,  the  amount  of  iodine  corresponding  to  the  first 
titration  is  deducted  from  the  amount  obtained  in  the  second, 
the  difference  should  correspond  to  the  amount  of  molybdenum 
present.  But  Gooch  and  Fairbanks  have  shown  that  this  is 
hot  the  case.* 

The  error  in  the  method  lies  in  the  fact  that  the  vanadic  acid 
is  only  reduced  completely  to  VjO,  when  the  solution  is  distilled 
to  one-third  of  its  original  volume.  In  this  case,  however,  the 
molybdenum  is  reduced  further  than  corresponds  to  the  formation 
of  M02O5;  too  much  iodine  is  liberated  and  too  high  a  value  is 
obtained  for  the  molybdic  acid  present.  On  the  other  hand, 
if  after  the  addition  of  the  potassium  iodide  the  liquid  is 
only  distilled  until  the  iodine  vapors  cease  to  appear  and  the 
solution  is  a  light  green,  the  vanadium  is  not  completely 
reduced  to  V2O3,  and  then  a  too  low  value  for  the  molybdenum 
is  obtained. 


*  The  results  of  Gooch  and  Fairbanks  have  been  confirmed  in  every  re« 
spect  by  Steflfan. 
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Analysis  of  Chlorates. 

This  is  carried  out  the  same  way  as  the  analysis  of  pyrolusite 
(cf .  p.  524) : 

KaOs+6Ha  =  KCH-3HaO+3Caa 

N 
-^  gm.-at.  iodine =1000  c.c.  -^  NajSjO,  solution  « 


10 

KCIO,    122.6 
60  60 


=  2.043  gms.  KCIO,. 


Many  oxidizing  agents  can  be  determined  iodimetrically  with- 
out previous  distillation  with  hydrochloric  acid. 

Analysis  of  Soluble  Chromates. 

A  concentrated,  acid  solution  of  potassiimi  iodide  is  treated 
with  a  weighed  amount  of  the  chromate,  diluted  with  water, 
and  the  liberated  iodine  titrated.  (Cf.  standardization  of  sodium 
tLiosuIphate  against  potassium  dichromate,  p.  510.) 

Determination  of  Hypochlorous  Acid. 

This  determination  is  made  use  of  in  the  analysis  of  chloride 
of  lime. 

Procedure, — ^Into  a  tared  weighing-tube  about  6  gms.  of  "chloride 

of  lime  "  are  introduced,  and  the  stoppered  tube  is  weighed.     Its 

contents  are  then  washed  into  a  porcelain  dish,  rubbed  to  a  paste  by 

means  of  a  pestle,  and  then  transferred  without  loss  to  a  500-c.c. 

measuring-flask,  diluted  up  to  the  mark  with  water  and  well  shaken. 

Of  this  turbid  solution,  20  c.c.  are  run  into  10  c.c.  of  10  per  cent. 

potassium  iodide  solution,  and  after  acidifjdng  with  hydrochloric 

N 
acid  the  iodine  set  free  is  titrated  with  —  NajSjOg,     The  result 

is  expressed  in  per  cent,  of  chlorine. 

Remark, — If  the  "chloride  of  lime"  contained  calcium  chlo- 
rate it  will  be  partially  reduced  by  hydrochloric  acid  and 
potassium    iodide   with   liberation    cf   iodine,    and    consequently 
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the  results  obtained  for  hypochlorite  chlorine  (bleaching  chlorine) 
will  be  too  high.  In  this  case  the  hypochlorite  is  best  detemiined 
by  a  chlorimetric  process  with  arsenious  acid  (see  p.  539.) 

Determination  of  Lead  Peroxide. 

Method  of  Diehl,  modified  by  Topf* 

The  analysis  depends  upon  the  fact  that  lead  peroxide  is  re- 
duced by  means  of  potassium  iodide  in  acetic  acid  solution  when 
considerable  alkali  acetate  is  present: 

Pb02-h4HI  =  PbI,+2H20H-l2. 

N 
After  diluting  with  water  the  iodine  is  titri^ted  with  —  NajjSjO, 

solution. 

Procedure. — ^About  5  gms.  of  the  substance  are  dissolved  with 
12  gms.  of  potassium  iodide  and  90-100  gms.  of  sodium  acetate 
in  60  c.c.  of  50  per  cent,  acetic  acid.  The  solution  is  diluted  with 
water  to  a  volume  of  250  c.c.f  and  titrated  with  sodium  thiosul- 
phate. 

This  excellent  method  may  also  be  used  for  the  analysis  of 
minium  (red  lead). 

Determination  of  Ozone  in  Ozonized  Oxygen* 

1000  C.C.  ^  Na^,0,-|g-  1^.2.4  gms.  O,. 

(a)  Schonbein^s  Method, 

The  gas  is  conducted  through  a  ten-bulb  tube  containing 
a  dilute,  neutral  solution  of  potassium  iodide,}  when  the  follow- 
ing reaction  takes  place: 

O3  -f  2KI  +  HjO = 2K0H  +  O^ + 1,. 


*  Diehl,  Dingl.  polyt.  Journ.,  246,  p.  196,  and  Topf,  Zeitschr.  f.  analyt. 
Chem.,  XXVI  (1887),  p.  296. 

t  An  absolutely  clear  solution  must  be  obtained,  with  no  residue  of 
yellow  lead  iodide. 

J  Ladenburg  and  Quasig,  Berichte,  1901,  p.  1114,  and  Ladenbuiig 
Berichte,  1903,  p.  116. 
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The  gas  to  be  examined,  which  is  caused  to  pass  through  the 
absorption  vessel  by  means  of  an  aspirator,  must  not  come  in 
contact  with  rubber,  or  other  substance  susceptible  to  oxidation, 
before  reaching  the  potassium  iodide  solution.  The  volume  of 
water  flowing  from  the  aspirator  gives  the  volume  of  the  gas 
drawn  through  the  apparatus. 

The   contents   of  the  tube  containing  the  potassium  iodide 

solution  are  poured  into  a  beaker,  and  the  deposited  iodine  is 

N 
titrated  with   t7>  NajSjOs  solution.    The  result  is  expressed  in 

grams  of  ozone  per  liter  of  gas  measured  at  0®  C.  and  760  mm. 
pressure. 

(6)  Th^nard's  Method. 

The  gas  to  be  analyzed  is  caused  to  pass  through  a  titrated 
solution  of  arsenious  acid,  and,  at  the  end  of  the  experiment,  the 
excess  of  the  arsenious  acid  is  titrated  back  with  iodine  solution: 

.  2O3+ As2Q,=*A%0,+20j. 

Both  of  the  above  methods  give  satisfactory  results. 

Determination  of  Iron. 

This  method  was  first  proposed  by  Carl  Mohr*  and  is  based 
upon  the  following  reaction: 

FeCls+HI  <=>  HCl-hFeClj-hl. 

As  the  reaction  is  reversible,  it  is  necessary  to  have  an  excess 
of  hydriodic  acid  present  in  order  that  it  may  take  place  quanti- 
tatively in  the  direction  from  left  to  right. 

Procedure. — ^The  hydrochloric  acid  solution  containing  a 
weighed  amount  of  the  ferric  salt  is  placed  in  a  300-c.c.  glass- 
stoppered  bottle,  the  greater  part  of  the  acid  is  neutralized  by  means 
of  sodium  hydroxide,  and  the  air  removed  by  means  of  a 
current  of  carbon  dioxide.  After  this  about  6  gms.  of  potas- 
fiimn  iodide  are  added,    the  bottle  closed,  shaken,  and  allowed 

*  Ann.  d.  Chem.  u.  Pharm.,  105,  p.  63. 
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to  stand  in  the  cold  for  twenty  minutes.    The  liberated  iodine 

N 
is  then  titrated  with  —  sodium  thiosulphate  solution.     As  soon 

as  the  blue  color  has  disappeared  *  more  carbon  dioxide-  is  con- 
ducted through  the  solution,  the  bottle  is  stoppered  and  allowed 
to  stand  for  a  few  minutes  to  see  whether  the  blue  color  will  re- 
appear. Should  this  be  the  case,  more  thiosulphate  is  added, 
the  flask  again  stoppered  and  allowed  to  stand.  If  a  blue 
color  again  appears,  the  solution  contains  too  little  potassium 
iodide,  so  that  it  is  necessary  to  repeat  the  entire  analysis, 
using  1-2  gms.  more  of  it.  With  sufficient  potassium  iodide 
and  only  little  free  hydrochloric  acid,  the  reaction  is  always  com- 
plete at  the  end  of  twenty  minutes.  The  results  obtained  are 
satisfactory. 

Determination  of  Hydrogen  Sulphide. 

1000  c.c.  ^  Na^SA  solution  «?^-  5^-1.704  gms.  H^. 

If  a  solution  of  hydrogen  sulphide  is  treated  with  iodine,  it 
is  oxidized  with  separation  of  sulphur: 

H2S+2I-2HI-f  S. 

For  the  determination  of  the  amount  of  the  gas  present  in 

hydrogen  sulphide  water,  a  measured  amount  is  transferred  by 

N 
means  of  a  pipette  to  a  known  amount  of  —  iodine  solution  and 

the  excess  of  the  latter  is  titrated  with  thiosulphate  solution. 

If  the  amount  of  hydrogen  sulphide  present  is  not  very  large, 
correct  results  are  obtained  without  difficulty.  With  consider- 
able hydrogen  sulphide,  on  the  other  hand,  the  deposited  sulphur 
is  likely  to  enclose  some  of  the  iodine  solution,  as  shown  by  its 
brown  color;  this  iodine  escapes  the  titration  with  thiosulphate. 
In  such  a  case,  the  film  of  sulphur  floating  on  the  surface  of  the 
liquid  is  removed  with  a  glass  rod  after  the  completion  of  the 
thiosulphate  titration,  transferred  to  a  glass-stoppered  cylinder, 
and  shaken  with  1-2  c.c.  of  carbon  bisulphide.     The  latter  dis- 

*  Starch  is  added  in  all  these  titrations. 
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solves  the  iodine  with  a  violet  color  and  the  color  is  discharged 
by  the  addition  of  sodium  thiosulphate  solution.  In  this  way 
the  total  amount  of  the  iodine  that  remains  can  be  titrated. 

Remark, — This  method  can  be  used  to  advantage  for  deter- 
mining the  sulphur  present  in  soluble  sulphides.  The  sulphides 
are  decomposed  as  described  on  p.  271  by  means  of  acid,  and 
the  hydrogen  sulphide  evolved  is  conducted  into  a  definite  amount 

N    .     . 
of  —  iodine  solution.     The  excess  of  the  latter  is  titrated  as 

above  with  sodium  thiosulphate  solution.    For  the  analysis  of 

alkali  sulphides,  the  solution  is  diluted  largely  with  boiled  water, 

N    .     . 
an  excess  of  —  iodine  solution  added,  and  the  unused  iodine 

N 
titrated  with  —  thiosulphate  as  before.  « 

Determinaiion  of  Hydrogen  Sulphide  in  Mineral  Waters. 

N 
A  measured  amount  of  r^  iodine  solution  and  2  gms.  of  potas- 

slum  iodide  are  placed  in  a  tall  liter  cylinder,  1000  c.c.  of  the  water 
to  be  analyzed  are  added,  and  after  thoroughly  shaking,  the  excess 

N 
of  the  iodine  is  titrated  with  -tj^  thiosulphate.    The  standardiza- 
tion of  the  iodine  solution  used  is  accomplished  by  measuring 
off  10  c.c.  of  the  solution,  adding  2  gms.  of  potassium  iodide,  di- 

N 
luting  to  1  liter  with  boiled  water,  and  titrating  with  -^  thio- 

sulphate  solution. 

Analysis  of  Arsenious  Acid. 

The  titration  is  effected  in  the  same  way  as  in  the  standard- 

N 
ization  of  the  -^  iodine  solution,  described  on  p.  511. 

Determination  of  Antimony  (A.  Weller). 

By  heating  a  pentavalent  antimony  compound  with  concen- 
trated  hydrochloric   acid   and   potassium   iodide   in   the  Bunsf^n. 
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apparatus  (Fig.  75,  p.  523),  the  antimonic  acid   is  reduced  to 
antimonous  acid  with  separation  of  iodine: 

SbO,+  4HI  -  Sb,0, + 2H,0 + 21,. 

The  iodine  is  distilled  over  into  potassium  iodide  solution 

N 
and  titrated  with  —  NajS,0,  solution. 


Determination  of  Sulphurous  AcicL 

1000  C.C.  Yg  iodine  «<^l"tio^— 2o'*'25^  -3.203  gms.  SO,. 

The  determination  is  based  upon  the  foUo^ving  reaction: 

SO,+H,0+2I=2HI+SO„ 

the  sulphurous  acid  being  oxidized  to  sulphuric  acid.  If  starch 
is  added  to  a  solution  of  sulphurous  acid,  and  a  titrated  iodine 
solution  is  run  into  it  from  a  burette,  the  blue  color  will  not  be 
obtained  imtil  all  of  the  sulphurous  acid  has  been  acted  upon. 
Bunsen,  however,  in  1854  showed  that  this  sensitive  reaction, 
which  was  first  used  by  Dupasquier,  will  only  take  place  quanti- 
tatively according  to  the  above  equation  when  the  solution  does 
not  contain  more  than  0.04  per  cent,  by  weight  of  SO,.  With 
greater  concentrations  uniform  results  are  not  obtained.  This 
irregularity  was  ascribed  to  the  reversibility  of  the  reaction,  so 
that  it  was  suggested  that  the  titration  be  performed  in  alkaline 
solution,*  thus  removing  the  hydriodic  acid  as  fast  as  it  is  formed. 
But  the  results  then  obtained  are  still  inaccurate.  Finkener,t 
on  the  other  hand,  states  that  correct  values  will  be  obtained  if 
the  sulphurous  acid  is  allowed  to  run  into  the  iodine  solution. 

J.  Volhard  J  has  confirmed  the  results  of  Finkener  and  shown 
that  the  anomalous  results  obtained  on  titrating  sulphurous  acid 
with  iodine  are  not  due  to  the  reversibility  of  the  reaction,  for 
the  direct  addition   of   20   per    cent,  sulphuric   acid    is   without 

*  Addition  of  MgCO,  or  NaHCO,  (Fordos  and  Gelis). 
t  Finkener- Rose,  Quantitative  Analyse  (1871),  p.  937. 
J  Ann.  d.  Chem.  u.  Pharm.,  242,  94. 
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influence.  The  incomplete  oxidation  of  the  sulphurous  acid  is 
caused  by  the  fact  that  the  hydriodic  acid  reduces  a  part  of  the 
sulphurous  acid  to  free  sulphur:  * 

(1)  SO,+4HI=4I+2H,04-S. 

If  sulphurous  acid,  whether  dilute  or  concentrated,  is  allowed 
to  run  into  a  solution  of  iodine  with  constant  stirring,  there  is 
complete  oxidation  of  the  SOji 

(2)  S02+2H-2HjO=2HI+Hj^04. 

If,  on  the  contrary'-,  iodine  solution  is  run  into  the  solution 
of  sulphurous  acid,  both  reactions  will  take  place: 

(3)  3SO,4-4HI+2H,0=2H,SO,+4HIt+S. 

Consequently  the  only  way  to  obtain  correct  results  is  to  add 
the  solution  of  sulphurous  acid  to  that  of  iodine.  In  the  analysis 
of  sulphites,  the  sulphite  solution  is  run  into  the  iodine  solution 
containing  hydrochloric  acid. 

Determination   of  Formaldehyde   (Formaline).    Hetiiod  of 

G.  Romijn4 

1000  c.c.  N.  iodine  solution  «= — ^ —  ^    o     ""^^'^^  8™^  fonnaldehyde. 

Principle. — Formaldehyde  is  quantitatively  oxidized  to  formic 
acid  by  remaining  in  contact  with  iodine  for  a  short  time  ut 
alkaline  solution: 

HCH0+H,0+I,=2HI+HC00H. 

Procedure. — ^The  aqueous  solution  of  formaldehyde,  known  com- 
mercially  as  *' formaline,"   contains  about  40  per  cent,  of  for- 


*  If  iodine  solution  is  added  slowly  to  a  not  too-dilute  sulphurous  acid 
solution,  a  distinct  separation  of  sulphur  is  soon  apparent 
t  The  HI  acts  as  a  catalyser  according  to  Volhard. 
t  Zeitschr.  f.  anal.  Chem.,  36  (1897),  p.  19. 
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maldehyde.    For  analysis,  10  c.c.  of  the  formaldehyde  solution  are 

diluted  to  400  c.c,  and  of  this  1  per  cent,  solution,  5  c.c.  ( =0.125  c.c, 

N 
of  the  original  soluton)  are  taken  for  analysis.      40  c.c.  of  -r^ 

iodine  solution  are  added    and  immediately  afterwards  strong 

sodium  hydroxide  solution,  drop  by  drop,  imtil  the  color  of  the 

solution   is   a   light   yellow;    it    is   then    placed   one   side   for 

ten    minutes.      The    solution    is    then    acidified    with    hydro- 

N 
chloric  acid,  and  the  imused  iodine  is  titrated  back  with  —  sodium 

thiosulphate  solution.' 

N 
1  c.c.  r^  iodine  solution =0.001501  gm.  formaldehyde. 


B.  Reduction  Methods. 

Determination  of  Ferric  Iron  (Fresenius).* 

In  the  case  of  all  methods  previously  discussed,  it  was 
necessary  to  reduce  the  iron  to  the  ferrous  condition  before  it 
could  be  determined  volumetrically.  In  the  following  method, 
first  suggested  by  Penny  and  Wallace,  but  improved  by  Fresenius^ 
the  iron  in  the  ferric  condition  may  be  determined  with  accuracy 
and  rapidity. 

The  hydrochloric  acid  solution  containing  ferric  chloride  is 
titrated  hot  with  stannous  chloride  solution  until  the  former 
becomes  colorless.  By  this  means  the  ferric  salt  will  be  reduced 
to  ferrous  salt: 

2Fea, + SnCla = SnCl,  -f  2FeCl2. 

Inasmuch  as  it  is  not  very  easy  to  determine  the  end-point 
with  accuracy,  because  the  last  part  of  the  iron  is  reduced  very 
slowly,  it  is  customary  to  run  over  the  end-point  and  to  titrate 
the  excess  of  the  stannous  chloride  with  iodine  solution. 

Solutions  Required,  1.  A  Ferric  Chloride  Solution  Containing  a 
Knovm  Amount  of  Iron. — It  is  prepared  by  dissolving  exactly 
10.03  gms.  of  bright  iron  wire  in  hydrochloric  acid  within  a  long- 

♦  Zeitschr.  f.  anal.  Chem.,  1,  p.  26. 
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necked  flask  held  in  an  inclined  position;  the  iron  is  oxidized 
with  potassium  chlorate  and  the  excess  of  chlorine  is  completely 
expelled  by  boiling.  The  solution  of  ferric  chloride  is  washed 
into  a  liter  flask  and  diluted  up  to  the  mark  with  water;  50  c.c.  of 
this  solution  contain  0.5  gm.  of  pure  iron.* 

2.  A  Stannous  Chloride  SoliUion. — ^25  gms.  of  tin-foil  are  heated 
for  two  hours  on  the  water-bath  with  50  c.c.  of  hydrochloric  acid 
of  specific  gravity  1.134  and  a  few  drops  of  hydrochlorplatinic  acid 
in  a  porcelain  dish  which  is  covered  with  a  watch-glass.  After  this, 
150  c.c.  of  hydrochloric  acid  and  an  equal  volume  of  water  are 
added,  the  solution  filtered  and  diluted  up  to  1  liter.  As  stan- 
nous chloride  is  oxidized  by  contact  with  the  air,  it  is  placed 
in  a  flask  which  on  one  side  is  connected  with  the  burette  as  shown 
in  Fig.  71,  p.  442,  and  on  the  other  side  with  a  Kipp  carbon  di- 
oxide generator. 

S.  An  Iodine  Solution  Approximately  Tenthr^normal. 

Procedure, — (a)  Standardization  of  the  solutions. 

First  of  all,  the  stannous  chloride  and  iodine  solutions  are 
titrated  against  one  another.  About  2  c.c.  of  the  former  are 
measured  from  the  burette,  diluted  to  about  60  c.c,  a  little  starch 
solution  added,  and  the  mixture  titrated  with  iodine  until  a 
blue  color  is  obtained. 

Next,  50  c.c.  of  the  acid  ferric  chloride  solution  containing 
a  known  amount  of  iron  are  titrated  against  the  stannous  chloride 
solution. 

(6)  Determination  of  iron  in  hematite.  5  gms.  of  the 
finely-divided  ore  are  ignited  in  order  to  destroy  any  oi^anic 
matter  which  may  be  present,  then  placed  in  a  long-necked  flask 
and  boiled  with  concentrated  hydrochloric  acid  and  a  little  potas- 
sium chlorate  until  the  iron  oxide  is  all  dissolved,  leaving  behind 
nothing  but  a  white  sandy  residue.  After  this  20  c.c.  more  of 
hydrochloric  acid  are  added  and  the  boiling  is  continued  while 
a  current  of  air  is  passed  through  the  solution,  until  all  the  excess 
of  chlorine  is  completely  removed  and  the  escaping  vapors  will 
no  longer  set  free  iodine  when  passed  into  a  potassium  iodide 
solution.  The  solution  thus  obtained  is  diluted  to  exactly  500  c.c. 
and  50  c.c.  of  it  are  taken  for  the  analysis. 

*  The  assumption  being  made  that  the  iron  wire  contained  99.7%  pure  iron 
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Eocample, 

1.  Standardization  of  the  reagents: 

2  c.c.  of  stannous  chloride  solution  require 
7.2  c.c.  of  iodine  solution.     1  c.c.  iodine  solution  =0.278  c.c.  SnCl, 

50  c.c.  ferric  chloride  solution  (=0.5  gm.  iron) 
require  for  decolorization 30.34  c.c.  SnCl, 

and  for  the  titration  of  the  excess  0.51  c.c.  of 
iodine  solution = 0.51  X  0.28 0.14  c.c.  SnCl^ 

Consequently,  50  c.c.  ferric  chloride  solution 
«0.5  gm.  iron =30.20  c.c.  SnClj 

and  1  c.c.  SnClj=g^= 0.01656  gm.  Fe. 

2.  Titration  of  the  aolviion  to  be  analyzed: 

50  c.c.  (=0.5  gm.  of  iron  ore)  require 18.96  c.c.  SnCl, 

and  for  the  titration  of  the  excess,  0.64  c.c.  of 
iodine =0.64X0.28 =  0.18  c.c.  SnCl, 

so  that  0.5  gm.  of  ore  corresponds  to 18.78  c.c.  SnCl, 

and  contain,  therefore,  18.78X0.01656=0.3110  gm.  Fe, 
and  in  per  cent. : 

0.5:0.3110=  100:  a; 
a;=62.20  per  cent.  Fe. 

Determination  of  Hypochlorous  Acid  by  Means  of  Arsenious  Acid. 

'  N 
1000  c.c.  -rj:  As,0,=  3.545  gms.  chlorine. 

On  adding  arsenious  acid  to  a  solution  of  a  hypochlorite,  the 
former  is  oxidized  to  arsenic  acid;  while  the  latter  is  reduced  to 
chloride: 

2NaOCH- AsjOa = AsjOs + 2NaCl. 

The  end-point  is  reached  when  a  drop  of  the  solution  added 
to  a  piece  of  iodo-starch  paper  will  cause  no  blue  coloration. 

Alkali  hypochlorites  and  chloride  of  lime  may  be  analyzed 
by  this  method  and  the  results  obtained  are  more  reliable  than 
in  the  case  of  those  obtained  by  the  iodimetric  method  described 
on  p.  530,  for  the  presence  of  chlorate  has  no  effect  in  this  case. 


540  yOLUMETRlC  ANALYSIS. 


III.  PRECIPITATION  ANALYSES. 
I.  Determination  of  Silver.    Metliod  of  Gay-Lussac. 

This  exceedingly  accurate  determination,  which  is  extensively 
used  for  testing  silver  alloys,  depends  upon  the  precipitation  of 
silver  chloride  from  nitric  acid  solution.  Common  salt  is  used 
as  the  precipitant. 

Solutions  Required.  1.  Sodium  Chloride  Solution  of  Known 
Concentration, — ^For  convenience,  it  is  customary  to  make  the 
solution  of  such  a  strength  that  1000  c.c.  correspond  to  exactly  5 
gms.  of  silver.  It  is  more  practical,  however,  to  use  a  some- 
what weaker  solution,  consequently  2.700  gms.  ^f  chemically  pure 
salt  are  dissolved  in  distilled  water  and  diluted  to  1  liter. 

2.  Decimal  Solviion  of  Sodium  Chloride. — 100  c.c.  of  the  above 
solution  are  diluted  with  distilled  water  to  1  liter. 

In  laboratories  where  silver  determinations  are  frequently 
made,  the  above  solutions  are  made  up  in  much  laiger  quanti- 
ties and  kept  in  bottles  similar  to  the  one  shown  in  Fig.  71,  p.  442. 
The  stronger  solution  is  connected  with  a  100-c.c.  pipette  and 
the  decimal  solution  with  a  burette. 

Standardization  of  the  Sodium  Chloride  Solution, — Exactly 
0.5  gm.  of  chemically  pure  silver  are  weighed  into  a 
200-c.c.  flask  provided  with  a  well-ground  glass  stopper,  and 
dissolved  in  10  c.c.  of  nitric  acid  of  specific  gravity  1.2,  free 
from  chlorine.  The  solution  is  hastened  by  heating  on  a  sand- 
bath.  When  the  silver  has  dissolved,  the  solution  is  heated  to 
boiling  in  order  to  expel  the  nitrous  acid  formed.  The  brown 
vapors  collecting  in  the  flask  are  removed  by  blowing  in  air. 
As  soon  as  no  more  of  these  are  formed,  the  flask  is 
removed  from  the  sand-bath,  and  allowed  to  cool.  To  the 
silver  solution  exactly  100  c.c.  of  the  stronger  salt  solution  are 
added,  the  flask  stoppered,  and  vigorously  shaken  imtil  the  pre- 
cipitated silver  chloride  collects  together,  and  the  supematent 
liquid  appears  clear. 
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As  the  salt  solution  was  made  up  a  little  weak,  the  precipita- 
tion of  the  silver  is  not  quite  complete  and  consequently  more 
sodium  chloride  must  be  added.  For  this  purpose  half  a  cubic 
centimeter  of  the  decimal  salt  solution  is  added  from  the  burette, 
so  that  the  solution  runs  down  the  sides  of  the  flask  upon  the 
surface  of  the  liquid;  causing  a  distinct  cloud  of  silver  chloride 
to  be  formed.  The  liquid  is  shaken,  allowed  to  settle,  again 
treated  with  half  a  cubic  centimeter  of  the  decimal  salt  solution, 
and  the  process  repeated  imtil  finally  the  addition  of  the  salt 
solution  fails  to  produce  any  further  turbidity;  the  last  half  cubic 
centimeter  is  not  used  in  the  calculation. 

Example, — 0.5  gm.  of  chemically  pure  silver  ({%%%  fine)  re- 
quired 100  c.c.  of  the  standard  salt  solution +1  c.c.  of  the  decimal 
solution,  i.e.,  100.1  c.c.  of  the  salt  solution  correspond  to  1000 
silver;  *   this  is  the  value  of  the  salt  solution. 

Silver  Determination, — ^In  order  to  obtain  absolutely  accurate 
results  it  is  necessary  to  employ  the  same  amount  of  silver  for 
the  analysis  as  was  used  in  the  standardization  of  the  solution, 
<5onsequently  the  approximate  amount  of  silver  present  in  the  alloy 
must  be  determined.  This  can  be  accomplished  by  cupellation, 
or  volumetrically  by  the  method  of  Volhard,  described  further  on. 

Example. — It  was  found  by  cupellation  that  an  alloy  contained 
about  /ift/V  ^^  silver;  for  the  titration  an  amount  must  be  taken 
which  will  contain  0.5  gm.  of  silver;  we  have  then 

■ 

l:0.8  =  a;:0.5 
r  a:=0.625gm. 

We  weigh  out,  therefore,  0.625  gm.  (  =  1250t)  of  the  alloy  and 
proceed  exactly  as  in  the  standardization. 

1250  of  alloy  require  for  the  precipitation  of  the  silver  100  c.c. 
of  the  standard  salt  solution -f  3  c.c.  of  the  decimal  solution,  i.e., 
1250  parts  of  the  alloy  require  100.3  c.c.  of  the  standard  salt 


*  For  convenience  in  calculation,  0.5  gm.  of  pure  silver   is   designated 
bv  1000,  0.25  gm.  by  500,  and  0.1  gm.  by  250,  etc. 

t  If  0.5  gm.=  1000,  then  0.5: 1000=  0.625 :x;   x=1250. 
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solution.    Since   100.1   c.c.   of  this  salt  solution  correspond  to 
1000  parts  of  pure  silver,  we  have 

100.151000= 100.3:x; 

«» inn  I       =1002  parts  silver  in  1250  parts  of  alloy; 

so  that  in  1000  parts  of  the  alloy  there  will  be 

1250: 1002= 1000:a: 

a;=801.6  parts  fine  of  silver. 

This  procedure  is  designated  as  the  French  method  in  contrast 
to  the  German  or  Dutch  method.  In  the  latter  case,  0.5  gm. 
of  the  alloy  (  =  1000)  is  weighed  out  and  the  same  amount  of 
silver  is  added  which  the  alloy  lacks  in  fineness.  In  this  way 
one  more  weighing  is  necessary,  but  the  calculation  is  somewhat 
simpler. 

Example, — ^By  cupellation  an  alloy  is  found  to  contain  fff^ 
silver.  In  order  to  make  the  silver  equal  1000,  200  parts  of 
fine  silver  must  be  added.  For  the  analysis,  therefore,  0.5  gm. 
of  the  alloy  and  0.1  gm.  of  pure  silver  (=200)  are  taken,  .dis- 
solved in  nitric  acid,  and  titrated  with  sodium  chloride. 

For  the  titration  of  the  alloy,  100.25  c.c.  of  the  stronger 
salt  solution  were  required,  or  of  the  decimal  solution,  1002.5  c.c. 
and  for  the  titration  of  1000  fine  silver  (0.5  gm.) 1001.0  c.c. 

Difference =  1.5  c.c. 

As  1  c.c.  of  the  decimal  solution  corresponds  to  r«W*  silver^ 
it  is  evident  that  1.5  c.c.  are  equivalent  to  -yVftr  silver.  If  this 
amount  is  added  to  the  assumed  silver  contents  (in  this  case  800), 
the  true  fineness  of  the  silver  alloy  will  be  obtained;  i.e.  801.5 
parts  fine  silver. 

*  100.1  c.c.  of  the  stronger  salt  solution »  5  gms.  }gf )  silver,  then  1001  ce. 
of  the  decimal  solution  correspond  to  the  same  amount,  and  1  c.c."bxV^v 
silver. 
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2.  Determination  of  Silver  (Volhard). 

1000  C.C.  j^  KCNS-^«  15^=10.793  gms.  Ag. 

If  to  a  silver  solution  containing  iron  ammonium  ahim^  free 
from  chloride  but  containing  enough  nitric  acid  to  dischai^e  the 
brown  color  of  the  iron  salt,  a  solution  of  alkali  sulphocyanate  is 
added;  white  insoluble  silver  sulphocyanate  is  precipitated: 

AgN034-  KCNS=KNO,+ AgCNS. 

When  all  the  silver  is  precipitated,  the  next  drop  of  the  sulpho- 
cyanate solution  will  cause  a  permanent  red  coloration  due  to  the 
formation  of  ferric  sulphocyanate. 

Requirements.  1.  Tenth-^normal  Silver  Solution, — 10.793  gms. 
of  chemically  pure  silver  are  dissolved  in  nitric  acid  free  from  chlo- 
ride, boiled  until  the  nitrous  acid  is  all  removed,  and  diluted 
with  distilled  water  to  a  volume  of  1  liter. 

2.  Tenthrnormal  Potassium  (or  Ammonium)  Sulphocyanate  Solvr 
lion. — Aa  both  of  these  salts  are  hygroscopic  and  cannot  be  dried 
without  decomposition,  an  exactly  tenth-normal  solution  cannot 
be  prepared  by  weighing  out  the  solid  salt.  Approximately,  the 
right  amoimt  (about  10  gms.  KCNS  or  9  gms.  NH^CNS)  is  dis- 
solved in  a  liter  of  water  and  the  solution  standardized  against 
the  silver  solution. 

3.  IroTirammonium  Alum  Solviion, — A  cold,  saturated  solution 
of  ferric  alum  to  which  enough  nitric  acid  is  added  to  cause 
the  disappearance  of  the  brown  color.  Of  this  indicator  the 
same  amount  is  used  for  all  titrations,  about  1  or  2  c.c.  for  100  c.c. 
of  the  silver  solution. 

For  the  standardization  of  the  sulphocyanate  solution,  20  c.c. 
of  the  silver  solution  are  placed  in  a  beaker,  diluted  with  about 
50  c.c.  of  water,  and  1  c.c.  of  the  indicator  added.  The  sulpho- 
cyanate solution  is  then  added  from  a  burette,  with  constant 
stirring,  imtil  a  permanent  red  color  is  obtained. 
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Determination  of  Silver  in  Silver  Alloys. 

About  0.5  gm.  of  the  brightly  polished  metal  is  dissolved  in 
nitric  acid  of  specific  gravity  1.2,  the  solution  boiled  to  expel 
the  nitrous  acid,  diluted  with  cold  water  to  about  50  c.c,  and 
after  the  addition  of  1  c.c.  of  the  ferric  alum  solution  it  is  titrated 
with  the  sulphocyanate  solution  as  in  the  standardization  of  the 
latter.  The  presence  of  metals  whose  salts  are  colorless  does 
not  influence  the  accuracy  of  this  determination,  except  that 
mercury  must  be  absent  because  its  sulphocyanates  are  insol- 
uble. Nickel  and  cobalt  must  not  be  present  to  any  extent, 
because  their  salts  are  colored,  and  not  more  than  60  per  cent. 
of  copper  in  an  alloy  is  permissible.  In  case  more  copper  is  present 
the  following  procedure  must  be  used:  The  silver  is  precipitated 
by  means  of  an  excess  of  alkali  sulphocyanate,  washed  completely 
with  water,  the  funnel  placed  over  an  Erlenmeyer  flask,  the  apex 
of  the  filter  broken,  its  contents  washed  into  a  flask  by  means  of 
concentrated  nitric  acid  (sp.  gr.  1.4),  and  the  liquid  heated  to  gentle 
boiling  for  three-quarters  of  an  hour.  As  the  sulphuric  acid 
formed  will  have  some  influence  upon  the  subsequent  titration, 
the  solution  is  diluted  with  water  to  about  100  c.c,  and  a  con- 
centrated barium  nitrate  solution  is  added  drop  by  drop  until 
the  sulphuric  acid  is  all  precipitated,  after  which  the  silver  is 
titrated  with  sulphocyanate  solution  without  filtering  off  the 
barium  sulphate. 

• 

Determination  of  Chlorine, 

(a)  Volkard^s  Method, 

N  CI 

1000  c.c.  ^  AgNO,  solution  =  —=3.545  gms.  chlorine. 

N 

The  solution  of  the  chloride  is  treated  with   an   excess  of  -r— 

silver  solution  and  the  excess  of  the  latter  is  titrated  vrixii 
sulphocyanate  solution,  after  the  addition  of  ferric  alum  and 
nitric  acid.  From  the  amount  of  silver  required,  the  amount  of 
chlorine  is  caVulated. 
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(6)  Fr.  Mohr'8  Method. 

If  the  neutral  solution  of  an  alkaline  or  alkaline-earth  chloride 
containing  a  few  drops  of  potassium  chromate  solution  *  is  treated 
with  silver  nitrate  solution,  added  from  a  burette,  a  red  precipi- 
tate of  silver  chromate  is  formed  which,  on  stirring,  disappears  on 
account  of  its  being  decomposed  by  the  alkali  chloride  to  silver 
chloride  and  alkali  chromate: 

AgjCrO^ + 2NaCl = 2  AgG + Na,CrO,. 

When  all  of  the  chlorine  is  changed  to  insoluble  silver  chloride, 
the  next  drop  of  the  silver  solution  will  impart  a  permanent 
reddish  color  to  the  liquid.  For  small  amounts  of  chloride  in 
concentrated  solutions  this  method  gives  very  sharp  results.  In 
all  cases,  a  blank  experiment  must  be  made  to  see  how  much 
of  the  silver  solution  is  necessary  to  produce  the  red  shade  used 
in  the  titration  when  no  chloride  is  present,  and  this  amount 
must  be  deducted  from  that  used  in  the  analysis. 

Determination  of  Bromine. 

(a)  Volhard's  Method. 

N  Br 

1000  c.c.  r^r  AgNOg  solution »  ^77=  7.996  gms.  bromine. 

The  procedure  is  the  same  as  in  the  case  of  the  chlorine  deter- 
mination above. 

(6)  Fr,  Mohr^s  Method, 

The  procedure  is  the  same  as  in  the  case  of  the  chloride  deter- 
mination. 

Determination  of  Iodine.    Volhard's  Method. 

N  I 

1000  c.c.  r^v  AgNOg  solution  =  77^  =  12.685  gms.  iodine. 

If  silver  iodide  is  produced  in  a  solution  of  an  iodide  by  the 
addition  of  silver  nitrate,  the  precipitate  will  usually  enclose  a 

*  Lunge  uses  sodium  arseniate  as  indicator,  and  this  is  to  be  recom- 
mended on  account  of  the  change  from  colorless  to  brown  being  very  easy 
to  detect. 
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measurable  amount  of  either  the  soluble  iodide  or  the  silver  nitrate, 
so  that  the  analysis  cannot  be  accomplished  in  the  same  way  as 
in  the  analysis  of  chlorides  and  bromides. 

The  solution  is  placed  in  a  glass-stoppered  flask,  diluted  to 
200-300  c.c,  and  the  silver  solution  is  added  with  vigorous  shak- 
ing imtil  the  yellow  precipitate  collects  together  and  the  superna- 
tant liquid  appears  colorless.  As  long  as  the  solution  appears  milky 
the  precipitation  is  not  complete.  A  little  more  silver  nitrate  is 
finally  added  and  the  solution  again  shaken  in  order  to  precipitate 
any  iodide  in  the  pores  of  the  silver  iodide.  Then  ferric  alum 
solution*  is  added,  the  excess  of  silver  titrated  with  potassium 
sulphocyanate,  and  the  iodine  calculated  from  the  amount  of 
silver  used.    ,In  this  way  Volhard  obtained  exact  results. 

Determination  of  Cyanogen. 

(a)  Volhard'8  Method, 

1000  c.c.  j^  AgNOj  solution  «^= 2.604  gms.  CN. 

If  an  excess  of  silver  nitrate  is  added  to  a  solution  containing 
potassium  cyanide  and  we  attempt  to  titrate  the  excess  of  the 
former  by  means  of  potassium  sulphocyanate,  using  a  ferric  salt 
as  an  indicator,  there  will  be  no  distinct  end-point,  because  the 
silver  cyanide  reacts  with  the  ferric  sulphocyanate: 

3AgCN + FeCCNS), + SHNO, = BAgCNS + 3HCN + Fe(  NOs),. 

The  red  color  obtained  in  the  titration  will  disappear  on  stirring. 
If,  however,  the  neutral  cyanide  solution  is  treated  with  an  excess 
of  the  silver  solution,  then  slightly  acidified  with  nitric  acid,  di- 
luted up  to  a  definite  volume  in  a  measuring-flask  and  filtered 
through  a  dry  filter,  the  excess  of  silver  can  then  be  titrated  in 
an  aliquot  part  of  the  filtrate. 

♦  The  ferric  solution  must  not  be  added  before  the  iodine  is  completely 
precipitated,  because  in  acid  solution  it  oxidizes  the  hydriodic  acid  with 
separation  of  iodine.  Silver  iodide,  however,  is  without  action  on  ferric 
salts. 
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(6)  Liebig*8  Method* 
1000  c.c.  ^  AgNO,  solution  =  -;-  =  5.208  gms.  CN. 

On  adding  silver  nitrate  solution  drop  by  drop  to  a  neutral 
or  alkaline  alkali  cyanide,  a  white  precipitate  is  formed  when 
the  two  liquids  first  come  in  contact  with  one  another,  but  on 
stirring  it  redissolves  owing  to  the  fonnation  of  potassium  silver 
cyanide: 

AgCN + KCN = Ag(CN),K. 

As  soon  as  all  of  the  cyanogen  is  transformed  into  potassium 
silver  cyanide,  the  next  drop  of  the  silver  solution  will  produce 
a  permanent  turbidity: 

Ag(CN)2K+AgN03=KN03+2AgCN. 

The  total  reaction  is,  therefore, 

2KCN + AgNO, = KNO3 + Ag(CN)2K. 

1  Ag  corresponds  to  2  CN  and  the  end-point  of  the  reaction 
is  shown  by  the  formation  of  a  permanent  precipitate. 

The  alkali  cyanide  solution  is  placed  in  a  beaker,  a  Uttle  potas- 
sium hydroxide  is  added,  and  the  solution  diluted  to  a  volume 
of  about  100  c.c.  The  beaker  is  placed  upon  a  piece  of  black 
glazed  paper  and  titrated  with  constant  stirring  until  the  tur- 
bidity is  obtained. 

For  the  analysis  of  free  hydrocyanic  acid,  the  solution  is  satu- 
rated with  potassium  hydroxide  and  treated  as  above. 

Determination  of  Chlorine  and  Cyanogen  in  the  Presence 

of  One  Another. 

First,  the  cyanogen  is  determined  by  the  method  of  Liebig,  and 
then  enough  silver  solution  is  added  to  convert  all  of  the  cyanogen 
and  chlorine  into  their  silver  salts.  The  solution  is  acidified 
with  nitric  acid,  diluted  with  water  to  a  definite  volume,  filtered 

♦  Ann.  d.  Chem.  und  Pharm.,  77,  p.  102. 
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through  a  dry  filter,  and  an  aliquot  part  of  the  filtrate  used  for 
the  titration  of  the  excess  of  silver  by  means  of  potassium  sulpho- 
cyanate,  according  to  Volhard.  The  calculation  of  the  cyanogen 
and  chlorine  is  illustrated  by  the  foljowing  example: 

10  c.c.  of  the  solution  required  for  the  production  of  a  per- 

N     .  N 

manent  turbidity  t  c.c.  -^  silver  solution.     Then  an  excess  of  -tt: 

silver  solution  is  added  (T'  c.c.  being  the  total  amount  used),  the 

solution  acidified  with  nitric  acid,  diluted  to  exactly  200  c.c.,* 

filtered  through  a  dry  filter,  and  the  excess  of  the  silver  titrated 

N 
in  100  c.c.  of  the  filtrate;  this  required  t^  c.c.  —  potassium  sulpho* 

cyanate  solution.  Consequently  the  amount  of  cyanogen  pres- 
ent is  /X 0.005208  gm.,  and  the  chlorine  present  amounts  to 
[r  -  (2/ +0]  0.003545  gm. 

Determination  of  Sulphocyanic  Acid.     Volhard's  Method. 

1000  c.c.  ~  AgNO,  solution  =  5^ «  6.911  gms.  HCNS. 

This  is  the  reverse  of  the  silver  determination  (p.  543).    An 

N 
excess  of  ^tt:  silver  solution  is  added  to  the  solution  containing 

the  sulphocyanate,  and  the  excess  of  silver  is  titrated  with  potas- 
sium sulphocyanate  solution,  using  ferric  alum  as  an  indicator. 

Determination  of  Sulphocyanic  and  Hydrocyanic  Acids  in  the 

Presence  of  One  Another. 

A  little  potassium  hydroxide  is  added  to  the  solution,  and 
after  diluting  to  about  100  c.c,  the  cyanogen  is  titrated  by  the 
method  of  Liebig  (p.  547).  Then,  after  adding  an  excess  of  silver 
solution,  nitric  acid  is  added  to  acid  reaction,  and  the  excess  of 
the  silver  is  titrated  with  potassium  sulphocyanate  in  an  aliquot 
part  of  the  filtrate. 

*  The  operation  is  performed  in  a  measuring-flask.  After  the  addition 
of  the  acid,  the  flask  is  filled  up  to  the  mark  with  water,  thoroughly  mixed, 
and  then  filtered. 
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Determination  of  Hydrochloric,  Hydrocyanic,  and  Sulphocyanic 

Acids  in  the  Presence  of  One  Another. 

In  one  portion  the  cyanogen  is  detennined  according  to  Liebig. 

N 
A  second  portion  is  treated  with  an  excess  of  —  silver  solution, 

acidified  with  nitric  acid,  filtered,  the  precipitate  washed  with 
water,  and  the  excess  of  silver  in  the  filtrate  determined  according 
to  Volhard.  The  filter  containing  the  precipitate  is  "washed  by 
means  of  concentrated  nitric  acid  into  a  flask  and  boiled  for 
three-quarters  of  an  hour.  By  this  means  the  cyanide  and  sulpho- 
cyanate  of  silver  go  into  solution,  while  the  silver  chloride 
remains  imdissolved.  The  solution  is  diluted  to  about  100  c.c, 
a  sufficient  amount  of  barium  nitrate  is  added  to  precipitate  the 
sulphuric  acid  formed,  and  the  silver  corresponding  to  the  cyanide 
and  sulphocyanate  is  titrated  with  potassium  sulphocyanate  with- 
out filtering  off  the  silver  chloride  or  barium  sulphate. 
The  calculation  is  accomplished  as  follows: 

N 
1:  For  the  titration  of  the  cyanide  in  alkaline  solution,  t  c.c.  j^r 

silver  solution  were  necessary,  and  for  the  precipitation  of  the 

N 
same  amount  of  cyanogen  in  acid  solution  2  t  c.c.  y^  silver  solu- 

tion  were  required. 

2.  For  the  precipitation  of  the  chlorine -h  cyanogen  4- sulpho- 

N 
cyanogen  in  acid  solution,  T  c.c.  of  —  silver  solution  were  used. 

N 

3.  Finally,  t^  c.c.  :r^  KCNS  solution  were  used  for  the  precipi- 
tation of  the  silver  cyanide  H-sulphocyanide. 

Then 

1.  Cyanogen =<X0.00521  gm.  CN. 

2.  Sulphocyanogen  =  (ii"-2  0x0.00581gm.  CNS- 

3.  Chlorine  =  (r-Ox0.003545gm.  CI. 
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Determination  of  Sulphuric  Acid  (Andrews).* 

1000  C.C.  g  Na^,0,=.M^  =  ?g?==3.2e9  gms.  H^O,. 

The  solution  of  the  sulphate  is  treated  with  an  excess  of  a 
hydrochloric  acid  solution  of  barium  chromate,  by  which  means 
barium  sulphate  is  precipitated,  while  an  equivalent  amount 
of  chromic  acid  is  set  free.  If  the  solution  is  then  neutralized 
with  ammonia  or  calcium  carbonate,  the  excess  of  barium  chro- 
mate is  precipitated  and  can  be  filtered  off  with  the  barium  sul- 
phate. In  the  filtrate,  the  amount  of  free  chromic  acid  is  deter- 
mined volumetrically  by  acidifying  with  hydrochloric  acid,  adding 
potassium  iodide  and  titrating  the  deposited  iodine  with  sodium 
thiosulphate  solution. 

The  barium  chromate  used  for  this  determination  must  be  com- 
pletely free  from  soluble  chromate  and  can  contain  no  soluble 
barium  salt  nor  barium  carbonate;  the  presence  of  barium  sul- 
phate exerts  no  influence. 

It  is  best  to  prepare  the  barium  chromate  by  precipitating 
barium  chloride  with  potassium  chromate  at  the  boiling  tem- 
perature. The  precipitate  is  washed  first  with  boiling  water  con- 
taining a  little  acetic  acid,  then  with  pure  water  and  dried.  The 
solution  used  for  the  analysis  is  obtained  by  dissolving  2  to  4  gms. 
of  the  dry  salt  in  1  liter  of  normal  hydrochloric  acid. 

Procedure. — The  solution  of  the  sulphate,  which  at  the  most 
should  contain  not  over  2  per  cent,  of  SO,,  is  almost  neutralized 
(in  case  it  reacts  acid)  with  potassium  hydroxide  solution,  pre- 
cipitated at  the  boiling  temperature  with  an  excess  of  the  hydro- 
chloric acid  solution  of  barium  chromate  and  boiled  for  one  minute. 
If  the  solution  originally  contained  carbonate,  the  boiling  is  con- 
tinued for  five  minutes.  The  precipitated  barium  sulphate  alwa}^ 
carries  a  little  barium  chromate  with  it  and  consequently  appears 
yellow  in  color. 

To  the  boiling  solution,  calcium  carbonate  free  from  alkali  is 
added  in  small  amoimts  until  there  is  no  further  evolution  of  carbon 
dioxide,  after  which  the  hot  liquid  is  filtered  and  the  precipitate 

washed  with  hot  water. 



*  Amer.  Chem.  Joum.,  2,  667. 
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After  cooling,  an  excess  of  potassium  iodide  is  added  and  5  c.c. 
of  concentrated  hydrochloric  acid  for  each  100  c.c.  of  the  solution; 
the  liberated  iodine  is  titrated  as  described  on  p.  530. 

Remark. — When  iron,  nickel  or  zinc  salts  are  contained  in  the 
solution,  the  acid  present  cannot  be  neutralized  with  calcium  carbon- 
ate because  these  salts  when  boiled  with  calcium  carbonate  and  a 
soluble  chromate  form  insoluble  basic  chromates,  so  that  too  little 
chromic  acid  will  be  found  in  the  filtrate  corresponding  to  too  little 
sulphuric  acid.  In  such  a  case  the  neutralization  is  effected  with 
ammonia,  an  excess  being  added,  the  solution  boiled  until  the 
excess  is  almost  entirely  expelled  and  then  filtered. 

Determination  of  Phosphoric  Acid.    Method  of  Pincus. 

Principle, — If  a  neutral  solution,  or  one  slightly  acid  with 
acetic  acid,  is  treated  with  uranyl  acetate,  a  greenish-white  pre- 
cipitate of  uranyl  phosphate  is  formed: 

KHjPO^ + UO^CC^HjO,)  J  =  KC^jO,  -f  HC^HjO, + UO2HPO4. 

If  at  the  same  time  ammonium  salts  are  present,  ammonium 
is  contained  in  the  precipitate: 

KH2PO,  +  UOa(C^sOa), + NH,C^30,= 

=  KC2H3O,  4-  2HC,H302 + UOjNH.PO^. 

The  end  of  the  precipitation  is  determined  by  testing  a  drop 
of  the  solution  on  a  porcelain  tile  with  potassium  ferrocyanide. 
As  soon  as  all  of  the  phosphoric  acid  is  precipitated  and  the  solu- 
tion contains  a  trace  of  uranyl  acetate  in  excess,  the  ferrocyanide 
solution  produces  a  brown  coloration. 

In  order  to  completely  precipitate  the  phosphoric  acid,  it  is 
necessary  to  titrate  in  a  boiling  hot  solution.  As,  however,  a  solu- 
tion of  calcium  phosphate  will  become  turbid  on  boiling,  owing 
to  the  formation  of  secondary  calcium  phosphate  (CaHP04),  it*  is 
best  to  precipitate  the  greater  part  of  the  phosphoric  acid  in  the 
cold,  then  heat  to  boiling  and  complete  the  titration. 

Requirements,  1.  Potassium  Phosphate  Solution. — ^This  is  ob- 
tained by  dissolving  19.179  gms.  (corresponding  to  10  gms.  P2O5) 
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of  chemically  pure  monopotassium  phosphate  (which  can  be  ob- 
tained commercially)  in  1  liter  of  water. 

The  concentration  of  the  solution  is  confirmed  by  evaporating 
50  c.c.  to  dryness  in  a  large  platinum  crucible,  igniting  the  residue 
over  the  full  flame  of  a  Bunsen  burner  and  weighing  as  KPO3;  also 
by  precipitating  another  portion  as  magnesium  ammonium  phos- 
phate and  weighing  as  magnesium  pyrophosphate. 

50  c.c.  of  the  solution  correspond  to  0.5  gm.  PjOg 

and  should  yield 0.8320  gm.  KPO, 

and 0.7842  gm.  MgjPjOT. 

2.  Calcium  Phospfiate  SolvJtion, — ^5.458  gms.  of  Ca8P208,  cor- 
responding to  2.5  gms.  P2O5,  are  dissolved  in  a  little  nitric  acid, 
diluted  with  water  to  a  volume  of  1  liter,  and  the  concentration  of 
the  solution  tested  by  means  of  the  molybdate  method  of  Woy 
(p.  348). 

3.  Uranyl  Acetate  Solution, — This  is  made  by  dissolving  about 
35  gms.  of  uranyl  acetate  in  a  liter  of  water. 

4.  Ammonium  Acetate  Solution, — 100  gms.  of  pure  ammonium 
acetate  and  100  c.c.  of  acetic  acid,  sp.  gr.  1.04,  are  diluted  with 
water  to  a  volume  of  1  liter. 

5.  Potassium  Ferrocyanide, — ^The  salt  is  used  in  the  powdered 

form. 

Procedure. 

(a)  Standardization  of  the  Uranium  Solution, 

50  c.c.  of  the  potassium  phosphate,  or  calcium  phosphate, 
solution  are  treated  with  10  c.c.  of  the  ammonium  acetate  solution, 
and  to  it  the  uranyl  acetate  solution  is  run  in  from  a  burette  until 
a  drop  of  the  solution  will  show  a  brown  coloration  when  treated 
with  solid  potassium  ferrocyanide  upon  a  white  porcelain  tile.  The 
solution  is  then  heated  to  boiling,  when  a  drop  of  it  will  no  longer 
react  with  the  ferrocyanide.  To  the  hot  solution  more  of  the 
uranium  solution  is  added,  until  the  brown  color  is  obtained  once 
more. 

If  for  the  precipitation  of  the  phosphoric  acid  contained  in 
50  c.c.  of  the  potassium  phosphate  solution  (0.5  gm.  PjOJ,  T 
c.c.  of  the  uranium  solution  were  required,  its  concentration  is 

-Y  gn^-  P2O5  per  c.c. 
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For  the  analysis  of  alkali  phosphates,  the  solution  is  standard- 
ized against  the  potassium  phosphate  solution,  while  for  the 
analysis  of  an  alkaline-earth  phosphate  the  solution  of  calcium 
phosphate  is  used. 

(6)  Determination  of  Phosphoric  Add  in  Alkali  Phosphates, 

The  solution  to  be  analyzed  should  be  of  about  the  same  con- 
centration as  that  of  the  potassium  phosphate  used  for  the  stand- 
ardization, and  titrated  as  above.  Phosphate  solutions  of  different 
concentrations  give  different  results  by  the  titration. 

(c)  Determination  of  Phosphoric  Add  in  Caldum  Phosphate, 

A  weighed  amount  of  calcium  phosphate  is  dissolved  in  dilute 
nitric  acid,  ammonia  is  added  to  the  solution  until  a  permanent 
precipitate  is  produced,  which  is  redissolved  in  a  little  acetic  acid, 
10  c.c.  of  the  ammonium  acetate  solution  are  added,  and  the 
solution  is  titrated  with  the  standardized  solution  of  uranyl 
acetate. 

Remark. — In  the  presence  of  iron  and  aluminium  this  method 
will  not  give  accurate  results  because  the  phosphates  of  these 
metals  are  insoluble  in  acetic  acid.  In  such  cases,  the  turbid 
acetic  acid  solution  is  filtered  and  the  phosphoric  acid  determined 
in  the  filtrate  by  the  above  titration.  The  precipitate  consisting 
of  iron  and  aluminium  phosphates  is  ignited,  weighed,  and,  if 
it  amounts  to  less  than  0.01  gm.,  half  its  weight  is  taken  as  P2O5; 
otherwise  the  phosphoric  acid  in  the  precipitate  must  be  deter- 
mined by  the  molybdate  method. 


PART  III. 


GAS  ANALYSIS; 


The  chemical  analysis  of  gas  mixtures  is  accomplished  usually 
by  measuring  and  rarely  by  weighing  the  individual  constituents, 
so  that  it  is  customary  to  express  the  results  in  per  cent,  by  volume. 
But  inasmuch  as  the  volume  of  a  gas  is  influenced  to  an  extraor- 
dinary extent  by  the  temperature  and  pressure,  it  is  necessaiy 
to  reduce  each  measurement  to  standard  conditions  of  tempera- 
ture and  pressure,  and  further  to  take  care  that  these  remain 
constant  during  the  whole  of  the  analysis.  A  volume  of  gas  V 
measured  over  water  at  t^  C.  and  B  nun.  barometric  pressure, 
is  reduced  to  the  volume  which  it  would  assume  at  0**  C.  and 
760  nun.  pressure  in  a  dry  condition  by  means  of  the  formula 

^  _  V(B--w) 

r  0"" 


760(1 4- aO* 

In  this  formula,  Vq  represents  the  reduced  volume  *  V  the 
volume  of  the  gas  at  <°  C.  and  B  mm.  pressure,  w  the  tension 
of  aqueous  vapor,  and  a  the  expansion  coefficient  of  the  gas 
(=0.003665). 

As,  however,  cc=^=^,  the  above  formula  may  be  written  aa 

follows ; 

V(B-w)273 
^     760(273+0  • 


*  Or  volume  under  standard  conditions, 
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Instead  of  reducing  the  observed  volume  to  the  standard 
conditions  by  computation,  it  can  be  effected  mechanically  by 
compression  (see  p.  306). 

The  Collection  and  Confinement  of  Gas  Samples. 

Since  all  gases  diffuse  rapidly  into  one  another  even  when 
separated  by  porous  solid  bodies  or  liquids,  it  is  evident  that  the 
collection  of  the  sample  and  its  preservation  offers  certain  diffi- 
culties. If  a  gas  is  confined  in  a  bell  jar  over  water  and  thus  kept 
out  of  contact  with  the  air,  it  will  be  found  that  different  results 
will  be  obtained  in  the  analysis  of  the  gas  from  day  to  day.  The 
Air  gradually  penetrates  through  the  water  into  the  bell  jar  and 
in  the  same  way  the  gas  within  the  jar  gradually  diffuses  into 
the  atmosphere.  This  process  will  continue  until  finally  the 
composition  of  the  gas  both  within  and  without  the  jar  is  the 
same.  The  rapidity  of  the  diffusion  depends  upon  the  extent 
to  which  the  gases  are  absorbed  by  the  liquid  which  separates 
them.  Those  liquids  which  absorb  the  gases  readily,  allow  them 
to  pass  through  it  rapidly,  and  consequently  cannot  be  used  for 
keeping  the  gases  apart.  Of  all  liquids,  mercury  is  best  suited 
for  the  purpose,  because  it  absorbs  only  minimum  amounts  of 
the  different  gases. 

Gases  which  combine  chemically  with  mercury,  such  as  chlo- 
rine, bromine  vapors,  hydrogen  sulphide,  etc.,  cannot,  of  course, 
be  collected  over  mercury;  it  is  best  to  collect  them  in  dry  glass 
tubes  and  to  seal  the  latter  by  fusing  together  the  open  ends  in 
case  the  gas  cannot  be  analyzed  immediately.  Through  glass 
there  is  no  diffusion,  so  that  gases  may  be  kept  unchanged  in  sealed 
tubes  for  years. 

If  the  gas  is  to  be  analyzed  T^thin  a  few  days  after  the  time 
of  collection,  it  can  be  kept  in  pipette-shaped  tubes.  The  ends 
Are  closed  by  thick  pieces  of  rubber  tubing  into  each  of  which  is 
inserted  a  piece  of  glass  stirring-rod  with  rounded  ends ;  where  the 
rubber  tubing  comes  in  contact  with  the  glass  it  should  be  fastened 
tightly  with  wires.  It  is  not  permissible  to  keep  gases  in  such 
tubes  for  a  considerable  length  of  -time,  for  rubber  particularly 
when  it  has  become  hard,  permits  the  diffusion  of  gases  to  some 
extent. 
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For  less  accurate  analyses,  the  gases  may  be  collected  over 
water  which  has  been  previously  saturated  with  the  gas  to  be 
analyzed,  and  the  analysis  must  be  made  immediately  afterwards. 

From  what  has  been  said,  it  13  evident  that  care  must  be  taken 
in  collecting  and  keeping  the  gas  to  be  analyzed.  We  will  now 
conaider  briefly  a  few  practical  examples. 

(a)  CoUedion  of  Gases  in  Accessible  Places. 

1.  The  nedt  of  a  200-c.e.  flask  is  drawn  out  somewhat  and 
a  glass  tube  is  inserted  and  about  800  c.c.  of  the  gas  to  be 
analyzed  are  drawn  through  the  flask  by  means  of  suction 
(Fig.  76).  The  neck  of  the  flask  ia  closed  by  means  of  s  robber 
cap  and  the  glass  is  fused  together. 

(6)  Collection  of  Gases  from  Inaecessible  Places. 

The  rubber  tubing  G,  Fig.  77,  is  connected  on  one  side  with 
the  aspirator  A  of  about  30  liters  capacity  and  on  the  other  with 


iih 


the  source  of  the  gas,  and  water  is  allowed  to  flow  quickly  from 
the  former.     After  5  or  6  liters  have  run  out,  the  air  b  usually 
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completely  expelled  from  the  rubber  tubing  and  replaced  by  the 
gas  to  be  analyzed,  so  that  it  is  now  ready  for  collecting  the  sample. 
For  this  purpose  the  stop-cock  H  is  turned  90*^  to  the  right,  so  that 
the  vessel  iJ,  which  is  to  receive  the  gas,  is  in  conmiunication 
with  the  outer  air,  and  the  air  is  expeUed  from  it  by  raising  the 
mercury  reservoir  N,  The  stop-cock  is  then  turned  back  to 
the  position  shown  in  the  figure  and  R  is  filled  with  the  gas  by 
lowering  N.  As  the  tubing  between  the  T  tube  and  the  stop- 
cock contained  impure  gas,  R  is  again  filled  with  mercury  and 
the  gas  expelled  into  the  air.  After  the  process  has  been  repeated 
three  times,  the  receiver  is  filled  for  the  last  time  with  the  gas, 
H  is  closed,  N  is  lowered  so  that  the  pressure  in  the  tube  is  less 
than  that  of  the  atmosphere,  and  the  ends  of  R  are  fused  together 
first  at  a  then  at  6.  During  this  sealing  of  the  tube,  it  should 
be  removed  from  the  ring-stand  so  that  the  tube  can  be  revolved 
a  little  while  being  heated  in  the  flame. 

The  ends  of  the  tube  are  drawn  out  a  little  at  12',  as  shown  in 

Fig.  77. 

If  it  is  necessary  to  obtain  the  gas  from  places  at  a  veiy  high 
temperature,  e.g. ,  from  blast-furnaces,  producers,  . . 

etc.,  glass  tubes  would  melt,  and  if  ordinary  tpp 

iron  tubes  were  not  melted  they  would  de-  ^_.  n=X~=s> 
compose  the  gas.  In  this  case  it  is  best  to^  = 
use  the  water-jacketed  iron  tube  devised  by 
St.  Claire  Deville  and  shown  in  Fig.  78.  Cold 
water  is  run  into  the  outer  condenser  at  a 
and  allowed  to  run  out  at  6,  and  the  gas  is  col- 
lected as  described  above  through  the  tube  c. 
It  is  important  that  the  water  should  run 
through  the  tube  fast  enough  to  keep  the  inner 
tube  cold,  otherwise  the  gas  will  be  decom- 
posed. By  this  means  there  is  no  difficulty  in  collecting  gas 
samples  from  different  heights  of  the  glowing  layers  of  coal  in 
blast-furnaces  or  producers. 

Collection  of  Oases  Arising  from  Mineral  Springs. 

The  receiver  R  is  connected  with  the  funnel  T  by  means  of  the ; 
rubber  tubing  q  (Fig.  79).    All  these  parts  of  the  apparatus  are/ 


Fig.  78. 


/ 


/ 
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filled  with  apring-water  and  the  gas  is  allowed  to  ascend  up  through 
the  funnel  as  shown  in  the  illustration. 
In  order  that  the  gas  may  pass  from 
the  funnel  into  the  receiver,  R  is  raised 
so  that  only  the  tubing  p  remains  in 
the  water  while  the  funnel  is  lowered 
as  deep  as  possible,  causing  pressure 
enough  to  drive  the  gas  over.  Thj 
'  tubing  is  then  closed  just  above  a  by 
means  of  a  serew-coek,  a  beaker  filled 
with  spring-water  is  placed  under  p, 
the  apparatus  removed  from  the  spring, 
and  both  ends  of  R  are  fused  together 
Fio,  79.  with  the  blowpipe.     If  the  gas  is  to 

be  analyzed  within  two  or  three  days, 
the  receiver  may  be  closed  by  pieces  of  short  rubber  tubing  each 
containing  a  short  piece  of  glass  rod  with  rounded  ends.  All  of 
such  connections  must  be  fastened  by  means  of  wires  where  the 
glass  comes  in  contact  with  the  rubber.  According  to  the  above 
method  the  gas  arising  from  the  thermal  springs  of  Baden,  Switzer- 
land, was  collected  and  analyzed.  *  The  results  obtained  showed 
that  it  makes  but  little  difference  which  method  b  used  i\r  closing 
the  receiver,  provided  the  analysis  is  made  within  a  short  tl-pe. 
100  c.c.  of  the  gas  contained: 

I  n 

Nitrogen 69.13  69.15 

Carbon  dioxide 30.81  30.90 

Hydrogen  sulphide 0.05  0.05 

Oxygen; 0.00  0.00 

99.99  100.10 

Sample  I  was  collected  and  the  ends  of  the  receiver  fused  to 
gether,  while  with  sample  II  the  ends  were  closed  by  means  of  rub- 
ber tubing  and  glass  rods,  and  analyzed  five  days  later. 

*"Chemische  Untersuchung  der  Schwefdtherme  von  Baden  (Kanton 
Aargau),"  by  F.  P.  Treadwell,   1896. 
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CoUedUm  of  Oases  Absorbed  in  Spring-water. 

Of  the  many  different  methods  which  have  been  proposed  for 
the  analyses  of  the  absorbed  gases  in  spring-water,  the  author  has 
found  the  following  to  give  the  best  results. 

The  flask  A,  Fig.  80,  is  filled  with  8pring-wat«r  up  to  its  upper 
edge  and  the  rubber  stopper  cont^ning  the  tube  L,  which  is  fused 
together  at  the  bottom  but  has  an  opening  on  the  side  at  I,  is  imme- 


Fio.  80. 

cliately  placed  in  the  neck  and  pressed  down  to  the  mark.  The 
tube  h  is  raised  so  that  the  opening  I  Is  within  the  stopper,  thus 
making  an  air-tight  connection.  The  bulb  K  is  now  connected 
with  L,  filled  half  full  with  distilled  water  and  connected  with  the 
capillary  tubing  C,  although  the  latter  is  not  yet  connected  with 
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the  measuring-tube  B,  as  shown  in  the  illustration.  The  levelling- 
tube  N  is  next  raised  until  merciuy  b^ins  to  flow  out  of  the 
right-angled  capillary  tube,  when  the  stop-cock  H  is  closed.  After 
this  the  water  in  the  bulb  K  (which  is  held  in  an  inclined  position) 
is  boiled  for  three  minutes,  meanwhile  wanning  the  capillary  tub' 
ing  connected  with  the  measuring-tube  Unless  this  last  precau- 
tion is  taken,  the  capillary  tubing  is  likely  to  break,  particularly 
in  winter.  After  the  water  in  K  has  boiled  vigorously  for  three 
minutes,  the  flame  is  removed,  C  is  quickly  connected  with  the 
measuring-tube'  B  and  the  rubber  connection  is  securely  fastened 
with  wire.  By  boiling  the  water  in  K,  a  complete  vacuum  is 
produced  in  the  bulb,  so  that  the  gas  can  be  at. once  collected 
from  the  spring-water.  For  this  purpose  the  tube  L  is  pressed 
down  through  the  rubber  stopper  until  the  opening  {  comes 
just  below  its  lower  edge,  the  levelling-tube  N  is  lowered,  and 
the  stop-cock  H  is  opened.  At  once  there  is  a  lively  evolution 
of  gas  from  the  water  in  A  and  this  is  subsequently  maintained  by 
wanning  the  water.  As  soon  as  the  eudiometer  is  full  the  stop- 
cock is  closed  and  the  volimie  of  the  gas  read  after  bringing  the  mer- 
cury to  the  same  level  in  N  that  it  is  in  £.  At  the  same  time  the 
temperature  of  the  water  in  the  condenser  M  is  taken  by  the  ther- 
mometer T  and  the  barometer  is  read.  The  gas  is  then  driven  over 
into  the  Orsat  tube  0  containing  potassium  hydroxide  solution  (1:2) 
and  allowed  to  remain  there  for  the  time  being.  Meanwhile  the  boil- 
ing of  the  water  in  A,  measurement  of  the  gas  in  B,  etc.,  are  con- 
tinued until  finally  no  more  gas  is  evolved  from  the  spring-water. 
All  of  the  gas  is  driven  over  into  the  Orsat  tube  after  its  volume 
has  been  noted  and  by  means  of  the  caustic  potash,  the  carbonic 
acid  is  quantitatively  absorbed.  The  imabsorbed  gas  is  again 
driven  over  into  B  and  its  volume  read.  By  correctly  r^ulat- 
ing  the  velocity  of  the  current  of  water  flowing  through  the  con- 
denser, it  is  easily  possible  to  maintain  a  constant  temperature 
throughout  the  whole  of  the  experiment.  The  residual  gas  remain- 
ing after  the  absorption  of  the  carbon  dioxide  consists  usually 
of  nitrogen,  oxygen,  and  in  some  cases  methane.  It  is  trans- 
ferred to  the  apparatus  of  Hempel,  and  analyzed  according  to 
methods  which  will  be  described  further  on. 

According   to   this   method,   the   determination  of   nitrogen, 
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oxygen,  and  methane  gives  exact  results,  but  the  apparent  amount 
of  carbon  dioxide  is  sometimes  too  much  and  sometimes  too  l.ttle. 
If  the  water  contains  large  amounts  of  bicarbonate  m  solution,  . 
the  carbonic  acid  found  will  represent  more  than  was  originally 
present  in  the  free  state,  for  such  substances  are  partly  decom- 
posed by  boiling  their  aqueous  solution.  On  the  other  hand,  if 
only  a  little  bicarbonate  is  present,  the  result  will  be  too  low,  for 
it  is  not  possible  to  remove  all  of  the  free  carbonic  acid  from  a 
solution  by  boiling  it  in  a  vacuum. 

Consequently,  in  all  cases  the  free  carbonic  acid  must  be  deter- 
mined by  computation.  For  this  purpose,  in  a  fresh  sample  of 
the  water,  the  total  carbonic  acid  is  determined  according  to  p.  309, 
and  then  if  the  composition  of  the  soUd  constituents  present  is 
known,  the  volume  of  the  free  carbonic  acid  can  be  calculated. 

Example,  — 1000  gms.  of  Tarasper  -  Lucius  water  contain 
7.8767  gms.  of  total  carbonic  acid.  Of  this  amount,  a  part  of  it 
is  present  in  the  water  as  carbonate  (''combined "  carbonic  acid), 
an  equal  amount  as  "half-combined"  carbonic  acid,  and  the  re- 
mainder is  free  carbonic  acid.  If  from  the  total  amount  of 
carbonic  acid  the  "combined"  and  "ha'f-combined"  acid  is 
deducted  (or  what  is  the  same  thing,  double  the  amount  of  the 
*'  combined"  carbonic  acid),  the  difference  represents  the  amount 
of  free  carbonic  acid  present. 

Calcvlaiion  of  the  '^Combined'*  Carbonic  Add, 

This  is  obtained  by  multiplying  the  difference  between  the 
number  of  cathions  and  anions  (expressed  in  monovalent  ions)  by 
the  molecular  weight  of  carbonic-acid  (CO,)  ions  and  dividing  by 
two,*  because  the  sum  of  the  cathions  m  every  salt  solution  is 
eq':al  to  that  of  the  anions  present  when  both  are  expressed  in 
monovalent  ions. 

The  "monovalent  ions"  are  obtained  by  dividing  the  amount 
in  grams  of  each  element  (or  radical)  present  by  its  atomic  (or 
jnolecular)  weight  and  multiplying  by  the  valence. 


*  For  the  C03-iron  is  bivalent. 
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(a)  Calculation  of  the  Caihiona. 
1000  gmg.  Lucius  water  contain: 

Sodium 3.90610:  23. 05» 0.169460  Xl<»0. 169460 

Potassium 0.16603  :  39.1 5» 0.004241   Xl"0. 004241 

Lithium 0.00914:    7.03-0.001300  Xl-0. 001300 

Ammonium 0.01298:18.08=0.000718  Xl  =  0. 000718 

Calcium 0.62691  :  40.00-0.015673  X2=0. 031346 

Strontium 0.00879  :  87. 60=0.000100  X2«0. 000201 

Magnesium 0.19040:24.36=0.007816  X2=0. 015632 

Iron 0.00603  :  56.00=0.000107  X2=0. 000215 

Manganese 0.00021:55.00=0.000004  X2=0. 000008 

Aluminium 0.00064:  27.10=0.0000237X3=0.000071 

Sum  of  the  cathions  —0.223192 


(6)  Calcidaiion  of  the  Anions. 

Chlorine  (CI) 2.40000  :  35.45=0.067700  Xl  =  0. 067700 

Bromine  (Br) 0.02890  :  79.96=0.000362  Xl=0. 000362 

lodme(I) 0.00086:126.85=0.000007  Xl  =  0. 000007 

Sulphuric  acid  (SO,) . . .  1 .  7209S  :  96 .  06= 0 .  017916  X  2= 0 .  035832 

Boric  acid  (BO,) 0.57600:43.00=0.013390  Xl=0. 013390 

Phosphoric  acid  (PO^) .  0.00008:95.00=0.000001   X3=0. 000003 

Silicic  acid  (SiOJ 0.01421  :  76.40=0.000186  X2=0. 000372 

Sum  of  the  anions        =0.1 17666 


Sum  of  the  cathions     =  0 .  223192 
Smn  of  the  anions        =0.11 7666 


CO,  anions  remaining  =0.105526 

expressed  in  monovalent  ions. 

As  CO,  is  a  bivalent  ion,  half  of  thb  amount  represents  the  actual  amount 
of  COj,  ions  present: 

^:l^^-0.062763. 


This  corresponds  to 0.052763X60=3. 16578  gms.  C0» 

Or  the  "combined"  cariaonic  acid -2.32157     "    CO, 
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Calculation  of  the  Free  Carbonic  Add, 

Total  amount  of  carbonic  acid  (CX),)  present 7 .  8767  gms.  per  liter 

Amount  of  "combined"  carbonic  acid   2.3216     "       •'    ** 

Amount  of  free  +  "  half-combined  "  carbonic  acid  6 .  6651     "       "     " 
Amount  of  "half-combined"  carbonic  acid 2.3216     "      "     " 

Amount  of  free  carbonic  acid 3.2336     **      "     " 

This  weight  of    carbon    dioxide   occupies  1646.4  c.c.   under  standard 
conditions. 

By  boiling  828.3  gms.  of  the  water,  1868.9  c.c.  of  CO,  were 
obtained  at  8.4°  C.  and  651  mm.  pressure,  containing  only  tracea 
of  nitrogen.  This  corresponds  to  1852.3  c.c.  at  0°  C.  and  760  mm. 
pressure,  per  liter,  which  is  more  than  the  calculated  amount, 
because  the  carbonic  acid  gas  consisted  partly  of  free  and  partly 
of  "half -combined"  carbonic  acid. 

In  cases  where  the  amount  of  bicarbonate  present  is  very 
small,  the  total  amount  of  carbonic  acid  obtained  by  boiling  the 
water  is  always  too  small.  Thus  in  the  case  of  the  thermal  water 
of  Baden,  by  boiling  there  was  obtained : 

Nitrogen 14.43  c.c.  per  liter 

Carbon  dioxide 112.12   "      "      " 


126.55  " 


it      it 


while  from  the  analysis,  the  free  carbonic  acid  was  computed  to 
be  180.52  c.c.  The  absorbed  gas  in  the  thermal  water  of  Baden 
is,  therefore, 

Nitrogen 14.43  c.c.  per  liter 

Carbon  dioxide 180.52   "      "      '' 


194.95 


it      it      it 


Remark. — ^With  the  above  method  of  collecting  the  gas,  it  is 
difficult  to  prevent  some  water  getting  into  the  measuring-tube  B, 
by  means  of  which  a  small  amount  of  the  gas  will  be  reabsorbed. 
This  difficulty  is  avoided,  however,  if  the  flask  shown  in  Fig.  81  is 
used  to  contain  the  water. 
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This  flask  is  provided  with  a  short  tube  blown  into  its  neck 
near  the  top  and  connected  by  means  of  thick-walled  rubber 
tubing  w,th  the  mercury  reservoir 
R.  In  order  to  determine  the  con- 
tents of  the  flask,  a  scratch  is  made 
on  the  small  tube  about  4  cm. 
from  the  neck  of  the  flask,  the 
mercury  is  driven  over  just  to 
this  mark,  and  the  rubber  tubing 
tightly  closed  by  means  of  a  screw- 
cock.  The  reservoir  is  then  emptied 
of  mercury,  and  the  flask  is  weighed 
together  with  the  stopper,  glass 
tube  L,  rubber  tubing,  and  what 
mercury  remains  above  Q.  The 
flask  is  then  filled  with  water,  the 
stopper  pressed  down  to  the  mark 
p,(j.  8].  in  the  neck  of  the  flask,  and  the  tube 

L  is  raised  until  the  lower  opening 
I  comes  within  the  stopper.  After  drying  the  tube  L  with  blotting- 
paper,  the  flask  and  its  contents  are  weighed.  Its  capacity  is 
then  etched  upon  it. 

For  the  determination  of  the  gases  absorbed  in  a  liquid,  the 
9a.sk  A  is  filled  with  it  in  the  same  way  as  in  the  determination 
of  its  capacity,  the  bulb-tube  K,  half  filled  with  distilled  water. 
Is  connected  with  L,  and  the  latter  is  connected  with  a  capillarj' 
tube  as  shown  in  Fig  80.  The  air  is  removed  from  K  and  the 
capillary  tubing  by  boiling  the  wat^ir  in  the  former,  as  described 
on  p.  560,  and  the  capillary  b  then  connected  with  the  measuring- 
tube  B,  Fig.  80.  The  heavy  rubber  tubing  is  now  connected  with 
the  reservoir  as  shown  in  Fig.  81,  and  the  latter  is  p'aced  in  a 
beaker  of  hot  water.  The  tube  L  is  introduced  into  the  neck 
of  the  flask  until  the  opening  I  can  just  be  seen,  and  the  gas  is 
expelled  in  the  same  way  as  described  on  p.  560,  except  that  in 
this  case  the  liquid  is  not  allowed  to  rise  so  high  in  K.  After 
three-quarters  of  an  hour  the  gas  will  be  completely  expelled 
from  the  liquid.  The  last  portions  of  the  gas  are  driven  over  into 
B  by  lowering  the  level  ling-tube  N  (Fig.  80),  raising  the  mercury 
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reservoir  R  (Fig.  81),  and  carefully  opening  the  screw-cock  Q. 
A  warm  stream  of  mercury  will  then  flow  into  the  flask,  expelling 
the  gas  into  the  measuring-tube.  As  soon  as  the  liquid  in  A  has 
been  driven  over  as  far  as  the  stop-cock  //,  this  is  immediately 
closed.  Otherwise  the  procedure  is  the  same  as  was  described 
on  p.  560. 

In  order  to  test  the  accuracy  of  this  method,  the  author  made 
a  few  determinations  of  the  oxygen  absorbed  in  the  lake-water  at 
Zurich,  and  the  results  were  compared  with  those  obtained  by 
E.  Martz  in  this  laboratory  by  means  of  the  ir.ethod  of  L.  Winkler 
(see  p.  574). 

OXYGEN    IN    1    LITER    OF   ZURICH    LAKE-WATER. 


Modified  Pettersaon  Method. 

Method  of  L.  Winkler. 

I                             II 
7.66  C.C.           7.74  c.c. 

I                             II 
7 .  67  c.c.            7 .  75  c.c. 

The  Transference  of  Gases  in  Sealed  Tubes  to  the  Apparatus 

Used  for  the  Anal3rsis. 

We  will  assume  the  gas  to  be  contained  in  iZ,  Fig.  82.  Over 
one  of  the  short  tubes  connected  with  the  three-way  stop-cock  II  is 
placed  a  piece  of  thick-walled  rubber  tubing  which  contains  a  short 
piece  of  heavy  glass  tubing  r.  The  stop-cock  is  then  revolved  so 
that  the  rubber  tubing  is  above  it  and  the  latter  is  filled  with  mer- 
cury. H  is  then  turned  180*^  toward  the  left  so  that  the  left  and 
upper  tubes  communicate  with  one  another.  As  soon  as  the 
mercury  begins  to  run  out,  the  stop-cock  is  closed.  One  end  of  R 
is  then  introduced  into  the  rubber  tubing  containing  the  mercury 
so  far  that  its  drawn-out  point  reaches  within  r,  and  the  rubber 
tubing  is  securely  fastened  by  wiring.*  In  a  similar  way,  the  other 
end  of  R  is  connected  with  the  rubber  tubing  filled  with  mercury 
of  the  levelling-tube  N,  and  after  this  the  stop-cock  H  is  connected 
with  the  measuring  apparatus  W  by  means  of  the  capillary  tubing 

*  Annealed  iron  wire  is  used.    Copper  or  brass  wire  would  be  likely  to 
become  amalgamated  with  mercury. 
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E.     By  rai^ng  the  levelling  bulb  K,  the  air  is  expelled  from  W 
and  the  capillary  E,  and  the  mercury  is  allowed  to  rise  in  the  fun- 


Fio.  82 

nel  T.  The  stop-cock  H  is  turned  so  that  communication  is  estab- 
ILsheil  between  R  and  W,  and  the  ends  of  the  former  are  opened 
by  pressing  the  capillaries  against  r  and  r'.  Then,  by  raiang  .V 
and  lowering  K,  the  gas  is  readily  driv«i  over  into  W. 

Subdivisions  of  Gas  Analysis. 

According  to  the  manner  of  determining  the  amount  of  gaa, 

we  distinguish  between: 

1.  Absorption  Methods. 

2.  Combtislion  Methods. 

3.  Volumetric  Methods. 
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In  the  case  of  an  absorption  method  the  mixture  of  gases  is 
treated  with  a  series  of  absorbents.  The  difference  in  the  volumes 
of  the  gas  before  and  after  it  has  been  acted  upon  by  each  absorbent 
represents  the  amoimt  of  gas  absorbed.  The  absorption  of  the 
gas  may  take  place  in  the  measuring-tube  itself,  or,  what  is  better, 
in  separate  absorption  vessels. 

In  this  way,  the  amoimt  of  carbon  dioxide,  heavy  hydrocar- 
bons (ethylene,  benzol,  acetylene,  etc.),  oxygen,  and  tjarbon  mon- 
oxide may  be  determined  in  illiuninating-gas,  producer  gas,  water- 
gas,  or  Dowson  gas. 

After  the  constituents  capable  of  absorption  have  been -re- 
moved, a  gas  residue  is  left  consisting  of  hydrogen,  methane, 
and  nitrogen;  the  two  former  constituents  are  determined  by 
combustion,  while  the  latter  is  always  determined  by  subtracting 
the  total  amount  of  other  gases  found  from  100  per  cent. 

For  a  combustion  analysis  the  imabsorbed  constituents  of  the 
gas  mixture  are  mixed  with  air,  or  oxygen,  in  more  than  sufficient 
amount  to  ensure  complete  combustion,  and  burnt  in  a  suitable 
apparatus;  the  amount  of  combustible  gas  is  determined  by 
measuring  the  contraction,  the  amount  of  carbon  dioxide  formed, 
and  the  excess  of  oxygen. 

Finally,  if  the  gas  evolved  by  means  of  a  chemical  reaction  is 
measured  and  from  the  volume  of  the  latter  the  weight  of  the  body 
producing  it  is  calculated,  we  have  made  use  of  what  is  called 
a  gas-volumetric  method.  (Cf.  Determination  of  Carbonic  and 
Nitric  Acids,  pp.  301  and  360.) 

Determination  of  the  Gases. 

Carbon  Dioxide,  CO,.    Mol.  Wt.  44. 

44  gms.  CO3  occupy  a  volume  of  22.391  liters  under  standard 
conditions.* 

Carbon  dioxide  is  absorbed  to  a  considerable  extent  by  water; 
1  vol.  water  absorbs: 

At  0°  C 1.7967  CO.  CO, 

"15^C 1.0003    "      " 

"  20^  C 0.8843    «      *' 


♦Cf.   page  554. 
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or  in  general^ 

a  =  1 .7967  -  0.07761  X  t+  0.0016424X  ^S 

where  a  is  the  absorbed  volume  and  i  the  temperature  of  the  water* 
Absorbent. — Potassium  Hydroxide  Solution  1 : 2. 
1  c.c.  of  caustic  potash  of  the  above  strength  will  absorb  at 

least  40  c.c.  of  COj.    Sodium  hydroxide  solution  is  not  used  on 

account  of  the  difficult  solubility  of  sodium  bicarbonate. 

Small  amounts  of  CO,  may  be  absorbed  by  means  of  a  definite 

amount  of  standardized  BaCOH),  solution,  and  the  excess  of  the 

N 
latter  titrated  with  —  HCl,  using  phenolphthalein  as  indicator. 

(See  p.  475.) 

The  Heavy  Hydrocarbons. 

Ethylene  (Ethene),  C2H4;  Benzol,  CeH^;  Acetylene  (Ethine)^ 
C2H2. 

Ethylene,  CjH^.    Mol.  Wt.  28.04. 

28.04  gms.  of  ethylene  occupy  a  volume  of  22.391  liters  imder 
standard  conditions. 

Absorption  Coefficient  for  Water. 

1  volume  of  water  absorbs  at 

0°  C 0.256  c.c.  C,H« 

15^  C 0.161  •"      " 

20'  C 0.149    "      " 

or  in  general, 

a  =  0.25629  -  0.00913631^+  0.000188108t'. 

Alcohol 4ibsorbs  more  ethylene;  the  general  formula  is 

a  =  3.594984  -  0.077162  •  t + 0.0006812  •  ^. 

Absorbents. — 1.  Fuming  sulphuric  acid  *   (with  20  to  25  per 
cent.  SO,),  1  c.c,  absorbs  8  c.c.  of  C,H4.     2.  Bromine  water.f 

.*Ethionic  acid,  C^HeSjO,,  is  formed. 

t  Treadwell  aiid  Stokes,  Berichte,  21  (1888),  p.  3131. 
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Ammoniacal  cuprous  chloride  solution  will  also  absorb  ethy- 
lene. 

By  means  of  bromine,  the  ethylene  is  absorbed  with  the  for- 
mation of  ethylene  bromid3,  CiHjBr,.  If  the  absorption  is 
effected  with  a  titrated  bromine  water,  the  amoimt  absorbed 
can  be  detennined  by  titrating  the  excess  of  bromin\  This 
excellent  method,  proposed  by  Haber,*  is  at  present  the  best 
known  for  the  determination  of  ethylene  in  the  presence  of 
benzol.     (See  p.  572.) 

Benzol  (Benzene),  0,11,.    Mol.  Wt.  78.06. 

78.06  gms.  of  benzol  vapor  occupy  a  volume  of  22.391  liters 
under  standard  conditions. 

Benzol  is  readily  soluble  in  alcohol,  ether,  carbon  bisulphide, 
caoutchouc,  ethylene  bromide,  bromine,  and  fuming  sulphuric 
acid. 

Absorbents, — ^Fuming  sulphuric  acid  f  and  bromine  water  con- 
taining an  excess  of  bromine. 

Inasmuch  as  benzol  is  neither  brominated  nor  oxidized  by 
bromine  at  ordinary  temperatures,  it  was  difficult  to  under- 
stand why  bromine  water  should  absorb  it  quantitatively.  In 
fact,  Berthelot  J  and  CI.  Winkler  §  disputed  it,  but  the  results 
of  Treadwell  and  Stokes  ||  have  recently  been  confirmed  by 
Haber.  He  suggested  that  the  absorption  of  benzol  by  bromine 
was  of  a  purely  physical  nature,  and  M.  Korbuly1[  has 
shown  that  such  is  the  case.  Just  as  bromine  can  be  removed 
from  aqueous  solution  by  shaking  with  benzol,  so  benzol  can  be 
removed  by  shaking  with  bromine,  or  even  ethylene  bromide  and 
other  like  solvents. 

By  jneans  of  highly  concentrated  nitric  acid  (specific  gravity 
1.52)  benzol  is  also  absorbed;  this  solvent  cannot  be  used  in  the 

*  Haber  and  Oechelhftuser,  Berichte,  29,  p.  2700. 

t  Benzol  sulphonic  acid  is  formed,  CeHgSO,. 

X  Ck>mpt.  rend.,  83,  p.  1255. 

§  Zeitschr.  f.  anal.  Chem.,  1889.  p.  281. 

II  -Treadwell  and  Stokes,  loc.  cit. 

\  Inaug.  Dissertation,  Zurich,  1902. 
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analysis  of  gases  oontaining  carbon  monoxide,  for  the  latter  is 
quantitatively  oxidized  to  carbon  dioxide  by  nitric  acid  of  this 
strength,  and  is  therefore  removed  with  the  benzol*  when  the 
acid  vapors  are  neutralized  by  caustic  potash  solution. 

Behavior  of  Benzol  to  Water, 

Benzol  vapors  are  absorbed  to  a  considerable  extent  by  water 
and  all  aqueous  salt  solutions,  a  circumstance  which  must  be 
considered  when  an  «xact  gas  analysis  is  to  be  made. 

[n  order  to  determine  how  much  benzol  is  absorbed  by  water, 
ir  Korbuly  performed  the  foUowing  experiments: 

Different  amounts  of  air  containing  3.16  per  cent,  of  benzol 
vapor  were  shaken  in  a  Drehschmidt's  pipette  with  the  same 
amount  of  water  (5  c.c.)  until  no  more  benzol  was  absorbed.  He 
obtained  the  following  results: 


Experiment. 

Gas  Taken  in  c.c. 

Per  Cent.  Bensol 

PreBent  by 

Volume. 

Amount  of  Bensol  Absorbed 

at  the  End  of  Three 

Minutm. 

1 
2 
3 
4 
5 
6 
7 

58.92 
61.14 
68.32 
69.86 
60.78 
50.88 
60.20 

3.16 
3.16 
3.16 
3.16 
3.16 
3.16 
3.16 

1.28  CO.  =  2. 17% 
0.80  '*  =1.31% 
0.62  '*  «0.89% 
0.44  *'  «0.73% 
0.28  "  =0.46% 
0.08  '*  =0.01% 
0.02  "  =0.00% 

Potassium  hydroxide  behaves  similarly. 

In  the  analysis  of  a  mixture  of  carbon  dioxide  and  benzol, 
it  is  customary  to  first  remove  the  carbon  dioxide  by  means  of 
potassium  hydroxide  solution  and  then  the  benzol  with  fuming 
sulphuric  acid  or  bromine.  It  is  evident,  then,  that  both  of  the 
results  obtained  will  be  inaccurate  if  a  fresh  solution  of  potassium 
hydroxide  is  used  for  the  absorption  of  the  carbon  dioxide,  for 
this  will  absorb  not  only  the  whole  of  the  carbon  dioxide,  but  in 
many  cases  nearly  all  of  the  benzol.  Accurate  results  may  be 
obtained  by  using  a  solution  of  potassium  hydroxide  which  has 
been  saturated  with  benzol  vapors. 

*  Treadwell  and  Stokes,  loc.  cit. 
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Acetylene,  CjHj.    Mol.  Wt.  26.02. 

26.02  gms.  acetylene  occupy  a  volume  of  22.391  liters  under 
standard  conditions. 

Acetylene  is  quite  soluble  in  water;  1  volume  of  water  at  the 
ordinary  temperature  absorbs  an  equal  volume  of  this  gas.  In 
amyl  alcohol,  chloroform,  benzol,  glacial  acetic  acid,  and  acetone 
it  is  much  more  soluble;  thus  1  volume  of  acetone  absorbs  31 
volumes  of  acetylene.* 

Absorbents. — Fuming  sulphuric  acid  t  and  bromine  water. 

By  means  of  ammoniacal  cuprous  chloride  solution,  acetylene 
is  absorbed  with  the  formation  of  red  copper  acetylide,  (Cwjufi^O. 
This  reaction  is  so  characteristic  that  it  is  used  for  the  qualiUUive 
detection  of  acetylene  in  gas  mixtures. 

This  test  is  best  performed  by  the  method  of  L.  Ilosvay  von 
Nagy  Ilosva.t 

Preparation  of  the  Reagent. — One  gram  of  copper  nitrate  (chloride 
or  sulphate)  is  placed  in  a  50-c.c.  measuring-flask  and  dissolved 
in  a  little  water.  To  the  solution  4  c.c.  of  concentrated  ammonia 
(20-21  per  cent.  NH,)  and  3  gms.  of  hydroxylamine  hydrochloride 
are  added,  and  the  liquid  is  shaken  until  it  becomes  colorless, 
when  it  is  immediately  diluted  with  water  up  to  the  mark. 

The  Test. — ^A  few  cubic  centimeters  of  the  reagent  are  placed 
in  a  500-c.c.  glass-stoppered  cylinder,  and  the  gas  to  be  tested  for 
acetylene  (illuminating-gas)  is  passed  over  it  until  the  color  of 
the  reagent  becomes  pink.  The  cylinder  is  then  stoppered  and 
its  contents  thoroughly  shaken.  If  acetylene  is  present,  a  beautiful 
red  precipitate  is  immediately  formed.  Another  method  of  making 
the  test  is  to  pass  the  gas  through  a  small  bulb-tube  containing 
glass-wool  moistened  with  the  reagent. 

Remark. — ^If  the  reagent  is  placed  under  petroleum  it  can  be 
kept  for  about  one  week,  but  if  copper  wire  is  added  to  the  solution, 
it  can  be  kept  for  a  much  longer  time,  as  L.  Pollak  has  shown. 
Such  a  solution  gave  a  distinct  reaction  after  it  had  been  kept 

*  Hempel,  Gasanalytische  Methoden  (1900),  p.  206. 
f  Acetylene  sulphuric  acid  is  formed,  0,114804. 
X  Berichte.  32  (1898).  p.  2698. 
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for  one  year,  but  the  precipitate  obtained,  instead  of  being  a  bright 
red,  was  more  the  color  of  sealing-wax.  The  solution  is  much 
less  permanent  when  it  is  prepared  from  the  chloride  or  sulphate, 
even  when  copper  is  added  to  it.  Without  the  copper,  the  chloride 
would  give  no  reaction  after  being  a  week  old,  and  with  the  addition 
of  copper  it  was  spoiled  at  the  end  of  two  weeks.  The  sulphate 
behaved  about  the  same. 

Separation  of  the  Heavy  Hydrocarbons  from  One  Another. 

It  has  been  attempted  repeatedly  to  separate  ethylene  from 
benzol,  but  usually  in  vain.  The  separation  as  proposed  by 
Berthelot,  of  absorbing  the  ethylene  with  bromine  water  and 
afterwards  removing  the  benzol  by  means  of  concentrated  nitric 
acid,  is  erroneous  in  every  respect.*  The  method  of  Harbeck 
and  Lunge  t  is  correct  in  principle  but  very  tedious,  and  the 
modification  of  Pfeiflfer  J  always  gives  too  high  results.  Haber 
and  Oechelhauser,§  on  the  other  hand,  have  devised  a  method 
which  is  accurate  and  to  be  recommended. 

Principle. — In  one  portion  of  the  gas,  the  sum  of  the  ethylene 
and  benzol  is  determined  by  absorption  with  bromine  water  or 
fuming  sulphuric  acid,  while  in  a  second  portion  the  gases  are 
absorbed  in  titrated  bromine  water,  and  the  excess  of  the  latter 
is  determined  iodimetrically.  From  the  amount  of  bromine  re- 
quired the  ethylene  is  calculated: 

N 
1  c.c.  — 1  =  1.1196  c.c.  C2H4  at  0°  C.  and  760  mm.  pressure. 

As  this  analysis  is  performed  in  the  Bunte  burette,  it  will  not 
be  described  in  detail  until  we  have  become  acquainted  with  this 
important  form  of  apparatus.     (See  p.  606.) 

Oxygen,  O  =  16.    Mol.  Wt.  32. 

32  gms.  oxygen  occupy  a  volume  of  22.391  liters  under  standard 
conditions. 


*  Treadwell  and  Stokes,  /oc.  cit. 
t  Zeitschr.  fur  anoi^.  Chem.,  XVI  (1898),  p.  26. 

t  J.  f.  Gasbeleuchtung  and  Wasservereorgung,  1899,  p.  697,  and  Berichte, 
29,  p.  2700. 

i  Ibid.,  1896,  p.  804. 
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Oxygen  is  absorbed  by  water  only  to  a  slight  extent;  accord- 
ing to  the  experiments  of  L.  W.  Winkler,*  Otto  Pettersson,  and 
K.  Sonden,t  1  liter  of  water  at  760  mm.  pressure  absorbs  from  the 
atmosphere: 


At 


0^      

Air. 
29.54 

O. 

10.01 
8.28 
7.90 
7.14 
6.84 
5.99 
6.91 

N. 

19.53 
16.34 
15. 58 
14.16 

•^XlOO. 
Air 

33.88 

6**      

24.62 

33.60 

9.18*» 

13.70** 

23.49 

21.30 

33.60 
33.51 

16.83*» 

23.64*» 

24.24<> 

■  •••••         •••• 

■  •••■•         •••• 
•  ■■•••         •••• 

From  this  data  the  absorption  coefficient  for  pure  oxygen  in  water 
can  be  calculated  to  be  0.034162  at  13.7®  C.  and  760  nmi.  pressure. 

Absarhenls, — ^Alkaline  pyrogallol  solution,  phosphorus  and 
chromous  chloride. 

The  alkaline  pyrogallol  solution  (Liebig)  is  prepared  by  mixing 
a  25  per  cent.,  aqueous  solution  of  pyrogallic  acid  with  five  or  six 
times  as  much  potassium  hydroxide  solution  (3:2).  1  c.c.  of  this 
solution  absorbs  12  c.c.  of  oxygen. 

At  a  temperature  of  15®  C,  or  higher,  the  absorption  takes 
place  quickly;  the  oxygen  in  100  c.c.  of  air  will  be  absorbed  in 
three  minutes  or  less. 

At  lower  temperatures  the  absorption  takes  place  less  readily 
and  at  0®  C.  the  above  quantity  of  oxygen  cannot  be  absorbed 
completely  in  half  an  hour. 

A  pyrogallol  solution  of  the  above  concentration  will  not  evolve 
carbon  monoxide  during  the  absorption. 

The  absorption  of  oxygen  by  means  of  phosphorus  (Linde- 
mann)  takes  place  by  simply  allowing  the  gas  containing  the  oxygen 
to  remain  over  moist  phosphorus.  The  formation  of  white  clouds 
indicates  the  presence  of  oxygen,  and  their  disappearance  shows 
that  the  absorption  is  complete.  A  temperature  of  15  to  20®  C. 
is  best  suited  for  the  absorption. 

The  oxygen  is  completely  absorbed  at  the  end  of  three  min- 
utes from  100  c.c.  of  air  at  this  temperature.    At  lower  temper- 


♦  Berichte,  1888,  p.  2843. 
t  Ihid.,  1889,  p.  1443. 
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atures  the  absorption  requires  more  time  and  at  OP  more  than  an* 
hour  is  necessary. 

If  the  gas  contains  more  than  60  per  cent,  of  oxygen,  moist 
phosphorus  will  absorb  none  of  it  at  the  ordinary  atmospheric 
pressures.  In  this  case  the  gas  must  be  diluted  with  nitrogen  or 
hydrogen  until  a  mixture  is  obtained  containing  less  than  60 
per  cent,  oxygen,  or  the  gas  must  be  allowed  to  act  upon  the  moist 
phosphorus  under  diminished  pressure.  In  the  latter  case,  how- 
ever, the  phosphorus  easily  becomes  heated  enough  to  melt  it. 

Further,  oxygen  is  not  absorbed  by  moist  phosphorus  if  the 
gas  contains  traces  of  heavy  hydrocarbons,  ethereal  oils,  alcohol, 
or  ammonia.  According  to  Hempel*  0.04  per  cent,  of  ethylene, 
and  according  to  Haberf  0.17  per  cent.,  suffices  to  prevent  com- 
pletely the  absorption  of  oxygen. 

Determination    of   Absorbed    Oxygen    in    Water.    Method   of 

L.  W.  Winkler.J 

Principle. — If  water  containing  dissolved  oxygen  be  heated  in 
a  closed  vessel  with  manganese  hydroxide,  the  latter  is  oxidized 
to  manganous  acid  according  to  the  following  equation: 

Mn(OH),+  0=H,MnO,. 

The  amoimt  of  oxygen  taken  up  is  determined  iodimetrically  by 
adding  hydrochloric  acid  and  potassium  iodide  to  the  manga- 
nous acid  and  titrating  the  liberated  iodine, 

HjMnO,+  4HCl  =  MnCl2+2H20+Cl,  and  2KI+Cl,=2Ka+I,. 

Hence  1  gm.-at.  1  =  8  gms.  =  11195.5  c.c.  oxygen  at  0°  C.  and 
760  mm.  pressure. 

Reagents  Required, — 1.  An  approximately  4N.MnCl^  solution 
obtained  by  dissolving  400  gms.  of  MnClj+^HjO  in  water  and 
diluting  to  1000  c.c.  The  manganese  chloride  must  be  free  from 
iron. 

*  Gasanalvtischc  Methoden. 

t  Experimental-Untersuchung    iiber   Zersetziingen   und   YexbrennungeD 
von  Kohlenwassersto£fen,  HabilitatioDBchrift,  Munich,  1896. 
t  Berichte,  21  (1888),  p.  2843. 
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2.  Sodium  Hydroxide  Solution  Containing  Potassium  Iodide.-— On 
account  of  the  nitrite  usually  present  in  commercial  sodium 
hydroxide,  the  alkali  solution  is  prepared  from  sodium  car- 
bonate and  calcium  hydroxide.  The  clear  liquid  is  siphoned  off 
and  concentrated  in  a  silver  dish  until  its  specific  gravity  is  1.35. 
In  100  c.c.  of  this  solution,  10  gms.  of  potassium  iodide  are 
dissolved. 

A  portion  of  the  alkaline  potassium  iodide  solution  on  being 
acidified  with  hydrochloric  acid  should  not  immediately  turn 
starch  paste  blue,  and,  furthermore,  large  amounts  of  carbonate 
must  not  be  present. 

N 

3.  Y^  Sodium  Tkiosuiphaie  Solution, 

Procedure, — ^A  glass-stoppered  flask  of  about  250-c.c.  capacity 
is  taken  and  its  exact  capacity  is  determined  by  weighing  it  first 
empty  and  then  filled  with  water  at  17.5®  C.  If  the  water  to  be 
analyzed  is  saturated  with  air,  it  is  simply  poured  into  the  flask, 
otherwise  the  water  is  conducted  through  it  for  ten  minutes. 
Then,  by  means  of  a  pipette  reaching  to  the  bottom  of  the  flask, 
1  c.c.  of  the  alkaline  potassium  iodide  solution  is  introduced  and 
immediately  afterwards  1  c.c.  of  the  manganese  chloride  solution. 
The  flask  is  closed,  shaken,  and  allowed  to  stand  until  the  precip- 
itate has  settled.  Then,  by  means  of  the  long-stemmed  pipette, 
about  3  c.c.  of  concentrated  hydrochloric  acid  are  introduced  and 
the  contents  of  the  flask  once  more  shaken.  The  precipitate  dis- 
solves readily  with  liberation  of  iodide  and  the  latter  is  titrated 
with  sodium  thiosulphate  in  the  usual  way. 

Remark, — ^The  results  obtained  by  this  method  agree  closely 
with  those  obtained  by  boiling  the  water  as  described  on  p.  564. 

Carbon  Monoxide,  CO.    Mol.  Wt.  28. 

28  gms.  of  CO  occupy  a  volume  of  22.391  liters  under  stand- 
ard conditions. 

The  gas  is  only  very  slightly  soluble  in  water;  according  to 
Bunsen  1  volume  of  water  absorbs  at 

5.8®  C 0.028636  c.c.  CO 

22.0®  C 0.022907    "     " 
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or,  in  general,  the  amount  dissolved  is 

a=0.032874-0.0081632.f+0.000016421.« 

In  alcohol  the  gas  is  about  ten  times  more  soluble  than  it 
is  in  water. 

Its  determination  is  effected  either  by  absorption  or  by  com- 
bustion. 

Absorbents. — Ammoniacal  Cwprous  Chloride.  200  gms.  of  com- 
mercial cuprous  chloride  are  shaken  in  a  closed  flask  with  a  solu- 
tion of  ammonium  chloride  (250  gms.  in  750  c.c.  water),  and  to 
every  three  volumes  of  this  mixture  1  vol.  of  ammonia,  specific 
gravity  0.91,  is  added.  In  order  that  the  solution  may  remain 
active,  a  spiral  of  copper  wire  is  introduced  into  the  flask  long 
enough  to  reach  from  the  bottom  up  to  the  stopper. 

1  c.c.  of  this  solution  will  absorb  16  c.c.  of  carbon  monoxide. 

Formerly  it  was  the  almost  universal  custom  to  absorb  this 
gas  by  means  of  a  hydrochloric  add  solution  of  cuprous  chloride, 
but  to-day  this  is  not  done  on  account  of  the  following  reasons. 
The  absorption  of  carbon  monoxide  by  means  of  cuprous  chloride 
takes  place  according  to  the. following  equation: 

CujClj-f-  CO  ^  CujClj-CO. 

The  compound  CujCLj.CO  is  extremely  unstable  and  can  only 
be  formed  when  there  is  a  certain  pressure  exerted  by  the  carbon 
monoxide,  so  that  when  the  acid  solution  is  used  the  absorption  will 
never  be  quantitative.  Further,  if  a  gas  free  from  carbon  monoxide 
(nitrogen  or  hydrogen)  is  shaken  with  such  a  solution  after  it  has 
been  used  several  times,  a  part  of  the  CujClj.CO  in  solution  will 
be  decomposed  according  to  the  above  equation  in  the  direction 
of  right  to  left,  until  the  partial  pressure  of  the  carbon  monoxide 
set  free  is  sufficient  to  restore  equilibrium.  Consequently  the 
volume  of  the  gas  will  appear  greater  after  it  has  been  treated 
with  the  cuprous  chloride  solution  than  it  was  originally. 

When  an  ammoniacal  cuprous  chloride  solution  is  employed 
the  absorption  of  the  carbon  monoxide  is  almost  quantitative,  but 
after  such  a  solution  has  been  used  repeatedly  it  will  readily  give 
up  some  of  the  gas,  although  not  so  readily  as  is  the  case  of  thd 
solution  of  cupious  chloride  in  hj'^drochloric  acid  or  calcium  chlo- 
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ride.*  It  is  advisable,  therefore,  to  adopt  the  suggestion  of  Dreh- 
schmidt,  and  first  absorb  the  greater  part  of  the  gas  by  means  of 
an  old  solution  of  cuprous  chloride,  afterwards  removing  the  last 
traces  by  means  of  a  freshly-prepared  solution,  or  one  which  has 
been  used  but  a  few  times. 

Besides  carbon  monoxide,  the  ammoniacal  cuprous  chloride 
solution  will  absorb  acetylene,  ethylene,  etc.,  so  that  these  gases 
must  be  removed  previously  by  means  of  fuming  sulphuric  acid  or 
bromine  water. 

By  long  shaking  with  concentrated  nitric  acid  (specific  gravity 
1.5),  carbon  monoxide  is  completely  oxidized  to  carbon  dioxide, 
■and  the  latter  can  be  removed  by  treatment  with  potassium 
hydroxide  solution.f 

Determination  of  Carbon  Monoxide  by  Combustion  witli 

Air  or  Oxygen. 

The  following  reaction  shows  how  carbon  monoxide  may  be 
determined  by  combustion: 

CO  +  O  =  COj. 

2  vols.       1  vol.        2  voIb. 

From  the  reaction  we  can  make  the  following  deductions: 

1.  The  difference  in  the  volume  of  the  gas  mixture  before  and 
after  the  combustion  is  for  2  vols.  CO;  3—2=1  and  for  1  vol. 
CO=i.  This  difference  is  designated  as  the  contraction.  The 
contraction  caused  by  the  combustion  of  carbon  monoxide  iSy  there- 
JorCy  equal  to  half  the  original  volume  of  CO. 

2.  The  volume  of  the  carbon  dioxide  formed  is  equal  to  the  volume 
of  the  carbon  monoxide  originaUy  present.  If.  then,  the  carbon 
dioxide  is  determined  by  absorption  with  caustic  potash,  the 
volume  of  the  carbon  monoxide  is  at  once  obtained,  provided  no 
other  combustible  gas  containing  carbon  is  present  at  the  same 
time. 


*  Cuprous  chloride  is  soluble  in  a  concentrated  solution  of  calcium  chlo- 
Tide.     1  c.c.  of  this  solution  absorbs  12  to  15  c.c.  of  CO. 
t  Treadwell  and  Stokes,  Berichte,  21,  p.  3131. 
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3.  For  the  combustton  of  2  vols,  of  CO,  1  vol.  of  oxygen  is  neces- 
suy,  and  consequently  the  amount  of  oxygen  ammimed  u  equal  to 
half  the  volume  of  the  carbon  monoxide. 


Methods  of  Effecting  the  Con^mstion. 

The  combustion  of  the  carbon  monoxide  can  be  carried  out  in 
several  different  ways: 

1.  By  explosion. 

2.  By  conductinfT  the  gas  over  glowing  palladium  or  platinum. 

3.  By  conducting  the  gas  over  copper  oxide. 

1.   Combustion    by    Explonon.  —  The    gas    is    mixed    with    a 
sufficient    amount    of    air   in    a    measuring   vessel,    such    as    is 
shown   in   Fig.   82,   and   the   latter  is   connected   by  means  of 
the    capillary   E   with    the   Hempel's   explosion    pipette   shown 
in  Fig.  83.     The  gas  is  completely  driven  over  into  the  latter 
80    that    the    capillary    is    entirely 
filled  with  mercury,  the  stop-cocks 
of  the  capillary  and  of  the  explo- 
sion pipette  are  both  closed,  and 
an  electric  spark  is  n:ade  to  pass  be- 
tween the  two  platinum  points  which 
are  ftised  into  the  glass  walls  of  the 
I  pipett*;     this   immediately    causes 
an  explosion  to  take  place.     After- 
wards the  gas  is  once  more  driven 
back   into   the   measuring   burette, 
and   its   volume  again  determined.     The   difference  in   volume 
before  and  after  the  explosion  represents  the  contraction. 

This  most  excellent  method  can  in  some  cases  lead  to  erroneous 
results.  In  practice,  it  is  almost  always  a  question  of  determining 
the  amount  of  combustible  gas  in  a  mixture  containing  nitrogen 
obtained  after  treatment  with  the  diffA-ent  absorbents.  If  the 
amoimt  of  combustible  ga.s  present  is  too  small  in  proportion  to  the 
amount  of  non-combustible  gas,  there  will  be  no  combustion  what^ 
soever;  while  on  the  other  hand,  if  this  relation  is  too  large,  a  part 
of  the  nitrogen  will  be  burnt  to  nitric  acid  (hydrogen  b  usually 
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present).  According  to  Bunsen,  the  combustion  is  complete  when 
30  parts  of  combustible  gas  are  present  for  each  100  parts  of  non- 
combustible  gas.  Consequently,  if  the  explosion  method  is  to  be 
used  for  the  analysis,  the  approximate  composition  of  the  gas  must 
be  known. 

2.  Combv^tion  by  Conducting  the  Gas  over  Glowing  Palladium. — 
This  is  the  most  certain  of  all  methods  for  effecting  the  com- 
bustion, because  it  is  entirely  independent  of  the  proportion 
of  combustible  gas  present,*  and  there  is  no  danger  of  any  of  the 
nitrogen  being  oxidized.  The  combustion  is  best  effected,  as 
proposed  by  Drehschmidt,  by  passing  the  gas  through  a  thick- 
walled  platinum  capillary  tube  containing  three  palladium  wirea 
The  platinum  capillary  (Fig.  82,  V)  is  placed  between  the  gas 
burette  and  the  Drehschmidt  pipette  S  (Fig.  82),  and  it  is  heated 
by  means  of  the  non-luminous  flame  of  a  Teclu  burner.  The 
gas  is  repeatedly- passed  through  the  glowing  capillary  until  there 
is  no  further  diminution  in  volume,  showing  the  combustion  to 
be  complete.  There  is  no  danger  to  be  feared  from  explosions 
even  when  pure  detonating  gas  is  passed  through  the  platinum 
tube,  and  by  this  method  CO,  H,  and  CH^  are  completely  oxidized. 
In  the  analysis  of  gases  containing  only  small  amounts  of  the 
above  gases  (e.g.  exhaust  gases  from  gas-motors)  the  so-called 
fractional  combustion  is  employed.  By  this  means  either  hydrogen 
and  carbon  monoxide  are  oxidized  while  methane  is  not,  or  car- 
bon monoxide  is  alone  burned. 

Fractional  Combustion.  —  If,  according  to  Haber,t  an  abso- 
lutely dry  gas  mixture,  consisting  of  considerable  nitrogen 
and  oxygen  with  little  carbon  monoxide,  hydrogen,  and 
methane,  is  slowly  conducted  (at  the  rate  of  about  700- 
800  c.c.  per  hour)  through  a  glass  U  tube  3  mm.  in  diam- 
eter which  contains  a  palladium  wire  55  cm.  long,  folded  into 
three  lengths  of  about  18  cm.,  then  if  the  temperature  of  boilina; 
sulphur  is  maintained,  the  hydrogen  and  carbon  monoxide  will 
be  completely  burned,  while  methane  will  escape  from  the  tube 


♦  It  is  only  necessary  to  make  sure  that  a  large  excess  of  oxygen  is  pres- 
ent (cf.  Hempel,  Zeitschr.  f.  anorg.  Chem.,  XXXI  (1902),  p.  447.  ' 
t  Loc.  cit. 
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in  an  unchanged  condition.  By  connecting  the  U  tube  with  a 
weighed  calcium  chloride  tube  and  then  with  two  weighed  soda- 
lime  tubes  (see  p.  298)  the  increase  in  the  weight  of  the  former 
will  show  the  amount  of  water  formed  from  the  hydrogen,  and 
the  gain  in  weight  shown  by  the  soda-lime  tubes  corresponds  to 
the  amount  of  carbon  dioxide  formed  from  the  carbon  monoxide. 
If^  after  passing  through  the  soda-lime  tubes,  the  gas  is  passed 
through  a  combustion-tube  filled  with  platinized  asbestos,  or 
copper  oxide,  which  is  heated  to  a  dark-red  heat,  the  methane 
is  quantitatively  burned  to  water  and  carbon  dioxide;  the  former 
is  absorbed  in  a  calcium  chloride  tube  and  the  latter  in  two  soda- 
lime  tubes,  all  three  tubes  being  weighed  before  the  gas  is  passed 
through  them.  In  this  way  a  check  is  obtained  upon  the  accuracy 
of  the  determination,  for  the  proportion  of  carbon  to  hydrogen 
found  should  be  1:4. 

The  combustion  of  carbon  monoxide  alone  from  a  mixture 
of  this  gas  with  hydrogen,  methane,  and  air  can  be  effected  satis- 
lactorily  as  follows: 

After  the  gas  has  been  freed  from  COj,  unsaturated  hydrocarbons, 
and  aqueous  vapor,  it  is  conducted  through  a  U  tube  *  containing 
60-70  gms.  of  pure  iodine  pentoxide  f  heated  to  160°  C. ;  by  this 
means  the  carbon  monoxide  is  alone  oxidized  with  liberation  of 
iodine  according  to  the  equation 

IA+5CO=5CO,+l34 

If  the  gas  is  now  conducted  through  two  P^ligot  tubes  containing 

potassium  iodide  solution,  the  iodine  will  be  absorbed  and  can 

N 
be  titrated  at  the  end  of  the  experiment  with  -r^  sodimn  thiosulphate 

solution. 

N 
1  c.c.  —  NajSjOj  solution  corresponds  to  5.6  c.c.  CO,  measured 

under  standard  conditions. 


*  The  U  tube  is  heated  in  a  small  paraffin  bath. 

t  Iodine  pentoxide  is  prepared  by  heating  iodic  acid  in  a  current  of  dry 
air  at  180°  until  the  water  is  completely  removed. 

\  Nicloux,  Compt.  rend.,  126,  p.  746,  and  Kinnicutt,  Joum.  of  the  Am. 
Chem.  Soc,  XXII,  p.  14. 
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If,  after  the  carbon  dioxide  and  water  have  once  more  been 
removed  from  the  gas,  it  is  passed  through  a  combustion-tube 
half  filled  with  copper  oxide  and  half  with  platinized  asbestos, 
both  heated  to  dark  redness,  the  hydrogen  and  methane  will 
be  completely  burned  to  water  and  carbon  dioxide,  which 
can  be  absorbed  and  weighed  as  before.  From  the  amounts  of 
each,  the  hydrogen  and  methane  present  in  the  gas  can  be  calcu- 
lated. 


Qualitative  Detection  of  Traces  of  Carbon  Monoxide  in  the  Air. 

If  blood  be  diluted  with  water  until  the  solution  shows  only  a 
slight  red  color,  it  will  give  a  characteristic  absorption  sj)ectrum; 
two  dark  absorption  bands  appear  between  the  D  and  E  lines. 
If  to  this  dUute  blood  solution  a  few  drops  of  a  concentrated^ 
freshly-prepared  ammonium  sulphide  are  added,  the  dark  bands 
disappear,  and  instead  a  single  broad  band  will  appear  at  a  place 
between  the  positions  of  the  previous  bands.  Blood  containing 
carbon  monoxide  behaves  quite  differently.  When  the  latter  gas  is 
present,  the  blood  takes  on  a  rose  color  and  the  solution  gives 
almost  the  same  absorption  spectrum  as  pure  blood  (the  bands 
shift  slightly  toward  the  violet)  but  in  this  case  the  two  bands 
do  not  disappear  on  the  addition  of  ammonium  sulphide. 

To  detect  traces  of  carbon  monoxide  in  the  air,  Vogel  directs 
that  a  100-c.c.  bottle,  filled  with  water,  be  emptied  in  the  room 
containing  the  gas,  and  that  2  to  3  c.c.  of  blood,  highly  diluted 
with  water,  and  showing  only  a  very  faint  red  color  (although 
still  giving  the  blood  spectrum  in  a  colunm  as  thick  as  a  test-tube) 
be  poured  into  the  bottle  and  shaken  for  some  minutes.  To  the 
solution  a  few  drops  of  ammonium  sulphide  solution  are  added 
and  the  liquid  is  examined  by  means  of  the  spectroscope.  If 
the  two  bands  are  now  visible,  carbon  monoxide  is  present.  Ac- 
cording to  Vogel  as  Uttle  as  0.25  per  cent,  of  CO  can  be  detected 
in  this  way. 

Hempel  has  improved  this  method  to  a  marked  degree.  He 
foimd  that  it  was  not  possible  to  completely  remove  small 
amounts  of  carbon  monoxide  by  shaking  with  the  dilute  solution 


5^2  G//5  ANALYSIS. 

of  blood,  and  furthermore  concentrated  blood  solutions  could  not 
be  used  because  they  foam  so  much.  By  using  a  living  animal,  its 
lungs  furnish  a  better  means  of  absorption,  for  the  gas  then 
comes  in  contact  with  undiluted  blood.  A  mouse  is  placed 
between  two  funnels  which  are  joined  together  by  means  of  a 
broad  band  of  thin  rubber  and  the  gan  to  be  tested  is  passed 
through  the  funnels  at  a  speed  of  ten  liters  per  hour.  At  the 
end  of  two  or  three  hours  the  mouse  is  killed  by  immersing 
the  funnels  in  water  and  a  few  drops  of  its  blood  are  taken  from 
the  region  near  the  heart.  In  this  way  Hempel  was  able  to  detect 
with  certainty  as  little  as  0.032  per  cent.  CO.  With  such  small 
amounts  of  CO  the  live  mouse  showed  no  symptoms  of  poisonims; ; 
this  was  first  apparent  when  0.06  per  cent,  of  the  gas  was 
present.  In  the  latter  case  after  half  an  hour  the  mouse  breathed 
with  difficulty  and  lay  exhausted  on  its  side. 

Potain  and  Drouin  detect  small  amounts  of  carbon  monoxide 
by  passing  the  gas  through  a  dilute  solution  of  palladous  chloride, 
when  metallic  palladium  is  precipitated: 


PdCl,4-CO+HaO=2Ha4-CO,+Pd. 

The  solution  is  decolorized,  or  turns  a  pale  gray,  when  large 
amounts  of  CO  are  present,  but  appears  a  light  yellow  in  color 
when  only  traces  are  present. 

In  order  to  estimate  better  the  decrease  in  color,  Potain  and 
Drouin  filter  off  th^  deposited  palladium  and 'compare  the  color 
of  the  filtrate. 

For  the  detection  of  small  amounts  of  carbon  monoxide,  C. 
Winkler  recommends  a  method  which,  as  the  author  has  foimd, 
will  often  lead  to  error.  According  to  Winkler,  the  gas  to  be  tested 
is  conducted  through  a  solution  of  cuprous  chloride  in  a  saturated 
solution  of  sodium  chloride,  afterwards  diluting  with  four  to  five 
times  as  much  water,  causing  the  precipitation  of  snow-white 
cuprous  chloride.  If  this  turbid  solution  is  treated  with  a  drop 
of  sodium  palladous  chloride,  a  black  precipitate  of  metallic 
palladium  is  obtained.  Unfortunately,  however,  the  palladium 
is  often  precipitated  even  in  the  absence  of  a  trace  of  carbon 
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monoxide;  for  cuprous  chloride  itself  will  readily  reduce  salts  of 
palladium. 

It  is  true,  on  the  other  hand,  that  at  a  definite  concentration 
the  reduction  of  the  palladous  chloride  is  only  effected  by  means 
of  carbon  monoxide,  but  it  is  difficult  to  always  obtain  the  right 
conditions,  and  herein  lies  the  inaccuracy  of  the  method.  If  the 
solution  be  too  concentrated  with  respect  to  sodium  chloride,  even 
large  amoxmts  of  carbon  monoxide  will  fail  to  precipitate  a  trace 
of  palladium,  because  in  that  case  the  solution  contains  not 
only  copper  but  also  palladium  in  the  form  of  complex  sodium 
salts: 

[CujClJNaa  and  [PdClJNa,. 

The  sodium  palladous  chloride  is  not  reduced  by  carbon  mon- 
oxide and  there  is  even  less  likelihood  of  the  two  sodium  salts  acting 
upon  one  another.  If  the  solution  be  diluted  with  water,  both 
salts  break  down  according  to  the  equations 

[Cu^ajNa^  4=fc  2NaCl4-CuaCl3, 
[PdCl  JNaa4=i  2NaCl  4-  PdCl,, 

and  only  when  the  palladium  is  in  the  ionic  condition  is  it  capable 
of  entering  into  the  reaction.  The  fact  that  the  reduction  of  the 
palladous  chloride  is  effected  by  means  of  CO  at  a  concentration 
at  which  CujClj  is  incapable  of  causing  any  reduction  is  easy  to 
understand,  for  the  gas,  CO,  comes  in  contact  more  readily  with  a 
sufficient  number  of  palladium  ions  than  does  the  difficultly  soluble 
cuprous  chloride. 

Hydrogen,  H.    Mol.  Wt.  2.016. 

2.016  gms.  hydrogen  occupy  a  volume  of  22.391  liters  under 
standard  conditions. 

Hydrogen  is  practically  insoluble  in  water.  The  iLsual  way  for 
determining  this  gas  by  absorption  is  by  means  of  metallic  palla- 

♦  The  absorption  can  also  be  accomplished  very  satisfactorily  by  means 
of  a  one-per  cent,  solution  of  palladous  chloride.  Campbell  and  Hart,  Am. 
Chem.  J.,  18,  294.— {Translator.] 
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dium;*  but  in  the  majority  of  cases  it  is  determined  by  com- 
bustion with  oxygen  and  observing  the  contraction: 

H,     4-     O     =     H^O 

2  voIb.  1  vol.  0  vol. 

It  is  evident  that  by  the  combustion  of  two  volumes  of  hydro- 
gen, three  volumes  of  gas  will  disappear  (the  water  formed  occupies 
a  negligible  volume).  The  contraction,  therefore,  is  equal  to  f  the 
volume  of  the  hydrogen  consumed.  If  the  contraction  is  denoted 
by  Vc  and  the  volume  of  the  hydrogen  by  Vut  then 

and  consequently 

In  many  cases  the  weight  of  the  water  formed  is  determined 

by  absorbing  the  latter  in  weighed  calciima  chloride  tubes,  and 

from  the  gain  in  weight  the  volume  of  hydrogen  is  computed  as 

follows : 

18.02:22,391  =  p:a;, 

22  391 
<c=-T~x7r-Xp=  1242.5 Xp  c.c.  hydrogen  under  standard  conditions^ 

Combustion  of  Hydrogen^  a/xording  to  CL  Winkler, 

The  following  method  is  employed  frequently  in  technical 
analyses  for  the  separation  of  hydrogen  from  methane. 

A  mixture  of  hydrogen  and  air  is  conducted  over  gently-ignited 
palladium-asbestos,  by  which  means  the  hydrogen  is  quantita- 
tively burned  to  water  and  the  methane  is  not  affected.  Fig.  84 
represents  the  apparatus  required.  A  is  the  eudiometer  and  ia 
connected  by  means  of  the  capillary  E,  in  which  is  found  a  short 
fibre  of  palladium-asbestos,  with  a  Hempel  pipette  filled  with  water. 

The  capillary,  E,  is  heated  by  means  of  the  small  flame  F,  at 
the  place  where  the  palladium-asbestos  rests,  to  a  temperature  of 
about  300  to  400^,  but  not  hot  enough  to  soften  the  glass.  After 
the  gas,  which  is  mixed  with  air,*  has  been  passed  back  and  forth 

*  If  oxygen  is  used  instead  of  air,  the  combustion  of  the  methane  is 
incomplete.     Cf.  O.  Brunck,  Zeit.  f.  angew.  Chem.,  1903,  p.  195. 


through  the  capillary  three  times,  the  combustion  is  complete.  If 
the  above-specified  temperature  is  not  exceeded,  no  trace  of  meth- 
ane will  be  burned  and  the  hydrogen  determination  will  be  accu- 
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rate.  It  is,  however,  difficult  to  reflate  this  temperature  closely 
enough  to  prevent  the  combustion  of  some  methane  unless,  as 
recommended  by  Haber,  the  tube  b  heated  by  means  of  sulphur 
vapor;  the  results  are  usually  from  0.5  to  1  per  cent,  too  high. 

PreparaHon  of  Pailadium-asbestoa.  —  Three  gms.  of  sodium 
palladoxiB  chloride  are  dissolved  in  as  little  water  as  possible, 
3  c.c.  of  a  cold  saturated  solution  of  sodium  formate  are  added 
and  enough  sodium  carbonate  solution  to  make  the  solution 
alkaline.  Then  about  1  gm.  of  soft,  long-fibred  asbestos  is 
added,  which  sucks  up  the  whole  of  the  liquid,  and  the 
mixture  is  dried  on  the  water  bath;  by  this  means  finely- 
divided  palladium  is  deposited  uniformly  through  the  asbestos: 

Na^dCl. + HCOONa = 3NaCl  +  Ha + COj  +  Pd. 
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The  hydrochloric  acid  formed  by  the  above  reaction  is  neutral- 
ized by  the  sodium  carbonate.  In  acid  solutions  formic  acid 
hardly  reduces  palladous  chloride  at  all. 

After  the  asbestos  has  thoroughly  dried,  the  mass  is  softened 
with  hot  water,  placed  in  a  funnel  and  washed  with  hot  water 
until  the  soluble  salt  is  completely  removed.  It  is  then  dried 
once  more  and  preserved  in  a  well-stoppered  bottle. 

The  palladium-asbestos  fibre  is  introduced  into  the  capillary 
tube  as  follows:  The  fibre  is  rolled  between  the  fingers  to  a  little 
round  wad,  the  latter  is  placed  in  the  opening  of  the  unbent  capil- 
lary tubing  and  by  gentle  tapping  upon  the  table  it  is  made  to  pass 
along  to  the  cehtre  of  the  tube.  The  latter  is  then  bent  as  shown 
in  the  figure. 

Methane,  CH4.    Mol.  Wt.  16.04. 

16.04  gms.  of  methane  occupy  a  volume  of  22.391  liters,  imder 
standard  conditions. 

Methane,  also  called  marsh-gas  or  fire  damp,  is  only  slightly 
soluble  in  wf^ter.  According  to  Bunsen,  1  volume  of  water  absorbs 
at  0®  C.  only  0.05  volume  of  methane,  or  in  general: 

a = 0.05449  -  0.001 1807  •<+ 0.000010278  •  t*. 

In  alcohol,  the  gas  is  about  ten  times  as  soluble  as  it  is  in  water. 
Inasmuch  as  no  satisfactory  absorbent  for  methane  is  known, 
it  is  always  determined  by  combustion. 

From  the  equation  representing  the  combustion, 

CH4+202=C02+2H30, 

2  vols. +4  V0I4.      2  vols.    0  vol. 

we  can  make  the  following  deductions: 

1.  Contraction, — The  contraction  caused  by  the  combustion 
of  methane  is  equal  to  twice  its  original  volume. 

2.  Carbon  Dioxide. — By  the  combustion  of  methane  an  equal 
volume  of  carbon  dioxide  is  produced. 

3.  Oxygen  Consumed, — For  the  combustion  of  one  volume  of 
methane  two  volumes  of  oxygen  are  necessary. 
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Ahaltsis  of  Illdminatino  and  Producer  Gases. 

The  analysis  of  all  such  gases  is  best  perfonned  either  by  the 
method  of  Hempel  *  or  that  of  Drehschmidt.f 


HempePs  Method. 

Hempel's  apparatus  is  shown  in  Fig.  82.  It  consists  of  a 
eudiometer,  Wy  divided  into  \  c.c.  and  connected  by  means 
of  rubber  tubing  with  the  levelling-bulb  K.  The  eudiometer  is 
also  connected  with  the  compensation-tube  D  and  the  latter  is 
connected  with  a  manometer  C;  both  the  tubes  W  and  D  are  sur- 
rounded by  a  cylinder  containing  water. 

Calibration  of  the  Apparatus. — First  of  all  the  manometer-tube  is 
filled  with  mercury  by  raising  the  levelling-bulb  K  with  the  stop- 
cock p  in  the  position  shown  in  Fig.  82,  so  that  there  is  an  open 
connection  between  W  and  c;  the  mercury  is  allowed  to  pass  over 
into  C  until  the  mark  mm  is  reached.  The  volume  of  the  ma- 
nometer-tube from  the  mark  m  to  the  point  a  (Fig.  82)  is  now 
determined  as  follows: 

By  carefully  lowering  the  bulb  K  the  mercury  is  drawn  over 
into  C  exactly  to  the  point  a  when  the  stop-cock  p  is  closed.  A 
little  air  is  allowed  to  enter  into  the  eudiometer  through  the  right- 
hand  capillary  tube  above  p  (the  tube  E  should  be  withdrawn  as 
in  Fig.  85),  the  levelling-bulb  K  is  placed  upon  a  solid  support  at 
about  the  same  height  as  the  mercury  in  TF,  and  with  the  stop- 
cock p  still  open  the  position  of  the  mercury  in  W  is  read.  The 
stop-cock  is  closed,  K  is  raised  a  little  and  p  is  turned  to  the 
position  shown  in  Fig.  82.  By  raising  K  still  higher,  the  air 
is  driven  over  into  the  manometer-tube  C  until  the  mercury  has 
exactly  reached  the  mark  m,  when  the  stop-cock  A  (Fig.  82)  is 
closed.  The  exact  position  of  the  mercury  is  then  adjusted  by 
turning  the  stop-cock  p  one  way  or  the  other,  and  the  position 
of  the  mercury  in  W  is  once  more  read.    The  difference  between  the 


*  Ga8anal3rtische  Methoden  (1900),  p.  48  fif. 
t  Berichte,  21,  p.  3242  (1888). 
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two  readings  represeuts  the  volume  of  the  tube  between  the  marks 
m  and  a,  an  amount  which  must  be  added  to  all  subsequent 
readings. 

A  drop  of  water  is  now  introduced  at  c,  by  means  of  a  fine 
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pipette,  into  the  compensation-tube  D  and  the  end  of  the  tube  e 
is  either  fused  together,  or  closed  wiUi  a  cork  stopper  and  made 
air-tight  with  sealing  wax. 

Procedure  far  the  Analysis. — If  the  analysis  is  to  be  carried 
out  on  the  spot,  a  lai^e  sample  of  the  gas  is  collected  in  a  Dreh- 
schmidt  pipette  (Fig.  82,  S).  To  accomplish  this  the  capillary 
tube  E'  is  connected  by  means  of  rubber  tubii^  with  the  source 
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of  the  gas,  and  the  stop-cock  M  is  turned  so  that  tne  tube 
E'  is  in  connection  with  the  bulb  of  the  pipette,  the  levelling-bulb 
being  in  a  low  posit'.on  and  the  stop-cock  a  left  open.  The  pipette 
is  entirely  filled  with  the  gas,  then  the  stop-cock  M  is  turned 
450  that  it  communicates  with  the  outer  air,  and  the  gas  is  com- 
pletely expelled  from  the  pipette.  The  gas  is  in  this  way  drawn 
in  and  out  of  the  pipette  at  least  three  times  in  order  to  make  sure 
ihat  all  foreign  gas  (air)  is  removed  from  the  rubber  tubing.  The 
sample  of  gas  is  then  taken  and  the  two  stop-cocks  M  and  s  are 
closed. 

In  order  to  bring  the  gas  to  be  tested  from  the  Drehschmidt 
pipette  into  the  eudiometer,  the  two  instruments  are  connected 
by  means  of  the  capillary  E'  (imagine  the  capillary  E  in  Fig.  82 
to  be  replaced  by  E')  and  the  rubber  connections  are  firmly 
wired  to  the  glass.  The  stop-cock  M  is  turned  to  the  posi- 
tion shown  in  Fig.  82,  the  levellirig-bulb  K  is  raised  (after 
previously  causing  the  mercury  in  the  manometer-tube  to  reach 
to  the  point  a)  and  the  burette  is  entirely  filled  with  mercury 
until  the  latter  begins  to  flow  from  out  of  the  tip  of  the  key  at 
ilf ,  when  the  cocks  A  and  p  are  closed.  The  cock  M  is  then 
turned  so  that  the  pipette  S  and  the  burette  W  are  in  con- 
nection, K'  is  raised,  s  opened,  K  lowered,  and  both  p  and  A  are 
opened. 

After  about  40  c.c.  of  the  gas  have  passed  over  into  the 
•eudiometer,  the  cocks  A  and  M  are  closed,  the  key  of  the  stop- 
cock M  (which  must  be  entirely  filled  with  mercury)  is  dipped 
into  a  beaker  containing  mercury,  and  the  gas  in  the  capillary  is 
sucked  into  W  by  lowering  K  and  opening  A  and  p.  As  soon  as 
the  capillary  E  is  entirely  filled  with  mercury.  A,  p  and  finally  M 
are  closed. 

The  volume  of  the  gas  in  PT  is  now  determined  as  follows: 
A  is  opened  and  K  raised  so  that  the  mercury  in  the  bulb  is  a 
little  higher  than  it  is  in  W.  After  this  p  is  opened  and 
the  gas  is  driven  over  towards  C  until  the  mercury  in  both 
arms  of  the  manometer-tube  is  at  about  the  same  height, 
when  A  is  immediately  closed.  The  last  fine  adjustment  of  the 
mercury  levels  within  the  tubes  is  made  by  closing  or  opening 
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the  screw-cock  Q;*  the  volume  is  now  read,  and  to  the  reading 
the  correction  corresponding  to  the  volume  between  the  marks 
M  and  a  is  added. 

From  this  point  begins  the  analysis. 

I.  Determinatioii  of  Carbon  Dioxide. 

With  the  stop-cock  p  closed,  the  cock  M  is  turned  as 
shown  in  Fig.  82,  the  Drehschmidt  pipette  is  removed  and 
replaced  by  a  second,  clean  pipette  completely  filled  with 
mercury.  On  connecting  the  stop-cock  M  with  the  rubber 
connector  of  the  capillary  E'^  it  should  be  in  the  position 
shown  in  the  drawing.  By  this  means  the  mercury  in  the 
rubber  tubing  can  flow  out  through  the  key.  After  wiring 
the  rubber  ti^^htly  to  the  glass,  from  3  to  5  c.c.  of  caustic 
potash  solution  (1:2)  are  introduced  through  the  key  into  the 
pipette  M  and  the  alkali  in  the  capillary  is  washed  out  with 
about  2  c.c.  of  distilled  water  and  then  with  a  little  mercury; 
after  this  the  gas  itself  is  driven  over  into  the  pipette.  When 
the  mercur}'^  has  filled  the  whole  capillary,  both  to  the  right  and 
left  of  My  then  Aj  p,  and  M  are  closed.  The  bulb  K'  is  raised  so 
that  extra  pressure  is  placed  upon  the  gas  in  the  pipette  and  s  is 
closed.  The  pipette  is  now  gently  shaken  for  three  minutes  with- 
out disconnecting  it  from  the  eudiometer,  after  which  the  gas  is 
returned  to  I^  as  follows:  Af ,  p,  and  A  are  opened,  K  is  lowered,  K' 
raised,  and  s  opened.  When  almost  all  of  the  gas  has  been  driven 
out  of  the  pipette,  Af,  p,  A,  and  Q  are  closed,  the  levelling-bulb 
is  placed  on  the  table  below,  and  K'  is  placed  upon  the  support 
(missing  from  Fig.  82,  but  shown  in  Fig.  86)  upon  which  the  pi- 
pette itself  rests.  M,  p,  A,  and  s  are  now  opened  and  Q  screwed  up 
a  little  so  that  the  gas  is  very  slowly  sucked  into  the  burette. 
As  soon  as  the  caustic  potash  solution  has  reached  M  the  latter 
is  closed.  The  gas  remaining  in  the  capillary  to  the  left  of 
M  is  now  removed  by  sucking  mercury  through  the  key  of  M 
into  W.    Finally  the  volume  of  the  unabsorbed  gas  is  read  in  the 

*  The  reading  is  best  niade  with  the  help  of  a  small  telescope,  the  ocular 
of  which  is  provided  with  cross-hairs.  For  this  purpose  the  telescope  con- 
nected with  a  Bunsen  spectroscope  is  suitable.  " 
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same  way  as  before.    The  difference  between  the  two  readings 
represents  the  amount  of  COj. 

2.  Determination  of  the  Heavy  Hydrocarbons. 

The  pipette  containing  the  caustic  potash  solution  is  removed 
and  replaced  by  another  containing  fuming  sulphuric  acid.*  The 
gas  is  driven  over  into  the  latter,  shaken  with  the  acid  for  three 
minutes,t  ^^^  ^h®  pipette  emptied  in  precisely  the  same  way  as 
before.  The  gas  is  now  returned  to  the  pipette  containing  the 
caustic  potash  in  order  to  remove  the  acid  vapors,  and  finally  trans- 
ferred to  the  burette  W  and  its  volume  read.  The  difference 
before  and  after  the  treatment  with  fuming  sulphuric  acid  repre- 
sents the  sum  of  the  heavy  hydrocarbons  (C2H4,  C,H„  C^Hj,  etc.). 
It  is  not  usually  customary  to  attempt  to  separate  the  benzol 
from  the  ethylene. 

3.  Determination  of  Oxygen. 

This  part  of  the  analysis  is  carried  out  in  exactly  the  same  way 
as  the  determination  of  the  CO,,  except  that  in  this  case  the  absorp- 
tion pipette  contains  an  alkaline  solution  of  pyrogallol  (cf.  p.  573). 

4.  Determination  of  Carbon  Monoxide. 

The  determination  of  carbon  monoxide  may  be  effected  either 
by  absorption  with  ammoniacal  cuprous  chloride  or  by  simul- 
taneous combustion  with  hydrogen  and  methane. 

For  the  absorption  method,  the  procedure  is  the  same,  as  in 
the  case  of  the  determination  of  the  heavy  hydrocarbons,  i.e.,  the 
absorption  is  effected  in  a  pipette  containing  only  ammoniacal 
cuprous  chloride  (no  mercury).  The  gas  is  shaken  for  three 
minutes  with  a  solution  of  cuprous  chloride  which  has  already 
been  used  frequently,  and  then  the  same  length  of  time  with  a  fresh, 

♦  In  this  pipette  the  bulb-tube  K'  is  fused  on  to  the  absorption-bulb, 
so  that  it  is  a  little  higher  than  the  latter,  in  the  same  way  as  in  the  Hempel 
pipette  (Fig.  87).     Mercury  is  acted  upon  by  fuming  sulphuric  acid. 

f  From  the  experience  of  the  Massachusetts  Gas  Inspectors  it  would  seem 
as  if  more  time  were  necessary  for  the  complete  absorption  of  the  heavy 
hydrocarbons — perhaps  thirty  minutes  instead  of  three. — [Translator.] 
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or  little  used,  solution  (cf.  p.  576).  Before  reading  the  volume 
of  the  unabsorbed  gas  it  must  be  freed  from  ammonia  vapors, 
which  is  accomplished  by  shaking  with  hydrochloric  acid  (1:2) 
in  a  Drehschmidt  pipette. 

5.  Determination  of  Hydrogen  and  Methane. 

After  the  removal  of  the  carbon  monoxide,  the  gas  may  con- 
sist of  hydrogen,  methane,  and  nitrogen.  An  excess  of  oxygen 
is  added  to  this  mixture  (with  illuminating-gas  twice  its  volume 
is  added,  while  with  Dowson,  water,  and  producer  gas  only  a 
little  more  than  half  as  much  oxygen  is  necessary).  The  eudiom- 
eter W  is  connected  with  a  Drehschmidt  pipette  entirely  filled 
with  pure  mercury  *  by  means  of  a  Drehschmidt  platinum  capil- 
lary (Fig.  82,  TO,  and  the  latter  is  heated  to  bright  redness 
with  the  non-luminous  flame  of  a  Teclu  burner,  taking  care 
that  the  inner  flame  mantle  does  not  come  in  contact  with  the 
platinum.  The  gas  mixture  is  conducted  three  times  in  a  slow 
stream  through  the  hot  platinimi  tube,  but  taking  care  that  no 
mercury  enters  the  latter.  The  volume  of  the  unconsumed  gas 
is  then  measured  without  removing  the  platinimi  capillary,  and 
the  carbon  dioxide  is  determined  by  introducing  some  caustic 
potash  into  the  pipette  and  then  shaking  the  gas  with  it;  after 
three  minutes'  shaking,  the  unabsorbed  gas  is  returned  to  the  eudi- 
ometer, closing  the  stop-cock  M  as  soon  as  the  caustic  potash 
solution  reaches  it. 

Calculation  of  Hydrogen  and  Methane, 

Assimie  V  c.c.  of  gas  to  be  taken  for  the  analysis.  The 
residue  remaining  after  the  absorption  of  the  CO3,  CnHjn,  0,  and 
(X)  was  mixed  with  oxygen  and  burned.  The  contraction  pro- 
<luced  was  Vc  and  the  CO  formed  amounted  to  V^. 

We  saw  on  p.  586  that  the  volume  of  the  methane  is  equal 


♦  There  must  be  no  trace  of  caustic  potash  in  the  pipette,  because  in 
that  case  CO,  would  be  absorbed  and  an  inaccurate  result  would  be  obtained. 
To  make  sure  that  all  the  alkali  is  removed,  the  pipette  is  washed  first  with 
water,  then  with  hydrochloric  acid,  and  finally  with  water  once  more. 
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to  the  volume  of  the  CO2  formed,  Vk,  and  in  per  cent.; 

3. «,      100 = per  cent.  CH4. 


Since  by  the  combustion  of  one  volume  of  CH4  two  volumes 
of  gas  disappear,  it  is  evident  that  by  the  combustion  of  Vg^  c.c. 
of  CH4  the  contraction  will  amount  to  27^. 

If  the  latter  value  be  subtracted  from  the  total  contraction  Vq, 
the  difference  represents  the  contraction  caused  by  the  combus- 
tion of  the  hydrogen  present  {V  —2Vk)  and  two-thirds  of  the.  lat- 
ter represents  the  amoxmt  of  hydrogen, 

3 ^' 

and  in  per  cent.: 

V:i{Vc-2VK)=lO0:x 
a;= ^y^ =per  cent.  Jl. 

Determination  of  Carbon  Monoxide,  Methane,  and  Hydrogen 

by  Combustion. 

After  the  absorption  of  the  COj,  C^Hjn,  and  O,  the  residual 
gas  consists  of  CO,  CH^,  H,  and  N.  To  it  a  measured  volume  of 
oxygen  *  is  added,  the  mixture  burned,  and  both  the  contraction, 
Vc,  and  the  carbon  dioxide  formed,  Fj^,  are  estimated.  After  this 
the  unused  oxygen  is  determined  by  absorption  with  alkaline 
pyrogallol  solution.  If  the  excess  of  oxygen  is  subtracted  from 
the  amount  originally  added,  the  difference  will  give  the  amount 
of  oxygen  necessary  for  the  combustion,  Vq. 


*  The  purity  of  the  oxygen  must  be  tested  before  the  analysis,  because 
the  commercial  product  almost  always  contains  nitrogen.  For  the  analysis  a 
measured  volimie  of  nitrogen  is  added  to  a  definite  amount  of  oxygen,  as 
otherwise  the  amount  of  the  residual  gas  might  be  too  small  to  fill  the 
manometer-tube  between  the  marks  a  and  m  (Fig.  82).  The  nitrogen 
is  prepared  by  allowing  air  to  stand  over  phosphorus  in  a  Hempel  pipette 
(Fig.  82).  . 
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If  the  amount  of  CO  is  denoted  by  a:,  the  CH4  by  y,  and  finally 
the  hydrogen  by  2,  we  have  the  foUowmg  three  independent  equa- 
tions: 

1.  Fc  =  ix+2t/+t2, 

2.  Fx=x-hi/, 

3.  Fo  =  ix+2t/+i2; 
and  from  these  equations  we  find  that 

2=Fc-Fo=H. 

In  order  to  illustrate  the  accuracy  of  the  method,  the  results 
obtained  in  the  analysis  of  the  gas  from  a  Dowson  gas  generator 
with  the  help  of  the  Deville  tube  (Fig.  78,  cf.  p.  557)  will  be  given. 
Two  samples  of  the  gas  were  taken,  one  35  cm.  and  the  other 
45  cm.  above  the  grate.  The  height  of  the  coal  layer  in  the 
producer  amounted  to  45  cm. 

DOWSON  OAS. 

Sample  I  (35  cm.  above  the  grate). 


I. 

II. 

Mean. 

CO,    « 

8.54 

8.48 

8.51 

CnH,tt=s 

0.30 

0.30 

0.30 

0 

0.36 

0.27 

0.31 

CO     « 

20.79 

20.81 

20.80 

CH,    « 

1.32 

1.26 

1.29 

H       = 

21.84 

22.27 

22.05 

N       = 

46.85 

46.61 

46.74 

100.00*  100.00  100.00 

The  above  analysis  was  performed  by  Korbuly  in  the  author's 
laboratory,  and  the  carbon  monoxide  was  determined  by  absorp- 
tion in  ammoniacal  cuprous  chloride,  but  in  the  following 
analysis  this  gas  was  determined,  as  described  above,  b}'  simul- 
taneous combustion  with  hydrogen  and  methane 

♦These  analyses  add  up  to  exactly  100  per  cent,  simply  because  the 
nitrogen  is  determined  by  difference  — [Translator  j 
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DOWSON   GAS. 

Sample  II  (45  cm.  above  the  grate). 

I.  II.  Mean. 

CO,     =     8.58  8.55  8.56 

CnH^n*:     0.48  0.48  0.48 

O        =     0.17  0.26  0.21 

CO      =   20.79  20.59  20.69 

CH,    =     0.43  0.43  0.43 

H       =   19.31  19.22  19.26 

N        =   60.24  50.47  50.37 


100.00  100.00  100.00 

Obviously,  the  above  results  are  perfectly  satisfactory;  it 
is  worth  mentioning,  however,  that  according  to  the  former  method 
(absorption  of  the  CO  and  combustion  of  the  residue)  the  value 
obtained  for  the  methane  is  almost  invariably  somewhat  higher, 
and  that  for  hydrogen  a  trifle  lower  than  according  to  the  second 
method.  To  illustrate  this,  the  results  of  a  third  analysis  *  will 
be  given,  which  was  also  made  by  Korbuly  in  the  sample  of  gas 
taken  35  cm.  above  the  grate 

Sample  I  (Dowson  Gas,  35  cm.  above  the  grate) 

CX)  determined  CO  determined 

by  absorption.  by  combustion. 


CO,    =     8.51 1 

8.43 

CnH,n=     0.30 

0.33 

0        =     0.31 

0.27 

CO      «  20.80 

20.91 

CH,    =     1.29 

0.79 

H        =  22.05 

23.38 

N        =  46.74 

45.89 

100.00  100.00 

Of  the  two  methods,  the  author  decidedly  prelers  the  latter. 

Analysis  according  to  H.  Drehschmidt.  % 

The  apparatus  of  Drehschmidt,  like  that  of  Hempel,  consists 
of  the  gas-burette  B  and  the  compensation-tube  C,  both  of  which 
are  contained  in  a  cylinder  filled  with  water  (Fig.  86). 

*  The  gas  came  from  the  same  tube  as  in  the  case  of  the  other  analyses. 
The  gas  was  removed  from  the  tube,  as  described  on  p.  222. 
t  This  is  the  analysis  given  on  page  594. 
t  Berichte,  21  (1888),  p.  3242. 
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Through  the  stop-cocks  a  and  b,  B  and  C  are  connected  by 
means  of  capillary  glass  tubing  in  which  a  drop  of  a  colored 
solution  (indigo  and  sulphuric  acid)  is  placed ;  in  order  to  deter- 
mine the  position  of  the  latter,  the  capillary  is  provided   with 


a  millimeter  graduation.  The  three-way  cock  a  can  be  turned 
po  that  C  connects  with  the  outer  air  or  with  the  capillary, 
or  BO  that  the  capillarj'  is  in  connection  with  the  air;  it  has  an 
opening  through  the  top  of  the  key.  The  cock  b  baa  a  right* 
angled  boring  like  II,  Fig.  S2.  The  burette  is  divided  into  milli- 
meters and  must  be  calibrated  with  mercury  before  using.     The 
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apparatus  is  used  in  the  same   way   as   described   under  the 
Hempel  method,  p.  587. 

TECHNICAL  Gas  Analysis. 

Method  of  Hempel 

The  apparatus  necessary  is  depicted  in  Fig.  87.  It  consists  of 
a  long  measuring-tube  ending  at  the  top  in  a  thick-walled  capillary 
tube  and  connected  at  the  bottom  by  means  of  rubber  tubing 
about  a  meter  long  with  the  ]evelling-tube. 

The  gas  is  confined  over  water  which  has  been  saturated  with 
the  gas  to  be  examined,  and  the  absorption  is  effected  in  Hempers 
absorption  pipettes  such  as  are  shown  in  Figs.  88,  89,  90,  and  91.* 
Fig.  88  represents  a  simple  pipette  for  liquid  absorbents,  while 
Fig.  89  shows  a  compound  absorption  pipette.  The  latter  is  used 
for  solutions  which  undergo  change  on  exposure  to  the  air,  e.g., 
an  alkaline  solution  of  pyrogallol,  or  an  ammonical  cuprous  chloride 
solution.  The  liquid  in  the  two  right-hand  bulbs  serves  to  protect 
the  solutions  on  the  left.  Fig.  90  shows  the  pipette  used  for 
fuming  sulphuric  acid.  The  small  bulb  is  filled  by  the  glass- 
blower  with  glass  beads,  which  serve  to  give  to  the  sulphuric  acid 
the  largest  possible  surface,  so  that  the  absorption  is  effected  much 
more  readily.  Fig.  91  is  a  pipette  used  for  solid  absorbents,  such 
as  phosphorus,  etc.  In  order  to  fill  it  with  phosphorus,  the  pipette 
is  placed  upside  down,  the  cylindrical  part  is  filled  with  distilled 
water,  and  a  stick  of  colorless  phosphorus  is  introduced.  After 
filling  the  pipette,  the  rubber  stopper  is  inserted,  the  apparatus 
is  placed  right  side  up,  water  is  poured  into  the  bulb,  and  any 
air-bubbles  in  the  cylindrical  part  of  the  pipette  are  removed  by 
blowing' through  the  bulb  until  the  water  flows  out  from  the  top 
of  the  left-hand  capillary,  which  is  then  closed  by  means  of  rubber 
tubing  and  a  pinch-cock. 

Analysis  of  Illuminating^as. 

First  of  all  the  confining  liquid  is  prepared  by  conducting  the 
gas  through  distilled  water  in  a  wash-bottle  for  several  minutes 
with  constant  shaking. 

♦These  wooden  pipette  stands  are  no  longer  much  used;  iron  ones  are 
preferred. — [Translator."! 
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The  gas-burette  is  filled  entirely  full  with  this  liquid  and 
then  the  upper  rubber  tubing  is  closed  with  a  pinch-cock.  In 
order  to  fill  the  burette  with  gas,  the  receiver  is  connected  with 


Fia.  87.  Fro  89 

the  burette  by  means  of  a  piece  of  rubber  tubing  through  which 
the  gas  has  been  flowing  for  two  or  three  minutes,  the  level  ling-tube 
is  lowered,  the  pinch-cock  opened  and  a  little  more  than  100  c.r, 
(if  the  pas  are  allowed  to  flow  into  the  burette.  The  upper  cock 
is  now  eloseti,  the  levelling-tube  rwsetl  until  the  lower  meniscus 
of  the  confining  liquid  is  exactly  at  the  100-c.c.  mark,  when  the 
rubber  between  the  levelling-tube  and  the  burette  is  closed  near 
the  burette  with  a  pinch-cock.  The  apparatus  is  allowed  to 
Btand  until  the  water  no  longer  rises  in  the  burette;  this  requires 
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two  or  three  minutes.  When  the  water  is  stationary,  the  lower 
pinch-cock  is  carefully  opened  (for  there  is  extra  pressure  in  the 
burette),  which  causes  the  water-level  to  sink.  When  the  100-c.c. 
mark  is  again  reached,  this  feock  is  closed,  the  upper  pinch-cock 
is  opened  an  instant  in  order  to  allow  the  excess  of  gas  to  escape 
and  then  immediately  closed.  Then,  to  make  sure  that  the  burette 
contains  exactly  100  c.c.  of  the  gas,  the  lower  pinch-cock  is  opened 
and  after  bringing  the  water  in  the  levelling-tube  to  the  same  height 
as  in  the  burette,  the  reading  is  taken;  the  lowest  point  of  the 
meniscus  should  coincide  exactly  with  the  100-c.c.  mark  of  the 
burette.    Finally  the  lower  pinch-cock  is  closed. 

I.  Determination  of  Carbon  Dioxide. 

The  burette  is  connected  with  a  pipette  containing  caustic 
potash  solution  by  means  of  a  capillary  filled  with  water,  as  shown 
in  Fig.  87,  the  levelling-tube  is  raised,  first  the  lower  pinch-cock 
and  then  the  upper  one  *  is  opened  and  the  gas  is  driven  over  into 
the  pipette.  The  confining  liquid  should  now  fill  the  entire  capil- 
lar>'.  The  upper  pinch-cock  is  closed,  the  pipette  taken  up  and 
shaken  for  three  minutes,t  and  the  gas  is  returned  to  the  burette, 
taking  care  that  none  of  the  alkali  enters  with  it. 

The  liquid  in  the  levelling-tube  is  brought  to  the  same  level 
as  that  in  the  burette;  the  lower  pinch-cock  is  closed  and  after 
the  water  has  completely  drained  from  the  sides  of  the  tube,  the 
volume  of  the  imabsorbed  gas  is  read. 

2.  Determination  of  the  Heavy  Hydrocarbons. 

The  burette  is  connected  by  means  of  a  dry,  empty  capillary 
with  the  sulphuric  acid  pipette  (Fig.  90)  and  the  gas  is  passed  back 
and  forth  four  times,  taking  care  that  no  water  enters  the  pipette 
and  that  the  sulphuric  acid  does  not  reach  the  rubber  connection. 

*  In  the  figure  this  pinch-cock  is  lacking. 

t  The  absorption  takes  place  more  rapidly  with  one  of  Hempel's  new 
pipettes,  which  is  similar  to  the  one  shown  in  Fig.  90,  except  that  the  right- 
hand  bulb  is  replaced  by  a  movable  levelling-bulb,  as  in  Fig.  83.  The  latter 
is  filled  with  mercury,  upon  which  the  liquid  absorbent  floats.  For  the 
absorption  of  COj,  it  is  only  necessary  to  pass  the  gas  back  and  forth  once. 
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Before  the  experiment  the  position  of  the  sulphuric  acid  is 
marked  upon  the  milk-glass  plate  back  of  the  pipette  and  at  the 
end  of  the  experiment  the  acid  must  come  to  the  same  mark.  The 
gas  in  the  burette  is  now  contaminated  with  acid  vapors  which 


are  removed  by  passing  it  into  the  potash  pipette    afterwards 
returning  it  to  the  burette. 


3.  Determination  of  Oxygen. 

This* can  be  effected  by  .shaking  the  gas  in  the  compound  pipette 
with  alkaline  pymgallol  solution,  but  far  preferably  by  means  of 
phosphorus.  In  the  latter  case,  the  ^as  is  driven  over  into  the 
phosphorus  pipette  and  allowed  to  remain  there  until  the  white 
vapors  disappear;  this  usually  requires  but  three  or  four  minutes 
(of.  p.  573).  If  no  white  vapors  can  be  detected,  this  shows  con- 
clusively that  the  absorption  of  the  heavy  hydrocarbons  was 
incomplete  (cf.  p.  574).  In  such  a  case,  the  gas  must  be  again 
treated  with  sulphuric  acid  and  afterwards  with  phosphorus. 
If  no  white  funics  are  then  formed,  no  oxygen  is  present  a  case 
which  practically  never  occurs,  for  in  the  determination  of 
the  hydrocarbons  a  little  air  containing  oxygen  always  reaches 
the  gas  from  the  small  capillary. 
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4.  Determination  of  Carbon  Monoxide. 

The  gas  is  shaken  three  minutes  with  an  old  solution  of 
ammoniacal  cuprous  chloride  and  then  the  same  length  of  time 
with  a  fresh  solution. 

5.  Determination  of  Hydrogen  and  Methane. 

After  the  absorption  of  the  carbon  monoxide  the  residual  gas  is 
placed  in  the  hydrochloric  acid  pipette,  while  the  burette  is 
washed  out  with  hydrochloric  acid  in  order  to  remove  traces  of 
alkaU,  and  then  filled  with  distilled  water. 

About  15  to  16  c.c.  of  the  gas  in  the  hydrochloric  acid  pipette 
are  transferred  to  the  burette,  and  after  reading  its  volume  it  is 
driven  over  into  an  explosion  pipette  containing  mercury  (P'ig.  83). 
100  c.c.  of  air  (containing  20.9  c.c.  of  oxygen)  are  accurately  meas- 
ured off  in  the  burette  and  added  to  the  contents  of  the  explosion 
pipette.  The  latter  is  then  closed  by  means  of  a  pinch-cock, 
the  contents  of  the  pipette  are  mixed  by  ishaking,  the  levelling- 
tube  is  lowered  so  that  the  gas  is  placed  under  reduced  pressure, 
and  the  glass  stop-cock  of  the  pipette  is  closed.  The  platinum 
wires  which  are  fused  in  the  upper  part  of  the  bulb  are  now  con- 
nected with  the  poles  of  a  small  induction  coil  so  that  sparks  pass 
between  the  platinum  points  within  the  pipette.  The  explosion 
at  once  occurs  with  a  flash  without  ever  breaking  the  pipette. 
The  gas  is  returned  to  the  burette.  It  would  seem  natural  to 
read  the  volume  of  the  gas  and  then  determine  the  amount  of 
carbon  dioxide  formed,  the  latter  being  a  measure  of  the  amount 
of  methane  burned.  This  is  not  advisable,  however,  because 
the  gas  in  the  burette  is  confined  over  water  which  absorbs  ap- 
preciable quantities  of  carbon  dioxide.  Consequently  without 
reading  the  volume  of  the  gas,  it  is  transferred  to  the  potash  pipette, 
the  carbon  dioxide  removed,  and  the  volume  of  the  gas  then  read ; 
this  gives  the  contraction  Vc.  Finally,  the  amount  of  unused 
oxygen  is  determined  by  means  of  absorption  with  phosphorus. 
If  the  excess  of  oxygen  is  subtracted  from  the  total  amount  added 
(20.9  c.c),  the  amount  of  oxygen  required  for  the  combustion 
is  determined  {Vf^,  so  that  we  have  two  equations  from  which  the 
amount  of  hydrogen  and  methane  can  be  computed. 
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If  we  represent  by  x  the  volume  of  the  hydrogen,  and  by  y  the 
volume  of  the  methane  we  have 

1.  Fc=}x+3t/, 

2.  7o=ix+2y, 

and  from  these  equations  we  find 

The  values  thus  obtained  are  referred  to  the  total  gas  residue 
and  in  this  way  the  amount  of  hydrogen  and  methane  present 
in  the  illuminating  gas  is  determined. 

Great  accuracy  is  naturally  not  to  be  expected  by  such  an 
analysis,  but  the  procedure  is  very  satisfactory  for  an  approxi- 
mate estimation.  In  order  to  illustrate  this  point,  the  results  of 
analyses  made  by  two  different  students  in  the  author's  labora- 
tory at  the  same  time  will  be  given. 

Analysis  of  Zurich  Illuminating-gas  by  Hempel's 

Technical  Method. 

I.  11. 

Gas  taken 100  c.c.  100  c.c. 

-^1.8%  COa  -*1.8%  CO, 

After  removal  of  CO, 98.2  98.2 

->3.6%  CnH»  -^.6%C»H» 

"  "         "  CnHan  ...     94.6  94.6 

->0.6%  O  -^.6%  0 

"  "         "  O 94.0  94.0 

->8.6%  CO  -^.8%  CO 

"CO 86.4  86.2 

For  the  H  and  CH^  deter- 
mination  were  taken   of 

gas 16.0  16.6 

+  air 116.0  116.6 

-^0.0=  7o  -»29.8-r<r 

After  the  explosion 86.0  86.8 

-^ .  2  excess  oxygen  — »6. 6  excess 

ox>'gen 
*'    removal  of  excess  of  O    80.8  80.2 

ro=20.9-5.2«15.7.  Fo- 20. 9-6. 6- 16.3. 
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If  the  values  of  Vc  and  Vi  are  inserted  in  the   above  equations,  we 
have: 


Hydrogen  a:=8.6 
Methane     y^  5 . 7 

a;«9.1 
y«5.4 

And  in  per  cent. : 

x«45.9%H 
y-30.42%CH, 

x«49.7%  H 
y=29.5%  CH, 

SUMMARY   OF  THE   TWO   ANALYSES. 


I. 

II. 

Difference. 

1.8 

1.8 

0.0 

3.6 

3.6 

0.0 

0 

0.6 

0.6 

0.0 

CO 

8.6 

8.8 

0.2 

H 

45.9 

49.7 

3.8 

CH, 

30.4 

29.5 

0.9 

N 

9.1 

6.0 

3.1 

From  the  results  obtained,  it  is  obvious  that  in  each  case  the 
values  obtained  by  absorption  agree  closely;  on  the  other  hand, 
the  two  detenninations  of  hydrogen  diflFer  by  almost  4  per  cent, 
while  that  of  methane  shows  a  divergence  of  nearly  1  per  cent. 

It  is  possible  to  obtain  a  much  closer  agreement  than  the 
above  in  the  determination  of  hydrogen  and  methane,  but  the 
analysis  is  inaccurate  on  account  of  the  fact  that  only  one-fifth 
of  the  residual  gas  is  taken  for  the  explosion;  thus  every  error 
is  multiplied  five  times.  Furthermore,  it  is  not  certain  that  the 
combustion  takes  place  quantitatively.  If  the  gas  is  under 
greatly-diminished  pressure,  the  combustion  is  never  complete; 
on  the  other  hand,  some  nitrogen  is  oxidized  if  the  gas  is  under 
too  great  pressure.  Better  results  are  obtained  by  burning  the 
whole  of  the  residual  gas  with  oxygen,  either  by  the  method  of 
Drehschmidt  or  that  of  Winkler-Dennis.*  In  the  latter  case  the 
gas  residue  is  placed  in  a  Hempel  pipette  filled  with  mercury  and 
connected  with' a  levelling-bulb.  Through  the  rubber  stopper  at 
the  bottom  (Fig.  92)  two  steel  needles  are  inserted  (crochet 
needles),  the  longer  of  which  is  enveloped  throughout  its  whole 

*  Zeitschr.  fur  anoiR.  Chem.,  XIX  (1899),  p.  179. 
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length  by  a  glass  tube,  and  the  upper  end  is  connected,  at  about 
three-quarters  the  height  of  the  cylindrical  part  of  the  pipette, 
with  a  thin  platinum  spiral. 

100  c.e.  of  oxygen  are  now  measured  off  into  a  cooled  Hempel 
burette  containing  mercury,  and  the  two  steel  needles  of  the  pipette 


Fia.92. 

are  connected  with  a  small  storage  battery  of  such  a  strength  that 
the  platinum  spiral  is  heated  to  dark  redness;  the  oxygen  is  then 
slowly  led  into  the  pipette.  Since  at  the  start  a  large  excess  of 
the  gas  residue  is  present,  the  combustion  takes  place  quietly; 
explosions  never  occui». 

Orsat's  Apparatus. 

For  the  analysis  of  flue  gases,  Orsat  has  constructed  the  appa- 
ratus shown  in  Fig.  93.  It  consists  of  the  100  c.c.  measuring-tube 
B  surrounded  by  a  cylinder  containing  water,  and  connected  on 
the  one  hand  with  the  three  Orsat  tubes  by  means  of  the  cocks  /. 
//,  and///, and  on  the  other  hand  with  the  outerair  through  the 
slop-cock  k.  The  Orsat  tul>e  ///  contains  caustic  potash,  //  alka- 
line pyrogallol  solution,  and  /  ammoniacal  cuprous  chloride  solution. 

ManipukUian. — By  raising  the  levelling- bottle  N  and  open- 
ing the  stop-cock  k,  the  measuring-tube  B  is  filled  with  water. 
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As  soon  BS  the  water  b  above  the  mark  in  the  widened  part  of 
the  measuring-tube,  the  rubber  tubing  between  the  levelling-bottle 
and  the  measuring-tube  is  closed  by  means  of  a  pinch-coclt,  a  is 
connected  with  the  source  of  the  gas,  and  the  gas  is  sucked  into 
the  meaauring-tube  by  lowerii^  the  levelling-bottle  and  opening 


the  pineh-cock.  The  U  tube  on  the  outside  of  the  apparatus  is 
filled  with  glass-wool  and  serves  as  a  filter;  any  smoke  being 
removed  from  the  gas  to  be  examined.  The  sample  thus  col- 
lected is  naturally  contaminated  with  the  air  from  the  rubber 
tubing,  the  U  tube,  and  the  capillarj',  which  must  be  removed.  The 
cock  h  serves  for  this  purpose  and  is  provided  with  a  T  boring. 
The  cock  is  turned  so  that  the  burette  communicates  with  the 
outer  air  through  a  small  tube  (not  shown  in  the  illustration)  and 
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the  gas  is  expelled  by  raising  the  bottle  N,  This  process  of 
filling  and  emptying  is  repeated  three  times,  and  the  fourth  filling 
of  the  tube  B  is  taken  for  the  analysis.  The  gas  in  the  burette  is 
brought  to  the  0  mark,  and  it  is  placed  under  atmospheric  pres- 
sure by  quickly  opening  and  then  closing  h.  After  this  the  gas 
is  driven  over  inte  the  potash-bulb  and  back  again  to  the  meas- 
uring-tube several  times,  until  there  is  no  further  absorption,  after 
which  the  volume  of  the  gas  is  again  read.  In  the  same  way 
the  gas  is  successively  passed  inte  the  pyrogallol  and  the  cuprous 
chloride  tubes,  thus  obtaining  the  amount  of  COj,  0,  and  CO  in 
the  gas. 

Bunte's  Apparatus. 

This  apparatus,  shown  in  Fig.  94,  differs  from  those  previously 
described,  inasmuch  as  the  absorption  takes  place  in  the  measuring 
vessel  itself,  whereas  in  the  other  cases  the  absorption  takes  place 
in  the  pipettes. 

The  Bunte  burette  has  a  capacity  of  about  110  to  115  c.c. 
between  a  and  6;  a  is  a  three-way  cock,  while  6  is  bored  only  once. 

Manipulation, — The  burette  is  connected  with  the  levelling- 
bottle  Nj  as  shown  in  the  illustration,  a  and  h  are  opened,  and  the 
water  is  allowed  to  run  up  to  the  mark  in  the  funnel  above  a. 
The  key  of  the  stop-cock  a  is  connected  with  the  source  of 
the  gas,  N  is  lowered,  a  turned  to  the  proper  position,  and 
the  gas  is  sucked  into  the  burette.  After  about  101  to 
103  c.c.  of  the  gas  have  entered  the  burette,  a  and  h  are 
closed,  N  is  raised,  and  by  opening  6  the  gas  in  the  burette  is 
compressed  until  the  confining  liquid  has  exactly  reached  the 
zero  mark.  The  cock  a  is  now  cautiously  opened,  when  some  of 
the  gas  in  the  burette  will  escape  through  the  water  in  the  funnel. 
The  gas  in  the  burette  is  now  under  a  pressure  equal  to  that  of  the 
atmosphere  plus  the  pressure  from  the  column  of  water  in  the 
funhel,  and  all  subsequent  measurements  are  taken  under  the 
same  conditions. 

AhsoT'ptions, — In  order  to  introduce  the  different  absorbents 
into  the  burette,  its  lower  end  is  connected  by  means  of  the  rub- 
ber tubing  h  with  the  bottle  F  containing  a  little  water,  the  water 
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having  been  blown  up  into  the  rubber  tubing.  The  cock  6  is 
opened,  as  is  the  screw-cock  at  A,  and 
the  water  in  the  burette  is  allowed  to 
run  out  until  it  exactly  reaches  the  cock 
b,  which  13  then  closed.  The  absorbent 
is  placed  in  a  small  dish,  the  lower 
tip  of  the  burette  is  introduced  into  the 
liquid,  and  the  cock  b  is  opened.  Inas- 
much as  the  gas  in  the  burette  is  under 
less  than  atmospheric  pressure,  the  ab- 
sorbent is  sucked  up  into  the  burette. 
The  cock  b  is  now  closed,  the  burette 
grasped  above  a  and  below  b  (in  order 
not  to  warm  the  gas),  and  its  contents 
well  shaken,  after  which  the  burette  is 
again  dipped  into  the  absorbent  in  the 
diah  and  a  little  more  of  the  latter 
drawn  up  into  the  burette.  This  process 
is  repeated  until  no  more  of  the  ab- 
sorbent is  sucked  up  into  the  burette. 
It  would  now  be  incorrect  to  read  the 
volume  of  the  unabsorbed  gas,  for  it 
is  under  quite  a  different  pressure  than  Fig.  94. 

at  the  beginning  of  the  analysis;  namely, 

the  atmospheric  pressure  less  the  pressure  of  the  column  of 
liquid  remaining  in  the  burette  with  the  cock  b  open.  Further- 
more the  vapor  tension  of  the  liquid  in  the  burette  is  different 
from  that  of  the  water  originally  present.  In  order  to  obtain 
the  original  conditions,  the  burette  is  connected  with  the 
bottle  F,  which  now  only  contains  enough  water  to  fill  the 
rubber  tubing  and  the  glass  tube,  and  the  absorbent  is  sucked 
from  the  burette  into  the  bottle  until  the  upper  level  of  the 
liquid  reaches  the  cock  b.*  The  end  of  the  burette  is  then 
dipped  into  a  dish  containing  water,  which  rises  into  the  burette 
on  opening  b.  The  latter  is  closed  and  water  is  allowed  to  run 
into  the  burette  from  the  funnel  until  the  original  pressure   is 

*  The  absorbent  ia 
to  the  proper  bottle,  a: 
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established,  when  the  volume  of  the  gas  is  once  more  read.     The 
difference  gives  at  once  the  per  cent,  of  absorbed  gas. 

By  means  of  this  excellent  method  the  carbon  dioxide  can  be 
removed  by  caustic  potash,  heavy  hydrocarbons  by  bromine 
water,  oxygen  by  alkaline  pyrogallol  solution,  and  carbon 
monoxide  by  cuprous  chloride. 

ANALYSIS  OF  Gases  which  are  Absorbed  Considerably 

BY  WATER. 

Under  this  heading  belong 

NjO,  SO2,  HjS,  CI,  SiF„  HF,  NH3,  etc. 

Nitrous  Oxide,  N2O.    Mol.  Wt.  44.08. 

44.08  gms.  N2O  occupy  a  volume  of  22.391  liters  under  standard 
conditions. 

This  gas  is  best  prepared  according  to  the  method  of  Mctor 
Meyer,  by  allowing  sodium  nitrite  to  act  upon  a  concentrated  solu- 
tion of  a  salt  of  hydroxylamine: 

NH2OH .  HCl + NaNO, = NaCl + 2H  ,0 + N,0. 

It  is  best  to  proceed  as  follows: 

A  concentrated,  aqueous  solution  of  sodium  nitrite  is  added 
drop  by  drop  from  a  separatory  funnel,  with  constant  cooling, 
to  a  concentrated  solution  of  hydroxylamine  hydrochloride,  which 
is  contained  in  a  small  evolution  flask;  in  this  way  the  gas 
evolved  is  pure  and  escapes  in  a  regular  stream.  It  is  not  advis- 
able to  proceed  in  the  opposite  way,  namely,  to  add  the  hydroxyl- 
amine solution  to  a  concentrated  nitrite  solution,  for  in  the  latter 
case  the  decomposition  is  likely  to  take  place  with  explosive  vio- 
lence; it  is  still  less  advisable  to  add  one  of  the  reagents  in  the 
solid  form.  In  a  very  dilute  condition  the  solutions  scarcely  act 
upon  one  another. 

Nitrous  oxide  is  never  pure  when  it  is  prepared  by  heating 
ammonium  nitrate;  it  is  always  contaminated  with  nitrogen  and 


NITROUS  OXIDE.  609 

nitric  oxide,  but  the  latter  may  be  removed  by  washing  the  gas 
with  a  solution  of  ferrous  sulphate. 

According  to  L.  PoUak  the  solubility  of  nitrous  oxide  between 
0®  and  22°  C.  is  expressed  by  the  formula 

a  =  1.13719-0.042265-<4-0.000610(', 

while  according  to  Bimsen  its  solubilty  is  greater,  being  expressed 
by  the  formula 

a  =  1 .3052  -  0.045362  •  t + 0.0006843  •  ?. 

The  gas  is  absorbed  to  a  much  greater  extent  by  alcohol  than 
by  water.  According  to  Pollak,  the  absorption  coefficient  for 
alcohol  is 

a = 3.22804  -  0.04915  •  1 4-  0.00023  •  t\ 

wnile  according  to  Bunsen  it  is  somewhat  greater: 

a  -  4. 17805  -  0.069816  •  1 4-  0.000609  •  t\ 

The  determination  of  nitrous  oxide  can  be  effected  with  accu- 
racy by  combustion,  and  this  may  be  carried  out  in  two  different 
ways: 

1.  According  to  Bunsen,  by  exploding  with  hydrogen,  or  accord- 
ing to  Knorre,  by  means  of  the  Drehschmidt'  capillary.  The  con- 
traction produced  is  equal  to  the  original  volume  of  the  nitrous 
oxide: 

N,0     +     H,     =     HjO     4-     Nj. 

2  vols.  2  vols.  0  voL  2  vols. 

2.  According  to  Pollak,  by  combustion  with  pure  carbon 
monoxide,  either  by  explosion  or  with  the  help  of  the  Drehschmidt 
capillary;  the  volume  of  the  CO2  formed,  which  is  measured,  is 
equal  to  the  volume  of  the  nitrous  oxide: 

N2O     4-     CO     =     CO2     4-     N3. 

2  vols.  2  vols.  2  vols.  2  vols. 

There  is  no  contraction  in  this  case. 
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Nitric  Oxide,  NO.    Mol.  Wt.  30.04. 

30.04  gms.  NO  occupy  a  volume  of  22.391  liters  under  stand- 
ard conditions. 

Although  nitric  oxide  is  practically  insoluble  in  water,  its 
determination  will  be  discussed  at  this  place  because  this  gas 
frequently  occurs  with  nitrous  oxide,  and  must  therefore  be  de- 
termined at  the  same  time. 

Nitric  oxide  may  be  determined  by  absorption*  with  a  con- 
centrated solution  of  ferrous  sulphate  or  an  acid  solution  of  potas- 
sium permangante,  or,  better  still,  according  to  Knorre  and  Amdt,t 
by  mixing  the  gas  with  hydrogen  and  slowly  passing  the  mixture 
through  a  Drehschmidt's  platinum  capillary  heated  to  bright 
redness.  Under  these  conditions  the  nitric  oxide  is  quantitatively 
burned  according  to  the  equation 


2N0 

+     2H,     = 

=     2H,0 

+     N,. 

4  vols. 

4  vols. 

Ovol. 

2  vols. 

The  contraction  produced  by  the  combustion  of  one  volume 
of  nitric  oxide  is  equal,  therefore,  to  f  the  original  volume  of  the  gas. 

Remark, — If  the  gas  mixture  is  passed  too  quickly  through 
a  platiniun  capillary  heated  to  bright  redness,  or  slowly  through 
a  less  strongly  heated  platinum  capillary,  an  appreciable  amount 
of  ammonia  is  formed  and  the  results  obtained  are  inaccurate. 

By  explosion  with  hydrogen  it  is  not  possible  to  bum  XO 
when  it  is  pure;  when  it  is  mixed  with  considerable  nitrous  oxide, 
\aolent  explosions  take  place,  yet  the  combustion  of  the  NO  is 
even  then  not  quantitative. 

The  gas  may  be  determined,  however,  by  combustion  with 
carbon  monoxide  in  the  Drehschmidt  capillary. 

According  to  Henry  a  mixture  of  carbon  monoxide  and  nitric 
oxide  is  not  explosive.  On  the  other  hand,  accordmg  to  PoUak, 
by  conducting  a  mixture  of  these  gases  through  a  Drehschmidt 

♦  According  to  Divers,  nitric  oxide  may  be  absorbed  by  an  alkaline  solu* 
tion  of  sodium  sulphite  (20  gms.  NaaS0,+2  gms.  KOH  in  100  c.c.  H,0). 
Joum.  Science  Coll.  Imp.  University,  Tokio,  Vol.  XI  (1893),  p.  11. 

t  Berichte,  XXI  (1899),  p.  2136. 
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platinum  capillary  heated  to  bright  redness,  the  combustion  is 
quantitative  if  at  the  same  time  the  carbon  dioxide  formed  is 
removed  by  means  of  caustic  potash;*  otherwise  the  oxidation 
is  not  quantitative.    According  to  the  equation 

2N0  +  2C0  =  2CO3  +  N, 

4  vols.       4  vols.        0  vol.      2  vols. 

the  contraction  produced  is  equal  to  |  the  volume  of  the  nitric 
oxide. 

Remark, — If  considerable  nitrous  oxide  is  present  at  the  same 
time,  the  combustion  in  the  Drehschmidt  capillary  takes  place 
quantitatively  without  the  removal  of  the  carbon  dioxide.  In 
this  case  the  contraction  is  i  the  volume  of  the  nitric  oxide. 

According  to  Oppenheimer,t  nitric  oxide  is  reduced  to  nitrous 
oxide  by  means  of  alkaline  pyrogallol  solution. 

Analysis  of  a  Mixture  of  Nitrous  and  Nitric  Oxides. 

I.  Combustion  with  Hydrogen, 

The  gas  is  mixed  with  an  excess  of  hydrogen  and  oxidized 
according  to  Knorre  in  the  Drehschmidt  platinum  capillary  heated 
to  bright  redness.    If  the  volume  of  the  ^fi=x  and  that  of  the. 
NO=y,  we  have: 

NjO.    NO. 

1.  X  -f    2/  =  V 

2,  X  ■\-  ly  ^  Fc  (contraction) 

from  which  can  be  calculated : 

rc=37~2Fc 
t/=2(7e-T0. 

*  The  mercury  in  the  Drehschmidt  tube  is  covered  with  caustic  potash 
solution,  by  which  means  the  CO,  is  absorbed  inmiediately  after  its  for- 
mation. 

t  Berichte,  36  (1903^,  p.  1744 
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II.  Combustion  with  Carbon  Monoxide, 

The  gas  mixture  is  treated  with  an  excess  of  carbon  monoxide 
and  burned  in  the  red-hot  platinum  capillary;  the  contraction, 
Vcy  and  the  carbon  monoxide,  Vh,  are  both  determined: 

N,0.    NO. 

iy  -  Vc 

from  which  we  can  compute: 

x=n-2Fc 
y=2Vc. 


Determination  of  Nitrous  Ozidci  Nitric  OzidCi  and  Nitrogen  in 

the  Presence  of  One  Another. 

I.  By  Combustion  with  Hydrogen  in  a  Drehschmidt  Capillary. 

After  noting  the  contraction  formed  by  the  combustion  with 
hydrogen,  an  excess  of  oxygen  is  added  to  the  gas  residue  and  the 
mixture  is  burned  in  the  Drehschmidt  capillary;  two-thirds  of  the 
contraction  which  now  takes  place  is  equal  to  the  amount  of  unused 
hydrogen  in  the  first  oxidation.  If  this  quantity  is  deducted 
from  the  amoimt  of  hydrogen  originally  added,  the  difference,  F^, 
represents  the  amount  of  hydrogen  necessary. 

We  have  now: 

Np.    NO.     N. 

1.  x-f     y  +  z  ^  V 

2.  X  +  |y  ^  Vc 

3.  x  +     1/  ^   V„ 

from  which  we  can  compute 

x=3F„-2F^ 
y=2(F,-F«) 
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II.  By  Combustion  with  Carbon  Monoxide  in  the  Drehschmidt 

Capillary, 
We  have: 

N,0.    NO.     N. 
z  -{■     y  +  z^V 

*iy  =*  Vc  (contraction) 

X  +     y  =y*(CO), 

from  which  it  follows : 

x-Ft-2Fc 
y=2Vc 

Determination  of  Nitrous  Oxide,  Nitric  Oxide,  and  Nitrogen  in 

the  Presence  of  Carbon  Dioxide. 

The  accurate  determination  of  nitrous  oxide  in  the  presence 
of  carbon  dioxide  offers  certain  difficulties.  It  is  not  possible 
to  determine  the  former  by  combustion  with  hydrogen  in  the 
Drehschmidt  capillary,  because  when  the  carbon  dioxide  is  present 
it  takes  part  to  some  extent  in  the  combustion, 

C0,+H,=H20+C0, 

and  the  previous  absorption  of  the  carbon  dioxide  by  means  of  a 
large  quantity  of  caustic  potash  is  equally  unsatisfactory,  because 
a  considerable  amount  of  nitrous  oxide  will  be  absorbed  by  the 
reagent.  The  only  way  which  can  be  recommended  to  effect 
this  determination  consists  in  absorbing  the  carbon  dioxide  by 
means  of  the  smallest  possible  quantity  of  caustic  potash,  in  which 
case  the  error  introduced  by  the  absorption  of  the  nitrous  oxide 
is  reduced  to  a  minimum ;  the  residual  gas  is  examined  as  described 
above. 

Analysis  of  Gases  by  Titration  of   the  Absorbed  Constituents. 

If  a  mixture  of  gases  contains  several  constituents,  of  which 
two  are  removed  by  the  same  absorbent,  and  one  of  these  can 
be  determined  by  titration,  it  is  a  matter  of  no  difficulty  to 
determine  the  amount  of  each.  The  diminution  in  volume  after 
treatment  with  the  absorbent  represents  the  amount  of  the  two 
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constituents,  the  titration  value  represents  the  amount  of  one  of 
them,  and  the  difference  shows  the  amount  of  the  other.  Such 
problems  can  be  solved  in  a  variety  of  ways,  and  only  a  few 
exan>ples  will  be  mentioned. 


1,  Delermmalion  of  Cmhon  Diovide  in' Electrolytic  Chlorine. 

The  author  has  used  the  apparatus  shown  in  Fig.  95  with  the 

best  success  for  this  purpose. 

The  absolutely  dry  eudiometer,  B,  the 
capacity  of  which  between  the  two  stop-cocks 
ia  accurately  known,  and  for  convenience 
may  be  100  c.c,  is  iilled  by  passing  the  gas 
through  the  lower  cock  ^ter  it  has  been 
dried  by  passing  through  a  long  calcium 
chloride  tube.*  After  five  or  ten  minutes 
it  is  safe  to  assume  that  the  air  has  been 
completely  replaced  by  the  gaa.  The  lower 
three-way  cock  is  now  closed  and  then  the 
upper  one.  The  temperature  and  baro- 
metric pressure  are  both  noted  at  this 
point. 

The  tip  of  the  burette  is  connected 
by  rubber  tubing  with  a  reservoir  contain- 
ing a  5  per  cent,  solution  of  pure  caustic 
soda,  and  the  three-way  cock  b  turned 
to  the  position  shown  in  the  figure.  As 
soon  as  the  alkali  solution  begins  to  flow 
Fig.  96.  from  the  stop-cock,  the  latter  is  closed.     In 

this  way  it  is  certiun  that  there  is  no  air  present  in  the  rubber 

tubing  or  in  the  tip  of  the  burette. 

The  reservoir  N  is  now  raised  and  the  lower  stop-cock  opened, 

whereby  a  small  amount  of  the  alkali  is  driven  up  into  the  burette. 

The  cock  is  closed  and  by  suitably  inclining  the  burette,  its  walls 


*  If  the  burette  and  gas  are  not  perfectly  dry,  some  chlorine  will  bo  ab- 
sorijed  by  the  water.  This  will  not  affect  the  gas  reading,  but  will  be  harm- 
ful in  the  subsequent  titration. 
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are  thoroughly  wet  with  the  solution  so  that  the  chlorine  and 
carbon  dioxide  in  the  gas  mixture  are  quickly  absorbed.  By  open- 
ing the  lower  stop-cock  again,  more  of  the  alkali  is  sucked  up  and 
this  process  is  repeated  until  the  absorption  is  complete,  when 
the  liquid  in  the  burette  and  that  in  the  reservoir  are  brought 
to  the  same  level  and  the  volume  of  the  gas  read.  By  deducting 
the  unabsorbed  gas  from  the  original  amount,  the  volume  of  the 
chlorine + that  of  the  carbon  dioxide  is  obtained.* 

For  the  chlorine  determination,  the  funnel  on  the  top  of  the 
burette  is  first  washed  out  with  water  in  order  to  remove  small 

m 

amounts  of  chlorine  (which  may  be  present  from  the  passing  of 
the  original  gas  through  it),  then,  with  the  lower  stop-cock  closed, 
the  whole  of  the  contents  of  N  are  transferred  to  a  beaker,  at  last 
turning  the  three-way  cock,  as  shown  in  the  figure,  so  that  any 
alkali  remaining  in  the  rubber  tubing  can  run  out.  The  tubing  is 
now  removed  from  the  burette  and  N  is  washed  out  with  distilled 
water,  the  latter  passing  through  the  rubber  tubing  into  the  dish, 
finally  adding  the  contents  of  the  burette  to  the  solution  and  wash- 
ing out  the  burette  with  water,  added  through  the  funnel. 

The  absorption  of  the  chlorine  by  means  of  5  per  cent,  alkali 
takes  place  according  to  the  following  equation: 

2NaOH+2a=NaOCl+NaCl-fHA 

The  oxygen  of  the  NaOCl,  which  is  equivalent  to  the  amount 

N 
of  chlorine  absorbed,  is  determined  by  titration  with  —  arsenious 

acid  as  follows: 

N 
The  solution  is  treated  with  100  c.c.  of  -^  arsenious  acid,t  a 

few  drops  of  phenolphthalein  are  added,  the  solution  is  treated 
with  hydrochloric  acid  until  the  red  color  just  disappears,  a  little 

*  There  is  a  slight  error  introduced  by  deducting  the  volume  of  the  moist 

residual  gas  from  the  original  volume  of  dry  gas.    The  gas  residue,  however, 

is  usually  so  small  that  the  error  is  negligible. 

N 
1 100  CO.  yq  AsgOa— 111.95  C.C.  CI  at  0"="  and  760  nmi.;  as  the  gas  was 

measured  at  a  higher  temperature,  this  amount  of  arsenious  acid  is  in  excess 
even  if  the  gas  is  all  chlorine. 
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starch  solution  is  added,  and  the  excess  of  the  arsenious  acid  is 

N 
titrated  with  —  iodine  solution. 

N 
If  the  number  of  cubic  centimetera  of  —  iodine  solution  used 

be  deducted  from  100,  and  this  difiFerence  multiplied  by  1.1195,  the 
product  gives  the  volume  of  the  absorbed  chlorine  measured  dry 
at  0°  C.  and  760  mm.  pressure,  but  this  volume  must  be  reduced 
to  the  conditions  under  which  the  original  gas  was  measured. 

If  the  volvune  of  chlorine  thus  found  be  deducted  from  the  tot^l 
amount  of  gas  absorbed  by  the  caustic  soda,  the  difference  gives 
the  amount  of  carbon  dioxide. 

Example. — ^The  volume  of  the  burette  used  for  the  analysis 
was  found  to  be  101.2  c.c.  by  weighing  the  amount  of  mercury 
which  it  would  contain. 

Amount  of  gas  taken  for  the  analysis 101.2  c.c. 

^*         remaining  after  the  absorption  of  C1+ CO2.      0.4  '* 

Amount  of  C1+ CO,  is  therefore 100.8  c.c. 

The  temperature  was  17.5®  C.  and  the  barometer  reading  was 

715  mm. 

N 
For  the  titration  of  the  chlorine,  78.6  c.c.  —  AsjOj  solution  were 

used,  corresponding  to 

78.6X1.1195  =  88.0  c.c.  CI  at  0®  C.  and  760  mm,, 
or  99.5  c.c.  CI  at  17.5°  C.  and  715  mm. 

But  101.2  c.c.  of  the  gas  contained 100.8  c.c.  CI  +  CO3 

Deducting  the  amount  of  CI 99.5  " 

There  remain 1.3  c.c.  CO3 

Consequently  the  gas  consists  of 

CI  =  99.5  y  r  a  =  98.3 

CO2        =     1.3   >  and  in  per  cent.  <  CO,        =     1.3 
Residue  =     0.4  J  (  Residue  =     0.4 

101.2  100.0 

Examination  of  the  Unahsorhed  Oas  Residue, — ^Usually  the 
residual  gas  is  too  small  in  amount  (as  in  the  above  case)  to 


ANALYSIS  OF  ELECTROLYTIC  CHLORINE.  617 

examine  quantitatively,  so  that  for  this  part  of  the  analyds  a 
lai^ger  sample  of  the  gas  is  taken.  The  author  has  used  the 
apparatus  shown  in  Fig.  96  for  thb  purpose  with  good  results. 


Fig.  96. 

The  thick-walled  filter-bottle  A  has  a  capacity  of  about  1.5  liters. 
It  contains  about  500  c.c.  of  strong  caustic  potash  solution  and 
the  absorption-tube  with  stop-cock  //  is  faster.  k1  air-tight  within  it. 
Manipulation. — First  of  all,  the  absorption-tube  b  entirely 
filled  with  the  caustic  potash  solution  by  suction  through  H,  finally 
closing  the  latter.  The  pat«nt  cock  is  then  turned  to  the  position 
//,  and  by  suction  through  the  left  side-arm,  the  glass  tube 
b  filled  with  the  alkali  up  to  the  cock.  The  latter  b  then  turned 
to  the  position  /,  the  left  side-arm  is  connected,  by  means  of  a 
short  piece  of  rubber  tubing  and  a  long  piece  of  glass  tubing,  with 
the  source  of  the  gas  and  several  liters  of  gas  are  drawn  through 
this  tube  by  connecting  the  right  side-ami  with   an  aspirator. 
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As  soon  as  it  is  safe  to  assume  that  all  of  the  air  has  been  driven 
out  from  the  tubing,  the  cock  is  turned  to  the  position  //,  the 
aspirator  is  connected  at  a  with  the  flask  A  in  which  a  slight  vacuum 
is  produced,  whereby  the  gas  begins  to  collect  in  the  absorption- 
tube.  Chlorine  and  carbon  dioxide  are  completely  absorbed, 
while  the  residual  gas  collects  in  the  upper  part  of  the  absorption- 
tube.  The  gas  is  allowed  to  enter  the  tube  until  from  50  to  70 
c.c.  of  the  gas  residue  are  obtained;  the  cock  /  is  then  closed, 
the  aspirator  removed,  and  the  gas  driven  over  into  a  Hemj>ers 
gas-burette  and  analyzed  according  to  the  methods  already  de- 
scribed. 

60.9  c.c.  of  the  gas  residue  from  the  above-mentioned  elec- 
trolytically  prepared  chlorine  gave: 


Oxygen  =40.7' 

Carbon  monoxide  =  2.6 
Nitrogen  =17.6  J 


f  O3  =  66.9 
'  and  in  per  cent.  -  00=     4.3 

I  N   =  28.8 


60.9  100.0 

At  the  carbon  electrode  (the  anode)  not  only  chlorine  but  also 
a  small  amount  of  oxygen  is  liberated.  The  latter  attacks  the 
carbon  of  the  electrode,  forming  carbon  monoxide,  the  greater 
part  of  which  in  turn  combines  with  the  chlorine,  forming  phosgene 
gas,  COCI2,  but  the  latter  is  decomposed  by  water  with  the  forma- 
tion of  CO,  and  HCl: 

C0Cla+H,0=00,+2HCl. 

This  accounts  for  the  presence  of  the  CO,  and  00  in  chlorine  which 
has  been  prepared  electrolytically. 

2.  Determination  of  Sulphur  Dioxide, 

For  the  determination  of  sulphur  dioxide  from  pyrite  burn- 
ers, F.  Reich  recommends  that  the  gas  should  be  sucked  by 

N 
means  of  an  aspirator  through  a  measured  amount  of  —  iodine 

solution,  colored  blue  with  starch,  until  the  latter  is  decolorized 

The  amount  of  the  gas  is  equal  to  the  quantity  of  water  which 

has  flowed  from  the  aspirator  +  the  volume  of  the  absorbed  SO, 

N 
For  example,  10  c.c.  of  t^  iodine  solution  were  decolorized 
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after  V  c.c.  of  water  had  flowed  from  the  aspirator;  the  gas  was 
at  i^  C.  and  760  mm.  pressure.  Since  in  the  absorption  of  the 
SO3  by  the  iodine  the  following  reaction  takes  place, 

SO,+HaO+Ia=2HI+S08, 

it  is  evident  that  the  amount  of  SO,  absorbed,  measured  dry  at 

N 
0°  and  769  mm.  pressure,  will  be  11.19  c.c,  for  1  c.c.  —  iodine 

solution  corresponds  to  1.1195  c.c.  SO,. 

It  follows,  then,  that  the  volume  of  gas  taken  for  the  analysis 
equals 

y-(g-t.)-273 
760(273+0  +^^-^*'<'-''-     V 

and  from  this  the  per  cent,  of  SO,  in  the  gas  can  be  calculated: 

yi:11.19-100:a; 

1119  ^  on 

a:=-v^  =per  cent.  SO,. 

Other  examples  of  gas  anal3^es  in  which  the  absorbed  con- 
stituent is  estimated  by  titration  were  given  in  the  determination 
of  the  hydrogen  sulphide  in  gas  mixtures  (cf.  p.  268)  and  in  the 
determination  of  carbonic  acid  in  the  atmosphere  by  the  method 
of  Pettenkofer  (cf.  p.  475). 

3.  Determination  of  Ethylene,  according  to  Haber. 

The  principle  of  this  method  was  discussed  on  p.  569.  The 
determination  is  effected  in  the  Bunte  burette  (cf.  p.  607,  Fig. 
94). 

First,  the  contents  of  the  lower  portion  of  the  burette  from 
the  lowest  scale  division  to  the  cock  is  determined  by  weighing 
the  water  drawn  from  between  these  points,  after  allowing  the 
burette  to  drain.  Then  about  90  c.c.  of  the  gas  to  be  examined 
are  placed  in  the  burette  and  the  thermometer  and  barometer 
readings  are  taken.  Then,  exactly  as  described  on  p.  606,  the 
liquid  is  sucked  down  to  the  stop-cock,*  a  little  bromine  water 

*  After  about  one  minute  liquid  will  collect  above  the  stop-cock,  owing 
to  the  drainage  of  the  liquid  from  the  sides  of  the  burette;  this  is  removed  be- 
fore adding  the  bromine. 
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is  poured  into  a  small  evaporating-dish,  about  10  c.c.  of  the 
liquid  are  allowed  to  rise  into  the  burette,  and  in  order  to  wash 
the  bromine  water  from  the  tip  into  the  burette,  2  or  3  c.c.  of 
water  are  added. 

The  walls  of  the  burette  are  now  thoroughly  wet  with  the 
bromine  water  by  suitably  turning  and  inclining  the  tube,  and 
in  this  way  the  acetylene  is  quickly  absorbed.  In  order  to  de- 
termine the  excess  of  bromine,  a  strong  solution  of  potassium 
iodide  i^  allowed  to  rise  into  the  burette,  and  the  contents  of 
the  latter  are  vigorously  shaken.  The  liquid  is  then  run  out 
into  an  Erlenmeyer  flask,  the  burette  is  carefully  washed  out 

N 
with  water  and  the  deposited  iodine  is  titrated  with  ^^  sodium 

thiosulphate  solution.    The  titre  of  the  bromine  water  added 

is  next  determined  by  pouring  a  little  into  a  porcelain  dish^ 

pipetting  off  10  c.c.  of  it,  allowing  this  amount  to  run  into  a 

solution  of  potassium  iodide  and  titrating  the  Uberated  iodine  with 

N 

—  sodium  thiosulphate  solution. 

The  method  of  calculating  the  results  will  be  illustrated  best 
by  means  of  a  single  example. 

Example. — ^A  gas  consisting  of  90  volimies  of  air  and  10  volum^es 
of  ethylene  was  used  for  the  analysis. 

Taken  for  analysis,  91.2  c.c.  of  the  mixture. 

Temperature,  18.3°  C. 

Barometer  reading,  623  mm. 

Tension  of  aqueous  vapor  at  18.3°  C.  =  15.6  mm.  mercury. 

Volume  of  the  ungraduated  portion  of  the  burette. . .     6.10  c.c 
Reading  of  the  bromine  water  in  the  graduated  part. .   10.00  '* 

Bromine  water  used 16.10  c.c. 

Titre  of  the  bromine  water: 

N 
10  c.c.  of  the  bromine  water  correspond  to  12.0  c.c.  -r^  sodium 

thiosulphate   solution,  so    that  16.10  c.c.  of   bromine  water  are 

N 
equivalent  to  19.32  c.c.  of  —  sodium  thiosulphate. 


1 
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We  have  now: 

N 
16.1  C.C.  bromine  water =19.32  c.e.  rrx  solution. 


16.1  c.c.  bromine  water+ ethylene  =12  23    "    " 


u 


tl        U  (t 


The  ethylene  corresponds  to 7.09 

Since  the  absorption  of  the  ethylene  by  the  bromine  water 
takes  place  according  to  the  equation 

C2H1 + Br, = CjHiBr, 
it  follows  that 

2Br=' 21 =20,000  c.c.  -j^  sodium  thiosulphate  solution =22,391 

N 
cc.  ethylene,  and  since  1  c.c.  -r^  sodium  thiosulphate  corresponds 

N 
to  1.1195  c.c.  C2H4,  the  7.09  c.c.  of  —  solution  used  represent 

7.09X1.1195  =  7.94  c.c.  Cya^  at  0°  C.  and  760  mm.  pressure,  or  9.10 
c.c.  C2H4  at  18.3*^  C.  and  725  mm.,  measured  moist. 
The  gas  consists,  therefore,  of: 

C,H,=  9.1)   ^^d  in  per  cent.  JC^i^lO.O  percent. 
Air  =82.1)  *^  (Air   =90.0    "      '' 

91.2  100.0  per  cent. 

This  method  is  especially  suited  for  the  determination  of  ethylene 
present  with  benzene  |  in  illuminating-gas.  In  one  sample  the 
sum  of  the  two  gases  is  determined  by  absorption  with  fuming 
sulphuric  acid  or  bromine  water,  and  in  a  second  sample  the 
ethylene  is  determined  as  described  above. 

Gas-Volumetric  Methods. 

If  in  consequence  of  a  chemical  reaction  a  gas  is  evolved,  from 
the  volume  of  the  latter  the  weight  of  the  original  substance  may 
be  determined. 

Examples  of  this  sort  of  an  analysis  were  given  under  the 
determination  of  COj  in  carbonates  (pp.  301,  304,  309),  the  carbon 
contents  of  iron  and  steel  (pp.  319  and  321),  and  the  NO3  in  nitrates 
(p.  360). 
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At  this  place  a  few  more  important  determinations  of  the  same 
nature  will  be  described. 

Determination  of  Ammonia  in  Ammonium  Salts. 

The  following  method,  first  proposed  by  Knop*  and  later 
modified  by  P.  Wagner,t  depends  upon  the  fact  that  ammonia 
is  oxidized  by  sodium  hypobromite  with  evolution  of  nitrogen: 

2NHs+ 3NaOBr= SHjO + 3NaBr+ N2. 

The  nitrogen  is  collected  in  an  azotoraeter  and  measured. 

If  the  amount  of  the  ammonia  be  calculated  from  the  volume 
of  the  nitrogen,  too  low  results  will  be  obtained,  and  this  fact 
was  formerly  explained  by  the  assumption  that  a  part  of  the 
nitrogen  was  absorbed  as  such  by  the  alkaline  bromine  solution. 
To-day,  however,  we  know  that  such  is  not  the  case.  At  ordinary 
temperatures  all  of  the  ammonia  is  not  oxidized  according  to 
the  above  equation  to  water  and  nitrogen,  but  a  small  amount 
of  ammonium  hypobromite  is  formed;  for  this  reason  too  little 
nitrogen  is  obtained  in  the  azotometer.  If,  on  the  other  hand, 
the  decomposition  takes  place  at  100®  C,  the  reaction  goes  quanti- 
tatively according  to  the  equation.  It  is  inconvenient  to  work 
at  such  a  high  temperature,  so  that  it  is  more  practical  to  make 
a  correction  to  the  volume  of  nitrogen  obtained  at  ordinary  tem- 
peratures. 

Reagents  and  apparatus  required : 

1.  An  ammonium  chloride  solution,  obtained  by  dissolving 
8.3674  gms.  of  the  pure  sublimed  salt  in  water  and  diluting  to 
500  C.C. 

10  C.C.  of  thjs  solution  evolve  at  0®  C.  and  760  mm.  pressure 
35  c.c.  of  nitrogen  if  the  reaction  takes  place  according  to  the 
equation. 

2.  Sodium  hypobromite  solution.  100  gmQ.  of  sodiiun  hy* 
droxide  are  dissolved  in  water,  diluted  to  1250  c.c.  and  after 
cooling  by  placing  the  flask  in  cold  water,  25  c.c.  of  bromine 

♦  Chem.  Centralbl.,  1860,  p.  243. 

t  Zeitschr.  f.  anal.  Chem.,  XUI  (1874),  p.  383;  XV  (1876).  p.  250. 
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are  added,  the  contents  of  the  flask  vigorously  shaken  and  again 
cooled. 

This  solution  must  be  preserved  in  a  stoppered  bottle  and 
protected  from  the  action  of  light. 

3.  An  azotometer.  Instead  of  the  azotometer  of  Wagner,* 
Lunge's  Universal  Apparatus  (Fig.  60,  b,  p.  305)  or  any  such  meas- 
uring instrument  may  be  used. 

Procedure, — Ten  c.c.  of  the  standard  ammonium  chloride  solu- 
tion are  pilaced  in  the  small  Wagner  decomposition-bottle  (Fig. 
50,  a,  p.  305)  while  40  to  50  c.c.  of  the  hypobromite  solution 
are  poured  into  the  glass  L  (which  is  fused  to  the  bottom  of 
the  bottle  H).  The  bottle  is  then  connected  with  the  measuring- 
tube  i4,t  which  is  entirely  filled  with  mercury,  b  opened  and  the 
levelling-tube  B  lowered.  The  bottle  H  is  inclined  so  that  some 
of  the  hypobromite  solution  comes  in  contact  with  the  solution 
of  ammonium  chloride  and  the  two  liquids  are  mixed  by  gentle 
shaking.  A  lively  evolution  of  nitrogen  at  once  takes  place  and 
the  Uquid  becomes  heated.  As  soon  as  the  action  ceases,  more  of 
the  hypobromite  solution  is  allowed  to  act  upon  the  ammonium 
salt  and  the  process  is  repeated  until  finally  all  of  the  hypobromite 
is  in  the  outer  part  of  H.  As  soon  as  no  more  gas  is  evolved 
by  shaking,  the  decomposition-bottle  is  placed  in  water  at  the 
room  temperature  and  after  allowing  it  to  stand  ten  minutes, 
the  volume  of  the  nitrogen  is  read  under  the  conditions  de- 
scribed on  p.  306.  The  volume  of  nitrogen  at  0®  and  760  mm. 
thus  foimd  will  be  smaller  than  the  theoretical  value  of  35  c.c, 
but  it  corresponds  to  the  amount  of  anmionia  contained  in  10  c.c, 
of  the  ammonium  chloride  solution,  i.e.,  0.05337  gm.  NH,. 

A  number  of  such  determinations  are  carried  out  and  the  mean 
of  the  results  obtained  is  taken  for  the  correct  value. 

After  this,  some  of  the  anmionium  salt  to  be  analyzed  is  weighed 
out,  dissolved  in  water,  and  diluted  so  that  10  c.c  of  the  solution 
will  contain  approximately  the  same  amount  of  ammonia  as  in 
the  case  of  the  standard  solution.    Then  if,  for  example,  from 


*  Loc,  cU. 

t  The  contents  of  the  decomposition-bottle  are  previously  cooled  to  the 
room  temperature  before  the  cock  b  is  connected  with  it. 
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a  gms.  of  an  ammoniiiin  salt,  V  c.c.  of  nitrogen  at  0^  C.  and  760 
mm.  pressure  were  found,  we  have: 

7 :  7^=  0.05336  :x 

FiX  0.05336 
^--^ 

and  in  per  cent. : 

7iX 5.336  ^  ,.„ 

—^ ==per  cent.  NH,. 

Remark. — ^ThQ  results  obtained  by  this  method  agree  exactly 
with  those  obtained  by  the  distillation  method  described  on  p.  55. 
Only  with  substances  containing  sulphocyanates  are  the  results 
obtained  too  high;  in  this  case  the  sulphocyanate  is  decomposed 
by  the  alkaline  hypobromite  solution  with  evolution  of  nitrogen 
and  carbon  monoxide.* 

Consequently,  the  above  method  affords  uncertain  results  in 
the  analysis  of  the  anmionia  in  gas  liquors. 

Urea  is  decomposed  by  the  alkaline  h3rpobiX)mite  solution 
according  to  the  equation 

0O(NH,),+3NaOBr=3NaBr+COj+N2+2HA 

so  that  it  can  be  determined  in  the  same  way  as  ammonium  salts, 
the  carbon  dioxide  produced  by  the  decomposition  being  kept  back 
by  means  of  caustic  soda  solution. 

Determination  of  Nitrous  and  Nitric  Acids. 

Principle. — ^If  a  solution  of  a  nitrite  or  nitrate  be  «>iHke?i 
with  mercury  and  an  excess  of  sulphuric  acid,  all  of  the  nitrogen 
is  set  free  as  nitric  oxide: 

2HN02+2Hg+  H,SO,-2HjO+  Hg3S04+2NO, 
2HN03+6Hg+3H,S04=4HjO+3Hg2S04+2NO. 

From  the  volume  of  the  nitric  oxide,  the  weight  of  the  nitrate 
or  nitrite  is  computed. 

The  analysis  is  best  performed  in  a  Lunge  nitrometer.f  The 
latter  is  a  Bunte  burette,  in  which  the  lower  stop-cock  is  lacking  and 


*  Donath  and  Pollak,  Zeitschr.  f,  angew.  Chem..  1897,  p,  556, 

t  Berichte,  1890,  p.  440,  and  Zeitschr.  fiir  angew.  Chem.,  1890,  p.  139. 
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the  lower  end  of  which  is  connected  with  a  levelling-tube  containing 
mercury.  By  raising  the  latter,  the  nitrometer  (which  need  not 
be  graduated)  is  entirely  filled  with  mercury  and  the  two-way 
<K)ck  under  the  funnel  is  closed.  Then  a  weighed  amount  of  the 
substance  dissolved  in  a  little  water  is  placed  in  the  funnel,  the 
levelling-tube  lowered,  and  the  solution  introduced  into  the 
nitrometer  by  carefully  opening  the  cock,  the  funnel  being  finally 
washed  out  four  times  with  two  or  three  c.c.  of  concentrated 
sulphuric  acid.  The  decomposition-tube  is  now  taken  out  of 
the  frame,  it  is  placed  several  times  in  a  nearly  horizontal  position 
and  then  quickly  changed  to  a  vertical  position.  By  this  means 
the  mercury  becomes  intimately  mixed  with  the  acid  and  the 
decomposition  at  once  b^ins.  Tlie  shaking  is  continued  one  or 
two  minutes  until  there  seems  to  be  no  further  increase  in  the 
volume  of  the  liberated  ^as.  The  decomposition  vessel  is  then 
connected  by  means  of  a  short  piece  of  rubber  tubing  with  the 
gas-burette  filled  with  mercury,  the  nitric  oxide  is  transferred 
to  the  latter,  and  its  volume  read  after  reducing  it  to  the  standard 
conditions  by  means  of  the  gas-compensation  tube.  (Cf.  p.  306, 
Fig.  50.) 

If  in  an  analysis  a  gms.  of  a  nitrate  were  taken  and  V^  c.c. 
•of  NO  were  obtained,  we  have: 

(NO.) 
22,391  cc:  62.04 =7o:x 


and  in  per  cent.: 


VoX  62.04  ^^ 


6204    To    no^^n^v.^0 


X-^=0.27707X— =per  cent.  NO,. 


22391      a  a 

Remark. — ^For  the  analysis  of  "nitrose,"  *  the  author  knows  of 
no  method  which  affords  such  exact  results. 

Hydrogen  Peroxide  Methods. 

Hydrogen  peroxide  is  oxidized  by  means  of  a  number  of  different 
substances,  giving  up  all  of  the  oxygen;  twice  as  much  oxygen  is 
evolved  as  is  obtained  from  the  oxidizing  agent: 

xo+HA^^-sr+Hp+o,. 


*Cf.,Vol.  I.,p. 
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Since,  however,  hydrogen  peroxide  itself  slowly  decomposes 
on  standing  (the  decomposition  being  measurable  on  shaking 
and  quite  considerable  by  shaking  in  the  presence  of  solid  sub- 
tances  (sand,  etc.)),  it  follows  that  in  the  following  methods  no 
great  excess  of  hydrogen  peroxide  should  be  used,  and  long-con- 
tinued shaking  must  be  avoided. 

Standardization  of  Permanganate  Solutions. 

The  determination  is  best  made  according  td  Lunge  in  a  gas 
volumeter  (p.  305,  Fig.  50).  In  order  to  obtain  correct  results, 
however,  it  is  absolutely  necessary  that  no  excess  of  hydrogen 
peroxide  be  present.  Consequently  it  is  necessary  to  determine 
by  means  of  a  preliminary  experiment  the  exact  value  of  the 
permanganate  solution  in  terms  of  the  HjO,  solution  used.  Then 
a  measured  amount  of  the  latter  is  placed  in  the  outside  part  of 
the  Wagner  decomposition-bottle  and  30  c.c.  of  dilute  sulphuric 
acid  (1:5)  are  added.  After  this,  the  exact  amount  of  hydro- 
gen peroxide  required  for  the  decomposition  of  the  permanganate 
is  introduced  into  the  inner  part  of  the  bottle  and  the  latter 
is  connected  with  the  measuring-tube,  which  is  filled  with  merciuy, 
the  cock  h  being  removed  for  the  time  being,  but  it  is  replaced  at 
the  end  of  two  or  three  minutes  and  turned  to  the  position  shown 
in  the  figure. 

The  two  liquids  are  then  mixed,  taking  care  to  hold  the  decom- 
position-flask so  that  its  contents  will  not  be  warmed  by  the  heat 
of  the  hand,  inclining  it  to  an  angle  of  about  90®  with  the  vertical, 
and  shaking  for  exactly  one  minute.  While  the  oxygen  is  being 
evolved,  care  must  be  taken  that  the  gas  in  the  eudiometer  is 
under  reduced  pressure.  At  the  end  of  the  decomposition,  the 
gas  is  placed  under  atmospheric  pressure,  h  is  closed,  and  by  means 
of  the  compensation-tube,  the  volume  of  the  gas  is  reduced  to 
what  it  would  be  at  0°  C.  and  760  mm.  pressure,  as  described  on 
p.  306. 

One-half  of  the  observed  volume  corresponds  to  the  amount 
of  oxygen  given  up  by  the  potassium  permanganate.  This  number 
multiplied  by  0.001429  gives  the  weight  of  the  oxygen  obtained 
from  the  permanganate. 
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Remark. — ^The  amount  of  pennanganate  to  be  taken  for  the 

experiment  is  determined  by  the  size  of  the  measuiing-tube.    If 

N 
the  latter  has  a  capacity  of  150  cc,  15  c.c.  of  a  -r-    solution 

o 

N 
or  40  to  50  cc.  of  a  yrr  solution  should  be  taken. 

The  hydrogen  peroxide  used  should  not  be  too  concentrated; 
it  should  be  about  a  2  per  cent,  solution.  The  active  oxygen 
present  in  a  sample  of  pyrolusite  *  may  be  determined  by  the 
same  procedure. 

Determination  of  Cerium  in  Soluble  Ceric  Salts. 

If  hydrogen  peroxide  is  added  to  an  acid  solution  of  a  soluble 
ceric  salt,  the  latter  is  reduced  with  evolution  of  oxygen: 

2CeOa + HA = CejOa + H^O + 0,. 

The  determination  is  effected  in  precisely  the  same  way  as 
was  described  above  in  the  standardization  of  the  permanganate 
solution.  If  half  the  volume  of  liberated  oxygen  is  multiplied 
by  0.030514,  the  product  represents  the  corresponding  amount 
of  CeO,  t 

Remark. — ^If  a  laige  excess  of  hydrogen  peroxide  is  avoided 
in  the  above  analysis,  satisfactory  results  will  be  obtained. 

For  other  determinations  of  this  sort,  consult  *'  Limge's  Alkali 
Makers'  Handbook"  and^HempePs  Gas- Analytical  Methods." 


*  Lunge's  Alkali  Makers*  Handbook. 

t  Assuming  that  the  atomic  weight  of  Ce»  138.81* 
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SPECIFIC  GRAVITY  OF  STRONG  ACIDS  AT  ^  IN  VACUO. 


(According  to  G.  Lungb.) 

« 

Specific 
Gravity 

Per  Cent,  by  Weight. 

Specific 
Gravity 

(Vacuo). 

Per  Qeat,  by  Weight. 

(Vacuo). 

Ha. 

HNOa 

H2SO4. 

HNOs. 

H2SO4. 

1.000 

0,16 

0.10 

0.09 

1.235 

37.53 

31.70 

1.005 

1.15 

1.00 

0.83 

1.240 

38.29 

32.28 

1.010 

2.14 

1.90 

1.57 

1.245 

39.05 

32.86 

1.015 

3.12 

2.80 

2.30 

1.250 

30.82 

33.43 

1.020 

4.13 

3.70 

3.03 

1.255 

40.58 

34.00 

1.025 

5.15 

4.60 

3.76 

1.260 

41.34 

34.57 

1.030 

6.15 

5.50 

4.49 

1.265 

42.10 

35.14 

1.035 

7.15 

6.38 

5.23 

1.270 

42.87 

35.71 

1.040 

8.16 

7.26 

5.96 

1.275 

43.64 

36.29 

.    1.045 

9.16 

8.13 

6.67 

1.280 

44.41 

36.87 

1.050 

10.17 

8.99 

7.37 

1.285 

45.18 

37.45 

1.055 

11.18 

9.84 

8.07 

1.290 

45.95 

38.03 

1.060 

12.19 

10.68 

8.77 

1.295 

46.72 

38.61 

1.065 

13.19 

11.51 

9.47 

1.300 

47.49 

39.19 

1.070 

14.17 

12.33 

10.19 

1.305 

48.26 

39.77 

1.075 

15.16 

13.15 

10.90 

1.310 

49.07 

40.35 

1.080 

16.15 

13.95 

11.60 

1.315 

49.89 

40-93 

1.085 

17.13 

14.74 

12.30 

1.320 

50.71 

41.50 

1.090 

18.11 

15.53 

12.99 

1.325 

51.53 

42.08 

1.095 

19.06 

16.32 

13.67 

1.330 

52.37 

42.66 

1.100 

20.01 

17.11 

14.35 

1.335 

53.22 

43.20 

1.105 

20.97 

17.89 

15.03 

1.340 

54.07 

43.74 

1.110 

21.92 

18.67 

15.71 

1.345 

54.93 

44.28 

1.115 

22.86 

19.45 

16.36 

1.350 

55.79 

44.82 

1.120 

23.82 

20.23 

17.01 

1.355 

56.66 

45.35 

1.125 

24.78 

21.00 

17.66 

1.360 

57.57 

45.88 

1.130 

25.75 

21.77 

18.31 

1.365 

58.48 

46.41 

1.135 

26.70 

22.54 

18.96 

1.370 

59.39 

46.94 

1.140 

27.66 

23.31 

19.61 

1.375 

60.30 

47.47 

1.145 

28.61 

24.08 

20.26 

1.380 

61.27 

48.00 

1.150 

29.57 

24.84 

20.91 

1.385 

62.24 

48.53 

1.155 

30.55 

25.60 

21 .  55 

1.390 

63.23 

49.06 

1.160 

31.52 

26.36 

22.19 

1.395 

64.25 

49.59 

1.165 

32.49 

27.12 

22.83 

1.400 

65.30 

50.11 

1.170 

33.46 

27.88 

23.47 

1.405 

66.40 

50.63 

1.175 

34.42 

28.63 

24.12 

1.410 

67.50 

51.15 

1.180 

35.39 

29.38 

24.76 

1.415 

68.63 

51.66 

1.185 

36.31 

30.13 

25.40 

1.420 

69 .  80 

52.15 

1.190 

37.23 

30.88 

26.04 

1.425 

70.98 

52.63 

1.195 

38.16 

31.62 

26.68 

1.430 

72.17 

53.11 

1.200 

39.11 

32.36 

27.32 

1.435 

73.39 

53.59 

1.205 

33.09 

27.95 

1.440 

74.68 

54.07 

1.210 

33.82 

28.58 

1.445 

75.98 

54.55 

1.215 

34.65 

29.21 

1.450 

77.28 

55.03 

1.220 

35.28 

29.84 

1.455 

78.60 

55.50 

1.225 

36 .  03 

30.48 

1.460 

79. 98 

55.97 

1.230 

36.78 

31.11 

1.465 

81.42 

56.43 
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SPECIFIC  GRAVITY  OF  STRONG  ACIDS  AT  ^   IN    VACUO.— Con/. 

4 

(According  to  G.  Lunge.) 


Specific 
Gravity 
16* 

Per  Cent,  by  Weight. 

Specific 
Gravity 

Per  Cent. 

hy 
Weiffht. 

Specific 
Gravity 
15* 

Per  Gent. 

by 
Weight. 

at-^ 

»*  IT 

*t-^ 

(Vacuo). 

HNOa. 

H2SO4. 

4" 
(Vacuo). 

HaSOi. 

4" 

(Vacuo). 

HaS04. 

1.470 

82.90 

56.90 

1.610 

69.43 

1.750 

81.56 

1.475 

84.45 

57.37 

1.615 

69.f'9 

1.755 

82.00 

1.480 

86.05 

57.83 

1.620 

70.32 

1.760 

82.44 

1.486 

87.70 

58.28 

1.625 

70.74 

1.765 

82.88 

1.490 

89.60 

58.74 

1.630 

71.16 

1.770 

83.32 

1.495 

91.60 

59.22 

1.635 

71.57 

1.775 

83.90 

1.500 

94.09 

59.70 

1.640 

71.99 

1.780 

84.50 

1.505 

96.39 

60.18 

1.645 

72.40 

1 .785 

85.10 

1.510 

98.10 

60.65 

1.650 

72.82 

1.790 

85.70 

1.516 

99.07 

61.12 

1.655 

73.23 

1.795 

86.30 

1.520 

99.67 

61.59 

1,660 

73.64 

1.800 

86.90 

1.525 

62.06 

1.665 

74.07 

1.805 

87.60 

1.530 

62.53 

1.670 

74.51 

1.810 

88.30 

1.535 

63.00 

1.675 

74.97 

1.815 

89.05 

1.540 

63.43 

1.680 

75.42 

1.820 

90.05 

1.545 

63.85 

1.685 

75.86 

1.825 

91.00 

1.550 

64.26 

1.690 

76.30 

1.830 

92.10 

1.555 

64.67 

1.695 

76.73 

1.835 

93.43 

1.560 

65.06 

1.700 

77.17 

1.840 

95.60 

1.565 

65.49 

1.705 

77.60 

1.8405 

95.95 

1.570 

65.90 

1.710 

78.04 

1.8410 

97.00 

1.575 

66.30 

1.715 

78.48 

1.8415 

97.70 

1.580 

66.71 

1.720 

78.92 

1.8410 

98.20 

1.585 

67.13 

1.726 

79.36 

1.8405 

98.70 

1.590 

67.59 

1.730 

79.80 

1.8400 

99.20 

1.595 

68.05 

1.735 

80.24 

1.8395 

99.45 

1.600 

68.51 

1.740 

80.68 

1.8390 

99.70 

1.605 

68.97 

1.745 

81.12 

1.8386 

99.95 
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SPECIFIC  GRAVITY  OF  POTASSIUM  AND  SODIUM  HYDROXIDE 

SOLUTIONS  AT  15^  C. 


Specific 

Per  Cent. 

Per  Cent. 

Specific 

Pfer  Cent. 

Percent. 

Gravity. 

KOH. 

NaOH. 

Gravity. 

KOH. 

NaOH. 

1.007 

0.9 

0.61 

1.262 

27.0 

22.64 

1.014 

1.7 

1.20 

1.263 

28.2 

23.67 

1.022 

2.6 

2.00 

1.274 

28.9 

24.81 

1.029 

3.6 

2.71 

1.2?6 

29.8 

25.80 

1.037 

4.6 

3.36 

1.297 

30.7 

26.83 

1.046 

5.6 

4.00 

1.308 

31.8 

27.80 

1.052 

6.4 

4.64 

1.320 

32.7 

28.83 

1.060 

7.4 

6.29 

1.332 

33.7 

29.93 

1.067 

8,2 

6.87 

1.346 

34.9 

31.22 

1.076 

9.2 

6.66 

1.367 

36.9 

32.47 

1.083 

10.1 

7.31 

1.370 

36.9 

33.69 

1.091 

10.9 

8.00 

1.383 

37.8 

34.96 

1.100 

12.0 

8.68 

1.397 

38.9 

36.26 

1.108 

12.9 

9.42 

1.410 

39.9 

37.47 

1.116 

13.8 

10.06 

1.424 

40.9 

38.80 

1.126 

14.8 

10.97 

1.438 

42.1 

39.99 

1.134 

16.7 

11.84 

1.463 

43.4 

41s  41 

1.142 

16.6 

12.64 

1.468 

44.6 

42.83 

1.162 

17.6 

13 .  65 

1.483 

46.8 

44.38 

1.162 

18.6 

14.37 

1.498 

47.1 

46.16 

1.171 

19.6 

16.13 

1.614 

48.3 

47.60 

1.180 

20.6 

16.91 

1.630 

49.4 

49.02 

1.190 

21.4 

16.77 

1.646 

60.6 

— 

1.200 

.22.4 

17.67 

1.663 

61.9 

— 

1.210 

23.3 

18.58 

1.680 

63.2 

— 

1.220 

24.2 

19.68 

1.697 

64.6 

—^ 

1.231 

26.1 

20.69 

1.616 

66.9 

— 

1.241 

26.1 

21.42 

1.634 

67.6 

~~~ 
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SPECIFIC  GRAVITY  OF  AMMONIA  SOLUTIONS  AT   15^  C. 

(According  to  Lunqb  and  Wiernik.) 


Specific  Grsvity. 

Per  Cent.  NHs. 

Specific  Gravity. 

Per  Gent.  NHs. 

1.000 

0.00 

0.940 

15.63 

0.998 

0.45 

0.938 

16.22 

0.996 

0.91 

0.936 

16.82 

0.994 

1.37 

0.934 

17.42 

0.992 

1.84 

0.932 

18.03 

0.990 

2.31 

0.930 

18.64 

0.988 

2.80 

0.928 

19.25 

0.986 

3.30 

0.926 

19.87 

0.984 

3.80 

0.924 

20.49 

0.982 

4.30 

0.922 

21.12 

0.980 

4.80 

0.920 

21.75 

0.978 

5.30 

0.918 

22.39 

0.976 

5.80 

0.916 

23.03 

0.974 

6.30 

0.914 

23.68 

0.972 

6.80 

0.912 

24.33 

0.970 

7.31 

0.910 

24.99 

0.968 

7.82 

0.908 

25.65 

0.966 

8.33 

0.906 

26.31 

0.964 

8.84 

0.904 

26.98 

0.962 

9.35 

0.902 

27.65 

0.960 

9.91 

0.900 

28.33 

0.958 

10.47 

0.898 

29.01 

0.956 

11.03 

0.896 

29.69 

0.954 

11.60 

0.894 

30.37 

0.952 

12.17 

0.892 

31.05 

0.950 

12.74 

0.890 

31.75 

0.948 

13.31 

0.888 

32.50 

0.946 

13.88 

0.886 

33.25 

0.944 

14.46 

0.884 

34.10 

0.942 

15.04 

0.882 

34.95 

032 

APPENDIX. 

TENSION  OF  WATER  VAPOR  ACCORDING  TO  REGNAULT. 

IMig««. 

Tension  in 
Millimetera. 

Degrees, 

Tennon  in 
Millimetera. 

Decrees. 

Tension  in 
Millimeters. 

-2.0 

0 .  •7«.>d 

+  2.0 

5.302 

+  6.0 

6.998 

1.9 

3.985 

2.1 

5.340 

6.1 

7.047 

1.8 

4.016 

2.2 

5.378 

6.2 

7.095 

1.7 

4.047 

2.3 

5.416 

6.3 

7.144 

1.6 

4.078 

2.4 

5.454 

6.4 

7.193 

1.5 

4.109 

2.5 

5.491 

6.5 

7.242 

1.4 

4.140 

2.6 

5.530 

6.6 

7.292 

1.3 

4.171 

2.7 

5.560 

6.7 

7.342 

1.2 

4.203 

2.8 

5.608 

6.8 

7.392 

1.1 

4.235 

2.9 

5.647 

6.9 

7.442 

1.0 

4.267 

3.0 

5.687 

7.0 

7.492 

0.9 

4.299 

3.1 

5.727 

7.1 

7.544 

0.8 

4.331 

3.2 

5.767 

7.2 

7.695 

0.7 

4.364 

3.3 

5.807 

7.3 

7.647 

0.6 

4.397 

3.4 

5.848 

7.4 

7.690 

0.5 

4.430 

3.5 

5.889 

7.5 

7.761 

0.4 

4.463 

3.6 

5.930 

7.6 

7.804 

0.3 

4,497 

3.7 

5.972 

7.7 

7.857 

0.2 

4.531 

3.8 

6.014 

7.8 

7.910 

0.1 

4.565 

3.9 

6.055 

7.9 

7.964 

0.0 

4.600 

4.0 

6.097 

8.0 

8.017 

+0.1 

4.633 

4.1 

6.140 

8.1 

8.072 

0.2 

4.667 

4.2 

6.183 

8.2 

8.126 

0.3 

4.700 

4.3 

6.226 

8.3 

8.181 

0.4 

4.733 

4.4 

6.270 

8.4 

8.236 

0.5 

4.767 

4.5 

6.313 

8.5 

8.291 

0.6 

4.801 

4.6 

6.357 

8.6 

8.347 

0.7 

4.836 

4.7 

6.401 

8.7 

8.404    ' 

0.8 

4.871 

4.8 

6.445 

8.8 

8.461 

0.9 

4.005 

4.9 

6.490 

8.9 

8.517 

1.0 

4.040 

5.0 

6.534 

9.0 

8.574 

1.1 

4.975 

5.1 

6.580 

9.1 

8.632 

1.2 

5.011 

5.2 

6.625 

0.2 

8.690 

1.3 

5.047 

5.3 

6.671 

9.3 

8.748 

1.4 

5.082 

5.4 

6.717 

9.4 

8.807 

1.5 

5.118 

5,5 

6.763 

0.5 

8.865 

1.6 

5.155 

5.6 

6.810 

9.6 

8.925 

1.7 

5.191 

6.7 

6.857 

9.7 

8.985 

1.8 

5.228 

5.8 

6.904 

9.8 

9.045 

1.9 

5.265 

5.9 

6.951 

9.9 

1 

9.105 

TENSION  OF  IVATER  VAPOR. 
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TENSION  OF  WATER  V kVOK.— Continued, 


X/GCTBCSi 

Tension  in 

Degrees, 

Tension  in 

De^ 

Tension  in 

C. 

Millimetera. 

C. 

Millimeters. 

Miilimeters 

+  10.0 

9.165 

+  14.0 

11. 90S 

+  18.0 

15.357 

10.1 

9.227 

14.1 

11.986 

18.1 

15  454 

10.2 

9.2S8 

14.2 

12.064 

18.2 

15.552 

10.3 

9.350 

14.3 

12.142 

18.3 

15.650 

10.4 

9.412 

14.4 

12.220 

18.4 

16.747 

10.5 

9.474 

14.5 

12.298 

18.5 

15.845 

10.6 

9.637 

14.6 

12.378 

18.6 

15.945 

10.7 

9.601 

14.7 

12.45S 

18.7 

16.045 

10.8 

9.665 

14.8 

12.538 

18.8 

16.145 

10.9 

9.728 

14.9 

12.619 

18.9 

16.246 

11.0 

9.792 

15.0 

12.699 

19.0 

16.346 

11.1 

9.857 

15.1 

12.781 

19.1 

16.449 

11.2 

9.923 

15.2 

12.864 

19.2 

16.552 

11.3 

9.989 

15.3 

12.947 

19.3 

16.655 

11.4 

10.054 

15.4 

13.029 

19.4 

16.758 

11.5 

10.120 

15.5 

13.112 

19.5 

16.861 

11.6 

10.187 

15.6 

13.197 

19.6 

16.967 

11.7 

10.255 

15.7 

13.281 

19.7 

17.073 

11.8 

10.322 

15.8 

13.366 

19.8 

17.179 

11.9 

10.389 

15.9 

13.451 

19.9 

17 . 285 

12.0 

10.457 

16.0 

13.536 

20.0 

17.391 

12.1 

10.626 

16.1 

13.623 

20.1 

17.500 

12.2 

10.596 

16.2 

13.710 

20.2 

17.608 

12.3 

10.665 

16.3 

13.797 

20.3 

17.717 

12.4 

10.734 

16.4 

13.885 

20.4 

17.826 

12.6 

10.804 

16.5 

13.972 

20.6 

17.935 

12.6 

10.875 

16.6 

14.062 

20.6 

18.047 

12.7 

10.947 

16.7 

14.151 

20.7 

18.159 

12.8 

11.019 

16.8 

14.241 

20.8 

18.271 

12.9 

11.090 

16.9 

14.331 

20.9 

18.383 

13.0 

11 . 162 

17.0 

14.421 

21.0 

18.495 

13.1 

11.235 

17.1 

14.513 

21.1 

18.610 

13.2 

11.309 

17.2 

14.605 

21.2 

18.724 

13.3 

11.383 

17.3 

14.697 

21.3 

18.839 

13.4 

11.456 

17.4 

14.790 

21.4 

18.954 

13.5 

11.530 

17.5 

14.882 

21.5 

19.069 

13.6 

11.605 

17.6 

14.977 

21.6 

19.187 

13.7 

11.681 

17.7 

15.072 

21.7 

19.306 

13.8 

11.757 

17.8 

15.167 

21.8 

19.423 

13.9 

11.832 

17.9 

15.262 

21.9 

19.541 
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TENSION  OF  WATER  \ XPO^,— Continued. 


Degrees, 

Tentdon  in 

Degrees, 

Tension  in 

Degrees, 

Tension  in 

C. 

MiUimeters. 

C. 

Millimeters. 

Millimeters. 

+  22.0 

19 .  659 

4-26.0 

24.9S8 

+30.0 

31.548 

22.1 

19 .  780 

26.1 

25.133 

30.1 

31.729 

22.2 

19.901 

26.2 

26.288 

30.2 

31.911 

22.3 

20.022 

26.3 

25.438 

30.3 

32.094 

22.4 

20.143 

26.4 

26.5S8 

30.4 

32.278 

22.6 

20.265 

26.5 

25.738 

30.5 

32.463 

22.6 

20.389 

26.6 

25.891 

30.6 

32.650 

22.7 

20 .  514 

26.7 

26.045 

30.7 

32.837 

22.8 

20.639 

26.8 

26.193 

30.8 

33.026 

22.9 

20.763 

26.9 

26.351 

30.9 

33.215 

23.0 

20.888 

27.0 

26.505 

31.0 

33.406 

23.1 

21.016 

27.1 

26.663 

31.1 

33.596 

23.2 

21.144 

27.2 

26.820 

31.2 

33.787 

23.3 

21.272 

27.3 

26.978 

31.3 

33.980 

23.4 

21.400 

27.4 

27.136 

31.4 

34.174 

23.5 

21.528 

27.5 

27.294 

31.5 

34.368 

23.6 

21.659 

27.6 

27.456 

31.6 

34.564 

23.7 

21.790 

27.7 

27.617 

31.7 

34.761 

23.8 

21.921 

27.8 

27.778 

31.8 

34.959 

23.9 

22.053 

27.9 

27.939 

31.9 

35.159 

24.0 

22.184 

28.0 

28.101 

32.0 

o^  .AS^ 

24.1 

22.319 

28.1 

28.267 

32.1 

35.659 

24.2 

22.453 

28.2 

28.433 

32.2 

36.760 

24.3 

22.688 

28.3 

28.599 

32.3 

35.962 

24.4 

22.723 

28.4 

28.765 

32.4 

36.166 

24.5 

22.858 

28.5 

28.931 

32.5 

36.370 

24.6 

22.996 

28.6 

29.101 

32.6 

36.576 

24.7 

23.135 

28.7 

29.271 

32.7 

36.783 

24.8 

23.273 

28.8 

29.441 

32.8 

36.991 

24.9 

23.411 

28.9 

29.612 

32.9 

37.200 

25.0 

23.550 

29.0 

29.782 

33.0 

37.410 

25.1 

23 . 692 

29.1 

29.956 

33.1 

37.621 

25.2 

23.834 

29.2 

30.131 

33.2 

37.832 

25.3 

23.976 

29.3 

30.306 

33.3 

38.046 

25.4 

24.119 

29.4 

30.479 

33.4 

38.268 

25.5 

24.261 

29.5 

30.654 

33.5 

38.473 

25.6 

24 . 406 

29.6 

30.833 

33.6 

38.689 

25.7 

24.552 

29.7 

31.011 

33.7 

38.906 

26.8 

24.697 

29.8 

31.190 

33.8 

39.124 

26.9 

24.842 

29.9 

31.369 

33.9 

39.344 

HE>4T  OF  COMBUSTION  OF  GAS, 
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TENSION  OF  WATER  VAPOR.— Con«nti«d. 


DCflTMSf 

Tension, 
MilHmetora. 

Degee.. 

ICiUimeton. 

Degrooa, 

Tension, 
Millimeten. 

+34.0 
34.1 
34.2 
34.3 

39.565 
39.786 
40.007 
40.230 

+34.4 
34.5 
34.6 
34.7 

40.455 
40.680 
40.907 
41 . 135 

+34.8 
34.9 

35.0 

41.364 
41.595 

41.827 

HEAT   OF  COMBUSTION    OF   1    LITER   OF   GAS   MEASURED   AT 
0^  AND  760  MM.  BAROMETRIC  PRESSURE. 


Gm. 


Carbon  monoxide 

Hydrogen 

Methane 

Ethylene 

Propylene 

Benzol-gas , 

Acetylene 

Genelrator-gas . . . 

Water-gad 

Dowson  gas 

niuminating-gas  • 


Referred  to 

Qaaeoua  Water 
Calories. 

liquid  Water 
Calories. 

3,043 

3,043 

2,582 

3,066 

8,524 

9,491 

13,960 

14,930 

20,615 

23,180 

33,815 

35,266 

11,266 

11,705 

about  1,000 

"      3,386 

about  3,700 

"      1,400 

"      5,400 

TABLES   FOR  CALCULATING  ANALYSES. 

DIRECTIONS  FOR  USING  THE  TABLES. 

Assume  that  it  is  desired  to  find  the  per  cent,  of  arsenic  present 
in  an  ore.  For  this  purpose  a  gms.  of  the  ore  are  taken  for  the 
«uial3rsis  and  the  arsenic  is  determined  as  Mg^AssO,;  the  ignited 
precipitate  weighed  p  gms.  The  calculation  of  the  arsenic  is 
made  as  follows: 

Mg^AsjOy :  As, = p: « 


As, 
*-Mg,As,0,  ^P 


and  in  per  cent. 


^  lOOAsa     p 
~"  MgjAsjOy    a 

The  last  equation  is  solved  for  x,  after  the  proper  values  for 

p,  a,  etc.,  have  been  inserted,  with  the  aid  of  logarithms.    From 

100  Aso 
the  tables,  the  logarithm  of  tTt    a    o^  ^^  taken,  to  it  the  logarithm 

of  p  is  added,  and  from  the  sum  the  logarithm  of  a  is  deducted. 
The  number  corresponding  to  this  difference  (found  in  the  table 
of  antilogarithms)  represents  the  desired  result  in  per  cent. 

Example. — 0.5  gm.  of  mispickel  gave  0.4761  gm.  MgjAsjOj. 
What  is  the  per  cent,  of  arsenic  in  the  ore? 

In  the  following  table  under  the  heading  Sought  we  find 
As,  and  under  Found  we  look  for  MgzAs^Oy,  the  form  in  which 
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the  arsenic  was  determined,  and  then  from  the  column  headed 
Log  we  take  the  logarithm  of  this  factor  multiplied  by  100; 

log.  factorX  100=  1.6837 
+  log.  0.4761  (p)=9.6777-10 

1.3614 
+  log.  0.5       (a)  =9.6990-10 

1.6624 
Number  » 45.96  per  cent,  arsenic. 

For  most  analytical  computations  the  accompanying  four- 
place  logarithms  are  sufficiently  accurate;  where  greater  accuracy 
is  desired  tables  of  five-  or  even  seven-place  logarithms  m^y  be 
used. 


TABLE  OF  CHEMICAL  FACTORS. 
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Sought. 

Found. 

Factor. 

Log* 

Sought. 

Found. 

Factor. 

Log. 

Ag 

Aga 

0.75275 

1.87665 

Ca 

CaO 
CaCO, 
CaSO, 

0.71428 
0.40000 
0.29398 

1.85387 
1  60206 

Al 

^, 

0.53033 
0.22195 

1.72455 
1.34625 

1.46833 

CaO 

CaCO, 
CaSO, 

0.56000 
0.41158 

1.74819 
1.61446 

As 

As^, 
M&A8,0, 

0.60931 
0.48340 
0.48275 

1.784«4 
1.68431 
1.68372 

Cd 

1 

CdO 
CdSO, 

0.87539 
0.53919 

1.94220 
1.73174 

As,0, 

Aa^. 
Mg,Aa,0, 

0.80429 
0.63809 
0.63723 

1.90541 
1.80488 
1.80430 

CdO 

Cd 
CdSO, 

1 . 14235 
0.61594 

2.06780 
1.78954 

AsO, 

aS* 

M&As,6, 

0.99927 
0.79278 
0.79171 

1.99968 
1.89915 
1.89856 

CI 
CIH 

Aga 
Aga 

0.24724 
0.25429 

1.39313 
1.40533 

CIO, 

Aga 
Ka 

Naa 

0.58202 
1.11863 
1.42649 

1.76494 
2.04869 
2.15427 

AsjOg 

Aa^, 

As^, 

Mg»Aa,0, 

0.93427 
0.74122 
0.74022 

1.97047 
1.86995 
1.86936 

ao,K 

AgCl 

0.85507 
1.64343 

1.93200 
2.21575 

AsO^ 

As^, 

Afl^. 

Mg^O, 

1 . 12925 
0.89590 
0.89469 

2.05279 
1.96226 
1.95167 

aOjNa 

Aga 

Naa 

0.74278 
1.82051 

1.87086 
2.26019 

B 

BO, 
BO, 

BA 

BA 

0.31428 
1 . 22857 
1.68571 
1.11428 

1.49732 
2.08940 
2.22678 
2.04700 

CIO, 

AgCl 
KCl 
Naa 

0.69361 
1.33311 
1.70000 

1.84111 

2.12486 

.2.23045 

Ba 

BfuSO, 
BaCrOj 

0.68863 
0.54201 

1.76977 
1.73401 

CIO.K 

AgCl 

Ka 

0.96666 
1.86791 

1.98627 
2.26902 

BaO 

BaSO, 
BaCrO« 

0.65707 
0.60513 

1.81761 
1.78185 

aO,Na 

Aga 

NaCl 

0.85437 
2.09402 

1.93165 
2.32098 

Bi 

BiA 

B^O, 

0.89677 
1.11611 

1.95268 
2.04732 

Co 
CoO 

C0SO4 

Co 
CoSO, 

0.38049 
1.27118 
0.48368 

1.68035 
2.10421 
1.68456 

Br 

AgBr 
AgCl 

0.42657 
0.65768 

1.62897 
1 . 74638 

x>« 

Cr 

Pbdr6, 
BaCrO, 

0.68462 
0.16130 
0.20662 

1.83545 
1 . 20763 
1.31285 

c 

CO 

CO, 
CO, 

0.27273 
1.36364 

1.43573 
2.13470 

vyv/3 

CrA 

PbCrO, 
BaCrO^ 

0.23560 
0.30020 

1.37217 
1.47741 

CN 

BaRO. 
BaSO, 

0.19437 
0.24127 
0.24886 
0.25319 

1.28863 
1.38260 
1.39596 
1.40346 

CNS 
CNSH 

CrO, 

Pb(5r6, 
BaCiO, 

1.31537 
0.30990 
0.39487 

2.11905 
1.49123 
1.59646 

In  this  column  the  log  of  the  factor  multiplied  by  100  is  given. 


640 


TABLE  OF  CHEMICAL  FACTORS. 


Sought. 

Found. 

Fftetor. 

Log. 

Sought. 

Found. 

Faotor. 

Log 

Cu 

CuO 

Cu,(dNS), 

0.79900 
0.79869 
0.52260 

1.90264 
1.90238 
1.71817 

.  MgO 

MgSO, 
MgJPA 

0.33516 
0.36243 

1.62526 
1.65922 

CuO 

Chi-R 

Cu,(CNS), 

Cu 

0.99962 
0.65407 
1 . 25157 

1.99984 
1.81562 
2.09745 

Mn 

MnRO, 

MnR 

MngO^ 

0.36409 
0.6317a 
0.72052 

1.66121 
1.80064 
1.86766 

F 

F,Si 

CaF, 

CaSO, 

CaF, 

0.48718 
0.27929 
0.60855 

1 . 68769 
1.44605 
1.78430 

MnO 

MnSO, 

MnS 

Mn,0^ 

0.47001 
0.81553 
0.93013 

1.67211 
1.91144 
1.96864 

Fe 
FeO 

Fe,0, 

0.70000 
0.90000 

1.84510 
1.95424 

Mo 

M0O3 

0.66667 

1.82391 

N 

NH. 

NH,C1 

(NH^tCl, 

0.82298 
0.26233 
0.06296 
0.14304 

1.91639 
1.41885 
0.79908 
1.15646 

H 

H,0 

0.11186 

1.04867 

Hg 

%•- 

0.84963 
0.86202 

1.92923 
1.93552 

NH, 

NH,a 

(NH,)J»tCle 

Pt 

0.31876 
0.07650 
0.17381 

1.50346 
0.88369 
1.24007 

I 

AgCl* 

0.54029 
0.70531 
0,88471 

1.73263 

1.84838 
1.94680 

NH, 

NH, 
NH,C1 
(NHJ^PtCle 

1.05920 
0.33763 
0.08103 
0.18410 

2.02498 
1.62844 
0.90867 
1.26606 

K 

KCl 

k6io* 

KaPtCl, 
Pt 

0.52480 
0.44907 
0.28247 
0.16038 
0.39959 

1.71999 
1.66231 
1.45097 
1.20515 
1.60162 

NH,C1 

NH, 
(NHJ,f>tCl, 

3.13716 
0.24001 
0.54527 

2.49664 
1.38023 
1 . 73661 

KCl 

KaPtCIe 
Pt 

0.86570    1.93232 
ft   ei?lii9J.    1    TOfiQe 

0.30561 
0.76142 

1.48617 
1.88162 

NO, 

NO 

NH, 

NH,Ci 

(NH,),PtCle 
Pt 

2.06525 
3.63658 
1.16919 
0.27821 
0.63206 

2.31497 
2.56069 
2.06416 
1.44438 
1.80076 

IC,0 

•  KCl 
K„SO, 

kCio* 

K^PtCle 
Pt 

0.63204 
0.54083 
0.34019 
0.19316 
0.48125 

1.80074 
1.73306 
1.53172 
1.28589 
1.68237 

NO,H 

NO 

NH, 

NH,C1 

(NH^,PtCie 

2.09880 
3.69578 
1.17806 
0.28273 
0.64236 

2.32197 
2.56770 
2.07117 
1.45140 
1.80778 

Li 

Li^O, 
Lid 

0.12768 
0.16549 

1 . 10612 
1.21877 

Li^O 

LiCl 
Li,SO, 

0.35381 
0.27297 

1.64877 
1.43612 

NA 

NO 

NH, 

NH.Cl 

(NHJgPtCle 

Pt 

1 . 79893 
3 . 16764 
1.00972 
0.24234 
0.55057 

2.25501 
2.50074 
2.00420 
1.38443 
1 .  740S1 

Mg 

MgO 

MgSa 

MgM 

0.60357 
0.20229 
0.21875 

1.78073 
1.30597 
1.33995 
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Boogfat. 

Found. 

Factor. 

W    . 

Sought. 

.Found. 

Factor. 

Log. 

NO2 

NO 

1.53262 

2.18543 

Si 
SiO, 

SiO, 
SiO, 

0.47020 
1.26490 

1.67228 
2.10206 

NO 

NO 

1.26631 

2.10254 

i^jv^j 

Sn 
SnOj 

SnO, 
Sn 

0.78737 
1.27004 

1.89618 
2.10382 

Na 

NaCl 
Na^O, 

0.39402 
0.32428 

1.50552 
1.51092 

Sr 

Si€0, 
SrSO, 
SrN,0, 

n     ftOQJ.Q       ■*      TTO.*! 

Na,0 

XaCl 
Na^O, 

0.53078 
0.43683 

1.72491 
1.64031 

0.47697 
0.41383 

1 . 67849 
1.61682 

Ni 
NiO 

XiO 
Ni 

0.78581 
1.27257 

1.^9532 
2.10468 

Th 

ThO, 

0.87879 

1.94388 

Ti 

TiO, 

0.60050 

1.77851 

p 

MgJ>A 
PA.24MoO, 

0.27837 
0.01723 

0.01639 

1.44463 
0.23628 

0.21448 

X 

U 

U.0, 
UO, 

0.84879 
0.88213 

1.92880 
1.94553 

PO, 

Mg,PA 
PA.24MoO, 

0.85309 
0.05281 

0.05022 

1.93099 
0.72263 

0.70084 

V 

v,o. 

0.56140 

1.74927 

W 
WO, 

WO, 

w 

0.79310 
1.26087 

1.89933 
2.10067 

P,0, 

Mg.PA 
PA,24MoO, 

0.63758 
0.03946 

0.03753 

1.80453 
0.59616 

0.57438 

Zn 

ZnO 

ZnS 

0.80344 
0.67104 

1.90495 
1 . 82675 

ZnO 

ZnS 
Zn 

0.83521 
1.24461 

1.92180 
2.09505 

s 

BaSO, 
BaSO: 
BaSO, 
BaSO, 
BaSO« 

0.13732 
0.27439 
0.34293 
0.41146 
0.42009 

1 . 13773 
1.43837 
1.53520 
1.61433 
1.62336 

so, 

80, 

SO. 

SO,H, 

Zr 

ZrO, 

0.73899 

1.86864 

LOGARITHMS. 


LOGARITHMS. 


ANTILOGARITHMS. 


ANTILOGARITHMS. 
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2 


3162  3170  317713184  310213199 
3236  3243  3251 


I 

•c 
ft 

.50 
.51 
.52 
.53 
.54 


.55 13548:3556.3565 

.56 

.57 

.5S 
.59 


3311,3319  3327 
3388,3396;3404 
3467i3475.3483 


.60 
.61 
.62 
.63 
.64 

.65 
.66 
.67 
.68 
.60 

•70 
.71 
.72 
.73 
.74 

.75 
.76 
.77 

.78 
.79 

.80 
M 
.82 
.83 
.84 

.85 

.86 

.87 
.88 
.89 

.90 
.91 
.92 
.93 
.94 

.95 
.96 
.97 
.98 
.99 


36313639364? 
371537243733 
3802  381  r3819 
389038993908 

I 

39S1  3990  3999 
4074  4083  4093 
4169  4178  4188 
4266  42764285 
436543754385 

4467,447T44S7 
4571  4581  4592 


8 


3258  3266  3273 
3334  3342  3350 
3412  3420  342S 
3491 3499  3508 


5 


3573  35S1  35^  3597 
35563664  3673 
3741 3750  375S 
3828  3837  3846 
3917  3926(3936 


4677  4688 
4786.4797 
4898,4909 


4009  4018  4027 
4162  41114121 
419S:4207 
4295  4305 
4395  4406  4416 


4842 


4853 


5012 
5129 
524S 
5370 
5495 


5023 
5140 
5260 
5383 
5508 


4699 
480S 
4920.4932  494314955  4966 

5035  50475058 
5152*5164 
5272528^ 
5395  5408 
55215534 


56235636  5649 
5754  5768  5781 


5888 
6026 
6166 

6310 
6457 
0607 
6761 
6918 

7079 
7244 
7413 
7586 
7762 

7943 
8128 
8318 
8511 
8710 

8913 
9120 
9333 
9550 
9772 


5902  5916 


6039 
6180 

6324 
6471 
6622 
6776 
0034 

7096 
7261 
7430 
7603 
7780 

7962 
8147 
8337 
8531 
8730 

8933 
9141 
9354 
9572 


6053 
6194 

6339 
6486 
6637 
6792 
6950 

7112 
7278 
7447 
7621 
7798 

7930 
8166 
8356 
8551 
8750 

8954 
9162 
9376 
9594 


97959817 


5662 
5794 
5929 
6067 
6209 

6353 
6501 
6653 
6808 
6966 


5176 
5297 


32063214 
328113289 
33573365 
3436  3443 
35163524 


8 


3221 
3296 


PsoposnoNAL  Pjjtra. 


3228 
3304 


3606 
36813690 
3767  3776 
3855  3864 
3945.3954 


4036  4046 
41304140 


3373  3381 
3451*3450 
35323540 


3614  3622 
3608  3707 
3784  3703 
38733882 
3063  3072 


40554064 
41504150 


4217 

43154325 
4426 


4^27  4236  4246  4256 
4335  4345  4355 
44364446  4457 


440S;450S  45(014520 
4603  4613 
4710  4721 
4810  4831 


4624|4634 
4732  4742 


5070  5032 
5188  5200 
5300  5321 
5420  5433  5445 
5546  5550  5572 


567515680 
5821 


5806 
5043 
60S1 


6368 


4539  4550  456C 
4645  4656  4667 
4753  4764  4775 
4864  4875  4887 
4977.4989  5000 


5957 


60956109 


6223  6237 


6383 


6516  6531 
6668  6683 


6823 


6082  6008 


7120  714S 
7205  7311 


7464 
7638 
7316 


7482 


7008  8017 
8185  8204 
8375 
8570 
8770 

8074 
0183 
0307  0410 
0616  0638 


0840!0863  0886 

i     17 


6830 


7161 
7328 
7400 


7656  7674 
7834  7852 

8035 

8222 

83058414 

8500  8610 

8700  8810 

800510016 
0204 


0226 
0441 
0661 


5702 
5S34 
5070 


6252 

6307 
6546 
6609 
6855 
7015 

7178 
7345 
7516 
7601 
7870 

8054 
8241 
8433 
8630 
8831 

0036 
0247 
0462 
0683 
0008 


5003  51055117 
5212  5224  5236 
5333  5346  5358 
545S  5470  5483 
55855598  5610 


5715  5728  5741 
5848  5361  5875 
5084  5008  6012 
6124  6138  6152 
6266:6281 6205 

6412  64276442 
6561*65776502 
6714  67306745 
68716887  6002 
7031  7047  7063 


7228 
7306 
7568 
7745 
7025 


80728001  8110 
8260!82798200 
8453  8472,8402 
8650  8670  8600 


7104  7211 
7362  7370 
7534  7551 
7700  7727 
7880.7007 


8851  8872 


0057  0078 
02680200 
0484  0506 
97050727 
093l!0044 


8802 

0000 
0311 
9528 
0760 
0077 


1 

1 
1 
1 
1 

1 
1 
1 
1 
1 

1 
1 
1 
1 
1 

1 
1 
1 
1 
1 

1 
1 
1 
1 
1 

1 
1 
1 
1 
1 

1 

2 
2 
2 
2 

2 
2 
2 
2 
2 

2 
2 
2 
2 
2 

2 
2 
2 


2 


2 
2 
2 

2 

2 

2 
2 
2 


3 

2 
2 
2 
2 

2 

2 
3 
3 
3 


2 
2 
2 
3 
3 

3 
3 
3 
3 
8 

8 
8 
3 
8 
3 

3 
3 
3 

4 
4 

4 

4 
4 
4 
4 

4 
4 

4 


2,4 
2'5 


4 
4 

4 
4 
4 

4 
4 
4 
4 
4 

4 
5 
5 
5 
6 

6 
5 
5 
5 
6 

6 
6 
6 
6 
6 

6 
6 
7 

7 
7 


3 

3 
3 
3 
3 

3 

3 
3 

4 
4 

4 
4 
4 
4 

4 

4 
4 
4 
4 
6 

5 
6 
5 
6 
6 

6 
6 
5 
6 
6 

6 
6 
6 
6 
6 

7 

7 
7 
7 
7 

7 

8 
8 
8 
8 

8 
8 
9 
9 
9 


4 
4 
4 
4 
4 

4 

4 
4 
4 


6 

4 
6 
6 
5 


6 
6 
6 
6 
6 

6 
6 
6 
6 
6 


6   6 
6 


6 
6 

6 
6 
6 
6 
6 

7 

7 
7 
7 


7 
8 
8 
8 
8 

8 
8 
9 
9 
9 

9 

9 

10 

10 

10 

10 
11 
11 
11 
11 


6 
7 


7 

7 

7 
7 
7 
8 

8 

8 
8 
8 
8 
9 

9 
9 
9 
9 


6 
6 
6 
6 
6 

6 
6 
6 
6 
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7 

7 

7 

7 

7 
7 
8 
8 
8 

8 
8 
9 
9 


8  9 

I 

6  7 

6  7 

6  7 

6  7 

6  7 


7  7 

7  8 

7  8 

7  8 

7  8 


7  8 

8  9 
8  9 
8  9 
8  9 


8  9 
910 

9  10 
9  10 

9  10 

I 

911 
1011 
10  11 
1011 
10  12 


1012 
11  12 
IC  11  12 


10 
10 

10 
11 
11 
11 


10  11 


10 
10 
10 
11 
11 

11 
11 
12 
12 
12 

12 
13 
13 
13 
14 


12 
12 
12 
12 
13 


11 
11 

12 
12 
12 
13 
13 

13 
13 
14 
14 
14 


13  15 
13  15 


14 
14 
14 


15 
15 
15 
16 
16 


15 


13 
13 

13 

14 
14 
14 

15 

15 
15 
16 
16 

16 

17 
17 
17 


1618 
16' 18 


17 

17 


19 
19 


17  20 
18120 
18120 
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TABLE    OF    INTERNATIONAL    ATOMIC    WEIGHTS. 


Name. 


Alummium.  .  . . 

Antimony 

Argon 

Araenic 

Barium.  .* 

Bismuth 

Boron 

Bromine 

Cadmium 

CsBsium 

Calcium 

Carbon 

Cerium 

Chlorine 

Chromium..... 

Cobalt 

Columbium  (Ni- 
obium)  

Copper 

Erbmm 

Fluorine 

Gadolinium.  . . . 

Gallium 

Germanium.  .  . . 

Glucinum  (Be- 
ryllium) .  .  .  . 

Gold 

Helium 

Hydrogen 

Indium 

Iodine 

Iridium 

Iron 

Krypton 

Lanthanum.  .  . . 

Lead 

Lithium 

Magnesium.  .  . . 

Manganese 

Mercury 


Sym. 

0-16. 

H-l. 

Al 

27.1 

26.9 

Sb    120.2 

119.3 

A       39.9 

39.6 

As  '  75.0 

74.4 

Ba   137.4 

136.4 

Bi    208.5 

206.9 

B 

11. 

10.9 

Br 

79.96 

79.36 

Cd   112.4 

111.6 

Cs    132.9 

131.9 

Ca  ;  40.1 

39.8' 

C     :  12.00 

11.91 

Ce    140.25 

139.2 

CI 

35.45 

35.18 

Cr 

52.1 

51.7 

Co 

59.0 

5S.56 

Cb 

94. 

93.3 

Cu     63.6 

63.1 

E    ,166. 

164.8 

F    1  19. 

18.9 

Gd  156. 

155. 

Ga  ;  70. 

69.5 

Ge 

72.5 

71.9 

Gl 

9.1 

9.03 

Au  197.2 

195.7 

He 

4. 

4. 

H 

1.008 

1.000 

In 

114. 

113.1 

I     1126.85 

125.90 

Ir     193.0 

191.5 

Fe     65.9 

55.5 

K       81.8 

81.2 

La 

138.9 

137.9 

Pb. 

206.9 

205.35 

Li 

7  03 

6.98 

Mg 

24.36 

24.18 

Mn 

55.0 

54.6 

Hg 

200.0 

198.5 

Name. 


Molybdenum.  .. . 
Neodymium. . .  . 

Neon 

Nickel 

Nitrogen 

Osmium 

Oxygen 

Palladium 

,  Phosphorus 

Platinum 

Potassiimi 

Pra/9eodymium. . 

Radium 

Rhodium 

Rubidium 

Ruthenium 

Samarium 

Scandium 

Selenium 

Silicon 

Silver 

Sodium 

Strontium 

Sulphur 

Tantalum 

Tellurium 

Terbium 

Thallium 

Thorium 

Thulium 

Tin 

Titanium 

Tungsten 

Uranium 

Vanadium 

Xenon 

Ytterbiimi 

Yttrium 

Zinc 

Zirconium 


Sym. 


Mo 

Nd 

Ne 

Ni 

N 

Os 

O 

Pd 

P 

Pt 

K 

Pr 

Ra 

Rh 

Rb 

Ru 

Sa 

Sc 

Se 

Si 

A« 

Na 

Sr 

S 

Ta 

Te 

Tb 

Tl 

Th 

Tm 

Sn 

Ti 

W 

U 

V 

X 

Yb 

Y 

Zn 

Zr 


0-16. 


H-l. 


96.0 

143  6 
20. 
5S.7 
14.04 

191. 
16:00 

106.5 
31.0 

194.8 
39.15 

140.5 

225. 

103.0 
85.4 

101.7 

150. 
44.1 
79.2 
28.4 

107.93 
23.05 
87.6 
32.06 

183. 

127.6 

160. 

204.1 

232.5 

171. 

119.0 
48.1 

184.0 

238.5 
51.2 

128. 

173.0 
89.0 
65.4 
90.6 


95.3 
142.5 
19.9 
5S.3 
13.93 
1S9.6 
15.88 
105 .7 
30.77 
193.3 
38.86 
139.4 
223.3 
102.2 
84.8 
100.9 
148.9 
43.8 
78.6 
28.2 
107.12 
22.88 
86.94 
31.83 
181.6 
126.6 
158.8 
202.6 
230.8 
169.7 
118.1 
47.7 
182.6 
236.7 
50.8 
127. 
171.7 
88.3 
64  9 
89.9 


INDEX. 


Acetic  Add,  288,  468 
Acetic  Anhydride,  409 
Acetylene,  671 
Acidimetry,  426,  457 
Alkali   Bicarbonates,  Determination 
of,  450 
In  F^^eaence  of  Carbonates,.  451 
Alkali  Carbonates,  Determination  of, 
44S 
In  Presence  of  Bicarbonates,  451 
In  Presence  of  Hydroxides,  449 
Alkalies,  Separation  of,  40 

Determination  of  Silicates,  394 

Alkali  Hydroxides,  Determination  of, 

444 

In  Presence  of  Carbonates,  449 

Alkalimetry,  426,  444 

Alkaline  ^rth  Bicarbonates,  Detei^ 

mlnation  of,  454 
Alkaline    Earth   Carbonates,  Deter- 
mination of,  452 
Alkaline   Earth   Hydroxides,  Deter- 
mination of,  452 
Alkaline  Earth  Salts,  Determination 

of,  456 
Aluminimn,  75 
Determination  in  Silicates,  391 
Separation  from  Chromium,  100 
Separation  from  Metals  of  Group 

II,  153 
Separation  from  Iron,  94 
Separation  from  Iron  and  Phos- 
phoric Acid,  97 
Separation  from  Magnesium,  Cal- 
cium, Strontium,  and  Barium,  94 
Separation  from  Manganese,  Nick- 
el, Cobalt,  ^nd  Zinc,  121 
Sepai^tion  from  Titanium,  102 
Sej^aration  from  Uranium,  104 


Ammonium  (Ammonia),  53 
Colorimetric  Determination,  56 
Gas-volumetric  Determination,  622 
In  Drinking-water,  56 
Volumetric  Determination,  446 
Antimony,  168 
Separation  from  Arsenic,  181 
Separation  from  Arsenic  and  Tin, 

194 
Separation  from  Mercury,   Lead, 

etc.,  177 
Separation  from  Metals  of  Group 

III,  177 
Separation  from  Tin,  188 
Volumetric  Determination,  534 
Arsenic,  164 
Colorimetric  Determination,  166 
Separation  from  Antimony,  181 
Separation    from   Antimony   and 

Tin,  194 
Separation  from  Mercury,   Lead, 

etc.,  177 
Separation  from  Metals  of  Group 

III,  177 
Volumetric  Determination,  534 
Assay  for  Gold  and  Silver,  197 
Asbestos  Filters,  24 

B 

Balance,  Accuracy  of,  6 

Sensitiveness  of,  7 
Barium,  69 
Determination    in    Silicates    and 

Rocks,  394,  405 
Separation  from  Calcium,  73 
Separation  from  Magnesium,  73 
Separation  from  Strontium,  74 
Separation  from  Metals  of  Group 

III,  94,  119 
Separation  from  Metals  of  Group 
11,163 

647 
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Barium,  Volumetric  Determination, 

452 
Bearing  Metal,  Analysis  of,  192 
Benzol  (Benzene),  Determination  in 
Gas  Mixtures,  569 
Separation  from  Ethylene,  572,  621 
Bismuth,  141 
Separation    from    Arsenic,    Anti- 
mony, and  Tin,  177 
Saparation  from  Copper  and  Cad- 
mium, 15S 
Separation  from  Lead,  155 
Separation  from  Mercury,  155 
Separation  from  Metals  of  Groups 

III,  IV,  and  V,  153 
Separation  from  Tellurium,  217 
Bitter-almond  Water,  259 
Borda's  Method  of  Weighing,  9 
Boric  Acid,  337 

Volmnetric  Determination,  471 
Brass,  Analysis  of,  153 
Bromine,    Determination    in    Non- 
electrolytes,  247 
Determination  in  Mineral  Waters, 

521 
Gravimetric  Determination,  251 
Separation  from  Chlorine,  256 
Separation  from  Iodine,  257 
Volmnetric     Determination,    516, 
520,  545 
Bronze,  Analysis  of,  178 
Bunte,  Apparatus  for  Gas  Analysis, 

606 
Burettes,  412 
Calibration  of,  417 


Cadmium,  150 

Separation    from    Arsenie,    Anti- 
mony, and  Tin,  177     t 
Separation  from  Bismuth  (cf.  Bis- 
muth), 155 
Separation  from  Copper,  160 
Separation  from  Lead,  160 
Separation  from  Mercury,  155 
Separation  from  Metals  of  Groups 
III,  IV,  and  V,  153 
Calcium,  65 

Determination  in  Silicates,  393 
Separation  from  Barium  and  Stron- 
tium, 73 
Separation  from  Magnesium,  70 
Separation  from  Metals  of  Group 

111,94,119 
Separation  from  Metals  of  Group 
II,  153 


Calcium,  Yolumetric  Determination, 

491 
Calibration  of  Burettes,  417 
of  Measuring-flasks,  414 
of  Pipettes,  415 
Carbon,  Determination  in  Iron  and 
Steel,  313 
Determination    in    Organic    Sub- 
stances, 323 
Carbon  Dioxide  (see  Carbonic  Acid) 
Carbonic  Acid,  292 
Free,  Determination  of,  472 
Gas-analytical  Determination,  567 
In  the  Air,  475 
In  Electrolytic  Chlorine,  614 
In  lUiuninating-gaB,  590,  599 
In  Mineral  Waters,  299 
In  the  Presence  of  N„0,  XO  and  N, 

613 
Gas-volumetric        Determination, 

301,  567 
Volumetric  Determination,  472 
Carbon  Monoxide,  575,  601 

Qualitative  Detection,  581 
Carius,  Method  for  Determining  Hal- 
ogens, 247 
Cerium,  Gas-volumetric  Determina- 
tion, 627 
Volumetric  Determination,  526 
Chemical  Factors,  Table  of,  639 
Chlorates,  Analysis  of,  364,  498,  530 
Chloric  Acid,  364 

In  the  Presence  of  Perchlorates, 

367 
In  the  Presence  of  Perchloric  and 

Hydrochloric  Acids,  367 
Volumetric     Determination,    498, 
530 
Chlorine,  Gravimetric  Determination, 
242,  246 
Gas-analytical  Determination,  614 
In  Insoluble  Chlorides,  245 
In  Non-electrolytes,  247 
In  Rocks,  246 

Separation  from  Bromine,  256 
Separation  from  (>anogen,  261, 547 
Separation  from  todine,  253 
Separation  from  Sulphocvanogen, 

263,  549 
Volumetric     Determination,    515, 
544 
Chlorine  Gas,  Examination  of,  614 
Chromates,  Gravimetric  Determina- 
tion, 90 
Volumetric    Determination,    501, 
525,530 
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Chromio  Add  (see  Chromatee) 
Chromite  (Chrome-iron  Ore),  Analy- 

SIB  of,  407 
Chromium,  90 

Detennination  in  Iron  Ores  and 

RockB^T 
Determination  in  Pig  Iron,  238 
Separation  from  Alkaline  Earths 

and  Magnesium,  94 
Separation  from  Aliuninium,  100 
Separation  from  Iron,  99 
Separation   from   Nickel,   Cobalt, 

Manganese,  and  Zinc,  121 
Volumetric    Determiiiation,    502, 

525,530 
Cobalt,  115 
Separation  from  Alkaline  Earths 

and  MaHgnesium,  119 
Separation  from  Manganese,  129 
Separation  from  Metals  of  Group 

III,  121,  123 
Separation  from  Metals  of  Group 

II,  153 
Separation  from  Nickel,  130 
Separation  from  Zinc,  125 
Collection  and  Confinement  of  Gases, 

555 
Combustion  (Elementary  Anal3rsis), 

323 
Combustion  of  Gases,  577 
(a)  By  Explosion,  578 
(h)  By  Method  of  Drehschmidt,579 

(c)  By  Method  of  Winkler-Dennis, 
603     , 

(d)  Fractional,  579 
Copper,  144 

Anal3rsis  of,  for  Selenium  and  Tel- 
lurium, 2120 
Separation   from    ArBcnic,    Anti- 
mony and  Tin,  177 
Separation  from  Bismuth,  168 
Separation  from  Cadmium,  160 
Separation  from  Lead,  169,  160 
Separation  from  Mercury,  156 
Separation  from  Metals  of  Groups 
m,  IV,  and  V,  163 
Cyanic  Acid,  288 

In  the  Presence  of  Carbonic  and 
Hydrocyanic  Adds,  288 
Cyanoeen,  269 

In  the  Presence  of  Halogens,  261, 

647 
In  the  Presence  of  Sulphocyanogen, 

263,548 
In  the  Presence  of  Chlorine  and 

Sulphocyanogen,  549 
Volimietric  Determination,  546 


Dedccator,  21 

Distribution  Coeffident,  619 
Drehschmidt,    Apparatus    for    Gas 

Analysis,  596 
Drying  of  Precipitates,  19 
Dr3dng  of  Substances  in  Currents  of 

Gases,  30 
Drying-ovens,  23,  30,  31 

E 

Ethylene,  668 

rietermination  (Haber),  619 
Separation  from  Benzol,  572,  621 
Evaporation  of  Liquids,  27 
Explodon  Pipette  (Hempel's),  678 


Fahlerz,  Analysis  of,  278 

Ferric  Iron,  Volumetric  Determina- 
tion, 87,  632,  637 

Ferrous  Iron,  Volumetric  Determina- 
tion, 79,  481,  483,  601 
Determination  in  Silicates,  400 

Filters,  18,  24 

Filtration,  16 

Fluorine,  Determination 

(a)  In  Insoluble  Fluorides,  372 
(6)  In  Mineral  Waters,  373 

Fluorine,  Gasometric  Determination, 
379 

Formaldehyde,  (Formaline),  536 

Formic  Acid,  Volimietric  Determina- 
tion, 493 

Fractional  Combustion,  679 

Fuming  Adds,  Analysis  of,  461 

G 

Gas  Analyds,  654,  687 

Technical,  697 
Gas-combustion  Pipette,  604 
Gases,  Collection  and  Confinement  of, 

656 
Gas-volumetric  Methods,  621 
Generator  Gas,  Analysis  of,  687 
Grold,  Determination  m  the  Dry  Way, 
197 

Determination  in  the  Wet  Way, 
195 

Determination  in  Ores,  201 

Separation  from  Silver,  200 
Goocn  Crucibles,  22 
Gravimetric  Analysis,  1,  36 
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Halogens,  Separation  from  One  An- 
other, 253 
Hardness  of  Water,  455,  466 
Hempel,  Apparatus  for  Exact  Gas 
Analysis,  588 

Apparatus  for  Technical  Gas  Analy- 
sis, 597 
Hood,  27 

Hydriodic  Acid,  252 

Separation  from  Hydrobromic  and 
Hydrochloric  Acids,  253,  257 

Separation  from  Hydrocyanic  Acid, 
261 

Volumetric  Determination,  517 
Hydrobromic  Acid,  251 

Determination  in  Mineral  Waters, 
521 

Determination  in  Presence  of  Hy- 
drochloric and  Hydriodic  Acids, 
253,257 

Determination  in  Presence  of  Hy- 
drocyanic Acid,  261 

Volumetric    Determination,     520, 
545 
Hydrocarbons,  Heavy,  568,  502,  599 
Hydrochloric  Acid,  242 

Separation  from  Qydrobromic 
Acid,  256 

Separation  from  Hydrocyanic  Acid, 
261 

Separation  from  Hydrocyanic  and 
Sulphocyanic  Acids,  549 

Separation    from    Hydrogen,   251 

Separation  from  Hydrogen  Sul- 
phide, 251 

Separation  from  Hydriodic  Acid, 
253 

Volumetric  Determination,  457 
Hydrocyanic  Acid,  259 

Determination  in  the  Presence  of 
Cyanic  and  Carbonic  Acids,  288 

Determination  in  the  Presence  of 
Halo^n  Hydride,  261 

Determmation  in  the  Presence  of 
Hydrochloric  Acid,  261,  547 

Determination  in  the  Presence  of 
Hydrochloric  and  Sulphocyanic 
Acids,  549 

Determination  in  the  Presence  of 
Sulphocyanic  Acid,  448 

Volumetric  Determination,  546 
Hydroferricyanic  Acid,  265,  498 
Hydroferrocyanic  Acid,  263,  497 
Hydrofluoric  Acid,  371 

Volumetric  Determination,  467 


Hydrofluoeilicic  Acid,  381 

Volumetric  Determination,  467 
Hydfogen,  583 
Determination  in  Illuminating-gas, 

592,  601 
Determination    in    Oiganic    Sub- 
stances, 323 
Hydrogen  Peroxide,  493 

Methods,  625 
Hydrogen  Sulphide,  (^olorimetric  De- 
termination, 273 
Expulsion    from    Insoluble    Sul- 
phides, 284 
Gravimetric  Determination,  268 
In  Mineral  Waters,  534 
Volumetric  Determination,  533 
Hydrosulphuric  Acid  (see  Hydrogen 

Sulphide),  26S 
Hydroxylamine,  467,  496 
Hypochlorous  Acid,  530,  539 

In  the  Presence  of  Chlorine,  516 
Hypophosphopous  Acid,  2?9,  589 
In  the  Presence  of  Phosphorous 
Acid,  291 


Illuminating-gas,    Analysis   of,    587, 

597 
Indicators,  426 
Indirect  Anal3rse8,  2,  256 
Inquartation,  197 
Iodic  Acid.  342 
Iodimetry,N505 
Iodine,  252 
Determination  in  Mineral  Waters, 

521 
Determination  in  Non-electrolvtes, 

24S 
Determination  in  Soluble  Iodides, 

517 
Separation  from  Bromine,  257 
Separation  from  Chlorine,  253,  257 
Volumetric    Determination,    515, 
545 
Iodine    Solution,    Preparation    and 

Standardization  of,  511 
Iron,  77 

Determination  in  Silicates,  391, 400 
Electric  Deposition  of,  81 
Separation  from  Alkaline  Earths 

and  Magnesium,  94 
Separation  from  Aluminium,  94 
Separation  from  Aluminium  and 

Phosphoric  Acid,  97 
Separation  from  Chromium,  99 
Separation     from     Manganese, 
Nickel,  Cobalt,  and  Zinc.  121 
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Iron,    Separation    from    Metals    of 
Group  II,  151 
Separation  from  Titanium,  100 
Separation  from  Uranium,  104 
Volumetric  Determination : 

(a)  By  Permanganate  Methods, 
.      79,  481,  483 
(6)  By  Dichromate  Methods,  502 

(c)  By  lodimetric  Methods,  532 

(d)  By  Stannous  Chloride,  637 
Iron    Wire,    Determination    of     its 

Apparent  Iron  Value,  86 

K 

Kjeldahl,    Method   for   Determining 
Nitrogen,  58 


Lacmoid,  431 
Lead,  137 
Separation    from    Arsenic,    Anti- 
mony, and  Tin,  177 
Separation    from     Bismuth     and 

Mercury,  155 
Separation  from  Cadmium,  160 
Separation  from  Copper,  159,  160 
Separation  from  Metals  of  Groups 
III,  IV,  and  V,  153 
Lead  Peroxide,  Analysis  of,  531 
Lepidolite,  Analysis  of,  400 
Litnium.  49 

Separation  from  Sodium  and  Po- 
tassium, 49 
Litmus,  432 
Logarithms,  Tables  of,  642 

M 

Magnesium,  60 

Separation  from  Alkalies,  64 
Separation  from  Alkaline  Earths, 

70,  72,  73 
Separation  from  Metals  of  Group 

II,  153 

Separation  from  Metals  of  Group 

III,  119.  94 
Manganese,  104 

Colorimetric  Determination,  110 
Determination  in  Iron  and  Steel, 

503 
Separation  from  Alkaline  Earths 

and  Magnesium,  119 
Separation  from  Metals  of  Group 

11,153 
Separation  from  Nickel  and  Cobalt, 

129 


Manganese,  Separation  from  Trivalent 
Metals  of  Group  III,  121 
Separation  from  Zinc,  125 
Volumetric    Determination,     487, 
492,  603,  624 
Measuring-flasks,  Calibration  of,  414 
Measuring  Instruments,  412 
Mercury,  133 

Determination  in  Non-electrolytes, 

Separation    from    Arsenic,    Anti- 
mony, and  Tin,  177 
Separation  from  Metals  of  Group 

II,  155 

Separation  from  Metals  of  Groups 

III,  IV,  V,  153 
Metaphosphoric  Acid,  342 
Methane,  5S6 

Separation  from  Hydrogen,   592, 
601 
Methyl  Oranse,  427 
Minium  (Red  Lead),  Volumetric  De- 
termination of,  491 
Molybdenum,  221,  627 

Separation  from  Alkalies,  223 
Separation  from  Alkaline  Eartlis, 

223 
Separation  from  Metals  of  Groups 

II  and  III,  224 
Separation  from  Phosphoric  Acid, 

Separation  from  Tungsten,  224 
Separation  from  Vanadium,   236, 
52« 
Molybdenum  Residues,  354 
Molybdic  Acid,  221 
Monazite,  Determination  of  Thorium 
in,  408 


N 


Nickel,  111 
Separation  from  Alkaline  Earths 

and  Magnesium,  1 19 
Separation  from  Cobalt,  130 
Separation  from  Manganese,  129 
Separation  from  Metals  of  Group 

11,153 
Separation  from  Trivalent  Metals 

of  Group  III,  121 
Separation  from  Zinc,  125 
Nitric  Acid,  357 

Gas-volumetric  Determination  of, 

360,  624 
Volumetric  Determination  of,  457f 

499 
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Nitric  Oxide,  610 

In  Preeenoe  of  Nitrous  Oxide,  611 
In  Presence  of  Nitrous  Oxide  and 

Nitrogen,  612 
In  Presence  of  Nitrous  Oxide,  Ni- 
trogen, and  Carbon  Dioxide,  613 
Nitrous  Acid,  Colonmetric  !Determi- 
nation  of,  265 
Gas-volumetric  Determination,  624 
Volumetric    Determination,    430, 

493 
Oxide,  60S 
Determination  in  the  Presence  of 

Nitric  Oxide,  611 
Determination  in  the  Presence  of 

Nitric  Oxide  and  Nitrogen,  612 
Determination  in  the  Presence  of 
Nitric  Oxide,  Nitrogen,  and  Car- 
bon Dioxide,  613 
Nitrogen,  Dumas*  Determination,  332 
Kjddahl's  Determination,  5S 
In  tlie  Presence  of    Nitrous  and 

Nitric  Oxides,  612 
In  the  Presence  of  Nitrous  and 
Nitric  Oxides,  and  Carbon  Di- 
oxide, 613  * 
Normal  Solutions,  423,  435 
of  Barium  Hydroxide,  443 
of  Hydrochloric  Acid,  436 
of  Nitric  and  Sulphuric  Acids,  439 
of  Oxalic  Acid,  439 
of  Sodium  Hydroxide,  440 


O 

Operations,  6 

Oiiganic  Acids,  Titration  of,  468 

Onsat,  Apparatus  for  Gas  Analysis, 
604 

Orthoclase,  Analysis  of,  389 

Orthophosphoric  Acid,  343 
Volumetric  Determination  of,  470, 
551 

Oxalic  Acid,  336 
Voltunetric  Determination  of,  468, 
490 

Oxidation  Methods,  477 

Oxygen,  Gas-analytical  Determina- 
tion, 672,  600 
Determination  of  Absorbed  Oxy- 
gen in  Water,  574 

Ozone,  531 

P. 

PauVs  Drying-oven,  31 
Percarbonates,  Analysis  of,  495 


Perchloric  Acid,  366 
Determination  in  the  Presence  of 

Chloric  Acid,  367 
Determination  in  the  Presence  of 

Hydrochloric  Acid,  367 
Preparation  of,  47 
Permanganate  Methods,  477 
Permanganate  Solution,  Permanence 
of,  477 
Standardization  of,  79,  478,  626 
Uses  of.  481 
Peroxides,  Analyds  of,  522 
Persulphates,  495 
Phenolphthalein,  433 
Phosphoric  Acid,  343 
Determination  in  Mineral  Waten^ 

353 
Determination  in  Silicates,  353 
Separation  from  Alkaline  Earths 

and  Alkalies,  356 
Separation   from   Iron   and   Alu- 
minium, 97 
Separation  from  Metals  of  Groups 

I,  n,  and  III,  355 
Volumetric    Determination,    470, 
551 
Phosphorous  Acid,  291 

In  Presence  of  H3rpophosphorou8 
Acid,  291 
Phosphorus,  Determination  in   Iron 
and  Steel,  349^ 
Determination    in    Oi^ganic    Sub- 
stances,  355 
Pipettes,  412 

Calibration  of,  415 
Platinum,  206 
Separation  from  Gold  and  Silver, 
208 
Potassium,  35 

Biiodate  Solution  (normal),  509 
Dichromate  Solution  (Normal),  502 
Percarbonate,  495 
Permanganate  Solution  (Normal), 

79,477 
Permanganate  Solution,  Gas-volu- 
metric Standardization  of,  626 
Persulphate,  495 
Separation  from  Sodium,  40 
Precipitates,  Dr3ring  and  Burning  of, 
19 
Filtration  and  Washine  of,  16 
Precipitation  Analyses  (Volumetric), 

540 
Preparation   of    the    Substance    for 

Analysis,  32 
Producer-gas,  Analysis  of,  5^ 
Prussian  Blue,  Analysis  of,  264 
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Prusdc  Acid  (see  Hyditx^anic  Add) 
Pyrite,  Determination  of  Sulphur  in» 

281 
Pyrolufiite,  Analysis  of,  492,  524 
Fyrophosphoric  Acid,  342 
pyridine  Bases,  Titration  of,  447 


Quartation,  197 


Q 


Kecrystallization,  32 

Ked  lead,  491 

Reduction  of  Ferric  Salts,  484 

Keduction  Methods,  637 

Resorcin  Blue,  431 . 


S 


it 


Salting  Out''  Method,  128 
Selenium,  215 

Determination  in  Copper,  220 
Separation  from  Metals  of  Groups 

II,  lU,  IV,  and  V,  217 
Separation  from  Telluriimi,  219     , 
Silicates,  Analysis  of,  383,  389 
Determination  of  Alkalies  in,  394 
Determination  of  Water  in,  410 
SUicic  Acid,  383 

Determination  in  Clav,  406 
Separation   of   Soluble   from    In- 
soluble, 405 
Silicon,  Determination  in  Iron  and 

Steel,  349 
SUver,  240 

Determination  in  Alloys,  197,  544 
Determination  in  Ores  (see  Gold), 

201 
Volumetric    Determination,    540, 
543 
Solubility  Product,  125 
Sodium,  40 

Hydroxide,  Determination  in  Caus- 
tic Soda,  444 
Separation  from  Potassium,  40 
Thiosulphate   Solution    (Normal), 
•606 
Solution  of  Sulphides,  Explanation  of, 

126 
Stannic  Chloride,  Analysis  of,  243, 

459 
Starch  Solution,  513 
Strontium,  67 

Separation  from  Barium,  74 
Separation  from  Calcium,  73 
Separation  of  Magnesium,  72 


Strontium,  Separation  from  Metals 
of  Group  n,  153 
Separation  from  Metals  of  Group 
m,  94,  119 
Sulphocyanic  Acid,  261,  548 
Senaration  from  Halogen  Hydrides, 

Separation  from  Hydrocyanic  Acid, 
263,548 

Separation  from  Hydrocyanic  and 
Hydrochloric  Acids,  549  , 
Sulphur,  Colorimetric  Determination, 
273 

Determination   in    Insoluble  Sul- 
phides. 276,  284 

Determination  in  Iron  and  Steel, 
273 

Determination  in  Non-eleotrol3rtes, 
287 

Determination  in  Pyrites,  281 

Determination  in  Blocks,  403 

Determination  in  Sulphides  Soluble 
in  Acids,  271 

Determination  in  Sulphides  Soluble 
in  Water,  270 
Sulphur  Dioxide,  Determination  in 

Gas  Mixtures,  618 
Sulphuretted  Hydrogen  (see  Hydro- 
gen Sulphide) 
Sulphuric  Acid,  368 

Preparation  of  Concentrated  Acid 
of  Definite  Strength,  466 

Volumetric    Determination,    467, 
461,  463,  550 
Sulphurous  Acid  (see  Sulphur  Diox- 
ide), 290 

Volumetric    Determination,    470, 
535 


Tables,  628 

Tartaric  Acid,  342 

Tellurium,  217 

Determination  in  Copper,  220 
Separation  from  Metais  of  Groups 

II,  III,  IV,  and  V,  217 
Separation  from  Selenium,  219 
Volumetric  Determination,  525 

Telluric  Acid,  525 

Tellurous  Acid,  217 

Tetrahedrite,  Analysis  of,  278 

Thiosulphuric  Acid,  357,  506 

Thorium,    Determination   in   Mona- 
zite,  408 

Tin,  172 
Chloride,  Analysis  of,  243,  459 


654 


INDEX. 


Tin,  Separation  from  Alkaline  Earths 

and  Magnesium,  177 
Separation  from  Antimony,  188 
Separation  from  Arsenic  and  Anti- 
mony, 194 
Separation  from  Mercury,   Lead, 

Bismuth,  Copper,  and  Cadmium, 

177 
Separation  from  Metals  of  Group 

111,177 
Separation  from  Phosphoric  Acid, 

180 
Separation  from  Tungsten,  229 
Titanium,  88 

Determination  in  Rocks,  402 
Separation  from  Alkaline  Earths, 

94 
Separation  from  Aluminium,  102 
Separation  from  Iron,  100 
Separation      from      Manganese, 

Nickel,  Cobalt,  and  Zinc,  121 
Tungsten,  227 
Separation  from  Molybdic  Acid, 


Separation  from  Silicic  Acid,  229 

U 

Uranium,  93 
Separation  from  Alkaline  Earths 

and  Magnesium,  94 
Separation  from  Aluminium  and 

Iron,  104 
Separation  from  Metals  of  Group 

II,  153 
Separation   from    Nickel,   Cobalt, 

Manganese,  and  Zinc,  121 
Volumetric  Determination,  489 


Vanadiimi,  230 

Determination  in  Ores  and  Roeks, 

237 
Determination  in  Pig  Iron,  238 
Separation  from  Ar^lc  Acid,  238 
Separation  from  Molybdenum,  238. 

528 
Separation  from  Phosphoric  Acid, 

234 
Volumetric    Determination,    238, 
501,526 
Vanadinite,  Analjrsis  of,  235 
Volumetric  Analysis,  412 

W 

Water,    Determination   in   Fluodil]- 

cates,  382 
Determination  in  Silicates,  410 
Washing  of  Precipitates,  16 
Weighing,  6 
Weijghts,  Testing  of,  13 
White  Lead,  Aiudysis  of,  296 
Wolframite  (Wolfram),  Analysis  of, 

228 

Z 

Zinc,  116 
Separation  from  Alkaline  Euths 

and  Magnesium,  119 
Separation  from  Metals  of  Group 

n,  153 
Separation   from   Nickel,    Cobalt, 

and  Manganese,  125 
Separation  from  Trivalent  Metals 

of  Group  III,  121 
Zirconium,  Determination  in  Rocks, 

403 


